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Abstract Fast and reliable pathogen detection is an important
issue for human health. Since conventional microbiological
methods are rather slow, there is growing interest in detection
and quantification usingmolecular methods. The droplet digital
polymerase chain reaction (ddPCR) is a relatively new PCR
method for absolute and accurate quantification without exter-
nal standards. Using the Listeria monocytogenes specific prfA
assay, we focused on the questions of whether the assay was
directly transferable to ddPCR and whether ddPCR was suit-
able for samples derived from heterogeneous matrices, such as
foodstuffs that often included inhibitors and a non-target bac-
terial background flora. Although the prfA assay showed sub-
optimal cluster formation, use of ddPCR for quantification of
L. monocytogenes from pure bacterial cultures, artificially con-
taminated cheese, and naturally contaminated foodstuff was
satisfactory over a relatively broad dynamic range. Moreover,
results demonstrated the outstanding detection limit of one
copy. However, while poorer DNA quality, such as resulting
from longer storage, can impair ddPCR, internal amplification
control (IAC) of prfA by ddPCR, that is integrated in the

genome of L. monocytogenes ΔprfA, showed even slightly
better quantification over a broader dynamic range.
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Introduction

Rapid detection and risk assessment of pathogenic organisms,
which can endanger health, are necessary to ensure public
interests, such as food safety. Therefore, direct and exact quan-
tification of pathogenic organisms is becoming more and
more relevant. This was emphasized, for example, for
foodborne pathogens by Hoorfar (2011) [1]. However, micro-
biological methods based on enrichments do not produce
quantitative results necessary for an appropriate risk analysis,
and they are also both time- and cost-intensive. Consequently,
a major effort is being made to replace these methods with
faster and more accurate techniques. These techniques are
mostly derived from molecular biology, such as real-time
quantitative polymerase chain reaction (qPCR) detection.

qPCR allows for reliable detection and quantification down
to one single nucleic acid target per PCR sample, but the down
side is that it requires a highly purified template DNA [2].
qPCR quantification directly from complex matrices is rarely
performed as these hinder the PCR process itself [1]. This is
mostly due to the presence of chemical inhibitors and large
numbers of non-target bacterial background flora. Moreover,
relevant pathogens are usually present in very low numbers in
the environment. Consequently, for example in food diagnos-
tics, a large representative sample (up to 25 g) has to be proc-
essed for further analysis. While controls for possible PCR
inhibition, such as an internal amplification control (IAC) or
an internal sample preparation control (ISPC), are
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recommended [3], the possibility of biased quantitative results
is still a major concern. The classical qPCR format depends on
an external DNA standard that is normally highly pure and thus
potentially different in quality from the sample, leading to er-
roneous results [2].

A possible solution to these inherent problems of pathogen
quantification using PCR could be the relatively new PCR
format called digital droplet PCR (ddPCR). In this PCR format,
the sample is distributed in small droplets (∼20,000), each con-
taining a fraction of the DNA targets of the initial sample.
Quantification with ddPCR is performed without an external
standard. The underlying algorithm is based on Poisson distri-
bution. According to this distribution, a small number of DNA
targets in a large number of droplets lead to the possibility of
calculating the overall number of initial DNA target molecules
in the sample. Following the PCR run, the samples are screened
for droplets, with positive target amplification represented by a
fluorescence signal and negative samples lacking such a signal.
Subsequently, the initial DNA concentration is calculated from
the proportion of negative and positive events and the Poisson
distribution prediction [4].

ddPCR has already been tested in a variety of applications.
Besides research on cancer and other diseases, ddPCR was
inter alia applied to food that contained DNA from genetically
modified organisms [5, 6], bacterial pathogens in water sam-
ples [7], and for the detection of methicillin-resistant
Staphylococcus aureus [8].

ddPCR is more attractive than qPCR in diagnostic applica-
tions for the following reasons: ddPCR determines the abso-
lute target copy number without the need of an external stan-
dard and thus this technique is not limited by the possibilities
of DNA standard degradation [9] or DNA extracted from dif-
ferent matrices [10]. Consequently, results from different runs
and laboratories show better comparability, which has been
demonstrated by Fu et al. (2015) [6]. Additionally, quantifica-
tion with ddPCR is theoretically less dependent on inhibitors
influencing the amplification efficiency than qPCR since it is
an end-point measurement [11, 12]. Finally, ddPCR might
reduce the possibility of handling errors due to automated
generation of the droplets, therefore preventing cross
contaminations.

The smaller dynamic range of the ddPCR format (5 log10,
[4, 13]) compared to qPCR is not a drawback for diagnostic
applications, as the target organisms normally occur only in
low numbers that are correctly quantified with ddPCR.
However, there are still concerns about the possibility of di-
rectly transferring already well-established qPCR assays into
new ddPCR applications. This is especially relevant for diag-
nostic purposes, as numerous qPCR assays are established in
this field. It would be useful to transfer these assays directly to
the ddPCR application.

In this study, we investigated this question illustrated by a
well-established qPCR assay amplifying a 274-base pairs (bp)

fragment of the Listeria monocytogenes prfA locus. The Gram-
positive bacterium L. monocytogenes is one of the most impor-
tant foodborne pathogens. Its ubiquitous occurrence in the en-
vironment combined with its ability to multiply at refrigeration
temperatures has led to many food-related outbreaks in the past
with often fatal consequences [14]. In addition to its general
importance in the food sector, L. monocytogenes was also cho-
sen as a model organism as there is much experience with the
prfA assay. This assay, specific for L. monocytogenes [15], has
already been thoroughly evaluated and it has been demonstrat-
ed that it amplifies one single DNA target molecule. In addi-
tion, aΔprfA ISPC [16] is available for this assay. It comprises
aΔprfA L. monocytogenes strain including an artificial single-
copy IAC sequence of 100 bp. An ISPC serves as an additional
control comparable to the IAC, but covers the complete analyt-
ical chain, including sample preparation and DNA isolation/
purification as well as PCR amplification [2]. It is performed
in a duplex format using identical primers and a different la-
beled probe.

In addition to the issue of direct transfer of the qPCR assay
to the ddPCR format, prfA assay performance was evaluated
in the ddPCR format. On one hand, this was performed at the
DNA level using Equivalence Partitioning Analysis based on
calibration curves. This analysis is based on verification of
representative values in this specific range and the assumption
that accuracy of the system is provided for all intermediate
values within this range. On the other hand, ddPCRwas tested
with the Boundary Limit Analysis which tests the limiting
range using Poisson distribution and assumes that the results
of other values are accurate when the assay performs correctly
in the limiting range as demonstrated by Rossmanith and
Wagner (2011) [17] (Fig. 1). The in vivo application was
evaluated by analyzing artificially contaminated specimens
and naturally contaminated acid curd cheese and alpine hard
cheese.

Materials and methods

DNA isolationDNAwas isolated using the NucleoSpin tissue
kit (Macherey Nagel) following protocol instructions for
Gram-positive bacteria. The DNA was eluted twice with
50 μl ddH2O (70 °C).

DNA standard for real-time PCR quantification One mil-
liliter of a L. monocytogenes (strain EGDe) overnight culture
was used for DNA isolation. The DNA concentration was
measured with the Qubit ds Broad Range Kit (Invitrogen).
The copy number of the single-copy prfA gene was calculated
using the molecular weight (1 ng of DNA equals 3.1 × 105

copies of the genome).

7584 A.K. Witte et al.



qPCR One qPCR reaction of 25 μl final volume contained
2.5 μl 10× reaction buffer (Invitrogen), 3.5 mM MgCl2,
12.5 pmol of each primer, 6.25 pmol of each probe, 5 nmol
each dATP, dTTP, dGPT, and dCTP, 1.5 U of Platinum Taq
(Invitrogen, Lofer, Austria), and 5 μl of template DNA. The
Btraditional^ prfA qPCR was performed as previously pub-
lished in an Mx3000p real-time PCR thermocycler
(Stratagene) with initial denaturation at 94 °C for 2 min, am-
plification in 45 cycles at 94 °C for 15 s and 64 °C for 1 min
[18]. All qPCRs were performed in duplicate. In addition to
the Btraditional^ prfA qPCR, a second program was created in
accordance with parameters recommended by the ddPCR sup-
plier (Bio-Rad). To cope with the chemicals, the ramp time
had to be reduced to 2 °C/s; therefore, a program was created
that holds every second degree as a one second step. The data
were analyzed with the MxPro software.

ddPCR One ddPCR reaction contained 10 μl of ddPCR
Master Mix for Probes (Bio-Rad, Munich, Germany),
12.5 pmol of each primer, 6.25 pmol of each probe, and 5 μl
of template DNA. Samples were prepared in duplicate with
10% additional volume and droplets generated (QX100 drop-
let generator, Bio-Rad, Munich, Germany). PCR was per-
formed as following: initial denaturation at 95 °C for
10 min, amplification in 40 cycles at 95 °C for 30 s and
60 °C for 1 min, and enzyme deactivation at 98 °C for
10 min. For all steps, a ramp time of 2 °C/s was used.
Afterwards, the droplets were analyzed in the QX100 droplet
reader (Bio-Rad, Munich, Germany). The data were analyzed
with the Quantasoft software 1.7 (Bio-Rad, Munich,
Germany).

Poisson distribution-based approach To receive one,
three, and ten copies, the DNA of the lowest log-scale
standard B15^ was diluted (1: 15, 1:5, 1:1.5) and used as
template DNA for 30 (one and three copies) and 20 (ten
copies) PCRs. Data of the qPCR were rounded mathemat-
ically. Unlike other experiments with the ddPCR, the ab-
solute number of positive droplets per sample was used
instead of the Bcopies/20 μl well^ (corresponds to copies
in one reaction): The Quantasoft software estimates the
Bcopies/20 μl well^ based on the number of analyzed
droplets in relation to the expected 20,000 droplets. In
ddPCR, before amplification, the sample is divided in
20,000 reactions (droplets) that either contain DNA or
not (distribution of DNA is based on Poisson distribution)
and after PCR these droplets are either positive (contain
DNA) or not (contain no DNA). The Quantasoft software
calculates the initial DNA copies using the information of
the number of positive and negative droplets and the num-
ber of analyzed droplets (due to technical reasons not all
20,000 droplets were analyzed) by means of Poisson
statistics.

When working with low copy numbers (<10 copies), DNA
is distributed according to Poisson statistics which means that
a relative high number of negative samples is expected. In the
case of working with one copy per sample, statistically 37 %
of all samples are expected to be negative. Furthermore, sta-
tistically 37 % of the samples are expected to have one copy,
18 % two copies, and so on. Since approximately only 15,000
out of 20,000 droplets in samples were analyzed, 25 % more
negative samples were expected in ddPCR compared to
qPCR. Samples containing one copy or more were corrected
by the Quantasoft software depending on the number of ana-
lyzed droplets (e.g., when detecting 1 positive droplet and
16,003 droplets were analyzed, the estimated Bcopies/20 μl
well^ are 1.4.). Thus, to simplify matters and to take the ex-
pected higher number of negative samples into account, the
absolute number of positive droplets was used and the final
result compared to the qPCR data whereby a deviation of
25 % was expected. The data shown in the results section
represent the distribution of one of two independent experi-
ments. When fitting data to a Poisson distribution, no other
statistics are applied [19].

Bacterial strains and culture conditions L. monocytogenes
EGDe (1/2a, internal number 2964) as well as ΔprfA L.
monocytogenes EGDe (1/2a) were part of the collection of
bacterial strains at the Institute of Milk Hygiene, Milk
Technology and Food Science, University of Veterinary
Medicine, Vienna, Austria. All bacterial strains were grown
overnight in tryptone soya broth with 0.6 % (w/v) yeast extract
(TSB-Y; Oxoid, Hampshire, UK) at 37 °C. Enumeration of
bacterial suspensions was performed using the plate count
method.

Fig. 1 Testing methods of Boundary Limit Analysis and Equivalence
Partitioning Analysis (modified after Rossmanith and Wagner (2011)
[17]). The plot demonstrates the ranges of Boundary Limit Analysis and
conventional Equivalence Partitioning Analysis using the example of the
calibration curve of a qPCR assay. Equivalence Partitioning Analysis
covers the range of >101 to 107 initial DNA template copies. Boundary
Limit Analysis can be applied for the range <101 initial DNA template
copies

Quantitative detection of the Listeria monocytogenes prfA locus 7585



Artificially contaminated food samples Gouda cheese was
purchased in a local supermarket. A 3-h culture of
L. monocytogenes EGDe and ΔprfA was centrifuged for
5 min at 8000×g and washed in 1× PBS. The cultures
were adjusted to an optical density OD600 = 0.6 in PBS,
assuming that a culture with OD600 = 0.6 contains
108 CFU/ml. A 10-fold dilution series in PBS was pre-
pared and 100 and 400 μl of the relevant dilution (106 to
102 CFU/ml) added to the 6.25 g (matrix lysis) and 25 g
(combined enrichment/qPCR and ISO-11290 [20, 21]) ho-
mogenized cheese, respectively. Samples were prepared in
four repetitions. The number of CFU was obtained by
plating the cells onto tryptone soya agar with 0.6 % yeast
(Oxoid).

Matrix lysis was performed as previously described
[22]: 10 ml matrix lysis buffer (50 mM Tris pH 7.6,
1 M MgCl2) was added to 6.25 g cheese and homoge-
nized twice in the Stomacher 400 (Seward, London,
UK) for 2 min. The cheese was transferred to 50 ml tubes
and made up with lysis buffer to a volume of 45 ml.
Samples were incubated at 37 °C for 30 min, shaking
horizontally at 200 rpm in a water bath, and afterwards
centrifuged for 30 min at 3220×g at 30 °C. The pellet was
resuspended in 45 ml wash buffer (1× PBS, 0.35 %
Lutensol AO-07) and the samples were again incubated
at 37 °C for 30 min, shaking horizontally at 200 rpm in a
water bath. The remaining pellet containing the bacteria,
was collected by centrifugation for 30 min at 3220×g at
30 °C, and transferred to a 2-ml tube (Eppendorf,
Hamburg, Germany) following one washing step in
1.5 ml 1× PBS (8000×g, 5 min). The complete pellet
was used for DNA isolation.

Combined enrichment/qPCR method The samples were
grown and collected as described previously [18, 23]: 25 g
of cheese was incubated in 225 ml half-Fraser medium
(Oxoid), according to ISO-11290-1. After 24 h at 30 °C, a
9-ml aliquot was centrifuged for 2 min at 50 g and afterwards
the supernatant was centrifuged at 3220×g for 10 min. The
complete bacterial pellet was used for DNA isolation.

Primers and probes:

Results and discussion

Performance of prfA and ΔprfA assays in the ddPCR

Evaluating the performance of a qPCR assay with a log-
scale standard curve is conventionally made over the range
of six log10 units with a lower limit of approximately 25
DNA copies. This is performed using the Comparative
Threshold method (Ct-method), which is equivalent to
Equivalence Partitioning, a widespread test system.
Implicit is the assumption that if test results for a few
representative experimental values are correct (e.g. 100
and 1000 copies) then the system also provides accuracy
over the range of all intermediate values (e.g. 101 to 999
copies; Fig. 1).

An alternative testing method is Boundary Limit
Analysis. This operates over the range 1 to 10 copies of
initial DNA template for qPCR (Fig. 1). It assumes that if a
system operates well over the limiting range (e.g. 1 to 10
copies), it will also work well for all other ranges (e.g. >10
copies). According to Boundary Limit Analysis, one prac-
tical approach to testing is comparison of the characteristic
pattern of Poisson distribution with the actual results ob-
tained [17, 19]. As outlined in the BIntroduction^ section,
the prfA assay was evaluated using Boundary Limit
Analysis. Therefore, it was obvious also to test the appli-
cation in ddPCR with this algorithm as Boundary Limit
Analysis is most accurate in terms of the qualitative and
quantitative resolution of the method.

Adjustment of prfA and ΔprfA to special requirements
of ddPCR

Before testing a specific diagnostic qPCR assay in the
ddPCR, it is necessary to test if the PCR runs properly
under the chemical and physical conditions necessary for
ddPCR. It uses a special mastermix adapted to the gener-
ation of droplets and a special ramp time necessary for the
correct heat transfer into the droplets. Thus, the ddPCR
mastermix was tested and qPCR was performed with dif-
ferent genomic L. monocytogenes EGDe DNA as well as
L. monocytogenes ΔprfA DNA concentrations (ranging
from 1.5 × 101 to 1.5 × 106 copies) and compared to the
Btraditional^ mastermix. Additionally, the impact of the
ramp time adapted ddPCR program (2 °C/s ramp time)
compared to the original qPCR program was investigated
(Fig. 2).

Strongly increased Ct values reflecting reduced amplifica-
tion efficiency were obtained using the ddPCR mastermix for
the prfA assay when compared to the standard qPCR
mastermix (Fig. 2b). When the ramp time and the tempera-
tures were rendered as recommended by the supplier of the
ddPCR, the prfA assay worked well (Fig. 2c). Though the

Name Sequence

LIP1 5′-GATACA GAA ACA
TCG GTT GGC-3′

(Eurofins, Ebersberg, Germany)

LIP2 5′-GTG TAATCT TGA
TGC CAT CAG G-3′

(Eurofins, Ebersberg, Germany)

LIP probe2 5′-FAM-CAG GAT TAA
AAG TTG ACC GCA
-MGB-3′

(Fisher Scientific,
Vienna, Austria)

p-lucLm 5 5′-HEX-TTC GAA ATG
TCC GTT CGG TTG
GC-BHQ1-3′

(Eurofins, Ebersberg, Germany)
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amplification curves appeared flatter after adaptation to the
ddPCR program, the Ct values were almost identical to the
standard qPCR and thus the ddPCRmastermix worked for the
prfA assay (Fig. 2c). Nevertheless, these preliminary results
were obtained using the conventional qPCR cycler and tubes
containing 20 μl aqueous solution (but no droplets).

Analogous testing of the ΔprfA assay resulted in the same
effects on the obtained Ct values, but with a less pronounced
shift of three cycles compared to 13 cycles as observed for the
prfA assay (Fig. 2e, b). After adaptation of the ΔprfA assay, the
Ct values of both assays matched (Fig. 2c, f).

Performance analysis at DNA level

Equivalent partitioning Since it has been shown that prfA
and ΔprfA assays work under the adapted ddPCR protocol, the
performances of the assays in the ddPCR were tested on the
BioRad platform. This was performed with increasing con-
centrations of template DNA as a conventional standard
curve, as a simplex format and also a duplex format.

Overall, there was a high degree of similarity between the
results of qPCR and ddPCR when low DNA concentrations
we r e amp l i f i ed i n t he s imp l ex r eac t i on us i ng
L. monocytogenes EGDe DNA. However, at higher concentra-
tions, the quantitative resolution of the ddPCR was not given
(Fig. 3a), which is based on the method design using approx-
imately 20,000 droplets per sample. This restricted number of
droplets is part of the design of the ddPCR method [4, 13].
Quantification over this range of concentrations is sufficient
for most applications of this method. Especially in respect to
the investigation of food samples, the high concentration range
is neither interesting nor crucial since food pathogens are

usually present in very low numbers in the environment.
Moreover, low legal detection limits such as 100 CFU/g for
L. monocytogenes necessitate good quantitative performance
over the dynamic range given by ddPCR.

In the duplex format, these results were confirmed with
L. monocytogenes EGDe DNA combined with a constant
amount of L. monocytogenes ΔprfA DNA (Fig. 3b), and
combined with equal and opposed concentrations of
L. monocytogenes ΔprfA DNA (Fig. 3c, d). At low con-
centrations, quantification of the ddPCR is equal to that of
qPCR. The reaction of the other target was only influ-
enced when very high DNA concentrations of one target
were applied (Fig. 3d, concentration C).

Boundary limit analysis The detection limit was tested as
demonstrated for the prfA assay in the qPCR to validate the
prfA assay in the ddPCR per se [19]. The rationale was that the
ddPCR is an enzymatic assay and thus, per se validation as
usually applied in analytical and organic chemistry [24] should
be performed and not only a comparison to other methods.

As outlined above, Boundary Limit Analysis using the
Poisson distribution is an appropriate test. In comparison to
the conventional standard-based Equivalent Partitioning
method, Boundary Limit Analysis gives clear evidence of the
performance of a method in the boundary limit region. In the
case of qPCR and ddPCR, this can be theoretically shown
down to the limit of one target molecule. Therefore, one, three,
and ten copy numbers were amplified using ddPCR. Within
this copy number range, the DNA distributes according to the
Poisson distribution [19, 25]. Thirty replicates for one and
three copies and 20 replicates for ten copies were quantified
with prfA ddPCR. The focus of analysis was whether total

Fig. 2 qPCR of prfA and the internal sample process controlΔprfAwith
different mastermixes and different PCR programs. Various amounts of
genomic DNA of L. monocytogenes EGDe (a–c) andΔprfA (d–f) (1.5 ×
106 (black circles) to 1.5 × 101 (white triangles) copies per sample) were

amplified with the conventional mastermix (a, d), the one for ddPCR (b,
c, e, f) with the conventional PCR program (a, b, d, e) and with the
program special developed for ddPCR (c, f)
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copy number and the average of each batch (one, three, and
ten) matches with the expected copy number and whether the
results of the batches are correctly connected to each other. In
addition, it was questioned whether the pattern of positive and
negative samples and the distribution of the actual initial copy
numbers of the discrete samples correlate with the Poisson
distribution. The average values in the qPCR control experi-
ment for the batches including one, three, and ten copies are
1.2, 3.5, and 10.4 copies, respectively. This matches the ex-
pected values (Fig. 4a). This was also true for the positive and
negative distribution of the samples.

Analysis of the number of positive droplets of the analo-
gous experiment performed using the ddPCR platform
(Fig. 4b) resulted in 0.7, 2.3, and 7.1 copies for the batches
including theoretically one, three, and ten copies. The analysis

was performed based on the actual number of positive droplets
and not on the algorithm of the QuantaSoft software called
Bcopies/20 μl well^ (see also BMaterial and methods^). This
was done since about 25 % of the droplets are not analyzed
with ddPCR for mechanical reasons. Therefore the expected
values of ddPCR are only 75 % of those from qPCR.
Accordingly, the results obtained by ddPCR (0.7, 2.3, and
7.1 copies) match the results obtained by qPCR (Fig. 4).
Additionally, the obtained values of 0.7, 2.3, and 7.1 copies
for the batches correlate adequately with each other. The num-
ber of negative events in the batch for one copy in ddPCR also
fitted with 12 from 30 in total (in the qPCR 10 of 30).

In summary, it has been demonstrated in this study that
quantitative as well as qualitative detection limits of the prfA
assay in ddPCR is one copy number and thus it is as sensitive
as prfA qPCR. A similar outstanding detection limit is sug-
gested by the detection of HIV DNA with ddPCR when in-
creasing the number of replicates [26].

Droplet cluster

Despite excellent quantification resolution of the prfA and
ΔprfA assays in ddPCR, one phenomenon was noticeable.

Fig. 3 Standard curves with qPCR and ddPCR. Different DNA
concentrations from pure cultures of L. monocytogenes EGDe and
ΔprfA were tested with qPCR and ddPCR. a Increasing concentrations
from 1.5 × 101 to 1.5 × 106 copies per sample of L. monocytogenes
EGDe. b Increasing concentrations of L. monocytogenes EGDe (from
1.5 × 101 to 1.5 × 106 copies per sample) with a constant amount of
ΔprfA (1.5 × 102 copies per sample). c Increasing concentrations of
L. monocytogenes EGDe and ΔprfA (1.5 × 101 to 1.5 × 106). d
Different concentrations of L. monocytogenes EGDe and ΔprfA: A,
1.5 × 105 EGDe and 1.5 × 102 ΔprfA; B, 1.5 × 104 EGDe and 1.5 × 103

ΔprfA; C, 1.5 × 103 EGDe and 1.5 × 104 ΔprfA; D, 1.5 × 102 EGDe and
1.5 × 105 ΔprfA; E, 1.5 × 101 EGDe and 1.5 × 101 ΔprfA; F, 1.5 × 106

EGDe and 1.5 × 101 ΔprfA; G, 1.5 × 101 EGDe and 1.5 × 106 ΔprfA;
NTC, no template control. Duplicates are presented respectively

Fig. 4 Poisson analysis. One, three, and ten copies of L. monocytogenes
prfAwere amplified in qPCR (a) and ddPCR (b). By plotting the events
against event frequency, the curves approach the Poisson distribution
pattern. The curves of c show the theoretical distribution

7588 A.K. Witte et al.



Positive droplets of the prfA assay were not as clearly
separated from the negative droplets as those of the
ΔprfA assay, which is based on lower fluorescence mea-
surements from these droplets (Fig. 5). In the 1D plot of
the analysis software, this is visualized as droplet Brain^
(Fig. 5a) as, for example, similarly found with ddPCR for
the detection of Ralstonia solanacearum [27]. This phe-
nomenon makes it somewhat difficult to set a definite
threshold. Thus, single droplets may appear positive in
ddPCR in samples where no signal is detected in qPCR.
This was demonstrated by pipetting eight times the no
template control (NTC) in ddPCR for confirmation (see
Electronic Supplementary Material (ESM) Fig. S1). In
this control experiment, the single droplets with interme-
diate fluorescence are most improbably positive, but nev-
ertheless indistinguishable from positive droplets
appearing in the Brain^ of a normal run. These false pos-
itive droplets were also found in other studies, where the
source remained unclear [26, 28].

The relevance of this effect on qualitative evaluation of
samples in the practical application of ddPCR must be
interpreted in the following manner. The number of drop-
lets within the Brain^ region of the 1D plot comprises
approximately 10 % of the total number of positive drop-
lets (Fig. 5a). Therefore this phenomenon is relevant only
for the range <10 BCE (bacterial cell equivalents) per
sample, were Poisson distribution of the DNA occurs. If
we consider that the appearance of droplets in the Brain^
section is associated with a probability of 10 %, we can
conclude that the appearance of two positive droplets in

the Brain^ section of the plot for a particular sample with
two positive droplets is thereby very unlikely. Since one
droplet in this case can be clearly evaluated as positive,
the sample can be conclusively classified as positive.
Therefore only samples demonstrating one positive drop-
let in the Brain^ region of the 1D plot are prone to be
falsely evaluated. Nevertheless, as stated, only 10 % of
the positive droplets are associated with these lower fluo-
rescence measurements. Additionally, the likelihood of
f a l s e po s i t i v e d r op l e t s appe a r i ng , wh i ch a r e
undistinguishable from the 10 % positive droplets in the
rain region, is also rare.

Furthermore, artifacts with high fluorescence in both
HEX and FAM channels were identified in the above
experiment (ESM Fig. S1) which were similarly noticed
by Kiselinova et al. [28]. However, these artifacts can
easily be determined as the dots on the plot appear in
the HEX and the FAM channel coincidently with aber-
rant high fluorescence values. This positive signal in both
channels is also observed in simplex assays using FAM
labeled probes with no HEX dye at all. Therefore the
artifacts are easy to detect and these droplets were judged
negative.

Qualitative and quantitative detection ofL. monocytogenes
from artificially contaminated gouda cheese

As presented in the previous section, performance and
quantification of prfA by ddPCR functioned well with
DNA derived from pure bacterial cultures. However, due
to heterogeneity, background flora, and inhibitors, quanti-
fication using DNA derived from foodstuffs is much more
challenging and thus results of in vitro experiments cannot
be transferred directly. To investigate the general applica-
bility and performance of ddPCR for qualitative and quan-
titative detection of L. monocytogenes from foodstuffs,
gouda cheese samples were artificially contaminated,
DNA was extracted and purified following matrix lysis
and quantified [22]. Additionally, a control run was per-
formed following 24 h of enrichment [18, 23]. Genomic
DNA of L. monocytogenes was subsequently quantified
using qPCR and ddPCR and the data were additionally
compared with the results of ISO11290-1 and ISO11290-
2 (ESM Table S1). Two approaches were implemented: (i)
Duplex reactions containing both L. monocytogenes EGDe
at increasing log concentrations and L. monocytogenes
ΔprfA as ISPC at a constant concentration of 1.6 ×
103 CFU, and ( i i ) duplex reac t ions con ta in ing
L. monocytogenes EGDe at increasing log concentrations
combined with L. monocytogenes ΔprfA at decreasing log
concentrations (ESM Fig. S2, Table S1). To cover a broad
concentration range, the bacteria were tested at concentra-
tions from approximately 20 bacteria per sample (3.2 CFU/

Fig. 5 Droplet clustering in the ddPCR of prfA (L. monocytogenes
EGDe) and ΔprfA (L. monocytogenes ΔprfA). Droplet formation with
prfA and ΔprfA is demonstrated with increasing concentrations from
1.5 × 101 to 1.5 × 106 copies per sample of L. monocytogenes EGDe (a)
and ΔprfA (b)
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g) up to 2 × 105 bacteria per sample (3.2 × 105 CFU/g). ISO
11290-1 and ISO 11290-2 were performed in simplex re-
actions including L. monocytogenes EGDe at increasing
log concentrations.

The qualitative ISO 11290-1 and both PCR methods
following enrichment were positive at all concentrations.
However, due to enrichment, the results are not quantita-
tive and the values for all PCR samples were accordingly
very high. The obtained values from both PCR methods
here differ more compared with other experiments: qPCR
results are higher than those of ddPCR (ESM Fig. S3).
This result was not surprising. Due to the limited number
of droplets (20,000), ddPCR is restricted in its dynamic
range and thus quantification of more than ∼105 copies
per 20 μl reaction is not possible [4, 13].

The results of ddPCR after matrix lysis correlate well with
quantitative ISO 11920-2 and qPCR (Fig. 6, ESM Table S1).
As expected, quantification with the PCR methods was more
sensitive than quantification with ISO 11290-2 that did not
detect L. monocytogenes at the lowest concentrations.
L. monocytogenes ΔprfA quantification also correlated well
with the inoculum (ESM Fig. S2, Table S1) in ddPCR.

There was no suggestion that ddPCR is influenced by back-
ground flora or related phenomena in the food samples. Despite
the mentioned suboptimal droplet clustering of the prfA assay,
and thus the ambiguous threshold, quantification using ddPCR in
practice was conclusive. However, it must be stated that changes
in themanually defined threshold affect quantification of the prfA
assay by about 10 %. Nevertheless, this deviation is comparably
low and sufficient for diagnostic applications. As discussed by
other researchers, the threshold issue is a weak point for ddPCR,
in particular for comparing inter-laboratory results associated

with low DNA concentrations [29]. Thus, one approach to re-
duce the deviation is the development of software to improve the
threshold setting [27, 30].

Quantification of L. monocytogenes from naturally
contaminated specimens

After demonstrating the applicability of ddPCR for quantifi-
cation of bacteria from artificially contaminated food, we
compared its performance against qPCR in respect of natural-
ly contaminated specimens. A total of 13 foodstuff batches
from two different food classes (acid cured cheese and alpine
cheese) were investigated. These included samples from the
acid curd cheese-related L. monocytogenes outbreak in
Austria and Germany from 2010 [14]. Due to the relative
rarity of naturally contaminated L. monocytogenes samples,
half of the samples were old DNA samples from previous
DNA extractions stored at −20 °C, while the other half were
freshly extracted from naturally contaminated alpine cheese
using matrix lysis. All data from qPCR, ddPCR, as well the
respective ISO 11290-1 and ISO 11290-2 results are summa-
rized in Table 1.

In summary, evaluations of ddPCR in comparisonwith qPCR
and ISO 11290-1 and ISO 11290-2 matched well, both quantita-
tively and qualitatively. All investigated food samples were
assessed consistently as positive with all three methods, demon-
strating good qualitative performance for ddPCR. Quantitative
results are discussed in detail in the following section.

Alpine cheese samples (fresh DNA)

A quantitative comparison of the results obtained by qPCR
and ddPCR using freshly prepared samples of the alpine
cheese is shown in Fig. S4 in the ESM. Here, the application
of ISPC reveals that the matrix lysis worked well and the
quantitative results of both PCR techniques for the prfA assay
were also in a similar range (between 101 and 103 BCE per
gram for both PCR assays). Results indicate that there was no
inhibition of ddPCR. However, in some naturally contaminat-
ed alpine cheese samples, higher variation and larger devia-
tions were observed between PCR methods compared with
experiments using in vitro DNA templates and artificially
contaminated samples (see BPerformance of prfA and ΔprfA
assays in the ddPCR^ and BQualitative and quantitative detec-
tion of L. monocytogenes from artificially contaminated gouda
cheese^ sections). These samples contained very low DNA
numbers per PCR reaction (some samples even below ten
copy numbers). Therefore, this deviation results from
Poisson distribution of the bacterial targets and the resulting
negative samples. This distribution of positive and negative
samples is the basis of the quantitative calculation and it there-
fore accordingly influences the quantitative values obtained.
That ddPCR detects fewer positive events than qPCRwas also

Fig. 6 qPCR, ddPCR, and quantitative ISO 11290-2 from artificially
contaminated cheese samples. Both qPCR and ddPCR can quantify
L. monocytogenes over a broad range of concentrations from the cheese
samples. Furthermore, both PCRmethods correlate well with quantitative
ISO 11290-2. However, it is not as sensitive as the PCR methods.
Qualitative ISO 11290-1 was positive for all samples. The averages of
two independent experiments (each of two samples in duplicates) are
demonstrated. Colony forming units (CFU) and bacterial cell equivalents
(BCE) are indicated for the 6.25-g sample tested
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found in the study by Hayden et al. [31]. One reason for this
might be that only approximately 75 % of droplets were ana-
lyzed, meaning that 25 % of the single-copy samples were not
detected (see also Poisson validation section).

Quargel cheese (DNA from storage at −20 °C)

Quantitative results of both PCR methods also deviated when
older samples, such as Quargel cheese, were compared (ESM
Fig. S5a). For example, the positive/negative distribution of re-
sults of one Quargel cheese sample (number 8) deviated and
there were significantly lower quantitative values for ddPCR
compared with qPCR (ESM Fig. S5b). Moreover, impaired
droplet generation was observed in this sample, which was con-
firmed by repetitive, independent ddPCR runs (ESM Fig. S5c).
Therefore we conclude that the quality of this sample suffered as
a result of inhibitory components that may have been present.
Quargel sample preparation is recognized as particularly chal-
lenging matrix. Thus, results from this sample must be critically
reviewed and droplet generation parameters should be included
in the analysis of suspect samples. One possible explanation
could be a high amount of DNA being present in these samples
that was shown to affect droplet production [26, 32]. Further, the
sample DNAwas stored over a longer period at −20 °C, which
negatively influences DNA quality [9]. Data obtained directly
from fresh samples (performed in 2010) indicate that there was
a higher contamination value than shown in this study, which
reflects the long-term DNA storage. Nevertheless, the need for
long-term DNA storage does not commonly apply to pathogen
detection in foodstuffs. Overall, experimental outcomes suggest

that DNA quality is evenmore important for ddPCR than qPCR,
although ddPCR is considered more resilient as it is an end-point
approach [4, 11].

In conclusion, three important phenomena were observed
when naturally contaminated samples were investigated. These
account for quantification deviations in using ddPCR compared
with qPCR: (i) low contamination levels leading to Poisson dis-
tribution of the DNA targets, (ii) sample quality influences drop-
let generation, and (iii) long-term storage is associated with poor
DNAquality. Nevertheless, the quantitative resolution of ddPCR
can be assessed as sufficient for practical use and an adequate
basis for decision making, especially for fresh specimens.

Interestingly, in contrast to other ddPCR studies [29, 33],
ddPCR result deviations from the present study were neither
lower nor more precise in respect of quantifying low levels of
DNA compared with qPCR.

Conclusions

As with the study of Morisset et al. [5], the aim of this study was
not to reinvestigate ddPCR, but to evaluate its practical applica-
tions. We investigated whether the well-established
L. monocytogenes specific prfA qPCR assay is directly transfer-
able to ddPCR and whether ddPCR is suitable for samples de-
rived from heterogeneousmatrices that often enclose a non-target
bacterial background flora. ddPCR demonstrated excellent quan-
tification of DNA from pure cultures and adequate performance
with samples derived from food. However, poorer DNA quality
associated with long-term storage impairs ddPCR more severely

Table 1 ISO 11290-1 and ISO 11290-2, qPCR, and ddPCR with naturally contaminated food samples

Positive samples/total
samples

Quantification (BCE/
g)

Validated as positive
(+)/negative (−)

Batch ISO 11290-2 (CFU/g) ISO 11290-1 qPCR ddPCR qPCR ddPCR ISO qPCR ddPCR

Alpine cheese (2014) I n.p. 4/5 16/16 24/24 3.6 × 102 2.7 × 102 + + +

II n.p. 4/5 18/20 17/18 1.2 × 103 1.7 × 102 + + +

III n.p. 3/5 20/20 22/22 3.3 × 102 2.5 × 102 + + +

IV n.p. 4/5 18/20 14/20 1.5 × 102 1.5 × 101 + + +

V n.p. 5/5 13/16 10/16 2.6 × 102 8.6 × 101 + + +

Quargel cheese (2010) 2 1.1 × 107 5/5 8/8 8/8 8.7 × 105 2.3 × 105 + + +

3 2.2 × 104 5/5 8/8 8/8 1.1 × 104 2.3 × 103 + + +

4 1.6 × 104 5/5 8/8 8/8 3.7 × 103 7.6 × 102 + + +

5 1.2 × 106 5/5 8/8 8/8 1.7 × 105 4.3 × 103 + + +

6 2.8 × 103 5/5 8/8 2/8 1.3 × 103 3.3 × 101 + + +

7 8.8 × 103 5/5 8/8 5/8 2.3 × 102 1.2 × 102 + + +

8 3.4 × 103 5/5 8/8 3/8 2.7 × 103 3.2 × 101 + + +

10 1.5 × 102 5/5 8/8 8/8 2.6 × 103 3.9 × 103 + + +

Results of the PCR methods are summarized as mean values

n.p. not performed
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than qPCR. Despite suboptimal cluster formation, the ddPCR
prfA assay appears to be suitable for practical applications as
only samples where one single droplet appears in the Brain^
region cannot clearly be evaluated positive or negative.
However, while this scenario is very rare, it is easy to identify
these ambiguous samples, which is not possible with other
methods. Consequently, conformation of samples yielding a
single droplet in the Brain^ region necessitates result repeti-
tion. Overall, ddPCR was still associated with fewer false
results compared with other practical methods, such as the
VIDAS system based on antibodies. None the less, we recom-
mend comprehensive adaptations of the qPCR assay to mini-
mize positive and negative droplet overlap and demonstrated
that not a trivial matter to transfer qPCR assays to ddPCR.
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