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Are video laryngoscopes useful for paramedics during 
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Main findings of the studies of Ota and colleagues

Ota et al. [3] performed an observational study comparing 
the success rate of tracheal intubation using a video laryn-
goscope (Pentax Airway Scope) by paramedics with and 
without previous training of tracheal intubation using a 
Macintosh laryngoscope in anesthetized patients. The suc-
cess rate of tracheal intubation using the Airway Scope was 
high for both groups of paramedics, indicating the useful-
ness of the video laryngoscope. In addition, to somewhat 
a surprise, the success rate of tracheal intubation at the 
first attempt with the video laryngoscope was significantly 
higher (96 %) for paramedics without previous training 
with a Macintosh laryngoscope than for those with previ-
ous training with a Macintosh laryngoscope (64 %).

Advantages of video laryngoscopes

Video laryngoscopes are useful for oral and nasal tra-
cheal intubation, with several advantages over a Macin-
tosh laryngoscope [4, 5]. For a Macintosh laryngoscope, 
even by experienced hands, it is frequently difficult to see 
the glottis, and tracheal intubation may fail (after several 
attempts) in roughly 6 % [6]. The incidence of failed intu-
bation will increase when it is difficult to place the head 
and neck to the sniffing position to align the oral, pharyn-
geal, and laryngeal axes. In contrast, for the video laryn-
goscopes, this alignment is not required to see the glottis, 
and thus successful rate of tracheal intubation is generally 
high even in patients with restricted head and neck posi-
tions [7, 8]. With these advantages in mind, Ota et al. [3] 
have concluded that previous experience with a Macintosh 
laryngoscope is not necessary or required for paramedics to 
be trained to use the Airway Scope effectively.

Tracheal intubation has been considered to be the most 
reliable method for securing the airway during cardiopul-
monary resuscitation, and paramedics in some countries 
(including Japan) are licensed to perform this task. The 
Macintosh laryngoscope has long been the main device 
for tracheal intubation, but one technical problem is that a 
considerably long-term clinical training is required for each 
paramedic to be able to perform tracheal intubation reliably 
[1]. In Japan, paramedics are required to complete 30 suc-
cessful tracheal intubations in anesthetized patients in the 
operating room, after undergoing training using manikins, 
to obtain certification by a prefectural medical control com-
mittee. Another major problem with this system is that it is 
difficult to maintain acquired intubation skills, without con-
stant practice. Because the majority of Japanese paramed-
ics only perform one or two tracheal intubations each year 
[2], it would generally be difficult to maintain their skills.

Recently, Japanese paramedics have been allowed to use 
a rigid indirect-optical laryngoscope (or a “video laryngo-
scope”) for tracheal intubation, because it is expected that 
less clinical training would be required to obtain and main-
tain skills. At the moment, paramedics who have already 
been trained with the Macintosh laryngoscope are eligible 
to be trained with a video laryngoscope. In this issue of the 
Journal of Anesthesia, Ota et al. [3] assessed the usefulness 
of this new system.
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Should a video laryngoscope be the first choice?

So, should training with a Macintosh laryngoscope be 
abandoned and training be performed only with a video 
laryngoscope? The answer would be that it is too early to 
say yes. There are several reasons for this. First, during 
cardiopulmonary resuscitation, interruption of chest com-
pression should be as short as possible. Several studies 
have shown that the time required to intubate the trachea 
is frequently longer with a video laryngoscope (including 
the Airway Scope) than with a Macintosh laryngoscope 
[9, 10], although opposite results have also been reported. 
This increase in the interruption time may well reduce the 
chance of successful resuscitation.

Second, although video laryngoscopes have roles in 
patients with difficult airways [8, 11, 12], they may fail in 
a limited number of patients. Reported difficulties include 
the limited mouth opening, a large tongue, a tumor in the 
oropharynx and laryngospasm [5, 13]. In addition, the cam-
era view would frequently be blurred by fogging, secre-
tions, blood, or vomitus in the oropharynx, making tracheal 
intubation difficult or impossible [8, 14]. These problems 
are more likely to occur during cardiopulmonary resuscita-
tion, and in fact in one study, the success rate of tracheal 
intubation was much lower for the Airway Scope than for a 
Macintosh laryngoscope [14].

Third, correct tracheal intubation is usually confirmed 
by visual confirmation of a tube passing through the vocal 
cords and by confirmation of expansion of the chest, during 
cardiopulmonary resuscitation. Nevertheless, these meth-
ods are unreliable [15], and inadvertent esophageal intuba-
tion may be undetected in 10–15 % of cases [16, 17]. The 
use of a video laryngoscope would provide a better view of 
the glottis, but it has been shown that the esophageal inlet 
displayed on a monitor of a video laryngoscope may fre-
quently be misjudged as the tracheal inlet [18]. Therefore, 
the use of a video laryngoscope may not reduce the inci-
dence of undetected inadvertent esophageal intubation. In 
addition, no data are available as to whether  tracheal intu-
bation using a video laryngoscope (in comparison with a 
direct laryngoscope) is less likely to injure the upper air-
way and to obstruct the airway.

Fourth, several different video laryngoscopes are avail-
able, but the efficacies are likely to be different between 
these devices [13]. Therefore, there is no guarantee that all 
video laryngoscopes are as effective as, and as easy as, the 
Airway Scope.

Search for training system

In the era of evidence-based medicine, we should attempt 
to find through research as to which device is the most 

suitable for tracheal intubation during cardiopulmonary 
resuscitation. Recent reports indicate that the survival rate 
may be lower in patients in whom tracheal intubation was 
attempted than in those to whom a facemask was used, dur-
ing cardiopulmonary resuscitation [19–21]. For example, 
one large study looking at neurologically favorable survival 
rates of 649,359 patients with out-of-hospital cardiac arrest, 
patients to whom a tracheal tube or a supraglottic airway 
was used, had recovered much less frequently (1.1 %) than 
those to whom a bag-valve-mask was used (2.9 %) [21]. 
Therefore, by studying whether tracheal intubation is nec-
essary during cardiopulmonary resuscitation, we need to 
revise the training system of airway management for para-
medics, with a broader view.

Conclusions

Compared with direct laryngoscopes, video laryngoscopes 
generally provide a better view of the glottis and a higher 
success rate of tracheal intubation. Nevertheless, there is 
still insufficient evidence to judge whether a video laryn-
goscope provides a faster tracheal intubation than a Mac-
intosh laryngoscope, during cardiopulmonary resuscitation. 
The efficacy and the safety of each video laryngoscope 
should be compared with a conventional Macintosh laryn-
goscope, with the other video laryngoscopes, and with 
the other types of intubation devices (e.g., a facemask or 
supraglottic airway), to determine which device is the most 
suitable for airway management during cardiopulmonary 
resuscitation.

References

 1. Konrad C, Schupfer G, Wietlisbach M, Gerber H. Learning man-
ual skills in anesthesiology: is there a recommended number of 
cases for anesthetic procedures? Anesth Analg. 1998;86:635–9.

 2. Okazaki Y, Kusunoki S, Kawamoto M. Out-of-hospital tracheal 
intubation practice by advanced level ambulance crews and reed-
ucation program for skill retention: survey of emergency life sav-
ing technicians. Masui. 2011;60:757–62.

 3. Ota K, Sadamori T, Kusunoki S, Otani T, Tamura T, Une K, 
Kida Y, Itai J, Iwasaki Y, Hirohashi N, Nakao M, Tanigawa K. 
Influence of clinical experience of the Macintosh laryngoscope 
on performance with the Pentax-AWS Airway Scope®, a rigid 
video-laryngoscope, by paramedics in Japan. J Anesth. 2014. 
doi:10.1007/s00540-014-1960-1.

 4. Asai T. Are videolaryngoscopes useful for nasotracheal intuba-
tion? J Anesth. 2014;28:647–9.

 5. Ono K, Goto T, Nakai D, Ueki S, Takenaka S, Moriya T. Inci-
dence and prediction of difficult nasotracheal intubation with Air-
way Scope. J Anesth. 2014;28:650–4.

 6. Shiga T, Wajima Z, Inoue T, Sakamoto A. Predicting diffi-
cult intubation in apparently normal patients: a meta-analy-
sis of bedside screening test performance. Anesthesiology. 
2005;103:429–37.

http://dx.doi.org/10.1007/s00540-014-1960-1


653J Anesth (2015) 29:651–653 

1 3

 7. Liu EHC, Goy RWL, Tan BH, Asai T. Tracheal intubation with 
videolaryngoscopes in patients with cervical spine immobiliza-
tion: a randomized trial of the Airway Scope and the GlideScope. 
Br J Anaesth. 2009;103:446–51.

 8. Asai T, Liu EH, Matsumoto S, Hirabayashi Y, Seo N, 
Suzuki A, Toi T, Yasumoto K, Okuda Y. Use of the Pentax-
AWS in 293 patients with difficult airways. Anesthesiology. 
2009;110:898–904.

 9. Aziz MF, Dillman D, Fu R, Brambrink AM. Comparative effec-
tiveness of the C-MAC video laryngoscope vs. direct laryngos-
copy in the setting of the predicted difficult airway. Anesthesiol-
ogy. 2012;116:629–36.

 10. Asai T. Videolaryngoscopes: do they truly have roles in difficult 
airways? (Editorial). Anesthesiology. 2012;116:515–7.

 11. Enomoto Y, Asai T, Arai T, Kamishima K, Okuda Y. Pentax-AWS, 
a new videolaryngoscope, is more effective than the Macintosh 
laryngoscope for tracheal intubation in patients with restricted 
neck movements: a randomized comparative study. Br J Anaesth. 
2008;100:544–8.

 12. Gupta N, Rath GP, Prabhakar H. Clinical evaluation of C-MAC 
videolaryngoscope with or without use of stylet for endotra-
cheal intubation in patients with cervical spine immobilization. J 
Anesth. 2013;27:663–70.

 13. Saito T, Asai T, Arai T, Tachikawa M, Shimazaki M, Okuda Y. 
Efficacy of Coopdech videolaryngoscope: comparisons with a 
Macintosh laryngoscope and the Airway Scope in a manikin with 
difficult airways. J Anesth. 2012;26:617–20.

 14. Arima T, Nagata O, Miura T, Ikeda K, Mizushima T, Takahashi A, 
Sakaida K. Comparative analysis of airway scope and Macintosh 

laryngoscope for intubation primarily for cardiac arrest in prehos-
pital setting. Am J Emerg Med. 2014;32:40–3.

 15. Asai T. Monitoring during difficult airway management 
(Review). J Anesth. 2014;28:87–93.

 16. Jemmett ME, Kendal KM, Fourrre MW, Burton JH. Unrecog-
nized misplacement of endotracheal tubes in a mixed urban to 
rural emergency medical services setting. Acad Emerg Med. 
2003;10:961–5.

 17. Katz SH, Falk JL. Misplaced endotracheal tubes by paramed-
ics in an urban emergency medical services system. Ann Emerg 
Med. 2001;37:32–7.

 18. Satoh M, Mogi K, Hirabayashi Y, Seo N. To distinguish true glot-
tic opening using laryngoscope is very difficult for probationers. 
Masui. 2008;57:1283–6.

 19. Kim J, Kim K, Kim T, Rhee JE, Jo YH, Lee JH, Kim YJ, Park 
CJ, Chung HJ, Hwang SS. The clinical significance of a failed 
initial intubation attempt during emergency department resus-
citation of out-of-hospital cardiac arrest patients. Resuscitation. 
2014;85:623–7.

 20. Fouche PF, Simpson PM, Bendall J, Thomas RE, Cone DC, Doi 
SA. Airways in out-of-hospital cardiac arrest: systematic review 
and meta-analysis. Prehosp Emerg Care. 2014;18:244–56.

 21. Hasegawa K, Hiraide A, Chang Y, Brown DF. Association of 
prehospital advanced airway management with neurologic out-
come and survival in patients with out-of-hospital cardiac arrest. 
JAMA. 2013;309:257–66.


	Are video laryngoscopes useful for paramedics during cardiopulmonary resuscitation?
	Main findings of the studies of Ota and colleagues
	Advantages of video laryngoscopes
	Should a video laryngoscope be the first choice?
	Search for training system
	Conclusions
	References




