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Abstract On the basis of long-standing proficiency test-

ings (PTs) for the small number of PT participants

p (7 B p B 30), laboratory bias and uncertainty were cal-

culated by applying inter-laboratory experimental

approaches. Uncertainty was estimated in two ways,

according to Eurolab TR No 1/2007 and Nordtest TR 537

(2012). In the case of 24 tested feed components (basic

nutrients, macro- and microelements, undesirable elements

and some feed additives including vitamins A and E,

lysine, threonine, methionine and urea) in the large variety

of feed samples, differences between the expanded uncer-

tainties calculated according to Eurolab TR No 1/2007 and

Nordtest TR 537 did not exceed 1.4 % for all tested feed

and analytes in wide concentration ranges. In order to get a

reliable evaluation of bias and uncertainty, minimum of 6

PT rounds and a sufficient number of laboratories partici-

pating (p C 10) are recommended. When the above

parameters are applied and the standard deviation of the

bias sbias B 5 %, the expression sbias
2 /n can be omitted

while calculating bias. Generally, both approaches fit the

purpose of feed evaluation and the calculated uncertainties

can be used for compliance assessment.

Keywords Feed proficiency testing � Bias � Uncertainty �
Practical approach � Within-laboratory reproducibility

Introduction

Animal feed stuff includes different and variable matrices,

and the test results of feed components and their mea-

surement uncertainties should fit the intended purpose

especially when used for compliance assessment [1]. Some

laboratories underestimate the levels of uncertainties of

their results and report unrealistically small values of some

parameters to their customers. Therefore, the predicted

levels of measurement uncertainties for food and feed were

established for official testing in the EU, derived from the

Horwitz equation [2, 3]. One of the possible approaches to

estimate measurement uncertainty in a laboratory involves

combining all uncertainty components responsible for

random and systematic errors affecting measurement result

according to GUM [4]. The examples of calculating mea-

surement uncertainties are given in the Eurachem/CITAC

Guide [5]. One of the essential sources of uncertainty is

heterogeneity of the sample materials.

However, during the routine analysis of feed materials

characterized by different matrices it is usually assumed

that homogeneity and stability of studied materials are

acceptable. This assumption is too optimistic in the case of

feed additives and also due to lack of knowledge on the

long term stability of analytes. On the other hand, in order

to obtain reliable values the following conditions should be

fulfilled. First, the samples tested in PTs should be similar

to the routine feed ones, in the scope of both feed matrices

variety and tested substance contents. It is important that

PTs are organized in conformity with well-recognized

standards, e.g., with ISO 17043 [6]. That is why it is

important to verify measurement uncertainty using exper-

imental approaches.

The basis for the experimental approaches to assess

measurement uncertainty with the use of the test results of
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certified reference materials (CRM) or the results of labo-

ratory participation in proficiency tests (PTs) are presented

in the Eurolab Technical Report (TR) No 1/2007 [7] and in

the Nordtest Handbook [8]. These approaches, known as

practical ones, were also mentioned in the latest Eurachem/

CITAC Guide CG 4 [5] and in the ISO 11352:2012 stan-

dard [9]. According to the Eurachem/CITAC Guide [5], the

data obtained from PTs can provide useful information for

assessing measurement uncertainty in the laboratory.

Moreover, PT providers can obtain better similarity of

tested materials than routine samples typically analyzed in

a laboratory.

Due to difficulties in accessing feed CRMs, a laboratory

may use the results from participation in PTs for estimating

measurement uncertainty. While evaluating the uncertainty

of analyte measurement on the basis of the data from PTs, a

laboratory should assess their own results as well as to

verify the quality and accuracy of PTs.

The aim of this paper was to compare the measurement

uncertainties of several feed components (basic nutrients,

minerals, feed additives, undesired substances) calculated

on the basis of experimental approaches using the PT

results with those obtained according to GUM [4] and

predicted uncertainties calculated from the Horwitz equa-

tion [2, 10]. In detail, the difference between the two

approaches, according to Eurolab TR [7] and Nordtest TR

[8], for calculation of measurement uncertainty from PTs

was evaluated, especially in a small number of PT partic-

ipants p (7 B p B 30) and the obtained uncertainty values

were estimated in accordance to requirements for compli-

ance assessment.

Materials and methods

Materials and the scope of PTs

Test materials were the feed samples analyzed in PTs,

organized in the years 2004–2013 by the National Labo-

ratory for Feeding stuffs (NLF) in the scope of a reference

activity. The aim of PTs was to assess the competence of

official feed supervision laboratories and to use the results

of PTs for validation and accreditation of test methods.

Until 2009, PTs had been prepared in conformity with the

ISO/IEC 43-1 guide [11] and since 2010 in conformity

with the ISO 17043 standard [6]. More than 50 samples of

different feeds were analyzed, including 10 samples of feed

materials, nearly 30 samples of complete feed mixtures, 5

samples of supplementary feed mixtures and 8 samples of

premixtures. Moreover, NLF has participated in 10 inter-

national PT rounds organized by the reference laboratories

from the EU countries in which 84 samples of feed mate-

rials, feed mixture and premixtures were tested. The scope

of PTs included testing of basic nutrients (moisture, crude

protein, crude fat, crude ash, crude fiber, starch and sugars),

macroelements (Ca, Na, K, Cl-), microelements (Fe, Mn,

Zn, Cu, Co, Se), feed additives such as amino acids (lysine,

methionine, threonine) and vitamins (A and E), as well as

urea and undesirable elements (Pb, Cd, As). A total number

of 429 results of these tests were used in the paper for

evaluation of measurement uncertainty.

The reference materials were used for measurement

uncertainty calculation based on the within-laboratory

experimental approach, namely certified reference material

NCS ZC73013 Spinage (Beijing, China) for Co, Cd, Pb and

As and reference material CS-M-2 Dried Mushroom

(produced and certified by Institute of Nuclear Chemistry

and Technology, Warsaw, Poland) for Se.

Procedures

Basic nutrients (moisture, crude ash, crude protein, crude

fat, crude fiber, starch and sugar), urea, vitamins A and E,

lysine, methionine and threonine were tested by means of

official procedures given in regulation 152/2009 [12].

Macro- and microelements such as calcium, magnesium,

sodium, potassium, manganese, zinc and copper were

analyzed by flame atomic absorption spectrometry after

adequate sample treatment according to ISO 6869 [13].

Selenium and arsenic were tested by atomic absorption

spectrometry with hydride generation HGAAS according

to standard methods [14, 15]. Lead, cadmium and cobalt

were determined by graphite furnace atomic absorption

spectrometry (GF AAS) [16].

Calculating uncertainty on the basis of PT results

It is worth noting that data from proficiency testing (PT)

can provide useful information for uncertainty evaluation.

It means that for methods in laboratory use for a long time,

data from proficiency testing practical approach can be

used for checking the estimated uncertainty with results

from PT exercises for a laboratory. On the other hand, a

laboratory can applied this attitude for estimation of mea-

surement uncertainty.

Combined standard uncertainty urel was calculated as a

root sum of squares of a within-laboratory reproducibility

RSDw characterizing the precision of the measurement and

bias b, according to Eq. (1). The expanded uncertainty Urel

was calculated with the use of coverage factor k = 2,

Urel = urel � 2.

urel ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi

RSD2
w þ b2

q

ð1Þ

Bias was calculated following Eq. (2) presented in the

Eurolab Technical Report No 1/2007 [7]
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b ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi

D2
RMSbias þ u2

PT þ s2
bias

n

r

ð2Þ

where DRMSbias is the root mean square of the bias values,

uPT = 1.25 sPT/Hn is standard uncertainty of the assigned

value calculated according to ISO 13528 [17]; sbias is

standard deviation of the bias determination; n is number of

PT rounds, or using Eq. (3) presented in the Nordtest

Handbook [8].

b ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi

D2
RMSbias þ u2

PT

q

ð3Þ

The root mean square of the bias DRMSbias was calculated

following Eq. (4)

DRMSbias ¼

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi

P

ðX1...n � XPT1...nÞ2

n

s

ð4Þ

where X1…n is NLF results in PT rounds; XPT1…n is

assigned values of PT rounds. For the reason of extended

measuring ranges, relative uncertainties, biases and preci-

sion parameters (in %) are used in the paper.

Data of the within-laboratory reproducibilities RSDw,

bias data sbias and results in PT rounds X1…n were obtained

by NLF. The within-laboratory reproducibilities RSDw

originated from control charts. Assigned values as con-

sensus values XPT1…n were obtained from PTs.

To assess the quality of PT precision, the Horwitz’ ratio

(HorRat, H) was calculated as the quotient of sPT/r where r
is the target standard deviation obtained from the Horwitz

equation r = 2�C-0.15 in which C is the dimensionless

mass fraction (accepted values: 0.5\H\ 2) and sPT is the

standard deviation from a PT [10].

On the basis of Horwitz equation, the target relative

standard deviation of reproducibility RSDR was obtained

and used for calculation uncertainty, including bias data

from PTs. For comparison with within-laboratory repro-

ducibilities RSDw, RSDR was recalculated to obtain target,

RSDWR = 0.67�RSDR, according to Horwitz and Albert

[10]. Combined standard uncertainty urel was calculated as

a root sum of squares of a target within-laboratory repro-

ducibility RSDw and bias b obtained by laboratory using

the Eurolab TR approach [7], according to Eq. (1). The

expanded uncertainty Urel was calculated with the use of

coverage factor k = 2 and put in the last column of

Table 1.

In the case of basic nutrients, expanded uncertainties

were calculated according to permitted tolerances given in

the Commission Regulation (EU) No 939/2010 [18]. It was

assumed that contribution homogeneity and uncertainty in

permitted tolerances are the same and permitted uncer-

tainty Uprel (%) can be obtained by multiplying relative

permitted tolerances by factor 0.7. Permitted uncertainties

for basic nutrients Uprel (%) are presented in the last col-

umn of Table 1.

Results and discussion

The results of bias and measurement uncertainty for the basic

nutrients in feed are presented in Table 2. Whichever

Eqs. (2) or (3) was used to determine bias, the differences

between the bias results to some degree depended on the size

of sbias and generally were not larger than 0.25 %. Expanded

uncertainties for basic nutrients calculated on the basis of

Eurolab TR [7] or Nordtest TR [8] were considerably lower

than the permitted analytical tolerances (expanded uncer-

tainties) calculated on the basis of the Regulation 939/2010

[18], indicating that both approaches fit the purpose in the

frame of feed evaluation (Table 1). High HorRat value for

sugar equal to 2.41 indicated low precision of PTs for this

nutrient, and according to Horwitz and Albert [10] this is the

example of the method-defined analyte. Precision of such

methods such as titrimetric method for determination of

mass fraction of sugar or gravimetric methods for determi-

nation of mass fraction of crude fiber is usually high within a

single laboratory (see Table 2, sugar: low value of within-

laboratory reproducibility RSDw = 1.12 %) and low among

different laboratories (high value of relative standard devi-

ation of sugar mass fraction from PTs, high HorRat value

equal to 2.41). However, expanded uncertainty of the titri-

metric method for determination mass fraction of sugar,

obtained by two approaches, was acceptable and according

to requirements [18].

In case of minerals and toxic elements, the differences

between biases calculated according to Eurolab TR [7] and

Nordtest TR [8] and those between the combined standard

uncertainties with bias share did not exceed 0.3 % (Tables 3,

4). Both approaches fit the purpose taking into account

predicted expanded uncertainties based on the Horwitz’

equation and laboratory biases (Table 1).

The results of the two methods of calculating bias and

combined standard uncertainty for feed additives, amino

acids and urea were similar and the differences did not

exceed 0.3 % (Table 5). In the case of vitamins A and E in

feed mixtures and premixtures where sbias ranged between

5.6 % and 8.6 %, the differences between the bias and

uncertainty values calculated from Eqs. (2) and (3) were

larger but did not exceed 1.3 %. At smaller PT precision,

especially for vitamins A and E in premixtures (H from

2.09 to 2.27), the obtained biases and combined standard

uncertainties were larger than for the other additives. The

reason for such results may be inhomogeneity of test

samples, isolated from the laboratory bulk samples before

determinations. Some PT providers sent feed samples to PT

Accred Qual Assur (2017) 22:83–89 85

123



participants in the same way as the samples obtained from

customers, i.e., without grinding. The problem of inho-

mogeneity is important, especially in the case of vitamins

A and E and other unstable substances which are specifi-

cally protected in feed against oxidation and other

destructive factors [19]. In the case of lysine, threonine,

methionine and urea, satisfactory PT precision was noted

(H from 0.92 to 1.32). For methionine (Table 5), relatively

high uncertainty resulted mainly from a wide range of

within-laboratory reproducibility (5.37 %).

Results in Table 1 present expanded uncertainties cal-

culated based on the data from PTs according to Eurolab

Table 1 Evaluation of the results of expanded uncertainties on the basis of the data from PTs, calculated according to GUM [4] and predicted

using the Horwitz equation

Analyzed component Range Mean value Urel (k = 2)

(from PTs), [7]/[8]

Urel (k = 2)

(GUM)

Predicted Urel (k = 2)

Horwitz/Uprel

Basic nutrients g/kg g/kg % % %

Crude ash 51–354 85 6.7/6.7 4.0 6.2/8.7e

Crude protein 147–352 205 4.8/4.7 4.0 5.6/8.7e

Crude fiber 26–58 36 11.7/11.3 7.0 10.7/33e

Crude fat 20–39 31 11.2/11.0 4.0 11.9/23e

Starch 246–455 405 7.4/7.3 3.0 7.4/6.0e

Sugars 17–86 49 13.0/12.7 6.0 13.4/24e

Macroelements g/kg g/kg % % %

Ca 7.35–34.5 15.3 8.7/8.5 9.6 8.8

Mg 1.70–4.32 2.36 10.0/9.7 8.0 11.1

Na 1.43–3.63 2.78 12.0/11.6 11.6 12.6

K 6.04–16.6 9.84 10.3/10.2 9.0 11.1

Microelements and

toxic elements

mg/kg mg/kg % % %

Mn 56.1–415 212 9.1/8.7 12.0 12.1

Zn 40.6–342 177 12.3/12.1 10.4 13.2

Cu 14.4–37.1 23.6 15.1/14.6 15.0 18.9

Co 0.40–2.84 0.85 24.6/24.2 24.0a 29.5

Se 0.31–0.93 0.53 22.8/22.2 15.0a 31.4

As 0.09–17.2 4.29 17.7/17.3 25.0a 21.4

Cd 0.03–1.66 0.69 22.4/22.2 24.0a 27.6

Pb 0.46–10.1 3.64 20.6/20.0 16.0a 22.5

Feed additives g/kg g/kg % % %

Vitamin Ab (pr.) 0.566–1.38b 0.852b 17.6/17.2 18.1 18.0

Vitamin Ab (f.m.) 0.0024–0.0122b 0.00623b 22.8/20.2 20.3 25.2

Vitamin Ec (pr.) 0.9–15.2c 7.98c 13.4/12.8 14.0 14.5

Vitamin Ec (f.m.) 0.073–0.114c 0.100c 18.3/16.5 16.0 20.8

Lysine 6.5–78.2 20.6 9.3/9.3 10.0d 8.8

Methionine 4.5–13.7 7.2 15.3/15.0 15.0d 14.7

Threonine 5.6–28.6 13.2 9.6/9.5 17.0d 9.7

Urea 12.5–106 51.4 12.2/11.8 10.0 11.9

pr. premixture, f.m. feed mixture

[7]/[8]—comparison of expanded uncertainties calculated according to Eurolab TR [7] and Nordtest TR [8]
a Uncertainty calculated using CRMs results
b Calculated as retinol
c Calculated as tocopherol acetate
d Calculated from PTs in the years 2004–2008
e Uprel calculated on the basis of permitted tolerances given in the regulation (EU) No 939/2010 [18]
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TR [7] and Nordtest TR [8] in comparison with those

obtained according to GUM [4] and predicted using the

Horwitz equation and bias from PTs. Differences between

expanded uncertainties calculated according to Eurolab TR

No 1/2007 and Nordtest TR 537 did not exceed 2.6 % for

all tested feed and analytes in large concentration ranges

and did not exceed predicted uncertainties obtained from

the Horwitz equation.

For the basic nutrients, such as crude fiber, crude fat,

starch and sugars, uncertainties calculated according to

GUM [4] were lower, even by a half, than those calculated

on the basis of PT results. In the case of minerals analyzed

Table 2 Evaluation of bias b and uncertainty u for basic nutrients in feed materials and feed mixtures on the basis of PT data and within-

laboratory reproducibility

Nutrient n p Range

(g/kg)

Mean value

(g/kg)

Mean H RSDw

(%)

sbias

(%)

Eurolab TR [7] Nordtest TR [8]

b (%) u (%) b (%) u (%)

Crude ash 25 25 51–354 85 0.90 2.37 2.03 2.39 3.37 2.36 3.35

Crude protein 21 27 147–352 205 0.55 0.76 2.13 2.26 2.39 2.21 2.34

Crude fiber 9 21 26–58 36 1.39 3.20 4.44 4.89 5.84 4.65 5.65

Crude fat 12 26 20–39 31 1.69 0.76 3.29 5.54 5.60 5.45 5.50

Starch 15 16 246–455 405 1.24 1.59 3.23 3.36 3.72 3.26 3.63

Sugar 11 9 17–86 49 2.41 1.12 4.22 6.39 6.48 6.25 6.35

n number of PT rounds, p mean number of laboratories in PTs, H Horwitz’ ratio (HorRat)

Table 3 Evaluation of bias b and uncertainty u for macroelements in feed materials and feed mixtures on the basis of PT data and within-

laboratory reproducibility

Element n p Range

(g/kg)

Mean value

(g/kg)

Mean H RSDw

(%)

sbias

(%)

Eurolab TR [7] Nordtest TR [8]

b (%) u (%) b (%) u (%)

Ca 11 18 7.35–36.1 15.3 1.39 2.41 3.04 3.62 4.35 3.49 4.24

Mg 11 18 1.70–4.32 2.36 1.24 2.27 4.05 4.44 4.99 4.27 4.84

Na 10 17 1.43–7.07 2.78 1.27 2.69 4.90 5.38 6.01 5.13 5.79

K 10 17 6.04–16.6 9.84 1.42 1.92 3.65 4.77 5.14 4.73 5.11

n number of PT rounds, p mean number of laboratories in PTs, H Horwitz’ ratio (HorRat)

Table 4 Evaluation of bias b and uncertainty u for microelements and undesirable elements in feed materials, feed mixtures and premixtures

(only for undesirable elements) on the basis of PT data and within-laboratory reproducibility

Element n p Range

(mg/kg)

Mean value

(mg/kg)

Mean H RSDw

(%)

sbias

(%)

Eurolab TR [7] Nordtest TR [8]

b (%) u (%) b (%) u (%)

Mn 8 20 56.1–415 212 1.28 2.60 3.07 3.74 4.55 3.52 4.37

Zn 13 30 40.6–342 177 0.71 4.29 4.17 4.43 6.17 4.27 6.06

Cu 8 16 14.4–37.1 23.6 0.82 3.50 5.64 6.72 7.58 6.42 7.31

Co 8 18 0.40–2.84 0.85 1.05 7.20 5.20 9.93 12.2 9.76 12.1

Se 6 13 0.31–0.93 0.53 1.36 4.43 6.37 10.5 11.4 10.2 11.1

As 7 11 0.09–17.2 4.29 0.59 6.06 5.35 6.47 8.87 6.15 8.63

Cd 13 19 0.03–1.66 0.69 0.64 7.84 6.80 8.03 11.2 7.81 11.1

Pb 8 17 0.46–10.1 3.64 0.88 4.71 6.77 9.14 10.3 8.86 10.0

n number of PT rounds, p mean number of laboratories in PTs, H Horwitz’ ratio (HorRat)
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by the FAAS method (Ca, Mg, Na, K, Mn, Zn and Cu),

uniformity was noted for the uncertainties calculated fol-

lowing GUM and on the basis of PT results. It is possible to

assume measurement uncertainty calculated on the basis of

PT results for these elements and to use them to control the

quality of the tests, e.g., following the NATA recommen-

dations [20]. In the case of Co, Se, As, Cd and Pb

measurement uncertainties were calculated on the basis of

the within-laboratory experimental approach using of CRM

(Table 1). They were similar to those obtained from PTs

and generally smaller than those calculated according to

the Horwitz equation. Measurement uncertainties for vita-

mins A and E in the premixtures and feed mixtures

calculated on the basis of PT results were lower than those

obtained using the Horwitz equation and generally fit the

purpose.

Conclusions

In conclusion, the data from PTs in the scope of feed

analysis can be used for estimation of laboratory bias and,

on the basis of bias and within-laboratory reproducibility,

measurement uncertainty can be determined. The precision

of PTs can be verified against the Horwitz ratio (HorRat,

H) and the satisfactory level of this parameter is in the

range 0.5\H\ 2 were obtained. It is obvious that only

laboratory results with z-score or zeta-score B2, should be

used in bias calculation.

In order to obtain reliable evaluation of bias and

uncertainty, a minimum of 6 PT rounds is recommended.

Moreover, PTs should be characterized by accepted pre-

cision and a sufficient number of laboratories (p C 10).

When the above requirements are met and the standard

deviation of the bias sbias B 5 %, the expression s2
bias/n can

be omitted while calculating bias.

The protocol of bias and uncertainty calculation on

the basis of PTs presented in the paper refers mainly to

the given laboratory. The uncertainty calculated as pre-

sented in the paper can be used as a check for the

uncertainty calculated according to GUM [4]. Uncer-

tainty is useful in expressing the results for feed

components or undesirable substances providing help in

interpreting the results. While testing animal feed, the

measurement uncertainty is used to (1) assess the max-

imum content of feed additives in feed mixtures, (2)

estimate the share of undesirable substances in relation

to the requirements defined by regulations and (3) verify

the information provided on the label concerning feed

additives and their permitted tolerances according to the

Commission Regulation (EU) No 939/2010 [18]. The PT

results of designated laboratories that can carry out the

analysis of feed samples taken during official controls,

using the same official feed analysis methods, can be

used to create a uniform, inter-laboratory system for

assessing uncertainty and interpreting tests results, useful

for conformity assessment.
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Table 5 Evaluation of bias b and uncertainty u for some feed additives in feed materials, feed mixtures and premixtures on the basis of PT data

and within-laboratory reproducibility

Feed additive n p Range

(g/kg)

Mean value

(g/kg)

Mean H RSDw

(%)

sbias

(%)

Eurolab TR [7] Nordtest TR [8]

b (%) u (%) b (%) u (%)

Vit. Aa (pr.) 9 8 0.566–1.38a 0.852a 2.09 3.40 5.58 8.11 8.79 7.90 8.60

Vit. Aa (f.m.) 8 13 0.0024–0.0122a 0.00623a 0.93 4.00 7.65 10.6 11.4 9.32 10.1

Vit. Eb (pr.) 8 9 0.90–15.2b 7.98b 2.27 2.00 5.58 6.40 6.71 6.09 6.41

Vit. Eb (f.m.) 5 24 0.073–0.114b 0.100b 1.22 1.00 8.65 9.08 9.13 8.21 8.27

Lysine 17 10 6.5–78.2 20.6 0.95 3.06 2.50 3.53 4.67 3.49 4.64

Methionine 5 12 4.5–13.7 7.2 1.32 5.37 4.37 5.42 7.63 5.22 7.49

Threonine 11 8 5.6–28.6 13.2 0.92 2.71 3.49 3.98 4.81 3.89 4.74

Urea 6 7 12.5–106 51.4 1.28 2.48 3.89 5.57 6.10 5.33 5.89

n number of PT rounds, p mean number of laboratories in PTs, H Horwitz’ ratio, pr. premixture, f.m. feed mixture
a Calculated as retinol
b Calculated as tocopherol acetate
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