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Abstract Increased extravascular lung water (EVLW)

may contribute to respiratory failure in neonates. Accurate

measurement of EVLW in these patients is limited due to

the lack of bedside methods. The aim of this pilot study

was to investigate the reliability of the transpulmonary

ultrasound dilution (TPUD) technique as a possible method

for estimating EVLW in a neonatal animal model. Pul-

monary edema was induced in 11 lambs by repeated sur-

factant lavages. In between the lavages, EVLW indexed by

bodyweight was estimated by TPUD (EVLWItpud) and

transpulmonary dye dilution (EVLWItpdd) (n = 22). Final

EVLWItpud measurements were also compared with

EVLWI estimations by gold standard post mortem

gravimetry (EVLWIgrav) (n = 6). EVLWI was also mea-

sured in two additional lambs without pulmonary edema.

Bland–Altman plots showed a mean bias between

EVLWItpud and EVLWItpdd of -3.4 mL/kg (LOA ±

25.8 mL/kg) and between EVLWItpud and EVLWIgrav of

1.7 mL/kg (LOA ± 8.3 mL/kg). The percentage errors

were 109 and 43 % respectively. The correlation between

changes in EVLW measured by TPUD and TPDD was

r2 = 0.22. Agreement between EVLWI measurements by

TPUD and TPDD was low. Trending ability to detect

changes between these two methods in EVLWI was

questionable. The accuracy of EVLWItpud was good com-

pared to the gold standard gravimetric method but the

TPUD lacked precision in its current prototype. Based on

these limited data, we believe that TPUD has potential for

future use to estimate EVLW after adaptation of the

algorithm. Larger studies are needed to support our

findings.
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1 Introduction

Extravascular lung water (EVLW) is defined by the fluid

within the lung but outside the vascular compartment and is

the total of interstitial fluid, alveolar fluid, extravasated

plasma, intracellular water, lymphatic fluid and surfactant

[1]. Respiratory failure in critically ill newborns is mainly

due to respiratory distress syndrome (RDS), meconium

aspiration and pneumonia, conditions that are often asso-

ciated with increased capillary permeability and EVLW.

Complex systemic inflammatory reactions as seen during

sepsis, on cardiopulmonary bypass or extracorporeal

membrane oxygenation, can also affect the microvascular

permeability in neonates resulting in pulmonary fluid

overload with further impairment of pulmonary gas

exchange. In critically ill adults and children, the amount

of EVLW is a good predictor of mortality [2–5] and ther-

apy guided by EVLW measurements seems to have bene-

ficial effects on outcome [6, 7]. Only a few studies

investigated the role of EVLW in newborn infants as a

prognostic factor for ventilator dependency and outcome

[8, 9]. Still, measurement of extravascular lung water could
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enable the neonatologist to optimize fluid management in

order to improve the pulmonary function.

The gold standard and reference method to measure

EVLW is post-mortem gravimetry, a method which use is

mainly restricted to experimental settings. Measurement of

the dry and wet weight of the removed lungs enables the

calculation of EVLW [10–12]. Transpulmonary indicator

dilution methods are used in adult and pediatric intensive

care to estimate EVLW. The transpulmonary double dilu-

tion (TPDD) technology using ice-cold indocyanine green

(ICG) is regarded the clinical gold standard [13–15], but

the TPDD system is not longer commercially available.

Currently, the transpulmonary single thermal indicator

dilution (TPTD) technique using ice-cold saline is

increasingly used bedside for the estimation of EVLW [16–

18]. However, this method cannot be used in newborn

infants (\3.5 kg) due to size limitations of the dedicated

catheter. The transpulmonary ultrasound dilution (TPUD)

technology utilizes pre-existing central venous and arterial

lines and is applicable for neonatal cardiac output (CO)

measurement, even in the presence of (extra-)cardiac

shunts [19, 20]. TPUD is based on changes in ultrasound

velocity in arterial blood after central venous injection of

isotonic saline at body temperature [21]. When used as a

double indicator method with injection of ice-cold isotonic

saline, EVLW can be calculated using the difference in

mean transit time (MTt) between the diffusible (heat) and

non-diffusable (saline) indicator.

The aim of this study was (1) to validate EVLW mea-

surements using TPUD against gravimetry over a wide

range of lung water values in a neonatal animal model and

(2) to compare sequential EVLW measurements of TPUD

and TPDD to validate the possibility of tracking changes in

EVLW measured by TPUD in the same model.

2 Materials and methods

2.1 General

This experiment was performed in accordance with Dutch

national legislation concerning guidelines for the care and

use of laboratory animals, approved by the Ethical Com-

mittee on Animal Research of the Radboud University

Nijmegen (RU-DEC #2010-034 and RU-DEC #2010-

034A1) and performed in thirteen lambs under general

anesthesia. They were premedicated with an intramuscular

injection of ketamine (10 mg/kg), atropine (0.03 mg/kg)

and midazolam (0.2 mg/kg) and intravenous administration

of propofol (2 mg/kg). General anesthesia was maintained

with inhalation of isoflurane (0.5–2.0 vol%), and intra-

venous administration of sufentanyl (15–25 lg/kg/h),

midazolam (0.2 mg/kg/h) and pancuronium (0.02 mg/kg/h

after a loading dose of 0.05 mg/kg). Anaesthetics were

adapted if the depth of anesthesia—repeatedly assessed by

pain stimuli and clinical parameters such as heart rate,

spontaneous ventilation, and arterial blood pressure—was

insufficient. The lambs were orotracheally intubated with a

cuffed endotracheal tube (inner diameter 4–6 mm; Kruse,

Marslev, Denmark) and their lungs were mechanically

ventilated in a pressure control mode [Datex Ohmeda

Excel 210 SE anesthesia machine (GE Healtcare, Wauke-

sha, Wisconsin, USA)] with tidal volumes of approxi-

mately 8–10 mL/kg and inspiratory-to-expiratory ratio of

1:2. Normocapnia, estimated by capnography with the

CO2SMO Plus Respiratory Profile Monitor (Model 8100;

Respironics, Pittsburgh, PA), was realized by adjusting the

minute volume ventilation to maintain an end-tidal CO2

between 30 and 41 torr (4.0–5.5 kPa). In case of decreased

oxygenation positive end-expiratory pressure (PEEP) and/

or the FiO2 were adjusted to maintain the measured arterial

oxygen saturation above 95 %. A servo-controlled heating

mattress and a heating radiator were used to maintain a

rectal temperature between 38 and 39 �C. The animals

were euthanized at the end of the experiment by a lethal

dose of pentobarbital (150 mg/kg intravenously).

2.2 Instrumentation

Immediately after induction of anesthesia, several

intravascular catheters were inserted by surgical cut-down:

1. A thermal-dye-dilution probe (Pulsiocath PV2023, 3F;

Pulsion) equipped with a thermistor for detection of

changes in blood temperature and a fiber optic to detect

changes in ICG concentrations in the blood was placed

in the lower abdominal aorta via the right femoral

artery,

2. In the contralateral femoral artery, an arterial catheter

(umbilical vessel catheter 5 Ch/35 cm/1.7 mm, Argy-

leTM, Tyco Healthcare/Kendall Ireland Limited, Tul-

lamore, Ireland) was introduced—also positioned in

the abdominal aorta—and connected with the arterial

limb of the extracorporeal circuit for TPUD measure-

ments (see later). This catheter was also used for

continuous blood pressure monitoring and blood

sampling,

3. A central venous catheter (5F, 2 lumen, 13 cm; Arrow

International, Reading, PA) was inserted in the

ipsilateral femoral vein with regard to the thermal-

dye-dilution probe, with the tip located near de right

atrium for the injection of ice-cold indocyanine green

in order to avoid a cross talking phenomena [22] and

4. A double-lumen central venous catheter (16 G/16 cm/

1.7 cm, Arrow, Arrow International, Reading, PA,

USA) was inserted via the right jugular vein with the
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position of the tip in the superior vena cava. One of the

lumina of this central venous catheter was connected to

the venous limb of the AV-loop for TPUD measure-

ment. The other lumen was used for administration of

fluids and medication.

2.3 Induction of lung injury

In 11 lambs, lung injury and pulmonary edema was stepwise

induced using a surfactant depletion model as described by

Lachmann et al. [23]. Prior to the lavages, the lambs were

pre-oxygenated with FiO2 1.0. Repetitive lung lavages were

performed by instilling 10–30 mL/kg/lavage isotonic saline

(37 �C). After a 2–3 min period the saline was drained by

gravity and subsequently suctioned with an endotracheal

suction catheter (10 Ch/60 cm, Mülly, Unomedical A/S,

Denmark). Ventilator settings (PEEP and minute volume

ventilation) were adjusted in order to maintain arterial oxy-

gen saturation and end-tidal CO2 within the target ranges.

Lavages were repeated until a PaO2\ 100 torr (\13.3 kPa)

was achieved at a FiO2 of 1.0 [24]. The lambs remained in

supine position during the experiment to obtain a bilateral

washout. In two additional lambs, only baseline measure-

ments were performed without surfactant wash out to include

also EVLWgrav measurements of minimal injured lungs

before they were euthanized.

Oxygenation index (OI) was used as an indicator to

assess the severity of the induced lung injury during the

experiment and calculated as (mPAW 9 FiO2)/PaO2 with

mPAW the mean airway pressure (cm H2O), FiO2 the

inspired oxygen (%) and PaO2 the partial oxygen tension

(torr). mPAW was calculated as [(PIP 9 Tinsp) ?

(PEEP 9 Texp)]/Tinsp ? Texp where PIP is the peak inspi-

ratory pressure (cm H2O), Tinsp the inspiratory time (s),

PEEP the positive end-expiratory pressure (cm H2O), and

Texp the expiratory time (s). A higher OI was indicative of

more severe lung injury.

2.4 Transpulmonary ultrasound dilution

TPUD uses isotonic saline at body temperature as an

indicator to estimate cardiac output and is based on the

principle that ultrasound velocity differs between blood

(1560–1590 m/s) and isotonic saline (1533 m/s) [21]. An

extracorporeal arterio-venous loop, equipped with ultra-

sound sensors on both venous (for calculating the exact

amount and onset of injected indicator) and arterial site (for

detection of changes in ultrasound dilution), is connected

between the indwelling arterial and central venous cathe-

ters. Blood flows through this loop only during measure-

ment procedures and is controlled by a peristaltic pump to

prevent stasis of blood and provide stable blood flow. To

measure EVLW the TPUD was converted into a double

indicator method using ice-cold (\10 �C) isotonic saline.

An additional thermistor was placed on the arterial side of

the loop for detection of changes in blood temperature.

Isotonic saline is considered to be non-diffusible and

travels only in the intravascular space, including the heart,

lungs, and blood vessels during its first pass as a conse-

quence of an absent concentration gradient across lung

capillaries [25]. The second indicator (heat) is diffusible

and travels in both the intravascular space and the

extravascular lung space. The difference between the mean

transit time (MTt) of the diffusible indicator (measured by

thermistor) and the non-diffusible indicator (measured by

ultrasound sensor) was used to calculate EVLW.

Calculation of lung water uses the following equation:

EVLW ¼ CO � MTtther�MTtUDð Þ ð1Þ

where CO is the cardiac output, MTtther is the mean transit

time of the thermal dilution curve recorded by the ther-

mistor and MTtUD is the mean transit time of the ultra-

sound dilution curve recorded by the ultrasound sensor.

Corrections must be made for (1) the increase in ultra-

sound velocity during passage in the plastic tubing due to

blood cooling from cold saline, (2) the distribution of

temperature not only in the blood but also in the tubing

walls during its passage (Dttube) and (3) any delay of

temperature transfer to the thermal sensor when the cooled

blood arrives to the location of the thermistor (Dtts).

Equation 1 is therefore revised as follows:

EVLW ¼CO� MTttherm�Dttube�Dttsð Þ� MTtUD þDtpl

� �� �

ð2Þ

where Dttube, time delay related to heat exchange within

AV loop tubing; Dtts, time delay related to inertia of

thermistor due to plastic surroundings and Dtpl, time

accounting for the influence of ultrasound velocity changes

in plastic tubing.

Each EVLW measurement session consisted of two ice-

cold (\10 �C) isotonic saline injections (1 mL/kg). EVLW

was determined by the average of two consecutive EVLW

measurements by TPUD and indexed by bodyweight

(EVLWItpud). Specially designed software (CO-status�,

Transonic Systems Inc., Ithaca, NY, USA) was used to

calculate cardiac output, hemodynamic volumes and

EVLW. Values were displayed on the monitor.

2.5 Transpulmonary double indicator dilution (see

‘‘Appendix 1’’)

TPDD measurements were performed by rapid injection of

5-mL ice-cold (\10 �C) ICG (1 mg/mL in glucose 5 %)

into the femoral venous catheter. Changes in both
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temperature and ICG concentration were detected by the

thermal-dye-dilution probe connected to a COLD monitor

(Pulsion Medical Systems, Germany). Cardiac output,

blood volumes, and EVLW were calculated from the

analysis of the dilution curves and measurement of the

mean transit time and downslope time [26, 27]. Before a

series of measurements was performed, the central venous

catheter was flushed with 1–2 mL of ice-cold saline. Each

dilution curve was visually inspected for artefacts or other

signs of inadequate measurement. EVLW was determined

by the average of three consecutive EVLWI measurements

by TPDD and indexed by bodyweight (EVLWItpdd).

Unfortunately, in the last three animal experiments, the

COLD system was defective.

2.6 Gravimetric technique (see ‘‘Appendix 2’’)

50-mL of central venous blood was collected immediately

prior to the euthanasia. Subsequently, the lungs were

removed after median sternotomy and drained passively.

The gross weight of each lung, with its residual blood, was

determined. The lungs were homogenized with an equal

weight of water to induce hemolysis using a commercial

blender and homogenizer. Half of the homogenate was

used to determine its wet/dry weight and the other half was

centrifuged at 6000 rpm for 1 h at 4 �C to separate a clear

supernatant. Hematocrit from whole blood and hemoglobin

from whole blood and lung supernatant were measured.

The wet and dry weights of the samples of blood, homo-

genate, and supernatant were determined before respec-

tively after 4 days of incubation in a heat chamber at

70 �C. Post mortem EVLWI was calculated by the for-

mulas as previously described (see ‘‘Appendix 1’’) and also

indexed by bodyweight (EVLWIgrav) [10–12].

2.7 Experimental protocol

After a stabilization period of 15 min following instru-

mentation the study protocol was started. Sessions of

EVLWItpud measurements and blood gas analysis were

performed at baseline and after a postlavage stabilization

period of 15 min following 2 consecutive lavages. At

baseline, halfway and at the end of the experiment

EVLWItpdd was also estimated. In all lambs, postmortem

measurements of extravascular lung water were performed

by gravimetry. The median time interval between the last

EVLW measurement and the euthanasia was 40 (IQR 4)

minutes with a range between 15 and 60 min. A blood

transfusion was administered if the hemoglobin concen-

tration was less than 5.6 g/dL. Inotropic support (dobu-

tamine or epinephrine) was initiated in case of circulatory

instability (hypotension and/or low cardiac output) due to

hypoxia.

2.8 Statistics

The cardiac output values were indexed by bodyweight

(mL/kg/min). Variables were summarized as frequencies

for categorical data or means, and standard deviations (SD)

for continuous normally distributed variables. A Mann-

Witney test was used for comparison between initial and

final oxygenation indexes and PEEP levels in the lambs

that underwent lung lavages. Data from the different

EVLWI measurements were compared using the method

described by Bland and Altman [28]. The bias was defined

as the difference between EVLWItpud and EVLWI mea-

sured by the reference method (EVLWItpdd/grav) or the

difference between EVLWItpdd and EVLWIgrav. The bias

was plotted against the mean EVLWI of both methods

[(EVLWItpud ? EVLWItpdd/grav)/2 or (EVLWItpdd ?

EVLWIgrav)/2]. The limits of agreement (LOA) were cal-

culated by multiplying the SD of the bias with 1.96. The

percentage error (PE) was calculated as 100 9 [(1.96 9

SD of the bias)/mean EVLWI(tpdd/grav)] [29]. We did not

correct for (unequal) repeated measurements as the number

of paired measurements per subject was small (1–5) and

less than the total number of subjects (13), allowing

pooling of the data [30]. Comparison of bias of EVLWI

between TPUD and the two reference methods and final

PEEP, final oxygenation index, mean EVLWI and CO were

analyzed by Spearman coefficient of rank correlation.

Changes in EVLWI measurements by TPUD and TPDD

were calculated by subtracting the consecutive EVLWI

measurements. Comparison of these changes in EVLWI

was analyzed by Spearman coefficient of rank correlation.

A p value \0.05 was considered statistically significant.

SPSS 20 for Windows� (SPSS Inc., Chicago, USA) was

used for statistical analysis.

3 Results

Thirteen lambs with a mean postnatal age of 15 ± 6 days

(range 4–21 days) and a mean weight of 8.3 kg (range

4.1–12.3 kg) were studied. The characteristics and results

of the EVLWI measurements of the lambs are shown in

Table 1. EVLW could not be measured in one lamb due to

technical problems (lamb 2). Four lambs (lambs 4, 7, 9 and

10) died during or after a lavage session before reliable

final EVLWItpud measurements could be performed, leav-

ing eight lambs to compare EVLWItpud with EVLWIgrav.

Mean EVLWIgrav was 19.0 mL/kg (SD 5.3 mL/kg). As the

COLD device was out of order during the last three

experiments, 9 lambs—and a total of 22 measurements—

were eligible for comparison of EVLWItpud and

EVLWItpdd. Comparison between EVLWItpdd and

EVLWIgrav was possible in six animals (1, 3, 5, 6, 8, 10). In
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the lambs who were subjected to lung lavages, the initial

mean EVLWtpud was 13.3 mL/kg (SD 8.0 mL/kg) which

increased after multiple lung lavages to a final mean

EVLWItpud of 23 mL/kg (SD 6.3 mL/kg). This increase in

lung water was accompanied by a significant increase in

oxygenation index (p\ 0.001) and PEEP levels

(p\ 0.001). Figure 1 shows the results of the EVLWI

measured by TPUD (a) and TPDD (b) during the experi-

ment and visualizes the final EVLWI measurements of the

different methods (c). Bland–Altman plots for the differ-

ences between (a) EVLWItpud and EVLWIgrav,

(b) EVLWItpud and EVLWItpdd and (c) EVLWItpdd and

EVLWIgrav are illustrated in Fig. 2. The mean bias between

(a) EVLWItpud and EVLWIgrav was 1.7 mL/kg

(LOA ± 8.3 mL/kg), (b) EVLWItpud and EVLWItpdd was

-3.4 mL/kg (LOA ± 25.8 mL/kg) and (c) EVLWItpdd and

EVLWIgrav was 11.0 mL/kg (LOA ± 11.1 mL/kg). The

percentage errors were 43, 109 and 59 %, respectively.

Table 2 gives an overview of the studies comparing

EVLWI measured by (double) dilution techniques and

gravimetry. The bias between EVLWItpud and EVLWIgrav

was not correlated with final OI (r2 = 0.10, p = 0.54),

mean EVLWI (r2 = 0.04, p = 0.70) or cardiac output

(r2 = 0.00, p = 0.99). There was a weak correlation with

the final PEEP (r2 = 0.36, p = 0.11). The bias between

EVLWItpud and EVLWItpdd was not related to the mean

EVLWI (r2 = 0.02, p = 0.53) but there was a weak cor-

relation with the PEEP (r2 = 0.26, p = 0.01), OI

(r2 = 0.24, p = 0.02) and cardiac output (r2 = 0.28,

p = 0.01). Figure 3 shows the correlation between changes

in EVLWI measured by TPUP and TPDD (r2 = 0.22,

p = 0.11).

4 Discussion

This is a validation study investigating the applicability of

EVLWI measurements by the transpulmonary ultrasound

dilution method. Our results show that measuring EVLWI

using TPUD seems accurate when compared with the gold

standard gravimetry, but the method still lacks precision.

TPUD is not reliable as a monitoring device to track

changes in EVLWI when compared with the TPDD.

Despite its accuracy compared to the gravimetric

method, the precision of EVLWI measurements by TPUD

is rather low with an error percentage of 43 %. Like TPDD,

TPUD uses a double indicator technique with temperature

as a diffusible indicator (which equilibrates with the

extravascular space) and the isotonic saline (TPUD) as a

non-diffusible indicator. EVLW is estimated by multiply-

ing CO and the difference in mean transit time by the

thermal and the non-diffusible indicator. Various factors

may influence the measurement of EVLW by indicator

(dye) dilution techniques [31]: the effect of high PEEP is

controversial resulting in both under- or overestimation of

EVLWI as an increase in PEEP can change the distribution

of thermal and non-diffusable indicators by effecting pul-

monary blood flow; altered lung perfusion due to (focal)

lung injury leads to underestimation of EVLW and cardiac

output seems to relate inversely to the difference in MTt

Table 1 Characteristics of the lambs

Lamb Weight

(kg)

Age

(days)

Total

lavage

(mL/kg)

COtpud (mL/

kg/min)

initial–end

EVLWItpud

(mL/kg)

initial

EVLWItpud

(mL/kg)

end

EVLWItpdd

(mL/kg)

initial

EVLWItpdd

(mL/kg)

end

EVLWIgrav

(mL/kg)

Final

PEEP

(mmHg)

Final

OI

1 8.1 21 125 221–243 12.8 17.0 11.1 15.8 15.1 7 19.7

2 7.4 21 303 254–66 NA NA 12.3 NA 19.4 18 21.2

3 4.1 7 293 257–215 28.6 28.6 17.2 38.6 28.5 10 50.3

4 7.4 14 68 279–460 19.6 NA 11.5 NA 18.8 10 25.0

5 10.2 17 294 177–246 5.3 19.2 10.2 29.9 17.1 20 45.6

6 9.4 18 191 217–380 12.6 18.6 11.5 34.1 20.1 20 54.0

7 7.1 14 135 133–151 22.8 NA 16.3 NA 16.5 16 27.7

8 8.0 15 420 165–120 9.0 15.2 14.6 30.4 21.5 25 36.1

9 9.9 16 242 144–165 6.5 NA 21.6 NA 18.2 20 70.4

10 11.5 19 184 152–173 8.0 NA 8.8 49.1 29.8 15 52.2

11 12.3 22 98 150–117 7.0 33.3 NA NA 24.3 15 56.8

12 5.6 4 0 373 17.5 17.5 NA NA 13.3 5 –

13 6.7 4 0 253 15.8 15.8 NA NA 11.8 5 –

CO Cardiac output, TPUD transpulmonary ultrasound dilution, TPDD transpulmonary double indicator dilution, Grav gravimetry, PEEP

positive end expiratory pressure, OI oxygenation index, NA not available
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between the non-diffusable and the thermal indicator [32,

33]; Although this study was not designed to evaluate the

effects of these factors, the bias between EVLWItpud and

EVLWIgrav was not related to the mean EVLWI, the wide

range in cardiac output or the degree of lung injury (final

OI) and weakly related to PEEP. The lack of precision for

estimating EVLWItpud compared to gravimetric measure-

ments might be due to several factors: (1) the limited

number of data, (2) the underlying algorithm used for the

calculation of EVLW is not accurate and might need some

adaptation; (3) the type of lung injury model used: the

surfactant wash out model with instilling and subsequently

draining saline from the lung, results in a ventilation/per-

fusion mismatch and therefore an increase in not only the

interstitial fluid, but also the intra-alveolar fluid. However,

if we assume that there is a discrepancy between the intra-

alveolar fluid measured by TPUD and the gravimetry (after

drainage of the lungs), we would have expected an over-

estimation rather than both over- and underestimation of

EVLWI. (4) We conducted the gravimetric measurements

according to published guidelines [12]. Our gravimetric

EVLWI values were slightly higher compared to those in

earlier studies (see Table 2), probably due to the wash out

model with an evident increase in alveolar fluid. The time-

window between the last EVLWItpud and the removal of

the lungs amounted to an average of 40 min. During that

time, possible shifts in intra-alveolar and interstitial fluid

might occur influencing the bias between the 2 methods.

To validate the possibility of tracking changes in EVLWI

we compared the TPUD with the TPDD during the exper-

iment. Overall accuracy between EVLWItpud versus

EVLWItpdd was good but there were wide limits of agree-

ment resulting in an inacceptable high percentage error.

There was a trend that the disagreement between

Fig. 1 Results of the extravascular lung water index (EVLWI)

measured by transpulmonary ultrasound dilution (TPUD) (a) and

transpulmonary double dilution (TPDD) (b) during the experiment

and of the final EVLWI measurements by the three different

methods (c)

Fig. 2 Bland–Altman plots for the comparison between a extravas-

cular lung water index measured by transpulmonary ultrasound

dilution (EVLWItpud) and gravimetry (EVLWIgrav), b EVLWItpud

versus transpulmonary double indicator dilution (EVLWItpdd) and

c EVLWItpdd versus EVLWIgrav. The bold horizontal lines represent

the mean bias; the dashed horizontal lines represent the upper and

lower limits of agreement
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EVLWItpdd and EVLWItpud widened with higher EVLW

values (Fig. 2b). Based on these comparative results, it

seems that TPUD is not applicable as a EVLWI (trend)

monitoring in clinical practice, also given the weak corre-

lation between changes in EVLWI measured by these 2

methods (Fig. 3). Explanations for this lack of precision

might be various. First, differences in the underlying algo-

rithms for the calculation of EVLW by TPDD and TPUD

influencing the EVLWI measurements (see Sect. 2 and

‘‘Appendices 1, 2’’). EVLWItpud estimates seem to fluctuate

in some of the lambs during the experiment (Fig. 1b), an

observation which might be due to the inaccuracy of the

TPUD measurements (and requiring adaption the algo-

rithm) or to real fluctuations in EVLWI (as the remaining

intra-alveolar fluid after incomplete saline removal after

Table 2 overview of studies comparing extravascular lung water measured by (double) dilution methods and gravimetry

Author Method Species Number of

measurements

Correlation Bias

(mL/kg)

LOA

(mL/kg)

Mean

EVLWgrav

(mL/kg)

Percentage

error (%)

Double indicator dilution methods versus gravimetry

Pearce—1965 Isotope indicator Dogs

Edema 18 – -1.2 2.04 4.8 43

Severe edema 5 -6.7 4.24 9.3 45

Holcroft—1978

(mL.gr EDWL)

ICG Baboons (shock) 29 0.87 0.31 1.4 5.5 28

Mihm—1987 ICG Humans 9 0.98 3.43 2.99 6.06 49

Rossi—2003 Molecular indicator Pigs

Sham 6 0.78 -0.26 2.85 6.4 44

Endotoxaemia 7 0.94 5.82 4.25 12.6 34

Roch—2004 ICG Pigs

Oleic acid 12 0.88 -5.2 1.8 17.5 10

HCl acid 24 0.38 -7.9 6.5 15.1 43

Maddison—2008 ICG Pigs 10 0.55 -1.0 6.6 9.2 71

Vrancken—2015 TPUD Lambs 8 0.74 1.7 8.3 19 43

ICG 6 0.90 11 11.1 22 50

Median 0.87 43

Single indicator dilution method versus gravimetry

Katzenelson—2004 TPTD Dogs 15 0.97 3.01 2.7 17 15

Kirov—2004 TPTD Sheep 18 0.85 4.9 5.08 8.7 37

Rossi—2006 TPTD Pigs

Sham 6 – -5.1 1.07 6.6 16

Endotoxaemia 5 – -5.7 4.13 11.1 37

Maddison—2008 TPTD Pigs 10 0.43 8.5 14.5 9.5 117

Nusmeier—2014 TPTD Lambs 9 0.93 12.2 10.2 20.2 50

Median 0.87 37

LOA limits of agreement; percentage error = 100 9 [(1.96 9 SD of the bias)/meanEVLWIgrav], ICG indocyanin green, EVLWgrav extravas-

cular lung water measured by gravimetry, TPUD transpulmonary ultrasound dilution, TPTD transpulmonary thermodilution, EVDW extravas-

cular dry weight of the lungs

Fig. 3 Correlation between the change in extravascular lung water

index measured by transpulmonary ultrasound dilution (EVLWItpud)

and transpulmonary double indicator dilution (EVLWItpdd) (Spear-

man’s rank correlation). The continuous line represents the linear

regression line with regression coefficient r2
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lavages might increase EVLW). On the other hand, it is

known that the TPDD overestimates EVLW because tem-

perature exchange occurs within the cardiac structures, a

phenomena which becomes more apparent with increasing

lung water (see also Fig. 1c). Second, one might question

the reliability of the TPDD measurements as problems with

the COLD device occurred in some lambs. We tried to

eliminate this factor by visually inspecting each dilution

curve for artefacts or other signs of inadequate measure-

ment. The TPDD is considered the clinical gold standard to

measure EVLWI based on different studies showing strong

correlation between EVLWItpdd and EVLWIgrav [12–18,

34–36]. However, as a strong correlation does not necessary

imply good agreement between two methods [28], we

reviewed some previous reports and (re)calculated bias and

precision if the necessary data were available (Table 2). We

found that percentage errors between EVLWItpdd and

gravimetric measurements varied considerably between 10

and 71 % (mean 43 %), mainly depending on the type of

lung injury. In our study, the agreement between the 2

methods is rather high (percentage error 59 %, Fig. 2c), a

result that might be influenced by the limited number of

measurements for comparison (n = 6). Estimates of

EVLWI using TPDD (in this study) should therefore be

interpreted with cautions, despite the acceptance of the

method as the clinical gold standard. Based on our results, it

even seems that TPUD might be a better clinical tool to

estimate EVLW than TPDD.

Although TPUD seems to lack some precision to esti-

mate EVLWI in its current application, we think the

method might have potential for future use in preterm and

term neonates after adapting the algorithm. No bedside

methods are available at this time to measure EVLWI in

these patients. The diagnostic accuracy of physical exam-

ination (crackles) is poor for the detection of increased

EVLW. Chest radiographic indices and lung ultrasound

profiles can be used to estimate lung fluid clearance or the

presence of EVLW [37, 38] but fail to give absolute values

of EVLW. Moreover, in older children no correlation was

found between EVLWI measured by thermodilution and a

radiographic scoring system [39]. Magnetic resonance can

detect lung water content in preterm infants but the method

is not bedside applicable.

Our findings do need to be interpreted cautiously as they

are based on a small data set due to the early loss of ani-

mals caused by respiratory instability during lavage ses-

sions and technical problems with the TPDD device. We

are aware that more data could have altered results and

conclusions. Notwithstanding this limitation, we think this

pilot study adds new information regarding the possibility

of EVLWI measurements by TPUD, especially for (new-

born) infants.

Other limitations We used the surfactant lavage model

to induce lung edema as RDS is one of the most commonly

lung injury in neonatal intensive care. However, this model

might not be totally representative for other types of

(neonatal) lung injury (meconium aspiration syndrome,

sepsis, cardiogenic shock with increased EVLW) as it lacks

some of those specific features [24]. We did not rule out

any intracardiac shunts that could have interfered with

EVLW estimates (both cardiac output and mean transit

times are influenced by shunt circulation). On the other

hand, the TPUD method is adequate in identifying shunts,

and we did not detect any shunts with TPUD in the studied

animals [19].

5 Conclusion

EVLWI measurements using transpulmonary ultrasound

dilution in a neonatal animal model shows low agreement

with the clinically accepted transpulmonary double dilution

method. Accuracy seems good compared to the gold

standard gravimetric method but the method lacks preci-

sion in its current prototype. Based on these pilot study

data, we propose that further adjustment of the algorithm is

needed before the technique can be used for (neonatal)

EVLWI measurements. However, larger studies are needed

to support our findings.

Acknowledgments We would like to thank J.J.M. Menssen from

the Medical Ultrasound Imaging Centre, Radboud University Medical

Center Nijmegen for the data acquisition and A.E.J. Hanssen and his

colleagues from the Animal Laboratory of the Radboud University

Nijmegen for their outstanding support.

Funding Our research group received financial support for the

technical realization of this experiment from Transonic Systems Inc.

Ithaca, USA and Pulsion Medical Systems, Munich, Germany.

Compliance with ethical standards

Conflict of interest The authors declare that they have no conflicts

of interest.

Ethical standards This study protocol was performed in accor-

dance with Dutch national legislation concerning guidelines for the

care and use of laboratory animals, approved by the Ethical Com-

mittee on Animal Research of the Radboud University Medical

Centre Nijmegen.

Open Access This article is distributed under the terms of the

Creative Commons Attribution 4.0 International License (http://crea

tivecommons.org/licenses/by/4.0/), which permits unrestricted use,

distribution, and reproduction in any medium, provided you give

appropriate credit to the original author(s) and the source, provide a

link to the Creative Commons license, and indicate if changes were

made.

992 J Clin Monit Comput (2016) 30:985–994

123

http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/


Appendix 1: Calculations of EVLW
by transpulmonary double indicator dilution

In this double indicator dilution technique, two different

indicators are injected simultaneously, using cold ICG. The

cold equilibrates with the extravascular space, while the

dye is rapidly bound to proteins and remains intravascular.

Analysis of dilution curves yields the cardiac output (CO),

the mean transit time (MTt) of the indicator, and the

exponential downslope time (DSt) of the curve.

The volume of distribution for the temperature indicator

corresponds to the total water content between the injection

and detection sites and is referred to as the intrathoracic

thermal volume (ITTV).

Multiplication of the CO by the mean transit time of the

thermal indicator (MTtther) yields the ITTV.

ITTV ¼ CO � MTtther mLð Þ ð3Þ

The volume of distribution for the dye indicator which is

strictly plasma bound equals the intravascular volume

between the injection and detection sites and is referred to

as intrathoracic blood volume (ITBV).

Multiplying the CO by the mean transit time of the

strictly plasma bound ICG (MTtICG) yields the ITBV:

ITBVTPDD ¼ CO � MTtICG ð4Þ

The difference of the thermal and blood volume is the

EVLW.

EVLW ¼ ITTV � ITBVTPDD: ð5Þ

Appendix 2: Formulas used for the gravimetric
calculation of EVLW

Fws ¼
Wws � Wds

Wws

ð6Þ

Fwh ¼ Wwh � Wdh

Wwh

ð7Þ

Qr ¼ Qh � Hbs

Hbb

� Fwh

Fws

� Hct ð8Þ

Qb ¼ Qr þ Qr 1 � Hctð Þ½ �
Hct

ð9Þ

Fwb ¼ Wwb � Wdb

Wwb

ð10Þ

EVLW ¼ Qh � Fwh � Qb � Fwb � Qwt ð11Þ

where EVLW is extravascular lung water, Fw is fraction

water, b is blood, h is homogenate, s is supernatant, Hct is

hematocrit, Hb is hemoglobin concentration, Ww is wet

weight, Wd is dry weight, Q is weight, Qwt is weight of

added water, Qb is residual blood content in lungs, and Qr

is red cell mass of lung.
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