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Introduction

Rheumatoid arthritis (RA) is one of the common inflam-
matory disease. It leads to bone and cartilage destruction. 
Etiology of RA is still unclear, but there is no doubt about 
its autoimmune background [1]. Early diagnosis is crucial 
in RA. Presence of autoantibodies in serum is one of the 
known factors observed in preclinical phase of RA, in some 
cases even 4 years before disease onset. But their composi-
tion may be different and patient dependent [2]. Rheuma-
toid factor (RFs) and anti-citrullinated peptide antibodies 
(ACPAs) are the most frequently markers used in disease 
diagnosis. However, RFs have low specificity [3]. ACPAs 
are considered as more specific, but repertoire of peptides 
recognized by ACPAs increase with disease progress. More-
over, before RA symptoms onset, reaction of antibodies may 
be characteristic also for healthy ACPA-positive individu-
als [2]. RA patients possess also higher level of osteopro-
tegerin, soluble receptor activator of nuclear factor kappa 
B ligand (RANKL) and hyaluronan, as well as chondroitin 
sulphate in serum, but those molecules are also characteris-
tic for other diseases [4–6].

That, fast and correct diagnosis (sometimes also define 
of a future disease) is difficult and in clinical practice usu-
ally impossible. Spectroscopic analysis, especially infrared 
spectroscopy (IR), seems to be promising tool in a diag-
nostic process. IR has been used in the study of biological 
samples. The IR spectrum of biological samples can be 
divided into windows correspond to groups of bioorganic 
compounds: fatty acid (W1 3000–2800 cm−1), peptides 
and proteins (W2 1800–1500 cm−1), proteins, phosphate-
carrying compounds and fatty acid (W3 1500–1200 cm−1), 
carbohydrates (W4 1200–900 cm−1). The fragment W5 
(900–750 cm−1) corresponds to specific peaks unique for 
the sample [7, 8].
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The derivatives were used for mathematical analysis. 
To develop dendrograms we used Manhattan metric and 
Ward’s method.

Mathematical model developing for RA patients’ 
differentiation

For developing of prediction model we used K nearest 
neighbour (K-NN) algorithm. The set of 207 spectra was 
randomly divided into two subsets: learning subset (157 
cases) and validating subset (50 cases). The K-NN model 
was based on the spectral windows W1–W5. The calcula-
tions were performed by using the Statistica 12. The model 
quality was evaluated on the basis of quality indicators pre-
sented in Table 1.

Results and discussion

IR spectroscopy is very convenient tool in the analysis of 
biological materials, like tissue sections, cytologic and his-
tologic specimen or biofluids. Types of sample determine 
methodology of measurement, however there is a manual 
useful in standardization of the analysis [9].

The aim of this work was to determine the fragments of 
IR spectra of human sera, characteristic for RA patients.

Experimental

Sera

In the experiment 40 sera of blood donors (BD) from 
Swietokrzyskie Blood Center in Kielce (age average 
37.83 ± 14.96), and 29 sera of RA patients (age average 
62 ± 13.95) from Swietokrzyskie Rheumathology Center in 
Konskie were used. Based on age of the individuals, samples 
were divided into two groups: the young group—50 years 
old or less (26 blood donors; 5 RA patients); old group—50 
years old and more (14 blood donors; 24 RA patients). Sera 
were stored at −20 °C until measurement of IR spectra. Sam-
ples were collected with the approval of the Ethics Commit-
tee of the Regional Chamber of Physicians in Kielce.

The measurement of infrared spectra and its processing

Measurements were made using a Perkin Elmer Spectrum 
400 spectrometer in Attenuated Total Reflection (ATR) 
technique. The IR spectra were measured in range of 3000–
750 cm−1 with a resolution of 1 cm−1. Measurements were 
performed at a constant temperature and air humidity. The 
human sera were thawed at room temperature and carefully 
shaken immediately before the measurement. The sample 
(1 µl of human serum) was dropped on the crystal spectrom-
eter, and then allowed to stand for 5 min for water evap-
orate. For each serum three independent replication were 
made and the average spectrum was calculated. Then, the 
first derivative was calculated using a five-point stencil:

where ′fk  is value of 1st derivative for the k wavenumber, 
fk+2 is the absorbance value of the k + 2 wavenumber, fk+1 
is the absorbance value of the k +1 wavenumber, fk−1 is 
the absorbance value of the k −1 wavenumber, fk−2 is the 
absorbance value of the k − 2 wavenumber.

The first derivatives were normalized to the range of {0, 
1} using the formula:

where Vk
′  is the value of the normalized derivative of the k 

wavenumber, ′fk  is value of the derivative of the k wave-
number, f fmin max,{ } are minimum and maximum values of 
the first derivative of the spectrum.
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Table 1 K-NN model details for RA patients differentiation

Model details
Number of nearest neighbors 1
Distance Manhattan
Standardization No
Averaging Homogeneous

Quality of the K-NN model
Total numbers of spectra in validation group 50
True positive 22
False positive 0
False negative 4
True negative 24
Sensitivity 0.85
Miss rate 0.15
Specificity 1.00
Fall-out 0.00
Precision 1.00
False discovery rate 0.00
False omission rate 0.14
Negative predictive value 0.86
Positive likelihood ratio ND
Negative likelihood ratio 0.15
Diagnostic odds ratio ND
Accuracy 0.92
Prevalence 0.52
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diabetes or neurodegenerative diseases. Examples of IR 
spectroscopy usage in RA analysis are limited. We present 
a pilot study of a differentiation of RA and non-RA sera, 
based on IR spectra.

Optimizing the experiment

Before performing the proper experiment, a series of mea-
surements were made to determine optimum conditions. 
We optimized volume and time of drying of investigated 
samples. The most efficient proved to be the use of 1 µl of 
human serum, and leaving it to dry for 5 min on the crystal of 

IR spectroscopy coupled with advanced mathematical 
analysis have big potential as a screening tool in medical 
diagnosis. It is a useful method in identification of normal, 
pre-disease and disease states. Biofluids like blood, serum 
or plasma seems to be good specimen in regard of many 
protein biomarkers presence [10]. Lima et al. proved that 
ATR-FTIR [with genetic algorithm (GA) combined with 
linear discriminant analysis (LDA)] may be used in early 
detection of ovarian cancer and differentiation of disease 
stages [11, 12]. Moreover, ATR-FTIR spectroscopy show 
higher classification rate than other (Raman) spectroscopic 
methods [13]. However, most of data are focused on cancer, 

Fig. 1 Infrared spectra of human sera. The influence of water content 
in sample to IR spectrum quality; before and after water evaporation—
black and blue respectively (a). First derivatives of patients and a con-
trol group spectra (b). Fragment of IR spectra most differentiating RA 
patients and a control group: based on visual observation (c)—the red 

color indicates RA patients, while the green color indicates the control 
group. IR spectra misclassified by K-NN model: serum BD.07 (d), 
serum BD.09 (e), serum BD.159 (f)—the red color indicates misclas-
sified spectra, while the green color indicates the correctly classified 
spectra.(Color figure online)
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control individuals and RA patients in regions correspond-
ing to proteins, lipids and immunoglobulins (1600–1700 
and 1430–1480 cm−1) [14]. They used the second derivative 
of spectra for the mathematical analysis. Khanmohammadi 
et al. suggested that this range contains medium band of 
C–N stretching and strong signal due to C–C–N bending of 
creatinine (1250–1000 and 1230–1100 cm−1, respectively) 
[15].

We also noted some differences between investigated 
groups in 1600–1700 and 1430–1480 cm−1 regions (data 
not showed). We performed detailed analysis of the first 
derivative of sera IR spectra. We noted evident distinct dis-
crepancy between RA and blood donors’ groups of human 

the apparatus. The use of a larger volume of serum resulted 
in prolonged water evaporation time and did not result in 
the improvement of the quality of the IR spectra (data not 
showed). Presence of water cause reduction of IR light and 
obscure spectral details [9]. During water evaporation we 
observed increase of visibility of peaks in different spec-
trum regions (Fig. 1a). Analogic procedure recommended 
Baker et al. [9].

Analysis of IR spectra of human sera

Little data about use of IR spectroscopy in RA serology has 
been published. Carvalho et al. observed differences between 

Fig. 2 The cluster analysis 
based on the first derivative of 
IR spectra of human sera. Up 
arrows—individual younger 
that 50 years old, Down 
arrows—individuals 50 years 
old and more. Dendrogram was 
calculated using Ward`s method 
and Manhattan length
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collagen degradation [18]. On the other hand, increased 
level of tryptophan was noted for RA patients [19]. How-
ever, using only one wavenumber for differentiating of sera 
samples is discussing. In such cases there is a risk of loose 
of efficacy when investigated group is changed. Much more 
proper seems to be model taking into account a whole IR 
spectrum range (W1–W5).

Conclusion

RA is one of the most common systemic diseases leading to 
joint deformation and increased mortality. It concerns up to 
1 % of world population, mostly women. Early and precise 
diagnosis of RA is crucial. However, diagnostic tests are 
still insufficient (conventional disease markers are present 
also in healthy population or are not specific only for RA) 
[14].

In this work we used ATR-FTIR technique to differenti-
ate human sera of RA patients and non-RA blood donors. 
Our results show, that FTIR spectroscopy may be promising 
tool in RA investigation. It may serve as a fast, low cost and 
sensitive sera discriminatory method or as a prognostic test.
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