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Abstract The treatment of gait disorders and impairments
are major challenges in physical therapy. The broad and fast
development in low-cost, miniaturized, and wireless sens-
ing technologies supports the development of embedded and
unobtrusive systems for robust gait-related data acquisition
and analysis. Next to their applications as portable and low-
cost diagnostic tools, such systems are also capable of use as
feedback devices for retraining gait. The approach described
within this article applies movement-based sonification of
gait to foster motor learning. This article aims at presenting
and evaluating a prototype of a pair of instrumented insoles
for real-time sonification of gait (SONIGait) and to assess its
immediate effects on spatio-temporal gait parameters. For
this purpose, a convenience sample of six healthy males (age
35 ± 5 years, height 178 ± 4 cm, mass 78 ± 12 kg) and six
healthy females (age 38 ± 7 years, height 166± 5 cm, mass:
63±8 kg) was recruited. They walked at a self-selected walk-
ing speed across a force distribution measurement system
(FDM) to quantify spatio-temporal gait parameters during
walking without and with five different types of sonification.
The primary results from this pilot study revealed that partici-
pants exhibited decreased cadence (p< 0.01) and differences
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in gait velocity (p < 0.05) when walking with sonification.
Results suggest that sonification has an effect on gait para-
meters, however further investigation and development is
needed to understand its role as a tool for gait rehabilitation.
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1 Introduction

Within the United States alone an estimated one-third of
the elderly population is clinically diagnosed with some
form of gait disorder [34]. Disorders and impairments to
healthy gait patterns not only impede an individual’s mobil-
ity and independence, but also have impact on other aspects
of life, as walking forms the basis for several activities of
daily living. Therefore the diagnosis and treatment of gait
disorders are major concerns for physical therapists. Cur-
rently, several methods exist for evaluating and diagnosing
gait disorders that range from simple visual inspection by
physical therapists to advanced motion capturing systems.
These three-dimensional motion capture systems combined
with force plates are typically used to accurately measure the
kinematic and kinetic aspects of gait. However, the high accu-
racy afforded by these systems is accompanied by several
limiting factors such as large monetary and infrastructural
costs. Additionally, these systems are only capable of func-
tioning within a laboratory setting, which subsequently limits
the amount of footsteps that are captured. Thus the resulting
assessment of participants’ gait patterns may be an insuffi-
cient representation of their typical locomotion. Due to the
rapid and broad development of low-cost, miniaturized, and
wireless sensing technologies wearable mobile platforms for
gait analysis have emerged in the field of clinical rehabil-
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itation and tele-monitoring. These advancements allow for
the development of embedded and unobtrusive systems for
robust gait-related data acquisition.

The developments of these wearable mobile platforms
have the potential of serving as diagnostic tools. In addition
they may also present means for providing portable feedback,
during gait retraining, to foster motor learning. The approach
described within this article involves the use of such a system
for real-time auditory display (sonification) of gait. This sys-
tem is based on unobtrusive, wireless, instrumented insole
technology for plantar force distribution acquisition. Specif-
ically, sonification is a means of providing real-time auditory
feedback to the participant that serves to augment neural
pathways involved in motor learning. Real-time provision
of augmented feedback to participants has been a tradi-
tional method of fostering motor learning for rehabilitation
in clinical settings [32]. Furthermore, it has typically been
described as an effective means in guiding the learner towards
the correct motor response, minimizing movement execu-
tion errors, and reinforcing consistent behavior performance.
However, real-time augmented feedback has predominantly
been provided through visual feedback and is relatively under
examined via sonification methods. Effenberg [16] suggests,
that movement sonification can be used to enhance human
perception in the field of motor control and motor learn-
ing. A possible explanation for Effenbergs view may be the
advantage of multisensory integration over solely unisensory
impressions of a performed movement [33]. Further expla-
nations for Effenberg’s view may be the high accuracy of
the human auditory system in detecting changes in sound
as well as its faster processing time compared to the visual
system [26].

2 Related work

Several approaches have been published in the literature pro-
posing sonification as a promising approach for training and
rehabilitation purposes. For example, sonification applica-
tions have been used in rowing [17,31], handwriting [13]
and speed skating [20]. Additionally, a small number of stud-
ies exist that examined sonification for gait retraining on
various patient demographics [5,24,28–30]. Although these
studies have generally reported positive results, they are lim-
ited in several aspects. For instance, Malucci et al. [24] and
Rodgers et al. [30] synthesized sounds by using spatial and
temporal information of specific biomechanical gait para-
meters, but based their data capturing methods on expensive
and large laboratory equipment, such as three-dimensional
motion analysis systems. Restricting their systems to lab-
oratory settings only. In contrast, both Redd and Bamberg
[28] as well as Riskowski et al. [29] developed devices that
are low cost and portable (such as instrumented insoles or

knee braces) but only generate basic auditory cues, such as
error identification with distinct sounds. Similar shortcom-
ings were exhibited by the system developed by Baram and
Miller [5]. Their apparatus is a small portable, ankle-mounted
device for people with multiple sclerosis that generates a tick-
ing sound each time the user takes a step. By highlighting
temporal aspects of an individual’s walking pattern, the par-
ticipant was intended to attenuate to possible asymmetries
and aberrations in gait fluency. This procedure was meant to
benefit the harmonization of a non-rhythmic walking pattern.
The advantage of this system clearly lies in its practicality
and affordability for the broader population.

However, the representation of a persons temporal step
frequency alone may be insufficient for advances in gait
rehabilitation. Considering the above-mentioned approaches
and limitations in gait sonification, there is a demand for
the development of a system that is unobtrusive, practi-
cal, affordable, provides the user with real-time information
along with advanced sonification procedures that incorporate
more complex information such as temporal aspects, weight
distribution or kinetics. In addition, the success of such sys-
tems clearly depend on the design of the auditory display and
its underlying sonification methods.

3 Objective and approach

For an everyday application in physical therapy, the design
of the generated sounds has to follow two aspects. First, to
support the therapeutic process, sounds should be positively
perceived by the patients. The pleasantness of sounds is an
important aspect to consider when providing auditory feed-
back. In two separate literature reviews, Avanzini et al. [4]
and Cameirao et al. [9] outlined that sounds with positive
connotations serve as learned reward functions that reinforce
the intended effects on outcome parameters, reduce ratings
of perceived exertions, and attain optimal arousal levels dur-
ing physical activity. The authors also indicate that opposite
effects are plausible outcomes if participants perceive the
provided sounds as monotonous or unpleasant. Secondly, the
auditory displays should give an accurate representation of
gait for patients to foster motor learning.

Therefore, one of the aims of this research was to iden-
tify sonification types that provide an appropriate balance
between pleasantness and effectiveness to patients. Based
on these considerations the objective of this research was
the design and manufacturing of a real-time, portable, and
low-cost gait sonification application for use by patients and
clinicians within and outside of a traditional clinical environ-
ment. The auditory display should hereby serve as a support
for therapeutic interventions and self-directed learning at
home.
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This article aims to: (1) present the prototype development
of a pair of wireless, sensor insoles instrumented with force-
sensors for real-time data transmission and acquisition on a
mobile client (SONIGait). (2) Present the development and
evaluation of a set of sonification modules for audible feed-
back on a mobile client in combination with the SONIGait
device. (3) Present data from a pilot study targeting the ques-
tion if sonification causes any changes in spatio-temporal gait
parameters, and thus alters normal gait patterns of healthy
participants walking at their self-selected walking speed. We
hypothesized that sonification would affect participants’ gait
parameters.

4 Design of the SONIGait device

Priorities for the design and manufacturing of the SONIGait
device (Fig. 1) were: (1) capturing force data during the entire
stance phase for both feet simultaneously with sufficient
sampling rate, (2) providing real-time acoustic feedback, (3)
low-cost, (4) low-energy, and (5) unobtrusive. Based on these
requirements a prototype of a force-sensing insole platform
with a modular and generalizable approach was developed.

Accordingly, the developed device is (1) capable of captur-
ing plantar pressure distribution data from two commercial
shoe insoles each equipped with a total of seven force sen-
sitive sensors. In comparison to other devices described in
the literature, this rather large number of sensors allows for
a more precise representation of the plantar pressure during
ankle-foot roll-over (the motion between heel strike and toe-
off). The captured sensor data are sampled at 100 Hz and
transmitted wirelessly via Bluetooth LE to a mobile client
based on Android 4.3 or greater. Tests showed that the overall

Fig. 1 A single insole with its microcontroller of the SONIGait device
with the embedded force sensors, IMU unit, microcontroller with Blue-
tooth LE chip, conditioning circuit and 3.7 V lithium-ion battery. The
schematic representation shows the sensor location for all seven sensors
(S1–S7)
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Fig. 2 The SONIGait device and its system architecture for real-time
sonification of gait data

latency (2) of the SONIGait device is less than 140 ms. There-
fore, the SONIGait device fulfills the basic requirements for
the real-time sonification of gait data. Actual costs (3) of less
than $ 500 for the entire device (without the mobile client)
clearly are in an acceptable range for affordable clinical
devices. Based on a microcontroller and a wireless trans-
mission protocol with minimal power consumption (4), the
SONIGait device has an actual power consumption of about
100 mA per controller. The 500 mAh LiPo-Batteries allow
for continuous operation of approximately five hours, which
is a basic requirement for the intended application of the
device in therapeutic settings as well as in self-directed home-
based training sessions. At the present stage of development,
the microcontroller unit as well as the battery are not yet
directly embedded into the instep of the insole. Future devel-
opments will focus on the refinement and miniaturization of
both modules (5). However, for this model, these components
are stored within an ankle or dorsum-mounted small box (7.5
× 5 × 3 cm) on each leg. An outline of the SONIGait device
and its system architecture is depicted in Fig. 2.

4.1 Embedded sensors

The SONIGait device has two instrumented insoles each con-
sisting of a single processing and data transmission unit.
The instrumented insoles for both the left and right foot
are equipped with seven circular (diameter 9.53 mm), ultra-
thin (0.2 mm) and flexible force sensors with a force range
of 0-445 N (Tekscan, FlexiForce A301) to sample plantar
force distribution during walking. These force sensors are
located at the heel area and continue along the lateral part
of the insole to the forefoot and metatarsophalangeal joints.
This sensor arrangement allows for the calculation of gait
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timing parameters as well as the approximation of the ver-
tical ground reaction force and plantar force distribution.
Additionally a Sparkfun IMU (SparkFun Electronics, Col-
orado, USA) consisting of a combination of an ADXL345
3-axis accelerometer (Analog Devices) and an ITG3200 3-
axis gyroscope (InvenSense Inc.) allow for additional data
capturing. Within this article only sonification applications
are presented that are based on the force sensor data.

4.2 Microcontroller and wireless connection

The data from the embedded force sensors are sampled by
a Sparkfun Arduino Fio v3 Board (ATmega32U4, 8-MHz
processor) at a 10-bit resolution. The SONIGait device is
powered by a 3.7 V lithium-ion battery supply. Through the
provided XBee socket for RF communication, the Arduino
board is connected to a XBee module (BLEBee) based on
the BlueGigas BLE112 Bluetooth LE chip. The provided
firmware of the BLEBee module was slightly modified to
increase the data packet size from 1 to 20 bytes, which
allowed an increase in sampling rate from 40 to 100 Hz for
the two Bluetooth LE connections simultaneously.

To estimate total latency of the system two series of tests
were performed. The latency for the Bluetooth LE trans-
mission was measured by assessing the round trip time of
a single data packet. Specifically, a time stamp was sent
from the mobile device to the microcontroller board over
the Bluetooth connection then returned to the mobile device.
Once the data packet was returned a second time stamp was
taken. The latency was measured as the interval between
these two events. Based on 15 measurements the average
latency summed up to 90.3± 24.6 ms. The half were assumed
as single direction latency (45 ms). However, the round trip
measurement does not include the latency of the audio gener-
ation on the mobile device. Therefore, a Tekscan TDS 2002
60 MHz oscilloscope was used to measure overall latency of
the analog-to-digital conversion of the force signals, Blue-
tooth transmission of the data and audio generation on the
mobile device. The analog voltage after the amplifying circuit
(input) and a generated 5 kHz sinus signal at the 3.5 mm jack
(output) were each connected to one channel of the oscil-
loscope for comparison. The resulting overall latency was
139.5 ± 11.3 ms (averaged over ten measurements). Analog
components such as pressure sensors, amplifying circuits and
the wireless RF headphones were excluded in the analysis as
they have a negligible impact on the latency.

4.3 Mobile device and audio generation

SONIGait is designed as a portable system. Thus data
processing and audio generation for real-time sonification of
gait were implemented in a mobile application for Android
4.3 devices or above. A background service handles two

simultaneous Bluetooth LE connections and offers a constant
data stream to the PureData (PD) audio generation engine.

PD is a visual programming language mainly for digital
signal processing and audio synthesis. It allows sound design-
ers to rapidly develop sound modules. These modules can
be integrated into other native programming environments
using an embeddable audio synthesis library called libPD.
SONIGait generates sound on the Android platform using a
limited standard set of digital signal processing (DSP) objects
from the PD 0.46.7 “Vanilla” distribution. Whereas complex
DSP chains like convolution reverb are currently to com-
putationally expensive for mobile devices, simple synthesis
algorithms generate audio in real-time. PD accepts arbitrary
numeric data as input from Android, synthesizes sound, and
passes the generated audio data to the Android low-level
audio application programming interface for immediate play-
back.

5 Sonification of force sensor data

Appropriate sound design of footsteps has been a challenge
for numerous applications in fields related to entertainment,
sports training, and medical rehabilitation, the latter using
sounds of footsteps [22,30] to treat balance and gait disorders
as well as motor deficiencies. In general, the sound design of
these approaches can be distinguished between sample based
implementations using recordings of real-life footsteps and
synthesized sounds. These are further classified into models
aiming to simulate real-world walking sounds on different
ground textures [11,12,18,19,30] and the design of abstract
sounds for the purpose of providing additional information
about gait characteristics to the recipient [21,22]. Bresin et
al. [7,8] analyzed the impact of acoustically augmented foot-
steps on walkers and investigated how far their emotional
state was represented by the audio recordings of their walk-
ing movements. The researchers suggested that there were
perceivable differences among gait and that in a closed-loop
interactive gait sonification, the sound character of the aug-
mented footsteps influenced walking behavior.

One further conceptual distinction concerns the intended
purpose of closed-loop sonifications in the context of sports
training and medical rehabilitation. In order to enhance
the periodicity of footsteps, Godbout and Boyd [20] used
phase-locked loops to synchronize generated sound events
to walking and running. Additionally, Rodger et al. [30]
used computationally-generated rhythmic sound patterns to
support walking actions of Parkinsons Disease patients.
However, synchronization of walking periodicity is not an
issue at the present stage of the SONIGait project. The pre-
sented approach therefore focuses on the immediate acoustic
mapping of plantar pressure (measured by seven force sen-
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Fig. 3 Raw data (“force
profiles”, gray shaded lines) of
several consecutive steps
measured by a set of seven
FlexiForce A301 sensors from
one instrumented insole during
walking. These data were used
for the sonification process
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sors per foot) during the ankle-foot roll-over motion between
heel strike and toe-off during walking.

5.1 Parameter mapping of force sensor data

Existing studies using force sensors for footstep sonifications
employed between one and three force sensors [8,21,22]
for each foot. Due to the limited amount of measured force
points, this approach seemed more suitable for triggering
sound events than for a direct mapping of the plantar force
distribution data of the feet (during ankle-foot roll-over) to a
sonification model.

To get a more precise representation of the ankle-foot roll-
over motion, seven sensors were implemented and distributed
across the insole to provide sufficient data for comprehensi-
ble sonifications (see Figs. 1, 3). Measured force values of
each sensor are mapped to different notes. Specifically, the-
ses values are converted to 10 bit integers and then input to a
corresponding sound generator used for sonification. These
data are then mapped to amplitude values in all sonification
models (to be explained in further detail in Sect. 5.2). In
some models they are additionally mapped to frequency or
modulation depth. The audio outputs of the seven sound gen-
erators are then mixed into one audio channel and delivered
to the corresponding ear via stereo headphones, thus allow-
ing participants to differentiate between their left and right
ankle-foot roll-over motions. Thereby force sensor data of
the left and right insoles are always sonified with identical
parameter settings. For the presented approach, no additional
adjustments (e.g. by adaptive calibration) of the incoming
values in respect to the sensor positioning and the mass of
the test persons have been performed. In order to optimize

the range of the 10-bit sampled data and to avoid unneces-
sary signal noise, values between 30 and 500 were mapped
linearly to the minimum and maximum amplitude.

5.2 Aspects of sound design

A comparable universal sound design approach by Gross-
hauser et al. [21] indicates that elementary sound generation
using sine and sawtooth tones outperform more advanced
synthesis methods such as granular synthesis and amplitude
modulation. Therefore, we decided to keep the sound design
as comprehensible and intuitive as possible. For the two (left
and right insole) sets five arbitrarily combinable synthesis
modules (SYN1-5) were developed. For a detailed technical
description see additional Online Resource 1. All synthesis
modules have in common that the amplitude of the outgoing
sound signal is zero as long as there is no pressure (above the
mentioned threshold) applied to the corresponding sensor.
Pressure values rising above the threshold result in propor-
tional signal amplitudes.

– SYN1: Subtractive synthesis using band-pass filtered
noise. For each sound generator representing one of the
seven force pressure sensors white noise is filtered by
a formant filter bank of six band-pass filters providing
characteristic sounds for each of the seven sensors of the
insole. The parameters of the heel sensor are adapted from
the formats of a wooden door panel [19]. The fundamen-
tal and format frequencies of the generators consecutively
activated during the ankle-foot roll-over are set increas-
ingly. The character of the generated sound resembles
walking in snow. In contrast to the following synthesis
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Fig. 4 Implementation of Karpus Strong algorithm [35]

approaches, SYN1 is meant to provide a rather realistic
sound experience during an ankle-foot roll-over.

– SYN 2: Wavetable synthesis using a sinusoidal wave-
form moderately enriched by two harmonics thus slightly
approximating the shape of a sawtooth wave. The attribu-
tion of individual pitches to the seven sound generators
facilitates the generation of harmonic and melodic pat-
terns.

– SYN 3: FM-synthesis with statically defined carrier
and modulator frequencies for each sound generator.
The modulation index [10] is controlled by normalized
incoming force sensor data.

– SYN 4: A sinusoidal oscillator, with its frequency con-
trolled by incoming force data (force dependent fre-
quency). Thus, other than in the modules described
above, the sound generators are not characterized by their
fundamental frequency.

– SYN 5: Implementation of a simple Karpus Strong algo-
rithm (Fig. 4). An “impulse” (white noise) is triggered by
the decrease of the force slope (change of sign of deriva-
tion). The delay time of the dampened feedback loop that
determines the frequency of the sound relates to the force
maximum.

Other than in SYN 1 and 2, where incoming data are
only mapped to the amplitude of the generated sound sig-
nals, in SYN 3, 4 and 5 the measured force values are
additionally mapped to a second sound parameter. For the
modulation index of FM-synthesis (SYN 3), which controls
the amplitudes of the induced sidebands, the complexity
of the spectrum of generated sounds increases with the
force applied. By providing different qualities of sound we
intended to auditorily increase the awareness of the applied
pressure force. Mapping incoming force pressure values

additionally to the frequency of the generated sound as it
is performed in SYN 4 and 5 are alternative approaches in
this regard. Only in the implementation of the Karpus Strong
algorithm in SYN5 is sound triggered by an event (reaching
the maximum force of the sensor during one ankle-foot roll-
over) and therefore is not an immediate transformation of
incoming data. The intention behind this implementation is
to further increase the awareness of the maximum pressure
values applied to each area of the insole. To smoothen the
audio output, a dynamic range compressor1 and an optional
reverb are implemented in the mixing section of the sonifi-
cation software interface.

Based on these five sound synthesis modules 18 presets
were defined. The 18 presets differ in various filter and fre-
quency settings: pitch relation (e.g. building up fifths, chords,
and melodies), amount of reverb, and in some of which input
data averaging is applied. For detailed technical specifica-
tions see Online Resource 1. Five presets (SONI1-5) were
then pre-selected by a group of two physical therapists and
two movement scientists with experience in gait analysis
and rehabilitation. This four person group tested the device,
including all sonification types, by wearing the insoles and
walking continuously as would be done by patients. They
then made a mutual selection of five sonification types, based
on a majority consensus, which they believed would be the
most suitable for use in therapeutic settings. These were then
used for the pilot study. Additional sample audio files for
SONI1-5 are given in Online Resource 2. The five selected
presets were as follows:

– SONI1: wavetable synthesis with a tone sequence based
on the opening tones from Beethovens “Für Elise”

– SONI2: frequency modulation
– SONI3: a second wavetable synthesis with a tone

sequence based on a boogie-riff
– SONI4: subtractive synthesis
– SONI5: sine oscillator with a data driven frequency

What SONI1-5 have in common is that the sensor data
are processed using a moving average filter and reverb. Data
smoothing and reverb tend to settle the character of the gen-
erated sounds toward a more holistic side than a detailed
analytical one. Based on the preselection, this may raise the
assumption that the pleasantness of sounds were rated as a
higher selection criterion than a pure analytical display. As
for the selection of synthesis modules, the chosen sonifica-
tion modules are based on two presets with melodic patterns2

generated by wavetable synthesis, as well as one based on

1 Adapted from Frank Barknechts rjlib (www.github.com/rjdj/rjlib).
2 Beethovens “Für Elise” and part of a boogie riff.
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FM-synthesis3, subtractive synthesis, and force dependent
amplitude. Here, a tendency towards “musical” in contrast
to “realistic” sound generation was exhibited. Interestingly,
this is in slight contrast to the study of Maculewicz [23].
They analyzed different temporal feedback forms (1-kHz
sinusoidal, synthetic footstep sounds on wood and on gravel)
on rhythmic walking interactions and found that participants
favored more the natural synthetic sounds than the synthetic
variation.

Combinations of sound generation modules in one pre-
set have only been tested during the development phase,
although some of the combinations appeared to provide
promising results. Presets for left and right insole sound gen-
eration were identical. Due to restrictions of the graphical
interface of the prototyped Android device, presets cannot
be adjusted during runtime. However, input data and gen-
erated audio are saved as text, respectively as audio files.
The recorded data files can be played back at variable speed
within the sonification software for further development and
evaluation.

6 Methods

6.1 Participants

To examine the immediate effects of sonification on gait, a
convenience sample of six healthy males (age 35 ± 5 years,
height 178± 4 cm, mass 78± 12 kg) and six healthy females
(age 38 ± 7 years, height 166 ± 5 cm, mass 63 ± 8 kg)
was recruited from the St. Pölten University of Applied Sci-
ences. Participants were excluded if they had any orthopedic,
neurological, psychological or cognitive constraints affecting
their gait. Additionally, participants were excluded if they
were suffering from a hearing deficiency. Participants were
instructed in detail about the study and denoted their volun-
tary participation by signing a university approved informed
consent form.

6.2 Study protocol

To test if real-time sonification of gait affects the gait pattern
the following experimental procedure was performed. Each
participant was initially introduced to the SONIGait device
and its purpose. Once the initial setup was completed, par-
ticipants walked on an 8-meter straight walkway for a total
of seven trials. Participants were instructed to walk at a self-
selected speed and to keep walking constantly throughout the
seven trials. This procedure was repeated for a total of six
times, five times using one of the sonification types (SONI1-

3 Carrier frequencies based on harmonic series, modulator using inhar-
monic frequencies, modulation index dependent on force sensor data.

5) described above and once without sonification. The order
in which these six situations were selected was randomly
assigned using computer generated random numbers.

6.3 Instrumentation

Spatio-temporal gait parameters (cadence, gait velocity, step
length) of each participant were captured during the last five
rounds of each walking situation (without sonification or with
one of the five sonification types) using two synchronous
FDM 1.5 systems (ZEBRIS, Germany). Each system is con-
structed as a 1.5 × 0.5 m large electronic mat with 11,264
capacitive sensors embedded into its surface. These two mea-
surement systems are fully integrated into one walkway and
evenly fitted to the surface, forming a measuring area of 3
× 0.5 m. When walking across the surface of the measure-
ment system, forces exerted by the feet were recorded by the
sensors at 100 Hz, allowing the mapping of force distribu-
tion and timing at a high resolution. The recorded data were
transferred and stored in a stationary PC via USB 2.0 for
further analysis. The WIN FDM (v2.21) software was used
to extract spatio-temporal parameters of each trial and par-
ticipant. For each participant and sonification, a minimum
of 15 steps were captured and used to calculate gait velocity
(ms−1), step length (cm) and cadence (steps/minute) for the
dominant leg. In addition the coefficient of variation (COV =
σ/x̄) was used to analyze variability of the spatio-temporal
parameters. The dominant leg was determined by asking each
participant to kick a soccer ball, which was placed centered
in front of each participant [6].

6.4 Questionnaire

Participants were immediately surveyed after each walking
situation with one of the sonification types (SONI1-5) by a
questionnaire comprising a total of 10 questions (Q1-Q10).
Questions 1-8 were ranked on a 4-point Likert Scale: not at
all (1), rudimentary (2), good (3), excellent (4). Questions 9
and 10 were ranked on a 5-point Likert Scale: very pleasant
(1), pleasant (2), neutral (3), unpleasant (4), very unpleasant
(5). For details regarding each specific question see Table 1.
The purpose of the survey was to assess how the participants
perceived each sonification variation.

6.5 Statistical analysis

Statistical analyses were conducted using IBM SPSS Sta-
tistics 22 (Somer, NY, USA). The dependent variables were
defined as the spatio-temporal gait parameters (cadence, gait
velocity, step length, and their corresponding coefficient of
variations). Parameters were tested to comply with needed
statistical assumptions by using Mauchly’s Test of Spheric-
ity and the ShapiroWilks test. The level of significance was
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Table 1 Participant sonification preference questionnaire - descriptive statistics

Questionnaire SONI1 SONI2 SONI3 SONI4 SONI5 p value χ2 df
Questions Mdn Mdn Mdn Mdn Mdn

Q1: How well did the sonification type
represent your personal gait pattern

3 3 3 3 2 0.18 6.23 4

Q2: How well were you able to match the
perceived sound to your left and right foot

3.5 3.5 3 3 2 0.33 4.57 4

Q3: Did the ankle-foot roll-over motion
produce a comprehensible sound during
walking

3 3.5 3 3 1.5 0.02* 11.3 4

Q4: Did the rhythm of the sonification mirror
your gait rhythm

3 3.5 2 3 3 0.35 4.47 4

Q5: Did you perceive a difference in the
sonification sounds

3.5 3 3.5 2 2 0.27 5.2 4

Q6: Did the type of sonification affect your
gait in respect to gait velocity

1 1.5 2 1.5 1.5 0.93 0.89 4

Q7: Did the type of sonification affect your
rhythm during gait

2 2 2 1 2 0.16 6.53 4

Q8: Did the type of sonification affect your
ankle-foot roll-over motion during gait

2 2 2 1.5 2 0.23 5.67 4

Q9: Which sonification did you generally feel
created the most positive affect

2.5 2 2 1.5 1 0.71 2.15 4

Q10: What is your personal ranking of the
sonifications

2.5 2 3 3 4 0.25 5.33 4

Q1–8: were ranked on a 4-Point Likert Scale: (1) not at all, (2) rudimentary, (3) good, (4) excellent;
Q9–10: were ranked on a 5-Point Likert Scale: (1) very pleasant, (2) pleasant, (3) neutral, (4) unpleasant, (5) very unpleasant;
* Denotes statistical significance in the Friedman Test at an α level of 0.05

set a priori at p = 0.05 for all analyses. To analyze spatio-
temporal parameters and their variability (COV), a one-way
repeated measures ANOVA was utilized, using sonification
type with six levels as a within-subject factor (no sonifica-
tion and SONI1-5) for each dependent variable, to identify
any differences. Partial eta-squared (η) was used to calculate
corresponding effect sizes. If differences were present, addi-
tional post-hoc analyses were performed using Bonferroni
adjusted p values. Therefore, each p value was multiplied
by the number of possible comparisons (six levels resulting
in 15 possible comparisons). A Friedman test was used to
assess statistical differences between questionnaire questions
with five levels as the within-subjects factor (SONI1-5). A
Wilcoxon signed-rank test was utilized if main effects were
observed. Resulting p values were Bonferroni adjusted based
on 10 possible comparisons for five levels.

7 Results of the pilot study

7.1 Spatio-temporal parameters

Mauchly’s test indicated that the assumption of sphericity
was not violated in the performed ANOVAs. No significant
main effects were observed in the performed ANOVAs for

variability of the spatio-temporal parameters when walking
with the different sonification types and walking without
sonification. However, results from the ANOVAs did reveal
significant main effects (Fig. 5) of sonification type (includ-
ing no sonification) on cadence [F(5,55) = 9.514, p <

0.001, η = 0.464] and gait velocity [F(5,55) = 5.195, p
= 0.001, η = 0.321]. Post-hoc analyses revealed that par-
ticipants had a significantly decreased cadence (p < 0.01)
when walking with sonification (regardless of the type) com-
pared to walking without sonification. Walking velocity was
significantly increased (p= 0.04) when walking without soni-
fication compared to SONI1. No other main effects were
observed.

7.2 Questionnaire

Questionnaire descriptive statistics are presented in Table 1.
Results from the Shapiro–Wilks test revealed that data
from the questionnaire violated the assumption of normality.
Therefore, a non-parametric Friedman Test was used to statis-
tically analyze differences on the various questions regarding
each sonification type. A main effect was found on Question
3 (“if the ankle-foot roll-over motion produced a compre-
hensible sound during walking”) χ2 [4, N = 12] = 11.27,
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Fig. 5 Results for gait velocity
(ms−1) and cadence
(steps/minute) when walking
with the different sonification
types (SONI1–SONI5) and
without sonification. Error bars
show one standard deviation
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p < 0.01

p = 0.04

p = 0.02. However, post-hoc test with a Bonferroni adjust-
ment revealed no significant differences between sonifica-
tions (p > 0.05).

8 Discussion

8.1 Evaluation of the questionnaire

Analysis of Q1–4 revealed that participants perceived the
sonification device as an effective means, as indicated by
the majority of sonifications receiving rankings of good, of
audibly representing the following parameters: their personal
gait patterns, matching their left and right feet, providing
a comprehensible sound of the ankle-foot rollover motion,
and mirroring their gait rhythm. However, the participants
did not perceive a specific sonification variation as signifi-
cantly better than another on the aforementioned questions.
Only for Q3 statistical analysis revealed a main effect, which
however, was not ascertainable during subsequent post-hoc
comparisons. This might be explained by the fact that the
Bonferroni correction, is a rather conservative method in
terms of statistical power and may have diminished it too
greatly in this pilot study. From the view of sound design,
it can be concluded (as stated in Sect. 5.2) that sonifications
based on musical, realistic (walking in snow alike), and rather
abstract (frequency dependent force) sonifications are per-
ceived equally as a means of providing an auditory display for
gait.

Based on the outcomes of the questionnaire it is clear that
the participants had difficulty consciously detecting a differ-
ence in their gait patterns due to the sonification feedback
as reflected by the rankings of not at all or rudimentary
on questions 6–8. In comparison to questions 1–4, these
results may indicate that sonification was only consciously
perceived as a means of representing gait rather than influ-
encing it. However, this perception is contrary to the results
from the spatio-temporal gait parameters, as discussed in the
following section. Effenberg [15] suggested that, within soni-
fication, two information processing pathways, conscious
and unconscious, exist for the individual. The authors sug-
gest that the unconscious pathway, termed the unconscious
dorsal stream, is the primary path for altering motor con-
trol through sonification. Therefore, changes in participants’
gait parameters may have occurred without their conscious
recognition. Finally, the participants had an overall positive
emotional affect, as measured by the 5-point Likert Scale,
regarding the pleasantness of the presented sonifications.
Previous researchers [4,9] suggested that tones associated
with positive emotional affects have the potential to reinforce
learning via reward functions, reduce perceived exertion
levels, and elicit an optimal arousal level during physical
activity. Therefore, the participants’ positive perceptions of
the sonification variations indicate that they hold potential
as a positive reward tool that can encourage motor learn-
ing. Further research, however, is needed to understand how
sonification may exactly function as a reward mechanism to
foster motor learning and how this may contribute to gait
rehabilitation.
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8.2 Gait analysis results

Spatio-temporal gait parameters were analyzed during walk-
ing with the five sonification types (SONI1-5) as well as
without sonification. The primary aim of this analysis was to
test whether or not real-time auditory display of a participants
gait pattern would have an immediate effect on locomotion.
The measured data showed differences in spatio-temporal
parameters when walking with specific sonifications com-
pared to walking without sonification. The most dominant
effect was present for cadence, where participants showed a
clear decrease (regardless of sonification type) compared to
walking without sonification (Fig. 5). This effect was partly
accompanied by a decrease in gait velocity. This link is not
a surprising finding as gait velocity and cadence are strongly
related to each other. Cadence is often described as one of
the two key determinants (next to step length) for regulating
self-selected walking speed [27].

Only significant differences were present between cer-
tain sonification types to no sonification. No differences in
spatio-temporal parameters were observed between certain
types of sonification. However, regardless of how partici-
pants perceived real-time auditory feedback, this additional
information seemed to cause them to walk slower. Schmidt
and Wulf [32] suggest that continuous concurrent feedback
is an effective method for improving task performance dur-
ing practice, in accordance with the Guidance Hypothesis, as
it is a powerful guide for directing participants attention to
the correct movement response. However, according to the
questionnaire, participants perceived a difficulty in compre-
hending the sonification feedback as an influencing factor
on their gait cycle. This may in turn have led to ambiguity
in how they should process and use the feedback during the
trials. Although this explanation may account for the afore-
mentioned discrepancy, the goal of this pilot study was to
solely examine the effect of the SONIGait device on par-
ticipants’ gait outcome parameters. Therefore, only a brief
and general overview of the SONIGait device, along with its
purpose, was provided to each participant at the beginning
of the sessions. Dyer et al. [14] suggested that sonification
feedback can be limited in the sense that if the appropriate
relationship between the user’s movement and sound variable
is not adequately established (i.e. the mapping) then little to
no task performance enhancement would be observed. In
other words, user performance is enhanced only when the
user understands how movements produce sounds. Perhaps
for sonification feedback to be effective, it may be neces-
sary to provide additional instructions as to how participants
should interpret and use the sonification feedback. Addition-
ally, only a relatively small amount of research currently
exists regarding the application of concurrent acoustic feed-
back to alter gait parameters. As gait is inherently defined as
an automatic motor process, it is plausible that the ambigu-

ity of how the user should implement the feedback disrupted
their automatic control of gait as demonstrated by reduc-
tions in cadence and gait velocity. However, the reductions
in cadence and gait velocity indicate that sonification does
serve as a mechanism to alter gait in some manner.

8.3 Limitations

Results obtained within this pilot study need to be consid-
ered with regard to some limitations. The success of such
systems and sonification based therapeutic interventions cer-
tainly depend on latency. With an overall latency for the
SONIGait device of approximately 140 ms this may seem
critical at first glance. Wessel and Wright [36] for example,
state a maximum latency of 10 ms between a stimulus and its
response for control gestures and resulting sounds on a com-
puter. However, in contrast Askenfelt und Janson [3] refer
to an acceptable latency of up to 100 ms between the touch
of a piano key and its hammer striking the string. Pneumatic
pipe organs may even have latencies of several hundred mil-
liseconds without affecting the musicians performance. Van
Vugt and Tillman [35] state an even greater latency, plac-
ing it for intermodal detection of synchrony or asynchrony at
approximately 100 ± 70 ms. Latency is a critical issue in gait
sonification, however 140 ms seem to be a promising start
for future developments. This also goes in line with our ques-
tionnaire result from Q1, where most of the participants in
general rated that the sonification represented their personal
gait pattern well. Nonetheless, reducing latency of such sys-
tems needs to be an issue for future developments. For the
SONIGait device this may be achieved by changing the plat-
form of the mobile device from Google Android to Apple
iOS, as it has a lower latency in audio generation compared
to the Android device used within this article [25]. However,
changing to iOS would lead to a higher connection interval
of the Bluetooth LE transmission [2], which consequently
would reduce sampling rate to approximately 50 Hz.

8.4 Future prospects

Further research is still necessary to understand the applica-
tions of insole auditory feedback systems for rehabilitating
gait. Results from the current pilot data indicate that the
present prototype was successful in altering participants’ gait
in some manner. However, the exact mechanism that caused
the gait alterations requires further investigation. Thus, future
aims of this project will be to examine how sonification,
as a motor learning tool, specifically alters an individual’s
gait pattern. For instance, if sonification encourages a more
regular gait pattern in unhealthy populations, such as in
demographics that have neuromuscular impairments. Fur-
thermore, subsequent research is recommended to examine
how much sonification feedback is optimal for rehabilitating
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Fig. 6 Preview of a single insole with its microcontroller of the SONI-
Gait 2.0 device. For a better visibility of the sensor placement and
associated wiring the top layer of the insole is illustrated transparently.
Utilizing the A401 model will increase the sensing area per force sensor
from 0.71 to 5.07 cm2

participants gait. Investigating the optimal feedback fre-
quency schedule is crucial as previous researchers suggested
that too much or too little feedback could be detrimental
to performance [1,37,38]. Subsequent investigations will
implement retention tests to determine if any gait alterations,
due to sonification, persist in the absence of feedback.

Currently, advancements in the prototype of the SONI-
Gait hard- and software are being developed, to improve
some drawbacks of the first prototype presented in this arti-
cle. The new device, SONIGait 2.0, will be equipped with
seven FlexiForce A401 force sensors (diameter 25.4 mm) as
opposed to the smaller FlexiForce A301 (diameter 9.53 mm).
The A401 model will increase the sensing area (per force
sensor) from 0.71 to 5.07 cm2. Thus, the vertical ground
reaction forces that act through each specific sensor dur-
ing any moment of the stance phase will be captured with
a higher precision level. For performance optimization a
new computing platform will be selected. The Teensy 3.1
microcontroller (32 bit ARM Cortex-M4 72 MHz CPU) in
combination with a Bluegiga BLE 112 Bluetooth LE module
will allow for approximately 133 Hz data sampling and trans-
mission rate simultaneously on both foot-worn devices. To
further miniaturize the hardware all components such as the
microcontroller, BLE module, and IMU (Bosch BNO 055)
will include sensor fusion. In addition, the measurement cir-
cuit for linearization of the pressure sensor values will be
sketched and placed on a printed circuit board. By including
a 500 mAh battery, the size of the prototype is reduced to 5.8
× 5.6 × 2.1 cm. In contrast to the first prototype, custom-
made shoe insoles will be produced of a thermoplastic resin
with the top covered by a thin leather layer (see Fig. 6).
The construction of the new prototype will facilitate sensor
placement and its associated wiring, while simultaneously
increasing the durability of the embedded hardware. These

future improvements will demonstrate crucial steps for the
practicality of the device in the therapeutic settings.

9 Conclusion

A prototype platform (SONIGait) for real-time sonification
of gait related data was developed. Priorities in the design
and manufacturing were the ability of capturing force data
during the entire stance phase for both feet simultaneously
and providing real-time acoustic feedback. In a pilot study
elicited changes in gait patterns by the sonification modules
were evaluated. Results revealed that sonification, through
the SONIGait device, was an effective method for altering the
participants’ gait parameters. However, the clinical implica-
tions of using sonification for gait rehabilitation still require
further investigation.
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