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A significant progress in positron emission tomog-

raphy (PET) system has recently been seen which may

improve sensitivity, spatial resolution, and noise reduc-

tion. Such progress has provided better quality of

myocardial perfusion images with lower injected dose,

and thus lower radiation to the patient. In addition, better

quantification of myocardial blood flow (MBF) and

coronary flow reserve (CFR) is expected.1–7

Many of new PET cameras have three-dimensional

(3D) mode acquisition with time-of-flight (TOF) tech-

nology. The system sensitivity in 3D acquisition is much

greater than 2D acquisition. On the other hand, the

fraction of background activity is also higher in 3D.8

TOF, on the other hand, may significantly increase

signal-to-noise ratio by decreasing noise.8 TOF can es-

timate the arrival time of the 511 keV photons, and

therefore, the location of the emission point may be

constrained along a line-of-response between the two

detector pairs.9,10 In order to perform adequate effects of

TOF, a scintillation detector with high time resolution is

required. The main factor that permits recent TOF PET

development is the availability of new scintillation ma-

terials, such as LSO and LYSO. In addition, TOF PET

has gained greater advantages in whole-body imaging

with wide field of view than the brain imaging. A

number of reports indicated clinical value of TOF PET

in oncology fields. On the other hand, limited number of

reports have reported clinical value of TOF PET in

cardiac imaging.11,12 Cardiac PET may require reliable

quantification of serial tracer concentrations, and thus, it

is often used to estimate MBF, CFR, and various

metabolic and molecular functions as quantitative pa-

rameters, such as metabolic rate of glucose, transporter

retention index, receptor density, etc. Such cardiac

functional assessment using optimal PET parameters is

expected to be applied for severity assessment, treatment

planning, and treatment monitoring in the near future.

Masaya et al in the current issue assessed repro-

ducibility of MBF and CFR with N-13 ammonia PET

under 3D acquisition with and TOF.13 The phantom

study showed smaller partial volume effect with higher

image contrast with TOF acquisition than non TOF.

Such improvement was better seen in larger field of

view than smaller field of view. Such results are quite

reasonable on the basis of TOF concept. In addition,

clinical data also showed higher reproducibility with

smaller intra- as well as inter-observer variability using

TOF technique. Unfortunately, this reproducibility study

was not designed based on two separate acquisition

protocols. However, small intra- as well as inter-ob-

server variability of MBF and CFR values was well

demonstrated, probably due to higher target-to-back-

ground ratio and less partial volume effects.

Interestingly, the authors pointed out possible differ-

ences in variation in the apex and the segments near the

right ventricle with and without TOF acquisitions.

Higher background noise from the right ventricle may

cause variations without TOF. On the other hand, there

are not clear explanations why TOF may reduce varia-

tion of MBF value in the apex. Partial volume effects

may significantly be improved by TOF, particularly in

smaller thickness and also peripheral field of view for

apical areas.

There are a number of issues which should be

solved in the future. The current study was done with

two separate reconstruction methods in each study
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(TOF-OSEM and 3D-RAMLA). A different recon-

struction software might possibly create somewhat

different results. In addition, N-13 ammonia is not

commonly used PET perfusion tracer since this may

require in-house cyclotron, despite this tracer has been

approved for clinical use in the USA and Japan. Similar

analysis should be done for rubidium-82 which emits

higher energy and higher counts with more injected dose

to a patient.14 Since 3D TOF PET camera has recently

become a state-of-the-art PET system, many more pa-

tient data will be collected and analyzed with this system

within a few years. A new outcome analysis and cor-

relative study with various clinical risk factors should be

performed with many patient data base.
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