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With the increased utilization of computed tomog-

raphy imaging and nuclear medicine procedures,

especially myocardial perfusion imaging (MPI) and

positron emission tomography, radiation risk has

received significant attention both in the scientific

community and in the public media. Radionuclide

myocardial perfusion imaging studies are the most fre-

quently performed nuclear medicine procedures in the

USA and is the second largest contributor of medical

exposure to the US population, after computed tomog-

raphy.1 For this reason, the latest American Society of

Nuclear Cardiology guidelines suggest a target dose for

MPI of 9 mSv or lower.2 Therefore, various strategies

have been advocated in order to reduce the amount of

ionizing radiation exposure, such as: the use of 99mTc-

labeled MPI agents (versus 201 Thallium), reducing the

amount of injected dose adjusted for patient weight,

considering performing PET imaging in very obese

patients, using a stress-only protocol with 99mTc-la-

beled radiotracers in appropriately selected patients, the

use of special dedicated imaging data acquisition and/or

reconstruction methods or softwares, and dedicated new

imaging devices such as solid-state cameras with higher

sensitivity.

Nuclear medicine imaging, as for other imaging

modalities, is based on compromises to be made

between the ideal technical approach and the constraints

of the clinical environment. The three most important

basic imaging parameters for high quality images in

nuclear imaging are (1) high counting statistics, (2) high

counting statistics and (3) high counting statistics! MPI

studies with low myocardial counts are known to be

prone to either false positive or false negative studies.3

The effect of the administration of a too low dose can be

dramatic, especially for a rest dose injection in the

course of a same-day rest-stress injection sequence

protocol with a low dose (7-10 mCi) at rest.4 However,

in order to obtain cardiac images with optimal counts,

the intravenous administration of a minimal dose of

radiopharmaceutical is mandatory, among other various

technical parameters to consider. In this particular case,

the perfect ‘‘trade-off’’ between sufficient counts for

adequate or optimal imaging and both patient and lab-

oratory personnel reduction to radiation exposure must

be made. Lowering the radiation dose while maintaining

or improving image quality should be considered as an

improvement in quality of care. If all possible measures

are taken to minimize the risk of radiation exposure, the

benefits of the diagnostic and prognostic information

derived from MPI outweigh the risks related to ionizing

radiations.

In order to be able to obtain an adequate measure-

ment of the radiation exposure from a MPI study, the

knowledge of the precise amount of administered

radiopharmaceutical is mandatory. Since the perfor-

mance of the MPI study should be governed by the

principle of ALARA (As Low As Reasonably Achiev-

able), the pre-injection calibrated activity of the

administered radiopharmaceutical should be the lowest

one, taking at the same time into consideration the fact

that the diagnostic quality of the image data must be
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maintained with sufficient counts. In this context, it is

usually accepted that the patient effectively receives the

total or near-total amount of radiopharmaceutical as

determined by the measurement of the administered

radioactivity either by an on-site dose calibrator or as

measured by the central radiopharmacy and subsequent

radioactive decay calculation. However, most of the

clinical laboratories only measure the pre-injection

activity into the syringe and report it as the ‘‘official’’

dose for dosimetric consideration or calculation,

assuming that this dose corresponds to the effective dose

received by the patient. However, this method of cal-

culation does not take into consideration the potential

adherence of the radiotracer to the various parts of the

injection system (including syringe, tubing, and 3-way

stopcock). Although most of the 99mTc-labeled radio-

pharmaceuticals used in nuclear medicine5 are not

considered to be problematic with regard to adherence

or adsorption to the syringe or tubing (except for

99mTc-macroaggregates of albumin used for lung

scanning and detection of pulmonary embolism, 99mTc-

sulfur colloid for liver scanning and 99mTc-dimercap-

tosuccinic acid for renal imaging),6-8 enhanced retention

of lipophilic radiopharmaceuticals such as 99mTc-ses-

tamibi and 99mTc-tetrofosmin has been reported in

syringes made with elastomeric plunger tips.9-11 High

residual radioactivity in the syringes and tubing can lead

to the delivery of a suboptimal dose to the patient

resulting in poor image quality, sometimes extending the

image acquisition time or, worse, forcing to repeat the

study with another separate injection, unnecessarily

increasing the radiation dosimetry to the patient. Fur-

thermore, the radiation exposure to the patient is falsely

overestimated.

Therefore, knowledge of both the causes and the

extent of adherence of 99mTc-sestamibi to syringes and

subsequent precise measurement of the actual radio-

pharmaceutical injected dose is important both for

image quality and for more accurate determination of

radiation exposure. Ideally, this problem of variable

adherence should be eliminated or significantly

decreased. In determining the causes of this adherence,

there are many parameters and variables to consider

such as: 1-variability in the specific activity of the

sodium pertechnetate used for kit preparation, 2-age of

the eluate from the 99Mo-generators, 3-the amount of

activity of 99mTc-sodium pertechnetate while preparing

the sestamibi kits, 4-the type and size of winged infusion

set and extension tubing, 5-the use of normal saline

solution for flushing, 6-the number of flushing proce-

dures, 7-the volume and the specific activity of the

injected 99mTc-sestamibi dose, 8-the effect of blood

drawn back into the tubing during the administration,

9-the type and size of syringe (with or without silicone

lubricant), 10-the exact location of the adherence (sy-

ringe barrel, plunger, needle, saline syringe, tubing…),

11-the residence time of 99mTc-sestamibi in a syringe,

12-the effect of prerinsing syringes with either nonra-

diolabeled sestamibi or with 99mTc-sestamibi and

13-the amount of the dead-space volume of the entire

injection system. Different studies have been reported

on the variability of 99mTc-sestamibi adsorption or

adherence in the syringe and tubing, showing a range

from 4% to 32%.10,12,13 This inconsistency in the degree

of 99mTc-sestamibi adherence makes it ‘‘prediction’’

quite difficult in a clinical context, especially when

using a low volume and low dose for a rest injection in a

same-day rest-stress sequence protocol. For example, if

the precalibrated dose is 7 mCi and there is a 30%

adherence of 99mTc-sestamibi in the injection system,

only 4.9 mCi is actually administered to the patient,

significantly increasing the risk of image degredation

due to low counts image. Furthermore, this is true only if

all 99mTc-sestamibi dose has been administered without

any extravasation at the site of the venipuncture.

In the current issue of the Journal, Reynolds et al14

reported the results of a study evaluating the amount of

residual radioactivity of 99mTc-sestamibi in three dif-

ferent types of syringes (3-part lubricated and 2-part and

3-part lubricant-free syringes) in order to verify if the

adherence of 99mTc-sestamibi (in various parts of the

system) was in excess of the expected dead-space

residual activity from the entire injection system. They

confirmed the results of a previous study showing that

the majority of adherence occurs to lubricated compo-

nents (the plunger/gasket assembly and syringe barrel)

of the injection system. This strongly suggests an

interaction with the silicone-based lubricant used in the

very commonly available 3-part syringes. Silicone is a

metalloid sharing some chemical properties with

99mTechnetium. A related chelation with sestamibi is a

possible explanation. They also showed a very high

variability in the post-injection residual activity for

99mTc-sestamibi injections with the 3-part lubricated

syringe with a percent adherence range from 8% to 46%.

This variability in the adherence seems to be related to

the manufacturer of the lubricated syringe with possible

variation in the type or quantity of lubricant.

Given the variable and substantial adherence of

99mTc-sestamibi in the lubricated injection systems, it

is essential to establish the best procedure for accurate

determination of the actual injected dose of radiopar-

maceutical to the patient. In the ideal clinical context,

the measured pre-injection dose of radioactivity should

correspond to the entirely administered dose to the

patient. This is virtually impossible to achieve for sev-

eral technical reasons. However, according the above

mentioned study, it seems that the use of lubricant-free
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syringes may reduce the post-injection residual activity

within the syringe to an amount similar to the residual

activity caused by the dead-space volume of the injec-

tion system. Although this allow for a partially more

accurate dose reduction, there is still the problem of

inaccurate determination of the precise amount of

administered activity. Given the variability of the

residual activity, the best quality control procedure

would be to measure both pre- and post-injection

activity in syringes and the entire injection system (in-

cluding tubing and needle) in each patient. This would

help to determine the exact amount of radioactivity

effectively received by the patient and then a better way

to predict the result on the quality of the images and a

more accurate assessment of the radiation absorbed

dose. This could have a significant impact in a health-

care system where the tracking of patient cumulative

radiation absorbed dose becomes mandatory. Over- or

under-estimation of radiation exposure may have a

negative outcome on the healthcare system. In the case

of dose over-estimation related to a significant amount

of 99mTc-sestamibi adhering to the injection system,

this will increase the likelihood of low count images and

related impacts of a poor diagnostic accuracy. The

strategy of systematically increasing the precalibrated

99mTc-sestamibi dose in order to compensate for its

potential adherence would only partially solve the

problem. The unpredictable variability of the 99mTc-

sestamibi adherence would still cause over- or under-

estimation of the true administered dose.

In summary, 99mTc-sestamibi adherence to the

lubricated parts of the injection systems is unpredictable

and quite variable. This can have a significant impact on

the accurate measurement of the radiation exposure and

on the final quality of the MPI studies. Ideally, both pre-

injection and post-injection 99mTc-sestamibi activity

should be monitored for each patient. This would assess

the true administered activity. If this not feasible, the use

of lubricant-free syringe and injection system may

reduce the degree of adherence. However, it would be

strongly advisable to periodically and systematically

assess the degree of 99mTc-sestamibi adherence and its

variability as a laboratory quality control procedure,

especially if a laboratory modifies the type of syringes to

be used for 99mTc-sestamibi MPI. Similar precautions

should be done for 99mTc-tetrofosmin. In this era where

radiation exposure is significantly considered and efforts

to decrease the dose of injected radiopharmaceutical is

one of the preferred alternative (half-dose versus half-

time acquisition protocols), determination of the true

administered dose becomes crucial.
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