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Angiographic CT with intravenous administration
of contrast medium is a noninvasive option for follow-up
after intracranial stenting
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Abstract Intracranial angioplasty and stenting (ICAS) is a
therapeutic option in symptomatic intracranial atheroscle-
rotic disease. Adequate follow-up examination is necessary
to exclude in-stent restenosis. Conventional intraarterial
digital subtraction angiography (ia-DSA) is the current gold
standard, but it is an invasive technique and carries the risk
of neurological complications. Angiographic CT (ACT) is a
new technique that provides a volume dataset of the highest
spatial resolution and high contrast resolution derived from
a rotational acquisition of a c-arm-mounted flat-panel
detector. The feasibility of ACT with intravenous adminis-
tration of contrast medium (iv-ACT) for follow-up after
ICAS is demonstrated. In two patients iv-ACT was
performed as a follow-up examination 12 months after
ICAS. High-resolution volume data from the rotational
acquisitions were processed to provide delineation of the
stent lumen as well as imaging of the brain parenchyma and
vessels. In both patients the patency of the stent lumen was
assessed successfully. In addition, all other brain vessels
were displayed in a manner similar to their appearance on
CT angiograms. The brain parenchyma was also adequately
imaged in a manner similar to its appearance on CT images.
We demonstrated the feasibility and diagnostic value of
iv-ACT for follow-up imaging after ICAS. This new
application has the potential to become the imaging method

of choice after ICAS since it not only enables visualization
of the patency of the stent lumen but also is minimally
invasive and provides additional information about all brain
arteries and the brain parenchyma.
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Introduction

In symptomatic intracranial atherosclerotic disease refrac-
tive to medical treatment intracranial angioplasty and
stenting (ICAS) is a therapeutic option increasingly used
in specialized stroke centers. However, restenosis rates
ranging from 8% to 30% have been reported, underlining
the necessity for regular follow-up examinations to exclude
significant restenosis [1–4]. CT angiography (CTA) and
MR angiography (MRA) are known to suffer from
considerable artifacts that often prevent assessment of the
stent lumen. Therefore, current follow-up techniques
include transcranial Doppler sonography and conventional
intraarterial digital subtraction angiography (ia-DSA).
However, diagnostic ia-DSA is an invasive technique with
a rate of examination-related neurological complications
ranging from 0.5% to 0.8% [5, 6]. In addition, ia-DSA is not
offered on an outpatient basis at every medical center so
patients have to be admitted for at least one night, sig-
nificantly increasing the treatment costs. Furthermore, patient
compliance with follow-up examinations may be a problem
because the ia-DSA procedure is not very comfortable.

The new angiographic systems equipped with flat-panel
detectors which allow rotational acquisition of volume data
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Fig. 2 Patient 1. a CTA image obtained at the 6-month follow-up is
not of sufficient quality to reveal the stent lumen, and in particular the
proximal and distal markers produce substantial artifacts (MIP, 1-mm
slice thickness). b, c iv-ACT images obtained at the 8-month follow-
up show an unchanged configuration of the stent in comparison to the
examination performed directly after the intervention (see Fig. 1c,d).
The contrast filling is more faint than on the CTA image but the
patency of the stent lumen is visible much more clearly on the sagittal
cross sections, and the artifact load is acceptable (b MIP, 0.5-mm slice
thickness; c MIP, 5-mm slice thickness)

�Fig. 1 Patient 1. a, b DSAwith selective injection of contrast medium
into the right vertebral artery shows the eccentric high-grade stenosis
of the basilar artery (a). After stent placement (b) the lumen of the
basilar artery is well reconstructed and considerable inflow from the
contralateral vertebral artery can be seen. c, d Reformatted images in
the sagittal plane from an ACT scan directly following the intervention
reveal regular deployment of the stent (c MIP, 0.5-mm slice thickness;
d MIP, 5-mm slice thickness)
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provide the possibility of CT-like low-contrast imaging [7].
The administration of even highly diluted contrast medium
intraarterially gives good delineation of the vessels indicat-
ing that intravenous administration of contrast medium
could be sufficient. We sought to combine this property
with the possibility of nearly artifact-free imaging of small-
vessel stents described previously [8].

Methods

DSA and angiographic CT (ACT) examinations were
performed on an AxiomArtis dBA biplane angiography
system equipped with flat panel detectors (Siemens Medical
Solutions, Forchheim, Germany). The acquisition of rota-
tional datasets was performed with the following parame-
ters (20s-1k protocol): 20 s rotation, 538 projections, 220°
total angle, no zoom (detector size 30×40 cm), CTDIweighted
approximately 22 mGy (manufacturer’s information). Post-
processing of the image data to a volume dataset (ACT)
was performed on a Leonardo workstation (DynaCT,
InSpace 3D software, Siemens). The software includes the
application of system-specific filter algorithms in order to
correct for beam hardening, radiation scatter, truncated
projections and ring artifacts. Postprocessing resulted in
volume datasets each defined by a batch of about 400 slices
in a 512×512 matrix. Voxel size was about 0.1×0.1×0.1 mm3.
The ACT datasets were further processed to multiplanar
reconstructed (MPR) slices with the thin-slice and thick-
slice maximum intensity projection (MIP) technique parallel
and perpendicular to the stent-supplied section of the
vessel, respectively. The contrast medium used in the
follow-up ACT examination was Imeron 350 (Bracco
ALTANA Pharma, Konstanz, Germany). The contrast
medium was injected to a volume of 100 ml into a cubital
vein at a flow rate of 5 ml/s, and the start delay for
rotational acquisition was 20 s. The patient was asked to
close his or her eyes and to breathe calmly during the
examination.

CTA was performed on a 16-slice CT scanner (Aquilion,
Toshiba Medical Systems, Tokyo, Japan) with 0.5-mm
slice collimation, intravenous injection of 60 ml Imeron
350 (Bracco ALTANA Pharma), and a CTDIvol of approx-
imately 50 mGy [9]. Postprocessing was performed on a
Vitrea II workstation (Vital Systems, Minnetonka, Minn.).

�Fig. 3 Patient 2. a, b DSA images with selective injection into the
right internal carotid artery reveals a high-grade stenosis of the right
middle cerebral artery (MCA) with reduced distal blood flow (a).
After stent placement the blood flow is normalized (b). c, d Native
ACT reformatted images in paracoronal orientation reveal regular
deployment of the stent (c MIP, 0.5-mm slice thickness; d MIP, 5-mm
slice thickness)
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Case illustrations

Case 1

A 57-year old man suffering from brainstem infarction and
recurring transient ischemic attacks of the vertebrobasilar
circulation was admitted to our hospital. Transcranial
ultrasonography and MRA revealed a high-grade stenosis
of the basilar artery. The symptoms occurred despite double
platelet inhibition (aspirin and clopidogrel) and ICAS was
chosen as therapy. The procedure was performed under
general anesthesia. A balloon-mounted Pharos (3.5/8 mm)
stent (Micrus Endovascular, Renens, Switzerland) was
placed and balloon-inflated to a diameter of 3.2 mm thereby
reconstructing a diameter corresponding to about 90% of
the normal vessel diameter (Fig. 1a,b). The successful
deployment of the stent was documented by native ACT
(Fig. 1c,d). No complications occurred after the interven-
tion and the patient was discharged 3 days later.

An outpatient follow-up CTA was performed 6 months
after the procedure. The stent lumen was not adequately
visualized on thin-slice MPR (Fig. 2a). Therefore, admis-
sion for follow-up DSA was organized for 2 months later.
The patient refused ia-DSA, so ACT with intravenous
administration of contrast medium (iv-ACT) was offered as
an alternative. Written informed consent for the examina-
tion as a novel application of a rotational acquisition was
obtained. The examination was successful. Corresponding
to the good low-contrast resolution of ACT described
previously, the reconstructed images revealed full patency
of the stent lumen (Fig. 2b,c) [10]. This result was highly
correlated with the flow-rate measured by transcranial
Doppler sonography that had remained normal from
directly after the intervention until the 8-month follow-up.

Case 2

An 82-year-old man was admitted suffering from progres-
sive left-sided hemiparesis and impaired consciousness.
CTA revealed a high-grade stenosis of the right middle
cerebral artery (MCA) and a second middle-grade stenosis
of the basilar artery (data not shown). CT-perfusion (CTP)

�Fig. 4 Patient 2. a, b Iv-ACT images obtained 12 months after the
intervention reveal an unchanged stent configuration and full patency
of the stent lumen (aMIP, 0.5-mm slice thickness; b MIP, 10-mm slice
thickness). Even small perforating arteries originating through the
stent struts can be seen (b arrow). c A transverse thick-slice (30 mm)
MIP overview image gives a good impression of the insular MCA
branches of both sides. d A second thick-slice (15 mm) MIP image
oriented parallel to the basilar artery reveals a medium-grade stenosis
(arrow) and an anatomic variant of the origin of the superior cerebellar
artery
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showed a prolonged mean transit time in the whole right
MCA territory but only small infarcted areas level with the
basal ganglia, represented by lowered relative cerebral
blood volume. Emergency ICAS was performed under
general anesthesia. A balloon-mounted Driver (2.5/8 mm)
stent (Medtronic, Minneapolis, Minn.) was successfully
placed in the stenosis of the right M1 segment leading to a
good morphological result and immediate restoration of
normal blood flow (Fig. 3a,b). Proper stent deployment was
documented by native ACT (Fig. 3c,d).

The patient was admitted for follow-up DSA 12 months
after the procedure. Transcranial Doppler sonography
showed a normal flow velocity in the right MCA. This
patient also refused ia-DSA. Written informed consent was
obtained in advance to perform iv-ACT and to omit ia-DSA
if the iv-ACT was of diagnostic quality. The procedure was
performed successfully and the reconstructed images
revealed full patency of the stent lumen (Fig. 4a,b). All
other intracranial arteries were visible at the highest
resolution, revealing an unchanged configuration of the
medium-grade stenosis of the basilar artery (Fig. 4c,d). The
reconstructed brain parenchyma images showed already
known residual infarction (data not shown).

Discussion

In patients suffering from intracranial atherosclerosis, ICAS
is a promising new therapeutic option [1, 3, 11]. To identify
an in-stent restenosis a reliable imaging technique is
needed. Here, DSA is the current gold standard, but it
carries a 0.5% to 0.8% risk of permanent neurological
impairment [5, 6]. Additionally, not every center is able to
perform ia-DSA on an outpatient basis. The risk may be
less with ia-ACT if the injection is performed in the aortic
arch. However, this is still an invasive procedure.

In the study reported here we demonstrated that iv-ACT
can reliably depict the lumen of small-vessel stents with
high spatial resolution. As the low contrast resolution of
ACT is comparable to that of conventional CT, a relatively
low concentration of intravascular contrast medium is
needed. All intracranial vessels can be viewed simulta-
neously in a high-quality image. CT-like images of the
brain parenchyma are provided as well [10]. It therefore
represents a new radiological imaging technique between
CTA and ia-DSA.

Even though this new method needs to be evaluated in a
larger number of patients, it possibly has many advantages
for patients and physicians as a new option in the imaging
of cerebrovascular disease: Examinations can be per-
formed on an outpatient basis and the risk of neurological
complications is lowered practically to zero. The exami-
nation can be performed quickly, in a time similar to that

required for a CTA examination. The radiation exposure
for the patient from a rotational acquisition is lower than
that from a CTA examination (manufacturer’s information)
and has been shown to be considerably lower than that
from a single biplane DSA series [12].

Possible drawbacks of the iv-ACT technique first
include movement artifacts. The patient has to lie nearly
motionless for about 20 seconds, which requires a high
level of compliance and is not always feasible in patients
suffering from cerebrovascular disease.

The first stent we examined is a relatively new balloon-
mounted stent designed for intracranial use (Pharos, Micrus
Endovascular, Renens, Switzerland). All dedicated intra-
cranial stents (Neuroform and Wingspan, Boston Scientific,
Natick, Mass.; LEO, BALT, Montmorency, France; and
Enterprise, Cordis, Miami Lakes, Fl.) have a similar strut
size of about 0.06 mm [13]. In contrast, common coronary
stents have thicker struts (e.g. Driver, Medtronic, Minn.:
0.09 mm) [14]. Our second patient demonstrates that the
lumen of these stents can be visualized as well. This issue is
not unimportant because until recently dedicated intracra-
nial stents were not available. Therefore, the majority of
stents implanted into intracranial vessels are still coronary
stents.

Iv-ACT is a promising new technique for minimally
invasive follow-up after intracranial stenting. Other possi-
ble applications can be envisaged, such as diagnostic and
follow-up imaging before and after endovascular treatment
of intracranial aneurysms or arteriovenous malformations.
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