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                    Abstract
Purpose
Navigation is emerging as a useful adjunct in percutaneous, minimally invasive spinal surgery (MIS). The aim of this study was to compare C-Arm navigated, O-Arm navigated and conventional 2D-fluoroscopy assisted MIS thoracic and lumbosacral spine fixation techniques in terms of operating time, radiation exposure and accuracy of pedicle screw (PS) placement.
Methods
Retrospective observational study of 152 consecutive adults who underwent MIS fixations for spinal instability: 96 2D-fluoroscopy assisted, 39 3D-C-Arm navigated and 27 using O-Arm navigated.
Results
O-Arm navigation significantly reduced PS misplacement (1.23%, p) compared to 3D-C-Arm navigation (7.29%, p = 0.0082) and 2D-fluoro guided placement (5.16%, p = 0379). 3D-C-Arm navigation was associated with lower procedural radiation exposure of the patient (0.4 mSv) than O-Arm navigation (3.24 mSv) or 2D-fluoro guidance (1.5 mSv). Operative time was comparable between three modalities.
Conclusions
O-Arm navigation provides greater accuracy of percutaneous instrumentation placement with an acceptable procedural radiation dose delivered to the patients and comparable operative times.
Graphical abstract
These slides can be retrieved under Electronic Supplementary material.
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