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Abstract

Background Endoscopic submucosal dissection (ESD) for

superficial gastric neoplasm is a curative method. The aim of

this study was to detect potential nonbleeding visible vessels

(NBVVs) by using an infrared imaging (IRI) system.

Methods A total of 24 patients (25 lesions) were con-

secutively enrolled between March 2010 and December

2010. The day after ESD, endoscopist A (K.M.), who was

blinded to the actual procedure of ESD, performed eso-

phagogastroduodenoscopy (EGD) of the post-ESD ulcer

base using the IRI system. Endoscopist A marked gray/blue

points in the hard-copy images with the IRI system. After

the first procedure, endoscopist B (Y.Y.), who was blinded

to the results recorded by endoscopist A, performed a

second EGD with white light endoscopy and administered

water-jet pressure with the maximum level of an Olympus

flushing pump onto the post-ESD ulcer base. This test can

cause iatrogenic bleeding via application of pressure to

NBVV in the post-ESD ulcer.

Results The IRI system detected 58 gray points and 71

blue points. The post-ESD ulcer was divided into the

central area and the peripheral area. There were 14 gray

points (24 %) in the central area and 44 gray points (76 %)

in the peripheral area. There were 19 blue points (27 %) in

the central area and 52 blue points (73 %) in the peripheral

area. There was no significant difference when comparing

the distribution of gray points and blue points. Bleeding

occurred with a water-jet pressure in 11 of 58 gray points

and in none of the blue points (P = 0.000478). Among the

gray points, bleeding in response to a water-jet pressure

occurred in 2 points in the central area and in 9 points in

the peripheral area.

Conclusion The IRI system detects visible vessels (VVs)

that are in no need of coagulation as blue points, and VVs

have a potential risk of bleeding as gray points.

Keywords Gastric neoplasms � Endoscopic submucosal

dissection (ESD) � Infrared imaging system (IRI)

Introduction

Endoscopic submucosal dissection (ESD) is an endoscopic

therapeutic method widely accepted for the management of

early gastric neoplasms and is less invasive than surgical

resection [1–6].However, the procedure still carries a risk

of perforation and delayed bleeding, and some patients

experience severe bleeding and require a transfusion. In

fact, delayed bleeding is estimated to occur in 7 % of

patients undergoing ESD [7]. The routine coagulation of

nonbleeding visible vessels (NBVVs) in the post-ESD

ulcer base can reduce but not eliminate the incidence of

delayed bleeding [8]. Thus, it is possible that some visible

vessels remain undetected/untreated, which contributes to a

persistent risk of hemorrhage.

The infrared imaging system (IRI) can detect the change

in wavelength (from 940 to 800 nm) that occurs in
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response to hemostatic coagulation. Signals displayed on

the color monitor are gray at 920–960 nm and blue at

790–820 nm. Using an in vivo pig model, Narimiya et al.

[9] reported that vessels with blood flow were visualized as

‘‘dark gray’’ as a result of infrared absorption by hemo-

globin and that coagulated vessels were visualized as

‘‘blue.’’ Based on this study, we previously reported that

blue spots on the image represented fully coagulated

NBVV, which did not subsequently bleed in response to a

water load [10], and that the gray signals represented

incompletely coagulated points. Thus, the goal of this study

was to assess the ability of an infrared endoscopic imaging

system to detect NBVV, which would correspond with a

higher risk of bleeding.

Methods

Patients

A total of 24 patients (25 lesions) were consecutively

enrolled in this study between March 2010 and December

2010 at our hospital. All patients provided written informed

consent before participating in this study. Indications for

ESD were possible node-negative early gastric neoplasm

according to the criteria of Gotoda [7]. Exclusion criteria

were as follows: (1) patients with a bleeding tendency

(liver cirrhosis, dialysis) or (2) age[80 or \20 years. The

study was approved by the ethics committee of the Jikei

University School of Medicine for biomedical research (no.

6081). This study was registered at the University Hospital

Medical Network Clinical Trials Registry (UMIN000006545).

There are no conflicts of interests between the authors and

any company.

ESD procedure

Indigo carmine was sprayed on the surface of the lesion,

following circumferential marking around the lesion. An

endosurgical device (Erbotom Intelligent Cut and Coagu-

lation 200; ERBE, Tubingen, Germany) was used. Marking

dots were made using a hook-type knife (KD-620LR;

Olympus Medical Systems, Tokyo, Japan) with the forced

coagulation mode (25 W). Submucosal injection was fully

performed into the submucosal layer of the gastric wall to

avoid perforation. A mixture of 0.4 % hyaluronic acid and

10 % glycerin containing a small amount of indigo carmine

and epinephrine was used as submucosal fluid injectant.

The IT knife 2 (KD-611L; Olympus Medical Systems,

Tokyo, Japan) was used as the main electrosurgical knife to

dissect the submucosal layer.

After ESD, coagulation of NBVV was performed on the

post-ESD ulcer base using hemostatic forceps (FD-416LR;

Olympus Medical Systems) with the soft coagulation mode

(80 W).

Endoscopic protocol

The day after ESD, endoscopist A (K.M.), who was blinded

to the actual procedure of ESD, performed esophagogas-

troduodenoscopy (EGD) of the post-ESD ulcer base using

the IRI system. Endoscopist A marked gray/blue points in

the hard-copy images with the IRI system. After the first

procedure, endoscopist B (Y.Y.), who was blinded to the

results recorded by endoscopist A, performed a second

EGD with white light endoscopy (WLE) and administered

a water-jet pressure with the maximum level of an Olym-

pus flushing pump (OFP; Olympus Medical Systems) onto

the post-ESD ulcer base. The parameters of the flushing

pump were 350 ml/min and 6.3–7.0 kgf/cm2. This test can

cause iatrogenic bleeding via application of pressure to

NBVV in the post-ESD ulcer. Our hypothesis was that

bleeding from vessels in response to the water-jet pressure

was a marker of a high risk of delayed bleeding.

If bleeding occurred, endoscopist B performed coagu-

lation with hemostatic forceps.

A second water-jet pressure test was performed after

coagulation, and the presence or absence of bleeding was

confirmed. In the absence of bleeding, we confirmed that

the IRI system shows a change from gray to blue.

After the second EGD, endoscopist B marked the

bleeding points in the hard-copy images with WLE. Both

results were compared by endoscopist C (N.T.).

Infrared imaging system

Infrared light is frequently used in medical practice

because it is less influenced by scattering and absorption in

tissues. These characteristics make infrared light useful to

detect subcutaneous venous structures that are not other-

wise revealed by visible light [11–13]. The IRI system

consists of a light source apparatus (XCLV-260HP;

Olympus Medical Systems) and an IR fluorescence endo-

scope (XGIF-Q260ZIR) with a high-resolution charge-

coupled device (CCD) at the end of the scope. Light from

the light source first passes through either the infrared-cut

filter or the infrared-pass filter to reach the infrared-pass

rotary filter. Visible or infrared light emitted by the light

source and reflected by an object is then collected by a

high-resolution CCD in the endoscope. The signal from the

CCD sensor is then processed by the video processor and

displayed on a color monitor. In the IRI system, two ranges

of infrared rays are emitted by the light source. Red and

green channels of the rotary filters pass the light at

790–820 nm, and the blue channel passes light at

920–960 nm (Fig. 1).
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Statistical analysis

The collected data were analyzed using the statistical

analysis software STATA 8.0 software (STATA, College

Station, TX, USA). Statistical evaluation of the results was

performed by the Fisher exact test. A P value was con-

sidered statistically significant at the level of 0.05 or less.

Results

Demographics of the patients and IRI findings are sum-

marized in Table 1. All ESD procedures were performed

successfully, and all specimens were obtained by en bloc

resection. No complications occurred in this study. Proton

pump inhibitors were administered intravenously to all

patients on the day before ESD. The day after ESD, this

protocol with the IRI system was performed, as already

described.

The IRI system detected 58 gray points and 71 blue

points. The post-ESD ulcer was divided into the central

area and the peripheral area. We defined the central area as

the area inside a line that was located at half the distance

from the center of the edge of the ulcer. We defined the

peripheral area as the area outside of the central area. There

were 14 gray points (24 %) in the central area and 44 gray

points (76 %) in the peripheral area. There were 19 blue

points (27 %) in the central area and 52 blue points (73 %)

in the peripheral area.

Bleeding occurred with a water-jet pressure in 11 of 58

gray points and in none of the blue points (P = 0.000478)

(Table 2; Fig. 2). Among the gray points, bleeding in

response to a water-jet pressure test occurred in two points

in the central area and in nine points in the peripheral area.

All bleeding points were completely coagulated, which

resulted in transformation of gray points to blue points.

Subsequently, rebleeding did not occur in response to a

water-jet pressure test at those coagulated points.

No delayed bleeding occurred within 30 days among the

24 patients.

Discussion

Post-ESD bleeding occurs in approximately 5 % of patients

undergoing ESD and can be life threatening, especially in

patients with underlying cardiovascular disease. A previous

study reported that factors associated with delayed bleed-

ing included wide resected specimen size ([40 mm), tumor

location, and specific characteristics of the lesions [14–18].

Full coagulation of visible vessels in the post-ESD ulcer

may reduce the risk of bleeding. However, NBVVs do not

always cause hemorrhage by rupturing the vessel wall.

Further, endoscopic coagulation therapy can sometimes

result in massive bleeding as a result of enlargement of the

ulcer base and perforation. Moreover, it is difficult to

precisely assess the risk of bleeding from vessels in the

post-ESD ulcer base. Among patients with bleeding peptic

ulcers, Cipolletta et al. reported that magnification endos-

copy (ME) allowed clear visualization of the vessel wall

and could detect high-risk exposed vessels (e.g., protu-

berant, translucent, or pale) [19]. Uedo et al. reported that

use of endoscopic Doppler ultrasound (DOP-US) could

help identify areas at risk for bleeding by detecting pul-

satile signals [20].

In this study, visible vessels were visualized as blue

points (areas of appropriate coagulation) and gray points

(areas of insufficient coagulation) on the IRI system, and

NBVVs were more prevalent in the peripheral ulcer than in

the central ulcer area. Because microvessels are more

Fig. 1 Schematic diagram of

the infrared imaging system
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abundant in the vicinity of the mucosal layer than in the

submucosal layer, the stumps of vessels may be revealed

by circumferential cutting of the mucosal layer.

This study showed that bleeding in response to a water-

jet pressure test occurred at some gray points but not at any

blue points on IRI, which suggests that NBVVs visualized

as gray points are prone to rupture of the vessel wall in

response to a water-jet pressure test. In the case of colonic

polyps treated with polypectomy, Tamai et al. reported that

prophylactic use of endoclips with infrared imaging

effectively reduced postpolypectomy bleeding with fewer

clips [21]. Routine coagulation of all NBVVs in the post-

ESD ulcer base decreases the incidence of delayed bleed-

ing and is performed as standard practice. The aim of the

water-jet test was to apply pressure to the post-ESD ulcer

base using a flushing pump. This test has potential to cause

iatrogenic bleeding by applying pressure. This study

demonstrated that only gray points detected by the IRI

system require coagulation with hemostatic forceps after

ESD. These data may help reduce the number of points that

undergo coagulation and therefore reduce the procedural

time.

Bleeding in response to water-jet pressure occurred in

only 11 of 58 gray points in this study. Thus, it remains

difficult to distinguish bleeding gray points from

Table 1 Patient characteristics and summary of results

Patient Location Size

(mm)

Pathological

diagnosis

Macroscopic

tumor type

Depth of

invasion

Gray points Blue points

Central area Peripheral

area

Central area Peripheral

area

1 L, GC 20 SGC IIa sm ssss sss

2 M, PW 8 SGC IIc m

3 L, LC, PW 25 SGC IIc m ssd s sss

4 L, AW 20 SGC IIa m ddssssss sssss s

5 L, LC 20 SGC IIc m ss ss ssssss

6 L, AW 10 Adenoma IIa m ssss

7 M, PW 40 Adenoma IIa m ss sss ss

8 L, AW 5 SGC IIc m sd ss

9 M, LC 35 SGC IIc m ss ss ss ss

10 L, AW 10 SGC IIc m s sdd s sss

11 L, PW 6 SGC IIa m sd s

12 L, AW 5 SGC IIc m ss ss

13 L, PW, GC 7 SGC IIc m s ss

14 M, LC 20 SGC IIa m s s s

15 L, PW, GC 20 SGC IIa m s ss sss

16 L, LC, AW 14 SGC IIa ? IIc m ss s

M, LC 8 SGC IIc m sd s

17 M, LC 7 SGC IIa m s s s

18 M, AW, GC 40 SGC IIa m d ssd ss

19 U, LC 10 SGC IIa m ss s s

20 L, AW, GC 8 Adenoma IIa m sss

21 M, PW, LC 9 Adenoma IIa m ss ss ssss

22 L, LC 5 SGC IIc m ss

23 L 5 SGC IIc m d sss

24 L, LC 4 SGC IIa m sss ss

L lower third, M middle third, U upper third, GC greater curvature, LC lesser curvature, AW anterior wall, PW posterior wall, SGC superficial

gastric carcinoma, m mucosa, sm submucosa

s, gray/blue points detected by the infrared imaging (IRI) system; d, bleeding point

Table 2 Comparison between gray and blue points on the infrared

imaging (IRI) system and bleeding and nonbleeding points on white

light endoscopy (WLE)

Bleeding Nonbleeding P value

Gray point 11 47 58 ns

Blue point 0 71 71 0.000478

ns not significant
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nonbleeding gray points as detected by the IRI system. IR

imaging shows only slight color (e.g., gray and blue)

without clear visualization of the vessel form or diameter.

However, it is important to fully investigate the peripheral

area of the post-ESD ulcer during the second-look endos-

copy, because 9 of 11 gray bleeding points were located

within the peripheral area.

The most common (70 %) diameters of NBVV ranged

from 1 to 2 mm in patients with bleeding peptic ulcer. The

incidence of further bleeding directly correlates with the

size of the NBVV, with a smaller NBVV associated with a

lower incidence of bleeding (1 mm, 34 %; 2 mm, 44 %;

3 mm, 52 %; 4 mm, 60 %; 5 mm, 67 %; [6 mm, 100 %)

[22]. Furthermore, peripheral location of an NBVV within

the ulcer is associated with a higher incidence of bleeding

when compared with a central ulcer location (56 % vs.

20 %) [23]. However, these results from peptic ulcer cases

may differ from results in a post-ESD ulcer.

This study was limited by the small patient population

and by investigation within a single center. Moreover, this

study did not make comparisons between groups with or

without coagulation visualized as gray points.

Conclusion

Bleeding in response to water-jet pressure occurred in only

gray points in the peripheral area. The IRI system allows the

visualization of the ‘‘high risk of bleeding’’ more precisely

than WLE. Thus, limiting coagulation to these points, with

special attention to the peripheral area of the ulcer, may

reduce unnecessary coagulation and reduce procedural time

while still minimizing the risk of delayed bleeding.
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