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Abstract

Background: Novel microscopic techniques which bypass the resolution limit in light microscopy are becoming
routinely established today. The higher spatial resolution of super-resolution microscopy techniques demands for
precise correction of drift, spectral and spatial offset of images recorded at different axial planes.

Methods: We employ a hydrophilic gel matrix for super-resolution microscopy of cellular structures. The matrix
allows distributing fiducial markers in 3D, and using these for drift correction and multi-channel registration. We
demonstrate single-molecule super-resolution microscopy with photoswitchable fluorophores at different axial
planes. We calculate a correction matrix for each spectral channel, correct for drift, spectral and spatial offset in 3D.

Results and discussion: We demonstrate single-molecule super-resolution microscopy with photoswitchable
fluorophores in a hydrophilic gel matrix. We distribute multi-color fiducial markers in the gel matrix and correct for
drift and register multiple imaging channels. We perform two-color super-resolution imaging of click-labeled DNA
and histone H2B in different axial planes, and demonstrate the quality of drift correction and channel registration
quantitatively. This approach delivers robust microscopic data which is a prerequisite for data interpretation.
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Background
Various techniques that bypass the resolution limit in
light microscopy were established for cellular imaging
(Galbraith and Galbraith 2011, Heilemann 2010, Hell
2009). These techniques, commonly summarized as
super-resolution microscopy, resolve cellular structures
up to the near-molecular level and still profit from the
advantages of fluorescence microscopy, such as high
contrast and live cell compatibility. However, at these
small spatial scales, accurate correction for drift and
spatial or spectral offsets is required. Single-molecule
localization microscopy techniques (Betzig et al. 2006,
Folling et al. 2008, Heilemann et al. 2008, Hess et al.
2006, Rust et al. 2006) are particularly prone to drift, as
many thousands of images and thus long acquisition
times are required.
Drift can be minimized by hardware, e.g. with

temperature chambers that enclose the microscope (Adler
and Pagakis 2003), devices which uncouple the sample
* Correspondence: heilemann@chemie.uni-frankfurt.de
†Equal contributors
Institute of Physical and Theoretical Chemistry, Goethe-University Frankfurt,
Max-von-Laue-Str. 7, 60438, Frankfurt, Germany

© 2013 Zessin et al.; licensee Springer. This is a
Attribution License (http://creativecommons.or
in any medium, provided the original work is p
from the sample holder (van de Linde et al. 2011) or by
implementing feedback loops (Carter et al. 2007,
Pertsinidis et al. 2010). Drift was reported to be minimized
to 0.64 nm for an acquisition time of several hours
(Pertsinidis et al. 2010). Software-based drift correction
can be achieved by image correlation of bright-field
(Mennella et al. 2012) or super-resolution images (Huang
et al. 2008, Mlodzianoski et al. 2011). This approach works
particularly well in the presence of structured or dense
features. In a dual-objective configuration, anti-correlated
changes of the point-spread function (PSF) were analyzed
and used for drift correction (Xu et al. 2012). Alternatively,
fiducial markers can be added to the sample (Betzig et al.
2006, Rust et al. 2006), and tracking their position over
time can be used to correct for drift. This approach is in-
dependent of the structure or density of the sample. In
addition, multi-spectral markers offer the additional ad-
vantage to correct for chromatic offset and register multi-
color super-resolution images (Churchman et al. 2005,
Malkusch et al. 2012). Fiducial markers are added to the
sample and distributed at the surface of the cover slip.
The level of lateral drift can be assessed by the standard
deviation of the localization of the markers and were
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reported between 8 and 10 nm (Quan et al. 2010, Rust
et al. 2006, Shtengel et al. 2009). Recently, drift correction
through image correlation was demonstrated for 3D single-
molecule localization microscopy (McGorthy et al. 2013).
Here, we introduce a simple experimental protocol to

distribute fiducial markers in three dimensions using a
hydrophilic extracellular matrix (ECM). Such hydrogels
were developed for cell culture to support cell growth in
3D and serve as a scaffold (Lee et al. 2008), and
comprise biocompatible compounds such as fibrin
(Blomback 2004 #212), collagen (Bell et al. 1979) or
alginate (Augst et al. 2006). Adding fiducial markers to
the ECM gel and embedding the cells in the gel matrix
leads to a distribution of the fiducial markers in 3D. We
perform single-molecule localization microscopy of
DNA and histone H2B in different axial planes, and use
the fiducial markers to correct for both drift and spectral
offset. A sufficiently dense distribution of fiducial
markers further allows registering super-resolution im-
ages recorded in different axial planes.

Materials and methods
Cell culture
HeLa cells (300194, Cell Line Service, Eppelheim,
Germany) were seeded into 8 chamber cell culture dishes
with coverslip bottom (Sarstedt) and cultured at 37°C, 5%
CO2 in RPMI 1640 (PAA Laboratories GmbH, Pasching,
Austria) supplemented with 1% penicillin-streptomycin
(PAA Laboratories GmbH, Germany), 2 mM L-glutamin
(PAA Laboratories GmbH), 10% fetal bovine serum (FBS,
Gibco/Invitrogen, Grand Island, NY, USA), 1% non-
essential amino acids (PAA Laboratories GmbH) and 1
mM sodium pyruvate (PAA Laboratories GmbH).

Cloning and transfection
H2B was fused to mEos2 and cloned into a CMV
promotor driven backbone (Clontech C2). 24 hours after
seeding, HeLa cells were transiently transfected with
this plasmid, using FugeneHD (Promega Corporation,
Madison, WI, USA).

DNA labelling
24 hours after seeding, 5-ethynyl-2′-deoxyuridine (EdU,
Invitrogen, Eugene, Oregon, USA) was added to a final
concentration of 10 μM. 15 minutes after incubation
cells were fixed for 15 minutes with 4% formaldehyde
(FA) solution in phosphate buffered saline (PBS, Sigma)
pH 7, which was freshly prepared from 38% stock solu-
tion (Sigma). Subsequently, cells were permeabilized
with 0.5% Triton X-100 (Sigma) and washed with PBS
containing 3% (w/v) BSA (bovine serum albumin,
Sigma). Click chemistry labeling of EdU with dye azide
was performed in a reaction buffer based on protocol
published by Qu et al. (2011) which was further
optimized to preserve fluorescence emission of fluores-
cence proteins (100 mM HEPES pH 8.2, 1 mM CuSO
4, 50 mM aminoguanidine and 25 mM ascorbic acid).
HeLa cells were incubated in the reaction buffer for 15
minutes, and washed with PBS. Labeling of EdU was
performed with either Alexa Fluor 647 solely or Alexa
Fluor 647 and Alexa Fluor 488 in equal amounts.

Sample preparation
Extracellular matrix (ECM) gel from Engelbreth-Holm-
Swarm murine sarcoma (Sigma, protein concentration
7–9 mg/mL, index of refraction 1.34) was thawed on ice.
Fiducial markers (TetraSpecks, 100 nm, Invitrogen) were
sonicated for 1 minute and diluted 1:5 in water. 29 μl of
the liquid ECM gel and 1 μl of the fiducial marker
solution were mixed, sonicated and carefully added to
the fixed cells and incubated at 37°C until solidification
(~1-2 h). The samples were post-fixated with 4% FA in
PBS for 15 minutes to obtain a stable, temperature-
independent solidification. The sample preparation is
illustrated in Additional file 1: Figure S1a.

Single-molecule localization microscopy
Super-resolution imaging was performed either on a
commercial system (N-STORM, Nikon) equipped with a
cylindrical lens for 3D imaging and a feedback loop
driven axial stabilizing system (Perfect Focus System,
Nikon) or a custom-built microscope essentially de-
scribed earlier (Endesfelder et al. 2013). Dual-color
imaging of Alexa Fluor 647 and Alexa Fluor 488 was
performed in PBS with 100 mM beta-mercaptoethyla-
mine (MEA, Sigma) added and pH set to 7.5. Dual-color
imaging of Alexa Fluor 647 and mEos2 was performed
in 0.5 mg/ml (100 units/ml) glucose oxidase (Sigma), 40
mg/ml (2000 units/ml) catalase (Roche Applied Science),
10% w/v glucose and 10 mM MEA in PBS at pH 8
(Endesfelder et al. 2011). Imaging in different axial
planes was realized with a highly inclined and laminated
optical sheet (HILO) illumination mode (Tokunaga et al.
2008). The different spectral channels were recorded
sequentially.

Drift correction and image registration
Single-molecule localization data was analyzed with
rapidSTORM (Wolter et al., 2010) or the N-STORM
software (STORM plugin, NIS, Nikon). As the fiducial
markers are found in a large number of frames, we
obtain the coordinates of the markers over time, which
we want to call trajectory. The trajectories of fiducial
markers were extracted using either the “track emission”
filter of rapidSTORM or custom-written software.
Trajectories which did not span sufficient long time

periods were rejected. All other trajectories were ren-
dered with a Gaussian low pass filter. Drift correction



Figure 1 Sample embedding in hydrophilic matrix gel. (a)
Fiducial markers can be distributed in an ECM gel in 3D space, and
can be used for correction of drift and channel offsets in super-
resolution microscopy. The distribution in 3D allows recording
images in different focal planes; a sufficient density of the same
markers in two imaging planes allows 3D registration of super-
resolution images. (b) The positions of four fiducial markers
distributed in the ECM gel were tracked in 3D for an acquisition of
10.000 frames, and are color-coded for the axial position. After drift
correction, a localization precision of 6.9 nm (s.d., lateral) and 18.1
nm (axial) was determined (scale bars 100 nm).
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was performed with affine matrices (see Additional
file 1: Figure S1b and Additional file 2: Figure S2). The
registration of different spectral channels was performed
by identifying fiducial markers that were present in both
spectral data sets. A non-linear translation matrix was
calculated from all fiducial markers in both channels. All
coordinate processing routines were written in Python,
Scipy and Numpy (Peterson 2009) (Additional file 1:
Figure S1b). Super-resolution images were generated with
rapidSTORM and overlaid in Fiji (Schindelin et al. 2012);
3D data was visualized using PyMol (Delano 2004).

Theory of drift correction error analysis
An accurate metric for testing the quality of image regis-
tration with fiducial markers is the target registration
error (TRE) (Fitzpatrick and West 2001, Maurer et al.
1997). Here, we adopted the TRE approach to quantify
the quality of drift correction. In a first step, the coordi-
nates from N fiducial markers were separated from the
coordinates of the fluorophore-labeled biomolecules.
Next, the set of trajectories of fiducial markers was sepa-
rated into two subpopulations, where the first subpopu-
lation x1 contained the trajectory of one fiducial marker,
and subpopulation x2 contained the trajectories of all
other fiducial markers. A correction matrix was calcu-
lated from x2, and x1 was transformed with that matrix
for every point in time, t (n.b.: x1 did not contribute to
its own transformation matrix). To calculate the error,
the difference between the transformed trajectory, ftrans
{x1}., and the local weighted mean fLWM{x1} from ftrans
{x1} over time, was calculated. This procedure was re-
peated for all N fiducial markers, and for all frames, T,
according to:

TRE ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
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Theory of image registration error analysis
The 3D coordinate-based colocalization (CBC) algo-
rithm (Malkusch et al. 2012) was used to quantify the
error of the registration of different channels (offset cor-
rection). For this purpose, we calculated the distribution
of single fluorophores around a center molecule using
an all-distances function related to Ripley’s K-function
(Ripley 1977). We calculated the distribution of (i) single
molecules detected in channel one around the center
molecule and of (ii) single molecules detected in channel
two around the same center molecule. The two distribu-
tions were correlated (Spearman) and weighted, yielding a
CBC value for the center molecule which can serve as a
measure of colocalization with neighboring molecules.
This procedure was repeated for every single molecule
detected in the image. We applied this approach to
fiducial markers to estimate the quality of the image regis-
tration (fiducial markers which were used for quality
control were not used to calculate the registration matrix).

Results and discussion
Distribution of fiducial markers in 3D
Fiducial markers were frequently used for drift correc-
tion and image registration in single-molecule localiza-
tion microscopy (Betzig et al. 2006, Churchman et al.
2005, Rust et al. 2006, Shtengel et al. 2009). Typically,
the markers were added to the sample and distributed
on the glass surface. This approach often limits their
usefulness when imaging away from the surface. Other
approaches involved attaching fiducial markers to a cell
(e.g. membrane), which in turn can affect single-
molecule detection in the area of the fiducial marker.
For drift correction and image registration, fiducial
markers should be available in every imaging plane, and
should not be attached to the target structure to
avoid artifacts in single-molecule localization. Here, we
employed a hydrophilic extracellular matrix (ECM),
which is commonly used in cell culture (Kleinman and
Martin 2005), for super-resolution microscopy. We
added the fiducial markers to the ECM gel, embedded
the specimen in the matrix and observed the distribution
of the markers in 3D (Figure 1).
For drift correction in super-resolution localization

microscopy, the spatial position of fiducial markers had
to be particularly stable within the gel matrix for the
whole acquisition time. We verified this by tracking the



Figure 2 Drift correction and registration of two channels.
Fiducial markers were distributed in the ECM gel, imaged and their
positions detected: (a) uncorrected super-resolution images, (b) after
drift correction and (c) after image registration (scale bars 500 nm) The
target registration error was determined to 25 nm. (d) The quality of the
registered images in (c) is quantified by coordinate-based colocalization
(CBC) analysis. The uncorrected (magenta) and the drift-corrected (blue)
super-resolution images show no colocalization, whereas the image
corrected for drift and temporal offset (green) shows high colocalization.
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trajectory of single fiducial markers with respect to the
trajectories of the other markers. For that purpose, the
distance of a specific fiducial marker to the center of
mass of the remaining fiducial markers was calculated.
This procedure was repeated for every fiducial marker,
and allowed us identifying and removing those that
showed an independent movement with respect to the
other fiducial markers. In a representative experiment
with 33 fiducial markers, we found two which matched
these criteria and removed them from further analysis
(Additional file 3: Figure S3).

Non-linear drift correction
In contrast to diffraction-limited microscopy, super-reso-
lution images even suffer from drift in the nanometer
range which reduces the spatial resolution (Mlodzianoski
et al. 2011). Drift often comprises several non-linear com-
ponents (Adler and Pagakis 2003). Linear drift correction
is not suitable, and more sophisticated methods are
needed, for example by using affine or non-linear matrices
(see Materials and Methods, Additional file 2: Figure S2)
(Betzig et al. 2006, Malkusch et al. 2012).
To first demonstrate drift correction we prepared a

sample of fiducial markers immobilized on a glass sur-
face, which was imaged under normal conditions and
showed a high level of non-linear drift (an exemplary
trajectory is shown in Additional file 2: Figure S2a).
From the coordinates of the fiducial markers over time,
trajectories were generated which contained information
on the movement of the markers. These trajectories
were split into spatial dimensions (Additional file 2:
Figure S2b) and were convolved with a Gaussian low
pass filter (Additional file 2: Figure S2c and S2d). From
these trajectories, an affine transfer matrix was calcu-
lated for each frame and applied to the uncorrected
coordinates of fiducial markers (Additional file 2: Figure
S2e). In a second experiment, we embedded fiducial
markers in the gel matrix in 3D. Lateral drift was de-
scribed as above (Additional file 4: Figure S4), axial drift
was controlled actively by hardware (see Methods).

Multi-channel image registration
Imaging more than one spectral channel, focal plane or
time point always leads to a spatial offset. A correction
of this offset requires multi-channel image registration.
To test the suitability of fiducial markers embedded in
ECM gel for multi-channel image registration, we pre-
pared a sample in which we visualized three fiducial
markers. The sample was imaged in one color, and the
image stack was split in two halves. From the two
resulting image stacks, two uncorrected super-resolution
images were reconstructed (Figure 2a). In the absence of
drift, these images should show a colocalization near
100%. By applying drift correction (Figure 2b) and
channel registration (Figure 2c), the mean CBC value
is approaching 1 (representing perfect colocalization)
(Figure 2d). In contrast, the uncorrected images showed
a near uniform distribution of CBC values. The CBC
values of the drift corrected, but unregistered images on
the other hand showed an expected distribution around
0 (representing no colocalization) caused by the spatial
offset (Figure 2d). A target registration error analysis for
the registration of the two spectral channels yielded a
mean registration error of 25 nm (see Methods).
HeLa cells were labeled for DNA (15 minutes pulse)

with both Alexa Fluor 488 and Alexa Fluor 647, and im-
aged with super-resolution microscopy (Figure 3). Before
drift correction and image registration, the fluorescence
signal in the two spectral channels showed little overlap
(Figures 3a, 3c). After drift-correction and image regis-
tration, the spatial pattern of the fluorescence signal
recorded for DNA was largely similar and overlapping
(Figures 3b, 3d).



Figure 3 Drift correction and registration of super-resolution images of cells. Cells were treated with the thymidine analogue EdU for 15
minutes, DNA was labeled with both Alexa Fluor 647 (magenta) and Alexa Fluor 488 (green) using click chemistry. HeLa cells were imaged in mid
stage (a, b) and early stage (c, d), both original images (a, c) and corrected images (b, d) are shown (drift and spectral offset was increased for
demonstration purpose in (a, c)). The corrected images (b, d) show colocalization of DNA labeled with two fluorophores (scale bars 5 μm).

Figure 4 Super-resolution imaging of histone H2B and nascent DNA at different axial planes. Replicated DNA (EdU-Alexa Fluor 647,
magenta) and H2B (mEos2-H2B, green) were imaged (a) at the bottom and (d) at the middle of a HeLa cell. The nascent DNA shows the typical
distribution for a mid S phase nucleus. A magnified view of selected regions (white boxes, (b, e)) highlights that the distribution of DNA and H2B
is different at this stage of the cell cycle. (c, f) Fiducial markers which were not used for correction of drift and chromatic offset are colocalized
and demonstrate the quality of image registration (scale bars 5 μm (a, d), 500 nm (b, c, e, f)).
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Influence of illumination on image registration
A possible error source in multi-channel image registra-
tion is the use of TIRF or HILO excitation. Both methods
are well suited for single-molecule localization microscopy
due to the increase in signal-to-noise ratio by background
reduction. Still, with both methods, experiments might
suffer from non-uniform illumination and light scattering,
which get more prominent when imaging with multiple
channels deep inside the sample (Oheim and Schapper
2005, Rohrbach 2000, van ’t Hoff et al., 2008). Multi-
channel imaging with super-resolution microscopy bene-
fits from homogeneous TIRF and HILO illumination by
scanning the focused laser spot in a circular orbit on the
back focal plane (van ’t Hoff et al., 2008). Another
approach is light sheet illumination, which is decoupling
the illumination pathway from the detection pathway
(Gao et al. 2012, Keller et al. 2008, Planchon et al. 2011).

3D imaging of histone H2B and chromosomal DNA
Super-resolution images of the histone protein H2B
(labeled with the fluorescent protein mEos2) and
chromosomal DNA (labeled with Alexa Fluor 647) were
recorded at two different axial focal planes of the cell
nucleus (Figure 4 and Additional file 5: Figure S5), each
providing a 3D section with an axial range of about
1 μm. Notably, we observed similar photoactivation
(mEos2) and photoswitching (Alexa Fluor 647) proper-
ties as in aqueous buffers. The super-resolution images
were corrected for drift and registered (Figure 4). The
spatial pattern of DNA matched typical patterns for the
mid (Figure 4a, b) and early (Figure 4c, d) S phase of
replication (Nakayasu and Berezney 1989, Zessin et al.
2012). We note that we observe a higher registration
error at the limits of the depth of field, which might be
due to aberrations (see for example Figure 4c, fiducial
marker in the middle, and Additional file 6: Figure S6).
For the generation of a 3D super-resolution image from

two 3D sections, we selected fiducial markers in the over-
lapping space between both planes (300 nm) (Additional
file 6: Figure S6). This resulted in a 3D image with an axial
range of 1.7 μm. The acquisition of more 3D sections will
further increase the axial range, and whole cells can be
visualized. The quality of drift correction and image regis-
tration is visualized by 3 fiducial markers at the upper
right of the image (Figure 4a, d and Additional file 6:
Figure S6). These fiducial markers were not part of the
drift correction and registration matrix.

Conclusions
We introduce a hydrophilic gel matrix for single-
molecule super-resolution microscopy. This matrix
matches the index of refraction of aqueous buffers
(1.34), and is compatible with photoswitching of syn-
thetic fluorophores in appropriate switching buffers. We
demonstrate that single-molecule super-resolution mi-
croscopy can be performed in the ECM gel, and that
fiducial markers can be added to the ECM gel prior to
sample embedding. These fiducial markers are distrib-
uted in 3D in the gel matrix, and can be used to correct
for drift and image registration. The fiducial markers
can be used for imaging away from the cover glass. In
addition, this approach allows registration of images
recorded in different axial planes, making use of fiducial
markers that were recorded in multiple planes. In the
future, this approach can be combined with a light sheet
illumination scheme and a piezo-driven scanning mode,
to allow for automated whole-cell imaging in 3D.
Additional files

Additional file 1: Figure S1. Sample preparation and data processing.
(a) Fiducial markers are added to the hydrophilic gel matrix (extracellular
matrix (ECM)) and applied to the specimen. (b) Drift correction and
image registration workflow. (TIFF 593 kb)

Additional file 2: Figure S2. Non-linear drift correction in 2D. We
demonstrate the robustness of drift correction with a sample containing
13 fiducial markers which exhibit non-linear drift. (a) Coordinates (before
(black) and after (red) drift correction) and calculated centre (triangle,
before (blue) and after (magenta) drift correction) of a single fiducial
marker. (b) Trajectories (coordinates of fiducial markers over time) were
split in x and y and (c) convolved with a Gaussian low pass filter to
eliminate high frequencies. (d) Smoothed trajectories of 12 fiducial
markers were used to calculate the transfer matrix and applied to correct
for the non-linear drift of the selected fiducial marker shown in (a) (the
fiducial marker in (a) was not used to generate the transfer matrix). This
procedure was repeated for all 13 fiducial markers. (e) Distance distribu-
tion (left) from all fiducial marker coordinates to its center shown in (a)
before (black) and after (red) drift correction. The peak of the distance
distribution, which is a measure of the quality of drift control, moved
from 40.1 nm (s.d., uncorrected) to 6.2 nm (corrected) (respective values
for each dimension: 23.5 nm (before) and 4.5 nm (after drift correction) in
x-direction, 32.5 nm and 4.2 nm in y-direction). A further and different
measure for the quality of drift correction is the covariance matrix (right,
distribution of covariances for x (dashed line) and y (straight line) for
both uncorrected (black) and corrected (red) coordinates of all fiducial
markers). The average covariance decreases from 360.7 nm2 (x, uncorrec-
ted) and 698 nm2 (y, uncorrected) to 31.2 nm2 and 24.8 nm2 (corrected).

Additional file 3: Figure S3. Stability of fiducial markers in gel matrix.
The stability of fiducial markers (N = 31) in the gel matrix was measured
over 10.000 frames. The distance variation of a single fiducial marker with
respect to the centre of gravity of all other fiducial markers (i.e. 30) over
time was calculated. This procedure was repeated for each marker and
histogrammed over time, which results in the distributions shown for x
(top), y (middle) and z (bottom) (the centre position was set to zero for
better comparison). The histograms (right) show the distance variation
summed over all frames. The histograms were approximated with a
Gaussian function and yielded an s.d. of 3.5 nm (x), 4.9 nm (y) and 11.3
nm (z).

Additional file 4: Figure S4. Drift correction of single fiducial markers.
Coordinates of four fiducial markers obtained from one super-resolution
image (x (red), y (blue) and z (green)) are shown before (left panel) and
after (right panel) drift correction. Drift in x and y was corrected as
described, drift in z was corrected by hardware stabilization (for details,
see Materials and Methods).

Additional file 5: Figure S5. Super-resolution imaging of DNA and
histone H2B. Replicated DNA (EdU-Alexa Fluor 647, magenta) and H2B
(mEos2-H2B, green) were imaged (a) at the bottom and (b) at the

http://www.biomedcentral.com/content/supplementary/2192-2853-2-4-S1.tiff
http://www.biomedcentral.com/content/supplementary/2192-2853-2-4-S2.tiff
http://www.biomedcentral.com/content/supplementary/2192-2853-2-4-S3.tiff
http://www.biomedcentral.com/content/supplementary/2192-2853-2-4-S4.tiff
http://www.biomedcentral.com/content/supplementary/2192-2853-2-4-S5.tiff
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middle of a HeLa cell. Drift was not corrected here (see Figure 4 for drift
corrected images) (scale bar 5 μm).

Additional file 6: Figure S6. Registration of two 3D stacks. A HeLa cell
stained for DNA (EdU-Alexa Fluor 647) was imaged at two different
planes (see Additional file 5: figure S5) using 3D super-resolution
localization microscopy. The two sets of 3D images were registered by
using fiducial markers present in both imaging planes (highlighted in
boxes, top right), generating a new 3D stack which spans 1.7 μm along
the axial direction (scale bar 5 μm, color coding for c coordinate).
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