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Abstract. This paper describes a novel image-based method for track-
ing robotic mechanisms and interventional devices during Magnetic Res-
onance Image (MRI)-guided procedures. It takes advantage of the
multi-planar imaging capabilities of MRI to optimally image a set of
localizing fiducials for passive motion tracking in the image coordinate
frame. The imaging system is servoed to adaptively position the scan
plane based on automatic detection and localization of fiducial artifacts
directly from the acquired image stream. This closed-loop control sys-
tem has been implemented using an open-source software framework and
currently operates with GE MRI scanners. Accuracy and performance
were evaluated in experiments, the results of which are presented here.

1 Introduction

Magnetic Resonance Imaging (MRI) is finding increased application for guid-
ing clinical interventions, particularly percutaneous needle- and catheter-based
procedures, due to its high soft-tissue contrast and multi-parametric imaging ca-
pabilities. In particular, applications of targeted ablation, biopsy and brachyther-
apy have been demonstrated for the management of breast and prostate
cancer [1]. A variety of positioning devices and stereotactic templates have been
developed for image-guided needle placement and efforts are currently under-
way to develop robotic assistants and focused ultrasound delivery systems for
precise in-bore targeted therapy. Accurate calibration, tracking and navigation
of such devices—as well as needles and catheters—are essential. This paper de-
scribes a novel image-based method for instrument tracking that makes use of the
multi-planar imaging capabilities of MRI to dynamically servo the scan plane for
optimal device localization and visualization1.

In prior work, device tracking in the MRI environment has been achieved
using either active or passive markers. A variety of active tracking approaches
have been presented in the past [2,3,4,5]. While typically fast and accurate, such
methods can have drawbacks such as line-of-sight limitations, heating, sensitive
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tuning, complex calibration and expense. A well known active approach tracks
small receiver coils using the MRI scanner’s readout gradients aligned along the
coordinate axes [3,4]. Krieger et al. discuss their use of such active tracking coils
for navigating a robotic device in [6].

Passive tracking approaches, in which devices (e.g., needles, catheters, and
robotic guidance mechanisms) are detected and tracked directly from the im-
ages, provide an alternative solution [7, 8, 6]. The advantages of an image-based
passive tracking approach are that needles and devices do not require expen-
sive instrumentation, and that both the interventional device and the patient’s
anatomy are observed together in the same image space, thus eliminating a criti-
cal calibration step. There is, however, a compromise between imaging speed and
quality that can degrade localization accuracy and reliability. In addition, MRI
systems have been designed primarily for diagnostic imaging and are typically
not equipped for closed-loop adaptive imaging that is often required for inter-
ventional navigation and guidance. Contemporary MRI hardware and software
designs are optimised for sequential batch imaging prescriptions, which create
awkward interventional workflows. As a result, most clinical MRI-guided proce-
dures follow an iterative imaging approach in which the patient is moved in and
out of the scanner for imaging and intervention (e.g., see [6] and references).

In this work we demonstrate a general-purpose image-based approach for lo-
calizing devices in the bore of the magnet in order to enable simultaneous imag-
ing and navigation for true image-guided intervention. This technology has been
implemented using an open-source software framework and is currently available
for use in GE MRI scanners. It is currently being used to develop a system for
robot-assisted navigation of MRI-guided prostate biopsy and brachytherapy [9],
as described in greater detail in our companion paper [10].

2 Methods

The concept of closed-loop scan-plane control for device localization is demon-
strated here using a fiducial frame constructed from acrylic plastic, with seven
embedded glass cylinders filled with MR-visible fluid (Beekley, Bristol, CT).
Each of the seven cylinders forms a 3mm diameter, 60mm long MR-visible line
fiducial, with the entire Z-frame arranged as shown in Figure 1.

The position and orientation of the Z-frame can be computed from a single
intersecting 2D image—based on the coordinates of the seven fiducial points
observed in the image—as described in [11], where a similar fiducial frame was
used in CT. The Z-frame was placed in an MRI scanner (GE Signa EXCITE
3T), on a rotating platform with marked angle gradations, initially aligned at
the isocentre. A continuous real-time pulse sequence was used to image a cross-
section of the frame (Fast Gradient Recalled Echo, TR=14.1ms, TE=5.7ms, flip
angle=45◦, bandwidth=31.25kHz, matrix=256×256, NEX=1, FOV=16cm, slice
thickness=2mm). The intersection points of the seven line fiducials—visible as
seven bright disks (see Figure 1)—were automatically detected by a fast k-space
template matching algorithm and used to compute the position and orientation
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of the Z-frame relative to the scan plane. The frame was then manually rotated on
the platform, while a closed-loop control system continuously and automatically
adjusted the position and orientation of the imaging plane to align with the
centre of the fiducial frame. This is illustrated in the series of images shown in
Figure 2.

Fig. 1. (a) The Z-frame with 7 MR-visible line fiducials. (b) A sample MR image of a
cross section of the Z-frame.

Fig. 2. The imaging plane is adapted to automatically follow the motion of the fiducial
frame in the scanner

System Architecture
The software architecture for this system is shown in Figure 3. The MR scan-
ner acquires 2D images continuously and transfers k-space data to a Raw Data
Server that allows us to access image data in real-time. The raw data is passed
through an Image Reconstruction algorithm (at present, the image reconstruc-
tion algorithm does not account for gradient warping) before being processed by
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the Image Controller, which consists of algorithms for automatic fiducial detec-
tion, frame localization and scan plane control, as described below. The Image
Controller passes images to a user interface for visualization and also closes the
loop with the MRI scanner via the RSP Server, which provides the means to
dynamically update pulse sequence parameters (RSPs), including those that de-
termine scan plane position and orientation. Data interfaces between the tracking

Fig. 3. System architecture

application and the imaging system were developed using an extension of the
OpenTracker framework [12] (these interfaces are indicated by “OT” annotations
in Figure 3). This framework provides mechanisms for dynamic event passing
between distributed computing systems over the MRI host’s TCP/IP network.
The image visualization and graphical user interface was implemented using the
Slicer Image Guided Navigator (SIGN), developed by Samset et al. [13]. Both
OpenTracker and The SIGN are open-source software packages.

Fiducial Detection and Localization
The closed-loop fiducial detection and localization algorithm is detailed in the
block diagram shown in Figure 4.

Fiducials are detected by fast template matching (similar to that used in [7]),
where the template mask m(u, v) is convolved with the latest MR image ii(u, v).
In the spatial frequency domain (i.e., k-space) this corresponds to multiplication
of M(ku, kv) and Ii(ku, kv), computed by Fast Fourier Transform of m and ii re-
spectively. Fiducial matches are detected as local maxima in f(ku, kv), with sub-
pixel interpolation of peak coordinates (quadratic interpolation). The resulting
fiducial pattern is validated against known geometric contraints of the Z-frame
and the seven fiducial point matches are ordered as shown in Figure 1. The or-
dered set of fiducial point coordinates P ′ are then used to compute the 6-DOF
pose of the Z-frame with respect to the plane of image ii (for details of a closed-
form solution, see [11, 14]). Finally, the computed frame position/orientation is
used to compute the new scan plane (i.e., for image ii+1) that passes through
the centre of the Z-frame.

Tracking accuracy and performance were measured in two sets of experiments:
(a) tracking of freehand motion and (b) a calibrated accuracy study.

Tracking of Freehand Motion
The Z-frame was placed off-center on the rotating platform inside the scanner
bore. With the closed loop tracking algorithm running, as shown in Figures 3
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and 4, the platform was manually rotated by approximately 10◦ increments from
0 − 70◦.

Fig. 4. Algorithm for detecting and localizing
the fiducial frame

Accuracy Study
In order to measure track-
ing accuracy, the Z-frame was
fixed stationery within the
scanner while varying the
imaging position and orienta-
tion over three axes, namely
x, z, and θ, as defined in Fig-
ure 1. For x- and z-axis dis-
placements the images were
aligned axially (i.e., with the
x-axis in-plane and the z-
axis normal to the imag-
ing plane). In-plane motion
(along the x-axis) was mea-
sured at approximately 1mm
increments; out-of-plane mo-
tion (along the z-axis) was
measured at approximately
2mm increments; rotational
motion θ was measured at
roughly 2◦ increments. For
each axis, ten distinct po-
sitions/orientations were im-
aged, each ten times for a
total of one hundred sam-
ples per axis. For each
sample, the known image
position/orientation was compared against the estimated Z-frame posi-
tion/orientation, computed with respect to the image. The position of the Z-
frame was initialized from an axial baseline image, such that all subsequent
displacements were expressed with respect to this baseline.

3 Results

The closed-loop scan plane control system was able to follow continuous motion
of the Z-frame, provided that it did not move out of the imaging plane or cause
significant motion artifact during each 2-3s image acquisition period.

Figure 5 shows the rotational motion component (θ) measured during the
freehand motion experiment. Tracking performance was noticeably degraded for
angles greater than 40 − 50◦.
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Fig. 5. Dynamically controlled image plane orientation θ during freehand manipulation
of the Z-frame. Closed-loop imaging does not currently include GradWarp correction.

Results of the accuracy study are shown in Figure 6. The detection of in-
plane motion (along the x-axis) and rotational motion (θ) are shown in plots (a)
and (b). In each case the scan plane postion/orientation and estimated displace-
ment/rotation are superimposed. Error statistics are summarized in Table 1.

Fig. 6. Accuracy study results: (a) detection of out-of-plane motion along the z-axis,
(b) detection of rotational motion about θ. GradWarp correction included, results
summarized in Table 1.

Table 1. Z-frame Localization Accuracy

Axis Average Error Standard Deviation RMS Error Samples
In-plane (x) 0.017mm 0.026mm 0.031mm2 N = 100
Out-of-plane (z) 0.089mm 0.11mm 0.14mm2 N = 100
Rotation (θ) 0.28◦ 0.23◦ 0.37◦2 N = 90
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4 Discussion and Conclusions

Experimental results demonstrate surprisingly good sub-millimeter and sub-
degree accuracy when tracking the Z-frame from a single 2D image. While it
is not quantified in this study, localization accuracy depends upon the pixel size,
which in our experiments is field of view

image dimension = 0.625mm. Real-time tracking was
noticeably degraded for large scan plane angles with respect to the axial plane,
presumably due to the absence of gradient warp (GradWarp) correction. This
limitation will be addressed in future work. The results of the accuracy study—
listed in Table 1—were measured using a non-real-time pulse sequence in order
to include GradWarp correction. This highlights one of the major challenges
experienced in such research work, namely the absence of MRI pulse sequences
and data flow mechanisms optimized for closed-loop interventional navigation.
GE product pulse sequences were used without modification; however, custom
interfaces were designed to interact with the raw data server and RSP modifi-
cation mechanism, neither of which are supported GE products. The interfaces
implemented in this work make use of open-source software architectures and
are now publically available (http://www.ncigt.org/sign/download). At the
time of publication, this interface is available only for GE MRI scanners; how-
ever, due to the modular architecture of its design, interface drivers for other
imaging systems can be integrated without significantly affecting the overall
control architecture. The OpenTracker interfaces shown in Figure 3 constitute a
complete abstraction of hardware; therefore, this software framework can easily
be adapted to MRI systems from other vendors. Plans are already underway for
this extension.

A localization approach that does not rely upon additional instrumentation,
and that is intrinsically registered to the imaging coordinate frame is highly
desirable for navigating instruments in MRI-guided interventions. This work
demonstrates that it is possible to use passive fiducial detection in 3T MRI
images for dynamically locating and navigating targeted interventional devices
with sufficient accuracy. The approach is primarily feasible for tracking rela-
tively slow motion, as is the case with most clinical robotic assistants. In such
applications [10], we are able to control motion in order to synchronize with
image-based localization and tracking. However, the approach is not yet suit-
able for tracking rapid motions, such as may be found in free-hand applications.
We are working to accelerate the image update rate—thereby reducing the effect
of motion artifact—by means of parallel imaging techniques.

In future work, we will develop custom pulse sequences that are further op-
timized for real-time tracking of fiducials and needles, by taking advantage of
parallel imaging methods. This will help to reduce the effect of motion artifact
and to increase the field of view. In this work, we did not explore whether local-
ization accuracy is consistent throughout the imaging field of view. This may be
an issue when imaging fiducials relatively far from the iso-center of the magnet,
and needs to be studied further.

The fiducial frame will be reduced in size and integrated with a robotic needle
driver for targeted MRI-guided needle biopsy and brachytherapy applications

http://www.ncigt.org/sign/download
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[10]. The minimum size of the fiducial frame is governed by image resolution,
signal-to-noise requirements, the maximum tolerable motion between imaging
frames, and the number of degrees of freedom to be measured. For the application
described in [10] the current fiducial frame design is conservative and will be
made more compact. In addition, we are extending the approach for the tracking
and visualization of needle artifacts [8].

Finally, new standards and open-interfaces for scanner control and adaptive
real-time imaging are required to move MRI beyond its standing as a largely
diagnostic imaging modality, in order to enable promising new interventional
applications.
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