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Abstract. This paper describes a series of user studies carried out to investigate 
the usability, significance, and acceptance of two visualization tools designed to 
improve the quality of, and adherence to home-based exercise programmes for 
musculoskeletal rehabilitation. The core functionality of these visualization 
tools enabled the users to observe the optimal way to perform their exercises via 
a mannequin, and receive feedback on their own movements through the use of 
body worn sensors. Before full deployment in the home, two user studies were 
carried out in the laboratory, and then two in the home with seniors who had re-
cently undergone musculoskeletal rehabilitation using a standard care paper 
based booklet in the home. Our key findings suggest that by using the visualiza-
tion tools the participants were able to overcome the major limitations of  
standard care; and that these tools were considered by the users to be useful in 
encouraging participation in home exercise.  

Keywords: Home rehabilitation, inertial motion sensors, older adults, visualiza-
tions and musculoskeletal conditions. 

1 Introduction 

Musculoskeletal conditions are the most common cause of physical disability and 
severe long-term pain in older adults [1]. In particular, the degeneration of muscles 
and joints due to age can increase a person’s risk of falling; and possibly lead to 
osteoarthritis (excessive joint pain) in the knees or hips – with a replacement of these 
joints being the recommended solution. The two conditions we focus on in this paper 
are rehabilitation after knee surgery or after a fall. These conditions normally affect 
older adults or seniors. For example, in Scotland, the average age for adults 
undergoing knee replacement surgery is 68 years [2] and over 30% of adults over the 
age of 65 suffer a fall at least once a year. These impairments in muscle strength and 
balance can have serious repercussions with regards to the independence and 
confidence of older adults [3]. 
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Exercise programmes are often used – both as preventive, and rehabilitative means 
– to help elderly patients return to functioning physical levels [4]. In hospitals and 
community-based rehabilitation centers, strategies involving the use of exercise for 
rehabilitation have been very successful [5-6]. However, in the home setting, recovery 
of balance and strength can be challenging, as individuals often do not adhere to reha-
bilitation programmes thereby making this type of intervention less effective [7-8]. In 
addition, the individuals sometimes do not correctly interpret the instructions and 
health care professionals are not aware of this lack of understanding until the patient 
returns to the hospital or rehabilitation clinic for a follow-up appointment. 

The consequence of this lack of adherence and poor quality performance has se-
rious implications for the health and independence of the individual. In some cases, 
seniors who have had a recent injurious fall may feel isolated and fearful of future 
falls, thereby limiting their movement and thereby actually increasing their fall risk 
[9-10]. In another example, people who have undergone knee replacement surgery 
may not recover full range of movement in the new joint(s) thereby limiting their 
knee function and having a negative impact on their quality of lives - if they do not 
exercise the joint(s) regularly as recommended by health experts [11]. In order to 
address these issues, it is important to identify what the short comings of standard 
home rehabilitation are, and investigate ways in which greater participation in home 
exercise can be encouraged. 

One of the ways through which rehabilitation can be enhanced, we believe, is 
through the use of visual feedback or visualization. By visual feedback, we mean the 
capture of the user’s movement, then presenting it in a form that is easily understand-
able and that indicates how well the user’s movement matches the ideal movement. In 
previous research studies, visual feedback has been used to provide biomechanical 
feedback on user’s performance during gait retraining [12], and the use of visual 
feedback to retrain balance in the elderly after a stroke [13]. However to facilitate this 
kind of feedback, specialized equipment and staff are often required to capture the 
patients’ movements. Numerous studies investigating visual rehabilitation have there-
fore been limited to laboratory or clinical settings due to these factors [14]. To inves-
tigate the potential of visual feedback to aid rehabilitation in the home setting, there is 
a need to design a system capable of providing the user with meaningful feedback, 
while being easy to use and manage by seniors. 

This paper describes a series of usability studies carried out to evaluate two dis-
tinct visualization tools to improve musculoskeletal rehabilitation for seniors using 
relatively cheap wireless motion capture devices. Both of these tools were designed 
to provide de-personalized visualizations of user movements through the use of a 
digital mannequin. Through the use of these systems, it is possible for the users to 
see the ideal range and pace of motion necessary for effective recovery, and see a 
visualization of their own movements during home exercise. We investigate 
through this research, the usability and acceptance of the visualization tools in two 
musculoskeletal conditions with different requirements – falls and knee replacement 
rehabilitation. 
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2 Related Work 

Uzor et al. [15] identified one of the barriers to the effective use of current home re-
habilitation tools was the inability to maintain motivation throughout the rehabilita-
tion programme, which usually extends over long periods, due to the passive nature of 
current tools such as exercise booklets and DVDs. In addition, the absence of a physi-
otherapist and recording of exercises performed has been reported as other factors 
affecting adherence to home exercise programmes [16]. As a result, there has been a 
growing interest in the research community to seek technological solutions to these 
limitations [14], [17], [18]. According to Zhou [14], however, technologies for reha-
bilitation have not been accepted and adopted in the home in the past, especially by 
seniors for the following reasons: the systems have required professional help to set 
them up, occupy large or fixed spaces, are quite expensive and have poor human 
computer interaction.  

Recently, there has been a growing interest among researchers and health profes-
sionals in using commercial systems such as the Nintendo Wii as rehabilitation tools 
for various conditions including musculoskeletal conditions [19]. Video games also 
have the potential of improving motivation and adherence to rehabilitation programs 
by facilitating the enjoyability of physical activities but they do not necessarily pro-
mote correct performance of rehabilitation exercises as the game controllers capture 
users’ gestures or gross movement patterns [15], [19], [20]. Consequently, researchers 
and game enthusiasts are currently making attempts to develop games specifically 
designed for rehabilitation e.g. SilverPromenade [21] and Animal feeder [22]. And 
although there is evidence of increasing acceptance of commercial video game tech-
nologies by seniors for rehabilitation [23], [24], as yet the usability of such systems in 
an autonomous home environment is yet to be reported - all the studies have focused 
on rehabilitation centers or outpatient hospital departments and require help to setup. 
Ziefle & Röcker [25] believed that by understanding the capabilities, limitations, 
needs and preferences of seniors; researchers and designers could produce acceptable 
technologies for home rehabilitation.  

Theng et al. [23] identified ease of use as one of the factors to be considered when 
designing technology for seniors. Although, depth cameras such as the Microsoft 
Kinect have the potential to be easy to use by older adults [22], camera based systems 
face the problem of occlusion and need they require at least a small amount of free 
and clear space. For example, the use of the SilverFit rehabilitation system in centres 
has been reported [26]. However, the system required the presence of a physiotherap-
ist and large dedicated free space 5x5m; and as a result would not be suitable for use 
in most homes. Also, given a patients injuries from their fall or knee surgery, it would 
not be sensible for them to start moving equipment or furniture to create free space.  
Another issue with regard to knee and falls patients is the need to use supports which 
may be between the user and the cameras while performing the exercises. For exam-
ple, a knee patient must sit or lie on a bed or chair in a comfortable position while 
performing the exercises [27-28], therefore occlusion would occur and the system 
would not show the users movement correctly.  
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More recently, researchers have started to explore the fusion of cameras systems 
and inertial motion sensors e.g. monitoring of the upper arm during eating activity 
after stroke [29] in order to overcome the limitations of camera based systems in han-
dling occlusion [30]. Doyle et al. demonstrated the acceptance and usability of a 
home-based visualization system that uses 2 step counters and a web camera to track 
3 reflective markers for a home physiotherapy program for falls prevention for seniors 
[18]. However, these setups would be unsuitable for providing precise movement 
information, which is important in maximizing physiotherapy benefits of the knee 
rehabilitation exercise program, although they were able to monitor the correct com-
pletion of exercises and track the number of repetitions. As with other camera based 
systems, the markers can easily be occluded and the cameras require sufficient free 
space around the user thus limiting the type of physiotherapy exercises that can be 
monitored. In this paper we present our visualization system that is capable of captur-
ing finer motor movements without space constraints for two rehabilitation scenarios 
i.e. falls prevention and knee replacement rehabilitation.  

3 Technology 

We organized a series of user design workshops actively involving older adults in the 
initial design of the visualization tools [15], [31]. We also consulted falls experts and 
physiotherapists in order to obtain their opinions on the factors to consider in the deli-
very of useful feedback and advice to fallers and knee replacement patients under-
going home rehabilitation. It was important for us to identify the way in which the 
visualizations could improve the rehabilitation process, as well as the challenges that 
elderly users may have when using them and the novel technology. In this section, we 
describe the visualization tools and technologies that were evaluated. 

3.1 Inertial Sensors 

We developed inertial sensors that could be easily worn by the users.  An orientation 
sensor fusion algorithm was implemented using the embedded C language, to trans-
late the readings of the individual inertial sensor components (accelerometer, a rate  

 

 

Fig. 1. The inertial motion sensor 
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gyroscope and a magnetometer) and output the orientation of the sensor in world 
space. While the accelerometer and gyroscope were needed to calculate the 3-
dimensional orientation of the sensor, the magnetometer was included to reduce the 
effects of ‘sensor drift’ (i.e. the gradual wandering of gyroscope values over time) on 
the accuracy of the readings. The sensor data is sent wirelessly to a data receiver at-
tached to a computer that uses the data to feedback user movements through the visu-
alization software. Other significant features of the sensors included: a large switch to 
make it easy for elderly users to switch the sensor on, and a bright LED light to let 
them know when it was switched on. 

3.2 Visualization Tools (VT) 

For this research, two variations of the visualization tool were developed for each of 
the musculoskeletal conditions being investigated because the main requirements for 
both were different. At a base level, however, the visualization tools for both falls and 
knee replacement were somewhat similar e.g. they were both designed to provide 
visual feedback to users during home exercise based on the individual requirements of 
the various conditions. These requirements are highlighted in Table 1. 

Table 1. Visualization Tool (VT) Requirements 

Requirement Solution provided by the VT 
1. Show the user how and where on the 
body the sensors should be placed 

Diagrams and text instructions showing the users 
the correct procedure 

2. Show the user how the exercise 
should be done (emphasize quality of 
motion) 

a. An animated ‘guide mannequin’ highlighting the 
correct pace and range of motion for each exercise 
b. Text-based instructions describing important 
advice about each exercise 

3. Show the user how many repetitions 
have been achieved during exercise 

A text-based repetition counter showing the number 
of repetitions done, and how many more to do 

4. Feedback to the user on their own 
performance during exercise 

a. A user mannequin showing the users’ movements 
as captured by the inertial sensors 
b. A colored graphic showing the quality of each 
range of movement while the user moves the af-
fected leg (knee VT only) 
c. A colored icon for each repetition showing how 
well each repetition was done (knee VT only) 

5. Show a chart of weekly progress Charts showing the average number of completed 
exercises and the quality of the range of motion 
associated with the exercises (knee VT only) 

 

The software was written in C++, QT (to allow for flexible scripting) and Ogre (a 
3D animation engine) and at the base level displays movement information using a 
stick figure, as well as other text based information [31-32]. 
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3.3 Falls Rehabilitation Visualization Tool 

Our initial discussions with falls experts revealed that fallers vary widely in their 
ability to do the exercises prescribed. Therefore, they advised that the users should be 
able to do the exercises based on their individual abilities, as they would still be able 
to improve their muscle strength and balance. For this reason, the falls VT did not 
include visual targets for range of motion. Instead, the users were encouraged to 
compare their movements as shown by the user mannequin to the guide mannequin in 
order to ensure that they did the movements correctly (Fig 2).   

 

 

Fig. 2. Falls Visualization Tool: Knee Bend Exercise. Guide mannequin on the left and real 
time visual feedback on the right 

We required a minimum of 6 sensors to animate the human model accurately for 
falls, as each major body segment tracked required a sensor. Whenever possible we 
try to minimize the number of sensors a user must wear, however six was the mini-
mum number of sensors needed in order to capture and then visualize the user’s 
movement in a usable way for the end user for falls. These sensors were strapped to 
the legs, chest, and pelvis in order to provide the feedback necessary to show the cor-
rect movements for all of the exercises. Navigation around the software was done 
through the use of keyboard presses only (key ‘1’ was used to exit to the main menu; 
key ‘2’ to go back to a previous exercise or skip instructions; and key ‘3’ to go to the 
next exercise). Keyboard sticker labels were placed on these keys in order to make it 
easier to find these keys. 

3.4 Knee Replacement Visualization Tool 

The aims of knee replacement rehabilitation are to recover as full a range of motion as 
possible for the replaced joint and recover muscle strength. Following discussions 
with orthopaedic surgeons and physiotherapists, we therefore included targets for the 
users to achieve in the knee replacement VT. However, an overlaid ghost movement 
was not used because it could give rise to a situation whereby a user in the early 
stages of recovery could over extend or flex while trying to keep up with the range of 
movement and pace which can lead to injury. Another unique feature of the knee 
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rehabilitation VT is that it gives real-time feedback to only the operated leg although 
the whole body is shown – to provide guidance on correct posture. This focus on the 
operated leg allows us to reduce the number of sensors needed to two – one above and 
one below the knee. This allows for an easier setup in the home. A graphic with a 
gradient of colors (red to green) was included to show the users the range of motion 
achieved during each repetition: a deep green represented the recommended range of 
movement; a light green represented an ‘almost there’ range; a yellow indicated a 
minimum range and a red indicated a poor range. For instance, Fig. 3 shows a typical 
visual feedback. 

 

Fig. 3. Knee Replacement Visualization Tool: Knee Flexion Exercise. Guide mannequin in 
inset and real time visual feedback in the background 

The colored repetition icons were also included to show how well each repetition 
was done. To keep a user motivated, messages such as “Well done, you’ve done 10, 
try to keep going to 15” is shown under the repetition counter.  Unlike the falls VT, 
we opted for a simpler way to show the guide mannequin by making it show only 
when the user needs it. This way we reduced the cluster on the screen. The users 
interacted with the knee replacement VT using a remote control similar to a TV 
remote to facilitate ease of use. The visualization buttons and options were mapped to 
single numeric keys on the remote control to ensure that the VT can easily be 
manipulated from a comfortable position. 

 

Fig. 4. Knee Visualization Tool: Weekly Progress Charts for Inner Range Quad Exercise 
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Progress charts were included in the knee replacement VT in order to track the 
users’ quality of motion in the affected limb over an extended period of time (Fig 4). 
The color-coded bar chart shown in Fig.4. shows the quality of the repetitions 
recorded. This way, the user and the Allied Health Profession (AHP) could tell how 
much progress they had made with each exercise in terms of the ability to move the 
affected joint and the average number of repetitions completed per week. Both the 
target user and the AHP participants in our design workshops suggested that progress 
should be shown on a weekly basis rather than a daily basis because not every 
exercise session will show progress. AHPs will have remote access to VT midway 
into the rehabilitation period (clinical follow up) and if there is consistent 
deterioration in performance or number of repetitions, then urgent medical attention 
will be provided.  

4 Methodology 

Four usability studies were carried out with fallers and former knee replacement pa-
tients in the laboratory and in the home – in order to answer the following research 
questions: 

• How easy is it for the users to use the motion sensors (strapping on and operating)? 
• Does the use of visualizations enable the user to perform the rehabilitation exercis-

es more correctly in comparison to the standard care exercise booklets? 
• Are these visualization tools acceptable and usable by seniors? 

The laboratory studies were undertaken first because we could control the 
environment e.g. setup, layout, interruptions and other health and safety variables.  
Once we had undertaken the laboratory studies and had eliminated any design issues 
that caused the users concerns we proceeded to the home studies. 

4.1 Participants 

University ethics was obtained for the studies. We recruited seniors aged 60 years and 
above for all four of the usability studies. Some of the participants were recruited by 
telephone, or had attended the previous design workshops we had undertaken one 
year before. Written consent was obtained from each of our participants. For the knee 
replacement studies, all of the users had their knee replaced in the past 18 months.  
For the falls studies, the participants had all had at least one fall in the12 months prior 
to the usability studies.  

Table 2. Distribution of Participants 

Group Laboratory Home 
Fallers 3 participant (1 female, 2 males, 

mean age 68) 
2 participant (1 female, 1 male, 
mean age 79) 

Knee Replacements 3 participants (3 males, mean 
age 71) 

3 participants (1 female, 2 males, 
mean age 63) 
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Their educational backgrounds were varied and so was their experience with com-
puters – e.g. out of the 11 participants, 3 had never used a computer. Table 2 shows 
the distribution of participants. 

4.2 Procedure 

In the laboratory studies, the furniture was arranged in the laboratory to simulate a 
home environment with all the items necessary to carry out home exercises – a table 
to place a television and a laptop computer on; and a chair to do the exercises with 
(Fig 5). The participants were encouraged to think aloud while doing the tasks given.  

 

Fig. 5. Laboratory Setup: A participant using the Fallers VT for an exercise requiring the use of 
a support 

The second sets of studies were then carried out in users’ homes in order to eva-
luate these visualization tools in their intended environment (Fig 6).  
 

 

Fig. 6. Home Setup: A participant using the Knee VT 
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In both the falls and knee replacement studies, we used a within-subjects design 
because we believed that using the same participant to test the usability of both the 
exercise booklet and visualization would produce a more accurate comparison as each 
of the participants would have experienced the two types of rehabilitation aid first 
hand. Another merit of the within subject test design is that we can maximize the 
potential of our outcomes given the small number of participants.  

The main procedure for the studies was divided into phases, each containing tasks, 
which were intended to investigate various aspects of the use of both standard care as 
well as the visualization tools. These phases are shown in tables 3 and 4 below: 

Table 3. Main phases in the Falls studies 

Phases Procedure 
Phase 1 Participants were asked to perform 3 exercises using the booklets (the exercis-

es were the same for all of the participants) 
Phase 2 Participants were asked to put on the sensors using instructions from the visua-

lization tool only 
Phase 3 Participants were asked to perform 3 exercises using the visualization tool (the 

same exercises done in phase 1) 

Table 4. Main phases in the Knee Replacement studies 

Phases Procedure 
Phase 1 Participants were asked to perform 3 exercises using either the booklet or 

visualization (the exercises were different for all of the participants) 
Phase 2a A short training session was provided to the participants on how to use the 

visualization tool 
Phase 2b Participants were asked to put on the sensors using instructions from the train-

ing, user manual or the visualization tool 
Phase 3 The participants were asked to perform 3 exercises using the visualization or 

the booklet (same exercises done in Phase 1 but with a different tool). 

Given the factors above, a qualitative and quantitative approach was used to devel-
op the procedure involving the different tasks and short breaks were given at the end 
of each phase – each phase lasted between 10 and 20 minutes. At the end of each 
phase, participants were asked to complete short questionnaires, and semi-structured 
interviews on the tasks undertaken. 

In phase 1, the participants were asked to do a few exercises with the booklet, 
while being observed. Two exercise booklets commonly used for home rehabilitation 
were used: a) The ‘Age UK’ exercise booklet for the falls studies [28] and b) The 
Joint Pathways knee rehabilitation exercise booklet for the knee replacement studies 
[27]. In phase 2, the participants were asked to follow instructions on the screen while 
they strapped the sensors onto the various limb segments. We wanted to investigate 
how easy the task was for them, as well as how well the instructions described the 
management of these sensors. We also noted how long it took them to put on the  
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sensors. In phase 3, the participants were asked to do some exercises with the visuali-
zation tool, and provide feedback on their experiences with these tools. 

The sensor calibration procedure used in the falls studies required the users to 
stand upright for 5 seconds before each exercise. An extra ‘training’ phase was in-
cluded in the knee replacement studies because there was a more complex sensor 
calibration procedure used – than the one used in the falls studies –this was because 
for knee replacement we need a reference angle to provide accurate feedback on the 
knee’s range of movement. The calibration procedure included putting a foam wedge 
with a known angle under the knee.  

In the falls studies, the participants did the exercises with the booklet first before 
using the visualization tool. There were two main reasons for this – first, the partici-
pants had all used a booklet in the past for falls rehabilitation. Secondly, it was  
expected that because the visualization tool contained animated movements that dem-
onstrated recommended pace – unlike the booklet – using it before the booklet could 
affect the way the participants carried out an exercise using the booklet.  As regards 
the participants in the knee replacement studies not all of them had used the knee 
replacement booklet in the past. Therefore, to minimize the potential transfer of learn-
ing by using either the exercise booklet or visualization first, the order of the use of 
the two tools was randomized among the participants with 3 of the participants using 
the booklet first while the other 3 used the visualization tool first. 

5 Key Observations and Findings 

In both the falls and knee studies, a facilitator closely observed the participant as the 
participant carried out the tasks in the various phases. In addition we took notes and 
timed the users during the tasks. In this section, we report on our quantitative and 
qualitative findings for both the home and laboratory tests because the results were 
broadly similar. 

5.1 Performance of Rehabilitation Tools 

Falls Rehabilitation 
We observed that with the standard exercise booklet the participants performed the 
repetitions in each exercise at a quick, but roughly uniform pace. With the visualiza-
tion tool (VT), the repetitions were initially quicker (during the first few repetitions), 
and then slower and more regular afterwards. Figure 7 shows the difference in aver-
age time per repetition for the ‘knee bends’ exercise. The results were similar for the 
other exercises, with the participants performing the repetitions more slowly and in a 
more controlled manner while using the visualization tool. 

When asked to comment on using the visualization tool for their exercises, the par-
ticipants’ opinions were similar across both the laboratory and home studies. The 
main responses were that: 
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Fig. 7. Average Repetition-pace for the Knee Bends exercise 

1. They tried to follow the movements as shown by the guide mannequin; the result 
of this was that they started to slow their movements down after a few repetitions. 

2. They concentrated on the guide mannequin and not on the user mannequin i.e. the 
mannequin that showed their own movement, for most of the time. However when 
we further explored this observation with them, they said they would start to con-
centrate more on their own movement feedback as their confidence and under-
standing of the system grows. 

3. They liked the ability to see the user mannequin that showed their own movement.  
4. They all felt that they would use both the booklet and visualization tool if given the 

chance, but would use the visualization tool more, as they found the feedback help-
ful and important to improving their confidence in the exercise program. 

Knee Replacement (KR) Rehabilitation 
The findings were similar for the knee studies in terms of quality of movement, with 
the visualization tool encouraging slower, more controlled movements. Fig. 8 shows 
the Straight Leg Raise exercise and the results shown here shows a typical result for 
all of the other exercises tested.  

 

Fig. 8. Average pace for the Straight leg raise exercise 

One issue that we observed was with the booklet instruction for the Straight Leg 
Raise, the instruction asks the patient to raise your leg 6 inches. All of the participants 
had different concepts of how high 6 inches was. We noted that participants P01, P05 
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and P06 had not used the exercise booklet before and participant P06 couldn’t com-
plete the exercise with the visualization tool because there was a software bug in the 
calibration algorithm. As the participants used the booklet, the exercises were per-
formed faster than the recommended pace except for P03 who did the exercise very 
slowly because he was very talkative and was distracted by waiting for responses 
from the facilitator. Furthermore, none of the participants managed to keep the hold 
time for the exercises and lost count of the number of repetitions completed.  

On the other hand, we observed that while using the visualization tool, the partici-
pants concentrated on their own movement and tried to achieve the green targets. One 
of the participants in the knee replacement studies forgot his reading glasses at home 
however, he was still able to use the tool as large font sizes had been used. Another 
participant brought the laptop computer closer so it could be seen. However, she 
commented that the elements on the screen could be seen clearly.  

When asked to comment on using the visualization tool for their exercises, the par-
ticipants’ opinions were similar across both the laboratory and home studies. The 
main responses were that: 

1. They liked the color-coded fan concept and thought that it helped them to achieve 
the correct performance of the exercise. One participant commented: “It is very 
useful to have fullness of each exercise calibrated by color code”. 

2. Of particular note is P01 who got the instruction for the straight leg raise exercise 
wrong and was doing something different. He couldn’t get into the green zone. He 
commented as follows “I’m getting this wrong isn’t it? I will show the guide. Oh! I 
was wrong”. He was able to correct this without any cue from the facilitator when 
he viewed the guide mannequin.  

3. When asked, “To what degree did the visual feedback help you to perform the re-
habilitation exercises?” 5 out of the 6 participants found it very helpful and one 
participant found it moderately helpful. A typical comment received was "This is a 
big help because you don’t count seconds when doing the static quad on your own. 
Sometimes you wait too long or too short". 

4. All of the participants successfully accessed the progress charts. See Fig. 4.  When 
the participants were asked, “To what degree do you think the progress charts will 
help you during your home rehabilitation?” Using a Likert scale of 1 – 5 with 1 
being ‘Not helpful’ and 5 being ‘very helpful’. 2 out of 3 participants said ‘very 
helpful’ and 1 participant said ‘helpful’. One participant commented, “It is very 
important to stimulate motivation to continue at an appropriate level”. All of the 
participants found the charts very easy to interpret. 

5.2 Evaluation of the Sensors 

We took into account that the number of sensors required for the falls and knee re-
placement visualization tools are 6 and 2 respectively. We asked the participants to 
put on the sensors using the instructions provided on the screen. They were also asked 
to repeat this task after five minutes (in order to see how well they could remember to 
put on the sensors on the second attempt). Most of the participants were able to put 
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the sensors on correctly on the first and second attempt. Some of the participants in 
both falls and knee replacement studies put the first sensor on the wrong way (upside 
down). However, they corrected this when they proceeded to the exercise session and 
saw a reminder to make sure that the switch was facing upwards, and that they could 
see the red LED light.  

When asked to rate how easy or difficult this task was, 5 of the participants said it 
was very easy and 4 were confident that they could set up the visualization tools on 
their own in the home.  It should be noted (see Figure 2) that the sensors had been 
labeled and had to be worn on the front of specific limb segments with the switch 
facing up. When asked about “how comfortable it is to wear the sensors”, all the par-
ticipants said the sensors were very comfortable to wear for long periods. All the par-
ticipants also said they were able to follow the on screen instructions to successfully 
complete their exercises.  

The sensors performed well in both the home and laboratory environment but for 
one participant in the Knee VT group. The reason was that the calibration algorithm 
relied on facing the north direction and the participant’s living room was facing the 
East, we have since eliminated the requirement for a participant to face in a particular 
direction. 

5.3 Interaction with the Visualization Tools (Keyboard and Remote Control) 

We investigated 2 setups; the falls visualization used the computer keyboard to navi-
gate through the different visualization options while the knee replacement visualiza-
tion tool provided two options the keyboard or a remote control. We introduced the 
remote control as a controller of the tool because of the limited movement of the users 
in the early stages after knee replacement surgery.  

All the participants found navigating the visualization tools using the keyboard 
easy as the navigation keys were clearly labeled and visible. In the knee replacement 
studies, the participants preferred the use of the remote control to the keyboard be-
cause they didn’t have to stand up from the exercise position to operate the tool. All 
of the participants were able to navigate through the menu items with ease.    

6 Discussion 

6.1 Home Exercise (Booklet vs. Visualization Tool) 

One of the objectives of the user studies described in this paper was to investigate 
whether two novel visualization tools could improve the quality of home rehabilitation 
for falls and knee replacement – compared with the use of standard care. Based on our 
findings, we identified some issues with the use of booklets (standard care), which 
makes them less than an ideal solution for effective therapy during rehabilitation.  

First, the participants often completed the exercise repetitions too quickly with the 
booklet. This means that they do not get the therapeutic benefit of a controlled move-
ment. By using the visualization tools, they were able to avoid this problem, as the 
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participants followed the movements as demonstrated by the animated mannequins; 
and were able to achieve the recommended quality of movement.  

Secondly, the participants missed some repetitions with the booklet because they 
had to rely on their memory to keep track of the repetitions. Both the quality and the 
quantity of physiotherapy exercises received influence the recovery of function, range 
of movement and muscle strength. This did not happen when they used the booklet 
but did happen when they used the visualizations, as they were guided through each 
repetition and there was a repetition counter.  

Thirdly, the visualizations showed the participants their movements during each 
exercise (something that the booklet cannot do) and this gave them more confidence 
in the exercise programme.  

Fourthly, showing two contrasting animations side by side resulted in the users fo-
cusing on one and missing out some frames in the other. This in the rehabilitation 
context is not a bad thing as long as the most important window is emphasized and 
held in focus. For the Falls VT, it was the correct movement pattern that was impor-
tant which the users rightly tried to imitate while for the Knee VT the more important 
image was bigger than the guide mannequin and had changing color graphics that 
users held in focus. The ability to turn off the guide mannequin was also a useful fu-
ture that helped users concentrate on a particular window. 

Fifthly, the ability to see progress over time was considered a major motivating 
factor in continuing with the home exercise programme. In the past, the people had 
used subjective means to measure their progress – e.g. amount of pain in the joint, the 
ability to stand up quicker, completion of exercise diaries, etc. However, these are 
subjective and cannot easily be tracked over time. Having objective information about 
progress over time could provide insights into the effectiveness of standard physiothe-
rapy exercises. In addition, anxiety regarding recovery could be reduced if a user 
could objectively see that they are capable of greater movement. 

6.2 Usability of Visualization Tool 

Our findings suggest that seniors are capable and able to use technology for their 
home rehabilitation. In this section we highlight some of the design issues found dur-
ing our studies and how these could contribute to our understanding of the issues 
surrounding acceptance of technology for rehabilitation in the home.  

Convenience and ease of setup:  most seniors are used to operating technologies 
like the television. Using this metaphor in the development of home rehabilitation 
technology enabled seniors to feel more confident in their abilities to use a new tech-
nology. An acceptable technology should take only a couple of minutes to start and 
the menu easily accessible via limited numeric and arrow keys. The majority of the 
participants were able to set up the exercise sessions and correctly calibrate the sen-
sors using the instructions in the visualization tools.   

Initial Training and clear onscreen Instructions: An initial training session in the 
home environment that includes a practical walkthrough of how to use a new visuali-
zation technology increases the likelihood of its acceptance. Furthermore, because 
some seniors are not familiar with some technical jargon such as USB these terms 
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should be avoided. If these terms are to be used in such a tool, it should be explained 
in a straightforward way so that the users understand it better. Memory is known to 
decline with increasing age. Therefore, it is important to provide instructions that are 
able to give the users the right information as soon as possible. 

Accessibility: It was important for us to ensure that the visualizations were clear 
and visible, taking into account eyesight problems – which are common in the elderly 
population. As highlighted in the findings, the use of larger font sizes, blank spacing, 
red, yellow and green colors in close proximity was well received - seniors appreciate 
bright and vibrant colors most especially when it provides information about correct 
performance of an objective.  

7 Conclusion and Future Work 

The main function of musculoskeletal rehabilitation exercises is to recover impaired 
motor function in muscles and joints in the lower body. In the home setting, the lack 
of adherence to rehabilitation could have serious implications for the health and 
independence of seniors. Furthermore, if the recommended quality of motion (range 
and pace of movement) is not observed for these exercises, the seniors will probably 
not obtain the full recovery benefits offered by the rehabilitation programme(s). In 
this work, we evaluated two novel visualization tools with fallers and knee 
replacement patients; and compared the use of these tools to standard rehabilitation 
care (booklets) in the laboratory and in the home. One of the main objectives of this 
research was to investigate how useful the visualization tools were (versus standard 
care) in encouraging the recommended quality of motion for the exercises – thereby 
promoting the maximum therapeutic value of these exercises.  

Based on our findings we argue that by using booklets to exercise, seniors may not 
observe the recommended quality of movement. The main findings supporting this 
are a) the inability to observe the correct pace of movement from static diagrams and 
b) the seniors could not tell whether they were doing the exercises the correct way. By 
using the visualization tools, the seniors were able to overcome these limitations, 
thereby getting the most out of the exercises from a therapeutic standpoint.  The 
seniors felt that the ability to observe the correct movements – as well as receive 
feedback on their movements and progress – during rehabilitation was essential to 
increasing their confidence and motivation to exercise. Furthermore, based on the 
feedback from our participants, these visualization tools were easy to use and 
acceptable for home rehabilitation use. Another objective of this study was to 
investigate the usability of the body-worn sensors necessary to interact with the 
visualization tools. Our findings suggest that the seniors found the sensors easy to use 
and that they were confident in their ability to use and manage (e.g. placement on the 
body, charging, etc.) them without the assistance of a professional.  

The study results are limited by the number of participants and the amount of time 
that the participants had to interact with the visualization tools. The effectiveness of 
these visualization tools in improving adherence to home rehabilitation programmes 
over an extended period of time still needs to be assessed. This is the basis for our 
future work, as we are now deploying these tools in home based pilot randomized 
controlled studies for 6 -12 weeks. 
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