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Historical Aspects
The field of radiography including the development 

of contrast media for this diagnostic tool is based 

on the discovery of X-rays by the physicist Wilhelm 

Conrad Röntgen. Later on, the rays he discovered 

came to be called “Roentgen rays” in his honor.

Experimenting with electrons Röntgen observed 

effects he attributed to so-called cathode rays, 

hitherto unknown rays, which he called “X-rays”. 

To prove his ideas and the penetration of different 

kinds of matter by this new type of radiation, Rönt-

gen used a fluoroscope and a photographic plate. 

On December 22, 1895, he succeeded in taking a 

picture of the bones of his wife’s hand using X-rays.

Röntgen assumed his newly discovered rays to be 

electromagnetic radiation like visible light. In April 

1912, this assumption was confirmed by the phys-

icist Max von Laue and his coworkers. The wave-

like behavior of X-rays was proven by the detection 

of diffraction and interference patterns produced 

by X-rays transmitted through crystals.

Physicians all over the world soon recognized the 

diagnostic potential of Röntgen’s discovery. The 

new rays gave physicians the ability to see inside 

the body and obtain pictures not only of bones 

and soft tissues but also of hollow organs by using 

radiopaque substances. In 1896, barium sulfate 

(BaSO4) was used for the first time to examine in-

testinal peristalsis, a procedure which was soon to 

fall into oblivion again. Only ten years later, the so-

called Rieder meal (barium mixed with gruel) was 

introduced for X-ray examinations of the gastroin-

testinal tract.

INTRODUCTION
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While the ability of iodine to absorb  X-rays was 

discovered as early as 1896, it took almost another 

thirty years to develop the first X-ray contrast me-

dium (XCM) for clinical use. The oily iodine com-

pound Lipiodol was introduced as the first reliable 

X-ray contrast agent for myelography. In 1924, the 

first oral biliary XCM, Iodtetragnost (iodophthalein) 

for visualization of  the gallbladder was put on the 

market. This was followed by the introduction of 

less toxic cholecystographic XCM like Biliselectan 

(iodoalphionic acid) in 1940 and later on the more 

tolerable Biloptin (sodium iopodate). In 1953, Bil-

igrafin (adipiodone) was established as the first  

i.v. XCM for visualizing the gallbladder and biliary 

tract in the routine diagnostic setting. Further de-

velopment led to another two well-tolerable XCM 

− Endomirabil (iodoxamic acid) and Biliscopin 

(iotroxic acid) − agents that are mostly used in 

cholecystocholoangiography.

Uroselectan was the first reliable urographic 

contrast agent. It is a water-soluble organic iodine 

compound that is excreted via the kidneys and en-

tered the market in 1929. Concomitantly, the long 

line of soluble XCM with iodinated pyridine rings 

and later on with benzene rings began.

In the early 1950s, there was a rapid switch from 

diiodinated pyridine derivates to benzene derivates 

with three iodine atoms, the tri-ioidinated benzoic 

acid.

Hydrophilic side groups as well as methylglu-

camine, which is used for salt formation, signifi-

cantly improved the tolerance of ionic XCM.

11
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In the late 1960s, the significance of hyperosmo-

lality but also that of electric charge as causes 

of specific adverse effects of ionic XCM became 

clear. Almen’s suggestion to replace the ionic car-

boxyl group in tri-iodinated benzoic acid derivates 

with a non dissociated group, i.e. a carbohydrate, 

and to ensure the necessary water solubility by 

utilizing particularly hydrophilic hydroxyl groups 

marks the beginning of nonionic XCM. The latest 

advancement of X-ray contrast agents led to the 

hexa-iodinated, nonionic dimers Iotrolan and Iodix-

anol, which have the same osmolality as blood and 

cerebrospinal fluid at all concentrations.

The initial expectation that iso-osmolality would 

further improve the side effect profile has not been 

confirmed in clinical studies. Therefore, the tri- 

iodinated monomeric nonionic contrast media re-

main the workhorse in contrast-enhanced X-ray 

examinations.

Nonionic monomeric or dimeric X-ray contrast me-

dia are applied in all areas of diagnostic radiology.

In addition to the positive XCM mentioned so far, 

negative XCM such as air, oxygen and carbon di-

oxide, which absorb X-rays less well than biolog-

ical tissues, are applied for visualizing hollow or-

gans. The use of negative XCM has become rare 

with the advent of sophisticated imaging modalities 

such as CT and MRI.
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Contrast media in X-ray imaging 

The significance of contrast media was recognized 

almost simultaneously with the discovery of X-rays. 

Too many structures in the body remain invisible 

when X-rays alone are used and can only be made 

visible after administration of a contrast medium.

As a result, much effort has been spent to better 

adapt contrast agents and the techniques of their 

administration to diagnostic requirements and to 

improve their tolerability.

At the same time, imaging technologies have con-

tinued to develop, and computed tomography and 

subtraction techniques improve the contrast reso-

lution of X-ray images. However, contrast media 

still have their uses with new imaging modalities 

as well.

 

Visualization of functions

•  elimination (kidney, liver)

•  transport processes (bloodstream, 

cerebrospinal fluid, intestinal contents, 

imaging of the liver)

•  perfusion (all organs)

• permeability and barriers (blood-brain barrier, 

cysts)

Morphology

• Creating and increasing contrasts, for example, 

through

• varying contrast media concentrations in 

individual tissues

• temporal changes of radiation absorption or 

signal intensities
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On the whole, all imaging techniques and all prod-

ucts referred to as contrast media have one thing in 

common − they all assist in providing visual repre-

sentations of information from within the body. 

This information may represent anatomical struc-

tures, functions, or physical-chemical conditions.

Open Access This chapter is licensed under the terms of the Creative Commons Attribution 4.0 
International License (http://creativecommons.org/licenses/by/4.0/), which permits use, sharing, 
adaptation, distribution and reproduction in any medium or format, as long as you give appropriate 
credit to the original author(s) and the source, provide a link to the Creative Commons license and 
indicate if changes were made.

The images or other third party material in this chapter are included in the chapter's Creative 
Commons license, unless indicated otherwise in a credit line to the material. If material is not 
included in the chapter's Creative Commons license and your intended use is not permitted by 
statutory regulation or exceeds the permitted use, you will need to obtain permission directly from 
the copyright holder.
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GENERAL PRINCIPLES 
OF X-RAY CONTRAST 
MEDIA

Contrast in an X-ray image is brought about by dif-

ferences in absorption of X-rays by the tissues being 

irradiated. Absorption is dependent on 

the atomic number of the atoms pres-

ent in the molecules, the concentration 

of these molecules and the thickness 

of the irradiated slice. When a chest 

radiograph is obtained , the bones, the 

aeriferous lungs, the heart and other tis-

sues provide adequate natural contrast. 

In other body regions such as the ab-

domen, however, the composition of the 

organs is so similar that the differences 

in absorption are too small and other 

measures are required to enhance the 

differences in absorption and make the 

organs visible;  (fig. 1). The introduction 

of substances of very low density (gas-

es) into organs or surrounding struc-

tures reduces absorption, and such 

substances are called negative contrast 

media (CM). Substances with a high 

X-ray density contain atoms of high-

er atomic numbers (barium or iodine). 

Such preparations increase the absorp-

tion of X-rays in the body and are, there-

fore, known as positive CM (table 1)

20 40 60 80 100 keV

20

40

60

80

0

% absorption

Fig. 1. Absorption of X-rays in % by water (~ soft 
tissue,  ) and an aqueous CM solution with 20 
mg iodine/ml ( ) with slice thickness of 1 cm 
in relation to the energy of the X-rays (50 keV are 
achieved at about 100 kV tube voltage)

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_2
© The Author(s) 2018
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Table 1. Classification of X-ray contrast media (CM)

Negative CM
Gases
- air
- CO

2

Positive CM

Iodinated CM

BaSO
4

Water-soluble CM Oily CM

Tri-iodobenzoic acid derivatives

Monomeric ionic CM Dimeric ionic CM

i.v. cholegraphic agents
Salts of
- Iotroxic acid
- Iodoxamic acid

Angiographic agents
Salts of
- Ioxaglic acid

Uro/angiographic agents
- Iohexol
- Iopamidol
- Iopromide
- Ioversol
- Iopentol
- Iomeprol
- Ioxilan
- Iosarcol
- Iobitridol

Myelographic, 
angiography etc.
- Iotrolan
- Iodixanol

Uro/angiographic agents
Salts of
- Diatrizoic acid
- Ioxitalamic acid

Dimeric nonionic CMMonomeric nonionic CM
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Physical Principles
Contrast medium absorption primarily depends on 

the mass absorption coefficient of the elements 

present in the molecules and applied the X-ray en-

ergy spectrum. Secondarily, it also depends on the 

concentration of these molecules in the tissues. El-

ements with mid-range atomic numbers of 50-60 

(e.g., iodine and barium) are suitable for contrast 

medium preparations. For CT, where higher tube 

voltages are used, elements with higher atomic 

numbers such as lanthanoids, tungsten and bismuth 

are theoretically better suited. Atoms with a higher 

atomic mass than iodine attenuate more effectively 

X-rays per atom than iodine at X-ray energies close 

to 120 KeV as typically used in CT examinations.

CT displays the spatial distribution of the attenuation 

coefficient as a so-called CT value (in Hounsfield 

units, HU) relative to the attenuation of water. Wa-

ter and water-equivalent tissues have a CT value of 

0 HU and air has a value of -1000 HU.

The CT values of air and water are fixed points on 

the CT value scale and are independent of the X-ray 

energy applied. Conversely, the CT values of bone 

and contrast media depend on the applied X-ray en-

ergy and increase with decreasing tube voltages as 

the difference to the absorption of water increases.

Open Access This chapter is licensed under the terms of the Creative Commons Attribution 4.0 
International License (http://creativecommons.org/licenses/by/4.0/), which permits use, sharing, 
adaptation, distribution and reproduction in any medium or format, as long as you give appropriate 
credit to the original author(s) and the source, provide a link to the Creative Commons license and 
indicate if changes were made.

The images or other third party material in this chapter are included in the chapter's Creative 
Commons license, unless indicated otherwise in a credit line to the material. If material is not 
included in the chapter's Creative Commons license and your intended use is not permitted by 
statutory regulation or exceeds the permitted use, you will need to obtain permission directly from 
the copyright holder.
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STRUCTURE AND 
PROPERTIES OF X-RAY 
CONTRAST MEDIA

Optimal use of CM in radiology requires a knowl-

edge of the nature and relevant properties of the 

available substances. This chapter describes the 

properties of currently used and newly developed 

contrast-giving agents that influence their behav-

ior in the human body, their side effects, and their 

practical utility.

The main X-ray contrast agents in use today are 

insoluble barium sulfate for the diagnostic evalu-

ation of the GI tract and water-soluble CM for the 

radiological assessment of the different vascular 

systems, body cavities and organs. In addition, a 

water-soluble CM based on tri-iodobenzene is the 

alternative agent of choice for oral use when bari-

um sulfate is contraindicated.

Barium Sulfate
Barium is used in the form of the insoluble sulfate 

for radiography of the GI tract. If perforation is 

suspected, however, only water-soluble, iodinated 

agents (Gastrografin, Ultravist-370) can be used 

since the body is virtually incapable of eliminating 

barium sulfate once it has entered the peritoneum. 

Barium sulfate is available either as a powder to be 

prepared directly before use or as a ready-to-use 

suspension. For double-contrast examinations (fill-

ing of the lumen with gas, coating of the wall with 

barium sulfate), barium sulfate is either mixed with 

a carbon dioxide additive, or a gas-forming agent 

is taken in addition.

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_3
© The Author(s) 2018

http://crossmark.crossref.org/dialog/?doi=10.1007/978-3-662-56465-3_3&domain=pdf
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Common to all barium preparations is concentra-

tion of barium sulfate which may diluted according 

to the needs of the examination. The amount of 

suspension needed depends on the type of exam-

ination and the target organ to be examined [1].

Lipiodol
Lipiodol and other iodinated herbal oils have been 

in use for a wide range of different purposes, in-

cluding myelography, ventriculography, hystero-

salpingography and lymphography, since the be-

ginning of radiology, mainly due to their low acute 

local toxicity. Lipiodol used to be the most popular 

compound made of poppyseed oil, whose unsatu-

rated fatty acids were substituted with iodine.

The iodinated oils that are in use today are mono-, 

di- and tri-iodinated ethyl esters of a mixture of var-

ious saturated and unsatured fatty acids in poppy-

seed oil as carrier (Lipiodol UF, Ethiodol). Those 

highly fluid and better-tolerated substances are or 

were used for visualization of fine structures in di-

rect lymphography, for hysterosalpingography and 

mixed with cyanoacrylate for embolization of en-

doleaks.

In addition, Lipiodol mixed with cytostatic agents 

(e.g., doxorubicin) can be used for the treatment 

of hepatocellular carcinoma (HCC), because 

iodine-lipids embolize the vasculature and to some 

extent accumulate in cancer cells.
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Liver lesions as small as 2 mm can be made visible 

in a CT scan. In a study of 47 patients examined by 

CT after intra-arterial Lipiodol, 5-10 ml of Lipiodol 

mixed with chemotherapeutic agents and a wa-

ter-soluble CM was infused via a catheter whose 

tip was advanced into a hepatic artery, either into 

the common hepatic artery or selectively into the 

right or left hepatic artery. Lipiodol-CT was statis-

tically superior to sonography, CT and angiogra-

phy in detecting small hepatocellular carcinomas 

[2]. The exact mechanism of this accumulation 

remains unclear. The selective intra-arterial injec-

tion of Lipiodol combined with a cytostatic agent 

(e.g., doxorubicin) into hepatic artery branches that 

supply a hepatic tumor is known as transarterial 

chemoembolization (TACE) and is used to induce 

tumor necrosis by slowly releasing the trapped cy-

tostatic agent from Lipiodol-embolized tissue. 
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Water-soluble contrast media
The first CM on the basis of ionic tri-iodobenzene 

were introduced around 1950 (fig. 2) and had vir-

tually taken over the field by the second half of the 

fifties. In the 1980s, the ionic forms were 

largely replaced by CM on the basis of non-

ionic tri-iodobenzene. The reasons why 

such a homogeneous substance class still 

dominates intravascular contrast medium 

applications in X-ray-based radiological ex-

aminations without any recognizable com-

petition are as follows:

• Iodine is the only chemical element which 

 combines three properties essential for  

 the production of a successful CM: high  

 contrast density, chemical behavior which  

 allows firm binding to the highly variable  

 benzene molecule, and low toxicity.

• The iodine is optimally bound in the  

 symmetrically substituted tri-iodobenzene;  

 at 84 %, the iodine content of the basic  

 molecule is extremely high.

• Positions 1, 3 and 5 in the molecule are  

 available to the chemist for the most di-

verse modifications of the physicochemical and 

biological properties by the introduction of side 

chains.

Chemical structure, biological behavior and use

The substance classes shown in figure 3 were 

produced by varying the basic molecule of tri-iodo-

benzene. Thanks to the large variety of substanc-

es that were synthesized, the relationship between 

the chemical structure of the molecules and their 

principal biological behavior is well documented.

II

COOH

R2 R1

I

1

2

3

4

5

6

Fig. 2. Structure of tri-iodinated CM
Aromate = Parent substance
-COOH  = Salt or amide binding, water solubility
-I  = Contrast-giving component
-R

1
 R

2
  = Reduction of toxity and lipophilia

-R
2
  = Elimination pathway
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High-osmolar, ionic contrast media

Diatrizoic acid, which was introduced in 

1953, is contained in numerous prod-

ucts and was the most widely used CM 

in the world for urography, angiography 

and CT for three decades. Because 

its COOH group is connected directly 

to the tri-iodobenzene ring, diatrizoic 

acid (Urografin, Angiografin, Urovist, 

Urovison) is a strong acid, forming salts 

which are readily soluble in water. The 

two side chains (-NHCOCH
3
) further 

improve the solubility, reduce protein 

binding (thereby increasing its ability 

to be filtered in the glomerulus) and im-

prove above all the tolerance. The sub-

stance is eliminated almost exclusively 

via the kidneys. There is a series of 

related compounds which are derived 

from diatrizoic acid; meanwhile, howev-

er, these are less important. Nowadays, 

the use of high-osmolar ionic contrast 

media decreases due to better toler-

ance and same efficacy of low-osmolar 

nonionic CM. However, ionic CM still 

matters as an oral CM and in radiologi-

cal examinations of body cavities.

Iopromide 
in Ultravist

Urine

C  N  CH
2
CHCH

2
OH

O CH
3

OH

O

C  NHCH
2
 CHCH

2
OH

OH

CH
3
OCH

2
C  N

O H

Angiography 
arterial and venous

Cavography 
CT, Urography

Iotroxic acid 
in Biliscopin

Bile

Intravenous cholecysto-cholangiography

NH  CO  (CH
2
OCH

2
)
3
  CO  NH

COOHCOOH

I

I I

COOH

1

5 3
NH  C  CH

3

O

CH
3
  C  HN

O

Diatrizoic acid 
e.g. in Gastrografin

Urine 
(if absorbed)

conventional or CT GI study

Fig. 3: Basic chemical structures of water-soluble CM, 
main elimination pathway, fields of use as exemplified 
by a representative of each substance class
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Low-osmolar substances

In the course of the 1960s, it became 

increasingly clear that many of the side 

effects of the conventional CM − particu-

larly of those used in angiography − were 

caused more by the high osmolality of the 

concentrated CM solutions than by their 

chemotoxicity. CM with less osmotic ac-

tivity were synthesized following the basic 

work by Almén [3].

Nonionic contrast media 

Above and beyond their reduced osmo-

lality, nonionic CM have surprising ad-

vantages over ionic CM in two respects 

(figs. 4 and 5):

1. The neural tolerance of nonionic 

CM proved to be considerably better 

than that of ionic CM. As a result, the 

nonionic substances quickly replaced 

the ionic agents in myelography. The 

dimeric compound iotrolan merits 

particular mention. lotrolan, which has 

been on the market since 1988 

(Isovist), has excellent neural and 

tissue tolerance, which can be ex-

plained, inter alia, by its blood-isotonic 

character and its viscosity. 

2. The incidence of both general reac-

tions, such as nausea and vomiting, 

and of the sometimes life-threaten-

ing, acute allergy-like or idiosyncratic 

reactions, is apparently far lower when 

nonionic CM are given [4, 5, 6, 7, 8, 9]. 

As a result more than 90 % of ionic 

CM in angiography, urography and CT 

have been replaced by nonionic prod-

ucts today. However, the incidence of 

fatal reactions is too rare to allow sta-

tistical comparison. The good general 

tolerance of nonionic CM compared to 

that of ionic CM and the low-osmolar 

compound ioxaglate can be explained 

by the following main properties: 

 

Nonionic contrast media

• contain no electrical charges,

•  contain no cations, such as sodium 

or meglumine, and

•  are considerably better shielded by 

hydrophilic side chains.

This results in minimal protein binding and 

enzyme inhibition and in reduced impair-

ment of the function of biological mem-

branes.

For the patient, this means substantial-

ly better general tolerance. Nausea and 

vomiting, urticaria, mucosal swelling, in-

creased respiratory resistance and effects 

on the cardiovascular system are less fre-

quently observed with nonionic CM.
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Fig. 4. Chemical structures of nonionic CM for angiography, urography and CT 



28

Osmolality and side effects caused 

by hypertonicity

Nonionic CM all have distinctly lower os-

motic activities than conventional ionic 

CM. With the same iodine content, osmo-

lality at 37° C can be more than 2.5 times 

higher for an ionic CM than for a nonionic 

compound.

CM side effects mainly related to exces-

sively high osmolality are:

• Vascular pain

•  Endothelial damage

•  Disturbance of the blood-brain barrier

•  Thrombosis and thrombophlebitis

•  Bradycardia in cardioangiography

•  Increase of pressure in the pulmonary 

circulation, predominantly in patients 

with pre-existing pathological values.

Myelography and other body cavities: Isovist, Iotrolan

Fig. 5. Chemical structures of nonionic dimeric X-ray CM

Angiography, urography, CT: Visipaque, Iodixanol
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Some of these side effects occur very 

frequently especially in angiography with 

conventional CM. Wherever possible, 

therefore, only nonionic CM should be 

employed in angiography.
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Osmolality 300 mg l/ml, 
37° C mosm/kg H2O 

mean and 95 % 
confidence interval

Viscosity, 37° C Protein binding 
in % at 

1.2 mg l/ml plasma
300 mg l/ml 

m Pa • s
370 mg l/ml 

m Pa • s

Iopromide 586 ± 5 4.6 9.5 0.9 ± 0.2

Iopamidol 653 ± 7 4.5 9.5 2.9 ± 0.2

Iohexol 667 ± 8 5.7 10.5* 1.5 ± 0.3

Ioversol 661 ± 3 5.5 9.0* 1.6 ± 0.9**

Iopentol 683 ± 4 6.5 12.0* 1.9 ± 0.6***

Iomeprol 538 4.3 7.0* 1.7 ± 0.4

Iobitridol 695 6.0 10.0* -

* 350 mg Iod/ml ** more than Iopromide *** less than Iohexol

Table 2. Nonionic CM for intravascular administration

At high dosage and irrespective of the 

mode of administration, high-osmolality 

CM cause general vasodilatation and a 

drop in blood pressure, hypervolemia and 

diuresis. When nonionic CM are used, 

these effects are less severe or only oc-

cur at an even higher dosage.

How do nonionic CM differ from each 

other?

Nonionic CM differ (because of their 

chemical structure) in terms of their os-

molality, their viscosity, and their sub-

stance-specific properties. Comparative 

measurements were performed. The re-

sults are presented in tables 2 and 3 [10]. 

When an individual nonionic CM for a giv-

en purpose is chosen taking into account 

its specific properties, radiodiagnosis can 

be optimized and the risk for the patient 

reduced.

Osmolality 
mosm/kg H2O

Viscosity 
m Pa · s, 37° C

lotrolan

Isovist-240 270 3.9

Isovist-300 291 8.1

lopamidol-200 413 2.0

lopamidol-250 580 3.0

lohexol-180 390 2.0

lohexol-240 520 3.3

Table 3. Nonionic CM for myelography and other 

body cavities (Isovist)
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Fig. 6. Monocarbonic acid dimer

Ioxaglate

Ionic contrast media

It is also possible to produce low-osmolar ionic 

CM. The only one of these CM to have achieved 

any importance in angiography is meglumine sodi-

um ioxaglate (Hexabrix [11]). Its use is confined to 

angiography because it has neither the neural nor 

the general tolerance of nonionic CM [12, 13].

loxaglate (Hexabrix, only one acid function) con-

sists of two tri-iodobenzene rings (dimers) which 

are connected via a chain (fig. 6).

The resulting doubling of the molecular weight has 

no influence on the basic properties of the mole-

cules: Good solubility, renal elimination and a lack 

of enteral absorption suggest the same uses as for 

diatrizoate. The distinctly lower osmotic pressure 

of sodium meglumine ioxaglate solutions is why 

patients experience virtually no pain after admin-

istration for peripheral angiography. High viscosity 

and a higher rate of general reactions are disad-

vantages of ioxaglate.
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Contrast media for intravenous cholegraphy

As for urography, CM with very similar chemical 

properties are available for i.v. cholegraphy. Unlike 

the urographic agents, however, not every i.v. cho-

legraphic agent has its specific advantages and dis-

advantages, since it was possible to improve the first 

i.v. cholegraphic agent, iodipamide, in terms of both 

opacification and tolerance.

lodipamide (Biligrafin) is the prototypical i.v. biliary 

CM. It is a dimeric diacid which contains no further 

side chains. It is eliminated for the greater part with 

the bile without the molecules undergoing any chem-

ical changes (metabolism).

The modern i.v. biliary CM Biliscopin is bound some-

what less firmly to albumin. The rate of elimination 

and the contrast density are increased; tolerance 

is very much improved, especially when the CM is 

administered by infusion. Since a constant infusion 

rate is decisive for tolerance the use of an automatic 

infusion pump is recommended.

Cations

The ionic CM for angiography, urography, CT, i.v. 

cholegraphy and oral cholegraphy are sufficiently 

soluble in water only as salts. While, for most oral 

biliary CM, the formation of salt is left to the organ-

ism, a few oral cholegraphic agents and all the other 

compounds mentioned are offered as finished salts. 

Iodine-free bases (usually sodium or meglumine) are 

used to dissolve the iodinated CM acid. 

At present, diatrizoate is also available as a lysine 

salt only in Germany and ioxithalamate as an etha-

nolamine (mixed) salt only in France. Numerous other 

cations can be used as counterions for CM acids but, 

so far, no cations have been found which are better 

suited than or even as well as meglumine or sodium.
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The cations introduced into the body with the CM 

are freely mobile independently of the CM acids and 

are eliminated independently of the acids.

As far as is known at present, the pharmacokinet-

ics of the acids are not affected by the cations [14, 

15]. Similar to the CM anion, the meglumine cation 

diffuses into the extracellular space with only little 

uptake into cells and is eliminated almost exclusive-

ly via the kidneys. Sodium behaves the same as en-

dogenous sodium. Meglumine, which was originally 

introduced because of the solubility of its salts, has, 

in general, proved to be a well tolerated cation.

Disadvantages of meglumine are the higher vis-

cosity and the somewhat stronger diuretic effect. A 

certain proportion of sodium in the salt mixture is 

essential in cardioangiography (Urografin), in which 

pure sodium or meglumine salts were contraindicat-

ed already before the introduction of nonionic CM.

Synthesis of water-soluble contrast media

The parent substances for the synthesis of wa-

ter-soluble CM are iodine and nitrobenzoic acid de-

rivatives. Iodine is a valuable raw material which is 

obtained partly from marine algae and partly from 

salt deposits. A significant part of the annual world 

production of iodine is used for the manufacture 

of CM. 



Fig. 7. Example of synthesis scheme for 

water-soluble CM (nonionic)

The complexity of CM synthesis largely 

depends on the chemical structure of the 

compound concerned. While ionic CM can 

be produced from the parent substances 

in just a few steps, the new nonionic prod-

ucts require a large number of steps (fig. 

7). Apart from the expenditure for materi-

als and labor involved in each individual 

step, some of the material employed − in-

cluding some of the usually already iodin-

ated precursors − is lost at each step in 

the synthesis. As an example, even when 

the yield at each individual step is 90 %, 

the total yield of an 8-step synthesis is 

only 43 % of the materials originally em-

ployed.

The purification of nonionic CM, which 

are readily soluble in water, is yet anoth-

er problem. Ionic CM can be precipitated 

from water by acid. Nonionic agents can-

not be precipitated from water but at most 

to a limited extent from the customary or-

ganic solvents.

Consequently, the extremely high de-

mands made on the quality of CM make 

the purification of nonionic substances an 

expensive production step because of the 

complicated procedures required and the 

high losses involved.
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DEGRADATION OF 
IODINATED X-RAY 
CONTRAST MEDIA

Each year, over 3000 tons of X-ray contrast me-

dia are used by medical facilities across the globe. 

About 90 % of those contrast agents reach our en-

vironment largely unaltered through clarification 

plants. To the present day, degradation products of 

these substances, which would imply decomposi-

tion of the iodinated benzene by microorganisms, 

have not been identified in sewage sludge.

To estimate possible harmful effects on water and 

its organisms, toxicological tests with the nonionic 

iopromide were performed to investigate its effects 

on water organisms (water flea, two fish species, 

algae, bacteria) in an environment test system. No 

toxicological effects on Daphnia magna were ob-

served for short-term (48 hours) exposure to  high 

concentrations of 10 g/l iopromide or long-term ex-

posure (22 days) to lower concentrations of 1 g/l [16].

However, as long as no adequate data on long-

term effects of XCM or their synergistic impact on 

water are available, negative effects cannot be 

ruled out.

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_4
© The Author(s) 2018
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PHYSICOCHEMICAL 
PROPERTIES OF 
WATER-SOLUBLE 
CONTRAST MEDIA

The most important physicochemical properties of 

water-soluble, iodinated CM are their solubility, the 

viscosity and osmolality of the solutions, the lipo-

philic or hydrophilic properties of the iodine-con-

taining molecule, and the electrical charge (table 4). 

In practice, these properties have the following 

significance:

Water solubility
Very good water solubility is a prerequisite for the 

production of highly concentrated, radiopaque CM. 

As with sugars or peptides, the solubility of non-

ionic CM is mediated by hydrophilic groups (-OH, 

-CONH-). Some commercially available CM can 

crystallize at low temperature and must be dis-

solved again before use by warming up.

Property Significance

Solubility Maximum possible concentration; where applicable, need to dissolve
crystals in warmth before use

Viscosity Rate of injection; infusion. Highly viscous solutions can impair 
microcirculation in selective angiography

Osmolality Pain in some angiographic indications; endothelial damage; arachnoiditis(?)
in myelography; bradycardia in cardioangiography; hypervolemia after very
rapid i.v. injection at high dose; diueresis

Lipophilicity, absence 
of hydrophilia 
(of ionic CM)

General reactions (nausea, vomiting, allergy-like reactions) more frequent,
particularly at high dose and on rapid injection; protein binding, prevention
of glomerular filtration; tubular secretion; biliary elimination; permeation
through cell membranes, enteral absorption

Electric charge Improvement of solubility; increases the hydrophilia; epileptgenicity

Table 4. The most important physicochemical properties of water-soluble, iodinated CM

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_5
© The Author(s) 2018

http://crossmark.crossref.org/dialog/?doi=10.1007/978-3-662-56465-3_5&domain=pdf
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Viscosity/Temperature
Viscosity is a measure of the flow prop-

erties of a solution and is expressed in 

millipascal second (identical with the old-

er unit centipoise). It strongly increases 

with increasing concentration and falling 

temperature (figs. 8, 9). The viscosity of 

the different CM is different at the same 

iodine concentration and same tempera-

ture (table 2).

This clearly affects the maximum injec-

tion speed, if, e.g., narrow catheters or 

thin needles are used or if the injection of 

greater volumes is necessary. Injection 

speed can be given in mg iodine/ second, 

as this is the parameter which determines 

contrast (table 5).

Osmolality
Osmotic pressure

The osmotic pressure of a solution can be 

calculated in two different units, osmolarity 

and osmolality. The osmolarity is the con-

centration of osmotically active particles 

in relation to the volume of a solution. In 

the case of nonelectrolytes, it is identical 

to molarity; for dissociated substances ≙ 
molarity times the number of ions in one 

mole; given as osmo/L solution.

100 200 300 400 mg Iod/ml
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0

mPa • s (=cP)

Fig. 8. Viscosity of Ultravist in relation 
to its concentration
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20° C
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30

mPa • s (=cP)

Fig. 9. Viscosity of Ultravist-370 in relation 
to temperature

10

25 30 40° C35

Table 5. Maximum possible injection speed 
through an 5F headhunter catheter, contrast 
medium temperature of 37° C; n = 20 per contrast 
medium [17]

mg Iod/s

Ultravist-300 2027

Iopamidol-300 1974

Ominipaque-300 1753

Ominipaque-350 1477
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Osmolality describes the concentration of 

solute per kg of water. The osmolality of 

CM solutions is expressed in milliosmol/kg 

water, in megapascal or in atmospheres 

(1,000 mosm/kg = 2.58 MPa = 25.5 at). It is 

approximately proportional to the num-

ber of freely mobile particles (molecules, 

ions) per kg water. The osmolality of CM is 

dependent very much on the concentra-

tion and only slightly on the temperature 

(fig. 10). Different CM can display greatly 

diverging osmolalities at the same con-

centration of iodine.

Hydrophilia/Lipophilia
The lipophilia of iodine-containing CM ac-

ids or of nonionic CM is calculated from 

their distribution between a solvent (oc-

tanol, butanol) which is not miscible with 

water and an aqueous buffer with a pH 

value (distribution coefficient) close to that 

of blood or tissues (fig. 11). The electrical 

charge (acid group) and the oxygen and 

nitrogen atoms in the side chains reduce 

the lipophilia of tri-iodobenzene, while 

methyl groups in the side chains increase 

it. CM for urography, angiography, CT and 

myelography should display as little lipo-

philia as possible.

For ionic contrast media, a correlation was 

found between lipophilia and certain types 

of side-effects. This correlation was even 

more obvious when the degree of binding 

of the contrast media to plasma proteins 

was measured rather than lipophilia.
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Fig. 10. Relationship of the osmolality of Ultravist 
to the CM concentration
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Fig. 11. Partition coefficients of different CM 
between n-butanol and buffer with pH 7.6
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Nonionic contrast media are generally very hydro-

philic. Their binding to plasma proteins is minor and 

does not correlate with lipophilia (table 2). The latter 

is measured as a distribution coefficient (fig. 11). It 

would seem that hydrogen bonds and other factors 

play a larger role regarding protein binding and tol-

erance. Undoubtedly, the tolerance of these sub-

stances is also influenced by factors which cannot 

be measured physicochemically. Cholegraphic CM 

and particularly the oral ones must be very much 

more lipophilic to fulfill their purpose.

Electrical charge
Originally, water-soluble CM were salts of iodin-

ated organic acids. A contrast-producing iodinat-

ed anion in solution carries one or two negative 

charges, whereas a non-contrast-producing cat-

ion (e.g., sodium, meglumine) carries one positive 

electrical charge. Although cations do not directly 

enhance radiographic imaging, they are essential 

for improving the solubility of iodinated acids and 

for attaining physiological pH values. Only acidic 

CM are effective as biliary contrast media, since 

only they are eliminated quickly enough by means 

of a hepatic anion transport mechanism.

For all other indications, the new electrically neu-

tral, nonionic CM have proven more suitable: the 

cations of CM salts unnecessarily increase the os-

molality of the solutions and cause additional, gen-

erally undesired effects. The CM ions disturb the 

electrical potential on cell membranes. Electrical 

charge is the cause of a host of unwanted interac-

tions of CM with the organism.
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Specific gravity/Density
Concentrated CM solutions are of consid-

erably higher density than water (table 6). 

The higher density is almost exclusively 

related to the heavy element iodine. In as-

sociation with viscosity, the density of CM 

complicates their miscibility with physio-

logical NaCl solution or blood.

 

Others
Several other properties of X-ray contrast 

media are also of substantial significance. 

Binding to biomolecules can be mediated 

not only by the electrical charge and lipo-

philic groups but also by hydrogen bonds 

(fig. 12). Hydrogen bonds are responsible 

for the spatial arrangement of polypeptide 

chains (folding) and nucleic acids (helix). 

In many cases they determine the func-

tionality of the macromolecule. The 

association of X-ray contrast me-

dium molecules with each other in 

concentrated solution must also be 

due primarily to hydrogen bonds.

Further relevant properties include 

the high density (the high specific 

gravity) of concentrated contrast 

medium solutions, which hinders 

the mixing of aqueous solutions with 

blood, the (minimal) buffering capac-

ity, which ensures rapid assimilation 

of the contrast medium pH to blood 

pH, and the powerful absorption of 

UV light, which is responsible for the 

light sensitivity of iodinated X-ray 

contrast media.

mg Iod/ml Densitiy kg/L

20° C 37° C

Water 0.998 0.993

Ultravist 150 1.154 1.158

240 1.263 1.255

300 1.328

370 1.409 1.399

Iopamiron 200 1.223 1.216

300 1.332

370 1.415 1.405

Omnipaque 240 1.418 1.264

300 1.343

350 1.457 1.391

Isovist 240 1.285 1.269

300 1.353 1.344

Iopentol 300 1.332

Ioversol 300 1.348

320 1.370

Table 6. Density of different nonionic X-ray 
contrast agents at 20° and 37°C.
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PHARMACEUTICAL PRODUCT QUALITY

Practical information at a glance

Proper storage of 
contrast media

– in a dark place (e.g. in a cupboard)
– at room temperatures (15-25° C)
– in a warming cabinet at 37° C for no longer than 
   3 months

Observation of 
expiry dates

– shelf-life of established contrast medium products 
   usually is up to 5 years 
   (as for other pharmaceutical products)
– expiry dates displayed on the packaging must 
   be adhered to

Examination of the CM 
solution before use

– remove outer packing only shortly before use
– check clearness of solution 
   (no discoloration, no cloudiness, no precipitates)

Cystallization 
found in solution

– can occur at low temperatures (in winter), heat CM
    solution briefly to 80° C before use; do not use if not 
    completely dissolved

CM solution with 
high viscosity

– heat solution to 37° C, this reduces viscosity and 
   allows solution to drawn up better

Risks of microbial 
contamination

– do not keep opened vials and ampoules longer than 
   one working day after first use; discard all remains at  
   the end of the day

Resterilization of 
the CM solution

– do not resterilize opened containers

Transfer into 
sterile containers

– do not pour CM solution over the unsterile lip of the 
   original container, keep it covered, and do not return 
   it to the original vial

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_6
© The Author(s) 2018

http://crossmark.crossref.org/dialog/?doi=10.1007/978-3-662-56465-3_6&domain=pdf
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Purity of the active ingredient, by-
products and degradation products
Because of the high doses employed - which can 

exceed 100 g of substance per patient and examina-

tion – very high demands are made on CM in terms 

of chemical purity. The molecular structure of the 

CM substance is confirmed by NMR (nuclear mag-

netic resonance), , IR (infra red), MS (mass spec-

trometry) and UV (ultraviolet)  spectra (fig. 13a-e).

In addition, contrast media are tested for foreign 

substances using thin-layer chromatography 

(fig. 13e) and high-pressure liquid chromatography 

(HPLC) to identify any by-products originating from 

synthesis [18, 19]. The total iodine content is cal-

culated by means of micro-iodine determination 

following wet combustion of a sample; the active 

ingredient content is determined by spectral photo-

metric measurement or HPLC.

10,0 8,5
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The prescribed values for CM content 

are 98-102 %. In addition, tests for purity 

are performed using suitable customary 

pharmacopoeia methods: these include 

evaluation of color, clarity and pH of the 

test solution; water content, sulfate ash, 

and heavy metal contamination and tests 

for anorganic iodide and aromatic amine; 

TLC (thin-layer chromatography) for for-

eign substances. Nonionic CM are also 

tested for ionic contamination by measur-

ing their conductivity.

Two particular reactions are of impor-

tance with regard to the storage of CM 

solutions: hydrolysis of amide bonds and 

cleavage of iodide [20].
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Fig. 13b. 13C-NMR-spectrum of Iopromide in DMSO at 75.5 MHz
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Hydrolysis is suggested either by (addi-

tional) free carboxyl groups occurring at 

the aromate (with a strongly acidic reac-

tion) and aliphatic amines or by the oc-

currence of aliphatic carbonic acids and 

aromatic amines.

Cleavage of iodine from the aromate leads 

to an increase of iodide in the solution; no 

elementary iodine is released. Degrada-

tion reactions of CM usually manifest as 

changes in pH.
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Formulations
X-ray contrast media are usually offered 

as ready-to-inject aqueous solutions with 

the exception of Lipiodol and barium sul-

phate. Attention must be paid to the fol-

lowing properties with regard to use:

• type and amount of the CM substance,

• where applicable, type or mixture 

of salts,

•  iodine concentration in the solution 

in mg/ml.

 

However, it has to be kept in mind that the 

concentration of the active ingredient in 

the CM solution alone rarely allows pre-

dicting opacification.

Additives
In addition to the CM substance and 

water, the finished preparations also 

contain pharmacologically relevant ad-

juvants. CaNa
2
EDTA (calcium disodi-

um ethylene-diamine tetraacetic acid) 

is pharmacologically virtually inactive in 

the concentrations used. It is employed 

as a stabilizer to prevent iodide release 

from the organic bond caused by heavy 

metal catalysis, e.g., by traces of Cu2+. 

Sodium EDTA used to be added for this pur-

pose, but its calcium-binding property led to 

a reduction of cardiac contractility in cardio- 

angiography.

Extinction

Fig. 13c. Infrared spectrum of Iopromide in KBr
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This effect is not observed with CaNa
2
EDTA [21]. 

Formulations of the nonionic CM Ultravist and 

Omnipaque contain 0.1 mg/ml CaNa
2
EDTA.

Buffers can be added to stabilize the pH of CM 

during storage. Tris and carbonate buffers, of 

which only low concentrations are required, are 

particularly suitable. The pH of CM solutions is 

approximately in the physiological range. The 

buffering effect is only slight.

After injection, the pH quickly adapts to that 

of blood. The formulations of Omnipaque and 

Ultravist contain 1.21 and 2.42 mg/ml Tris, re-

spectively, with chloride as the counterion.

Preservatives (parabenes) may be present in 

CM for retrograde urography, while oral CM for 

examinations of the GI tract may contain fl avor-

ing agents and emulsifi ers.

Fig. 13e. Thin-layer chromatogram of iopromide on 
a silica gel plate 60F-254 (Merck). Solvent: diox-
ane (85)-water (15)-ammonia (4). Amounts applied 
from left to right: 200 μg, 100 μg, 50 μg, 1 μg, 50 μg, 
100 μg, 200 μg. Photograph taken at 254 nm

220

Extinction

Fig. 13d. Ultraviolet spectrum of iopromide in 
water (24 μg iopromide/ml slice thickness = 1 cm)
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Microbiological quality of the fi nished 
product
Production under controlled environmental 

conditions

The manufacture of solutions for injection and 

infusion requires special hygienic measures de-

termined by the production facilities, the tech-

nical equipment and the workers’ competence.

Manufacturers must meet not only internation-

al and national legal regulations and guidelines 

for pharmaceutical products, but also the much 

stricter requirements for the production of X-ray 

contrast media (fi g. 14 a-f).
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Further reduction of microbiological contamination 

is achieved by dividing the entire working area into 

cleanliness classes:

Designing production rooms as differently con-

trolled areas aims at preventing possible particular 

and microbiological impurities and cross-contami-

nations while producing contrast media:

CRCA: Clean room Class A – rooms for hazard-

ous work processes (aseptic production and filling, 

irrelevant for production of final sterilized products)

CRCB: Clean room Class B – surrounding area of 

CRCA in case of aseptic production and filling

CRCC: Clean room Class C – Filling of solutions 

without extraordinary risk of particulate matter and 

microbiological contamination

CRCD: Clean room Class D – production of 

bulk-solutions without extraordinary risk for micro- 

biological and particulate matter contamination

An air-conditioning system regulated centrally via 

microprocessor provides for the necessary envi-

ronmental conditions at the individual workplaces. 

In aseptic working zones, laminar-flow units - spe-

cial filter units – in addition to the conventional ster-

ile air supply protect the product from the risk of 

contamination by man and environment.
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Fig. 14a. Production of solutions and temporary storage

Fig. 14b. Ultrafiltration facility

Fig. 14c. Infusion bottle line - filling machine under laminar flow
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Fig. 14d. Electronic control of infusion bottles

Fig. 14e. Sterilisation Fig. 14f. Visual control of infusion bottles
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Mechanical production lines have been automated 

as much as possible to reduce the risks which can 

arise through direct contact between staff and prod-

ucts during these procedural steps. Examples are 

computer-controlled cleaning processes for clean-

ing agitators, pressure tanks and other equipment.

Strict observance of all pharmaceutical rules and 

the proper use of technical equipment require qual-

ified staff consisting of pharmacists, engineers, 

technicians and skilled workers, who undergo reg-

ular training and thus apply the latest scientific and 

technical insights.

Production process

Table 7 provides a simplified schematic production 

flow of CM manufacture.

Of interest here is the number of steps in the pro-

duction. Each production step is followed by a pro-

cess control step to ensure that a given production 

step has been carried out as specified before the 

next step is initiated . Thus, the sum of the results of 

the individual process control steps describes the 

quality of the finished product and says more about 

it than the finished article or final control, the result 

of which can only be based on selected samples.

Let’s just follow the production flow described in 

table 7:

The ingredients and packing material are checked 

as they come in and, after release by quality con-

trol and cleaning of the outer surfaces, are packed 

on pallets for intermediate storage.
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The amounts of active substance and adjuvants 

specified in the prescription for a batch of the re-

spective preparation are weighed in a weighing cen-

ter and the data documented via an automatic con-

trol system. After an identity check, the substances 

are brought in special containers to the make-up 

rooms and dissolved in a stirring apparatus.

The various chemical and physical data of the test-

ing standard are checked before the solution under-

goes sterile filtration. During filtration, all micro-or-

ganisms and contaminating particles are sieved out 

of the solution. Particles down to a size of a 5,000th 

of a millimeter can be filtered out. After this step, 

the solutions are ready for filling and are led into the 

filling plant via a special system of pipes.

 Contrast medium 
 substance 
 (active ingredents 
 and excipients)

 Input check

 Weighing

 Process control

 Fully demineralized water

 Process control

 Distillation

 Process control

 Solution production

 Process control

 Prefiltration

 Ultrafiltration

 Process control

 Intermediate storage

 Primary container

 Input check

 Distillation

 Cleaning

 Process control

 Sterile filtration/Filling

 Process control

 Sealing

 Sterilization

 Process control

 Optical control

 Quarantine/Final control

 Labelling/Packing

 Release check

 Dispatch

 Sealing material

 Input check

 Cleaning

 Process control

 Labels/Packing material

 Input check
Table 7. Production flow scheme of contrast media
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Vials are cleaned, for instance by ultrasound, ster-

ilized, filled and sealed in a special cleaning, filling 

and sealing machine. The process is accompanied 

by a check on the amount filled.

Although the fact that the production rooms are 

aseptic means that filling can take place without 

contamination from the environment, the filling ma-

chines are further protected by a laminar-flow ar-

rangement. The filled and sealed containers under-

go final sterilization in steam autoclaves.

Finally, all filled products are examined for possible 

particulate contamination.

Optical inspection can be done fully automatically 

or visually. Visual inspection is performed by specif-

ically educated staff. During the inspection, the ob-

jects rotate in front of an illuminated background and 

are observed through a magnifier. Different options 

exist for fully automatic inspection:

• Measurement of attenuation of light intensity 

caused by particles using an Evaporative Light 

Scattering Detector (ELSD) 

• Evaluation of photographs of the rotating probes

• A combination of the above

The final medical product batch is then transferred 

to a quarantine storage house and approved for 

packaging after a final control by the pharmaceuti-

cal quality management.
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Sterile filtration, ultrafiltration and sterilization

All starting materials, such as active ingredients, 

pure water, containers and stoppers, are constant-

ly checked for microbial contaminations.

Sterile filtration of the solutions and sterilization of 

the filled containers ensure the necessary sterility. 

In addition, what is known as molecular or ultrafil-

tration can be performed. This process is used in 

the production of contrast media like Ultravist and is 

able to retain molecules above a molecular weight 

of 10,000 D. It ensures that not only micro-organ-

isms but also their high-molecular-weight metabol-

ic products including pyrogens are withdrawn, re-

sulting in a distinct reduction of the particle content 

in the lower micrometer range. In addition, the CM 

solution passes through a sterile filter while it is be-

ing filled into the vials.

Finally, the finished, firmly sealed individual con-

tainers are autoclaved for 20 min at 121° C. The 

containers are heated for the shortest possible 

time by superheated steam and cooled again 

quickly by being sprayed with water. This is import-

ant because the chemical stability of the CM is lim-

ited at such high temperatures.
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Sterility test

Sterility testing is done to check whether micro-or-

ganisms capable of multiplication can be demon-

strated in the final product. Sterility is tested us-

ing the Millipore-Steritest system for two culture 

media. The contents of 20 containers from each 

batch manufactured in the production line under-

go membrane filtration via the Steritest system: the 

membrane, which has an average pore diameter 

of ≤ 0.45 µm, retains any micro-organisms present.

The contents of each container are distributed 

evenly to two filter units and filtered. One filter is 

then coated with the culture medium casein-pep-

tone/soyapeptone bouillon, the other filter with 

thioglycolate medium. The entire filter units are in-

cubated for 10 days to allow micro-organisms to 

grow. At the end of the incubated period, the fil-

ter units are checked for macroscopically visible 

growth (turbidity). The sterility requirements are 

fulfilled when the culture media remain clear after 

brief shaking.

Test for pyrogens

Fever reactions can occur in humans and animals 

after parenteral administration of injection and infu-

sion solutions. The reactions are frequently caused 

by microbial metabolic and degradation products 

or endotoxins (constituents of the cell walls of 

gram-negative bacteria). These fever-produc-

ing substances with a chemically heterogeneous 

structure are known as pyrogens.
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The commonest internationally used test to de-

tect and quantitate endotoxic contamination by 

gram-negative bacteria in drugs is the LAL (limu-

lus amebocyte lysate) test, which is described in 

detail in the relevant pharmacopoeias. It is named 

after the horseshoe crab Limulus polyphemus, be-

cause the amebocyte lysate of its blood is used in 

the test.

 

Different techniques can be used to perform the 

LAL test:

• Gel-clot method (based on gel formation)

• Turbidimetric method (based on turbidity after 

cleavage of an endogeneous substrate)

•  Chromogenic method (based on colour 

formation after cleavage of peptide chromogen 

complex)

The LAL test, an in vitro pyrogen test, is a limit-

ed alternative to the rabbit test, which is an in vivo 

pyrogen test to detect pyrogenic contamination in 

drugs.

Rabbits react quickly to the slightest pyrogenic im-

purity in an intravenously injected solution with an 

increase of body temperature. The method of test-

ing is described in detail in the relevant pharmaco-

poeias. Although the rabbit test is not mandatory in 

Europe and the US anymore, it is still used in some 

countries. The LAL test is limited by the fact that 

it is only able to specifically demonstrate bacterial 

endotoxins. The latter are the most common impu-

rities with the highest pyrogenic activity.
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Preservation of product quality in 
hospitals and practices
After filling and sterilization, the CM undergo a final 

and thorough quality check. After manufacture, it 

may be a while before the products are actually 

used − a period in which the products are transport-

ed and stored under varying conditions. Finally, the 

vials are opened or the stoppers are pierced, and 

the CM solution is drawn up directly into syringes 

or automatic injectors. It may be infused through 

an infusion kit or transferred to another container. 

The content of a vial is to be used up immediately 

after opening.

Transport, storage and handling during use may 

impair the quality of a CM solution. A number of 

influences to which the products may be exposed 

after the final control by the manufacturer have 

been simulated in the laboratory and examined for 

their effect on the quality of the solutions. The user 

should always recheck the clarity of the solution 

immediately before use (see page 38).

Stability in long-term storage and at different 

temperatures

One of the most important checks on CM solu-

tions concerns their long-term stability. To ensure 

high quality up to actual use, every effort is made 

to develop the CM formulation and to choose the 

container materials in such a way that storage un-

der normal conditions is possible for up to 5 years. 

Since insufficient experience is usually available 

at the time a new product is introduced to be able 

to prove such sustained stability; an expiry date 

on the order of 2 or 3 years is usually stated as a 

precaution.
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The stability of CM is satisfactory at room tempera-

ture (15-25° C); there is no need to store the prod-

ucts in a cool place unless this is expressly men-

tioned on the label. Ionic CM (Gastrografin, etc.) 

can crystallize at temperatures close to freezing 

point, e.g., during transport in winter.

The crystals are usually easily recognizable and 

can be dissolved again in the unopened vial by 

brief heating to a maximum of 80° C. Contrast me-

dia generally tolerate such brief heating without 

any problems, since they are heated to 121° C for 

20 min after manufacture for final sterilization. The 

same naturally applies to warming the solution to 

body temperature before use to improve tolerance. 

Renewed sterilization of solutions from opened 

containers is not permitted.

Although prolonged storage (for months or years) 

at higher temperatures (e.g., 30° C) does not re-

sult in surpassing the limits of the product’s quality 

specifications, it should be avoided because higher 

temperatures accelerate degradation reactions.

Appearance alone does not always allow the user 

to recognize CM which no longer meet the quali-

ty specifications. Typical analytical changes are a 

decreased pH and an increase of iodide and deg-

radation products. Discoloration, turbidity and sed-

imentation can be recognized with the naked eye 

and indicate imperfect quality.
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When stored correctly, i.e., protected 

from light and X-rays, and when observ-

ing the limits for storage temperature and 

duration, the critical values listed in ta-

ble 8 will not be exceeded. Ultravist-240, 

Ultravist-300, and Ultravist-370 are still 

stable even after storage for several years 

at temperatures of both 20° C and 30° C 

(table 9).

Sensitivity to irradiation and light: white 

glass, brown glass, and UV-protective foil

X-ray contrast media are sensitive to light and, to 

some extent, also to irradiation. They should be 

stored in the dark and for only a limited time close 

to X-ray units.

Although brown glass or UV-protective foil pro-

vides some protection against light, it has the major 

disadvantage that any particles which may occur 

(fragments of the stopper, crystals) are less easy to 

recognize. It is for this important reason that con-

tainers made of colorless glass are preferred.

pH value 6.5–8.0

Free amine ≤ 0.1 %

Iodide ≤ 75 µg/ml solution

Color ≤ color of comparison 
solution B5 or BG5 or G5

Content of active 
ingredient

≤ 95–105 %

Table 8. Quality features and their threshold 
values with Ultravist-240 as the example

Storage 
period

Iodide 
(μg/ml)

pH 
value

Substance 
content as %

20° C 30° C 20° C 30° C 20° C 30° C

Ultravist-240 
50 ml

0 
24 months

1 
6

 
11

7.62 
7.51

 
7.50

100 
 99

 
 99

Ultravist-300 
50 ml

0 
24 months

3 
6

 
14

7.52 
7.34

 
7.23

100 
 99

 
100

Ultravist-370 
50 ml

0 
24 months

3 
13

 
35

7.30 
7.29

 
7.09

100 
 99

 
 99

Table 9. Stability data of different formulations/ strengths of a nonionic CM
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Because usually the glass is color-

less, however, it is especially import-

ant that the outer packing (carton 

etc.) not be removed until shortly 

before use or that the CM be stored 

in a dark place, e.g., in a cupboard. 

During normal manipulation and 

use, exposure to light of normal 

room brightness (approx. 600 lux, cf. 

fig. 15) is not critical, but exposure to 

sunlight must be avoided.

The sensitivity to X-ray irradiation is 

quite low. Irradiation of up to 10 rd 

produced no relevant effect on ei-

ther Urografin or Ultravist (table 10).

1 2 3 4
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0

Fig. 15. Release of Iodide from 3 different CM 
stored in a 50-ml clear glass vial and illuminated
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1

Iodide μg/ml

Days at 600 lux

Description 
Color

pH 
value

Iodide 
(μg/ml)

Free amine 
(%)

Urografin 30 % 
Nonirradiated

clear, colorless solution; 
< G6

6.63 3.7 0.006

Urografin 30 % 
1 rd irradiated

Unchanged 6.62 3.6 0.004

Urografin 30 % 
10 rd irradiated

Unchanged 6.62 3.6 0.006

Ultravist-300 
Nonirradiated

clear, colorless solution; 
G6

7.60 2.5 0.017

Ultravist-300 
1 rd irradiated

Unchanged 7.60 3.2 0.017

Ultravist-300 
10 rd irradiated

Unchanged 7.60 3.3 0.018

Table 10. Effects of X-ray irradiation on CM solution
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Tests for contamination with particles

Particles in the X-ray CM solution must be avoided 

at all costs. They represent one of the most se-

rious problems in the manufacture and handling 

because X-ray CM − unlike most infusion solutions 

− are injected not only intravenously but some-

times intra-arterially into the vessels of highly sen-

sitive organs [22]. After their production, CM are 

checked very carefully for their content of the most 

minute particles. Particles subsequently occurring 

in closed containers may be CM crystals, which 

appear in individual solutions when kept at tem-

peratures close to or below the freezing point. Un-

opened vials containing noncrystalline flocculation 

and unopened nonionic CM vials containing crys-

tals or sediments are to be returned to the man-

ufacturer immediately. Crystals − when caused 

by storage at low temperature − can be dissolved 

again as described on page 38.

Contamination with particles can occur upon re-

moval of the CM from the original container [23]. 

One possible cause is fragmentation of the stopper 

material. The punching-out of rubber particles and 

the formation of rubber shavings cannot be fully 

avoided when a rubber stopper is pierced by a can-

nula. This also applies, of course, to the sticker of 

infusion kits, although the kits offered by some man-

ufacturers are fitted with appropriate fluid filters.

For testing purposes, stoppers were fitted to nor-

mal vials and pierced with cannulas. After a total of 

20 stoppers were each pierced 5 times, i.e., after 

100 piercings, the fragments are washed off, iso-

lated on membrane filters and then counted.
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Comparative studies show that fragmentation is 

essentially dependent on the quality of cannula 

sharpening and cannula caliber.

Other factors with a less marked effect on frag-

mentation include stopper geometry, especially the 

thickness of the membrane that is pierced, and the 

stopper elastomer, its content of filler and hardness.

Handling also has a considerable influence. For ex-

ample, care must be taken to never insert the can-

nula in exactly the same place twice when multiple 

doses are removed. Since most CM are offered as 

so-called single-dose preparations, however, this 

risk is avoided.

Even the shape in which the cannula is ground is 

important. Only cannulas ground to an acute or 

moderately acute angle should be used for pierc-

ing stoppers. Cannulas ground at an obtuse angle, 

e.g., those used as indwelling venous cannulas, 

increase the rate of fragmentation considerably. It 

goes without saying that the ground surface must 

be perfect. Cannulas which have become blunted, 

e.g., because they have been used several times 

and have hit the bottom of the vial, should be dis-

carded.

The fragmentation rate obviously increases with 

the caliber of the cannula. Fragmentation of the 

stoppers increases decisively between 16G and 

18G cannulas.
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There is a temptation to use a larger cannula to 

shorten the time taken to draw up the solution, 

particularly when, for example, 50 ml of a relatively 

viscous CM solution is required. Instead, it is possi-

ble to reduce viscosity by about a half by warming 

the solution to 37° C. Moreover, so-called combi 

stoppers need not be pierced and, instead, can 

be removed after tearing off the flanged cap. Of 

course, the solution can then only be drawn up with 

a syringe or with the syringe of a high-pressure in-

jector. In the interest of sterility, the solution should 

not be poured out over the lip of the vial.

Finally, there is also a possibility of particle 

contamination from syringes and catheters, 

and this is likewise very difficult to detect.

Risks of microbial contamination

Tri-iodinated CM were originally developed 

from antibacterial substances. The ionic CM 

still on the market have distinct antimicrobial 

activity, at least in the customary high con-

centrations of  300 mg I/ml or more. This ef-

fect is attributable to two factors:

• the high osmolality and

• a residue of chemotoxicity.

In contrast, nonionic CM are a good culture 

medium for fungi and bacteria because of 

their chemical composition and tolerance [24].

The behavior of micro-organisms in a non-

ionic CM solution was studied in various 

Ultravist solutions (fig. 16). Six specimens 

of different groups of micro-organism were 

used as representatives of a broad spectrum 

of pathogens.

2 4 6 8

Fig. 16. Development of Candida albicans and 
Pseudomonas aeruginosa in aqueous solutions 
of a nonionic CM (Ultravist) at room temperature 
over a period of 14 days (incubation time)
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The risk of microbial multiplication and spoiling of 

the product were simulated by artificial contamina-

tion in a model experiment:

Three of the 6 types of micro-organisms grew in 

Ultravist solutions:

• Pseudomonas aeruginosa (gram-negative 

bacterium, rod-shaped bacillus)

• Candida albicans (fungus, yeast)

• Aspergillus niger (fungus, mold).

The growth of Staphylococcus aureus (gram-

positive bacterium, coccus) was inhibited. The 

Ultravist solution had no effects on gram-positive, 

sporiferous bacteria: Bacillus subtilis (aerobic) and 

Clostridium sporogenes (anaerobic). Neither an 

increase nor a decrease of the germ count was 

found for these organisms.

The risk of microbial contamination of the CM in 

the production zone can be kept low if, during the 

manufacture, filling and sterilization, the time be-

tween making up the solution and subsequent an-

timicrobial treatment is kept as short as possible.

 

The following advice applies to the use of nonionic 

CM in particular:

• Careful avoidance of contamination of solutions 

and materials which come into contact with the 

solutions.

•  Opened vials and ampoules to be used up in the 

course of one examination session if possible; 

keep for no longer than one working day after 

opening or removal of the first dose.

• All remains to be discarded at the end of a day 

to prevent their subsequent use.
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Microbial contamination of CM solutions 

can, of course, only be recognized mac-

roscopically at a very late stage. Fungal 

infection is characterized by a cloud of 

suspended particles resembling a cotton 

swab (fi g. 17).

Transferring the contrast medium 

to sterile containers, disposable 

syringes, automatic injectors

Apart from the primary container, CM al-

most invariably come into contact with 

other containers, with syringes, tubes, 

catheters, injection needles, etc.

Transferring to sterile containers

Some X-ray examinations must be per-

formed under absolutely aseptic condi-

tions. In these cases, the CM is trans-

ferred to, for example, sterile containers, 

since the unsterile outer surface of the 

original container would be a possible 

source of contamination. Measures to be 

followed here are:

• The CM solution should not be poured over the 

unsterile lip of the original container, but should 

be removed with a large-caliber cannula after 

complete removal of the stopper.

• The solution should be covered to prevent dry-

ing-out with crystal formation.

• Stability in an open container is, of course, 

limited to a short time; under no circumstances 

should solutions be returned to the original vial.

Fig. 17. Example of a microbially contaminated 
contrast medium solution. About 10 yeast cells 
were injected through the rubber stopper into the 
previously sterile contrast medium vial and then 
kept for about 3 weeks at room temperature. The 
development and maintenance of a fungal myce-
lium are promoted by the viscosity of the solution
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Drawing-up into disposable syringes or 

automatic injectors

When CM solutions are being drawn up from the 

original container into disposable syringes or filled 

into the syringes of high-pressure injectors, there 

exists − as with all opened vials − the risk of mi-

crobial contamination and subsequent multiplica-

tion as well as the possibility that ingredients of the 

plastic material or plunger will diffuse into 

the CM solution [25]. In all cases, the CM 

should not be drawn up into the syringes 

until immediately before use.

Table 11 shows a particularly unfavor-

able example. Constituents able to diffuse 

have been identified as 2-mercaptobenzo-

thiazole and 2-hydroxyethylmer cabo ben-

zothiazole. They reach concentrations of 

up to several µg/ml.

Use of large-volume CM bottles

For intravascular CM investigations, large-volume 

bottles (500 ml) are sometimes used for reasons 

of economy, easier handling and better radiation 

protection of staff. The contrast media are admin-

istered with automatic injectors or infusion pumps, 

which are filled from the 500 ml bottles using ap-

propriate transfer systems. Intentionally unfavor-

able conditions such as touching the surface of the 

stopper or the mini-spike with the fingers were cre-

ated in carefully designed studies but even these 

conditions caused only minimal contamination of 

the contrast media. No proliferation of micro-or-

ganisms in Ultravist was observed within 24 hours 

[26, 27]. Likewise, under the conditions of angiog-

raphy, no relevant microbial contamination had ap-

peared by the end of the angiographic examination 

when Ultravist was left in open containers [27].

Hours E280 nm pH

00 0 6.8

01 0.05 6.7

02 0.10 6.3

04 0.16 6.6

0  7.5 0.29 6.2

22 0.57 6.3

24 0.58 6.4

Table 11. Alteration of an unbuffered aqueous 
solution in a disposable syringe caused by sub- 
stances entering the solution from the syringe 
material and absorbing at 280 nm
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PHARMACOLOGICAL 
PROPERTIES OF CM

Biochemical-pharmacological 
properties
Contrast agents influence the human organism not 

only because of their physical properties such as 

osmolality, viscosity and hydrophilicity but also be-

cause of their special chemical structure. Contrary 

to former beliefs, effects are not induced by free io-

dine, but by the contrast medium molecule. Hemo-

dynamic, neurological and pseudoallergic effects 

are partially attributable to the chemical structure 

of contrast media molecules.

Several biochemical reactions are more or less re-

lated to the general tolerance of XCM.

Protein binding

Contrast agents show variable binding to albumin 

in blood plasma after intravascular administration. 

Albumin binding is strongly enhanced by a free/ un-

substituted position five of the benzene ring, which 

is intentionally the case in intravenous cholegraph-

ics. Those substances show an albumin binding of 

up to 90 % [28].

All uroangiographic contrast agents in use today 

are substituted in position five of the benzene ring 

and possess additional hydroxyl groups (-OH) and 

other hydrophilic groups (-CON), which make pro-

tein binding practically impossible.

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_7
© The Author(s) 2018
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The following percentages of plasma protein bind-

ing were found in a large comparative study: 14 % 

for the ionic dimeric ioxaglinic acid, 8.8 % for the 

ionic diatrizoic acid, and 4.3 % and 1.8 % for the di-

meric nonionic contrast agents iodixanol and iotro-

lan. The nonionic iopromide showed an extremely 

low binding of < 1 % [29].

Complement activation

Many clinical observations and experimental stud-

ies showed XCM to be able to activate factors of 

the complement system, the kinin system, other 

mediators, and eventually the blood coagulation 

system as well as the fibrinolytic system.

A radioimmunoassay (RIA) study shows that differ-

ent ionic and nonionic contrast agents may in vitro 

activate fraction C3 of the complement system and 

additionally release anaphylatoxin C3a and C5a 

[30].

The exact mechanism of complement activation is 

still debated. However, it appears to occur without 

involvement of Ig-complexes via the alternative 

pathway [31].
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Enzyme inhibition

Plasma enzymes such as ß- glucoronidase, 

lysozyme, alcohol dehydrogenase and  glu-

cose-6-phosphate dehydrogenase are unspecifi-

cally inhibited by binding with CM, without this inhi-

bition being clinically relevant.

Conversely, inhibition of plasma acetycholinester-

ase by CM may contribute to pseudoallergic reac-

tions such as urticaria, gastrointestinal symptoms 

and vasodilatation.

A comparison of iopromide and iopamidol at con-

centrations of 0 to 40 mgl/ml showed the inhibition 

of acetylcholinesterase to be dose-dependent with 

15% inhibition at the highest concentration of both 

CM [32].

Angiotensin-converting enzyme (ACE) is equal-

ly strongly inhibited by ionic and nonionic XCM in 

in-vitro studies. Inhibition is determined by the che-

lates used as stabilizers in the contrast agents.

ACE of the pulmonary vascular endothelial surface 

inactivates bradykinin entirely through hydrolytic 

degradation during lung passage. Bradykinin is 

closely associated with anaphylactoid reactions to 

contrast agents [33].

Influence on blood cells 
The influence of XCM on red and white blood cells, 

on thrombocytes and the blood coagulation sys-

tem is complex and not yet fully understood. In vivo 

and in vitro studies often show divergent results.
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Red blood cells 

XCM cause variable, concentration-dependent 

osmotic shrinkage of erythrocytes, which is relat-

ed to physicochemical features of the substance 

and also to its chemical toxicity. Due to the os-

motic effect of the hypertonic blood-CM mixture, 

potassium and liquid pass from erythrocytes into 

the plasma. Metrizamide or iodipamide solutions 

of low osmolality modify the membrane  of eryth-

rocytes in such a way that they assume a spiky 

shape (echinocytes) [34, 35].

This transformation reduces the blood cell’s elas-

ticity and thus affects blood flow velocity through 

small capillaries. This effect is rarely observed af-

ter injection of nonionic XCM.

White blood cells 

After injection of iopromide and the dimeric ionic 

ioxaglate, the number of leukocytes dropped in pa-

tients who underwent arteriography. Nevertheless, 

the concentration of elastase, a sensitive marker of 

neutrophilic activation, remained constant. The re-

duction of leukocytes is most probably attributable 

to hemodilution [36].

Thrombocytes 

Chronos et al. [37] were the first to demonstrate in 

vitro that nonionic XCM are able to cause thrombo-

cyte degranulation. Furthermore, an increased se-

rotonin plasma concentration following a decrease 

of circulating thrombocytes in blood was observed 

in vivo after injection of ionic ioxaglate and nonion-

ic iopromide [38].
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Blood coagulation 

Nonionic as well as ionic X-ray contrast agents en-

gage in the blood coagulation system at various lev-

els, they particularly inhibit fibrin polymerization and 

thrombocyte aggregation. However, nonionic XCM, 

especially at low concentrations, have markedly 

weaker effects than ionic XCM of high or low osmo-

lality. The occasional observation of thrombus for-

mation in catheters or syringes during angiographic 

interventions performed with nonionic XCM led to 

the misconception that these agents are coagula-

tive. Nonionic contrast media are weaker anticoag-

ulants than ionic CM but still anticoagulants. They 

interact less with biological processes including co-

agulation than ionic XCM and are, therefore, better 

tolerable.

Nonionic contrast media rarely and weakly react 

with biomacromolecules, thus the effect on prolong-

ing blood coagulation is less marked compared with 

ionic XCM, as shown by blood examinations in ani-

mal models and patients [39, 40, 41]. Independent-

ly of the choice of the contrast agent the effect of 

catheters and syringes as well as the technical per-

formance of the examination in terms of triggering 

blood coagulation through contact activation has to 

be observed.



77

Histamine release 
The release of histamine from mastocytes in hu-

mans can trigger pseudoallergic reactions ranging 

from harmless skin reactions to life-threatening 

anaphylactoid shock.

Different nonionic XCM showed lower histamine 

release from rat mastocytes compared to ionic di-

atrizoic acid. At a contrast medium concentration of 

100 mg/ml, histamine release induced by diatrizoic 

acid was 77 % as opposed to only 3 % for iopromide 

(fig. 18). In humans, the effect of XCM on hista-

mine-packed mastocytes of the lung is lower upon 

rapid intra-arterial injection than upon intravenous 

administration.

This difference might be attributable to the fact that, 

after intra-arterial injection, the CM bolus passes 

other organs and becomes diluted before reaching 

the lung, whereas an i.v. bolus initially passes the 

lung capillaries at a high concentration.

Every contrast agent is able to 

increase the blood plasma’s 

histamine level soon after injec-

tion, but only for a few minutes. 

This increase is not mediated 

by complement activation [42].

10 20 30 40

Iopentol
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Diatrizoate

Fig. 18. Histamine release induced by contrast media
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Pharmacological-Toxicological 
Properties 
For risk assessment of new iodinated X-ray contrast 

agents, animal experiments had to be performed 

before clinical trials could be initiated. The toxico-

logical examinations correspond to those used for 

pharmaceuticals for single administration, i.e.

• Acute toxicity

•  Systemic tolerance when applied repeatedly for 

approximately 4 weeks

•  Genotoxicity

•  Reproduction toxicity

•  Local tolerance 

•  Examination to detect anaphylactic reactions 

Iodinated nonionic XCM are usually characterized 

by a low acute toxicity. The LD50 for dogs, rats 

and mice after i.v. administration of nonionic XCM 

is > 10 g iodine/kg. Investigations of systemic tol-

erance after repeated XCM administration are of 

great importance for risk assessment in humans. 

Specific organotoxic effects were not found in rats 

and dogs even after repeat i.v. injection of the high-

est examined dose (≥ 2.4 - ≤ 4 g iodine/kg) of non-

ionic XCM such as iotrolan, iohexol, iopromide and 

iopamidol over a period of 3-4 weeks. Repeated 

administration (3-5 weeks) of these XCM led to a 

dose-dependent vacuolization of epithelial cells of 

the proximal renal tubules starting at a dose of 1.4-

5.0 times the diagnostic dose. Those alterations, 

which were also observed for ionic contrast agents, 

did not impair renal function. Electron-microscopic 

studies with ioxaglate (7.5 g iodine/kg) indicate that 

high-grade vascuolization of epithelial cells of the 

proximal renal tubule does not lead to structural al-

terations of cell organelles [43].
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Tolerance limits

Contrast agents are highly concentrated aque-

ous solutions. A common product contains 

150-400 mg l/ml, corresponding to 300-800 mg io-

dinated organic molecule. Based on animal experi-

ments of acute toxicity including LD50 (mice, rats), 

subarachnoid administration, and vascular pain as 

well as extensive experiences in clinical practice, 

the following average and maximum doses are 

proposed for adults. The recommended dose of 

well-tolerated nonionic XCM in adults is on the or-

der of 1-2  ml/kg body weight (BW) (maximum dose 

3 ml/kg BW).

Apart from type and dose of XCM, acute toxicity 

is also influenced by the injection rate and pre-ex-

isting organic diseases, e.g., diabetes mellitus and 

renal insufficiency. This is to be taken into account 

when choosing the right dose.

 

Effects on the cardiovascular system

Effects on the cardiovascular system can be 

caused by: 

• Osmolality of XCM with rapid ionic and liquid 

shifts

• Chemical impact on the myocardium and 

cardiac conduction system

•  Release of vasoactive substances.

Rapid intravenous contrast agent injection has a 

direct impact on vascular walls, leading to vasodi-

latation and a drop in blood pressure with reflective 

tachycardia. In coronary angiocraphic examina-

tions, high doses of the contrast agent selectively 

reach the myocardium, which leads to depressive 

dose-dependent effects on cardiac contractility.



80

High-osmolar CM can cause bradycardia, which 

lasts longer in ischemic hearts. Causes of cardio-

toxic effects were investigated in experiments on 

dogs.

At 10-minute intervals, 0.3-0.4 ml XCM were di-

rectly injected into the aortic root of anesthetized 

laboratory animals until a lethal dose was reached 

or the experiment was aborted after 15 injections.

Solutions of ionic contrast media interfere with the 

ionic balance of the myocardium due to high os-

molality and binding of calcium [44]. Sodium salts 

had the highest cardiotoxicity. In a representative 

experiment, it triggered ventricular fibrillation after 

only 1-3 injections. Nonionic XCM have lower os-

molality and do not bind calcium. Therefore, they 

induced weaker cardiotoxic reactions such as low-

er influence on blood pressure in the aorta in ani-

mal experiments and are generally better tolerated 

in clinical coronary angiography [45].

Influence on renal function 

Important mechanisms of nephrotoxicity are dis-

turbances of renal perfusion and damage of glom-

eruli and tubular cells, which leads to proteinuria. 

Contrast agents cause these effects to a variable 

extent. Five tubular enzymes (ϒ-GT, ALP, LDH, 

AAP, N-acetyl-beta-D-glucosaminidase) showed 

a significant increase in activity in urine on the 

first day after injection of high- and low-osmolar 

contrast media, which indicates damage of tubu-

lar cells [46]. A significant reduction of renal blood 

flow was induced by 10 ml XCM solution in an iso-

lated perfused rat kidney.
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Studies on rats also showed excessive temporary 

decrease in renal plasma flow after injection of 

low-osmolar XCM with a concomitant decrease in 

partial oxygen pressure. No relationship with the 

osmolality of the contrast agent was identified [47].

 

Even high doses and concentrations of iodinated 

contrast media induce acute nephropathy in pa-

tients with normal renal function in less than 1 % of 

cases after i.v. injection and in 2-7 % after intra-ar-

terial injection [48, 49]. However, XCM injection can 

cause further severe deterioration of renal function 

in patients with pre-existing renal insufficiency, es-

pecially in association with insulin-dependent dia-

betes, high-grade proteinuria, cardiac insufficiency 

and high blood pressure. The chemotoxicity of the 

agent as well as high osmolality and high viscosi-

ty of the solution contribute to the development of 

contrast medium-induced nephropathy. A (usual-

ly transient) increase in serum creatinine of more 

than 25 % or 44 µmol/l (0.5-1 mg/dl) or a decrease 

in creatinine clearance of at least 25 % during the 

first three days after intravascular XCM administra-

tion is considered to indicate nephrotoxicity [50].

Allergic and pseudoallergic hypersensitivity 

reactions

X-ray contrast media are chemically inert sub-

stances, of which high doses (up to > 100 g) are ad-

ministered into the vascular system during a short 

period of time. The development of nonionic XCM 

has significantly improved the tolerance of these 

substances. Nevertheless, hypersensitivity reac-

tions can occur [51].
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Such reactions are rare and tend to be mild as 

the most common hypersensitivity reactions are 

nausea and vomiting. However, bronchospasm, 

life-threatening drop of blood pressure, cardiac ar-

rest and unconsciousness may occur but are ex-

tremely rare. These reactions usually arise during 

the first 5-10 minutes after injection.

All hypersensitivity reactions are unrelated to the 

dose or osmolality of the contrast agent given. 

Early and late hypersensitivity reactions are distin-

guished (up to 1 h versus 1 h to 7 days after XCM 

injection).

The patient’s symptoms do not allow differentiation 

of allergic from pseudoallergic reactions. Because 

nonallergic and allergic symptoms are rather simi-

lar, terms like anaphylactoid, pseudoallergic or al-

lergy-like are used to describe these reactions.

During the occurrence of immediate hypersensi-

tivity reactions, be it IgE-mediated allergic or non-

allergic reactions, the release of histamine has a 

central role besides other mediators such as pros-

taglandins, leukotrienes and cytokines. It is known 

today that an IgE-mediated allergy to XCM is ex-

tremely rare [52, 53].

The molecular size and weak protein binding of 

nonionic contrast media almost completely prevent 

the formation of antibodies in vivo and even in ani-

mals under experimental conditions.

Other processes involved in the development of 

pseudoallergic reactions include activation of the 

complement system and the contact system (plas-

ma contact system). 



83

The release of histamine can be mediated by direct 

contact of contrast agents with mastocytes and 

basophilic granulocytes or by indirect complement 

activation with formation of cleavage products C3a 

and C5a. The active peptides C3a and C5a in-

crease the permeability of capillaries and venules, 

which explains the reduction of intravascular vol-

ume during severe hypersensitivity reactions.

Administration of contrast media can lead to en-

dothelial damage, which activates the contact 

system. The contact system includes the blood 

coagulation system, the fibrinolytic system and the 

prekallikrein-kallikrein system. Activation of factor 

XI stimulates the transformation of prekallikrein to 

kallikrein. Kallikrein in turn is able to cleave kinins 

in blood plasma, resulting in formation of the va-

soactive compounds bradykinin and lysyl-bradyki-

nin Bradykinin, for instance, inherits histamine-like 

characteristics.

All of these reactions are quite complex and are 

controlled by many factors and inhibitors. For ex-

ample, the shortage of C1-esterase inhibitor seems 

to play a role in activation of the complement sys-

tem and contact system. The enzyme C1-esterase, 

which activates C1, i.e., the first component of the 

complement system, can be inhibited by C1-ester-

ase inhibitor.

Late hypersensitivity reactions were not encoun-

tered until the advent of nonionic dimeric contrast 

agents about 30 years ago [54]. These reactions 

are mostly mild to moderate skin reactions with and 

without pruritus and, less commonly, headaches, 

pain at the injection site, gastrointestinal conditions 

and flu-like symptoms.
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They are most often observed between six hours 

and three days after i.v. administration of XCM. 

While such late reactions may be quite unpleasant 

and difficult to treat, they mostly vanish after three 

to seven days [55].

Different pathological mechanisms have been 

proposed to explain the development of late skin 

reactions. It is believed that most of them are 

T-cell-mediated reactions, an immunological type 

IV mechanism [56, 57]. 

Endothelial damage

Endothelial damage can occur at the injection 

site and other areas exposed to temporarily high 

contrast medium concentrations such as the 

blood-brain barrier in cerebral angiography or 

vessel segments close to stenoses in coronary 

or peripheral angiography. This kind of damage 

is primarily caused by the hyperosmolality of the 

contrast solution but also by its chemotoxicity. In 

vitro studies have shown reduced proliferation and 

increased apoptosis of endothelial cells after incu-

bation of human vascular endothelial cells in intra-

vascular XCM solutions. The effect was lowest for 

nonionic low-osmolar contrast media [58]. 

Furthermore, XCM can have temporary effects on 

microcirculation.

After injection of 20 ml iopromide via a subclavian 

artery catheter, the flow velocity of erythrocytes 

in finger fold capillaries decreased by 50 % for 2 

minutes [59].
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Nervous system

Temporary neurotoxic effects such as convulsive 

conditions can occur in cerebral and spinal angi-

ography when the blood-brain barrier is disrupted 

by the contrast agent or as a result of pathological 

conditions allowing the contrast agent to interact 

directly with nerve tissue. Those rare neurological 

effects are related to the chemical structure of the 

contrast agent rather than physicochemical char-

acteristics such as osmolality or viscosity of the 

contrast medium solution.

A considerable proportion of neurological prob-

lems is attributable to the technical execution of the 

catheter examination and not so much to the use of 

ionic or nonionic XCM [60, 61].

Neurotoxicity in animals was investigated by as-

sessing damage to the blood-brain barrier after 

contrast medium administration for cerebral angi-

ography. After direct injection of the contrast agent 

into a cerebral ventricle alterations in EEG, behav-

ior and other neural activities are observed.

In studies on rabbits, slight blood-brain barrier 

damage was demonstrated for the nonionic, mo-

nomeric agents iohexol and ioversol and for the 

nonionic, dimeric agents iodixanol and iotrolan 

using technetium-99m-pertechnetate as a tracer. 

A hyperosmolar mannitol solution of 714 mosm/kg 

showed less damage, indicating the additional role 

of chemotoxicity [62].

EEG alterations observed in sedated rabbits after 

intracerebral injection of iopromide and iohexol 

differed only lightly between the two agents and 

did not show any statistically significant difference 

compared with the effects of an isosmotic mannitol 

solution [63].
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Pharmacokinetics
Two groups of XCM are distinguished on the ba-

sis of their pharmacokinetic behavior in the hu-

man body: contrast agents that are excreted by 

the kidneys (CM for computed tomography (CT), 

angiography and urography) and distribute in the 

intravascular and extracellular fluid space and he-

patocellular or tissue-specific contrast agents (CM 

for choleangiography). 

The water-soluble, iodinated contrast agents used 

for CT and angiography are not able to pass cell 

membranes and are mainly eliminated renally. 

They are not enterally resorbed. After intravascular 

injection, contrast agents distribute only passive-

ly with the blood stream. Their binding to plasma 

proteins is quite minor (< 5 %). They enter the in-

terstitial space of most tissues through pores in 

the capillary wall. Distribution in the intravascular 

space lasts about 2-3 minutes, whereas the diffu-

sion in the interstitium takes about 10-30 minutes 

[64]. Contrast agents are eliminated unchanged 

from the blood through glomerular filtration with an 

elimination half-life of about 1.5-2 hours.

A much longer elimination half-life of up to 10 hours 

may be observed in patients with renal insufficien-

cy, which reduces renal clearance to 20 ml/min 

and less. Nevertheless, complete elimination was 

shown for the nonionic iopamidol [65].

Hemodialysis is an effective and safe means to ac-

celerate contrast medium excretion from the body 

in patients with severe renal insufficiency.

Contrast agents including the cholegraphic media 

are not able to pass an intact blood-brain barrier. 

Passage of the placenta and transition into breast 

milk is markedly restricted.
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A very small proportion of iodine is released from 

water-soluble, iodinated contrast agents in the hu-

man body, even though iodine is strongly bound to 

the benzene ring. The amount of iodide released 

from contrast media may reach 3-10 mg per use. 

There is virtually no risk of interference with thyroid 

function in healthy patients; however, serious prob-

lems may occur in patients with hyperthyroidism. 

Nevertheless, in all patients, the radioactive iodine 

uptake test may be altered for weeks after admin-

istration of XCM.

The common i.v. choleangiographic agents are 

composed of two chemically covalently connect-

ed tri-iodinated benzoic acid derivates (“dimers”). 

The molecules are therefore large enough for bili-

ary elimination. The minimum molecular weight for 

biliary elimination is about 400 Dalton (calculated 

without the heavy, but small iodine atoms). Intra-

venous cholegraphics surpass this size without 

forming conjugates with glucuronic acid whereas 

the increase in molecular weight through glucuro-

nidation is required for so many other biliarily elim-

inated substances in the human body and also for 

the smaller oral cholecystographic agents.

During adequately slow i.v. infusion (10-20 min), io-

troxic acid (Biliscopin) is bound to plasma proteins 

to 80-90 % and is thereby protected from glomeru-

lar filtration. A dose of 5 g iodine is sufficient for en-

suring biliary clearance for a minimum of one hour 

at a maximum transport rate of 0.4 mg/kg BW/min 

in patients with intact liver function. In these pa-

tients, 90 % of the contrast agent dose is excreted 

via feces and only 10 % through the kidneys. XCM 

reaching the intestine with the bile is not resorbed.
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USES OF X-RAY 
CONTRAST MEDIA

The mechanisms of action of X-ray CM 

range from purely mechanical filling 

of certain cavities to opacification in a 

functional manner.

Functional opacification exploits the 

physiologic function of organs, such 

as the kidneys and liver, namely the 

elimination of metabolic endproducts 

or exogenous substances, to visualize 

the organ or its drainage pathways.

The most common uses of XCM are 

imaging of arteries and veins and 

enhancement of contrasts between 

tissues based on differences in 

blood volume, perfusion, capillary 

permeability, and size of the interstitial 

space (table 12 a-c).

Modes of opacification
The identification of morphological 

structures is the main objective of direct 

luminal filling via a natural or iatrogeni-

cally (e.g., by puncture) created access; 

this permits the differentiation of super-

ficial or mural changes. In addition, this 

mode of opacification can provide func-

tional information, e.g., assessment of 

changes in tone or peristalsis in hollow 

passages (GI tract, ureters with retro-

grade filling, etc.) (fig. 19).

Angiography Special physico-
chemical properties 

(osmolality, viscosity)

CT angiography

Fig. 19. Modes of opacification

Modes of
opacification Example CM characteristics

Luminal filling

G.I. tract Retrograde pyelography

No absorption; 
mild or no toxicity

Organ function Organ-specific 
accumulation 

and elimination

Cholegraphy i.v. urography

Blood vessel

Parenchymal staining 
(enhancement)

CM distribution 
dependent on 

circulation

Liver CT Kidney

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_8
© The Author(s) 2018
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In cavography, the concentration of the CM admin-

istered is decisive for the degree of contrast in the 

radiograph. In urography and cholegraphy, on the 

other hand, contrast density is essentially depen-

dent on the functional capacity of the organs be-

ing examined. Consequently, assessment of both 

function and morphology is possible after CM ad-

ministration.

Thus, the radiological evaluation of the kidneys 

and turinary tract or of the hepatobiliary system re-

veals both morphologic and functional changes of 

the respective organs.

The additional functional information can provide 

important clues for the differential diagnosis. For 

example, delayed elimination of renal CM can be 

interpreted to indicate impaired glomerular filtration 

due to an acute or chronic disease.

Another mode of action of XCM has gained impor-

tance in computed tomography: The transit and se-

lective accumulation of CM in different organs or 

tissues (enhancement) improve the differentiation 

of morphological structures, particularly between 

normal and pathological tissue. This allows or at 

least facilitates the demonstration of pathological 

processes and occasionally of their etiology as well.
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Fast multislice spiral CT and multi-detector CT, 

combined with fast image postprocessing, permits 

3-dimensional imaging of the coronary arteries 

and other vessels after rapid i.v. injection of non-

ionic contrast agents. This modality can replace in-

vasive catheter-based angiography performed for 

diagnostic purposes alone.

Dynamic CT during the first pass of CM provides 

functional information based on pharmacokinetic 

behavior including contrast medium arrival, wash-

out, and distribution.

In angiography, selective opacification can be 

achieved by direct CM injection into the vessel of 

interest, followed by evaluation of CM distribution 

and filling patterns including gaps in opacification 

of the target anatomy.

This evaluation yields detailed diagnostic informa-

tion regarding normal and abnormal morphology 

and function.
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Mode of opacification Method Contrast agent Dose (ml) Iodine 
concentration

Commercial preparations/ Trademark/ 
Type of contrast agent

Comments

Filling of the lumen 1. Gastrointestinal tract 
    Orally, projection imaging

BaSO
4 

+CO
2

150 (-400)  
variable

- 
-

HD preparations
Micropaque
CO

2

Hypotonia due to butylscopolamine (20 mg i.v. or i.m.)
Faster gastrointestinal passage due to Paspertin

Nephrotrophic CM 50-100 370 
300 
300/370 
300/350 
300/350

Gastrografin 
Isovist 
Ultravist 
Omnipaque 
Imagopaque

No barium in patients with (suspected) perforation/
suture insufficiency

Nephrotrophic CM 500-1000 10-20 Gastrografin 30-40 ml/L For CT: fractionated administration 30 min – 6h before 
examination if necessary

Nephrotrophic CM 800-2000 5-14 Accupaque

2. Arthrography Nephrotrophic CM 
+ Air

2-10 
15-35

300 Isovist, 
Ultravist, 
Solutrast, 
Omnipaque, 
Imagopaque, 
Imeron etc.

3. Hysterosalpingography Nephrotrophic CM 5-10 300

4. Fistulography Nephrotrophic CM variable 300 Ultravist etc.

5. Sialography Nephrotrophic CM 1-3 300 Omnipaque, 
Solutrast, 
Imeron

6. PTC*, ERCP** Nephrotrophic CM 20-40 (10-40) 300 Isovist etc.

7. Retrograde Pyelography, 
    Cystography

Nephrotrophic CM 10-15 (100-300) 
2-300
2-20
10-20

150

240/300/370
300

Telebrix
Urografin 30 %
Ultravist
Imeron

8. Myelography Nephrotrophic CM 15
5-15
4-12
10-15

240-300
200/300
240
240

Isovist
Iopamiron
Accupaque
Optitray

Iodine concentration of 200-300 mg/ml

Table. 12a. Overview of contrast media uses 

Mode of opacification Method Contrast agent Dose (ml) Iodine concentration Commercial preparations/ Trademark/ 
Type of contrast agent

Comments

Organ function 1. i.v. Urography Nephrotrophic CM 50-100 300 Ultravist, 
Omnipaque
Solutrast etc.

Dehydrogenation is dispensable with 
nonionic CM2. Inf. Urography Nephrotrophic CM (250) 150-300

3. i.v. Cholegraphy Liver passing CM 20-30 180 Injector for constant flow

Parenchymal enhancement 1. Bolusinjection Nephrotrophic CM 1 ml/Kg BW p.r.n. more 300-370 Omnipaque 
Solutrast 
Ultravist etc.

Administration directly before the 
examination. Scan series begins 
approximately 20 sec after start of 
injection 

2. Infusion 50-125 150-370

Table. 12b. Overview of contrast media uses; * PTC: percutaneous transhepatic cholangiography,
** ERCP: endoscopic retrograde cholangiopancreatography 
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Mode of opacification Method Contrast agent Dose (ml) Iodine 
concentration

Commercial preparations/ Trademark/ 
Type of contrast agent

Comments

Filling of the lumen 1. Gastrointestinal tract 
    Orally, projection imaging

BaSO
4 

+CO
2

150 (-400)  
variable

- 
-

HD preparations
Micropaque
CO

2

Hypotonia due to butylscopolamine (20 mg i.v. or i.m.)
Faster gastrointestinal passage due to Paspertin

Nephrotrophic CM 50-100 370 
300 
300/370 
300/350 
300/350

Gastrografin 
Isovist 
Ultravist 
Omnipaque 
Imagopaque

No barium in patients with (suspected) perforation/
suture insufficiency

Nephrotrophic CM 500-1000 10-20 Gastrografin 30-40 ml/L For CT: fractionated administration 30 min – 6h before 
examination if necessary

Nephrotrophic CM 800-2000 5-14 Accupaque

2. Arthrography Nephrotrophic CM 
+ Air

2-10 
15-35

300 Isovist, 
Ultravist, 
Solutrast, 
Omnipaque, 
Imagopaque, 
Imeron etc.

3. Hysterosalpingography Nephrotrophic CM 5-10 300

4. Fistulography Nephrotrophic CM variable 300 Ultravist etc.

5. Sialography Nephrotrophic CM 1-3 300 Omnipaque, 
Solutrast, 
Imeron

6. PTC*, ERCP** Nephrotrophic CM 20-40 (10-40) 300 Isovist etc.

7. Retrograde Pyelography, 
    Cystography

Nephrotrophic CM 10-15 (100-300) 
2-300
2-20
10-20

150

240/300/370
300

Telebrix
Urografin 30 %
Ultravist
Imeron

8. Myelography Nephrotrophic CM 15
5-15
4-12
10-15

240-300
200/300
240
240

Isovist
Iopamiron
Accupaque
Optitray

Iodine concentration of 200-300 mg/ml

Mode of opacification Method Contrast agent Dose (ml) Iodine concentration Commercial preparations/ Trademark/ 
Type of contrast agent

Comments

Organ function 1. i.v. Urography Nephrotrophic CM 50-100 300 Ultravist, 
Omnipaque
Solutrast etc.

Dehydrogenation is dispensable with 
nonionic CM2. Inf. Urography Nephrotrophic CM (250) 150-300

3. i.v. Cholegraphy Liver passing CM 20-30 180 Injector for constant flow

Parenchymal enhancement 1. Bolusinjection Nephrotrophic CM 1 ml/Kg BW p.r.n. more 300-370 Omnipaque 
Solutrast 
Ultravist etc.

Administration directly before the 
examination. Scan series begins 
approximately 20 sec after start of 
injection 

2. Infusion 50-125 150-370



96

Mode of imaging Method Contrast agent Dose (ml) Iodine concentration Commercial preparations/ Trademark/ 
Type of contrast agent

Comments

Conventional 
Vasography

1. Cardioangiography Nephrotrophic CM 40-60 370 Omnipaque

2. Coronary angiography Nephrotrophic CM 5-8 370 Solutrast 
Ultravist etc.

3. Angiography Nephrotrophic CM 50 300-370

4. Selective abdominal 
    angiography

Nephrotrophic CM 5-50 300 Omnipaque 
Solutrast
Ultravist etc.

Dose, CM concentration and 
injection rate have to be the higher 
the better the spatial resolution, the  
faster the blood flow, and the larger 
the distance between the catheter tip 
and the vascular target territory is.

5. Angiography of the 
    Extremities 

Nephrotrophic CM 
nonionic

10-70 300

6. Cerebral angiography Nephrotrophic CM 
nonionic

5-10 300

7. Phlebography Nephrotrophic CM 40 150-300 Omnipaque 
Solutrast 
Ultravist etc.

8. IA DSA Nephrotrophic CM As conventional 
angiography

75-300 As conventional angiography Less selective injection or smaller  
volume or lower iodine concen-
tration is possible due to higher 
sensitivity of DSA

9. Direct lymphography Oily 5-10 per extrememity 480 Lipiodol Administration into lymphatic 
vessels

Table. 12c. Overview of contrast uses

Digital subtraction angiography (DSA) allows selec-

tive evaluation of arteries and veins without interfer-

ing background (e.g., bone) and with a very much 

lower CM concentration in the vascular regions of 

interest.

DSA is based on the subtraction of an image ob-

tained immediately before CM injection from a se-

ries of images obtained with maximum CM filling of 

the target vessels.

In DSA, electronic amplification of only slight dif-

ferences between the precontrast and the con-

trast-enhanced images results in images highlight-

ing vessel contrast.
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Mode of imaging Method Contrast agent Dose (ml) Iodine concentration Commercial preparations/ Trademark/ 
Type of contrast agent

Comments

Conventional 
Vasography

1. Cardioangiography Nephrotrophic CM 40-60 370 Omnipaque

2. Coronary angiography Nephrotrophic CM 5-8 370 Solutrast 
Ultravist etc.

3. Angiography Nephrotrophic CM 50 300-370

4. Selective abdominal 
    angiography

Nephrotrophic CM 5-50 300 Omnipaque 
Solutrast
Ultravist etc.

Dose, CM concentration and 
injection rate have to be the higher 
the better the spatial resolution, the  
faster the blood flow, and the larger 
the distance between the catheter tip 
and the vascular target territory is.

5. Angiography of the 
    Extremities 

Nephrotrophic CM 
nonionic

10-70 300

6. Cerebral angiography Nephrotrophic CM 
nonionic

5-10 300

7. Phlebography Nephrotrophic CM 40 150-300 Omnipaque 
Solutrast 
Ultravist etc.

8. IA DSA Nephrotrophic CM As conventional 
angiography

75-300 As conventional angiography Less selective injection or smaller  
volume or lower iodine concen-
tration is possible due to higher 
sensitivity of DSA

9. Direct lymphography Oily 5-10 per extrememity 480 Lipiodol Administration into lymphatic 
vessels

In addition, electronic data processing speeds up 

postprocessing of the DSA images, so that the re-

sults are immediately available.

DSA allows evaluation of larger arteries even after 

i.v. bolus injection of CM. In i.v. DSA and fast CT, 

high doses and rapid injection make particularly 

great demands on the tolerance of the CM. For 

more details see table 12 a,b and c.
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INTERACTIONS

Influence on laboratory tests
The influence of different ionic and nonionic CM 

on clinicochemical parameters determined in se-

rum and urine was examined systematically in the 

laboratory.

For this purpose, reference sera (normal and 

pathological values) were mixed with up to 20 vol % 

CM solution and urine with up to 50 % CM solution. 

Higher concentrations are unlikely to occur in hu-

mans even a very short time after a CM injection.

In this investigation, Ultravist, Urografin (diatrizoate) 

and iohexol did not affect serum levels of GOT GPT, 

ϒ-GT, AP, LDH, HBDH, CK, CKMB, ChE, GDH, 

amylase (with maltotetraose, Biomed) and lipase 

(Automatic Clinical Analyzer, Du Pont). Meglumine 

sodium ioxaglate caused suppression of GPT.

Similarly, the urinary enzymes ϒ-GT, LDH, AAP, 

ß-NAG and amylase were not or only slightly in-

fluenced by the above CM. The specific gravity of 

urine was found to increase after administration of 

iodinated renal CM.

Protein determination by the biuret assay was not 

affected by Ultravist, while marked effects were ob-

served for some other CM investigated. No effects 

on protein levels in urine were observed using the 

Ponceau S method.

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_9
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Levels of the substrates BUN, creatinine, uric acid, 

bilirubin (direct and indirect), glucose, cholesterol 

and triglycerides were not appreciably affected 

by Ultravist. In contrast, other CM led to, at times 

marked, changes in individual parameters. Electro-

lytes (particularly iron and copper) were affected 

by all CM tested and very much so by some. When-

ever an effect cannot be ruled out with certainty, 

samples for serum or urinary analysis should be 

obtained either before CM administration or at the 

earliest 24 hours afterwards. In patients with se-

vere renal failure and hence delayed CM elimina-

tion, it may be necessary to wait even longer.

All tests concerning the thyroid gland can be dis-

turbed for much longer than 24 hours by the iodide 

administered with the CM. The ability of the thyroid 

tissue to take up radioisotopes for the diagnosis of 

thyroid disease is reduced by iodinated CM for 2-6 

weeks. Urographic CM affect laboratory test results 

least, while orally administered cholegraphic agents 

and iodinated oily CM have a longer-lasting effect.



Interaction with medications
To date, only a few interactions of CM for urography, 

angiography and CT with medications have been 

described in association with clinical use. Such 

interactions are extremely improble since these 

CM bind hardly at all to plasma proteins, cause no 

inhibition of enzymes, are not themselves subject 

to metabolism, and are not absorbed enterally. In 

cancer patients treated with interleukin-2, more 

side-effects have been observed after administra-

tion of ionic and nonionic contrast media. These 

side-effects include fever, nausea, vomiting, skin 

reactions, and diarrhea [66]. On the other hand, 

butylscopolamine appears to have no influence on 

contrast medium tolerance [67].

Due to the risk of lactate acidosis it was original-

ly recommended that treatment with biguanides 

(Glucophage, Metformin) should be withdrawn 

two days before administration of intravascular 

X-ray contrast media to avoid accumulation of the 

exclusively renally excreted Metformin should the 

contrast medium induce renal failure [68]. This risk 

would also be eliminated if biguanide therapy were 

withdrawn from after contrast medium administra-

tion until an effect on kidney function can be ruled 

out [69].

A variety of pharmaceutical substances were test-

ed for their influence on acute tolerance of CM in 

animal experiments. Even here, interactions possi-

bly of clinical relevance were rarely observed [70, 

71]. In cardioangiography, there is a theoretical 

concern that the cardiodepressive effect of ionic 

CM caused by calcium binding will be intensified 

by calcium blockers (verapamil) [72].
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One case of thrombotic occlusion of the leg arter-

ies which could not be alleviated with continuous 

urokinase infusion has been reported in the liter-

ature [73]. Patients with cardiac insufficiency and 

renal dysfunction undergoing angiography should 

not be given furosemide (diuretic) − even with large 

quantities of liquid. Patients who received 110 mg 

furosemide along with 3 liters of fluid exhibited a 

creatinine rise from 145 ± 13 to 182 ± 16 µmol/l, 

whereas controls without furosemide showed no 

rise [74].

There is also evidence that neuroleptic agents 

(chlorpromazine) potentiate the normally only 

slight epileptogenic effect even of nonionic CM in 

myelography [75]. 

Cholegraphic agents bind to plasma proteins and 

are eliminated with the bile via an active transport 

mechanism which is limited in its capacity. They 

are able to displace drugs and endogenous sub-

stances that have the same properties. In this way, 

the concentrations of free drug in plasma can be 

increased by the simultaneous administration of 

biliary CM and their excretion delayed to some ex-

tent. The absorption of oral cholegraphic agents 

relies on their passage from the stomach into the 

bowel. Drugs which affect the gastric passage of 

these agents, therefore, alter the rate of their ab-

sorption.

The same effect is likely to occur in the presence of 

substances or foodstuffs which have an influence 

on the absorption of pharmaceutical substances 

from the bowel (e.g., carbon, gel-forming substanc-

es, fats, and coffee).
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Interaction of contrast media with additives and 
during interventional procedures
In the course of some diagnostic or interventional radiologi-

cal procedures, X-ray contrast media are treated in a special 

manner, mixed with therapeutic agents, or come into contact 

with high local concentrations of equally undiluted drugs in 

the body. This may result in precipitation of the contrast me-

dium, the therapeutic agent, or both, inactivation of the drugs, 

or occurrence of other undesirable and sometimes hardly 

predictable effects (table 13).

Table. 13. Data on interactions found in literature [76, 77]

Active agent Diatrizoic Acid Ioxaglate Iopromide

Heating of the CM up to 100° C e.g. 
for the purpose of embolization

possible possible possible

Compound with ethanol ? ? possible

Mixing before injection 

Papaverine + + -

Phentolamine mesylate + + -

Tolazolin - - -

Diphenhydramine + + -

Prostaglandin E1 - - -

Pheniramin - - -

Cimetidine + + -

Na-heparin - - -

Protamine + + -

Vasopressin - - -

Epinephrine - - -

Hydrocortisone Na-succinate - - -

Methylprednisolone Na-succinatea) - - -

Lidocaine - - -

Diazepam + - -

Nitroglycerin - - -

Benzylpenicillin - - -

Ampicillin - - -

Erythromycina) - - -

Gentamicin - + -

Chloramphenicol - - -

Urokinase - - -

+ = Solution stays clear , - = Solution precipitates 

* = 50 % loss off efficiacy when adding iopromide corresponding 170 mg Iodine/ml
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Effects on blood coagulation
Nonionic contrast media come closer to the ideal of 

completely pharmacologically inert substances than 

ionic contrast media. Ionic contrast media inhibit en-

zymes involved with blood coagulation as well as other 

processes more strongly than nonionic X-ray contrast 

media.

Ionic X-ray contrast media are

• more anticoagulative [78]

Nonionic X-ray contrast media are

•  less anticoagulative [78]

The anticoagulative effect of contrast 

is viewed by some radiologists as additional protection 

against thrombus formation during imperfect perfor-

mance of catheter angiography.

 

Laboratory examinations have shown significant differ-

ences in the anticoagulative effect of ionic (e.g., Angiogra-

fin) and nonionic contrast media (Ultravist) (table 14). The 

addition of small quantities of heparin to nonionic X-ray 

contrast media ensures effective inhibition of blood coag-

ulation, similar to that characteristic of ionic contrast me-

dia (fig. 20). It was shown that 5 IU heparin/ml 

Ultravist is sufficient to completely suppress 

the formation of thrombi under standard ex-

perimental conditions. Even with a volume 

of 300 ml heparinized contrast medium, no 

systemic anticoagulative effects should be 

expected. The good tolerance of the nonionic 

contrast medium remains unchanged.

mm2 blood clot on the filter

Fig. 20. Size of blood clots after 90 min. 
Incubation of 2 ml human blood in 10 ml plastic 
syringes with 5 ml test solution; not mixed, 
maximum contact surface

60

40

20

1210862

0.9 % NaCl 

without heparin

80

4 14

Hexabrix 320

IU heparin/ml Ultravist

Sample Coagulation time in sec.

Plasma without additives 11 (10.5–10.9)

Plasma + physiol. NaCl 12 (11.9–12.0)

Plasma + Angiografin 68 (68.0–69.5)

Plasma + Ultravist-300 17 (16.4–16.8)

Table 14. Thromboplastin time of human plasma without and 
with the addition of 25 volume percent test solution; n = 4, 
mean and 95 % confidence limits
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RISKS OF CONTRAST 
MEDIA USE

The aim of using CM is to visualize certain struc-

tures in the organism or improve their visualization 

and to obtain information on organ functions. A CM 

must have low toxicity and be safe to use since it 

is often injected at a high dose and for certain pur-

poses very quickly.

Barium sulfate 
Barium sulfate is insoluble in water and usually 

safe when administered orally or rectally for imag-

ing the intestine. While barium ions are toxic, the 

small amounts present in the suspension of the 

insoluble barium sulfate and available for intesti-

nal absorption can normally be ignored. Serious 

complications after barium examinations of the 

upper and lower GI tracts are few [79]. There are, 

however, some patients at risk in whom barium sul-

fate should not be used because of possible aspi-

ration or suspected perforation. Once barium sul-

fate enters the lungs or leaks from the stomach or 

intestine, excretion is impossible or very slow and 

persistent inflammation causes severe problems. 

Some of the most serious adverse effects after ad-

ministration of barium preparations are:

• Retention of barium in the colon for some weeks 

or longer in elderly patients or patients with par-

tial colonic obstruction

• Formation of barium fecoliths, sometimes seen 

in diverticula of the colon

• Leakage of barium into the peritoneal cavity

• Aspiration of barium into the bronchial tree

• Hypersensitivity reactions to barium prepara-

tions, caused by the additives of the barium 

preparations [80].
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Ionic contrast media
Extensive statistics are available on the 

side effects of ionic CM. The incidence of 

reactions depends on a large number of 

factors, such as the patient's general con-

dition, the kind of examination (table 15), 

the type of CM, its dose, and also the con-

ditions under which the examination is be-

ing conducted. Special attention has been 

devoted to the frequency of severe and 

fatal CM incidents. While available data (table 16) 

diverge greatly, taken together, they suggest that, 

with the ionic preparations, fatal CM incidents are 

very rare events, given the frequency of use of these 

substances.

Kind of examination No. of patients Incidence of side effects (%) No. of deaths

Urography 214,033 10,257 (4.80) 11

Cholagiography 33,778 2,676 (8.00) 2

Cerebral angiography 12,771 263 (2.06) 1

Angiocardiography 7,911 179 (2.26) 2

Aortography 24,885 665 (2.67) 1

Other angiographies 2,815 101 (3.58) 0

Venography 5,890 160 (2.72) 1

Total 302,083 14,301 (4.73) 18 (0.006 %)

Table. 15. Incidence of side effects in various CM examinations [81] using ionic CM

1 : 116,000 Pendergrass, USA 1960

1 : 85,000 Toniolo, Italy 1966

1 : 61,000 Wolfromm, France 1966

1 : 40,000 Ansell, U.K. 1970

1 : 54,000 Fischer, USA 1972

1 : 30,000 Witten, USA 1973

1 : 10,000 Shehadi, USA 1975

1 : 20,000 Shehadi, USA 1980

1 : 75,000 Hartmann, USA 1982

Table. 16. Risk of death with i.v. urography
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Nonionic contrast media
Nonionic contrast media are much better tolerated 

than ionic contrast media in many ways (table 17). 

A number of trials investigated the frequency of 

general reactions after intravenous administration 

of nonionic X-ray contrast media (table 18), some 

of them in comparison to conventional ionic X-ray 

contrast media. The available data allow general 

statements regarding the frequency of severe re-

actions but it is not possible to provide sound in-

formation on the frequency of deaths related to 

the use of nonionic contrast media. However, it is 

very likely that nonionic X-ray contrast media are 

less frequently related to fatalities or life-threat-

ening conditions (unconsciousness of the patient, 

conditions requiring an anesthetist etc.) than ionic 

contrast media (table 18).

On the other hand, it must be borne in mind that 

all of the known types of side-effects associated 

with ionic contrast media can also occur during the 

administration of nonionic contrast media. Only the 

frequency has actually changed. One must, there-

fore, always be prepared to treat contrast medium 

reactions.
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Conventional 
ionic X-ray-CM

Low osmolar ionic 
X-ray-CM

Nonionic 
X-Ray-CM

General reactions (nausea, 
vomiting, allergoid side-effects, 
some cardiovascular reactions)

Neural tolerance

Osmolality-dependent 
effects (pain, vasodilation, 
bradycardia, diuresis etc.)

Calcium binding 
(cardiodepression)

General renal tolerance, i.v.

Renal arteriography

Table. 17. Differences in tolerance between the individual types of X-ray contrast media for urography, 
angiography and CT

poorly tolerated much better tolerated no significant difference or difference not proven

Nonionic CM side-effects Ionic CM side-effects

Trial total severe/very severe total severe/very severe

Schrott [82]
50,660 cases

2.1 % 0.01 %

Palmer [83]
30,228 nonionic cases
79,278 ionic cases

1.2 % 0.02 % 3.8 % 0.09 %

Katayama [6]
168,363 nonionic cases
169,284 ionic cases

3.1 % 0.04 % 12.7 % 0.22 %

Cochran [84]
73,039 nonionic cases 
12,916 inonic cases

0.3 % 0.02 % 1.3 % 0.05 %

Table. 18. Frequency of side-effects related to i.v. injection of nonionic and ionic X-ray contrast media 
(severe/very severe reaction requires that the patient be immediately hospitalized)

Delayed reactions
Following the introduction of nonionic 

contrast media, reactions have been re-

ported which are first noticed hours or 

even days after administration.

A comparative study of iohexol and iopa-

midol was performed in 2,382 patients 

undergoing CT examinations.

Reactions delayed by up to 2 days were 

twice as common as reactions occurring 

in the first 30 minutes. Headache and 

rash were the most frequent delayed re-

actions. Although all delayed reactions 

were mild in intensity, the attending phy-

sician should inform the patient about the 

possibility of delayed reactions [85).
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A greater frequency of allergy-like delayed reac-

tions was observed for intravascular administration 

of nonionic dimeric X-ray contrast media. These 

also included rare severe events lasting for sev-

eral days and requiring therapy. The causes, risk 

factors, mechanisms of action, and the actual fre-

quency especially of severe delayed hypersensi-

tivity reactions remain unknown despite concerted 

efforts to elucidate them [86].

Causes of contrast media reactions 
Contrast medium side-effects generally cannot be 

explained by a single mechanism [87]. The type of 

contrast agent and its particular pharmacological 

properties, the examination technique employed, 

such as the magnitude of the dose and the mode 

of administration, and finally, the patient's attitude, 

such as fear, are all regarded as important contrib-

uting factors. CM side effects can be classified in 

several ways, but the most appropriate is by their 

cause.

Classification by cause:

• General or largely dose-independent CM 

reactions (anaphylaxis).

• Chemotoxic, local and cardiovascular effects, 

dose-dependent side-effects (concentration. 

volume).

General reactions (anaphylactoid 
reactions)
General or largely dose-independent CM reac-

tions range from mild reactions, such as urticaria, 

to moderately severe reactions, such as broncho-

spasm, and severe reactions, such as collapse or 

even cardiac arrest, to fatal outcome. Severe and 

fatal reactions are rare. The mortality reported 

for conventional ionic CM is one out of 10,000 to 

100,000 patients.
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These reactions may occur in any patient without 

any warning. Because of this, the attending phy-

sician must be prepared for all emergency mea-

sures, ranging from medications to artificial respi-

ration.

General CM reactions have little or nothing to do 

with the osmolality of the CM. They can occur after 

administration of very small amounts of diluted and 

even isotonic CM.

They are observed most frequently after i.v. admin-

istration, but also in arteriography and other exam-

ination procedures.

General CM reactions have been attributed to the 

following underlying mechanisms:

• Effects on plasma protein, the complement 

system, blood coagulation, and/or vascular 

endothelium

• Effects mediated by the central nervous system

• Cross-reaction of the CM with antibodies which 

were not, however, originally formed against the 

CM.

Prophylaxis of general reactions
It is now generally accepted that nonionic CM 

cause such reactions considerably less frequent-

ly than ionic CM and, in particular, less frequently 

than the low-osmolar, ionic compound meglumine 

sodium ioxaglate [88, 89].
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Even patients who have exhibited repeat and pre-

dictable reactions to the injection of ionic CM often 

tolerate nonionic CM without symptoms [90]. Pro-

phylactic effects regarding general CM reactions to 

both conventional ionic and nonionic preparations 

have been demonstrated for certain therapeutic 

regimes, e.g., oral administration of 32 mg meth-

ylprednisolone (* 2 tablets methylprednisolone, 16 

mg) 6-12 and 2 hours before the examination or 

the combined administration of H1 (** H1 blocker: 

dimethindene maleate; intravenous injection of 

0.2 mg/kg BW) and H2 blockers (***H2 blocker: 

cimetidine; intravenous injection of 5 mg/kg BW) 

[91, 92, 93]. Prophylaxis aims at reducing the fre-

quency of anaphylactoid reactions; however, it is 

not possible to fully eliminate such reactions by the 

suggested measures. It can also not be expected 

that the frequency or severity of any reactions oth-

er than anaphylactoid side effects (e.g., neural, re-

nal, most cardiovascular reactions or pain) will be 

reduced by prophylactic treatment of patients with 

corticoids or histamine receptor blockers before 

CM administration.

In patients at risk (patients with allergic and car-

diopulmonary conditions), prophylaxis with H1 and 

H2 blockers reduces the frequency of side-effects, 

even when nonionic X-ray contrast media are ad-

ministered, while patients without risk factors have 

no benefits from H1 and H2 blockers [94]. What is 

certain is that calm and assured management of 

patients and distraction of their attention during the 

examination can help to avoid side effects.
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Dose-dependent side effects
Distinctly dose-dependent side effects include 

sensations of pain and heat, some circulatory dis-

turbances, and renal impairment. These adverse 

effects are attributable to the osmolality and phar-

macological properties of the agent, and it is not 

always possible to differentiate between these two 

components. All nonionic CM have markedly lower 

osmolality than conventional ionic contrast agents, 

which is one reason why they have replaced ionic 

contrast media to a significant degree.

The advantages of nonionic CM are especially 

obvious in:

• Pain-intensive applications, since osmolality is 

the main factor determining the painfulness of a 

contrast medium.

• Angiographic examinations with high total 

dosages from a number of single injections, 

e.g., cardioangiography, femoral arteriography, 

conventional angiography of several vascular 

regions, i.v. DSA, and angioplasty.

The kidney, which eliminates the CM for several 

hours after the examination, is regarded as the 

critical organ in such examinations. Effects of the 

nonionic CM Ultravist on renal function were ex-

amined in various clinical trials. Renal function was 

not recognizably impaired in any of the patients 

examined. The cardiovascular effects of conven-

tional ionic CM are largely attributable to their high 

osmolality:

• Vasodilatation, reduction of peripheral 

resistance, and a decrease of blood pressure.

• Hypervolemia.

• Bradycardia in cardioangiography.

Nonionic CM have less of an influence on the heart 

and circulation. 
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Prophylaxis and therapy of severe 
iodine-induced hyperthyroidism
When iodinated CM are administered, a healthy thy-

roid gland can adjust to an iodide surplus in a host of 

ways without increasing hormone production.

In a diseased thyroid, these selfregulating mecha-

nisms can fail to function. In this way, a diagnostic 

or therapeutic iodine administration can result in se-

vere metabolic dysfunctions such as decompensat-

ed hyperthyroidism and thyrotoxic crisis. A special 

risk exists for goiter patients (struma) and patients 

with hyperthyroidism in general. For this reason, 

iodinated CM should not be administered before 

hyperthyroidism has been ruled out. According to 

our present state of knowledge, the risk that hyper-

thyroidism will develop is not diminished by nonionic 

CM such as Ultravist.

The risk of hyperthyroidism is exclusively deter-

mined by the iodine and/or iodide contents of the 

CM. Osmolality and possible chemically toxic prop-

erties do not play any role. The renal, water-soluble, 

ionic and nonionic X-ray CM – as a result of the way 

they are produced – contain only traces of iodide, 

and very little of the stable chemically bonded iodine 

is released in the organism. Nevertheless, even 

these small amounts can result in further functional 

deterioration of a severely damaged thyroid gland 

(e.g., with manifest hyperthyroidism).

A peculiarity of iodine-induced hyperthyroidism is 

that deterioration customarily does not occur imme-

diately but weeks or months after iodine adminis-

tration.
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If diagnostic measures make it essential to use io-

dinated CM in a patient with hyperthyroidism, com-

bined perchlorate and carbimazole (or thiamizole) 

should be given for prophylaxis. Administration of 

perchlorate (3 x 300 mg daily, from 1-2 days before 

until 1 week after CM administration) inhibits the ab-

sorption of iodide by the thyroid gland; administra-

tion of methimazole simultaneously blocks hormone 

synthesis (2 x 20 mg thiamizole daily, from 1-2 days 

before until 2-3 weeks after CM administration).

The longer retention times of biliary CM require a 

further 3 weeks of treatment with half the dose of 

thiamizole (carbimazole) [95].

Renal damage
Ionic and nonionic contrast media used in urogra-

phy, angiography and computed tomography (CT) 

are eliminated mainly via the kidneys. Isolated cas-

es of reduced kidney function including acute renal 

failure following intravenous and intra-arterial ad-

ministration have been described in the literature.

However, the risks related to intravenous adminis-

tration in patients without obvious risk factors has 

been, to some extent, exaggerated in the past. 

Systematic comparative studies [96, 97] showed 

that spontaneous changes in kidney function in pa-

tients who had received no contrast media were 

not significantly less common than in patients re-

ceiving contrast media, e.g., for CT.

Renal insufficiency

When ionic CM is administered intravenously for 

urography in patients with healthy kidneys, deteri-

oration in renal function is hardly ever observed; it 

seems to be, however, somewhat more frequent in 

those with renal insufficiency. 
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Deterioration is defined as an increase of 1 mg/dl 

in serum creatinine. Nonionic CM are well tolerat-

ed by the kidneys of patients with reduced renal 

function − e.g., after administering iopromide intra-

venously – and several trials identified no clinical-

ly relevant changes in the parameters describing 

renal tolerance: serum creatinine, creatinine clear-

ance, and urinary protein. Well-designed clinical 

studies demonstrated that natural fluctuations of 

serum creatinine occur to the same extent in pa-

tients who received no CM [98, 99, 100].

In arteriography, part of the CM can flow directly 

into the kidneys in almost undiluted form. Under 

these conditions, impairment of renal function is 

more likely, even though nonionic CM have been 

better tolerated, especially in renal arteriography, 

than ionic CM [101].

Plasmocytoma

Disturbed renal function is found in a high percent-

age of patients with multiple myeloma. Isolated 

cases of acute renal failure in myeloma patients 

following urography have been reported in the liter-

ature. Almost all of these patients presented addi-

tional risk factors prior to CM administration, such 

as severe dehydration and/or sepsis. In addition, 

almost all of these urographic examinations were 

performed decades ago with diiodinated CM. In 

more recent retrospective studies of patients with 

confirmed multiple myeloma who underwent intra-

venous urography, no temporal connection could 

be established between deterioration of renal 

function and CM administration. In the opinion of 

experts, given adequate hydration and the use of 

modern CM, plasmocytoma is no a priori contrain-

dication for CM administration.
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Rather, more recent studies suggest that the prin-

cipal risk factors for acute renal damage in patients 

with multiple myeloma are hypercalcemia, dehy-

dration, infections, and Bence Jones proteinuria 

[102]. Patients with serum creatinine levels above 

2 mg % should not undergo urography.

Diabetes mellitus

Proteinuria and elevated serum creatinine in pa-

tients with insulin-dependent diabetes mellitus 

indicate advanced diabetic glomerular sclerosis. 

These patients are more likely to show deteriora-

tion in renal function after CM administration. As a 

rule, only severe proteinuria (300 mg/24 h) will sig-

nificantly increase the risk of acute renal failure in 

a diabetes mellitus patient. In this condition, high 

concentrations of dissolved materials contained in 

urine tend to precipitate in the presence of CM and 

may cause tubular blockage.

Prophylaxis

Patients with risk factors for reduced renal toler-

ance should not receive high intravascular doses 

of contrast media. These risk factors include

• limited renal function in conjunction with

• a long history of insulin-dependent diabetes 

mellitus,

• cardiac insufficiency,

• and advanced age.

Several alternative imaging modalities including 

ultrasound, magnetic resonance imaging, and ar-

terial digital subtraction angiography are available 

to avoid or diminish the use of X-ray contrast media 

in these patients.
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The following prophylactic measures are recom-

mended to reduce the risk of renal damage [103]:

• ensure adequate hydration by sufficient water 

intake 

• avoid multiple examinations with X-ray contrast 

media during a short period of only a few days

• discontinue medications which might impair 

renal function

A recommendation for medical prophylaxis ad-

equately confirmed by clinical studies cannot at 

present be made. A possible prophylactic effect 

is known primarily for theophylline. However, the 

optimal dose for prevention of CIN has not been 

established [104].

Pregnant patients
The use of CM during pregnancy has not yet 

been proven to be harmless although toxicologi-

cal studies in animals and clinical experience do 

not indicate any particular risk. Since exposure to 

radiation should be avoided during this period, the 

potential risks of any X-ray examination must be 

given careful consideration.

Breast-feeding mothers
Only very small proportions of renal CM and i.v. 

cholegraphic agents enter breast milk. They are 

barely reabsorbed in breast-feeding so that one 

can assume that there is no danger to the infant. 

Even with oral cholecystographic agents, exposure 

of the infant is minimal.
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Pheochromocytoma
Patients with pheochromocytoma often undergo 

X-ray examinations prior to surgery to determine 

the site, size, and number of tumors. Such exam-

inations are not totally without risk to patients. In 

angiography, especially with selective CM injec-

tion into tumor vessels, a spontaneous release of 

massive amounts of catecholamine into the blood 

stream can occur, a reaction known from other sit-

uations of stress.

This results in a hypertensive crisis. A critical drop 

in blood pressure is a much more unusual, but 

more serious incident. Angiographic procedures 

requiring selective CM administration should only 

be performed in pheochromocytoma patients after 

adequate treatment with alpha-adrenergic receptor 

blockers for a sufficient length of time (10-14 days).

Sickle-cell anemia
In sickle-cell anemia patients, some erythrocytes 

contain the abnormal hemoglobin S. If O
2
 pressure 

is lowered or blood osmolality is raised, HbS-con-

taining blood corpuscles become inelastic and 

stretched. These erythrocytes can no longer pass 

through capillaries as easily, which can lead to sta-

sis and to different forms of organ damage.

Administering high-osmolar CM to such patients is 

not without problems. The risk is highest for intra-ar-

terial CM injection, especially in high doses, as is 

the case in cerebral and cardiac arteriography. In vi-

tro studies comparing the effect of ionic and nonion-

ic CM in terms of sickle-shaped changes of eryth-

rocytes reveal that these changes are significantly 

less pronounced when nonionic CM is used [105].
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DRUGS AND 
MEASURES FOR THE 
TREATMENT OF A 
CONTRAST MEDIUM 
REACTION

A major prerequisite for using CM is a constant pre-

paredness for the treatment of CM reactions. This 

includes the availability of trained medical personnel, 

the necessary equipment and appropriate drugs. 

Current recommendations for treating CM reactions 

are compiled in table 19.

A similar compilation was published by Bush and 

Swanson [106]. CM reactions have become very 

rare with the new, nonionic preparations; however, 

the need to be prepared for their treatment should 

never be neglected. One easily overlooked aspect is 

the expiry date on the preparations to be used for the 

treatment of such reactions.

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_11
© The Author(s) 2018
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Notes on the prophylaxis and therapy of 
X-ray contrast medium adverse effects

Precautions for a contrast medium injection are:

• Explain to the patient about the examination 

and risk

• Create an anxiety-free examination atmosphere

• Ensure that first-line drugs and instruments are 

available

• Make sure that the patient is well hydrated

• Determine whether the patient is at risk of any 

contrast medium reaction

• Patients at risk should be carefully monitored 

during the examination

• When absorption or leakage into the circulation 

is possible (for example after intracavitar use), 

take the same precautions as for intravascular 

administration

Compiled by: 

Prof. Dr. Henrik S. Thomsen 

Department of Diagnostic Radiology, Copenhagen

University Hospital at Herlev 

Herlev Ringvej 75, DK-2730 Herlev, Denmark 

 

Updated by 

Prof. Dr. Martin Möckel 

Department of Cardiology 

Division of Emergency Medicine

Charité – Universitätsmedizin Berlin 

Charitéplatz 1, 10711 Berlin, Germany

2016
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Adverse reaction Risk factors / Conditions Measures to reduce the risk

Previous generalised 
contrast medium reaction

• Previous adverse reaction, either moderate (e.g. urticaria, bronchospasm,
 moderate hypotension) or severe (e.g. convulsions, severe bronchospam,
 pulmonary oedema, cardiovascular collapse) – anaphylactoid reactions
• Asthma
• Allergy requiring medical treatment

• Nonionic, low osmolal contrast media should be standard and the only one given under these 
circumstances 

•  Corticosteriods may be given: 
  Prednisolone 30 mg orally 2 hours or Methylprednisolone 32 mg orally 12 and 2 hours before 

contrast medium; in case of urgency up to 250 mg Methylprednisolone may be given i.v.; solid 
data are lacking, therefore individual considerations need to be taken into account (e.g. severity 
of previous reactions)

•  Effects of antihistamines [H1 and H2] are not definitely proven, but mostly used in clinical practise

Contrast medium induced 
nephrotoxicity

• Raised s-creatinine levels, particularly secondary to diabetic nephropathy
• Dehydration
• Congestive heart failure
• Concurrent administration of nephrotoxic drugs, e.g. non-steroid
• anti-inflammatory drugs
• Age over 70 years old

• Make sure that the patients is well hydrated [give at least 100 mL (oral, e.g. soft drinks) or 
intravenous (normal saline) depending on the clinical situation) per hour starting 12 (at least 4 hours) 
before to 12 hours after contrast administration – in warm areas increase the fluid volume]

• Use nonionic, low osmolal contrast media
• Stop administration of nephrotoxic drugs for at least 24 hours
• Consider alternative imaging techniques, which do not require the administration of iodinated 

contrast media

Lactic acidosis Patients treated with biguanide-type antidiabetics • S-creatinine level measurement < 1 week
• S-creatinine normal
 – Stop biguanide intake, give contrast medium
• S-creatinine abnormal
 – Consider alternative imaging techniques, which do not require the administration of iodinated  

   contrast media
 – Stop biguanide intake, postpone contrast medium examination 48 hours

Anxiety Nervousness, sweating etc. • Talk to the patient, try to generate a positive, low-stress atmosphere; 
• Consider benzodiazepines only if non-pharmacolic measures do not work

Iodine induced 
hyperthyroidism

 • Patients with Graves’ disease
 • Multinodular goiter with thyroid autonomy, especially elderly patients 

and patients living in areas of iodine deficiency

• Contrast media exposure should be limited to emergency procedures; 
 –  in these cases thyreostatic therapy needs to be initiated before contrast media (CM) exposure  

and iodine uptake needs to be blocked by Natriumperchlorat; 
 –  in all other cases diagnostics and treatment of hyperthyreoidism needs to come first and the 

examination using contrast media has to be delayed until thyroid hormones returned to normal

Extravasation  • Power injector with insufficient fixation of needle placement
 • Fragile or damaged veins 
 • Malposition of sheath or catheter

• Appropriate injection site, careful injection with use of appropriate sized cannula
• Prefer nonionic contrast medium in combination with power injector

Risk for late reaction  
(1 hour to 7 days)

 • Previous contrast medium reaction
 • Interleukin-2 treatment

Patient should be informed and observed

Hypotension Dehydration Hydrate adequately

Main risk factors* and prophylactic measures 
on use of X-ray contrast media

* For complete information about possible risk factors, please refer to package-inserts, textbooks on contrast media or ESC / ESUR-guidelines for instance.

Table. 19. Recommendations for treating contrast media reactions
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Adverse reaction Risk factors / Conditions Measures to reduce the risk

Previous generalised 
contrast medium reaction

• Previous adverse reaction, either moderate (e.g. urticaria, bronchospasm,
 moderate hypotension) or severe (e.g. convulsions, severe bronchospam,
 pulmonary oedema, cardiovascular collapse) – anaphylactoid reactions
• Asthma
• Allergy requiring medical treatment

• Nonionic, low osmolal contrast media should be standard and the only one given under these 
circumstances 

•  Corticosteriods may be given: 
  Prednisolone 30 mg orally 2 hours or Methylprednisolone 32 mg orally 12 and 2 hours before 

contrast medium; in case of urgency up to 250 mg Methylprednisolone may be given i.v.; solid 
data are lacking, therefore individual considerations need to be taken into account (e.g. severity 
of previous reactions)

•  Effects of antihistamines [H1 and H2] are not definitely proven, but mostly used in clinical practise

Contrast medium induced 
nephrotoxicity

• Raised s-creatinine levels, particularly secondary to diabetic nephropathy
• Dehydration
• Congestive heart failure
• Concurrent administration of nephrotoxic drugs, e.g. non-steroid
• anti-inflammatory drugs
• Age over 70 years old

• Make sure that the patients is well hydrated [give at least 100 mL (oral, e.g. soft drinks) or 
intravenous (normal saline) depending on the clinical situation) per hour starting 12 (at least 4 hours) 
before to 12 hours after contrast administration – in warm areas increase the fluid volume]

• Use nonionic, low osmolal contrast media
• Stop administration of nephrotoxic drugs for at least 24 hours
• Consider alternative imaging techniques, which do not require the administration of iodinated 

contrast media

Lactic acidosis Patients treated with biguanide-type antidiabetics • S-creatinine level measurement < 1 week
• S-creatinine normal
 – Stop biguanide intake, give contrast medium
• S-creatinine abnormal
 – Consider alternative imaging techniques, which do not require the administration of iodinated  

   contrast media
 – Stop biguanide intake, postpone contrast medium examination 48 hours

Anxiety Nervousness, sweating etc. • Talk to the patient, try to generate a positive, low-stress atmosphere; 
• Consider benzodiazepines only if non-pharmacolic measures do not work

Iodine induced 
hyperthyroidism

 • Patients with Graves’ disease
 • Multinodular goiter with thyroid autonomy, especially elderly patients 

and patients living in areas of iodine deficiency

• Contrast media exposure should be limited to emergency procedures; 
 –  in these cases thyreostatic therapy needs to be initiated before contrast media (CM) exposure  

and iodine uptake needs to be blocked by Natriumperchlorat; 
 –  in all other cases diagnostics and treatment of hyperthyreoidism needs to come first and the 

examination using contrast media has to be delayed until thyroid hormones returned to normal

Extravasation  • Power injector with insufficient fixation of needle placement
 • Fragile or damaged veins 
 • Malposition of sheath or catheter

• Appropriate injection site, careful injection with use of appropriate sized cannula
• Prefer nonionic contrast medium in combination with power injector

Risk for late reaction  
(1 hour to 7 days)

 • Previous contrast medium reaction
 • Interleukin-2 treatment

Patient should be informed and observed

Hypotension Dehydration Hydrate adequately
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Acute adverse reactions (< 1 hour)

Nausea/Vomiting Moderate, transient: Supportive treatment
Severe, protracted: Appropriate antiemetic drugs (e.g. odansetron, dimenhydrinat*) 
should be considered

Urticaria Scattered, transient: Supportive treatment including observation
Scattered, protracted: Appropriate H1-antihistamine (e.g. clemastine*) preferably 
intravenously (intramusculary if no other option and timely treatment needed) should 
be considered. Drowsiness and/or hypotension may occur.
Profound: Consider Adrenaline 1:1000, 0.1–0.3 mL (0.1–0.3 mg) intravenously 
in adults, 0.01 mg/kg intravenously up to 0.3 max. in children. Repeat as needed. 
Alternative routes are intramusculary or intraossery, if no intravenous line is in function.

Bronchospasm 1. Oxygen by mask (6–10 l/min)
2. ß-2-agonist metered dose inhaler, 2–3 deep inhalations (e.g. salbutamol*)
3. Adrenaline intravenously dependent on blood pressure and severity

Normal blood pressure 
 1:1000, 0.1–0.3 mL (0.1–0.3 mg) [use smaller dose in a patient with 
 coronary artery disease or elderly patient], 
 in children: 0.01 mg/kg; max dosage: 0.3 mg 
Decreased blood pressure (<  90 mmHg systolic) 
 1:1000, 0.5 mL (0.5 mg), in children: 0.01 mg/kg, max. dosage: 0.3 mg

4. Intravenous bolus of corticosteroid, e.g. Prednisolon, 250 mg
5. For further treatment: resuscitation team

Laryngeal edema 1. Oxygen by mask (6–10 l/min)
2. Intravenous adrenaline (1:1000), 0.1–0.3 mL (0.1–0.3 mg) for adults, 
  repeat as needed
3. Intubation via resuscitation team
4. Intravenous bolus of corticosteroid, e.g. Prednisolon, 250 mg

Hypotension Isolated hypotension
1. Elevate patient’s legs
2. Oxygen by mask (6–10 l/min)
3. Intravenous fluid: rapidly, normal saline or lactated Ringer’s solution
4. If unresponsive: adrenaline: 1:1000 , 0.1–0.3 mL (0.1–0.3 mg) intravenously,  
  repeat as needed
Vagal reaction (hypotension and bradycardia)
1. Elevate patient’s legs
2. Oxygen by mask (6–10 l/min)
3. Atropine 0.5–1.0 mg intravenously, repeat if necessary after 3–5 min, to 3 mg
  total (0.04 mg/kg) in adults, in pediatric patients give 0.02 mg/kg intravenously 
  (max. 0.6 mg per dose) repeat if necessary to 2 mg total
4. Intravenous fluids: rapidly, normal saline or lactated Ringer’s solution
Hypotension and tachycardia
1. Elevate patient’s legs
2. Intravenous fluids: rapidly, normal saline or lactated Ringer’s solution
3. Oxygen by mask (6–10 L/min)

Anaphylactoid 
generalized reaction

1. Call for resuscitation team
2. Suction of airways as needed
3. Elevate patient’s legs if hypotensive
4. Oxygen by mask (6–10 l/min)
5. Intravenous adrenaline (1:1000), 0.1–0.3 mL (0.1–0.3 mg) in adults. 
    Repeat as needed. In pediatric patients 0.01 mg/kg to 0.3 mg max. dose
6. Intravenous fluids rapidly (e.g. normal saline, lactated Ringer’s)
7. Intravenous bolus of corticosteroid, e.g. Prednisolon, 250 mg
8. H1-blocker e.g. diphenhydramine* 25–50 mg intravenously

Seizures, Convulsions Diazepam* 5–10 mg rectally (or intravenously); or alternative (if available): 
Lorazepam, 2 mg

The table only lists measures to be taken by attending physicians; if needed, 
additional treatment should be  left to a resuscitation team.

General: All patients in whom intravascular iodinated contrast medium administration 
is planned should have a tested venous line prior to the start of the examination.

First line treatment of contrast medium adverse reactions

Table. 19. Continuation



127

Late adverse reactions (1 hour  to 7 days)

Symptomatic and similar to the management of other drug-induced skin reactions

Extravasation • Conservative management is adequate in most cases
  –  limb elevation 
  –  apply ice packs
  –  careful monitoring
• If a serious injury is suspected, seek the advice of a surgeon

Iodine induced 
hyperthyroidism

• Very late reaction (several days/weeks) 
• Seek the advice of an endocrinologist

Contrast medium 
induced nephrotoxicity

• Symptomatic
• Close monitoring as in any other patient with reduced renal function 

(due to other causes) – Consult a nephrologist 
• Dialysis seems to have no effect on the incidence on contrast 

media induced nephropathy

Lactic acidosis • Monitor renal function (serum creatinine), serum lactic acid  
and pH of blood

• Look for symptoms of lactic acidosis (vomiting, somnolence, 
nausea, epigastric pain, anorexia, hyperpnea, lethargy, diarrhea 
and thirst). Blood test results indicative of lactic acidosis: pH < 7.25 
and lactic acid > 5 mmol

* The drugs available may vary from country to country.

Keep in mind that even a “harmless” reaction e.g. nausea may result in an 
anaphylactoid generalized reaction. Every patient should always be kept 
under supervision during and right after contrast medium injection. High-
risk patients should be monitored longer than low-risk patients.

Table. 19. Continuation

Open Access This chapter is licensed under the terms of the Creative Commons Attribution 4.0 
International License (http://creativecommons.org/licenses/by/4.0/), which permits use, sharing, 
adaptation, distribution and reproduction in any medium or format, as long as you give appropriate 
credit to the original author(s) and the source, provide a link to the Creative Commons license and 
indicate if changes were made.

The images or other third party material in this chapter are included in the chapter's Creative 
Commons license, unless indicated otherwise in a credit line to the material. If material is not 
included in the chapter's Creative Commons license and your intended use is not permitted by 
statutory regulation or exceeds the permitted use, you will need to obtain permission directly from 
the copyright holder.



128

FURTHER 
DEVELOPMENT OF 
CONTRAST MEDIA

The development of CM aims at further improve-

ment of tolerance and identification of new diag-

nostic options by altering pharmacokinetic prop-

erties. New technical developments of imaging 

modalities also influence the use of and need for 

CM with special properties.

It is expected that established state-of-the-art ra-

diological techniques will be developed further, 

expanding current uses towards the examination 

of larger volumes, more rapid sequences, and low-

er radiation exposure. The standard radiological 

methods will retain their current role. 

It will be hard to surpass the level of efficacy, tol-

erance and safety of current contrast media while 

simultaneously keeping the cost of products at an 

acceptable level.

U. Speck, X-Ray Contrast Media, https://doi.org/10.1007/978-3-662-56465-3_12
© The Author(s) 2018
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New approaches in X-ray contrast medium re-

search have evolved from studies with metal ion 

chelates for magnetic resonance imaging [107]. 

Heavy elements absorb X-rays more effectively 

than iodine but are much more difficult to bind to 

organic, well-tolerated and excretable substances 

in a suitable form. Initial clinical applications sug-

gest the suitability of chelates for X-ray techniques 

but safety issues remain to be solved [108, 109].

New technical developments will further expand 

and modify the diagnostic possibilities in the years 

to come. Dynamic, physiologically controlled and 

high-resolution scanners improve detail resolution 

in CT, and very fast scanners allowing coverage of 

very large volumes with very short scan times are 

currently being introduced into clinical practice.

With the rapid infusion of well-tolerated CM, even 

better information on tissue perfusion, capillary 

permeability and the extracellular space of tissues 

can be obtained.
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