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Placement of left 
double-lumen endo- 
bronchial tubes with 
without a stylet 

o r  Dianne Lieberman BSc Med MD, 
Judith Littleford BSc MO ~CPC, Tom Horan MD ~CSC, 
Helmut Unruh Mr) ~CSC 

Purpose: This study was designed to determine if leaving a 

stylet in the left Bronch-Cath @ endobronchial tube (DLT) for 

the entire intubating procedure improves the accuracy of 

placement on the initial attempt, without introducing compli- 

cations. 

Methods: Sixty ASA 1-3 patients were randomized to one of 

two groups. In Group I (n = 30), the stylet was retained for 

the entire intubation procedure and in Group 2 (n = 30), the 

stylet was removed once the bronchial cuff had passed the 

vocal cords. In both groups, the DLT was turned 110 ~ coun- 

terclockwise and advanced until resistance was encountered. 

Placement was assessed by auscultation and fibreoptic bron- 

choscopy (FOB). After surgery, the DLT was replaced by a 

single-lumen endotracheal tube. The thoracic surgeon (blind- 

ed to the method of intubation, and using a FOB) assessed the 

appearance of the tracheobronchial mucosa. 

Results: The two groups were similar with respect to sex, 

height, weight, DLT size, surgeon and expertise of the laryn- 
goscopist. When the stylet was retained, the DLT was correct- 

ly placed 60% of the time compared with 17%, if the stylet was 

removed, (P = 0.001). Seven out of 30 DLTs in Group 2 were 

initially placed into the right mainstem bronchus, (P = 0.005). 

The average time to confirmation of correct tube placement by 

FOB was increased in Group 2, (P = 0.01). Although the 

observed incidence of left bronchial, mucosal petechiae and 

erythema was greater in Group 2, this was not statistically 

significant, (P = 0.063). 
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Conclusion: Retaining the stylet for the entire intubation pro- 

cedure allows for a more rapid, accurate placement of the 

DLT without increasing the incidence of tracheobronchial 

mucosa injury. 

Objectif" Cette dtude visait • d~terminer si le fait de laisser un 

guide clans un Bronch-Cath | endobronchique gauche (TEG) 

pendant toute la manoeuvre d'intubation assurait l'exactitude 

de la position d~s la premiere tentative et ne provoquait pas 

de complications. 

M~thode: Soixante patients ASA 1-3 ont dtd r#partis al~a- 

toirement en deux groupes. Dans le groupe 1 (n = 30), le 

guide est demeurd en place pendant la manoeuvre d'intuba- 

tion, et dans le groupe 2, le guide a dtd enlev~ d~s que le tube 

gut passd les cordes vocales. Dans les deux groupes, le TEG a 

dt~ pivotd ~ 110 ~ clans le sens contraire aux aiguilles d'une 

montre et avancd jusqu'~ la rencontre d'une rdsistance. La 

position du tube a dt~ vdrifi#e par auscultation et bronchofi- 
broscopie. Apr~s la chirurgie, le TEG a dtd remplac~ par une 

tube ordinaire. Le chirurgien thoracique (qui ignorait la m#tho- 

de d'intubation et utilisait un bronchofibroscope) a dvalud la 

muqueuse trachdobronchique selon son apparence. 

R~sultats: Les deux groupes dtaient identiques quant au sexe, 

la taille, le poids, le diambtre du tube, le chirurgien et la com- 

p#tence du laryngoscopiste. Avec un guide en place, le TEG a 

dtd correctement installd 60% du temps comparativement ?t 

17% avec retrait du guide (P = 0,001). Dans le groupe 2, clans 
sept cas sur 30, le TEG a #td placd initialement dans la bronche 

souche gauche (P = 0,005). Le ddlai de confirmation de l'ex- 

actitude de la position vdrifi~e par bronchofibroscope a dtd 
prolongd dans le groupe 2 (P = 0,01). L'incidence d'~rythkme 

et de pdtdchies de la muqueuse bronchique, bien que plus 
dlevde clans le groupe 2, n'~tait pas significative (P = 0,063). 

Conclusion: Le maintien du guide pendant la manoeuvre d'in- 

tubation du TEG permet une mise en position rapide et prdcise 

sans augmentation de l'incidence de ldsions muqueuses tra- 

chdobronchiques. 

Accurate placement of  double-lumen tubes (DLTs) is 
essential for one-lung ventilation. In the past, chest aus- 
cultation has been used to confirm placement  of  the 

CAN J ANAESTH 1996 / 43:3 / pp238-42 



Lieberman et  al.: LEFT DOUBLE-LUMEN TUBES 239 

DLT. However, recent studies show that auscultation 
alone is unreliable. 1-4 Fibreoptic bronchoscopy (FOB) is 
now considered the method of choice for confirming 
tube placement. 1-3'5-7 Post-placement FOB has revealed 
that disposable, polyvinyl chloride DLTs are malposi- 
tioned in 48%-78% of patients.l,3.5 

The left-sided DLT can be malpositioned in three 
ways; into the right malnstem bronchus, inserted too far, 
or not far enough into the left mainstem bronchus. 8 
Problems resulting from improper positioning of a DLT 
include hypoxaemia, airway trauma and unsuitable sur- 
gical conditions. 8 

Double-lumen tubes are supplied with a stylet in 
place to help retain their shape. It is recommended that 
this stylet be removed just after the tip of the tube passes 
through the vocal cords, because of the theoretical risk 
o f  damage to the tracheobronchial mucosa. 6 However, 
the literature does not support this concern. We hypoth- 
esized that removing the stylet early in the intubation 
sequence may increase the flexibility of the DLT, alter- 
ing the degree of rotation as the tube is turned and 
advanced, thus contributing to malpositioning. 

This study was designed to determine if retaining the 
stylet in the DLT for the entire intubating procedure 
improved the accuracy of placement on the initial 
attempt, without introducing complications. This would 
benefit the patient if it decreased the incidence of 
hypoxaemic events, reduced the induction to surgical 
preparation time or decreased the potential for airway 
trauma. 

Methods 
Following ethics approval and with written, informed 
consent, 60 consecutive ASA physical status 1-3 
patients, undergoing thoracotomy or thoracoscopy 
requiring left-sided DLTs, were studied. Patients were 
excluded from the study if a left-sided DLT was contra- 
indicated. These contraindications included a lesion 
along the path of the DLT, tracheal or left bronchial 
stenosis and distorted carinal architecture. 6 Upon entry, 
patients were randomized to one of two groups. In 
Group 1 (n = 30), the stylet was retained for the entire 
intubation procedure, until the intubator felt the DLT 
was correctly positioned. In Group 2 (n = 30), the stylet 
was removed once the bronchial cuff passed the vocal 
cords. Left Broncho-Cath| Endobronchial tubes 
(Mallinckrodt, catalogue #95892-95895) were used. The 
selection of the appropriate DLT size was based on the 
recommendations of Hannallah, (Table 1). 9 

Patients were preoxygenated. The induction agents 
were chosen at the discretion of the attending anaes- 
thetist. After induction of anaesthesia and direct laryn- 
goscopy, tracheobronchial intubation was performed. 

TABLE I Selection of DLT sizes 

Height Female Male 

<165 cm 35 Fr. 37 Fr. 
165-179 cm 37 Fr. 39 Fr. 
>179 cm 39 Fr. 41 Fr 

All intubations were performed by senior residents or 
staff anaesthetists. 

In both groups, the DLT was turned 110 ~ counter- 
clockwise after the blue bronchial cuff had passed the 
vocal cords and was advanced until resistance was 
encountered. The bronchial and tracheal balloons were 
inflated with no more than 3 ml and 10 ml of air, respec- 
tively. 1~ Placement was assessed initially by ausculta- 
tion using the method described by Wilson. II The accu- 
racy of placement was confirmed using an Olympus 
LF1 fibreoptic bronchoscope by a single bronchoscopist 
(DL). 5 The FOB was initially passed into the tracheal 
lumen looking for a clear view of the tracheal carina, the 
left lumen going off to the left and the proximal edge of 
the blue bronchial cuff located just below the tracheal 
carina. The FOB was then passed into the bronchial 
lumen looking for an unobstructed view of the left 
bronchial carina and the left upper lobe (LUL) bronchial 
orifice. Following this assessment, the DLT was reposi- 
tioned if incorrect placement was identified. 

A stopwatch was employed to measure the time from 
the start of laryngoscopy to initial blind DLT placement, 
from the start of FOB to confirmation of correct tube 
position (including the time for DLT repositioning, if 
necessary) and from the start of laryngoscopy until the 
patient was turned. 

After surgery, the anaesthetized patient was turned 
supine. The DLT was removed and replaced by a single- 
lumen endotracheal tube. The thoracic surgeon, blinded 
to the method of intubation and using a fibreoptic bron- 
choscope assessed the appearance of the tracheo- 
bronchial mucosa. Their observations regarding the 
presence or absence of mucosal petechiae, erythema, 
bleeding or mucosal tears were recorded. Positive find- 
ings were further classified according to location and 
severity. 

A prestudy power calculation was carried out based 
on the reported incidence of incorrect DLT place- 
ment. ~,3,4 This analysis indicated that a total of 60 
patients were required in order to have an 80% chance 
of detecting at least a 25% improvement in DLT place- 
ment, if a stylet was retained in the tube for the duration 
of intubation, (t~ = 0.05). Using a computer generated 
code prepared by the statistician, patients were random- 
ized into one of two groups, in blocks of ten, to mini- 
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mize the potential confounding influence of laryngos- 
copists' experience with DLT placement. Results were 
analysed using the Chi-square and Fisher exact test to 
compare proportions and complication rates. The 
Wilcoxon rank-sum test was used to compare time mea- 
surements. In addition, the Breslow Day test for homo- 
geneity of odds ratios and analysis of variance were 
used to determine if the level of expertise of the laryn- 
goscopist (Resident level PGY 3, 4, 5 or Staff ) affected 
the success of DLT placement. 

Results 
The study groups were similar with respect to sex, 
height, weight, and DLT size (Table II). The level of 
expertise of the laryngoscopist was similar in the two 
groups and did not affect the ability to correctly position 
the tube. Oxygen saturation was maintained at greater 
than 94% throughout the intubating procedure in 59/60 
patients. In Group 2 (stylet removed), one patient's oxy- 
gen saturation decreased to 91% during a difficult intu- 
bation but recovered quickly with the administration of 
100% oxygen. 

The average time to confirmation of correct tube 
placement by fibreoptic bronchoscopy was 179 _ 121 
sec in Group 1 (stylet retained) compared with 301 + 
230 sec in Group 2 (stylet removed), (P = 0.01). The 
mean time from the start of laryngoscopy to completion 
of positioning the patient for surgery was 8.5 _ 6.6 min 
in the stylet retained group versus 12.3 _+ 6.2 min in the 
stylet removed group, (P = 0.03). Both the confirmation 
of correct tube placement by FOB and the onset of sur- 
gical preparation was faster in the group that had the 
stylet retained for the duration of intubation. Time from 
the start of laryngoscopy to initial blind DLT placement 
was similar for both groups. 

Seven out of 30 DLTs in Group 2 (stylet removed) 
were initially placed into the right malnstem bronchus, 
(P = 0.005). When the stylet was retained, the DLT was 
correctly placed 60% of the time compared with 17%, if 
the stylet was removed, (P = 0.001) (Table Ill). 

The two thoracic surgeons each examined 26 and 34 
patients, (P = NS). There was no evidence of tracheo- 
bronchial tears in either group. No patients had evidence 
of tracheal mucosal damage. Although the observed 
incidence of left bronchial, mucosal petechiae and ery- 
thema was higher when the stylet was removed early in 
the intubation sequence, this was not statistically signifi- 
cant (P -- 0.063). The incidence of left bronchial mucos- 
al injury was not influenced by the experience of the 
intubator or DLT size. 

Discussion 
Currently, DLTs are used to control ventilation, to pre- 
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TABLE II Demographic data 

Sex Height* Weight* DLT size 
Group M/F (cm) (kg) 35/37/39/41 Fr. 

Stylet 21/9 173 • 9 77 • 16 4/7/12/7 
No Stylet 16/14 168 _+ 9 71 • 18 7/10/11/2 

*Values are represented as mean • SD. 

TABLE III Left-sided DLT position 

DLT Placement 
Stylet No Stylet 
(n = 30) (n = 30) 

*RMS (incorrect bronchus) 0 7 
LMS (in too far) 8 15 
LMS (out too far) 4 3 
tLMS (correct position) 18 5 

LMS = left mainstem; RMS = right mainstem. 
*RMS vs. all other positions: Fisher exact test, P = 0.005. 
tCorrect vs. all other positions: Chi-Square -- 11.915, df  = 1, 
P = 0.001 

vent cross contamination between lungs and to enhance 
visualization during surgery. 6 Placement of DLTs 
presents several potential problems. These include 
unsuccessful or difficult intubation, tube dislodgement, 
unsatisfactory lung deflation, tube malposition and 
hypoxaemia, m To increase the accuracy of placement 
and decrease potential complications, use of the fiberop- 
tic bronchoscope in addition to auscultation has been 
recommended to confirm DLT placement. ~-3,5-7 Any 
changes in technique which enable a more rapid and 
accurate placement of the DLT should benefit the 
patient. 

When the stylet was retained, the DLT was found to 
be in the correct bronchus and in the correct position 
more often than when the tracheobronchial intubation 
was done without a stylet. Accuracy of placement did 
not depend on the experience of the laryngoscopist, size 
of the DLT and sex or size of the patient. One of the 
most commonly reported causes for malposition of 
DLTs is the selection of a tube that is inappropriately 
too small for the patient) 3 In our study, we controlled 
for DLT size by the patient's height. We found that 
there was no increase in DLT malplacement in the 
patients who had smaller DLTs positioned with or with- 
out a stylet. When the stylet is removed early in the 
intubation sequence, it is possible that the DLT becomes 
soft, flexible and subject to increased torque. In this sit- 
uation the endobronchial portion of the tube may be 
more likely to enter the right mainstem bronchus. 

Sources suggest that the endobronchial tube should be 
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advanced until resistance is encountered. 6 However, 
resistance is a very subjective sensation and can be 
interpreted differently. When the stylet was removed 
early, the endobronchial tube tended to be placed too 
deeply into the correct bronchus. This occurred less 
often if the stylet was retained. The stylet helps to retain 
the shape and stiffness of the bronchial curvature, thus it 
can abut against the tracheal carina and prevent slippage 
of the tube further down into the left mainstem 
bronchus. None the less, in both groups the most com- 
mon malplacement was inserting the DLT too deeply 
into the left mainstem bronchus. 

Time to confirmation of correct tube placement by 
fiberoptic bronchoscopy and onset of surgery prepara- 
tion was decreased if the stylet was retained for the 
duration of intubation. This is of benefit in a busy oper- 
ating room setting. Reduced delays before the onset of 
surgery may enhance operating room efficiency. 

Irrespective of the clinical expertise of the anaes- 
thetist, if the DLT is initially placed in the right main- 
stem bronchus it can be difficult to diagnose whether the 
tube is, in fact, in the incorrect bronchus or has been 
advanced too far into the correct bronchus using FOB 
alone. Usual landmarks such as the carina are lost. 
Initial auscultation helps to distinguish this difference. 
Fibreoptic bronchoscopy does not replace auscultation 
in assessing placement of DLT. Instead, these tech- 
niques complement each other. 

It has been suggested that leaving a styler in the DLT 
for the entire intubating procedure increases the inci- 
dence of tracheobronchial injury.  6'14 Removing the 
stylet once the tip of the DLT passes the vocal cords is 
recommended by both product manufacturers* and 
experienced anaesthetists. 6'~4 However, there are no 
published case reports which implicate a stylet as the 
sole cause of tracheobronchial damage. In fact, retaining 
the stylet might reduce the incidence of tracheo- 
bronchial injury. Bronchial mucosal erythema and 
petechiae occurred to a greater extent in the group who 
had the stylet removed. Increased manipulation of the 
DLT to assure adequate placement may have led to 
excessive trauma. In both groups, erythema and petechi- 
ae were seen in the area of the bronchial cuff despite 
inflating the cuff with less than 3 ml of air. This would 
concur with previous reports of mucosal injury from 
over distension of the bronchial cuff. 6'10'14'15 We did not 
measure bronchial cuff pressure intraoperatively. After 
extubation, the cuff was examined and found to be 
intact in all cases. No patient developed tracheal mucos- 

*Mallinckrodt Medical. Package insert for Left Broncho-Cath 
Endobronchial Tubes, Catalogue #95892-95895. Mallinckrodt 
Medical, Inc. 1993. 
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FIGURE Double lumen tube angles. 

al damage and no bronchial lacerations were encoun- 
tered. 

Recently, modifications have been made to the 
Mallinckrodt Left Broncho-Cath| Endobronchiai 
Tube.* This was done in an attempt to prevent occlusion 
of the bronchial tip when the patient's position changes, 
to facilitate fiberoptic visualization of the LUL bronchus 
and to increase the margin of safety for obstruction of 
the LUL bronchus) 6 The manufacturer postulates that 
the insertion of this modified DLT could be more diffi- 
cult or cause bronchial mucosal trauma) 6 As the Figure 
indicates, the tracheal (proximal) angle is 80 ~ and 65 ~ 
on the Mallinckrodt and Sheridan tubes, respectively. 
The bronchial (distal) angle is 55 ~ (Mallinckrodt modi- 
fied DLT), 50 ~ (Mallinckrodt unmodified DLT), 48 ~ 
(Sheridan) and 30 ~ (Rtisch). The Portex company 
declined to supply any information pertaining to their 
DLT angles and the Rtisch company was not able to 
provide us with the tracheal angle of their DLT. Since, 
in this study, retaining the stylet in the unmodified tubes 
for the duration of intubation increased accuracy of 
placement, we believe that this method would only 
enhance the correct placement of the modified left-sided 
DLT. 

In summary, we recommend that the stylet be 
retained in the Left Broncho-Cath| DLT for the entire 
intubation procedure. This change to the current me- 

*Mallinckrodt Medical. Package insert in modified Left 
Broncho-Cath| Endobronchial Tubes, Catalogue #95892- 
95895, Mallinckrodt Medical, Inc. 1994. 
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thodology allows for a more rapid, accurate placement 
of  the DLT without increasing the incidence of  tracheo- 
bronchial mucosal damage. 

Acknowledgements 
The authors wish to thank Mary Cheang for helping 
with the statistical analysis. Also, we thank Dr. Douglas 
Craig and Dr. Robert Hudson for their editorial assis- 
tance during the preparation of  this manuscript. 

References 
1 AUiaume B, Coddens J, DeloofT. Reliability of ausculta- 

tion in positioning of double-lumen endobronchial tubes. 
Can J Anaesth 1992; 39: 687-90. 

2 Enhrenwerth J. Pro: Proper positioning of a double-lumen 
endobronchial tube can only be accomplished with 
endoscopy. J Cardiothorac Vasc Anesth 1988; 2: 101-4. 

3 Smith GB, Hirsch NP, Enhrenwerth J. Placement of 
double-lumen endobronchial tubes. Br J Anaesth 1986; 58: 
1317-20. 

4 Lewis JW, Serwin JP, Gabriel FS, Bastanfar M, Jacobsen 
G. The utility of a double-lumen tube for one-lung venti- 
lation in a variety of noncardiac thoracic surgical proce- 
dures. J Cardiothorac Vasc Anesth 1992; 6: 705-10. 

5 Slinger PD. Fiberoptic bronchoscopic positioning of 
double-lumen tubes. J Cardiothorac Vasc Anesth 1989; 3: 
486-96. 

6 BenumofJL. Anaesthesia for Thoracic Surgery. 
Philadelphia: WB Saunders Company, 1987: 223-59. 

7 BenumofJL. The position of a double-lumen tube should 
be routinely determined by fiberoptic bronchoscopy 
(Editorial). J Cardiothorac Vasc Anesth 1993; 7:513-4. 

8 Brodsky JB. Con: Proper positioning of a double-lumen 
endobronchial tube can only be accomplished with the use 
of endoscopy. J Cardiothorac Vasc Anesth 1988; 2: 105-9. 

9 HannaUah MS, BenumofJL, McCarthy PO, Liang M. 
Comparison of three techniques to inflate the bronchial 
cuff of left polyvinylchloride double-lumen tubes. Anesth 
Analg 1993; 77: 990-4. 

10 Hasan A, Low DE, Ganado AL, Norton R, Watson DCT. 
Tracheal rupture with disposable polyvinylchloride dou- 
ble-lumen endotracheal tubes. J Cardiothorac Vasc Anesth 
1992; 6: 208-11. 

11 Wilson RS. Endobronchial intubation. In: Kaplan JA 
(Ed.). Thoracic Anaesthesia, 2nd ed. New York: 
Churchill-Livingstone Inc, 1991: 371-88. 

12 Burton NA, Watson DC, Brodsky JB, Mark JBD. 
Advantages of a new polyvinyl chloride double-lumen 
tube in thoracic surgery. Ann Thorac Surg 1983; 36: 
78-84. 

13 Brodsky JB, Shulman MS, Mark JBD. Malposition of left- 
sided double-lumen endobronchial tubes. Anesthesiology 
1985; 62: 667-9. 

14 Burton NA, Fall SM, Lyons T, Graeber GM. Rupture of 
the left main-stem bronchus with a polyvinylchloride 
double-lumen tube. Chest 1983; 83: 928-9. 

15 Wagner DL, Gammage GW, wong ML. Tracheal rupture 
following the insertion of a disposable double-lumen 
endotracheal tube. Anesthesiology 1985; 63: 698-700. 

16 Yahogi N, Furuya H, Matsui J. Improvement of the left 
broncho-oath double-lumen tube (Letter). Anesthesiology 
1994; 81: 781-2. 


