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Abstract: An electrochemical biosensing platform was developed based on glucose oxidase (GOx)/Fe3O4-

reduced graphene oxide (Fe3O4-RGO) nanosheets loaded on the magnetic glassy carbon electrode (MGCE).

With the advantages of the magnetism, conductivity and biocompatibility of the Fe3O4-RGO nanosheets, the

nanocomposites could be facilely adhered to the electrode surface by magnetically controllable assembling and

beneficial to achieve the direct redox reactions and electrocatalytic behaviors of GOx immobilized into the

nanocomposites. The biosensor exhibited good electrocatalytic activity, high sensitivity and stability. The

current response is linear over glucose concentration ranging from 0.05 to 1.5 mM with a low detection limit of

0.15 μM. Meanwhile, validation of the applicability of the biosensor was carried out by determining glucose in

serum samples. The proposed protocol is simple, inexpensive and convenient, which shows great potential in

biosensing application.
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Introduction

Diabetes mellitus is a worldwide public health prob-
lem, which resulted from either a deficiency or toler-
ance in insulin [1]. Glucose biosensors are becoming
an indispensable means for the diagnosis and therapy
of diabetes mellitus [2]. Amperometric enzyme elec-
trodes based on glucose oxidase (GOx) have been ex-
tensively used for the detection of the blood glucose
concentration due to the high catalytic activity for the
oxidation of glucose to gluconolactone [3]. Neverthe-
less, the direct electron communication between redox
proteins and electrode surfaces is difficult because the
redox center in biomolecules is usually buried in the
large three-dimensional structure of enzyme molecules
[4,5]. Various materials have been studied to promote
electron transfer of redox enzymes onto the surface of

electrodes [6-9].
Magnetic nanomaterials have received much atten-

tion because of the unusual structural, excellent adsorp-
tion, catalytic properties and inherent electrical con-
ductivity [10-14]. Graphene, a two-dimensional (2D)
sheet of carbon atoms arranged in a honeycombed net-
work, has perceived tremendous attention because of its
high electrical conductivity, large surface area per vol-
ume, excellent electrocatalytic properties, all of which
lead to their excellent performance as electrochemi-
cal biosensing platforms [15]. Furthermore, decoration
with inorganic materials, such as metal or semiconduc-
tor nanoparticles (NPs) onto the reduced graphene ox-
ide (RGO) sheets could form interesting 2D nanocom-
posite structures [16]. Fe3O4 magnetic NPs have been
widely used in biomagnetics fields due to their mag-
netic properties, low toxicity, high adsorption ability
and good biocompatibility [17-19]. Graphene sheets as
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2D substrates can effectively prevent the agglomeration
of Fe3O4 NPs and enable a good dispersion of these
magnetic NPs [20]. In addition, Fe3O4-RGO nanocom-
posites may offer feasible biocompatible microenviron-
ment, which preserves the biological and electrochemi-
cal activities of the immobilized biomolecules. Because
of these fascinating properties, Fe3O4-RGO is promis-
ing as a potential magnetically controllable material for
biosensor.

In this paper, magnetic Fe3O4-RGO nanosheets were
prepared by a facile solvothermal method and char-
acterized by transmission electron microscopy (TEM),
atomic force microscopic (AFM) and X-ray diffraction
spectra (XRD). Due to the inherent magnetic property
and biocompatibility, the nanosheets could be served as
a suitable substrate for the immobilization of GOx en-
zyme molecules and adhered to the magnetic electrode
surface without any additional adhesive reagent. Thus
the Fe3O4-RGO nanocomposites-based electrochemical
biosensing systems were constructed by magnetically
controllable assembling (Scheme 1). The direct elec-
tron transfer (DET) between the immobilized redox
proteins and electrode was studied. Meanwhile, the de-
veloped biosensor showed good sensitivity, reproducibil-
ity and stability. The results indicated that magnetic
Fe3O4-RGO based magnetically controllable protocol
could reduce the analytes diffusion limitation, and well
maintain the activity of enzyme. Therefore, this work
provides a new avenue to broaden the applications of
Fe3O4-RGO in electrochemical biosensors.

Glucose Gluconic acid

Glucose oxidase

Reduced graphene oxide

O2 H2O2

Fe3O4

e−GCE

Magnet

Scheme 1 Schematic illustration of Fe3O4-reduced graph-
ene oxide nanocomposites-based electrochemical biosensors
via magnetically controllable assembling.

Experimental

Reagents and materials

Graphite powder with 98% purity was purchased
from Aladdin. Glucose oxidase (GOx, 100 U/mg) was
purchased from Sangon Biotech. The D-(+)-Glucose
was obtained from Sinopharm Chemical Reagent Co.,
Ltd. FeCl3·6H2O, FeCl2·4H2O, diethylene glycol

(DEG), diethanolamine (DEA), sodium hydroxide, and
ethanol were purchased from Sinopharm Chemical
Reagent Co., Ltd. Glucose stock solutions (0.1 M)
were prepared and allowed to mutarotate overnight at
room temperature before use. Phosphate buffer solu-
tion (PBS, 0.1 M) was prepared from 0.1 M NaH2PO4

and Na2HPO4 in doubly distilled water and the pH was
adjusted to 6.0. All other reagents used were of ana-
lytical grade, and all aqueous solutions were prepared
with doubly distilled water.

Apparatus and measurements

JEOL 2100 transition electronic microscopy was used
for transmission electron microscopy (TEM) analysis.
Atomic force microscope (AFM) measurement was car-
ried out on a MultiMode Nanoscope from digital in-
struments (Bruker AXS GmbH). X-ray diffraction pat-
terns were collected on a Bragg-Brentano diffractome-
ter (Rigaku D/Max-2000) with monochromatic Cu Kα

radiation (λ = 1.5418 Å) of a graphite curve monochro-
mator. UV-vis absorption spectra were recorded by a
Multiskan spectrum with wavelength range of 200-1000
nm. Magnetic property was carried out at room tem-
perature using a vibrating sample magnetometer (Lake
Shore, VSM736).

All electrochemical measurements were performed
on a CHI660B electrochemical workstation (Chenhua
Instruments, Shanghai, China). Electrochemical ex-
periments were performed with a conventional three-
electrode system comprising of a bare or Fe3O4-RGO-
modi?ed MGCE as the working electrode, a platinum
wire as the counter electrode, and a saturated calomel
electrode (SCE) as the reference electrode.

Synthesis of Fe3O4-RGO nanocomposites

Graphite oxide (GO) was prepared from natural
graphite by the modified Hummer’s method [21,22].
The superparamagnetic Fe3O4-RGO nanosheets were
prepared via solvothermal method with some modifi-
cation of those reported literatures [23,24]. In brief,
a solution of FeCl2·4H2O (5 mmol) was mixed with
FeCl36H2O solution (10 mmol) and dissolved in 10 mL
of hot DEG at 90℃ in an oil bath. After 30 min of
stirring, 2.5 mL of DEA was added to the above solu-
tion. Meanwhile, NaOH (10 mmol) and DEG (20 mL)
were mixed to produce a stock solution. The resulting
solution was dropped into the hot iron solution under
vigorous stirring for another 10 min. Subsequently, the
homogeneous GO (15 mg) dispersion was mixed with
DEG solution (10 mL) followed by 30 min of vigor-
ous stirring. The mixture was then transferred to a
Teflon-lined autoclave and maintained at 180℃ for 8
h. After centrifugation, the products were washed with
ethanol and distilled water in turn until neutralization
and dried under vacuum at room temperature finally.
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Fabrication of GOx/Fe3O4-RGO/MGCE

The magnetic glassy carbon electrode (MGCE) was
first polished to a mirror with 0.3 and 0.05 μm alumina
slurry, and sonicated in ethanol and water successively.
The electrodes were successively sonicated in 1:1 (v/v)
nitric acid, acetone and ethanol, and then allowed to
dry under a stream of nitrogen. For the preparation of
GOx/Fe3O4-RGO modified electrode, MGCE was im-
mersed in 0.2 mL as-prepared Fe3O4-RGO suspension
(2 mg mL−1) at room temperature. Fe3O4-RGO sheets
were firmly attached to the electrode surface by a sim-
ple magnetically controllable absorption. After wash-
ing with water, the obtained Fe3O4-RGO/MGCE was
dipped into GOx solution (3 mg mL−1 at pH 6.0) at
4℃ overnight for protein immobilization. The result-
ing electrodes were washed with water and stored at
4℃ when not in use.

Results and discussion

Characterization of Fe3O4-RGO nanocompos-

ites

Transmission electron microscopy (TEM) was em-
ployed to characterize the dispersity and particle size
of the prepared samples. Figure 1(a) presents represen-
tative TEM image of graphene nanosheets, clearly illus-
trating the flake-like shapes and a crumpled structure.
These monolayer sheets possess large surface areas, and
particles can be anchored on both sides of these sheets
[20]. As shown in Fig. 1(b), Fe3O4 MNPs have been
located on the RGO nanosheets. Furthermore, the an-
chored Fe3O4 metal NPs distributed uniformly on these
graphene sheets without obvious aggregations.

Atomic force microscopic (AFM) images were
recorded with a Nanoscope IIIa scanning probe micro-
scope using a tapping mode. The sample used for AFM
measurements was prepared by casting the suspension
of GO or Fe3O4-RGO on the surface of a mica sheet
and allowed to be evaporated. Typical AFM images of
GO and Fe3O4-RGO nanosheets are presented in Fig. 2.

The cross-sectional analysis indicates the mean thick-
ness of GO (Fig. 2(a)) monolayer is ca. 1.0 nm, which
is corresponding to previous report [25]. And the thick-
ness of Fe3O4-RGO sheets (Fig. 2(b)) was determined
to be ca. 18.0 nm, indicating the successful loading of
Fe3O4 nanoparticles on the nanosheets.

The interconnected two-dimensional (2D) substrates
could be served as a platform for enzyme immobi-
lization through non-covalent adsorption and covalent
binding [26]. Zeta potential measurements showed that
after the surface modification with Fe3O4 nanopar-
ticles, the Zeta potential value of GO dramatically
changed from −43.7 mV to +31.5 mV. It may be due
to the adsorption and complexing of DEA, thereby
the surfaces of the as-prepared Fe3O4 nanoparticles
are terminated with many NH2 groups, which pro-
vide the surface of the magnetic nanosheets with posi-
tive charges [23] and benefit for further bioconjugates.
Thus GOx molecules could easily be adsorbed on the
Fe3O4-RGO, which are mainly dominated by the elec-
trostatic interaction between positively charged Fe3O4-
RGO nanocomposites and negatively charged enzyme
molecules. In addition, other kinds of interaction such
as hydrophobic attraction and hydrogen bonding might
also be functioned in the adsorption process [27].

Representative X-ray diffraction (XRD) patterns of
the prepared samples are depicted in Fig. 3(A). As
shown in curve a, the characteristic diffraction peaks at
18◦ (111), 30◦ (220), 36◦ (311), 43◦ (400), 54◦ (422) and
57◦ (511) are consistent with the standard XRD data
for the crystalline planes of face-centered cubic (fcc)
Fe3O4 according to the standard spectrum of Fe3O4

(JCPDS, No. 65-3107). Besides these peaks, an ad-
ditional peak at 26.0◦ corresponding to the RGO can
be observed in curve b [28]. This indicated the coexis-
tence of Fe3O4 and RGO in the hybrid. As shown in
Fig. 3(B), the magnetic hysteresis loop of the Fe3O4-
RGO hybrid is measured at room temperature with an
applied magnetic field sweeping from −5000 to +5000
Oe, exhibiting superparamagnetic property of the mag-
netic nanocomposite [29].

(a) (b)

200 nm 100 nm

Fig. 1 TEM images of (a) GO and (b) Fe3O4-RGO nanosheets.
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Fig. 2 AFM images of (a) GO and (b) Fe3O4-RGO nanosheets casting on freshly cleaved mica.
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Fig. 3 (A) X-ray diffraction patterns of (a) Fe3O4; and (b) Fe3O4-RGO nanosheets. (B) Magnetization hysteresis loopof
Fe3O4-RGO nanosheets.

UV-vis absorption spectra have been carried out to
study the effects of Fe3O4-RGO on the microstructures
of immobilized GOx. Figure 4(A) shows UV-vis ab-
sorption spectra of Fe3O4-RGO, GOx and the mixture
of GOx and Fe3O4-RGO, respectively. As shown in
Fig. 4(A), in the case of pure GOx an intense band ap-
peared at 275 nm and two well defined peaks of light

absorption at 375 nm and 452 nm (Fig. 4(A), curve a)
could be distinguished [30]. The UV-vis spectra of the
Fe3O4-RGO indicate no absorption peak appearing in
the range of 250-500 nm (Fig. 4(A), curve b). After bio-
conjugation of GOx with Fe3O4-RGO (Fig. 4(A), curve
c), there is nearly no change in the absorption band,
similar to that of native GOx. The results indicated
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that GOx entrapped in the nanocomposites has an un-
changed secondary structure and retains its biological
activity.
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Fig. 4 (A) UV-vis absorbent spectra of (a) pure GOx;
(b) Fe3O4-RGO and (c) GOx/RGO/Fe3O4. (B) Nyquist
plots of faradic impedance obtained in 0.10 M PBS (pH
6.0) containing 1.0 mM K3Fe(CN)6/K4Fe(CN)6 and 0.1 M
KCl for (a) bare MGCE; (b) Fe3O4-RGO modified MGCE;
(c) Fe3O4-RGO-GOx modified MGCE. AC amplitude: 5
mV; frequency range: 0.1 Hz to 100 kHz. Inset: equivalent
circuit used to model impedance data.

Electrochemical impedance spectroscopy (EIS) is a
highly effective tool to measure the change of inter-
face properties of the modified electrode surface dur-
ing the fabrication process [31]. Figure 4(B) illus-
trates the typical Nyquist plots of the bare MGCE,
Fe3O4-RGO/MGCE and GOx/Fe3O4-RGO/MGCE in
the presence of 1.0 mM K3[Fe(CN)6]/K4[Fe(CN)6].
The EIS spectra shows well-defined semicircles at high
frequencies followed by straight lines at low frequen-
cies. The electron transfer resistance (R

et
), estimated

from the diameter of the semicircle, controls the elec-
tron transfer kinetics of the redox probe at the elec-
trode interface. In order to give detailed information
about the electrical properties of the above modified
electrodes, the equivalent circuit (inset of Fig. 4(B))
was used to fit the obtained impedance data. As shown

in Fig. 4(B), the R
et

value of bare MGCE is estimated
to be 160 Ω (Fig. 4(B), curve a). After MGCE modi-
fied with magnetic Fe3O4-RGO, the R

et
value for the

[Fe(CN)6]
3−/4− redox couple is increased (Fig. 4(B),

curve b), which may be attributed that the amino
groups and carboxyl functional groups on the surface
of the nanosheets could block electron transmission to
some extent. Comparison to the Fe3O4-RGO/MGCE,
the EIS of the GOx/Fe3O4-RGO/MGCE presents an
obvious increase in R

et
(R

et
= 513 Ω, Fig. 4(B), curve

c). This increase is due to the non-conductive proper-
ties of GOx film, which hinders the interfacial electron
transfer. It suggests that GOx molecules were success-
fully immobilized onto the Fe3O4-RGO nanocomposites
modified electrode.

Direct electrochemistry of GOx/Fe3O4-RGO/

MGCE

Figure 5(A) exhibits the cyclic voltammograms (CVs)
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Fig. 5 (A) The CVs of different electrodes MGCE (a);
Fe3O4-RGO/MGCE (b) and GOx/Fe3O4-RGO/MGCE (c))
in nitrogen-saturated 0.1 M PBS (pH 6.0) at the scan rate
of 100 mV/s. (B) Cyclic voltammograms of GOx/Fe3O4-
RGO/MGCE in 0.1 M nitrogen- saturated PBS (pH 6.0) at
various scan rates (from inner to outer): 20, 10, 20, 40, 80,
100, and 400 mV s−1. Inset: plots of peak currents (ip) vs.
scan rates.
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of the MGCE, Fe3O4-RGO/MGCE and GOx/ Fe3O4-
RGO/MGCE in 0.1 M nitrogen-saturated PBS (pH 6.0)
at a scan rate of 100 mV/s. It is found that there
are no any redox peaks at the MGCE (Fig. 5(A), curve
a) and Fe3O4-RGO/MGCE (Fig. 5(A), curve b), which
indicates that Fe3O4-RGO is not electroactive in the
potential range from −0.6 V to −0.2 V. Conversely, a
pair of well-defined and nearly reversible redox waves
could be observed at RGO/Fe3O4-GOx/MGCE. Its for-
mal potential E

0 (defined as the average of the anodic
and cathodic peak potential) is calculated to be −0.44
V, which is close to those previously reported for im-
mobilized GOx [32,33]. This observation confirms the
facile direct electron transfer from the redox site of GOx
(flavin adenine dinucleotide) to the electrode. This re-
sult suggests that Fe3O4-RGO nanocomposites could
provide a favorable microenvironment to facilitate the
electron exchange between GOx and underlying elec-
trode.

The effect of scan rates on the response of immo-
bilized GOx is shown in Fig. 5(B). The anodic peak
potential shifted to a more positive direction and
the cathodic peak potential moved negatively with
the increasing scan rate. However, formal potential
of FAD/FADH2 redox couple is nearly not changed.
The linear dependence of I

pa
and I

pc
on scan rate

is given in the inset of Fig. 5(B). The redox peak
currents are directly proportional to the scan rate
in the range of 10-400 mV s−1, indicating a typical
surface-controlled electrode process. According to the
model of Laviron [34], the electron transfer rate con-
stant (k

s
) value is estimated to be 3.4 s−1. This

value is larger than those obtained for GOx immobi-
lized on PMB@SiO2(nano)/GCE (2.44 s−1) [35] and
GOx/BCNTs/MGCE (1.56 s−1) [33], suggesting that
the Fe3O4-RGO nanocomposites can greatly promote
the electron exchange between active site of GOx and
the electrode.

The pH-dependent response of the Fe3O4-RGO/GOx
nanocomposite modified MGCE was also evaluated. As
shown in Fig. 6(A), stable and well-defined reversible
redox peaks are observed in the various pH solutions.
Elevation of the solution pH from 4.5 to 8.0 leads to
negative shift in both reduction and oxidation peak po-
tentials. The slope of formal potential is estimated to
be −58.4 mV/pH (Fig. 6(B)), which is close to the theo-
retical value of −58.5 mV/pH [36]. The results indicate
that two-proton coupled with two-electron accompanies
the electron transfer of GOx (FAD) to electrodes.

Electrocatalytical behavior of the Fe3O4-RGO-

GOx/MGCE

Figure 7(A) shows cyclic voltammograms of
GOx/ Fe3O4-RGO/MGCE in N2-saturated solution
(Fig. 7(A), curve a), air-saturated solution without
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Fig. 6 (A) Cyclic voltammograms of the GOx/Fe3O4-
RGO/MGCE in 0.1 M deoxygenated solution with different
pH values (7.0, 6.0, 5.0 and 4.5), scan rate: 100 mV s−1.
(B) Plot of formal potential (E0) vs. pH values.

(Fig. 7(A), curve b) and with (Fig. 7(A), curve c) 1.0
mM glucose. A pair of redox peaks is observed in
both N2-saturated and air-saturated 0.1 M PBS (pH
6.0) solution. Under N2-saturated condition, there
appears a pair of well-defined and reversible redox
peaks (Fig. 7(A), curve a). However, in the presence
of dissolved oxygen (Fig. 7(A), curve b), original ox-
idation peak decreases and reduction peak increases.
The results indicate that GOx immobilized on Fe3O4-
RGO/MGCE can catalyze the reduction of dissolved
oxygen. This electrocatalytic process toward the reduc-
tion of dissolved oxygen may be expressed as follows:
[6,35,37]

GOx(FAD) + 2e− + 2H+
� GOx(FADH2) (1)

GOx(FADH2) + O2 → GOx(FAD) + H2O2 (2)

When glucose was added into air-saturated PBS,
the reduction peak current at the GOx/Fe3O4-
RGO/MGCE decreased (Fig. 7(A), curve c). It can be
explained that glucose as the substrate of GOx can re-
sult in an enzyme-catalyzed reaction (Eq. (3)) and de-
crease the amount of the oxidized form (FAD) of GOx
on the electrode surface.

Glucose + GOx(FAD) →

gluconolactone + GOx(FADH2) (3)
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Fig. 7 (A) Cyclic voltammograms of the GOx/Fe3O4-
RGO/MGCE in 0.1 M deoxygenated (a) and air-saturated
PBS (pH 6.0) without (b) and with 1 mM glucose (c) at
the scan rate of 100 mV s−1. (B) Amperometric curves of
GOx/Fe3O4-RGO modified electrode in 0.1 M pH 6.0 air-
saturated PBS with the addition of a series of glucose con-
centrations. Inset: calibration curve corresponding to am-
perometric responses. Applied potential: −0.5V (vs. SCE).

Thus, the addition of glucose restrains the electro-
catalytic reaction (Eq. (1)), and leads to the decrease
of reduction current. Therefore, in this way, based on
measuring the decrease of the reduction current at the
relatively negative potential, the concentration of glu-
cose can be detected without the interference of coex-
isted electroactive-substance.

The amperometric responses of GOx/Fe3O4-RGO/
MGCE in air-saturated 0.1 M PBS (pH 6.0) with dif-
ferent glucose concentration are shown in Fig. 7(B).
Chronoamperometric curves are found to reach a
plateau (steady-state current) within 20 s. With the
successive addition of glucose, the amperometric re-
sponses decrease, indicating the electrochemical signal

is dependent on the concentration of glucose. There-
fore, the results of amperometric responses are in cor-
respondence with those of the above CV measurements.
The developed biosensor shows a steady state ampero-
metric response towards glucose in the range of 0.05-
1.5 mM with a detection limit of 0.15 μM (S/N =
3 and inset in Fig. 7(B)). The sensitivity of the en-
zyme electrode was calculated to be about 9.04 μA
mM−1 cm−2, which was higher than those reported
at a GOx/TiO2-SWCNT/ITO-based glucose biosensor
(5.32 μA mM−1 cm−2) [38] and GOx/titania sol/gel
film (7.2μA mM−1 cm−2) [39]. Furthermore, accord-
ing to the electrochemical version of the Lineweaver-
Burk plot [40], the apparent Michaelis-Menten constant
(Kapp

m
) for the GOx/Fe3O4-RGO/MGCE is estimated

to be 0.34 mM, which is smaller than that of GOx on
nitrogen-doped carbon nanotubes of 2.2 mM [41]. The
smaller K

app
m value indicates that the immobilized GOx

possesses high enzymatic activity and the biosensor ex-
hibits a high affinity for glucose.

Furthermore, the stability and real sample analysis
of the biosensor were investigated. The GOx-Fe3O4-
RGO/MGCE could retain the direct electrochemistry
of the immobilized GOx at constant current values
upon the continuous cyclic voltammograms sweep over
several hundred cycles. No obvious decrease in the cur-
rent response to glucose was observed after one month
storage in the refrigerator at 4℃. Human serum samples
were assayed to testify the practical use of the proposed
biosensor. The recovery experiments were carried out
in diluted human serum samples, using a standard ad-
dition method. As presented in Table 1, the recovery
of the biosensor is between 95% and 105%. The results
indicate that the biosensor is effective and sensitive for
the determination of glucose in real samples.

Table 1 Determination of glucose concentration
in human serum samples using the GOx-Fe3O4/re-
duced graphene oxide/MGCE

Sample Added (nM) Found (mM) Recovery (%)

1 0.15 0.17 96.66

2 0.80 0.82 102.50

3 1.00 0.98 98.07

Conclusions

To summarize, we constructed a magnetic Fe3O4-
reduced graphene oxide nanocomposites-based on elec-
trochemical biosensing system for glucose determina-
tion. Owing to their excellent magnetic property and
biocompatibility, Fe3O4-RGO nanocomposites could be
used as suitable matrix for the immobilization of GOx
enzyme and conveniently loaded on the surface of
magnetic glass carbon electrodes by magnetically con-
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trollable assembling. The direct electron transfer of
GOx assembled on Fe3O4-RGO nanosheets could be
achieved, indicating that nanocomposites provide a fa-
vorable microenvironment to facilitate the electron ex-
change between enzyme and electrode. The developed
biosensor exhibited good electrocatalytic activity to-
ward glucose, and could be effectively applied for glu-
cose measurements in real samples.
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