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Abs t rac t .  The Computer-Assisted Transbronchial Biopsy project in- 
volves the registration, without any external localization device, of a 
pre-operative 3D CT scan of the thoracic cavity (showing a tumor that 
requires a needle biopsy), and an intra-operative endoscopic 2D image 
sequence, in order to provide an assistance to a transbronchial puncture 
of the tumor. Because of the specific difficulties resulting from the pro- 
cessed data, original image processing methods were elaborated and a 
multi-level strategy is introduced. For each analysis level, the relevant 
information to process and the corresponding algorithms are defined. 
This multi-level strategy then achieves the best possible accuracy. 
The results presented here demonstrate that it is possible to localize pre- 
cisely the endoscopic camera within the CT data coordinate system. The 
computer can thus synthesize in near real-time the CT-derived virtual 
view that corresponds to the actual endoscopic real view. 

1 I n t r o d u c t i o n  
For diagnosing and staging lung cancers in patients, obtaining histological sam- 
ples is a fundamental  step. But many  mediastinal tumor  formations are invisible 
during bronchoscopy and not accessible to a transthoracic biopsy. Then a trans- 
bronchial needle biopsy is a minimally invasive alternative to surgery, and thus 
a very valuable procedure [1]. 

Nevertheless, the transbronchial biopsy procedure involves a "blind" punc- 
ture without a direct visual control on the lesion. So, when no specific assistance 
is provided, it can explain that  despite of its potential  benefits the transbronchial 
biopsy remains underut~l~zed [2]. 

A computer  assistance can promote the transbronchiat biopsy. The computer  
can reconstruct 3-D endoluminal views from CT data  (Virtual Bronchoscopy). 
When preparing a transbronchial biopsy, virtual views can help a pre-operative 
planning of an opt imal  needle trajectory [3]. 

But  virtual bronchoseopy provides only a pre-operative assistance. The aim 
of Computer-Assisted Transbronchial Biopsy is to provide an intra-operative as- 
sistance : during the endoscopic procedure, the operator wants to see in real-time 
the exact virtual view (computed from CT data) that  corresponds to the cur- 
rent endoscopic real view, i.e. the virtual view must  follow the movements  of 
the fiberoptic camera inside bronchial tree. Thus, the operator benefits from 
an Augmented Reality technique : extraluminal  elements detected on CT are 
augmenting the endoscopic perception (Figure 1). One can then verify tha t  the 
needle reaches the tumor,  without hurting any critical tissues. 
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Fig .  1. C o m p u t e r - A s s i s t e d  T r a n s b r o n c h i a l  B i o p s y  - R e s u l t s .  The system 
achieves an automatic registration between real and virtual bronchoscopy, in order 
to help guiding the trans-bronchial needle biopsy. - "Real V i ew"  : The real broncho- 
scopic video sequence is analyzed in near real-time by the computer. - Lower  right 
w indow  : Result of the automatic segmentation of the wall that  splits both bronchi. 
- "His tory"  : The computer is able to recognize the different explored bronchi. From 
top to bottom, each subdivision level encountered is extracted. The bot tom view 
identifies both current bronchi (left upper and lower lobe). L o w e r  central  w indow  : 
The computer tracks the trajectory of the flexible endoscope inside a 3D geometrical 
model of the bronchial tree. Both current bronchi are located by specific colours. We 
can see a spherical target defined for the trans-bronchial needle biopsy. - " V i r t u a l  
V i e w "  : The system can synthesize a virtual view from CT scan data. The target 
appears in transparency. Using specific image processing algorithms, the broncho- 
scopie camera position is automatically computed, so that  the virtual view follows 
the actual camera movements and automatically matches the real view. - "Needle 
C T  Sl ice"  : The computer shows the CT slice containing the bronchoscopic center 
of view and the expected biopsy needle trajectory. The distance to the center of the 
target  is computed. 

2 A mult i - level  s trategy 

Our  app roach  is based  on a lgo r i t hms  able  to  local ize in r ea l - t ime  the  f iberopt ic  
c a m e r a  pos i t ion  inside the  C T  d a t a  coo rd ina t e  sys tem,  us ing only  i m a g e  pro-  
cessing, and  wi thou t  any  ex te rna l  loca l iza t ion  device.  Because  this  loca l iza t ion  
t a sk  is difficult ,  we have deve loped  a spec i f c  mul t i - leve l  s t ra tegy .  Four  levels of  
i m a g e  analys is  are required in order  to achieve a c o m p l e t e  loca l i za t ion  of  the  
endoscope.  
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The levet-1 analysis follows the endoscope movements inside the tracheo- 
bronchial tree hierarchy. The aim is to anatomically identify the various explored 
bronchial subdivisions, in order to help the operator navigate and find a correct 
path to the biopsy site. 

Then, when the operator is in the neighborhood of the lesion, an accurate 
localization of the endoscope is achieved in levels 2,3,4 in order to guide the 
biopsy in a safe and accurate manner : 

- The level-2 analysis gives an approximative endoscopic localization, pro- 
ducing a virtual view roughly similar to the real view. 
- The level-3 analysis generates a precise endoscopic localization, but is re- 
stricted to 4 degrees-of-freedom. 
- Finally, the level-4 analysis computes an endoscopic localization with 6 
degrees-of-freedom (3 translations and 3 rotations entirely define the endo- 
scopic camera position in the CT coordinate system). 

2.1 Level-1 : Bronchi  ana tomica l  ident i f icat ion 
We have achieved the bronchial subdivision image segmentation with mathemat- 
ical morphology operators, involving dynamics and watershed line computations 
(see [4] for details). 

A 3D geometrical model of the tracheo-bronchial tree allows us to predict the 
various subdivision relative orientations. During a real endoscopic exploration, 
it is then possible to identify each bronchus thanks to a comparison between 
segmented (endoscopic) and expected (CT) subdivision orientations. We need to 
use only one generic 3D bronchial model for every patients : indeed, our method 
is robust enough to tolerate the small inter-individual anatomical variations. 

Using a digital alpha workstation and 100 x 100 endoscopic images, the com- 
puter can process 2 to 10 images per second. The computer is able to follow an 
endoscopic exploration up to the fourth level of subdivision. 

2.2 Level-2 : Approx imat ive  local izat ion 
We consider here that the direction of the endoscopic axis of view remains par- 
allel to the bronchial axis. Level-2 registration uses the alignment between CT 
and endoscopic inter-bronchial walls (see [4] for details). It is a direct localiza- 
tion method that involves no optimization process and that is very fast. The 
whole procedure, including endoscopic image segmentation and virtual image 
computation, allows a tracking of camera movements with 0.5 to 2 images per 
second. 

The quality of the real/virtual registration depends on the fitting between 
CT-defined and segmented inter-bronchial walls, and depends on the parallelism 
of CT-defined bronchial axis and actual endoscopic axis of view. As we will 
describe it in the following, when these conditions are not fulfilled, then level-3 
and level-4 are useful to reestablish the matching quality. 

2.3 Level-3 : four  degrees-of-freedom precise local izat ion 
We use here a new 2D/2D "daemon-based" [5] registration algorithm, presented 
in [6]. We still suppose, here, that the endoscope axis remains aligned with the 
bronchial axis (4 degrees of freedom). 
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We try to find the virtual view that  best matches an endoscopic real view. 
An initial virtual view is computed from level-2 algorithm. From the translation, 
rotation and zoom parameters given by real/vir tual  "daemon-based" registra- 
tion, we can adjust the estimated endoscope position and then create a new 
virtual view. Iterating this process can finally give a virtual view very similar 
to real view : it means that  the endoscope is correctly located [6]. We usually 
achieve the level-3 localization with 2 or 3 iterations only and no more than a 
few seconds. 

2.4 Leve l -4  : six d e g r e e s - o f - f r e e d o m  l o c a l i z a t i o n  

As level-3 registration involves an intermediate 2D/2D registration step, the cam- 
era localization is restricted to four degrees of freedom. In this section, we present 
a precise six degrees-of-freedom localization that  involves a 3D reconstruction of 
bronchial surface, thanks to a model-based shape-from-shading algorithm. 

M o t i v a t i o n s  Level-3 algorithm needs to be very tolerant against pixel intensity 
variations. Indeed, when we try to register virtual and real views, we want to 
consider only the structural information in the images (i.e. the global shape of 
bronchial subdivisions). Thus our daemon-based algorithm, involving only uni- 
tary vectors in the direction of decreasing grey values [6] is very robust regarding 
lightening conditions : as a characteristic of our multi-level strategy, for a par- 
ticular analysis level, we select all the relevant information but only the relevant 
information. 

Nevertheless, pixel intensity values are important,  because they can reveal 
a difference between real and virtual optical axis directions : when optical axis 
direction changes, some parts of the image become darker while others become 
brighter. As we will demonstrate it in the following, thanks to a "model-based 
shape-from-shading", we will be able to process these grey value informations, 
but only because level-3 gives us the necessary pre-registered initial conditions. 

In the case of bronchoscopic images, the shape-from-shading problem is very 
difficult, because we have to tackle major topological ambiguities : 

- only a small part of bronchial surface appears in one bronchoscopic image. 
The information found in the image is not sufficient to solve the topological 
ambiguities (in particular concerning the image edges, which represent in 
reality the major part of the image). 
- in a bronchial subdivision image, the only visible singular point is a saddle 
point, so it can not be used for propagation [7]. We should use a propaga- 
tion from the extremity of both bronchi, but these regions are not correctly 
visualized (occultation, lightening attenuation). 
Furthermore, we have to consider a point light source at finite distance, and 

a perspective projection. Only few algorithms studied such image construction 
conditions [8] (but they do not have to tackle topological ambiguities). 

Finally, the difficulties encountered for bronchial image 3D reconstruction 
are numerous and can not be solved by usual shape-from-shading algorithms 
developed so far. 
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Fig. 2. Using model-based const ra ints  for shape-from-shading.  (a) The 
bronchial surface normal n, corresponding to an endoscopic pixel with intensity equal 
to t = cos(a), has an undefined position on the cone forming an angle a with the 
lightening direction L. Knowing the CT surface normal V, we can choose n as the 
vector on the cone that is the closest to V. (b) n can then be computed from t, V, 
and e which is the pixel intensity in the CT virtual image (see text). 

M o d e l - b a s e d  s h a p e - f r o m - s h a d i n g  Our solution comes from the development 
of a new shape-from-shading algorithm : we use the 3D data  about the bronchial 
surface (coordinates, distance to camera, normal vectors) that  are given by the 
pre-registered CT model resulting from level-3. Our algorithm is based on the 3 
following points. 

(1) CT-derived 3D data  allows us to correct lightening attenuation effects. 
During the synthesis of virtual images, the lightening attenuation is computed 
from the distance of the bronchial point to light source. Considering any pixel in 
a real bronchial image, an approximation of this distance to light source is given 
by the pre-registered 3D CT model. Then we can use the lightening attenuation 
formula, in order to correct lightening artifacts before processing the image. 

(2) CT data  allows us to compute real bronchi normals. Let us consider a 
pixel in a bronchial subdivision real image. Let t be the pixel intensity (from 
0.0 to 1.0). If n is the unknown normal direction in the corresponding bronchial 
surface point, and L is the light ray direction, then n must be such that  t = n.  L, 
but n remains undefined (Figure 2a). 

Let e be the same pixel intensity in the virtual image, previously registered 
(level-3) with the real image. We have e = V �9 L, where V is the normal di- 
rection given by the 3D CT model in the corresponding bronchial surface point 
(Figure 2b). 

Then we can decide to choose n as the vector, such that  n .  L = t, which is 
the closest to V .  So we can show easily that n is defined by 

( o 1 ~ - ~  ~/~;-~,-, n =  ,t - ~V ~_--~ ] L + V r:- ~ - (Eq.3) 
(3) Eq.3 above defines the normal vectors for each pixel in bronchial image. 

Then the whole surface can be reconstructed, from the center of inter-bronchial 
wall (its coordinates are given by 3D CT model), propagating surface variations 
given by normal vectors and using a 3D grid model of the reconstructed surface 
(3D because of the specificities of the perspective projection). 

Leve l -4  C T / b r o n c h o s c o p y  r e g i s t r a t i o n  Up to level-3, the optical axis was 
previously maintained fixed when estimating the camera position. We now want 
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Fig. 3. Pr inc ip le  of  level-3-4 C T / b r o n c h o s c o p y  regis t ra t ion.  This step of 
a 6 degrees-of-freedom registration comes from a real execution of our algo- 
rithms. We start from a virtual view (for example, issued from level-2 algorithm) 
that approximatively matches the real view. Then level-3 daemon-based registra- 
tion gives a pre-registered CT virtual view and 3D model, used for model-based 
shape-from-shading (in this 3D model visualization, one can recognize three branch- 
ing partial tubes corresponding to the three bronchial holes visible in the virtual 
view). A 3D/3D registration between the real reconstructed 3D surface and the CT 
3D surface allows us to compute the rotational component, and then to correct the 
CT point of view by an optical axis rotational adjustment. 

to adjust an incorrect optical axis direction estimation, i.e. we want to achieve 
a full 6 degree-of-freedom CT/bronchoscopy registration. 

We use here the 3D bronchial surface resulting from our model-based shape- 
from-shading algorithm. This endoscopic 3D surface can be compared to CT 
model 3D surface. A least-squares fitting of these two 3D point sets is achieved; 
for that  purpose, 3D points from each set corresponding to the same light ray are 
matched. The rotation between CT model surface and endoscopic reconstructed 
surface, given by this 3D/3D registration step, is then applied to optical axis 
direction (Figure 3). As a result, the difference between virtual and real opticM 
axis directions decreases. 

Such a registration process can be iterated : the level-2 initial virtual view is 
replaced by the new corrected virtual view, and level-3 and level-4 processings 
are iterated. 

R e s u l t s  Our model-based shape-from-shading method is able to take into ac- 
count lightening and perspective artifacts, and to solve topological ambiguities, 
thanks to CT data. 

Iterating the Figure 3 locMization process, in general only twice, we obtained 
on real endoscopic images very good localization results, with a computation 
time being no more than a few seconds. Tests with virtual images show the good 
results obtained concerning the registration accuracy (Figure 4). We observe 
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Fig. 4. Level-4 localization results.  Each step involves the processing se- 
quence described in Figure 3 (daemon-based registration plus model-based 
shape-from-shading), Top : with virtual images. Here the "real" image is a virtual 
view from a known position. Expected and computed endoscopic points of view are 
compared; the difference is quantified by a rotation and a translation parameter (A 
angle and A distance). We observe how the localization process is able to correct an 
important initial misregistration. Bottom : with a real endoscopic image. 3 iterations 
of the localization process are sufficient to obtain a visually very good matching 
between real and virtual views. 

that  the achieved precision increases during level-4 process. The demonstrated 
final precision is sufficient for clinical applications, considering that  the tumor 
diameter is generally greater than 10 millimeters. 

A failure can occur if the reference real image or a generated virtual image 
happen to be not informative enough (for example if the endoscope is too close to 
the bronchial wall, or if bronchial edges are too partially visualized). Neverthe- 
less, in case of failure, our multi-level strategy leaves the possibility to restrict 
the analysis to level-2. Furthermore, this level-2 localization can benefit from 
adjusted parameters (optical axis direction, CT inter-bronchial wall geometry) 
inherited from a level-3 and level-4 analysis on a previous image with better 
quality. 

3 C o n c l u s i o n  
Computer-assisted transbronchial biopsy is a challenging medical and scientific 
issue. As far as we know, our prototype system constitutes the first proposed 
solution:  indeed, bronchoscopic data  can be hardly processed by most usual 
computer vision algorithms, because of many specific difficulties. 
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We divided this complex problem into four levels, with an increasing analysis 
accuracy, and we selected for each level the relevant information and methods. So 
the success of our approach is based on the introduction of this multi-level model- 
based image analysis strategy, together with various innovative algorithms. 

With  our computer-assisted transbronchiM biopsy system, execution speeds 
are below 5 seconds for level 1 to 4 complete 100 • 100 image processing. Accu- 
racy, measured by using virtual instead of real images, is about  1 to 2 millimeters 
and 5 degrees. This is compatible with medical applications, considering tumoral  
formations typically greater than 10 millimeters. Tests on real endoscopic data  
show that  the real /vir tual  registration result is good and can be very informative 
for the transbronchial biopsy assistance. 

Finally, let us note that  the current s tate of this work uses endoscopic video 
sequences, stored on the computer,  then a posteriori processed. Nevertheless, 
the algorithms execution speed demonstrates  the real-time capabili ty of our sys- 
tem. This is confirmed by preliminary real-time tests using a tracheobronchial 
anatomical  specimen. In the near future, we will proceed into further experi- 
ments in clinical conditions, and we will develop dedicated protocols in order to 
fully evaluate our system efficiency and reliability. 
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