
Insulin autoantibodies (IAA) are markers of the pre-
clinical phase of insulin-dependent diabetes mellitus
(IDDM) [1]. Their measurement, together with that
of islet cell antibodies (ICA), antibodies to glutamic
acid decarboxylase (GAD), and the protein tyrosine
phosphatase-like antigen IA-2, forms the basis of cur-
rent strategies for predicting future onset of IDDM
[2]. IAA are particularly important when determin-
ing IDDM risk since their prevalence is significantly
elevated in subjects developing the disease in child-
hood [3], and moreover, they are often the first auto-
antibodies to be detected [4].

Methodologies for the detection of IAA are based
upon the original radiobinding assay (RBA) of Kurtz
et al. [5], the two established and validated assays be-
ing that described by Palmer [6] and that of Soeldner
[7]. These methods are sensitive but require relatively
large serum volumes of up to 600 ml. This limits the
use of IAA in screening when capillary blood samples
are obtained and when repeat testing is necessary or
desired. Recently, Williams et al. described a novel
RBA based on protein-A binding, rather than poly-
ethylene glycol (PEG) precipitation of antibody
bound insulin, which requires only 20 ml of serum
[8]. In this study we compared results and perfor-
mances of the novel micro RBA of Williams with
those of the conventional RBA of Soeldner for the
measurement of IAA in a large series of samples
from new onset IDDM patients, control subjects and
first degree relatives of IDDM patients. We report
that the novel micro RBA has similar sensitivity and
specificity to the Soeldner assay and should, there-
fore, facilitate high throughput screening, especially
in young children.
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Summary Measurement of insulin autoantibodies
(IAA) with a novel micro radiobinding assay which
requires only 20 ml of serum was compared with that
in a conventional radiobinding assay which uses
600 ml of serum. IAA were measured with both assays
in samples from 94 new onset insulin-dependent dia-
betes mellitus (IDDM) patients, 97 control subjects,
and 48 first degree relatives of IDDM patients select-
ed for having IAA in the conventional radiobinding
assay. Overall, 227 (95%) of 239 samples tested were
concordant, and IAA levels correlated well (r2 = 0.7)
between the two assays. Discordant results were ob-
tained in 7 new onset patients, 4 control subjects,

and 1 first degree relative, and these had low IAA
levels in the respective assays. Sensitivity and speci-
ficity in the new onset IDDM patients and control
subjects were 69 % and 98 % for the micro radiobind-
ing assay and 72% and 98 % for the conventional ra-
diobinding assay. The use of the micro radiobinding
assay should greatly facilitate islet related antibody
screening, particularly in children. [Diabetologia
(1998) 41: 681±683]
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Subjects and methods

Subjects. Sera were obtained from a total of 94 IDDM patients
at onset of the disease. All patients were diagnosed either at
the Academic Hospital München-Schwabing, Germany or at
the San Raffaele Hospital, Milan between 1993 and 1997. All
were less than 20 years of age (median age 11 years; range
1±20 years); 51 were male. Sera were also obtained from 97
control subjects with no first degree family history of IDDM.
The median age of control subjects was 21 years (range
2±48 years); 46 were male. Additional serum samples from 48
first degree relatives of IDDM patients in the Munich IDDM
family study were included. These were selected on the basis
of having IAA levels above the 99th centile of control subjects
on at least 2 occasions when tested in the conventional RBA
in Munich. Relatives had a median age of 11 years (range
2±59 years); 24 were male.

IAA measurement. All samples were tested in Munich using
the conventional RBA based on the Soeldner assay [7] and in
Milan using a method based on the novel micro RBA of Wil-
liams [8]. For the conventional RBA results were expressed
as nanounits bound insulin specifically precipitated per ml of
serum (nU/ml). The threshold and 99th centile of results in con-
trol subjects was calculated as 49 nU/ml. This assay achieved
100 % sensitivity and specificity in the Immunology of Dia-
betes Workshops proficiency exchanges. The micro RBA of
Williams was modified by precipitating immune complexes
with 50 ml of 50 mm Tris HCI pH 8 with 1 % v/v Tween 20,
10 % v/v pre-swollen protein A-sepharose (Pharmacia Biotech
AB, Uppsala, Sweden) and 5 % v/v pre-swollen protein G-
sepharose (Pharmacia Biotech AB). The results were convert-
ed into arbitrary units by use of a standard curve. The thresh-
old and 99th centile of local control subjects was calculated at
greater than 4.4 IAA units.

Statistical analysis. Correlation between the results obtained
with the conventional RBA and the micro RBA was examined
with scatterplots and linear regression analysis. Agreement be-
tween assays was assessed using Cohen's kappa measure. Sen-
sitivity and specificity were analysed as receiver-operating
characteristic (ROC) plots.

Results

Correlation between assays. A comparison of results
obtained in each assay for all samples tested is shown
in Figure 1. Samples from 63 (67%) of 94 new onset
patients and 47 of the 48 first degree relatives were
detected above the respective thresholds in both as-
says. Samples from 24 (26%) new onset patients and
93 (96%) of 97 control samples were detected below
these thresholds in both assays. The micro RBA de-
tected elevated IAA levels in 2 control subjects (5.1
and 24.9 IAA units, aged 20 and 16 years) and in 2
new onset patients (4.5 and 8.7 IAA units, aged 4
and 17 years) which were not detected by the conven-
tional RBA, and did not detect IAA in samples from
1 first degree relative aged 18 years who had 96 nU/
ml IAA in the conventional RBA and 5 new onset
patients who had 50, 56, 97, 98 and 140 nU/ml IAA
in the conventional RBA (aged 11, 16, 19, 13 and
6 years). The conventional RBA also detected IAA

in two control subjects (53 and 59 nU/ml, aged 3 and
8 years) which were not detected in the micro RBA.
Overall, 95% of samples were concordant, and
agreement as assessed by Cohen's kappa measure-
ment was 0.89. Regression analysis gave an r2 of 0.70
(p < 10±5) when all samples were examined, and an r2

of 0.68 (p < 10±5) when samples from the control sub-
jects were excluded from the analysis.

Sensitivity and specificity. ROC plots for each assay
are shown in Figure 2. Using previously established
thresholds corresponding to the 99th centile of control
subjects, the sensitivity in new onset IDDM patients
was 69% for the micro RBA and 72% for the conven-
tional RBA; specificities were 98% for both assays.
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Fig.1. Comparison of IAA results obtained in the novel micro
RBA with the conventional RBA for 97 control subjects (k),
94 new onset IDDM patients (X) and 48 first degree relatives
with IAA when determined in the conventional RBA (~).
Thresholds for positivity for each assay are indicated as a bro-
ken line. Regression analysis gave an r2 of 0.70 (p < 10±5)

Fig.2. ROC plots of IAA results for samples from 94 new on-
set IDDM patients and 97 control subjects using the novel mi-
cro RBA (U) and conventional RBA (k). Points correspond-
ing to the previously calculated assay thresholds are indicated



Discussion

IAA are important markers of pre-clinical IDDM
and there has been substantial effort in the develop-
ment of assays which detect IAA in a sensitive and
disease-specific manner. Until recently this has been
considered possible only by using relatively large se-
rum volumes. In this study, we report that IAA mea-
surement with a novel micro RBA requiring only
20 ml of serum was highly concordant with that of a
conventional RBA which uses 600 ml of serum, and
achieved high sensitivity (69%) and high specificity
(98%) when sera from new onset IDDM patients
and control subjects were tested.

Overall concordance and correlation between the
methods was remarkable. The few discrepant sam-
ples had relatively low IAA levels, but the majority
with IAA between 50 and 100 nU/ml in the conven-
tional RBA were also detected in the micro RBA.
The quantity of IAA measured in each assay also cor-
related well. This is relevant since IDDM risk is asso-
ciated with the amount of serum IAA as measured in
the conventional assays [9]. Concordance appeared
to be greater than that recently reported between
the micro RBA and the assay of Palmer [8]. Whilst
only 34 samples with IAA were compared in that
study, more than half were discrepant. Sensitivity in
new onset IDDM cases was also substantially higher
in this study. Both the micro RBA and the conven-
tional RBA yielded sensitivities of around 70% for
new onset patients under 20 years of age, while in
the previous study sensitivity in this age group was
52%. The increased concordance and sensitivity
may be due to the larger number of samples tested
and the use of both protein A- and protein G- sepha-
rose to capture antibody bound insulin as previously
suggested [8].

The availability of this micro RBA should greatly
facilitate screening for IDDM risk. There are current-
ly numerous studies which include large scale screen-
ing for islet autoantibodies in the assessment of
IDDM risk, the recruitment of subjects for the evalu-
ation of intervention therapies for IDDM prevention,
or for the understanding of the natural history of au-
toimmunity associated with diabetes. Moreover, sev-
eral of these commence screening during the neona-
tal period when sampling is relatively difficult and
would be facilitated by using capillary blood samples.
Measurement of IAA with conventional assays using
large serum volumes has meant that not all subjects
can be screened for IAA and that capillary blood
samples cannot be used. As a compromise, strategies
have been proposed which include screening for anti-
bodies to GAD and IA-2 as a first step followed by
measurement of IAA and/or ICA in those with ele-
vated antibody levels. This appears to be effective
when screening is performed in older individuals,
but is perhaps insufficient for screening children since

it is evident that IAA are often detected earlier in life
than GAD or IA-2 antibodies [4]. Their measure-
ment in first round screening is therefore essential
for early identification and intervention. The use of
the micro RBA for IAA means that autoantibodies
to all three antigens can be determined on less than
50 ml serum and with similar assay formats. Its use
will also facilitate repeat testing locally or by refer-
ence laboratories in the case of centralised registries
such as ICARUS [9], allow serum samples to be
stored for other determinations or studies, and en-
able more detailed studies of IAA binding to be per-
formed. This assay should, therefore, markedly facili-
tate islet antibody screening in children.
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