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Abstract Purpose: Monitoring
end-expiratory lung volume (EELV)
is a valuable tool to optimize respi-
ratory settings that could be of
particular importance in mechanically
ventilated pediatric patients. We
evaluated the feasibility and precision
of an intensive care unit (ICU) ven-
tilator with an in-built nitrogen
washout/washin technique in
mechanically ventilated pediatric
patients. Methods: Duplicate EELV
measurements were performed in 30
patients between 5 kg and 43 kg after
cardiac surgery (age, med-
ian ? range: 26, 3–141 months). All
measurements were taken during
pressure-controlled ventilation at
0 cm H2O of positive end-expiratory
pressure (PEEP). Results: Linear
regression between duplicate mea-
surements was excellent (R2 = 0.99).
Also, there was good agreement
between duplicate measurements,
bias ± SD: -0.3% (-1.5 mL) ±
5.9% (19.2 mL). Mean EELV ± SD
was 19.6 ± 5.1 mL/kg at 0 cm H2O
PEEP. EELV correlated with age
(p \ 0.001, r = 0.92, R2 = 0.78),
body weight (p \ 0.001, r = 0.91,
R2 = 0.82) and height (p \ 0.001,

r = 0.94, R2 = 0.75). Conclu-
sion: This ICU ventilator with an
in-built nitrogen washout/washin
EELV technique can measure EELV
with precision, and can easily be used
for mechanically ventilated pediatric
patients.
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Abbreviations

CPB Cardiopulmonary bypass
EELV End-expiratory lung

volume
FiO2 Fraction of inspired

oxygen
ICU Intensive care unit
NMBW Multiple breath nitrogen

washout
PEEP Positive end-expiratory

pressure
RCM Recruitment maneuver
TEE Transesophageal

echocardiography

Introduction

Monitoring end-expiratory lung volume (EELV) might be
a valuable tool to optimize respiratory settings in anes-
thetized ventilated patients [1]. General anesthesia is

known to promote lung volume reduction, which pro-
motes atelectasis, lung compliance, and arterial
oxygenation [2]. In children, decreased lung volume is of
special importance because of the lower elastic retraction
forces and a lower relaxation volume, which makes them
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more prone to airway collapse [3, 4]. Furthermore, EELV
has been described as one of the variables known to
adequately assess mechanical characteristics of the ven-
tilated lung [5].

However, determining EELV in ventilated patients is
not without difficulty. EELV can be measured with
computer tomography [6, 7], but this technique is not
available for routine measurements. Traditionally, EELV
measurement techniques are based on dilution of tracer
gases, like sulfur hexafluoride washout [8, 9], closed-
circuit helium dilution [10], or open-circuit multibreath
nitrogen washout [11–13]. All these techniques require
expensive and/or complex instrumentation, and are gen-
erally not suitable for routine EELV measurements during
surgery and in the intensive care unit (ICU). An alterna-
tive is the simplified helium dilution method, using a re-
breathing bag with a helium mixture. However, an
important disadvantage of this latter technique is the
interruption of mechanical ventilation for a short period
of time [14].

Recently, Stenqvist et al. [15] introduced a novel
method to measure EELV without interruption of
mechanical ventilation, based on a simplified and modi-
fied multiple Breath nitrogen washout (MBNW)
technique, which is integrated within a mechanical ven-
tilator. This method requires a step change in the inspired
oxygen fraction (FiO2), without the need for supplemen-
tary tracer gases or specialized additional monitoring
equipment [15]. Although this method has been success-
fully applied in adult ventilated patients at the ICU and
whilst undergoing surgery [15–17], no data regarding
feasibility and precision exist for mechanically ventilated
pediatric patients.

Therefore, we evaluated the feasibility and precision
of this MBNW device to measure EELV during
mechanical ventilation of pediatric patients after cardiac
surgery.

Methods

After approval of the local institutional human
investigations committee, 30 mechanically ventilated
children were enrolled in the study. All patients under-
went cardiac surgery for congenital heart repair, and
received postoperative mechanical ventilatory support in
the ICU. Exclusion criteria were: severe cardiovascular
instability, thoracic deformations, and residual intracar-
diac shunt postoperatively evaluated by transesophageal
echocardiography (TEE).

EELV measurements were carried out with the COVX
module (GE Healthcare, Helsinki, Finland) integrated
within the ventilator. This module has been described in
detail earlier [15]. Briefly, O2 and CO2 are measured with
standard clinical sensors and the residual N2 as remaining

ventilator air is calculated. A step change in the N2 con-
centration is induced by changing the FiO2. The N2

volume change and N2 fraction change is measured with
the COVX module integrated in the Engström Carestation
ventilator and EELV is calculated.

Patients were nasotracheally intubated with a cuffed
Hi-Contour pediatric endotracheal tube (Mallinckrodt)
and anesthesia was maintained with midazolam 0.1 mg/
(kg h) and sufentanil 1 mcg/(kg h). During the operation,
patients were ventilated in pressure-controlled mode at
the following settings: tidal volume of 6–8 mL/kg, fre-
quency adjusted to maintain a PaCO2 level between 4.5
and 5.5 kPa, positive end-expiratory pressure (PEEP) of
8 cm H2O, I/E ratio of 1:1 and FiO2 of 0.5. After weaning
from cardiopulmonary bypass (CPB), the lungs were
routinely re-expanded by a recruitment maneuver (RCM)
and mechanical ventilation was continued with the same
settings as before CPB. Once admitted to the ICU,
mechanical ventilation was continued with the same set-
tings as before transportation except for the FiO2, which
was set at 0.40 or 0.45. FiO2 was decreased because the
measurement requires a FiO2 step change and becomes
less precise at a FiO2 above 0.65, according to manu-
facturer’s specifications. Patients were sedated by
midazolam intravenously [0.1 mg/(kg h)] and morphine
[10 mcg/(kg h)].

After stabilization at the ICU, EELV was measured
twice (washout and washin) with the COVX module by
nitrogen washout/washin with first an incremental and
second a decremental FiO2 step of 0.2 at a PEEP of 0 cm
H2O. This measurement was repeated after 10 min.
Before measurements, hemodynamic and ventilatory
parameters were recorded and arterial blood gas analysis
was performed.

Statistical analysis

Statistical analysis was performed with Graphpad soft-
ware package (version 5.0, Graphpad Software Inc.,
San Diego, USA). Results are expressed as mean ± SD
for normally distributed data and median and interquartile
range (IQR) for not normally distributed data. The
Shapiro–Wilk normality test was used to evaluate the
distribution of all data. Agreement between duplicate
measurements was analyzed using Spearman correlation
and Bland–Altman’s analysis [18]. For all comparisons,
p \ 0.05 was considered significant.

Results

In the present study, 30 mechanically ventilated patients
were examined; Table 1 presents demographic data and
the main physiologic characteristics. All patients were
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studied after congenital cardiothoracic surgery and toler-
ated the procedure well. Repairs included closure of
ventricular septal defect (7), closure of atrial septal defect
(8), correction of tetralogy of Fallot (3), repair of sub-
pulmonary stenosis (3) and subaortal stenosis (2),
pacemaker implantation (1), and total cavopulmonary
connection (6). The hemodynamic and ventilatory
parameters before the measurements at 0 cm H2O PEEP
are provided in Table 2.

Linear regression between duplicate EELV measure-
ments (as average of washin/washout) measured with the
nitrogen washin/washout technique was performed.
Duplicate measurements were highly correlated
(p \ 0.001, r = 0.99, R2 = 0.99). To assess the differ-
ence between the duplicate measurements a Bland–
Altmann analysis was performed (Fig. 1). Bias ± SD was
-0.3% (-1.5 mL) ± 5.9% (19.2 mL).

Mean EELV ± SD was 19.6 ± 5.1 mL/kg at a PEEP
level of 0 cm H2O. Figure 2 shows the relation between
EELV and patient characteristics. EELV was highly
correlated with age (p \ 0.001, r = 0.92, R2 = 0.78),
body weight (p \ 0.001, r = 0.91, R2 = 0.82) and height
(p \ 0.001, r = 0.94, R2 = 0.75).

Discussion

The present study shows that, in sedated mechanically
ventilated pediatric patients, this noninvasive MBNW
technique can easily measure EELV with good precision.
We confirmed that EELV is highly correlated with the
patient’s height and body weight (Fig. 2).

Precise and easily performable measurements of EELV
are essential in order to use this parameter to optimize
respiratory settings. Although accurate and precise meth-
ods to measure EELV are available for ventilated pediatric
patients, these older methods require complex equipment or
tracer gases that limit their use in clinical practice [8, 19]. In
this study, we used an ICU ventilator with an in-built
MBNW technique to measure EELV during mechanical
ventilation; a good agreement was found between duplicate
measurements with this device. Chiumello et al. [20]
recently compared this technique with computed tomog-
raphy and helium dilution in adult ICU patients and
described high reproducibility between duplicate mea-
surements (bias ± SD 48 ± 165 mL). In our pediatric
patients an even better level of precision was found:
bias ± SD 1.0% (-1.7 mL) ± 5.7% (15.5 mL).

Although accuracy was not evaluated in the present
study, measured EELV was comparable to that reported in
other studies [21–24]. Ungern-Sternberg et al. [24]
described the effect of CPB and aortic clamping on EELV
in children during mechanical ventilation with 3 cm H2O
PEEP; in their study EELV increased from 22 ± 5 to
27 ± 6 mL/kg after opening of the chest and decreased
markedly to 16 ± 5 mL/kg after closing the chest and was
still reduced to 18 ± 5 mL/kg during the following
90 min. These values are comparable with our measured
EELV (mean ± SD) of 19.6 ± 5.1 mL/kg. Moreover, our
values are similar to those of pediatric patients during
nitrous-oxide-halothane anesthesia, in which an EELV
(mean ± SD) of 19 ± 6 mL/kg was found during
mechanical ventilation and 22 ± 7 mL/kg during sponta-
neous breathing [22].

Schibler et al. [25] investigated the effect of different
levels of PEEP on EELV in 22 mechanically ventilated
children. At 0 cm H2O PEEP, EELV was 20 ± 7 mL/kg,
which is comparable to our results. At a PEEP of 5 and 10
EELV increased to 24 ± 8 and 28 ± 6 mL/kg,

Table 1 Characteristics of the patient population

N 30
Gender, female/male 9/21
Age in months (range) 26 (3–141)
Weight (kg) 10.9 (8.5)
Height (m) 0.87 (0.35)

Data are presented as median with interquartile range unless stated
otherwise

Table 2 Hemodynamic and ventilatory parameters before EELV
measurement

Heart rate (bpm) 124 (22)
Mean arterial pressure (mm Hg) 65 (11)
FiO2 (%) 41 (2)
Tidal volume (mL/kg) 7.7 (1.0)
pH 7.41 (0.05)
PaO2 (kPa) 20.7 (7.3)
PaCO2 (kPa) 4.38 (0.46)
SaO2 (%) 98.4 (2.4)

Data are presented as mean with standard deviation unless stated
otherwise

Fig. 1 Bland–Altman analysis. Comparison of duplicate end-expi-
ratory lung volume (EELV) measurements with the multibreath
nitrogen washout technique. Measurements were performed in the
supine position at 0 cm H2O positive end-expiratory pressure (PEEP)
in mechanically ventilated pediatric patients after cardiac surgery
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respectively. In the present study, we did not use PEEP
during the measurements to allow comparison to studies
in which EELV was measured without PEEP [21, 23, 26].
The application of PEEP is known to increase EELV and
to prevent the formation of atelectasis. If higher PEEP
levels were used, the EELV could be restored to above the
normal values displayed in Fig. 2.

Among our patients, characteristics such as age, height,
and body weight were highly correlated with measured
EELV (Fig. 2). Our data are comparable with data from two
previous studies [21, 23] in which children were ventilated
without the application of PEEP. Below 1 m of height or
below 15 kg body weight, the agreement was excellent, but
above 1 m of height most of our values were slightly below
their regression equations. The reason for this is unknown.
Thorsteinsson et al. [23], measured EELV directly after
induction of anesthesia in healthy children and in children
with cardiac anomalies, whereas we measured EELV after
cardiac surgery with CPB. It is known that cardiac surgery
and CBP may lower EELV [24, 27]. Bar-Yishay et al. [21],
measured EELV in awake children in the supine position or
during ketamine anesthesia. Ketamine anesthesia is known
to preserve lung function [28].

A potential limitation of the present study is that
accuracy was not evaluated. However, measured values
with this technique were close to those of previous

studies. Another potential limitation of the used technique
is the measurement of EELV in patients requiring a FiO2

[65%. It has been suggested in the manufacturer’s
specifications that the accuracy error increases from 10%
to 15% at a FiO2[0.65 in adult patients. However, in the
present study we only measured at a FiO2 \65%. An
important advantage of this method is that no tracer gases
and no expensive or specialized equipment are required,
bringing this parameter closer to clinical practice.

Therefore, we conclude that this nitrogen washout
EELV technique can measure EELV with good precision.
Especially below a height of 1 m or 15 kg body weight,
our data are in good agreement with earlier comparable
studies. Furthermore, this device can easily be used in
mechanically ventilated pediatric patients without a tracer
gas and without interruption of mechanical ventilation.

Acknowledgments The authors thank Laraine Visser-Isles for
English language editing.

Conflict of interest statement The department of Intensive Care,
Erasmus MC, received an unrestricted grant from GE Healthcare.

Open Access This article is distributed under the terms of the Cre-

ative Commons Attribution Noncommercial License which permits any

noncommercial use, distribution, and reproduction in any medium,

provided the original author(s) and source are credited.

References

1. Hedenstierna G (1993) The recording of
FRC—is it of importance and can it be
made simple? Intensive Care Med
19:365–366

2. Hedenstierna G, Edmark L (2005) The
effects of anesthesia and muscle
paralysis on the respiratory system.
Intensive Care Med 31:1327–1335

3. Lumb AB (2005) Nunn’s applied
respiratory physiology, 6th edn.
Elsevier, Philadelphia

4. Mansell A, Bryan C, Levison H (1972)
Airway closure in children. J Appl
Physiol 33:711–714

5. Schibler A, Frey U (2002) Role of lung
function testing in the management of
mechanically ventilated infants. Arch
Dis Child Fetal Neonatal Ed 87:F7–F10

6. Drummond GB (1998) Computed
tomography and pulmonary
measurements. Br J Anaesth 80:665–
671

7. Gattinoni L, Caironi P, Pelosi P,
Goodman LR (2001) What has
computed tomography taught us about
the acute respiratory distress syndrome?
Am J Respir Crit Care Med 164:1701–
1711

Fig. 2 Relation between EELV (average of duplicates) and height
or body weight. Measurements were performed in the supine
position at 0 cm H2O PEEP in mechanically ventilated pediatric
patients after cardiac surgery. The lines represent non-linear

regression equations from non-intubated children, Stocks and
Quanjer [26] and intubated children at 0 cm H2O PEEP, Thor-
steinsson et al. [23] and Bar-Yishay et al. [21]

1752



8. Fuchs SI, Buess C, Lum S, Kozlowska
W, Stocks J, Gappa M (2006) Multiple
breath washout with a sidestream
ultrasonic flow sensor and mass
spectrometry: a comparative study.
Pediatr Pulmonol 41:1218–1225

9. Ungern-Sternberg BS, Hammer J, Frei
FJ, Jordi Ritz EM, Schibler A, Erb TO
(2007) Prone equals prone? Impact of
positioning techniques on respiratory
function in anesthetized and paralyzed
healthy children. Intensive Care Med
33:1771–1777

10. Di Marco F, Rota SL, Milan B,
Stucchi R, Centanni S, Brochard L,
Fumagalli R (2007) Measurement of
functional residual capacity by helium
dilution during partial support
ventilation: in vitro accuracy and in
vivo precision of the method. Intensive
Care Med 33:2109–2115

11. Fretschner R, Deusch H, Weitnauer A,
Brunner JX (1993) A simple method to
estimate functional residual capacity in
mechanically ventilated patients.
Intensive Care Med 19:372–376

12. Hammer J, Numa A, Newth CJ (1998)
Total lung capacity by N2 washout
from high and low lung volumes in
ventilated infants and children. Am J
Respir Crit Care Med 158:526–531

13. Sivan Y, Deakers TW, Newth CJ
(1990) An automated bedside method
for measuring functional residual
capacity by N2 washout in
mechanically ventilated children.
Pediatr Res 28:446–450

14. Patroniti N, Bellani G, Manfio A,
Maggioni E, Giuffrida A, Foti G,
Pesenti A (2004) Lung volume in
mechanically ventilated patients:
measurement by simplified helium
dilution compared to quantitative CT
scan. Intensive Care Med 30:282–289

15. Olegard C, Sondergaard S, Houltz E,
Lundin S, Stenqvist O (2005)
Estimation of functional residual
capacity at the bedside using standard
monitoring equipment: a modified
nitrogen washout/washin technique
requiring a small change of the inspired
oxygen fraction. Anesth Analg
101:206–212

16. Bikker IG, van Bommel J, Dos Reis
MD, Bakker J, Gommers D (2008)
End-expiratory lung volume during
mechanical ventilation: a comparison to
reference values and the effect of PEEP
in ICU patients with different lung
conditions. Crit Care 12:R145

17. Erlandsson K, Odenstedt H, Lundin S,
Stenqvist O (2006) Positive
end-expiratory pressure optimization
using electric impedance tomography in
morbidly obese patients during
laparoscopic gastric bypass surgery.
Acta Anaesthesiol Scand 50:833–839

18. Bland JM, Altman DG (1986)
Statistical methods for assessing
agreement between two methods of
clinical measurement. Lancet
1:307–310

19. Ungern-Sternberg BS, Regli A, Frei FJ,
Hammer J, Jordi Ritz EM, Erb TO
(2007) Decrease in functional residual
capacity and ventilation homogeneity
after neuromuscular blockade in
anesthetized preschool children in the
lateral position. Paediatr Anaesth
17:841–845

20. Chiumello D, Cressoni M, Chierichetti
M, Tallarini F, Botticelli M, Berto V,
Mietto C, Gattinoni L (2008) Nitrogen
washout/washin, helium dilution and
computed tomography in the
assessment of end expiratory lung
volume. Crit Care 12:R150

21. Bar-Yishay E, Shulman DL,
Beardsmore CS, Godfrey S (1987)
Functional residual capacity in healthy
preschool children lying supine. Am
Rev Respir Dis 135:954–956

22. Larsson A, Jonmarker C, Lindahl SG,
Werner O (1989) Lung function in the
supine and lateral decubitus positions in
anaesthetized infants and children. Br J
Anaesth 62:378–384

23. Thorsteinsson A, Jonmarker C,
Larsson A, Vilstrup C, Werner O
(1990) Functional residual capacity in
anesthetized children: normal values
and values in children with cardiac
anomalies. Anesthesiology 73:876–881

24. Ungern-Sternberg BS, Petak F,
Saudan S, Pellegrini M, Erb TO, Habre
W (2007) Effect of cardiopulmonary
bypass and aortic clamping on functional
residual capacity and ventilation
distribution in children. J Thorac
Cardiovasc Surg
134:1193–1198

25. Schibler A, Henning R (2002) Positive
end-expiratory pressure and ventilation
inhomogeneity in mechanically
ventilated children. Pediatr Crit Care
Med 3:124–128

26. Stocks J, Quanjer PH (1995) Reference
values for residual volume, functional
residual capacity and total lung
capacity. ATS Workshop on Lung
Volume Measurements. Official
Statement of The European Respiratory
Society. Eur Respir J 8:492–506

27. Gilliland HE, Armstrong MA,
McMurray TJ (1999) The inflammatory
response to pediatric cardiac surgery:
correlation of granulocyte adhesion
molecule expression with postoperative
oxygenation. Anesth Analg
89:1188–1191

28. Ungern-Sternberg BS, Regli A, Frei FJ,
Ritz EM, Hammer J, Schibler A,
Erb TO (2007) A deeper level of
ketamine anesthesia does not affect
functional residual capacity and
ventilation distribution in healthy
preschool children. Paediatr Anaesth
17:1150–1155

1753


	Measurement of end-expiratory lung volume �in intubated children without interruption �of mechanical ventilation
	s00134-009-1579-0
	Introduction
	Methods
	Statistical analysis

	Results
	Discussion
	Acknowledgments
	References



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (None)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (ISO Coated v2 300% \050ECI\051)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.3
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Perceptual
  /DetectBlends true
  /ColorConversionStrategy /sRGB
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /SyntheticBoldness 1.00
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 524288
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveEPSInfo true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts false
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 150
  /ColorImageDepth -1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages false
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /ColorImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 150
  /GrayImageDepth -1
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 600
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputCondition ()
  /PDFXRegistryName (http://www.color.org?)
  /PDFXTrapped /False

  /Description <<
    /ENU <>
    /DEU <>
  >>
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [5952.756 8418.897]
>> setpagedevice


