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Abstract Goal of this study is to determine the anterior–

posterior laxity in 30� of knee flexion for a posterior cru-

ciate retaining total knee arthroplasty with a relative dished

insert and implanted with a ligament tensor. Furthermore,

the correlation between these AP laxities and the postop-

erative range of motion (ROM) and postoperative Knee

Society Score (KSS) is analysed. Fifty-one balanSysTM

total knee arthroplasties were performed in 49 patients

between 1998 and 2000. These arthroplasties are analysed

with respect to AP laxity (Rolimeter), ROM and KSS with

a mean follow-up of 4.6 years. The mean anterior laxity is

2.8 mm with no posterior laxities at all. The average

postoperative ROM is 110� with an average KSS of 142.

No correlations between AP-laxity and postoperative ROM

or between AP-laxity and postoperative KSS are found. A

posterior cruciate retaining TKA with a relative dished

insert and implanted with a tensor is very stable in the

anterior–posterior direction in 30� of knee flexion. This

limited laxity does not seem to disadvantage the mean

postoperative ROM and KSS, when compared to other

TKA studies.
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Introduction

In literature there is controversy about the ‘laxity’ of a

TKA and its relation with the postoperative achieved pa-

tient satisfaction, postoperative ROM and knee function-

ing. For example, where Yamakado et al. [16] show no

correlation between the anterior–posterior laxity with the

post-operative ROM, Itokazu et al. [8] did found a corre-

lation with the postoperative ROM. Hypothetically, a loose

total knee arthroplasty is thought to result in a better ROM

compared to a tight knee [15]. However, a loose arthro-

plasty might also create more problems with respect to

instability causing pain and dysfunctioning. Moreover,

instability due to ligament laxity is an important factor in

the cause of PE wear. PE wear is related to the way the

dished insert compensates for presence of instability.

Instability due to absence of the PCL could be compen-

sated by a dished insert. With respect to the most optimal

laxity, Ischii et al. [7] and Pellengahr et al. [12] show best

postoperative results in total knee arthroplasties with

anterior laxities less than 6 mm. However, Warren et al.

[15] found more extension deficits and less ROM when the

anterior laxity is below 5 mm.

The ligament tension and geometry of the polyethylene

insert may influence the AP laxity with less tension of the

ligaments creating more AP laxity [14]. A more dished

insert means more congruency with the femoral compo-

nent, leading to less AP laxity in the knee. This also makes

the prosthesis more constrained. Laz et al. [9] showed more

AP laxity for an unconstrained prosthesis compared to a

semi-constrained prosthesis. Since 1998 we started to use a

ligament guided knee system (balanSysTM) with a cali-

brated tensor and a relatively dished insert. A relatively

dished insert makes this unconstrained implant design

somewhat constrained. Goal of this study was to determine
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the anterior–posterior laxity in 30� of knee flexion in this

type of implant with 150 N tension applied in extension

and flexion during implantation of the knee. The 30� po-

sition is chosen because this is the most lax position in the

knee. This will be done with a mean follow-up of 4.6 years.

The correlation between these anterior–posterior laxities

and the postoperative ROM and postoperative Knee Soci-

ety Score (KSS) is also analysed.

Methods

TKA: BalanSysTM

The balanSysTM cruciate retaining total knee system

(Mathys Ltd, Bettlach, Switzerland) is implanted with a

ligament-referenced technique. After the tibiacut the knee

is aligned in extension with ligament releases if needed.

After this, the knee is balanced in flexion with the force

controlled tensor (150 N) and the bonecuts are based on the

ligament tension. Next step is the extension cut of the

femur also guided by ligament tension (150 N). This

unconstrained knee prosthesis is called the ‘balanSysTM’

total knee arthroplasty. In this way the created extension

and flexion gaps are equal. This should optimize the ten-

sioning of the collateral ligaments around the knee and

improve the knee stability in extension as well as in flexion

(Fig. 1). The balanSysTM total knee prosthesis includes a

relatively dished insert.

Patients

Fourty-one patients from the Sint Maartenskliniek

(Nijmegen, The Netherlands) with a primary balanSysTM

TKA were seen for their 5 years follow-up visit at the

outpatients’clinic. These 49 patients remained from the first

group of 100 consecutive patients receiving a balanSys

TKA. The total knee arthroplasties were performed be-

tween September 1998 and March 2000.

Before the follow-up visit, the patients gave their in-

formed consent. The medical ethical committee approved

the study design. At the outpatients’clinic, an independent

observer saw the patients.

TKA evaluation including the anterior–posterior laxity

The clinical outcome parameters include the post-operative

ROM, the KSS and the AP stability of the knee in 30� of

flexion measured by a Rolimeter [11]. Furthermore, AP and

lateral knee X-rays are performed to detect any radiolu-

cencies. Pre-operative ROM and KSS were well docu-

mented in the patients reports. The complications were

searched in the patients’ surgical and outpatient clinic

reports.

Statistics

For the anterior–posterior laxities mean values and stan-

dard deviations will be presented. Spearman correlations

are used to analyse the correlation between these anterior–

posterior laxities and the postoperative ROM and postop-

erative Knee Society Score (KSS).

Results

Patients

The 51 balanSysTM total knee arthroplasties were per-

formed in 49 patients, 2 patients (women) received bilat-

eral total knee prostheses. The indication for which they

received their TKA was primary osteoarthritis in all cases.

The mean age of this group was 72.5 ± 4.4 years (range

59–87) at the time of surgery with a mean BMI of

29.1 ± 4.8. The group exists of 12 men and 37 women,

where 20 total knee arthroplasties were performed at the

left and 31 arthroplasties at the right side. With the bal-

ancing method, 18 knees did not have any ligament release

at all, 15 had a release on the medial side, 12 on the lateral,

4 at both sides and for 1 prosthesis the type of ligament

release is unknown. The mean follow-up period is

4.6 years (range 4.1–5.4).
Fig. 1 Lateral aspect of the balanSysTM total knee arthroplasty

components in 20� of flexion
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TKA evaluation

The mean post-operative knee flexion was 109.6� ± 16.4�.

Twelve out of 51 TKA knees had a postoperative extension

deficit of less than 5�, the other TKA knees did not have

an extension deficit at all. There were no knees that

hyperextended. The total ROM showed an average of

109.5� ± 17.5�. For the KSS, the mean score 4.6 years

post-operative was 142 ± 30. This score is divided in a

functional knee score of 51 ± 25 and a clinical kneescore

of 91 ± 8. The radiological evaluation on AP and lateral

knee X-rays showed no progressive radiolucencies of more

than 2 mm in the X-rays.

Anterior–posterior laxity

The anterior–posterior laxity determined with the Roli-

meter showed a mean anterior laxity of 2.8 ± 1.1 mm

(range 0–5 mm) and no posterior laxity at all. With respect

to the anterior laxity, 4 knees had just 0 or 1 mm anterior

laxity, where 47 knees had an anterior laxity of 2–5 mm.

Spearman correlations show no relation at all between the

AP-laxity and the postoperative ROM (r = 0.12) or be-

tween the AP-laxity and the postoperative KSS (r = 0.30).

Discussion

The average anterior laxity of 2.8 mm found for the bal-

anSysTM total knee arthroplasty in 30� of flexion, seems

small when comparing it with other studies. In 30� of knee

flexion, average anterior laxities between 2.9 and 5.3 mm

are found for other total knee arthroplasties [2, 7, 12]. For

the posterior laxity of the balanSysTM TKA, no knee laxity

at all was found in this study. Average posterior laxities of

1.1 to 1.9 mm were presented in comparable studies [7,

12]. They included respectively PCL retaining prostheses

[2], both PCL retaining and substituting prostheses [7] and

unconstrained prostheses [12].

These studies [2, 7, 12] were performed with the Telos

stress-X method, the KT-1000 and the KT-2000 arthrom-

eter and were 4–6 years postoperative. In this study, the

Rolimeter instrument is used to determine the anterior–

posterior laxity of the TKA knee. Several studies have

shown the rolimeter to be a valid and reliable testing device

for the anterior–posterior translation of the knee joint [5,

11, 13] in the 90� as well as the 30� of knee flexion [6] with

no significant difference between Rolimeter measurements

compared to other testing devices [1].

The AP laxity of a total knee arthroplasty is determined

by the absence or presence of the ACL, PCL, the tensioning

of the collateral ligaments and the type of insert. The PCL

function however, is more present in the 60�–120� of knee

flexion and is of less importance in 30�. The 30� AP stability

thus mainly depends on the collateral tensioning and the

type of insert. We hypothesis that a better collateral liga-

ment tensioning achieved by the force controlled tensor

could be responsible for a better femoral component fit

in its insert which will reduce translations in the anterior–

posterior direction.

Cloutier et al. [3] found that 89% of total knee arthro-

plasties have an anterior laxity less than 5 mm. The other

11% had a laxity between 5 and 10 mm. Normal knees

without a total knee arthroplasty and without an anterior

cruciate ligament deficiency show average anterior laxities

of 5.5 and 5.7 mm in 30� of knee flexion [4, 10]. It is

however, not clear whether a total knee arthroplasty should

hypothetically have the same anterior and posterior laxities

as a control knee to achieve best postoperative success. We

think however, that more stable knees will result in less PE

wear due to the reduction of shear forces in the polyeth-

ylene. With a stable knee we mean stability created by

good ligament tensioning combined with a certain degree

of implant congruency (relatively deep dish) not by

mechanical constrained due to implant design alone.

The total ROM for the balanSysTM TKA in this study is

109.5� ± 17.5�, which is comparable with other TKA

studies [3, 12, 16]. In these studies a total ROM of 112�,

107� and 103.5� were reported. No correlation was found

in their studies between the anterior laxity in 30� of flexion

and the postoperative ROM and we could confirm this.

This was also what we expected to find. Itokazu et al.

however, found better flexion in patients with a larger AP

laxity.

With respect to the KSS, the average of 142.5 of the

balanSysTM TKA is comparable with the average KSS of

152.2 found by Pellengahr [12]. For the KSS, there is also

no correlation with the anterior knee laxity.

As mentioned before in the methods 49 out of the first

100 patients receiving a balanSys TKA were included in

this study. From the selected group of 100 patients unfor-

tunately just 65 patients with 67 arthroplasties were able

and willing to come to the outpatients’clinic. Main reason

will be the mean age at time of follow-up above 75 years.

For another 16 knees the AP laxity could not be measured

accurately because of (extreme) adipositas, a lot of pain or

comorbidity like a spastic component due to a cerebro-

vascular accident. This is why only 51 knees are left for

analyses in this study.

With a mean anterior displacement of 2.8 mm and no

posterior displacement at all, the cruciate retaining balan-

SysTM total knee arthroplasty with a relative dished insert

has shown to be very stable one in anterior-posterior

direction. Despite this AP stability, a good postoperative

ROM and a good KSS are found similar to other cruciate

retaining knee systems.
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