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Abstract
Respiratory viral infections often mimic the symptoms of infections caused by bacteria; however, restricted and targeted admin-
istration of antibiotics is needed to combat growing antimicrobial resistance. This is particularly relevant in low-income settings.
In this work, we describe the use of isothermal amplification of viral DNA at 37 °C coupled to a paper-based vertical flow
microarray (VFM) setup that utilizes a colorimetric detection of amplicons using functionalized gold nanoparticles. Two oligo-
nucleotide probes, one in-house designed and one known adenoviral probe were tested and validated for microarray detection
down to 50 nM using a synthetic target template. Furthermore, primers were shown to function in a recombinase polymerase
amplification reaction using both synthetic template and viral DNA. As a proof-of-concept, we demonstrate adenoviral detection
with four different adenoviral species associated with respiratory infections using the paper-based VFM format. The presented
assay was validated with selected adenoviral species using the in-house probe, enabling detection at 1 ng of starting material with
intra- and inter-assay %CV of ≤ 9% and ≤ 13%. Finally, we validate our overall method using clinical samples. Based on the
results, the combination of recombinase polymerase amplification, paper microarray analysis, and nanoparticle-based colorimet-
ric detection could thus be a useful strategy towards rapid and affordable multiplexed viral diagnostics.
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Introduction

Human adenovirus (HAdV) is associated with severe acute
respiratory tract infections (ARTIs), together with other virus-
es such as influenza virus, human metapneumovirus,

respiratory syncytial virus, and parainfluenza virus [1, 2].
ARTIs are common causes of hospitalization in children and
can lead to severe illness and fatal outcomes [3, 4]. Rapid
diagnosis of the etiological agent is needed in order to distin-
guish between viral and bacterial respiratory infections, which
is of importance since the administration of unnecessary anti-
biotics during a viral infection contributes to growing antibi-
otic resistance [5, 6].

Traditional diagnostic assays such as virus culturing, sero-
logical assays detecting antibodies, or direct immunofluores-
cence of viral antigen have limited sensitivity and can be la-
borious and time-consuming [7]. Nucleic acid amplification
techniques (NAATs) have started to replace traditional assays
and current viral diagnostic assays are for the most part PCR-
based and are usually performed in centralized hospital labo-
ratories [7–9]. However, outbreaks of different epidemics of
respiratory viruses have led to an increasing demand for rapid,
near patient tests for various infectious diseases during recent
years [10, 11]. An advantage of performing a rapid respiratory
point-of-care (POC) test already at the primary or emergency
care site would be to decrease turn-around time and improve
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the clinical management of febrile children [5]. While in some
cases symptoms may guide a clinician towards a narrow se-
lection of potential pathogens to test for, it is well known that
in the case of upper respiratory infections, a host of viral and
bacterial pathogens may give rise to the same range of unspe-
cific manifestations, calling for panel-based diagnostics.
Commercial options exist for panel-based POC NAATs [7],
however at price ranges for instrumentation and individual
tests that would prevent broad adaptation [12]. Thus, there is
a great need for affordable multiplexed viral diagnostic assays
that may also be adapted to near patient as well as low re-
source settings [10]. Desirable criteria for POC test detecting
respiratory tract infections are for instance affordable, rapid (<
1 h), and allowing the possibility for multiplex detection [10].
The temperature of the amplification method is a factor that
needs to be considered when aiming for a POC approach.
Although portable PCR based assays have been developed
with integrated heating devices [13], the cycling of high and
low temperatures needed in a PCR-based assay are highly
energy and time demanding activities. Therefore, assays based
on isothermal amplification at a constant temperature appear
well suited for amplification in POC testing [14]. A number of
different isothermal amplifications methods have been intro-
duced to date of which many have been shown to be applica-
ble for viral and infectious disease detection [15].
Recombinase polymerase amplification (RPA) has recently
gained popularity as a convenient isothermal NAAT for diag-
nostics [16]. With an amplification time of 20 min, RPA is
among the fastest isothermal methods as well as having one
the lowest operating temperatures (37–42 °C). Although there
are other isothermal methods operating at similar tempera-
tures, the assay times can be up to 1–2 h and may also need
an initial temperature denaturation of 95 °C. At low amplifi-
cation temperature, the specificity of the primer hybridization
is decreased and can lead to increased non-specific primer
hybridizations. Instead of the heat denaturation step, the
RPA method uses a recombinase protein that forms a nucleo-
protein filament with the primers that can identify homolog
sequences in dsDNA. RPA can thus initiate and maintain am-
plification at low temperature with high primer specificity
without specific requirements for primer melting temperatures
[14–18]. Paper-based devices are typically used as inexpen-
sive platforms for diagnostic assays, and one of the most com-
monly used paper-based assays formats is the lateral flow (LF)
strip test. Paper-based nucleic acid biosensors based on lateral
flow have been recently developed to detect PCR and isother-
mal amplification products for detection of different infectious
disease agents including targets such as bacteria, parasites and
viruses [19]. In the LF setup, the sample is added at the be-
ginning of a paper-strip from where the analytes in the sample
are transported by capillary forces along the paper-membrane
until they are bound by capture molecules printed in the test
line [20]. Detection by LF strip assays is usually limited to one

target, although newer developed assays can include several
targets in one strip. One of the main challenges in paper-based
diagnostics tests still needing improvement is measurement of
larger panel of targets simultaneously. In for example
immunoassay-based LF strips multiplex detection of several
targets can be hampered by antibody cross-reactivity to sever-
al targets which can lead to non-specific binding [21]. In
DNA-based detection hybridization of target to capture oligo-
nucleotides is specific, although cross-reactivity still can
occur.

By using microarray-based detection, multiplex detection
of different oligonucleotide targets can be achieved simulta-
neously and DNA microarrays have been used for multiplex
diagnostic purposes [22–24]. However, conventional printed
nucleic acid microarrays have for the most part been imple-
mented using glass slide microarrays [22]. Conventional mi-
croarrays protocols are also implemented using long incuba-
tion times of several hours due to slow diffusion of analytes to
the capture probes [23, 24]. In a DNAmicroarray, probe-target
hybridization can also be hampered by limitations of analyte
transfer especially in static microarray systems lacking stirring
or pumping for active movement of analytes [25]. Microarray
detection using a LF strip can present several challenges such
as evaporation of fluid or changes in flow speed along the
strip. Reagent depletion and/or alteration of sample by up-
stream targets can lead to lower spot intensity of downstream
spots [26]. Therefore, microarrays based on active vertical
flow (VF) of analytes can be of advantage. In a VF setup,
the sample is flown perpendicularly towards and through the
paper sensor surface (Fig. 1). Analytes are thus actively
transported by convection to the site of the capture probes,
usually driven by an outer force such as or a pump, vacuum
or centrifuge, but can also be executed by capillary forces
using absorbent pads under the membrane [27, 28].

Although many paper-based microarrays work sufficiently
well without any signal enhancement, there are cases where an
additional signal enhancement step is necessary in order to
achieve the required sensitivity and limit of detection. Care
must be taken to consider the limitations of a low-resource
environment when designing a signal enhancement strategy;
the use of enzymes for example can be problematic due the
limited stability of enzymes when stored at RT [29]. We have
previously developed a signal enhancement strategy based on
gold deposition that is rapid, enzyme-free, and uses reagents
that can be stored for long periods of time at RT, making it
potentially suitable in a POC context [30]. Here, we demon-
strate the applicability of this method for increasing signal-to-
noise ratios in paper-based detection of adenovirus DNA.

We have previously developed a paper-based protein
microarray using a vertical flow microarray (VFM) format
with colorimetric detection using antibody conjugated
gold nanoparticles (AuNPs) [27]. The use of VFM was
shown to have a potential for greater multiplexing
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capability when compared to lateral flow-based assays
and could therefore be a better option for multiplexed
POC tests [27]. In this work, we demonstrate amplifica-
tion of adenoviral DNA with RPA and show the utility of
the novel combination of VFM in paper-based colorimet-
ric DNA microarray format for use as a detection tech-
nique for viral DNA amplified with RPA, using adenovi-
ral detection as a proof-of-principle.

Materials and methods

Probes and primers

Adenoviral hexon gene sequences were retrieved from
GenBank by a BLAST analysis. A consensus sequence of
the amplicon was determined with the Jalview software by
alignment of the amplicon sequence obtained from selected
GenBank entries from different HAdV species: A
(AB330093.1), B (JF713001.1), C (KP732095.1), D
(KR150664.1), E (JF712986.1). An in-house capture probe
was designed for the consensus sequence with Picky software
and the selected capture probe was also checked using Mfold
software for any possible self-folding properties.

The primers and probes used in this work (Table 1), as well
as a synthetic version of consensus amplicon sequence
(132 bp), were obtained from Biomers (Germany). All syn-
thetic oligonucleotides were dissolved and stored in TE buffer
at 100 μM (Thermo Fisher Scientific, USA); fresh dilutions
were prepared for each RPA experiment into nuclease-free
water. The sense (+) strand of the synthetic template contained
a biotin-TEG 5′ modification as well as the sense primer,
while the antisense primer contained a 5′ phosphate end. The
probes were modified with a C6 amino-link at the 5′ end.

Probe spotting and membrane blocking

The capture probes were spotted onto nitrocellulose mem-
branes (Amersham, Protran 0.1 μm, GE Healthcare Life
Science, Germany) using a Nano-Plotter 2 piezoelectric robot-
ic printer (GeSiM, Germany). The probes were printed in PBS
complimented with 1.5 M betaine (Sigma-Aldrich Chemie,
Germany). During the initial tests, the probes were printed at
different probe concentrations, 5, 10, 20, and 40 μM, spotted
with 5 droplets per spot. Later on, specific probe concentra-
tions were selected and the printing adapted to 10 droplets per
spot. The microarray layout also consisted of a grid of visual
positive control spots obtained by printing any DNA oligonu-
cleotide with a biotin end-modification. The humidity during
probe printing was kept at around 40% by a humidifier. The
printed membranes were first dried for a few hours and then
blocked with a 3% bovine serum albumin (BSA) solution for
20 min with 100 rpm agitation. BSA was discarded and the
membranes washed twice for 15 min with 5 mM phosphate
buffer and dried overnight.

RPA

The amplification using RPA was performed with the
TwistAmp Basic kit (TwistDx Ltd., Cambridge, UK) accord-
ing to the manufacturer. Briefly, the sense and antisense
primers are dissolved to 10 μM in nuclease free water of
which 2.4 μL of each primer solution is added to one lyoph-
ilized pellet which is also hydrated with kit specific rehydra-
tion buffer and water. Subsequently, the template was added
(either synthetic dsDNA template or standard adenoviral
DNA in nuclease free water), yielding the total reaction vol-
ume up to 47.5 μL. The RPA reaction was started by addition
of 2.5 μL 280 mM magnesium acetate. The standard

Fig. 1 Viral detection using vertical flowmicroarray. In step 1, viral DNA
is amplified and made single stranded. Step 2, A A nitrocellulose
membrane where capture probes have been pre-printed is inserted into
the VFM holder. B When the sample is flown vertically through the

membrane, the biotinylated target amplicons anneal to the capture
probes. C Positive spots are visualized by colorimetric detection by
gold nanoparticles coupled to anti-biotin antibodies. In steps 3 and 4,
the array membrane is scanned and the spot intensities are analyzed
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incubation time of 20 min was employed by using a water
bath at 37 °C.

Purification and ssDNA generation

After RPA, the amplicon product was purified using the
MinElute Reaction Cleanup Kit (Qiagen) according to manu-
facturer’s instructions. The purified amplicon products were
diluted to a volume of 50 μL in elution buffer. During assay
development, 5 μL of the dsDNA product was used for veri-
fication of amplicons by agarose gel electrophoresis (2% aga-
rose stained with gelred). Before VFM, the dsDNA amplicons
were generated to single-stranded biotinylated amplicons
using lambda exonuclease (Thermo Fisher Scientific, USA),
which selectively digest the 5′-phosphorylated strand. The
digestion was performed according to manufacturer’s instruc-
tions with an incubation time of 30 min.

VFM

The AuNPs usedwere 40-nm particles conjugated with mono-
clonal anti-biotin antibodies (BBI solutions, England). The
target sample (either synthetic template or purified amplicon
products from RPA) was further diluted to 500 μL into 1 ×
TBS (pH 7.5). Similarly, the AuNPs were diluted 1:4 to a final
volume of 500 μL in 1 × TBS. A schematic illustration of the
assay setup is shown in Fig. 1. A round cutout of the array
from the membrane slide was placed into a Swinnex 13-mm
polypropylene filter holder (Sterlitech, USA). The target and
the washing buffer (1 × TBS complemented with 0.05%
Tween-20) were added vertically through the membrane using
a syringe pump (PHD 2000, Harvard apparatus). First, 1 mL
of washing buffer was run through (1 mL min−1), followed by
the target sample (0.45 mL, 150 μL min−1), followed by a
wash (1 mL min−1). Subsequently, the detection solution con-
taining AuNP conjugate was added (0.45 mL, 1 mL min−1),
followed by a final 1 mL wash step (1 mL min−1). The array
was then dried for 5–10min before scanningwith a consumer-
grade flatbed scanner CanoScan 9000F Mark II (Canon), as a
16-bit grayscale TIFF file. For analytical purposes, the picture
was then inverted and the spot intensity was analyzed using
GenePix Pro 5.0 microarray analysis software (Molecular
Devices, USA). The raw intensities obtained were the median
intensity of each spot, which was then normalized with

median background intensity of printing buffer spots (signal-
background) and plotted using GraphPad Prism 7 software
(GraphPad Software, Inc., USA).

Viral DNA

Standard isolated adenoviral DNA was purchased from
American Type Culture Collection (ATCC, USA/LGC
Standards, Germany). The DNA acquired were total isolated
DNA from infected cells, originating from four different ade-
noviruses; HAdV-31 (ATCC VR-1109), HAdV-3, (ATCC
VR-847D), HAdV-1 (ATCC VR-1D), and HAdV-4 (ATCC
VR-1572). Before RPA, DNA from each species was diluted
in nuclease-free water; RPA was performed using 1 ng of
DNA of each strain per reaction before amplification. The
concentration of primers was kept the same as for previous
experiments with synthetic template.

Clinical samples

Nasopharyngeal aspirates were collected at Sachs’ Children
and Youth Hospital, South General Hospital, Stockholm,
Sweden, with ethical approval by the regional ethical commit-
tee in Stockholm (DNR: 2011/879-31/1). DNAwas extracted
with DNeasy Blood & Tissue Kit (69504 Qiagen) according
to the manufacture. RPA was performed as described above
and the products purified with PureLink Quick Gel Extraction
& PCR Purification Combo Kit (K220001 Invitrogen) accord-
ing to the manufacture. Finally, VFMs were printed with
probe 1 at 40 μM and were run as described above.

Signal enhancement

After imaging, the arrays were immersed in a signal enhance-
ment solution consisting of 10 mM MES, pH 6 with 1 M
H2O2 and 10 mM HAuCl4*3H2O. After 7 min, the arrays
were removed from the solution, rinsed briefly in distilled
water, and allowed to dry at RT. The dried arrays were then
imaged one final time and image analysis was carried out
using the same methodology as with the pre-enhanced arrays.
Signal-to-noise ratio was calculated as the mean signal inten-
sity from the replicate probe spits divided by the mean signal
intensity from the replicate negative control spots.

Table 1 Primers and probes used
in this work Oligo name Sequence (5′-3′) 5’-Modification

HAdV sense primer* GCCCCAGTGGTCTTACATGCACATC Biotin-TEG

HAdVantisense primer* GCCACGGTGGGGTTTCTAAACTT Phosphate

HAdV probe 1 TGAAGTAGGTGTCTGTGGCGCGGGCGAACT Aminolink C6

HAdV probe 2* TGCACCAGACCCGGGCTCAGGTACTCCGA Aminolink C6

*References [32, 33]
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Results and discussion

Validation of capture probes and colorimetric
detection using synthetic template

The use of gold nanoparticles (AuNPs) enables detection as
red color in the visible region, making AuNPs a suitable
choice for colorimetric detection in diagnostic assays [31].
The use of colorimetric detection is especially useful in POC
assays since it thus also enables visualization by naked eye or
inexpensive optics without the need for advanced equipment
such as an excitation source or equipment for signal emission
quantification.

In this work, two probes were chosen to be evaluated
for functionality as capture probes on paper-based micro-
arrays using colorimetric detection; an in-house designed
probe (probe 1) and a second probe (probe 2) previously
used in real-time PCR together with the pan-adenoviral
primers [32]. The vertical flow setup was first validated
by the direct use of the synthetic version of the amplicon
template. Both capture probes showed increasing intensity
with increasing probe concentration. The signal from both
probes also displayed concentration dependency with tar-
get concentration. With excess target (1 μM), the signal of
the hybridization of the template to the probes became
saturated. The signal intensities of probe 1 were overall
higher compared to probe 2 (Fig. 2). Probe 1 also showed
high signal (above 10,000 units) even down to 50 nM
target concentration, displaying 5 times higher normalized
signal intensity at lowest target concentration compared to
probe 2 (40 μM). Besides 50 nM, a lower target concen-
tration of 10 nM was also run with VFM; however, nei-
ther of the probes showed any quantifiable signal at that
target concentration.

Validation of RPA using synthetic template

The gene sequence to be amplified for viral detection was
selected in this work with the purpose of obtaining pan-
adenoviral detection. Therefore, a primer pair for HAdV that
amplifies a part of the hexon gene that has been shown to
amplify human adenovirus in a pan-detection manner by
PCR in clinical settings was chosen [32, 33]. The RPA kit
used was the improved kit formulation, where also shorter
PCR primers have been showed to function. RPA was also
first performed by using the synthetic template, validating that
the primers could successfully amplify the template in an iso-
thermal amplification reaction. The synthetic dsDNAwas di-
luted to different start copy numbers before RPA amplifica-
tion. RPA amplicon products with a starting amount of ~ 2000
copies of template before amplification could be visualized
after RPA by gel electrophoresis (Fig. 3, lane 3).
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Fig. 2 Evaluation of probe and target concentrations. VFM of the effect
of different synthetic biotinylated sense strand target concentrations
(1 μM, 500 nM, 100 nM, 50 nM). Probe 1 (A) and 2 (B) were printed
on the array at different concentrations (5–40 μM). The error bars
represent the SD of background normalized spot intensities of 3
replicate spots

Fig. 3 Validation of RPA amplification of synthetic template by gel
electrophoresis. Lanes from ruler; N = RPA Negative (blank, only
primer mix), Synthetic template: 1 = 22 copies, 2 = 216 copies, 3 =
2.16 × 103 copies, 4 = 2.16 × 104 copies, 5 = 2.16 × 105 copies, 6 =
2.16 × 106 copies. Copy numbers given are start copy numbers of
synthetic target before RPA amplification. Target amplicon length =
132 bp. Absorbance of target dilution was at 260 nm was measured
with Nanodrop and converted to template copy number. C+ = positive
internal control included in RPA kit. Abbreviations: RPA, recombinase
polymerase amplification
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Detection of synthetic template/RPA amplicons
by vertical flow

Next, VFM using the RPA amplicons generated from the syn-
thetic template was performed (Fig. 4). The results are shown
for probe 1; as at this stage, probe 2 did not generate high
enough signals to be quantified. At very high starting amounts
of template, probe 1 showed a quantifiable signal even at low
print concentrations. At lower starting amounts of synthetic
template, the concentration dependency of printed probe was
higher. Although it was expected based on experiments using
the pure synthetic template (Fig. 2) that the signals of probe 2
would be lower, it seemed that including the amplification and
purification steps lowered the signal-to-background too low
for probe 2. This effect could be seen in repeated experiments
and throughout different probe print batches.

Validation with adenoviral DNA

RPA and VFM were performed with commercial adenoviral
DNA. There are seven HAdV species, (A to G), which can
further be divided into different serotypes. The species that are
related to respiratory infections are mainly A, B, C, and E
types, while D, F, and G types are mostly associated with
gastrointestinal infections and keratoconjunctivitis [34].
Thus, for this work, DNA from four adenoviruses
representing a species with relevance to respiratory viruses
(A, B, C, and E species) were amplified using RPA (Fig. 5).
Vertical flow was then performed using the amplicons gener-
ated from adenoviral DNA (Fig. 6A). The results validated
that different adenoviral species could be detected through
RPA amplification and VFM using probe 1 (Fig. 6A).
However, similarly to results using the synthetic template,
only the highest concentration of probe 2 generated signal just
above the background. Even though the second probe seemed

to be less sensitive than probe 1 in a microarray setting, in-
cluding a set of probes that combines detection with high and
low sensitivity could potentially increase the detection range.

Amplicons from two of the adenoviruses (HAdV-31 and
HAdV-1) were selected for further investigations of assay var-
iation as the probes generated high array signal intensities
using the highest concentrations of probe 1. Based on the
results, using the probe at 40 μM showed intra-assay variation
≤ 9% between replicates and day-to-day variations ≤ 13%.
Using probe 1 at lower printing concentrations of 20 μM
and 10 μM resulted in 2–4 times higher %CV (Table 2). The
specificity of probes was also validated by running a VFM on
an unrelated amplicon product as a representative of a nega-
tive sample from another in-house project on arrays with the
adenoviral probes, showing no signal from probes (see
Electronic Supplementary Material (ESM) Fig. S1).

A final validation was performed using nasopharyngeal
aspirates collected and pre-analyzed in the clinic (Fig. 6B,
C). Similar to the buffer, the two negative samples had no
signal, while the three positive samples revealed a measurable
signal (Fig. 6B). After signal enhancement, up to a fivefold
increase in signal-to-noise ratio was achieved in measure-
ments on clinical samples (Fig. 6B). This corresponds to a
large increase in the visibility of the probe spots (Fig. 6C),
facilitating naked eye detection of spots that were previously
too faint to see without imaging equipment and image analysis
software. Adding the signal enhancement step can thus allow
the assay to be run even in situations where such tools are not
readily available. Additionally, the coefficient of variation
(%CV) between replicate probe spots was decreased in the
positive clinical samples following enhancement (Fig. 6D),
increasing the reliability of the data. Although it has not been
demonstrated here, enhancing the signal intensity could also

Fig. 5 Recombinase polymerase amplification of adenoviral DNA. Start
amount before RPA: 1 ng of ATCC standard viral DNA (total isolated
DNA from infected cells). Abbreviations: RPA, recombinase polymerase
amplification
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potentially lead to an improvement in the sensitivity of the
assay.

Conclusions

We employed detection of human adenovirus as a proof-of-
concept study to demonstrate the use of recombinase polymer-
ase amplification combined with vertical flow microarray for
rapid paper-based detection of a respiratory virus. By using
our in-house designed pan-adenoviral capture probe, we

validated that this setup could detect adenoviral DNA from
four different adenoviral species with low intra- and inter-
assay variation.

The use of paper-based vertical flow has several advan-
tages compared to a lateral flow assay. With a lab-in-a-
syringe design, VF provides a more controlled, targeted, and
faster flow of analytes to the capture probes and enables more
flexibility in adaptation to different assay formats as washing
steps can easily be included. Moreover, the VF microarray
format allows high multiplexing by inclusion of detection
probes for multiple targets as individual spots on the
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before and after signal enhancement. C Scanned images of an array
used to run a clinical sample (positive for adenovirus) before (left) and
after (right) signal enhancement, demonstrating the improved visibility of
the probe spots. D Signal enhancement lowers the variation between
replicate spots
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membrane, enabling the possibility of a simple and rapid plat-
form for multi-viral detection.

Multiplexed NAATs using several primer pairs in the same
reaction mix is widely used in cases where target panels are
small, and with the presented setup the amplification product
from a multiplexed NAAT could be run directly on the VFM.
If a multiplexed NAAT is inconvenient or impossible due to
large target panels or primer pairs with high tendency for
cross-reactivity [14], several parallel reactions could be per-
formed followed by pooling to a final product mix that is
subsequently run on the VFM.

Here, microarray detection was employed in pan-detection
of adenovirus with a future aim to include a panel of capture
probes specific to different respiratory viruses on one micro-
array. With this setup, a clinical sample could be run in a VFM
format to serve as a first indication of the causing agent in a
respiratory infection. Additionally, if needed, genotyping of
different viral species could also be adapted to this setup by
using species-specific capture probes.

In this work, we carried out RPA reaction at 37 °C by using
a water bath incubation. Although water baths might not be
available in resource-limited settings, RPA has also been test-
ed to function using body heat [35], and thus could be easily
adapted to different environments. Future work towards im-
proved POC applicability of the VF assay includes replacing
the pump with a portable pumping device and shifting to
smartphone-based image acquisition and data analysis,
allowing a higher degree of portability and off-grid use.
Signal detection using VFM can be performed in < 10 min
and the overall time for the method is currently ~ 1 h including
amplification using RPA and sample preparative steps.
Further optimization and shortening of assay conditions by
simplifying the pre-VF sample preparations will decrease the
overall assay time. Potential added steps for signal amplifica-
tion could be considered for enhanced sensitivity. Future work
also entails incorporating other respiratory viruses in the

detection panel and further characterization of the method
such as limit-of-detection studies using clinical patient
samples.
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