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Abstract

Purpose To investigate the usability and the repro-

ducibility of the tear meniscus values via swept-source

optical coherence tomography (SS-OCT) and the

conventional slit lamp microscope method with a

graticule.

Methods The right eye was examined in 90 healthy

adult subjects who were grouped according to age

(group 1: 20–39 years; group 2: 40–59 years; group 3:

C60 years). The tear meniscus height (TMH) and tear

meniscus area were measured using SS-OCT and

TMH by the slit lamp microscope method. The

reproducibility of each method was calculated using

intraclass correlation coefficients (ICCs) in addition-

ally enrolled 30 healthy young subjects. We also

evaluated TMH at 3 mm from the corneal center in

both temporal and nasal directions using SS-OCT.

Results The mean of the TMH values measured by

SS-OCT was significantly higher than those measured

by the slit lamp method (328 vs. 212 lm, P\ 0.001,

respectively). High reproducibility was observed for

each method (ICC[ 0.75 for both). No statistically

significant differences were found in TMH among the

age groups using both SS-OCT and slit lamp methods

(P = 0.985, 0.380, respectively). TMH values at both

sides of the corneal center were significantly smaller

than those at the corneal center (P\ 0.0001).

Conclusions TMH values obtained by the slit lamp

method were lower than those obtained by SS-OCT.

However, both methods yielded highly reproducible

TMH measurements, suggesting that they are clini-

cally useful. Tear meniscus values did not vary by age

but by measurement points in our cohort.
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Introduction

Aqueous tear deficiency dry eye is generally charac-

terized by lower tear meniscus values [1], whereas

disorders of the lacrimal duct are generally character-

ized by higher tear meniscus values [2]. Tear meniscus

measurement thus plays an important role in these

diseases. Generally, most ophthalmologists subjec-

tively check the tear meniscus height (TMH) on the

lower eyelid using a slit lamp microscope as the first

step to evaluate TMH. The attachment of a graticule to

the slit lamp eyepiece increases the objectivity of

TMH measurements [3–5].
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In recent years, the clinical application of time

domain anterior segment optical coherence tomogra-

phy has dramatically increased the objectivity of tear

meniscus measurements, including TMH and the tear

meniscus area (TMA) [6–14]. The SS-1000 (Tomey

Corp, Nagoya, Japan) swept-source OCT (SS-OCT)

device, which was designed specifically for imaging

the anterior segment, uses a wavelength of 1310 nm

and allows for cross-sectional analysis as well as

3-dimensional analysis of the anterior segment of the

eyes—thus enabling the measurement of TMH and

TMA as well as tear meniscus volume via the use of an

invisible long-wavelength light source that does not

cause photophobia [10, 13]. SS-1000 is also capable of

consecutive scanning of the tear fluid with a wide

scanning range of 16 mm, including the center of the

eyelid.

High reproducibility of the tear meniscus measure-

ment by SS-OCT has been reported [10]. Additionally,

TMH values or tear fluid volume by SS-OCT had the

strong correlation between Schirmer test value [15].

However, in clinical practice, tear meniscus is eval-

uated mostly via the slit lamp and there is not a clear

distinction between the role of OCT and slit lamp in

tear meniscus evaluation. The first aim of our study

was to first compare tear meniscus values obtained by

SS-OCT to those obtained by the conventional slit

lamp method with a graticule and further to investigate

age-related changes in tear meniscus values by

comparing the three groups created according to age

of the subjects. The second aim was to evaluate the

reproducibility of both methods. The third aim was to

compare TMH at different measurements points (the

center of the pupil and 3 mm from the center of the

pupil in both temporal and nasal directions) using SS-

OCT.

Methods

Subjects

This prospective, observational, cross-sectional study

was performed in accordance with the Declaration of

Helsinki and was approved by the Institutional Review

Board of Saneikai Tsukazaki Hospital. A written

informed consent was obtained from all healthy

subjects. This study was registered with the Japan

Clinical Trials Register; number: UMIN000005928.

All of the measurements were taken in the right eye.

The exclusion criteria were subjects with ocular

trauma, ocular inflammation, abnormal intraocular

pressure, diabetic mellitus, a history of ocular surgery,

any subjective symptoms or a diagnosis of dry eye,

and/or any subjective symptoms or a diagnosis of

epiphora. Exclusion criteria also included subjects

who used contact lenses, eye drops within 24 h of the

eye examination, and/or any topical or systemic

medications that could affect tear secretion.

This study comprised two protocol sets. The

comparative study between SS-OCT and slit lamp

tear meniscus values and the study on age-related

changes in tear meniscus values comprised 90 healthy

adults in the age range of 20–86 years.

The reproducibility testing for SS-OCT and slit

lamp comprised 30 healthy young subjects for each

method.

Tear meniscus measurements

All subjects underwent one anterior segment imaging

using an SS-1000 device with 16 vertical raster scans

at 1-mm intervals. One experienced examiner cap-

tured all of the images (H.B.). Each OCT image

consisted of 512 A-scans with an acquisition time of

0.3 s. The axial resolution is approximately 8 lm, and

the transverse resolution was approximately 30 lm.

Subjects were instructed to look at a fixation light with

no background light. The OCT image of right eye was

taken 1 s after a natural blink [10, 13]. During the

examination, the ambient room light, room tempera-

ture (25–28 �C), and humidity (40–50%) were

maintained.

Of 16 vertical raster scans, captured OCT images

taken at the center of the pupil and 3 mm from the center

of the pupil both in the nasal and temporal directions

were magnified by 300%, and the TMH was measured

using software calipers on vertical scans that were

centered on the cornea. Then, for images taken at the

center of the pupil, outlines of the tear meniscus were

plotted using seven points with the software calipers

(Fig. 1). The integrated software program calculated the

area within the plotted outlines. To account for refrac-

tion at the air meniscus interface, the calculated value

was then divided by the refractive index of a balanced

salt solution (1.343) to obtain the TMA [10].
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After the OCT scan, the subjects underwent one

TMH measurement using a slit lamp microscope. A

graticule (Carl Zeiss #319770-9032-00, Oberkochen,

Germany) was attached to the right eyepiece of the slit

lamp microscope (Carl Zeiss SL130, Oberkochen,

Germany). At 89 magnification, when observing the

plane perpendicular to the observational axis direc-

tion, one scale increment was equivalent to 200 lm.

All measurements were taken at 89 magnification at

the center of the cornea without fluorescein staining.

We read in 20 lm, which was 1/10 of the increment,

for TMH (Fig. 2). We selected 89 magnification

because the measurements of TMH at higher magni-

fications required more time and were considered

inappropriate for clinical practice. Subjects were

instructed to look straight with minimum observa-

tional illumination and were allowed to blink. The

TMH of the right eye was measured by H.I. 1 s after a

natural blink [10, 13]. The room light, room temper-

ature, and humidity were similarly maintained as the

OCT examinations.

Comparison between SS-OCT and slit lamp tear

meniscus values and the study on age-related

changes in tear meniscus values

Ninety healthy subjects (age range, 20–86 years;

mean age, 50.8 years; 43 males and 47 females) were

enrolled in this study.

One set of TMH and TMA values measured by SS-

OCT and TMH measured by slit lamp method was

used for the subsequent analysis.

To investigate age-related changes in tear meniscus

values, subjects were classified into three groups, with 30

adults per group, according to age: Group 1 was the young

adult group (range, 20–39 years; mean, 29.6 years; 18

males and 12 females), group 2 was the middle-age group

(range, 40–59 years; mean, 48.8 years; 12 males and 18

females), and group 3 was the elderly group (range,

C60 years; mean, 74.1 years; 13 males and 17 females).

Measurement reproducibility of the SS-OCT

and slit lamp method

A group of 30 young healthy subjects (male, n = 11;

female, n = 19) were additionally recruited to inves-

tigate the reproducibility of the tear meniscus mea-

surements. Each subject underwent anterior segment

OCT imaging three times. The captured OCT images

were analyzed by two ophthalmologists (H.I. and

D.N.) to obtain both TMH and TMA values.

Similarly, another group of 30 young healthy

subjects (10 males and 20 females) were recruited,

and the ophthalmologists (H.I. and D.N.) performed

TMH measurements thrice using the slit lamp method.

Fig. 1 A tear meniscus image obtained by SS-OCT (male,

79 years of age). The horizontal arrow indicates the tear

meniscus height (0.288 mm). The area within the manually

plotted lines indicates the tear meniscus area (0.029 mm2)

Fig. 2 An anterior segment image obtained by the slit lamp

method with a graticule (female, 30 years of age). One scale

increment was equivalent to approximately 200 lm. In this

case, the tear meniscus height was estimated to be 400 lm
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All measurements were taken in the right eye in one

day. Based on the values obtained from these

measurements, the inter-rater and intra-rater repro-

ducibility of TMH and TMA measurement by SS-

OCT and TMH measurement by the slit lamp method

were investigated.

Statistical analysis

Statistical analyses were performed using JMP soft-

ware (version 10.0; SAS Institute Inc., Cary, NC). A

one-way analysis of variance was performed to

compare the three age groups.

Two types of intraclass correlation coefficients

(ICCs) were used to assess the reproducibility of the

measurements: ICC (2, 1), i.e., inter-rater reliability

using a two-way random-effects model, and ICC (1,

1), i.e., intra-rater reliability using a one-way random-

effects model. An ICC value of 0 indicates the level of

agreement produced by chance alone, while a value of

1 indicated a perfect, positive agreement. We classi-

fied agreement, based on the ICC values, as poor

(\0.4), good (0.4–0.7), and very good ([0.7), accord-

ing to the principles of McGraw and Wong [16].

In addition, the coefficients of variance of TMH by

the slit lamp method as well as TMH and TMA by SS-

OCT were calculated. The correlation coefficients

between TMH measured by the slit lamp method and

SS-OCT as well as between TMH measured by the slit

lamp method and TMA measured by SS-OCT were

investigated. Multiple comparison tests (Bonferroni

test) were used for comparisons among TMH values at

different measurement points by SS-OCT. P values of

\0.05 were considered statistically significant.

Results

Comparison between SS-OCT and slit lamp tear

meniscus values and the study on age-related

changes in tear meniscus values

The TMH value at the corneal center obtained by SS-

OCT was significantly higher than that obtained by the

slit lamp method [mean (SD); 328 (91) lm vs. 212 (50)

lm, P\ 0.001, paired t test] (Table 1).

The mean (SD) of the TMH values measured by SS-

OCT for each of the three age groups was: group 1,

327 (75) lm; group 2, 330 (95) lm; group 3, 326 (106)

lm. The mean (SD) of the TMH values measured by

the slit lamp was: group 1, 206 (41) lm; group 2, 209

(45) lm; group 3, 223 (61) lm. The range and median

values of TMH in 3 groups measured by both methods

are shown in Table 2.

There were no significant differences among the

three groups regarding the analysis of variance for

TMH measurements that were performed using SS-

OCT (P = 0.985) or by the slit lamp method

(P = 0.380). TMH values measured by SS-OCT were

significantly higher than those measured by the slit

lamp method in all age groups (P\ 0.0001) (Fig. 3).

The mean (SD) of the TMA values measured by SS-

OCT for each group was: group 1, 265 9 102 (1380)

lm2; group 2, 254 9 102 (1110) lm2; group 3,

299 9 102 (1700) lm2. The range and median values

of TMA in 3 groups measured by SS-OCT are shown

in Table 3. There were no significant differences

among the groups as per the analysis of variance

(P = 0.444). Table 3 shows the range and median

values of TMA in 3 groups.

The correlation coefficient (r) between TMH

obtained by the slit lamp method and TMH obtained

by SS-OCT was 0.426 (95% confidence interval

0240–0.582, P\ 0.0001), and that between TMH

obtained by the slit lamp method and TMA obtained

by SS-OCT was 0.457 (95% confidence interval

0276–0.606, P\ 0.0001).

Measurements reproducibility of SS-OCT

and the slit lamp method

Table 1 shows the inter-rater and intra-rater repro-

ducibility [ICC (2, 1) and ICC (1, 1), respectively]

results. The inter- and intra-rater reliabilities of TMH

measured by SS-OCT were slightly higher than those

of TMH measure by the slit lamp method; however,

both methods provided very good reproducibility

(ICC[ 0.7).

The coefficients of variance (CV) of TMH and

TMA by SS-OCT were 0.28 and 0.52, respectively,

and CV of TMH by the slit lamp was 0.23.

Evaluation of TMH at different measurements

points by SS-OCT

We were able to obtain clear SS-OCT images of TMH

at 3 mm from the center of the pupil in both nasal and

temporal directions for 70 subjects. In the other 20
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cases, the images were unclear. Multiple comparison

tests (Bonferroni test) demonstrated a statistically

significant difference in the mean TMH between the

center of the pupil [328 (91) lm] and the nasal side

[290 (96) lm], between the center of the pupil and the

temporal side [253 (71) lm], and between the nasal

side and the temporal side (all, P\ 0.05). TMH values

at both sides of the corneal center were significantly

smaller than those at the corneal center (P\ 0.05).

Discussion

In this study, the TMH values obtained by SS-OCT

were significantly higher than those obtained by the

slit lamp method. This is probably because SS-OCT

imaging enables the observation of the tear film, which

is produced by the surface tension effect and which

cannot be detected by the slit lamp method. The slit

lamp method may cause photophobia, which evokes

the reflex lacrimation, but the effect of this reflex

lacrimation is thought to be smaller for the difference.

We also demonstrated that tear meniscus measure-

ments using SS-OCT and the conventional slit lamp

method have very good reproducibility (all,

ICC[ 0.7). In addition, moderate correlations were

found between the TMH value obtained by the slit

lamp method and the TMH and TMA values obtained

by SS-OCT (r = 0.426, 0.457, respectively). More-

over, CV of TMH and TMA calculated from our data

indicated that SS-OCT produced less variability in

TMH (0.28) than in TMA (0.52). The slit lamp method

showed less variability than the SS-OCT method.

Therefore, TMH measurement using a slit lamp with a

Table 1 Inter-rater ICC (2,

1) and intra-rater ICC (1, 1)

reliability in SS-OCT and

slit lamp method

The values in parentheses

indicate 95% confidence

intervals

ICC (2, 1) ICC (1, 1)

Rater 1 Rater 2

SS-OCT

TMH 0.932 (0.865, 0.966) 0.981 (0.965, 0.990) 0.932 (0.881, 0.964)

TMA 0.982 (0.956, 0.992) 0.990 (0.982, 0.995) 0.971 (0.948, 0.985)

Slit lamp

TMH 0.761 (0.558, 0.878) 0.974 (0.954, 0.987) 0.853 (0.752, 0.921)

Table 2 Range and median values of TMH in 3 groups (lm)

Age groups Median Maximum Minimum

Group 1

Slit lamp 200 300 120

SS-OCT 320 481 187

Group 2

Slit lamp 200 300 120

SS-OCT 322 601 202

Group 3

Slit lamp 200 340 100

SS-OCT 339 514 173

Fig. 3 Box plots showing the distribution of tear meniscus

height (TMH) measured via SS-OCT and slit lamp methods. No

significant differences were found among the three subject

groups using either method The TMH values measured by the

SS-OCT were significantly higher than those measured by slit

lamp method in all age groups (P\ 0.0001)

Table 3 Distribution of TMA Values in 3 groups (9102 lm2)

Age groups Median Maximum Minimum

Group 1 238 678 104

Group 2 246 551 89

Group 3 279 707 97
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graticule may still be one of the most clinically useful

methods to evaluate tear meniscus. In many previous

studies, the slit lamp magnification of 329 was used

for TMH measurement. The reason why 89 magni-

fication was used in our study is because it is more

clinically suitable. At 329 magnification, the patient’s

movements have a larger influence on the measure-

ments, and the measurements of TMH require more

time. To ensure the appropriateness of the magnifica-

tion setting, we measured TMH in 20 eyes of 10

healthy subjects at 89 and 329 magnifications, which

revealed no significant difference [t(33) = -0.65,

P = 0.52] (paired t test).

Previous studies conducted using the slit lamp

method reported the TMH to be 120 [3], 190 [4], and

250 lm [5]. The procedures used in previous reports

vary: capturing immediately after the blink [4] and

unspecified capturing timing [3, 5], which may be

responsible for a wide variation in values. In the

present study, TMH was measured using a slit lamp

microscope 1 s after the blink as the same way as using

OCT in accordance with the preceding study [10, 13].

The mean TMH value obtained at the corneal center

was 212 lm, which was nearly equivalent to the

values presented in previous studies [4, 5]. Weak

reproducibility of the TMH measurements by the slit

lamp method was previously reported by Santodo-

mingo-Rubido et al. [3] when comparing measure-

ments ascertained at 6-month intervals; however, there

have been no reports investigating ICC using the slit

lamp method.

The TMH of healthy subjects measured by SS-OCT

have been reported to be 256 lm [10], which is

smaller than our result of 328 lm. Previous studies

with time domain OCT have reported the TMH

measurements in healthy subjects to be approximately

200 [9], 250 [7, 10], and 400 lm [8]. Although good

reproducibility of TMH measured by time domain

OCT was previously reported [17], the reason for such

has yet to be identified, with values greatly varying

from study to study.

Cui et al. [9] reported a significant decrease in the

tear meniscus measurements obtained by time domain

OCT due to aging, which was attributed to age-related

reduction of lacrimal gland function (which results in a

decreased tear secretion volume). However, the

inclusion criteria for the study included a Schirmer I

test value of more than 5 mm. Thus, there is the

possibility that subjects with an age-related decrease

in tear secretion were excluded from the study and that

the age-related changes reported by Cui et al. might

not accurately reflect the situation in normal subjects.

Conversely, Patel and Wallace [4] measured TMH of

healthy subjects without any tear-related disorders or

symptoms using the slit lamp microscope method with

a graticule eyepiece and reported a significant increase

in TMH due to aging.

In contrast, we did not observe any significant

differences in the TMH values among the three age

groups of our study. We excluded subjects with either

a history or any symptoms of dry eye or epiphora. We

must consider the possibility that age-related physio-

logical changes in lacrimal gland function may lead to

a decrease in the tear meniscus values. Similarly, we

should consider that age-related changes in lacrimal

drainage function may lead to an increase in tear

meniscus values. Changes in lacrimal drainage func-

tion involve many factors, including the decreased

patency of the lacrimal duct [18], a decrease in the

absorbing mechanism of the lacrimal duct, lacrimal

drainage system failure caused by dysfunction of the

orbicularis muscles, including Horner’s muscles [19].

Considering all of the possible age-related dysfunc-

tions that could occur within each factor, it is possible

that age-related lacrimal gland dysfunction and

lacrimal drainage dysfunction may coexist to varying

degrees. This could explain why there is a difference

in age-related changes of tear meniscus values among

the previously mentioned studies [4, 9].

Our study data demonstrated that TMH values

measured at the nasal and temporal side of the center

of the pupil were significantly smaller than those

measured at the center of the pupil (290 vs. 328 and

253 vs. 328 lm; all, P\ 0.05). The curve of the lower

lid margin varies between individuals. We found that

the TMH values in OCT images were higher at the

lower point of the lower lid curve in about 70% of

subjects. Some of the causes are likely to be fluid

accumulation due to the influence of gravity or the role

of the underlying tissue at the back site of the meniscus

[20–23]; however, other factors, including the influ-

ence of tear flow in meniscus, should be further

investigated. Regardless, one needs to be aware of the

differences in TMH values depending on the measur-

ing point on the lower lid curve.

Regarding limitations of our work, the exclusion

criteria for healthy subjects included any symptoms

that were suggestive of dry eye or a diagnosis of dry
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eye or epiphora. Thus, we cannot necessarily apply our

results of this study to patients with dry eye or

epiphora. These limitations could be addressed in

future studies. In summary, the findings of the present

study suggested that the slit lamp method, if used with

a graticule, can yield comparable measurements to SS-

OCT. We observed that TMH values obtained by the

slit lamp method were lower than those obtained by

SS-OCT. Additionally, tear meniscus values did not

vary by age but by measurement points in our cohort.

In large-scale clinical facilities, the OCT method may

be appropriate for medical staff other than the

attending doctor to measure TMH as it can be

measured with less bias. Notably, the slit lamp method

is also useful in general-scale clinics.
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5. Garcı́a-Resúa C, Santodomingo-Rubido J, Lira M, Giraldez

MJ, Vilar EY (2009) Clinical assessment of the lower tear

meniscus height. Ophthalmic Physiol Opt 29:487–496

6. Chen Q, Wang J, Shen M, Cai C, Li J, Cui L, Qu J, Lu F

(2009) Lower volumes of tear menisci in contact lens

wearers with dry eye symptoms. Investig Ophthalmol Vis

Sci 50:3159–3163

7. Kim SE, Yoon JS, Lee SY (2010) Tear measurement in

prosthetic eye users with fourier-domain optical coherence

tomography. Am J Ophthalmol 149:602–607

8. Ibrahim OM, Dogru M, Takano Y, Satake Y, Wakamatsu

TH, Fukagawa K, Tsubota K, Fujishima H (2010) Appli-

cation of visante optical coherence tomography tear

meniscus height measurement in the diagnosis of dry eye

disease. Ophthalmology 117:1923–1929

9. Cui L, Shen M, Wang J, Jiang J, Li M, Chen D, Chen Z, Tao

A, Lu F (2011) Age-related changes in tear menisci imaged

by optical coherence tomography. Optom Vis Sci

88:1214–1219

10. Fukuda R, Usui T, Miyai T, Yamagami S, Amano S (2013)

Tear meniscus evaluation by anterior segment swept-source

optical coherence tomography. Am J Ophthalmol 155:

620–624

11. Tao A, Shao Y, Zhong J, Jiang H, Shen M, Wang J (2013)

Versatile optical coherence tomography for imaging the

human eye. Biomed Opt Express 4:1031–1044

12. Altan-Yaycioglu R, Sizmaz S, Canan H, Coban-Karatas M

(2013) Optical coherence tomography for measuring the

tear film meniscus: correlation with Schirmer test and tear-

film breakup time. Curr Eye Res 38:736–742

13. Ohtomo K, Ueta T, Fukuda R, Usui T, Miyai T, Shirakawa

R, Amano S, Nagahara M (2014) Tear meniscus volume

changes in dacryocystorhinostomy evaluated with quanti-

tative measurement using anterior segment optical coher-

ence tomography. Investig Ophthalmol Vis Sci 55:

2057–2061

14. Fujimoto M, Ogino K, Miyazaki C, Hirose M, Matsuyama

H, Moritera T, Yoshimura N (2014) Evaluation of dacry-

ocystorhinostomy using optical coherence tomography and

rebamipide ophthalmic suspension. Clin Ophthalmol 8:

1441–1445

15. Akiyama R, Usui T, Yamagami S (2015) Diagnosis of dry eye

by tear meniscus measurements using anterior segment swept

source optical coherence tomography. Cornea 34(Suppl):

115–120

16. McGraw KO, Wong SP (1996) Forming inferences about

some intraclass coefficients. Psychol Methods 1:30–46

17. Chan HH, Zhao Y, Tun TA, Tong L (2015) Repeatability of

tear meniscus evaluation using spectral-domain Cirrus�

HD-OCT and time-domain Visante� OCT. Contact Lens

Anter Eye 38:368–372

Int Ophthalmol (2018) 38:679–686 685

123

http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/


18. Paulsen F, Thale A, Kohla G, Schauer R, Rochels R, Par-

waresch R, Tillmann B (1998) Functional anatomy of

human lacrimal duct epithelium. Anat Embryol (Berl)

198:1–12

19. Kakizaki H, Zako M, Miyaishi O, Nakano T, Asamoto K,

Iwaki M (2005) The lacrimal canaliculus and sac bordered

by the Horner’s muscle form the functional lacrimal drai-

nage system. Ophthalmology 112:710–716

20. Gumus K, Crockett CH, Pflugfelder SC (2010) Anterior

segment optical coherence tomography: a diagnostic

instrument for conjunctivochalasis. Am J Ophthalmol

150:798–806

21. Gumus K, Pfulgfelder SC (2013) Increasing prevalence and

severity of conjunctivochalasis with aging detected by

anterior segment optical coherence tomography. Am J

Ophthalmol 155:238–242

22. Bandlitz S, Purslow C, Murphy PJ, Pult H (2014) The

relationship between tear meniscus regularity and con-

junctival folds. Optom Vis Sci 91:1037–1044

23. Pult H, Riede-Pult BH (2015) Impact of conjunctival folds

on central tear meniscus height. Investig Ophthalmol Vis

Sci 56:1459–1466

686 Int Ophthalmol (2018) 38:679–686

123


	Usability and reproducibility of tear meniscus values generated via swept-source optical coherence tomography and the slit lamp with a graticule method
	Abstract
	Purpose
	Methods
	Results
	Conclusions

	Introduction
	Methods
	Subjects
	Tear meniscus measurements
	Comparison between SS-OCT and slit lamp tear meniscus values and the study on age-related changes in tear meniscus values
	Measurement reproducibility of the SS-OCT and slit lamp method
	Statistical analysis

	Results
	Comparison between SS-OCT and slit lamp tear meniscus values and the study on age-related changes in tear meniscus values
	Measurements reproducibility of SS-OCT and the slit lamp method
	Evaluation of TMH at different measurements points by SS-OCT

	Discussion
	Author contributions
	References




