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Abstract

Background We previously introduced a manual surgical

technique that makes small perforations (cracks) through

the sclerotic bone shell that typically forms during the

process of aseptic loosening (‘‘crack’’ revision technique).

Perforating just the shell (without violating the proximal

cortex) can maintain overall bone continuity while allow-

ing marrow and vascular elements to access the implant

surface. Because many revisions require bone graft to fill

defects, we wanted to determine if bone graft could further

increase implant fixation beyond what we have experi-

mentally shown with the crack technique alone. Also,

because both titanium (Ti6Al4V) and hydroxyapatite (HA)

implant surfaces are used in revisions, we also wanted to

determine their relative effectiveness in this model.

Questions/purposes We hypothesized that both (1) allo-

grafted plasma-sprayed Ti6Al4V; and (2) allografted

plasma-sprayed HA-coated implants inserted with a crack

revision technique have better fixation compared with a

noncrack revision technique in each case.

Methods Under approval from our Institutional Animal

Care and Use Committee, a female canine animal model

was used to evaluate the uncemented revision technique

(crack, noncrack) using paired contralateral implants while

implant surface (Ti6Al4V, HA) was qualitatively com-

pared between the two (unpaired) series. All groups

received bone allograft tightly packed around the implant.

This revision model includes a cylindrical implant piston-

ing 500 lm in a 0.75-mm gap, with polyethylene particles,

for 8 weeks. This engenders a bone and tissue response

representative of the metaphyseal cancellous region of an

aseptically loosened component. At 8 weeks, the original

implants were revised and followed for an additional 4

weeks. Mechanical fixation was assessed by load, stiffness,

and energy to failure when loaded in axial pushout. His-

tomorphometry was used to determine the amount and

location of bone and fibrous tissue in the grafted gap.
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Results The grafted crack revision improved mechanical

shear strength, stiffness, and energy to failure (for Ti6Al4V

27- to 69-fold increase and HA twofold increases). The

histomorphometric analysis demonstrated primarily fibrous

membrane ongrowth and in the gap for the allografted

Ti6Al4V noncrack revisions. For allografted HA noncrack

revisions, bone ongrowth at the implant surface was

observed, but fibrous tissue also was present in the inner

gap. Although both Ti6Al4V and HA surfaces showed

improved fixation with grafted crack revision, and

Ti6Al4V achieved the highest percent gain, HA demon-

strated the strongest overall fixation.

Conclusions The results of this study suggest that novel

osteoconductive or osteoinductive coatings and bone graft

substitutes or tissue-engineered constructs may further

improve bone-implant fixation with the crack revision

technique but require evaluation in a rigorous model such

as presented here.

Clinical Relevance This experimental study provides

data on which to base clinical trials aimed to improve

fixation of revision implants. Given the multifactorial

nature of complex human revisions, such a protocoled

clinical study is required to determine the clinical appli-

cability of this approach.

Introduction

Revision arthroplasty is complex, combines structural and

biologic solutions, and its durability is multifactorial

[5, 6, 13, 28]. One strategy to help increase longevity is

through locally improving cancellous bone ingrowth in the

acetabulum and metaphyseal regions of the hip and knee.

In these regions, the surgeon may find a complete or seg-

mental sclerotic bone shell that typically forms during the

process of aseptic loosening. In a series of animal studies,

we have tried to determine how the surgeon should

approach the sclerotic bone shell to stimulate bone

ingrowth and improve revision implant fixation. We

introduced a surgical technique that cracks (perforates)

through the sclerotic bone shell without damaging the

cortex and that maintains the integrity of the long bone

(‘‘crack’’ revision technique) [3, 4, 12]. The goal for this

technique was to disrupt the physical bone barrier (sclerotic

shell) and to allow marrow and vascular elements to access

the revision implant surface, thereby enhancing bone

ingrowth. In a series of animal studies, we have shown that

this crack revision technique improved fixation of non-

grafted porous-coated titanium (Ti6Al4V) and plasma-

sprayed hydroxyapatite (HA) -coated revision implants

compared with a ‘‘noncrack’’ revision technique where the

bone shell is left in situ [8, 12]. The crack revision tech-

nique also improved the fixation of nongrafted plasma-

sprayed HA-coated revision implants and increased new

bone formation compared with the technique of reaming

where the entire bone shell was removed [2]. We also have

shown HA to improve fixation in a noncrack revision

experimental animal model compared with Ti6Al4V

[19, 23, 25] and that allograft packed into a periimplant gap

improves fixation in a variety of experimental and clinical

settings [4, 7, 9, 22, 23, 27–29].

Although the previous animal studies have shown that

the cracking revision technique may improve implant

fixation compared with leaving the bone shell in situ or

reaming, we also recognize that clinically, the human

revision setting is different from the standardized exper-

imental model. Clinically, the sclerotic bone shell may be

irregular in shape and extension. If the bone shell is

partially left intact, gaps may form between the bone bed

and the revision implant. For this reason, and if cavitary

bone defects exist as a result of the process of loosening,

there may be a need for bone grafting to improve the

stability of the revision implant. An experimental animal

study in the revision setting showed that bone allograft

markedly increases early stability of both plasma-sprayed

Ti6Al4V and HA revision implants [23]. However, it is

unknown whether there is a ceiling effect with either bone

graft or the crack revision technique such that their

combination may not further strengthen the implant

interface beyond that achieved by each one alone. In our

previous experimental animal studies we have not used

bone allograft in conjunction with the cracking revision

technique. The focus of this study is to investigate

whether the cracking revision technique is also beneficial

when the revision implants are impacted with bone allo-

graft and whether there is a difference with implant

surface.

We pose two hypotheses regarding implant fixation as

determined by the primary endpoint: mechanical pushout

(strength, stiffness, and energy to failure) and the sec-

ondary endpoint: histomorphometric indices of periimplant

bone location and amount (bone volume, bone in contact

with surface): Hypothesis 1: Allografted plasma-sprayed

Ti6Al4V implants inserted with crack revision technique

have better fixation compared with allografted plasma-

sprayed Ti6Al4V implants inserted with a noncrack revi-

sion technique. Hypothesis 2: Allografted plasma-sprayed

HA-coated implants inserted with a crack revision tech-

nique have better fixation compared with allografted

plasma-sprayed HA revision implants inserted with the

noncrack revision technique. Although the studies cannot

prove it, we postulate the mechanism of improvement with

cracking would be the result of greater access of blood and

marrow element to the bone surface, resulting in increased

bone at the implant surface and in gap and less fibrous

tissue. We postulate that the mechanism of improvement
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with HA surface would be the result of its osteoinductive

properties, increasing bone at the implant surface.

Materials and Methods

Under approval from the Minneapolis Medical Research

Foundation Institutional Animal Care and Use Committee

(Protocol 01-17), we implemented our contralateral/paired

controlled revision protocol [3, 4] in two separate groups of

female canines (Table 1). One group received bilateral

cylindrical Ti6Al4V implants in the distal femur (mean

weight 23 kg, range 20–27 kg, mean age 15 months, n = 8).

The other group received bilateral HA implants (mean

weight 22 kg, range 19–25 kg, mean age 10 months, n =

10). All animals were skeletally mature. All groups

received bone allograft that was tightly packed in the

periimplant space. All implants were uncemented.

We previously developed an experimental revision

protocol in the canine knee that engenders a bone and

tissue response representative of the metaphyseal region

when surgically revising an aseptically loosened femoral

component, described in more detail later [4, 26]. Although

the protocol takes place in the knee, it is intended to rep-

resent a generic cancellous bone bed adjacent to the

ingrowth portion of a joint replacement implant and with

access to synovial fluid and loading. The revision protocol

is briefly described here.

Revision Protocol

A micromotion device is inserted bilaterally in the animal’s

distal medial femoral condyle to replicate the motion of a

loose prosthesis by providing a pistoning motion in a

cancellous bone bed (Fig. 1). The cancellous bone bed is

intended to represent a generic cancellous site adjacent to a

joint replacement implant. The pistoning micromotion

device anchor housing is inserted bilaterally as follows.

Under general anesthesia and using a sterile surgical

technique, a midline incision is made over each knee

sequentially (both knees are operated on bilaterally in the

same setting). The distal femur is exposed, the knee is

flexed, and the weightbearing portion of the medial condyle

is identified. A cannulated 7.5-mm step drill is inserted

over a guidewire to produce a cavity with a 6 mm x 1-cm

deep portion and an 8 mm x 1-cm superficial portion. The

deep cavity is tapped using a tool that centralizes and

stabilizes the tap. The anchor housing of the micromotion

device is screwed into the deep hole using an instrument

that stabilizes the screwdriver, thereby keeping the piston

centralized within the cavity. The anchor housing includes

an internal threaded piston designed to allow 500 lm of

motion on loading. Its internal spring extends the piston

after loading. It is through this process that controlled

Table 1. Two paired studies evaluating the crack revision technique as compared with the noncrack revision technique that retains the sclerotic

bone shell*

Implant surface Bone allograft

Ti6Al4V HA

Noncrack revision n = 8 (left) n = 10 (left)

Crack revision n = 8 (right) n = 10 (right)

* All implants receive impacted bone allograft; revision technique is evaluated pairwise for each implant surface (Ti or HA; Hypotheses 1 and

2); the combination of implant surface and revision technique is qualitatively evaluated as a result of the implants being unpaired (one implant

from each series); HA = hydroxyapatite.

Fig. 1 Two experimental animal series are shown with bilateral

revision implantations in canine distal medial femoral condyles. The

bone-implant interface represents cancellous metaphyseal or acetab-

ular bone adjacent to ingrowth portion of the joint replacement

implant. The 8-week revision protocol creates sclerotic bone shell and

inflammatory tissue reaction. Implants are then revised bilaterally (Ti/

Series 1 or HA/Series 2) and followed for an 4 additional weeks.

Components of the micromotion device are identified. PE =

polyethylene.
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motion occurs. After use of a cannulated tap, a 3 mm 9

8-mm centralizing ring is screwed into the most superfi-

cial 3 mm of the superficial cavity. It ensures that the

piston only moves axially and remains central in the gap.

Polyethylene particles (0.5–50 lm; 0.5 x 108; 85% \ 12

lm) suspended in hyaluronic acid (Lifecore Biomedical,

Chaska, MN, USA) represent wear debris and are injected

into the superficial cavity. A 6 mm 9 1-cm smooth

polymethylmethacrylate (PMMA) implant is threaded

onto the internal piston followed by a 5-mm polyethylene

end plug. The end plug (1) protrudes past the articular

cartilage (to cause implant loading during weightbearing);

and (2) keeps the implant concentric within the gap. The

soft tissues are closed in layers. By the first or second

postoperative day, the animal is moving normally. Ani-

mals are socialized in groups and allowed full activity for

the 8-week period, including a daily exercise period of 1

hour.

Revision Procedure

After 8 weeks of pistoning with polyethylene particles, a

dense fibrous membrane develops in the original gap, and

the bone at the original drill hole has coalesced into a

sclerotic bone shell [4, 26]. The volume of joint fluid and

thickness of capsule are consistently observed to be

increased (qualitative increase). At this time a second

operation is performed. In a pairwise fashion, one of two

surgical techniques is used to insert allografted revision

implants into the revision cavity (Fig. 1).

Noncrack Revision Procedure

On the left side, meticulous removal of the fibrous mem-

brane is performed. The sclerotic surface is scraped with a

curette and the cavity cleaned and lavaged.

Crack Revision Procedure

On the right side, following the same fibrous membrane

removal and lavage, a splined crack tool is introduced into the

revision cavity. The crack tool is a cannulated cylinder of 8

mm diameter fitted with 12 sharp, axially orientated 0.2-mm

splines on the surface. It is advanced axially with hammer

blows into the superficial cavity. This produces controlled

cracking/perforation of the sclerotic shell and leaves disrupted

bone pieces from the sclerotic shell. The cracking procedure

produces multiple small (\ 1 mm) irregularly shaped pieces

of bone that remain in place. Although clinically, insertion of

a wedge-shaped femoral component can result in an intra-

operative periprosthetic fracture in human joint replacement

surgery, as a result of being surrounded by cancellous bone at

the experimental implant site, the low profile of the splines on

the custom tool (0.2 mm), and gentle insertion procedure, has

not occurred in this model.

Revision Implant

After either procedure, the cavities are irrigated once with

10 cc saline and gently suctioned so as not to disturb the

Table 2. Results from the mechanical pushout test

Parameter Hydroxyapatite (n = 9) p value Titanium (n = 8) p value

Crack revision

Mean (SD)

Noncrack revision

Mean (SD)

Mean difference

(95% CI)

Crack revision

Median (range)

Noncrack revision

Median (range)

Shear strength (MPa) 3.9 (0.9) 2.3 (1.6) 1.6 (0.70–2.5) 0.03 2.7 (0.5–3.7) 0.1 (0–0.12) 0.02

Energy to failure (J/m2) 689 (196) 358 (281) 331 (158–504) 0.03 414 (100–682) 6 (0–30) 0.02

Stiffness (MPa/mm) 21.8 (7.6) 10.5 (7.9) 11.3 (5.8–16.8) 0.01 10.7 (0.8–14) 0.3 (0–1.3) 0.01

CI = confidence interval.

Table 3. Tissue at the bone-implant interface

Tissue (%) Hydroxyapatite (n = 9) p value Titanium (n = 8) p value

Crack revision

Mean (SD)

Noncrack revision

Mean (SD)

Mean difference (95% CI) Crack revision

Median (range)

Noncrack revision

Median (range)

Bone 51 (6.3) 38 (16) 13 (4–22) 0.02 12 (4–23) 0 (0–0) 0.01

Bone marrow 36 (19) 17 (19) 19 (5–33) 0.02 81 (23–87) 0 (0–0) 0.02

Fibrous 11 (22) 44 (25) �33 (�50 to �16) 0.01 7 (0–72) 100 (100–100) 0.01

CI = confidence interval.
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cracked pieces. After tapping, a larger centralizing ring is

inserted into the superficial cavity.

A 6 mm diameter9 1-cm long uncemented porous-coated

(plasma-sprayed) HA or Ti6Al4V cylindrical implant is

advanced along the piston (coatings provided by Biomet,

Inc, Warsaw, IN, USA). The roughened surface was created

by plasma-spraying a coating of Ti6Al4V onto the Ti6Al4V

core. This resulted in a pore size of 300 lm. A 50-lm layer of

HA (Ca/P 1.67) was plasma-sprayed onto the Ti6Al4V core.

Roughness as measured by Ra was 47 lm for Ti6Al4V

implants and 41 lm for HA implants [21]. After final seating

on the piston, the deep portion of the implant contacts the

anchor screw housing. As a result of an abutment on the

revision implant, further pistoning motion is prevented. The

revised implant is thereby intraarticular, stable, and loaded.

Bone Allograft

Batches of fresh-frozen allograft were prepared immedi-

ately before the surgical procedures. For each batch, long

bones previously harvested under sterile conditions from

dogs used in other research studies were wrapped in sterile

saline-soaked gauze and stored frozen at �80 �C. Under

sterile conditions, all cartilage and soft tissues were

removed and the remaining cancellous bone was morse-

lized using a standard surgical bone graft tool. Bone from

different canine donors was mixed and portioned into 1-

cm3 aliquots, stored in sterile containers, and refrozen to

�20 �C. During surgery, the bone allograft was inserted

into the revision cavity using a specially modified curette

and cylindrical impaction tool [22, 23]. The procedure was

repeated in approximately three to four steps until the

entire revision cavity was filled with tightly packed allo-

graft. A polyethylene end plug was inserted and the soft

tissues were closed in layers. Animals were moving nor-

mally by the first or second postoperative day postrevision.

For an additional 4 weeks, animals were again socialized in

groups and were allowed full activity and a daily exercise

period of 1 hour.

All animals were fully weightbearing within 48 hours of

surgery. At the end of the 4-week revision observation

Fig. 2A–D Histologic sections

and corresponding lCT images

(lCT 40; Scanco Medical,

Bassersdorf, Switzerland) were

obtained from paired Ti6Al4V

implants. The crack revision

procedure is shown (A): bone

(green) is seen filling the gap

and bone ongrowth to the

implant (black) is also observed.

The corresponding lCT image

(B) shows bone ingrowth and no

signs of the sclerotic bone shell.

The noncrack revision is shown

(C); complete bone allograft

resorption has occurred around

the control implants. The

implant is surrounded by a

dense fibrous membrane (red).

Corresponding lCT image (D)

shows an intact and dense scle-

rotic bone shell, which has

blocked bony integration of the

implant. Bone graft inserted at

the time of surgery has resorbed

over the 4-week observation

period.
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period, the animals were sedated, anesthetized, and euth-

anized according to the institutionally approved protocol.

Distal femoral condyles were dissected free and frozen

until specimen preparation.

Specimen Preparation

Bone blocks were thawed to room temperature. Alignment

of the distal femur specimen through the implant axis

ensured cuts perpendicular to the implant axis. At the site

of the 1-cm cylindrical implant, the distal femur was cut

transversely into two pieces. The outer 3-mm implant-bone

block was stored for mechanical testing. The remaining 6-

mm implant-bone block was prepared for histomorpho-

metric staining and sectioning.

Mechanical Analysis

Mechanical axial pushout tests (5.0 mm/min) were per-

formed on the 3-mm transverse fresh frozen implant/bone

sections (MTS Mini Bionix 858, Eden Prairie, MN, USA)

[3, 4]. Ultimate shear strength, apparent shear stiffness, and

energy absorption to failure were derived from force-dis-

placement curves using nominal data from individual

implant diameters and specimen thicknesses. Strength,

stiffness, and energy to failure represent different charac-

teristics of mechanical fixation of the bone-implant

interface and the ability of the implant to remain in place

without becoming dislodged.

Histomorphometric Analysis

Histomorphometric specimens were dehydrated in graded

ethanol (70%–100% containing 0.4% basic fuchsin),

embedded in methylmethacrylate, and during sectioning

counterstained using 2% light green [10]. To obtain unbi-

ased volume estimates of the tissue in the gap, the implant

was cut with the standard stereological method using ver-

tical sections through the implant cylinder (instead of

horizontal sections) [16]. Before sectioning and to maintain

conditions consistent with unbiased measures, the embed-

ded specimens with the cylindrical implant in situ were

randomly rotated around the cylinder’s vertical axis and

four serial sections of 15 to 20 lm were obtained from the

central portion of the implant using a microtome (KDG-95;

151 MeProTech, Heerhugowaard, Holland). Histomor-

phometry was performed in a blinded manner using a

stereologic image analysis system (CAST-Grid, Olympus,

Denmark) [8, 12]. Tissue ongrowth was defined as tissue in

direct contact with the implant surface and was determined

using a line-intercept technique. Tissue volume

Table 4. Tissue in the 0- to 375-lm gap for grafted hydroxyapatite implants (n = 19)

Tissue (%) Crack revision

Mean (SD)

Noncrack revision

Mean (SD)

Mean difference (95% CI) p value

Bone 35 (6.3) 20 (16) 15 (6.4–24) 0.03

Bone marrow 41 (28) 22 (19) 19 (1.7–36) 0.02

Fibrous 22 (32) 67 (32) �45 (�68 to �22) 0.01

CI = confidence interval.

Fig. 3A–B Histologic sections

were obtained from paired HA

implants. The crack revision

procedure is shown (A): bone

(green) is seen filling the gap

and bone ongrowth to the

implant (black) is also observed.

The noncrack procedure is

shown (B): complete bone allo-

graft resorption has occurred

around the control implants.

Bone ongrowth is observed at

the implant surface and in the

gap fibrous tissue is present

along with bone.
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percentages were estimated in the allografted gap adjacent

to the implant by a point-counting technique.

Number of Implants, Statistical Methods, and Power

Eight animals received bilateral Ti6Al4V implants (eight

animals, 16 implants) and 10 animals received bilateral HA

implants (10 animals, 20 implants). Between the conduct of

the two series, we increased the number of specimens per

group to avoid loss of significance if inadvertent specimen

loss occurred or if nonparametric data occurred. In the

Ti6Al4V series, no animals were lost (n = 8), and in the HA

series, one animal was lost as a result of clinical signs of

infection at the time of revision surgery (n = 9). The sample

size calculation was based on histomorphometric and

mechanical data obtained from earlier studies using the

same experimental model. The SD was set to 50%, mini-

mal relevant difference was set to 50%, risk of type I error

(a) was 0.05, and risk of type II error (b) was 0.20. With

these assumptions a minimum of eight animals had to be

included in each study. STATA Intercooled 8.0 statistical

software (STATA, College Station, TX, USA) was used to

test differences between pairs. For Ti6Al4V implants, the

Wilcoxon signed-rank test was applied, because differ-

ences between the paired values were not normally

distributed. Results are given as median and interquartile

range. For HA implants, data followed a normal distribu-

tion, and Student’s paired t-test was applied for comparison

of groups. Within Ti6Al4V and HA implant groups, sig-

nificance was considered for two-tailed p\ 0.05.

Results

For Ti6Al4V revision implants, impacted bone allograft in

combination with the crack revision technique resulted in

increased mechanical fixation (shear strength, energy to

failure, and stiffness by axial pushout test) compared with

allografting with a noncrack revision technique in which

the sclerotic bone shell was left in situ (Table 2). No bone

allograft remained in the gap for either revision technique

(bone was identified only as woven and non-Haversian).

The crack revision technique resulted in increases of bone

and bone marrow at the implant surface (ongrowth)

(Table 3; Fig. 2) and 97% of the grafted gap surrounding

the revision implant consisted of bone or bone marrow

(Table 4; median and interquartile range; bone 28% [18%–

31%] and bone marrow 69% [54%–73%]). The noncrack

revision technique resulted in 100% fibrous tissue

ongrowth and the allografted gap was dominated by fibrous

tissue (70% [47%–81%]) (Table 4).

For plasma-sprayed HA-coated revision implants,

impacted bone allograft in combination with the crack

revision technique resulted in increased mechanical fixa-

tion (measured by an axial pushout test) compared with

allografting with a noncrack revision technique (Table 2).

The crack revision resulted in increased bone and bone

marrow ongrowth (Table 3; Fig. 3). In the inner half of the

grafted gap, 89% of the tissue was bone and bone marrow

with the crack revision technique versus only 56% with the

noncrack revision technique (Table 5; mean and SD).

Although a direct statistical comparison was not per-

formed between the series with allografted plasma-sprayed

Ti6Al4V revision implants and the series with allografted

plasma-sprayed HA-coated revision implants, the data

suggest that HA-coated implants obtain higher mechanical

fixation than Ti6Al4V revision implants regardless of

surgical technique (Table 2). For allografted HA revision

implants, a twofold increase in stiffness and less than

twofold increases in shear strength and total energy

absorption were seen in favor of the crack revision tech-

nique. For allografted Ti6Al4V revision implants, the

relative increase in mechanical fixation was higher because

we observed a 27-fold increase in shear strength, a 69-fold

increase in total energy absorption, and a 35-fold increase

in stiffness in favor of the crack revision technique.

Discussion

Primary joint replacements have good outcomes and

longevity, but with longer life spans and patients receiving

joint replacements at a younger age, there is an increasing

pool of joints that loosen and need to be revised [5, 6].

These revisions are more complex operative procedures,

often presenting with bone loss and a full or partial scle-

rotic bone shell surrounding the implant [26, 28]. In our

Table 5. Tissue in the 0- to 750-lm gap for grafted titanium implants (n = 8)

Tissue (%) Crack revision

Median (range)

Noncrack revision

Median (range)

p value

Bone 28 (14–36) 13 (7–19) 0.02

Bone marrow 69 (51–78) 19 (8–24) 0.02

Fibrous 1 (0–22) 70 (46–85) 0.02
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two-stage experimental canine revision joint replacement

model, we have previously shown the benefit of a ‘‘crack’’

procedure to locally make small perforations in the scle-

rotic shell and thus allow marrow and blood vessels to

reach the implant surface [8, 12]. We also have shown the

consistent benefit of bone graft [4, 7]. What we did not

know is whether there is a ceiling effect for the crack

revision procedure, ie, whether added benefit would occur

when using crack revision and bone graft together; we

found that there was not a ceiling effect. Both Ti6Al4V and

HA implants received benefit by bone grafting a crack

revision. Although not a statistical comparison of paired

specimens, we noted that although grafted Ti6Al4V

implants received a larger relative benefit from the crack

revision procedure, HA implants did achieve the highest

actual fixation strength.

Limitations in this study include those inherent to the

controlled animal model representing revision of a human

implant. The model represents a cancellous environment

such as the proximal metaphyseal region of a stemmed

component but does not attempt to recreate the complexity

of a human revision setting and bone bed (bone loss,

medialization or shortening, and loss of structural compe-

tence of remaining bone) [15, 20, 24]. The revision

protocol in this animal model uses a bilateral loaded

implant, pistoning in the presence of polyethylene parti-

cles, and presents at revision with features characterizing

loosened human implants [3, 4]. Although the protocol

does not include structural aspects related to bone loss such

as a patulous canal at revision surgery, the level of

experimental control on conditions at the local bone-im-

plant interface and the ability to conduct within-animal

comparisons importantly improve reproducibility. Canines

are used, because their cancellous bone represents the

structure and density of human bone [17], but they do have

more rapid bone turnover than humans and the animals in

this study were young (albeit skeletally mature) rather than

the typical revision joint recipient ([ 70 years). However,

like seen clinically, we have shown experimentally that the

noncrack revision produces worse fixation than a primary

implant. This is presumably because it has not undergone

the deleterious bone and tissue changes that occur during

the two-stage revision protocol [4, 23]. Only one obser-

vation period (4 weeks) was evaluated, which represents

the early reaction to the implant. We justify this because in

humans, early excessive migration and poor fixation have

been shown to be associated with later loosening

[11, 14, 18]. Furthermore, in this model we have shown a

4-week observation period to reliably distinguish among

treatment efficacy [21, 23]. Two different batches of allo-

graft were used for the Ti6Al4V and HA series.

Furthermore, only fresh-frozen allograft, without irradiat-

ing, washing, or other processing, was used. It is not known

if results would be the same with processed allograft or if

batch-to-batch differences exist. Only one sex (female) was

investigated, and it is not known whether results would be

different with male animals.

We found that the crack revision technique with allo-

grafted Ti6Al4V implants improved fixation compared

with the noncrack revision. This was shown both by

mechanical measures as well as by histomorphologic

presence of increased periimplant bone. An allografted

Ti6Al4V revision implant in an intact sclerotic bone shell

resulted in pure fibrous fixation at the implant interface

(ongrowth) and fibrous tissue in the majority of the original

gap. Fibrous fixation predictably resulted in inferior

mechanical properties. When the sclerotic bone shell was

cracked, bone and bone marrow covered the majority of the

implant interface and the gap. This change in tissue dis-

tribution improved the mechanical fixation. Hence, an

intact sclerotic bone shell seems to create an unfavorable

environment in which allograft is of little benefit because it

is resorbed and replaced by fibrous tissue. The increased

mechanical and histomorphometric indices of bone-im-

plant fixation with cracking of the sclerotic shell in the

presence of bone allograft may also be related to the initial

and later events in allograft incorporation. Initial inflam-

mation, revascularization, and osteoinduction occur

rapidly. The formation of bone requires a specialized cell

and signaling response. In this coordinated response, the

presence of osteotrophic growth factors, RGD (Arg-Gly-

Asp) containing extracellular matrix proteins, oxygen, and

nutrients encourages cells to adhere and differentiate [1].

Later events in the incorporation and mineralization of

bone allograft may also be aided by the sclerotic shell-

cracking procedure. After the initial response, mesenchy-

mal cells of the host are recruited to differentiate into

osteoblasts, and new bone grows on preexisting dead tra-

beculae. Cracking the sclerotic shell may facilitate the

recruitment of these mesenchymal cells, both from the

marrow space and through improved vascular access to the

interface [26]. Subsequently, entrapped necrotic allografted

bone is partially resorbed by osteoclasts, and in time, given

conductive conditions, the allograft is replaced by osteoid

and finally mineralized bone. The intact sections of the

remaining sclerotic shell can also function as a scaffold

fostering this bone (and vessel) growth.

We found that the crack revision technique with allo-

grafted HA implants also improved fixation compared

with the noncrack revision. This was shown for both by

mechanical measures as well as by histomorphometric

presence of increased periimplant bone. The same bio-

logic benefits of the cracking technique, as described

previously for Ti6Al4V implants, are presumed to be

relevant also to HA implants. Of importance, a ceiling

effect where allografted HA implants would receive no
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further benefit of the cracking revision procedure was not

demonstrated.

We found that allografted Ti implants received more

relative percentage gain from the crack revision technique

than HA implants, but HA implants qualitatively

demonstrated greater overall fixation compared with

Ti6Al4V. This is supported both by the mechanical

measures as well as the histomorphometric presence of

increased periimplant bone. This relative greater increase

in mechanical fixation for Ti6Al4V revision implants was

associated with relatively larger increases in bone and

bone marrow with the crack revision technique. With

either an allografted Ti6Al4V or HA-coated revision

implant, we also observed increased mechanical fixation

when the sclerotic bone shell was cracked. However, the

tissue distribution around the HA-coated revision was

different compared with Ti6Al4V revision implants.

When the sclerotic bone shell was intact (noncrack

revision), HA implants demonstrated bone ongrowth at

the surface. Despite this bone ongrowth with HA, both

Ti6Al4V and HA allografted implants without cracking

demonstrated a similar amount of fibrous tissue in the

original gap. When the bone shell was cracked, reduced

fibrous tissue was present in the gap. The phenomenon of

a relatively high percentage of bone on a HA-coated

surface and less bone in the gap has been observed in

prior studies [21]. It is likely the result of HA’s ability to

adhere extracellular proteins, which stimulate bone

growth to the surface [1]. Like in earlier studies [8, 12],

the primary effect of the cracking procedure is reduction

in fibrous capsule formation both at the interface and in

the surrounding gap. Fibrous capsule formation is of great

concern in hip revision arthroplasty because large quan-

tities of fibrous tissue may compromise both the short-

and long-term stability of the implants.

In summary, this study shows that the technique of

cracking or locally disrupting the sclerotic bone shell

results in increased fixation for both Ti6Al4V- and HA-

coated allografted revision implants with a greater relative

percentage increase for Ti6Al4V but greatest absolute

fixation for HA. The absence of bone allograft after 4

weeks indicates a high level of cellular turnover in the

revision setting. The presence of allograft had no positive

effect on the fixation when used with Ti6Al4V revision

implants when the sclerotic shell was left in situ (non-

crack), whereas with HA implants, allograft was associated

with bone ongrowth whether or not an intact sclerotic shell

were present (crack and noncrack). Of concern, however,

for HA-coated implants, high amounts of fibrous tissue

were also seen, which potentially could eventually com-

promise long-term fixation. This in vivo canine animal

study evaluating allograft further supports that the simple

technique of cracking the sclerotic shell may be an addition

to the surgeon’s armamentarium for improving revision

fixation in metaphyseal bone and acetabular sockets. The

technique is bone-sparing while at the same time providing

access to the vascular compartments of the bone and can be

accomplished with a standard small osteotome, although

purpose-designed instruments could also be considered.

These findings suggest the importance of implant surface

bioactivity as well as the role of bone graft in improving

bone-implant fixation. Novel osteoconductive or osteoin-

ductive coatings and bone graft substitutes or tissue-

engineered constructs may further improve bone-implant

fixation with the crack revision technique but require

evaluation in a rigorous model such as presented here.

Although these experimental implants are clinically based,

the results of this study should be interpreted with the

constraints of this particular experimental loaded articular

gap implant model and revision protocol.
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