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ABSTRACT

Introduction: Studies assessing the relationship
between glycated haemoglobin (HbA1c) and
average blood glucose (ABG) were conducted in
small groups of patients on different treatments
and may be biased for these reasons. The aim of
the study was to assess the relationship between
HbA1c and ABG in a large group of type 2 dia-
betes patients treated with premix insulin.
Methods: In 4257 patients treated with pre-
mixed insulin, the parallel point-of-care assess-
ment of HbA1c and ABG from the preceding
90 days (ABG90), calculated automatically from

all values measured by the glucometer, was
performed twice. The regression formulas and
respective values of HbA1c and ABG90 were
calculated.
Results: The mean number of recorded glucose
values/patient was 2.37 estimations per day.
The regression formula calculated using data
from the first assessment was HbA1c = 5.28 ?

0.01487 9 ABG90 and that using data from the
second one was HbA1c = 4.78 ? 0.01683 9

ABG90. The slopes of the regression lines are
lower than that in a similar analysis from the
A1c-Derived Average Glucose (ADAG) study.
The comparison of ADAG formula and the for-
mula derived from the present study shows that
both formulas give similar results at low HbA1c
values, but differ at higher HbA1c values.
Additionally, the 95% confidence interval is
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broader in the PROGENS study e.g. a 95%
probability of certainty that the actual HbA1c
value was greater than 7.0% (53 mmol/mol) was
achieved only at an ABG90 value of 220 mg/dL.
Conclusion: The relationship between HbA1c
and ABG estimations may be different in vari-
ous patients; therefore, it seems that the use of
one equation in all populations may not be
reliable. Broad assessment of ABG as a tool that
may replace HbA1c measurements should be
recommended only with caution, providing the
possible limitations and confidence intervals.
Funding: Bioton S.A.

Keywords: Average blood glucose; Glycated
haemoglobin; HbA1c; Premixed insulin; Type
2 diabetes

INTRODUCTION

Glycated haemoglobin (HbA1c) is used for
assessing diabetes management and more
recently also for the diagnosis of diabetes [1–3].
However, it is associated with some limitations
[4–7] and its use in many countries, including
the USA [8], is limited. The reasons are mainly
financial, but logistical reasons, like no access to
laboratories, may also play some role. It is also
worth noting that HbA1c does not inform
patients about blood glucose values on a daily
basis and some patients do not understand what
HbA1c means.

Therefore, in 2009, shortly after the publica-
tion of the A1c-Derived Average Glucose
(ADAG) study [9] that provided data allowing
the estimation of average blood glucose (ABG)
values from HbA1c values, the American Dia-
betes Association (ADA) incorporated those data
while framing the guidelines [10]. This practical
algorithm, shown in the form of a table, may
serve ‘‘as a check on the accuracy of the patient’s
meter’’ [11]. However, in practice, it can also be
used for reverse calculation, i.e. for estimating
the HbA1c value from the ABG values and for
assessing whether the therapeutic targets have
been met in those patients for whom HbA1c
measurement is not possible.

In clinical practice, however, there may be
differences between the actual, measured

HbA1c and the calculated value. In such cases, it
is often argued that patients do not record high
glucose values in their diaries, and therefore the
calculations may be biased. Although it may be
true in many cases, this explanation would
apply only in the situation where a high HbA1c
level is matched with a low ABG, whereas the
opposite situation is also observed. It seems,
therefore, that there is some biological vari-
ability that may influence glycated haemoglo-
bin. Results of some studies suggest that a
substantial portion of HbA1c is determined by
nonglycemic factors [12]. Further, certain con-
ditions, e.g. anaemia, rheumatoid arthritis and
chronic kidney disease, could have influenced
the results of HbA1c.

Studies evaluating the relationship between
blood glucose and haemoglobin A1c levels in
subjects with diabetes have some limitations.
The Irish study was performed in a relatively
small group of patients [13]. A similar study,
based on the Diabetes Control and Complica-
tions Trial (DCCT) data, was performed only in
type 1 diabetes patients and the results differ
from the results of the ADAG study in that
higher ABG values were calculated from the
respective HbA1c values, and the results had a
broader distribution, at least at higher HbA1c
and glucose values [14]. In the ADAG study [9]
only 159 had type 2 diabetes. Of the remaining
subjects, 80 had normal glucose tolerance (NGT)
with low glucose and HbA1c values. The data
from the subjects with NGT (low HbA1c and low
average glucose) could affect the slope of the
regression line. Additionally type 2 diabetes
patients were an average of 15 years older than
those with NGT and 11 years older than patients
with type 1 diabetes and certain conditions in
elderly, multimorbid patients with type 2 dia-
betes conditions could have influenced the
results. Moreover, the average glucose value in
the ADAG study was calculated by combining
weighted results from the continuous glucose
monitoring (CGM) performed every 4 weeks
(over at least a 48-h period, with glucose levels
assessed every 5 min) with 8-point daily self-
monitoring of capillary (fingerstick) glucose
performed at least every 2 days, or in patients
not on CGM, 7-point daily monitoring for
3 days a week during a 12-week study period.
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This is definitely not a real-life situation. Nor-
mally the number of records does not exceed 4
values per day, whereas nocturnal values are
only rarely recorded. Thus, in common practice,
the calculations are based on a few values cap-
tured each day rather than many values cap-
tured over greater time intervals. Another study
used only fasting plasma glucose values,
achieving results similar to those of the ADAG
study [15].

A new analysis of the ADAG Study Group
report empirically links target blood glucose
values with HbA1c levels [16]. The authors cal-
culated the average fasting, postprandial and
bedtime self-monitored blood glucose concen-
trations associated with specified HbA1c levels
achieved by subjects in the ADAG study. The
relationship between HbA1c and fasting glucose
may be different from its relationship with
postprandial glucose [13, 17]. A recently pub-
lished systematic review and meta-analysis
found that postprandial glucose has a closer
association with HbA1c than fasting glucose
(although the heterogeneity score was high)
[18]. In a widely cited study by Monnier, the
relative contribution of postprandial glucose
excursions was predominant in fairly controlled
patients, whereas the contribution of fasting
hyperglycaemia increased gradually with dia-
betes worsening [19].

Taking into account the above facts, as the
reviewed trials show some high-quality evidence
but have also some limitations, we have only
moderate confidence that a relationshipbetween
HbA1c is adequately established. It is, for exam-
ple, not clear whether the results are equally
reliable in patients with type 2 as with type 1
diabetes. Additionally, studies on larger groups
are needed. Thus this study aimed to assess the
relationship betweenHbA1c and average glucose
concentrations in a large number of type 2 dia-
betes patients treated with premixed insulin.

METHODS

Study Design and Participants

This study is a pre-specified analysis of the data
from the PROGENS HbA1c study [20], a phase 4

observational study, in which 4257 subjects
who started insulin treatment with premixed
human insulin (Gensulin, Bioton, Poland) were
observed for 6 months. The primary aim was to
assess the effectiveness and safety of this drug,
and the secondary aim was to compare the
HbA1c value with the ABG value. The protocol
of the study was prepared according to the
Declaration of Helsinki and approved by the
appropriate ethics committee. All subjects
signed an informed consent document.

The parallel assessment of HbA1c and aver-
age blood glucose from the preceding 90 days
(ABG 90 days) was performed at two visits (visit
2 and 3). All subjects were supplied with a
Glucocard 01-Mini Plus glucometer (Arkray,
Kyoto, Japan). In accordance with the guideli-
nes of the Polish Diabetes Association [21],
subjects were instructed to monitor glucose
value every day once or twice, if the dose of
premixed insulin was stable, and additionally at
least once a week in a 4-point blood glucose
profile (fasting and after every main meal). In
patients in whom insulin dose was changed (per
protocol in poorly controlled patients at visit 1
or 2), more intensive control was advised with
an additional 7-point glycaemic profile (fasting,
before and after every main meal) at least once a
week during 2 or 3 weeks, depending on the
glucose values. The average blood glucose was
calculated automatically from all values mea-
sured by the glucometer in the 90 days preced-
ing visits 2 and 3. Therefore, in contrast to
studies conducted using diaries where patients
may not note some results, every measured
result was included in the analysis.

The HbA1c in the capillary blood was mea-
sured using the multitest HbA1c analyser
A1cNow? (Bayer HealthCare, Germany), which
is a certified method listed in the National
Glycated Haemoglobin Standardisation Pro-
gram (NGSP) [22]. The staff at each study centre
were appropriately trained to perform the pro-
cedure. Additionally, in order to monitor the
quality of HbA1c measurements in the local
settings, an additional analysis was performed
in 120 patients (six centres, 15 patients in each;
one centre, 30 patients) with parallel high-per-
formance liquid chromatography (HPLC), per-
formed in a central laboratory. At the time of
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capillary blood collection, venous blood sam-
ples (2–4 mL of blood with anticoagulant
ethylenediaminetetraacetic acid) were taken.
Blood samples were transported by laboratory
couriers (at 4–8 �C in electronically controlled
containers) to the central facility where all
analyses were conducted within 3 h of blood
collection. All HbA1c measurements were con-
ducted in the same International Organization
for Standardization (ISO)-certified laboratory
using an automated bio-analyzer (BIO-RAD
VARIANT II TURBO Hemoglobin Testing Sys-
tem, Bio-Rad Laboratories, USA); the HPLC
method is listed as an NGSP certified method
[22]. HbA1c concentrations were measured
using the VARIANT II TURBO HbA1c Kit-2.0
(Elution Buffer A and Elution Buffer B). The
performing staff were blinded to the A1cNow?

device results.

Statistical Analyses

Statistical regression analysis was performed for
assessing the association between quantitative
variables. The relationship is presented in an
analytical form and graphically by means of a
regression line with a 95% confidence interval.
The analytical form of the linear regression was
used to estimate the mean plasma glucose as a
function of HbA1c levels, and a logistic regres-
sion was used for approximation of probability
of high HbA1c values (above 7.0%,
53 mmol/mol). Correlation between HbA1c
values measured by HPLC and by the A1cNow?

device was expressed using Pearson’s correlation
coefficient. Patient baseline data and biochem-
ical measurements are presented as mean (SD).
Analyses were performed using the SAS System
(9.3).

RESULTS

Baseline Demographic and Clinical
Features

Data on both HbA1c and ABG were available for
3416 patients at visit 2 and for 3331 patients at
visit 3. Baseline data of the patients are shown

in Table 1. The mean number of recorded glu-
cose values/patient was 214 in 90 days (2.37
estimations per day). On average 104 estima-
tions were made postprandially, 98 before
breakfast (fasting) and 12 before other meals.
The postprandial estimations were performed
approximately 2 h after breakfast.

Correlation Between HbA1c Values
and ABG 90 Days

Hyperglycaemia improved significantly during
the study; the mean HbA1c at visits 1, 2 and 3
was 8.3% (± 1.2%) (67 mmol/mol), 7.8% (± 0.9)
(62 mmol/mol) and 7.4% (± 0.8)
(57 mmol/mol), respectively. The average daily
glucose at visits 2 and 3 was 166 (± 31) mg/dL
and 155 (± 24) mg/dL, respectively.

The regression formula calculated using data
from the first assessment was HbA1c = 5.28 ?

0.01487 9 ABG90 and that using data from the
second one was HbA1c = 4.78 ? 0.01683 9

ABG90. The formulas and regression lines are
similar, although the regression line at visit 3
begins at lower HbA1c and ABG levels, because
the values decreased during the study.

Table 1 Data for 3416 patients at visit 2 and for 3331
patients at visit 3 for whom both the HbA1c and ABG
data were available (I) and the data for 120 patients (63
women and 57 men) in whom HPLC was performed (II)

I II

Mean age (years) 63.7 (± 9.4) 63.5 (± 9.2)

Height (cm) 168 (± 9) 168 (± 8)

Weight (kg) 85.6 (± 14.7) 83.5 (± 16.3)

BMI (kg/m2) 30.3 (± 4.5) 29.6 (± 5.2)

Fasting plasma glucose

(mg/dl)

151 (± 39) 144 (± 27)

Diabetes duration (years) 9.0 (± 5.5) 10.3 (± 6.4)

Serum creatinine (mg/dl) 1.1 (± 1.1) 0.93 (± 0.5)

Haemoglobin (Hb)

(g/dl)

13.7 (± 1.5) 13.9 (± 1.4)

Data are presented as mean (SD)
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Table 2 shows the calculation of ABG from
HbA1c values at visit 2, using both the ADAG
formula [9] and the formula derived from the
present study. The comparison shows that both
formulas give identical results at HbA1c value
equal 7% (although the 95% confidence inter-
val is broader in the PROGENS study), but differ
at higher HbA1c values (8% or more) and the
difference increases with increasing HbA1c.
Table 3 shows how the formula used for calcu-
lating ABG from HbA1c can be used in reverse,
for calculating HbA1c from ABG values. In the
last column of Table 3, a probability of the
actual HbA1c value being greater than 7.0%
(53 mmol/mol) (i.e. that a patient has not
reached the treatment target) was calculated on
the basis of the ABG values.

Correlation Between Two Methods
for Measuring HbA1c in the PROGENS
Study: HPLC and Multitest HbA1c
Analyser Ac1Now1

The subset of 120 patients in whom HPLC was
performed comprised 63 women and 57 men.
Baseline data of the patients are shown in
Table 1. Those values were comparable with the
baseline data of the whole population included
in the PROGENS HbA1c study. The mean
HbA1c measured by HPLC was 7.6% (± 1.6%)

(60 mmol/mol), and that by the multitest
A1cNow? was 7.5% (± 1.4%) (59 mmol/mol)
(mean difference, 0.059 (± 0.647); median dif-
ference, 0; minimum, - 1.7; maximum, ? 1.6).
The difference was greater than 1 in 10 patients
and 0 in 12 patients. In one patient, the
A1cNow? HbA1c estimation was not per-
formed. The correlation between the two
methods of HbA1c measurement is shown in
Fig. 1.

DISCUSSION

This study was aimed at assessing the relation-
ship between HbA1c and average glucose con-
centrations in a large number of type 2 diabetes
patients, as this is the most prevalent type of
diabetes, and the calculation of ABG from
HbA1c (and vice versa) is more useful in type 2
diabetes (in intensively treated type 1 diabetes
patients usually both HbA1c and blood glucose
are measured and accessible; therefore, such
calculation is not necessary). The results were
compared with the results of the ADAG study
[9], which is the most widely cited and most
widely used for the calculation of ABG from
HbA1c. We found that use of HbA1c as a tool to
enable average glucose estimations or to check
the accuracy of a glucometer may be not as

Table 2 Prediction of average blood glucose (ABG) from the HbA1c level in the PROGENS study (visit 2, ABG
90 days = 14.9 9 HbA1c ? 45.1) and in the ADAG study (calculated AGmg/dL = 28.7 9 HbA1c (%) – 46. 7)

HbA1c
(%)

HbA1c
(mmol/mol)

Average glucose
(ADAG)

95% CI
(ADAG)

Average glucose
(PROGENS HbA1c)

95% CI (PROGENS
HbA1c)

5.0 31 97 76–120

6.0 42 126 100–152 138 86–190

7.0 53 154 123–185 154 103–206

8.0 64 183 147–217 170 119–222

9.0 75 212 170–249 187 135–238

10.0 86 240 193–282 203 151–254

11.0 97 269 217–314 219 167–271

12.0 108 298 240–347 235 183–287

13.0 119 251 188–292

Diabetes Ther (2019) 10:587–596 591



Table 3 Prediction of HbA1c level from the average plasma glucose in the preceding 90 days (ABG 90 days) in patients
with type 2 diabetes (n = 4257) and the estimated probability that the actual HbA1c value is greater than 7%, depending on
the ABG value

ABG 90 days Predicted HbA1c level (%) 95% CI Probability of HbA1c > 7.0% (95% CI)

100 6.5 5.1–7.9 0.22 (0.18–0.25)

110 6.6 5.2–8.0 0.28 (0.25–0.32)

120 6.8 5.4–8.2 0.36 (0.33–0.39)

130 7.0 5.6–8.4 0.44 (0.41–0.47)

140 7.1 5.8–8.5 0.53 (0.51–0.55)

150 7.3 5.9–8.7 0.61 (0.60–0.63)

160 7.5 6.1–8.9 0.69 (0.67–0.71)

170 7.6 6.3–9.0 0.76 (0.74–0.78)

180 7.8 6.4–9.2 0.82 (0.80–0.84)

190 8.0 6.6–9.4 0.87 (0.84–0.88)

200 8.2 6.8–9.5 0.90 (0.88–0.92)

210 8.3 6.9–9.7 0.93 (0.91–0.94)

220 8.5 7.1–9.9 0.95 (0.93–0.96)

230 8.7 7.3–10.0 0.96 (0.95–0.97)

240 8.8 7.4–10.2 0.97 (0.96–0.98)

250 9.0 7.6–10.4 0.98 (0.97–0.99)

260 9.2 7.8–10.6 0.99 (0.98–0.99)

Data from visit 2 are shown

Fig. 1 Correlation between the two methods for measuring HbA1c in the PROGENS study: HPLC and multitest HbA1c
analyser Ac1Now?
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reliable as suggested by the ADAG study and
ADA guidelines.

The comparisons of ABG calculation from
HbA1c (Table 2) using both the ADAG formula
[9] and the formula derived from the present
study begin and end at different values. This is
because the ADAG study included healthy sub-
jects with low HbA1c and ABG values.

In the ADAG study the data from the subjects
with NGT (low HbA1c and low average glucose)
could affect the slope of the regression line.
Additionally, it was not clear whether and how
the HbA1c values in those groups overlapped; in
other words, whether and how many subjects
with NGT had HbA1c values higher than the
upper limit of the normal range, or how many
diabetic subjects had well-controlled disease
with low HbA1c. The PROGENS study included
only type 2 diabetes patients, which explains the
absence of low and the presence of higher ABG
and HbA1c values. The comparison shows that
both formulas give similar results at low HbA1c
values (although the 95% confidence interval is
broader in the PROGENS study), but differ at
higher HbA1c values. However, the slope of the
regression lines would not be as steep. This
means that even though the regression formulas
in the ADAG and PROGENS studies give similar
results at the lower range of HbA1c values
(6.0–8.0%) (42–64 mmol/mol), the predicted
ABG values at the higher range of HbA1c
(9.0–12.0%) (75–108 mmol/mol) will be overes-
timated with the ADAG formula for our popula-
tion. In fact, the predicted ABG values for our
population in that range were more than 60 mg/
dL higher when calculated by the ADAG formula
(Table 2). This result is probably caused by dif-
ferences in HbA1c measurements between the
point-of-care and HPLC methods. It also calls
into question the reliability of using the ADAG
formula in patients with type 2 diabetes, in
whom point-of-care devices are used, at least in
the higher range of HbA1c. Because higher
HbA1c values are common in patients with type
2 diabetes, this discrepancy may be a significant
practical issue.

The distribution of the results in the present
study is broader than in the ADAG study. This is
due to a much higher number of participants
and other reasons discussed in the

‘‘Introduction’’. The broader distribution and
the wider 95% confidence interval may influ-
ence the reliability of the calculation. Unfortu-
nately, the ADA guidelines do not show the
95% confidence intervals in the table showing
the ABG values calculated from the given
HbA1c values [11], which suggests to practi-
tioners that the calculation is entirely reliable.

In many countries and centres where the
access to reliable HbA1c measurement is lim-
ited, it is much more common to use the reverse
calculation, i.e. from ABG to HbA1c, as shown
in Table 3. Translating average glucose values to
HbA1c may be a practical solution for those
physicians and endocrinologists. However, this
study raises some concerns regarding the use of
ABG as a tool for patient assessment. For
example, the 95% confidence intervals for the
calculation of HbA1c from various glucose
levels (as shown in Table 3) are broad over the
entire range of glucose values. The probability
of a real patient’s HbA1c being over the treat-
ment target for a given ABG value is shown in
the last column of Table 3. As can be seen,
relying only on the estimated HbA1c value
makes the probability of inaccurate judgements
rather high. In other words, there is a high
probability that a physician trying to assess
HbA1c from ABG (and therefore trying to assess
whether the patient’s diabetes is well con-
trolled) may be in error. An ABG value as high
as 220 mg/dL or more is required to achieve a
95% probability that the patient’s actual HbA1c
value is over the treatment target (i.e. greater
than 7.0%, 53 mmol/mol). At the same time,
there is only a 72% probability that a patient
with an ABG of 110 mg/dL has an actual HbA1c
value of 7.0% (53 mmol/mol) or less. In other
words, in almost one third of the patients with
an ABG of 110 mg/dl, the actual HbA1c value is
over the general therapeutic target. These data
highlight the unreliability of this type of
assessment. Unfortunately, similar evaluations
were not performed in the other studies assess-
ing the relationship between ABG and HbA1c.

The differences between the results obtained
in our study and the ADAG study may be due to
various reasons. The ADAG study have used
standard A1C estimation, whereas in the pre-
sent study point-of-care A1C is used. The
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differences may also be due to the different
accuracies of the glucometers. It also could be
due to the different number of values that had
been done in fasting or prandial state. However,
it should be emphasized that such differences
are also present in real life.

We tested whether the HbA1c values mea-
sured by the point-of-care device were reliable,
using a direct side-by-side comparison with the
gold standard HPLC method. Some studies
comparing HbA1c point-of-care test results with
those from laboratory analyses suggest no sig-
nificant differences between the methods
[23–25], but others suggest that proficiency test-
ing should mandatory for users of HbA1c point-
of-care assays to ensure quality [26]. The HbA1c
analyser A1cNow? method is included in the
NGSP list, and the method is continuously vali-
dated. Our study in the local setting also con-
firmed the correlation between this method and
the gold standard HPLC method (Fig. 1); how-
ever, the correlation line is shifted in the higher
range of haemoglobin values. This difference
implies that the real HbA1c may be higher than
thatmeasured by the point-of-care device. This is
not of importance from a practical viewpoint, as
regardless of whether the real HbA1c is 10% or
12%, it is well above the target and the patient
requires intensificationof treatment.However, it
seems that if the line had not been shifted, the
slope of the regression line in the ADAG and
PROGENS studies would have been similar.

The study has some limitations. First, point-
of-care devices were used for assessing glucose
and HbA1c, and the results may therefore be
different had golden standard methods been
used. However, point-of-care devices or other
non-laboratory methods are used for HbA1c
estimation in clinical practice. Use of point-of-
care devices reflects the practice in real-life set-
tings. In addition, only one kind of glucometer
was used at all sites, ensuring the comparability
of the results. With regard to HbA1c estimation,
as described above and shown in Fig. 1, the
correlation with HPLC estimations is very good.

The examined population (although
numerous, which may be regarded as a strength
of the study) is limited to premixed insulin-
treated patients with type 2 diabetes. This may
be regarded as another limitation of the study.

Indeed, it is not known whether and how the
treatment may influence the relationship
between HbA1c and ABG. Therefore caution is
required when translating the results to other
populations.

There are multiple mechanisms underlying
the variations in HbA1c, blood glucose and the
relationship between them [5, 6, 27]. Genetics
are thought to play a significant role in the
determination of HbA1c [28]. HbA1c levels are
genetically determined, with heritability of
47–59% [29]. In Jansen’s study [12] age, gender,
BMI, FPG, mean corpuscular haemoglobin,
mean corpuscular haemoglobin concentration,
current smoking and alcohol consumption were
independent predictors of HbA1c, together
explaining 26.2% of the variance in HbA1c,
with FPG contributing 10.9%. Rather than
assuming that it is possible to make precise
calculations based on the results of this study,
the ADAG study or other formulas, we suggest
that such calculations should be seen as only
rough assessments of glycaemic control. As the
ABG is used more and more frequently, espe-
cially in those countries or regions where
HbA1c tests are too expensive, inaccessible or
both, it is important that physicians be aware of
the limitations of this method, in terms of cal-
culation the HbA1c from ABG. In parallel, use of
HbA1c for assessing ABG or checking accuracy
of a glucometer may also be unreliable.

CONCLUSIONS

The relationship between HbA1c and ABG esti-
mations may be different in various patients;
therefore, it seems that the use of one equation
in all populations may not be reliable. Broad
assessment of ABG as a tool that may replace
HbA1c measurements should be recommended
only with caution, providing the possible limi-
tations and confidence intervals.
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