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Binder Abstract. A major challenge in drug discovery is the identification of high affinity lead
compounds that bind a particular target protein; these leads are typically identified by
high throughput screens. Mass spectrometry has become a detection method of
choice in drug screening assays because the target and the ligand need not be
modified. Label-free assays are advantageous because they can be developedmore
rapidly than assays requiring labels, and they eliminate the risk of the label interfering
with the binding event. However, in commonly used MS-based screening methods,
detection of false positives is a major challenge. Here, we describe a detection
strategy designed to eliminate false positives. In this approach, the protein and the
ligands are incubated together, and the non-binders are separated for detection. Hits

(protein binders) are not detectable by MS after incubation with the protein, but readily identifiable by MS when
the target protein is not present in the incubation media. The assay was demonstrated using three different
proteins and hundreds of non-inhibitors; no false positive hits were identified in any experiment. The assay can be
tuned to select for ligands of a particular binding affinity by varying the quantity of protein used and the
immobilization method. As examples, the method selectively detected inhibitors that have Ki values of 0.2 μM,
50 pM, and 700 pM. These findings demonstrate that the approach described here compares favorably with
traditional MS-based screening methods.
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Introduction

In recent decades, combinatorial and parallel synthesis
methods have been employed to synthesize millions of

library compounds that potentially could be used as new ther-
apeutic drugs. One of the vital tasks of drug discovery is fast
and effective identification of high affinity ligands from librar-
ies containing these vast numbers of compounds. When a
screening method based on fluorescent [1, 2] or chemilumines-
cent [3] read-out is feasible, tens of thousands of compounds
can be assayed per day. Many potential drug candidates,

however, cannot be probed using these standard assays because
some druggable interactions, such as protein binding events,
cannot be readily monitored by a change in fluorescence. In
these cases, assays of lower throughput based on nuclear mag-
netic resonance (NMR) or surface plasmon resonance (SPR)
are routinely employed [4].

Mass spectrometry (MS) is increasingly used for high
throughput screening (HTS) because of its advantages of fast
and sensitive detection, high specificity, and the ability to
detect compounds without labels. One of the commonly used
MS-based screening methods is affinity selection mass spec-
trometry (ASMS); this approach probes the affinity of various
ligands by combining large batches of library compounds with
the protein of interest and using MS to detect the binding of a
small sub-set of those ligands to the protein [5, 6]. In one
incarnation of the method, the direct ASMS method, any
protein/ligand complex that forms is detected directly by MS.
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A lead is identified when the mass of the protein is shifted to
include the mass of the binding ligand. The disadvantage of this
approach is that the ESI process may fully or partially distort
the protein–ligand complexes; determining appropriate MS
parameters for each type of complexes is challenging and time
consuming. In addition, the mass of the protein–ligand com-
plex is not substantially different from that of the protein itself,
and even when a binding event is detected, it can be difficult to
infer the exact mass of the ligand [7].

In another embodiment of the ASMS method, often referred
to as Bthe indirect approach,^ the binding ligands are identified
after the protein–ligand complex is isolated and the ligands are
dissociated. This approach has shown to be highly amenable to
automation, with a throughput of ~1*105 compounds per day [8,
9]. However, it has some limiting disadvantages that we seek to
address herein. Namely, the ligands could bind weakly and
nonspecifically to the protein, and in the ASMS assay, they
would still be detected as protein binders [8–10]. In addition,
the method suffers from a higher incidence of false positive hits,
which can be introduced during the isolation of the ligands from
the protein complex. To alleviate this problem, others have used
molecular weight cut-off filters [11] or size exclusion gels [10, 12,
13] to isolate the protein complexes prior to ligand dissociation.
Although these approaches are helpful, non-binding ligands may
interact with these separation media as well, also leading to false
positives. Additionally, these solutions do not address the prob-
lem of detecting numerous nonspecific and weak binders.

Herein we present a newMS-based high throughput screening
assay that shares several advantages with the indirect ASMS
method described above, but it eliminates several of the key
disadvantages. In the approach described here, the protein and
ligands are mixed as in the ASMS method, but the non-binding
analytes are detected, instead of the binders. This detection strat-
egy was chosen to reduce the detection of false positives—those
compounds that bind weakly or nonspecifically to the protein.
Only the tightest binders completely disappear from the ligand
sea after protein is added, so those tightest binders are readily
detected as peaks that are absent in the MS data, when the non-
binding ligands are analyzed. The method described herein not
only picks out the tightest binding ligands, it can also be used to
detect ligands with different binding affinities, by tuning the
concentration of protein used in the assay. As an additional
benefit of screening in this manner, the amount of protein re-
quired and the amount of each binding ligand can be substantially
reduced compared with the state-of-the-art comparator method
[9]. Reduction in the amount of protein required, in particular, is a
strong asset in a high throughput screening method; it can sub-
stantially reduce assay cost because the quantity of the most
expensive reagent, the protein, is reduced.

Methods
Reagents

The library compounds used in this study are all FDA-
approved drugs. For all the experiments conducted with 176

compounds, the drug molecules are selected from the Prest-
wick library, obtained from the High Throughput Screening
Laboratory at the University of Kansas. The library was pro-
vided in combined batches of 176 compounds per vial, dis-
solved in DMSO at a concentration of 14.2 μM per compound.
For all the experiments conducted with 352 compounds, the
drug molecules were obtained from LOPAC1280-small scale
library that was purchased from Sigma Aldrich (St. Louis, MO,
USA) as individual compounds, dissolved in DMSO at a
concentration of 10 mM per compound. When combining
compounds for high throughput screens from the LOPAC
library, any compound larger than 150 Da was considered a
candidate, and no effort was made to remove compounds from
the library that would likely not ionize by ESI. Pepsin,
Aminolink plus coupling resin, and disposable plastic columns
were acquired from Pierce Biotechnology, Inc. (Rockford, IL,
USA), whereas nitrocellulose drop dialysis membranes were
purchased from Fisher Scientific (Houston, TX, USA).Maltose
binding protein and carbonic anhydrase were purchased from
My BioSource (San Diego, CA, USA) and Sigma Aldrich
(Milwaukee, WI, USA), respectively.

Binding Experiment on Agarose

Pepsin and carbonic anhydrase (CA) immobilization was car-
ried out by adapting a procedure published elsewhere [14]. The
following buffers were used for the binding experiment with
pepsin: citric acid and NaHPO4 (0.1 M, pH 4.5) were used as
the coupling buffer; the blocking buffer was Tris HCl (1.0 M,
pH 4.5); the incubation buffer was ammonium acetate (0.02 M,
pH 4.0); and the wash buffer was a solution of 1 M NaCl in
coupling buffer. Similarly, for CA, the coupling buffer was
phosphate buffered saline (PBS) (0.1 M, pH 7.4); the blocking
buffer was Tris HCl (1.0 M, pH 7.4); the incubation buffer was
ammonium acetate (0.02M, pH 7.4); and the wash buffer was a
solution of 1 M NaCl in coupling buffer. Both pepsin and CA
were dissolved in 100 μL of coupling buffer and were dialyzed
for 1 h with the coupling buffer using a 0.025 mm nitrocellu-
lose drop dialysis membrane. A disposable plastic column was
filled with coupling resin and washed with 2 mL of coupling
buffer. Then, dissolved protein was added (in the amounts
described below) followed by addition of 1 M NaCNBH4

prepared in coupling buffer, until the final concentration of
NaCNBH4 is 50 mM. The column was rocked overnight and
washed with 10 mL of coupling buffer followed by 5 mL of
blocking buffer. Thereafter, 1 mL of blocking buffer was
added, followed by 1 M NaCNBH4, until the final concentra-
tion is 50 mM, and the mixture was rocked for 2 h. Next, the
column was washed with 10 mL of coupling buffer, 10 mL of
wash buffer, and 15 mL of incubation buffer, respectively.
Finally, the immobilized protein was transferred to Eppendorf
tubes for the incubation with the library compounds.

The quantities of protein used for testing different libraries
are as follows: for the limited library, 10 mg of pepsin was
immobilized onto 1000 μL of resin beads. For the experiments
with larger libraries, significantly less protein was used. For the
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176 compound library, 450 μg of pepsin was coupled to
250 μL of resin beads. For the 352 compound library, initial
experiments used 100 μg of pepsin coupled to 100 μL of resin
beads. Optimization of the amount of protein used for screen-
ing was carried out using a 352 compounds library, with 100,
50, 25, 12.5, 6.25, and 3.125 μg of pepsin in 100 μL of resin
beads. For the carbonic anhydrase experiments, 120, 60, 30,
and 6 μg of protein was coupled to 100 μL of resin beads.

Library compounds were diluted from 14.2 μM to 150 nM
in incubation buffer prior to incubation with the immobilized
protein. Then, 200 μL of the library mixture was added to
100 μL of immobilized protein mixture to make the final
concentration of the library compounds 100 nM. Subsequently,
the mixture was rocked for 1 h at room temperature. After
incubation, tubes were centrifuged at 3000 × g for 5 min; the
supernatant was removed and directly used in the LC-MS
analysis. All experiments using agarose were repeated and at
least three times. No changes were detected in the percent of
compounds that ionized in the control experiments (described
later) or the identified inhibitors from the binding experiments
(described above).

Alternative Binding Procedure Using Magnetic
Beads

Maltose binding protein (MBP) was immobilized on N-
hydroxysuccinimide (NHS)-activated magnetic beads by fol-
lowing the manufacturer’s protocol (Pierce NHS-Activated
Magnetic Beads, Thermo Scientific, Rockford (Illinois),
USA). Briefly, after washing the magnetic beads per the man-
ufacturer’s instructions, 100 μg of maltose binding protein in
coupling buffer (PBS, 0.1 M; pH 7.4) was added to 300 μL of
magnetic beads and slowly rocked overnight at room temper-
ature. The supernatant was removed and the immobilized pro-
tein was washed with 1 mL of coupling buffer. After that,
300 μL of quenching buffer (Tris.HCl, 1.0 M, pH 7.4) was
added and slowly rocked for 2 h. The supernatant was removed
and the immobilized protein was washed with 300 μL of
washing buffer (1M NaCl in coupling buffer) followed by
2mL of ammonium acetate (0.02M, pH 8.0) incubation buffer.
The supernatant was removed again and 50 μL of 352 com-
pounds library mixture and a known inhibitor of maltose bind-
ing protein, maltotriose, was added. The final concentration of
the library compounds was 100 nM. The mixture was then
rocked for 1 h at room temperature. After incubation, the
supernatant was removed and directly used in the LC-MS
analysis. It was assayed three times to assure that the results
were reproducible. No changes were detected in the percent of
compounds that ionized in the control experiment (described
next) or the inhibitors identified in the binding experiment
(described above).

Control Experiments

Coupling resin (agarose or magnetic beads) without protein
was used for the control experiments. It was treated in the same
way as described for its corresponding binding experiment,

except no protein was added. The same sets of library com-
pounds, at the same concentrations as described above, were
combined with the resin. For each control experiment, all
conditions were identical to the matched binding experiment,
and the LC-MS analysis, described below, was also conducted
identically, for both the control experiments and the binding
experiments.

Capture and Release Experiment, an Alternative
Testing Method

The 352 compound library and a known strong inhibitor,
ethoxzolamide, was incubated with 60 μg of immobilized
carbonic anhydrase. The concentrations of the library com-
pounds and the incubation conditions were replicated from
the binding experiment. After incubation, the supernatant was
removed, and the immobilized protein was washed five times
with incubation buffer. In each washing step, 1 mL of incuba-
tion buffer was added and vortexed for 10 s, followed by
centrifugation at 3000 × g for 5 min. After washing was
complete, 200 μL of acetonitrile was added to denature the
protein, and the sample was kept at 70 °C for 10 min. The
sample was centrifuged at 3000 × g for 5 min and the super-
natant was analyzed using LC/MS.

LC/MS Analysis

Liquid chromatography/mass spectrometry analysis was done
using an Acquity UPLC system (Waters Corporation, Milford,
MA, USA) coupled to an Orbitrap Velos Pro mass spectrom-
eter. Mobile phase A was 99.9% water with 0.1% formic acid,
and mobile phase B was 99.9%MeOH with 0.1% formic acid.
For each run, 5 μL of the supernatant was injected onto a C18

Hypersil Gold column (particle size: 5 μm; 1 mm i.d ×
100 mm, 175 Å, Thermo Electron Corporation, Thermo Fisher
Scientific, Pittsburgh, Pam YSA) at a flow rate of 50 μL/min.
The following multi-step gradient was used for the limited
library: the column was equilibrated at 98% solvent A for
5 min. Solvent B was linearly increased to 30% in 3 min,
followed by a linear increase of solvent B to 60% in 10 min,
and a final linear increase to 98% in 2 min, where the solvent
composition was maintained for an additional 3 min. The
multi-step gradient used for the large libraries (176 compounds,
and 352 compounds) was as follows: 100% solvent A for
5 min, then a linear increase of B to 10% in 5 min, followed
by the linear increase of B to 60% in the next 30 min, followed
by another linear increase to 85% in an additional 10 min,
followed by a linear increase to 95% in the final 7 min, where
the column was maintained for another 3 min. A short wash
and a blank run were carried out to ensure there was no sample
carryover between runs. The eluent was diverted to waste for
5 min at the beginning of each run except for the experiments
conducted with maltose binding protein, where the time was
reduced to 1 min, to prevent salts and DMSO from entering the
MS source. The mass spectrometer was operated in the positive
ion mode with a 3 kV potential on the ESI needle, and the
capillary temperature was set at 250 °C. Full scanMS datawere
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acquired at a mass range of m/z 150–1000 using the Orbitrap
mass analyzer at a resolution of 30,000 for m/z 400.

All LC-MS data were interrogated using the MS analysis
software, Apex (Sierra Analytics, Modesto, CA, USA), which
identifies compounds based on bothmassmatch and amatch of
the isotopic distribution. The molecular formulas were input,
and the software extracted chromatograms of each compound
from the.raw data files. All analyses were conducted using a
5 ppm mass accuracy threshold and an MS similarity score of
0.05. The spectral data of the compounds that were not identi-
fied by the software were manually identified. Amass accuracy
of 5 ppm and the correct isotopic cluster pattern, especially the
presence of C13 isotopic peak, were required for a positive
identification during manual analysis. Blank runs for both the
binding and control experiments were analyzed in order to
eliminate any false identification of compounds that could arise
due to background contaminants.

Results and Discussion
Figure 1 shows a workflow of the screening method described
in this manuscript. Coupling resin is used for both the binding
assay and the control experiment. In the binding assay, the
protein is immobilized on the resin. The resin, without protein,
is used for the control experiment. After immobilization, the
remaining active sites on the resin, for both the binding and
control experiments, are blocked using Tris. The resins (aga-
rose, or magnetic beads) are then incubated with the library
compounds, and the unbound compounds are detected by
analyzing the supernatants using LC-MS. The compounds that
are absent in the spectrum acquired from the binding experi-
ment compared with that of the control are considered bound to
the protein. It should be noted here that the control experiment
is used to determine which compounds are detectable in the
assay. Any compound not detectable in the control experiment
could be assayed by a different ionizationmethod, such as APCI.
However, these compounds are not false positives or false
negatives. They are simply Bunassayable in this experiment.^

The effectiveness of the approach was demonstrated in
several experiments. First, the feasibility of the method was
assessed using immobilized pepsin and a limited (seven com-
pound) protease inhibitor library, so the results could be com-
pared directly with a previous method upon which this one was
loosely based [14]. Next, larger libraries of drug-like candi-
dates were incubated with the protein target, to demonstrate
that the method was amenable to larger sets of compounds.
Subsequently, the amount of protein was reduced, to demon-
strate the method was scalable to very large screens where
thousands of compounds could be tested. We demonstrated
that the assay could be tuned to only identify inhibitors with the
strongest binding constants by optimizing the amount of pro-
tein used. Finally, we demonstrated that the assay was trans-
ferrable to other protein/inhibitor analyses and to detecting
inhibitors with Ki’s approaching the micromolar range.

Feasibility Study

A well-studied, limited protease inhibitor library [14] was used
for proof of concept. Pepsin, immobilized on agarose, was
incubated with a small number of protease inhibitors, including
one strong pepsin inhibitor, pepstatin A, and the raw data from
this experiment is shown in Figure 2. Overlaid selected ion
chromatograms (SICs) of the seven compound inhibitory li-
brary incubated with blocked resin beads (from the control
experiment) and after incubation with immobilized pepsin
(from the binding experiment) are shown in Figure 2a and b,
respectively.

Analysis of data from both the control experiment (Fig-
ure 2a) and binding experiment (Figure 2b) shows only one
compound, pepstatin A, is absent in the binding experiment,
indicating it is the single strong-binding inhibitor. This result is
significant because pepstatin A is the strongest binder to pepsin
in the group of compounds. In earlier work by Cancilla et al.
[14], several compounds were identified as potential inhibitors,
including pepstatin A. In the previous experiment, any com-
pound whose MS signal was reduced, compared to the signal
obtained prior to incubationwith the protein, was identified as a

After immobilization of
Protein, excess binding
sites on the beads are

blocked using Tris

Control Experiment Binding Experiment

Unbound compounds
(Supernatant)

Liquid 
Chromatography

Mass 
Spectrometry

LC/MS Analysis

Centrifuge

Incubation with 
library compounds

Figure 1. Workflow used herein. The inhibitors/binders were
incubated with the protein (and, separately, with blocked
beads), removed, and analyzed by LC-MS. Strong binders were
identified by comparing the spectral data of the control and
binding experiments. The binders are present in the data for
the control experiment but absent in the data for the binding
experiment
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potential inhibitor. Therefore, weak and/or nonspecific binders
were detected as possible hits. In contrast to the protocol by
Cancilla et al., the strongest binders can be exclusively identi-
fied if the detection strategy requires that the binder is
completely absent after incubation with the protein. This
change in detection strategy was intended to eliminate false
positives and weak binders that are commonly detected in MS-
based screening assays. The method was further adapted for
high throughput screens by reducing the protein requirements
and increasing the number of compounds to be analyzed in one
batch, as described next.

Testing Large Libraries

The number of compounds that were incubated with
immobilized pepsin was increased ~20-fold in order to inves-
tigate the method’s capacity for screening large numbers of
compounds. Figure 3 illustrates the results from screening 176
compounds in one analysis while simultaneously scaling back
the protein consumption by more than a factor of 20, from
10 mg to 450 μg. Figure 3a shows a representative TIC from
this experiment, demonstrating that the library compounds
elute throughout the course of the experiment. Each compound
in the library was searched individually in the dataset using
Apex, as described in the Experimental section. Comparison of
data from the control experiment and binding experiment
shows only one compound, the known inhibitor, is present in
the control and absent in the binding experiment. Data in
Figure 3b and c show the selected ion chromatograms for
pepstatin A, demonstrating that it is identifiable as a pepsin
binder. These data clearly demonstrate the method’s potential
for high specificity, high throughput screens.

In an effort to further test the method, the number of library
compounds was doubled again (from 176 to 352), and the
amount of pepsin used for the binding experiment was further
reduced from 450 μg to 100 μg. Again, only the known
inhibitor is absent comparing the data from the control exper-
iment and the binding experiment; see Supplemental Figure 1.
The number of detectable compounds in the control experiment
was 313, or ~88% of the total number of compounds assayed.
The compounds that were not detectable in the control exper-
iment (~12%) would need to be assayed by another method.
They are not false positives or false negatives. Overall, the
results from the 176 compound library and the 352 compound
library demonstrate that large numbers of compounds can be

Figure 2. Selected ion chromatograms of known protease
inhibitors, from the (a) control and (b) binding experiments.
Pepstatin A (blue trace) was not detected in the binding exper-
iment (b) because it is a strong binder compared with other
compounds. Seven known protease inhibitors were used in
both experiments. They are (in order of increasing retention
time): antipain (black); leupeptin (red); bestatin (green); (+)-
diisopropyl L tartarate (olive); N-acetyl-3,5-diiodo-Tyr (orange);
peptstatin A (blue); cholic acid (purple)

Figure 3. (a) Selected ion chromatogram (SIC) of pepstatin A
in (a) overlaid on TIC. (b) SIC of pepstatin A in the control
experiment, and (c) in the presence of 450 μg of pepsin in the
binding experiment. Pepstatin A was not detected in the bind-
ing experiment because it is a strong binder. A large library of
176 compounds and the known inhibitor (each with 100 nM
concentration) were used in all experiments
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analyzed in batches and that the protein necessary for these
types of experiments is substantially lower than originally
reported in Reference [14].

Optimization of the Protein Amount

One important measure of a good of high throughput screening
method is the ability to test large numbers of compounds on
small quantities of protein. Therefore, we asked the ques-
tion: what is the minimum quantity of protein needed to
detect pepstatin A, while still screening >350 compounds
at a time? Figure 4 illustrates the MS data collected in a
number of experiments where the amount of pepsin was
systematically reduced in order to determine the minimum
amount of the protein needed for assay to remain successful.
(A successful assay is one in which the known, strong
inhibitor, peptstatin A, does not appear in the selected ion
chromatogram when analyzing the supernatant from the
binding experiment.) Several quantities of pepsin were test-
ed, including 50, 25, 12.5, and 6.25 μg. In each case, the
pepstatin A was not detected in the supernatant from the
binding experiments. However, when the amount of pepsin
was reduced to 3.125 μg, the inhibitor finally appeared in the
chromatogram (Figure 4b). These data demonstrate that the
high throughput screening campaign could be conducted on
a scale that consumed as low as 6 μg (171 pmol) of protein to
screen batches of >350 compounds. We expect that this
protein quantity is at the low end of what one would want
to use in this kind of assay, particularly if weaker-binding
ligands are targeted. This inhibitor has a very low Ki, 45 pM,
so it is likely to be a very strongly binding inhibitor. Addi-
tional experiments, below, indicate that the assay can be
done on less than 100 μg of protein per well, even when
lower-affinity binders are to be detected. In each of the
experiments described above, all the other compounds that
are observed in the control experiment, except the inhibitor,
were also observed in the binding experiments, demonstra-
ting that zero false positives were identified, which is a key
strength of this screening method.

Application to a New Protein, Carbonic Anhydrase
(CA)

A second protein target, carbonic anhydrase (CA) immobilized
on agarose beads, along with the 352 compound library de-
scribed above, was used to further demonstrate the feasibility of
this screening method. The library was spiked with two known
CA inhibitor standards; ethoxzolamide with Ki of 700 pM, and
sulpiride with Ki of 63 μM. The data in Figure 5a show the TIC
for the control experiment, and Figure 5b contains the data
from the binding experiment. In each case, the SICs of two
known inhibitors, ethoxzolamide (red) and sulpiride (blue) are
overlaid in the Figures. Inserts show the mass spectral data for
each inhibitor. Approximately 88% (312) of the compounds
were detected from the 352 compounds in the control experi-
ment (Figure 5a). All 312 compounds that were observed in the
control experiment were also observed in the binding experi-
ment, except ethoxzolamide, the strong inhibitor (Figure 5b).
Even though sulpiride is known to be a CA inhibitor, it was not
identified as such in this experiment since the Ki is rather high
(63 μM). These data demonstrate that only the strongest
binders are identified using this approach.

We optimized the assay to determine the minimum amount
of protein required to detect ethoxzolamide. These data are
presented in Supplemental Figure 2. When 60 μg of CA was
used, ethoxzolamide was not detected.When the amount of CA
is reduced in half, significant spectral data were observed for
the inhibitor, and even more intense spectral data were ob-
served with the use of 6 μg of CA. These results indicate that
approximately 60 μg of the protein is needed to identify this
inhibitor, which has a Ki of 700 pM. We demonstrated in
Figure 4 that the amount of protein required for this assay is
substantially less, if stronger binding inhibitors are to be iden-
tified. Specifically, just 6 μg of protein was necessary to test
352 compounds and selectively identify an inhibitor with a Ki

of 45 pM. In comparing the data herein for carbonic anhydrase
(6 pmol protein per compound was required to identify a
compound with a Ki of 700 pM) and the previous assay (0.5
pmol of protein per compound was required to identify a
compound with a Ki of 45 pM), one can see that the amount

Figure 4. Selected ion chromatogram of pepstatin A in (a) control experiment overlaid on TIC, and in the presence of (b) 0 μg
(control), 50, 25, 12.5, 6, and 3 μg of pepsin in binding experiments. A library of 352 compounds and the known inhibitor (each with
100 nM concentration) were used in all experiments
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of protein required for the assay is roughly proportional to the
Ki for the compound to be detected. The strongest binding
inhibitors can be detected with very low quantities of protein.

Detecting Lower Affinity Ligands

To screen for the inhibitors in Ki ~ μM range using the
immobilization conditions described above, a large amount of
protein would be required. To successfully conduct the HAMS
assay with lower affinity ligands, the protein can be
immobilized on magnetic beads instead of agarose. This
change in immobilization conditions is necessary because the
beads can then be removed from the supernatant without cen-
trifugation, so weak protein–ligand complexes are not dis-
turbed while separating the proteins from the ligands.

To demonstrate that the HAMS method can identify inhib-
itors with Ki’s approaching the μM range, a screening was
conducted using maltose binding protein (MBP), immobilized
on magnetic beads, and a 352 compound library, which was
spiked with a knownMBP inhibitor, maltotriose, with a Ki of ~
0.2 μM. The data in Supplemental Figure 3a show the SIC of
maltotriose in the control experiment, where the peak is clearly
detectable. The maltotriose peak completely disappears in the
binding experiment, as shown in Supplemental Figure 3b. The
data clearly illustrate that maltotriose binds to the protein and
can readily be detected as a hit in the HAMS assay. Similar to
the previous assays, not one false positive hit was detected.
Every compound that appeared in the control experiment was
also detected in the binding experiment, except the known
inhibitor. These data show that it is fully feasible to screen for
inhibitors with Ki approaching = 0.2 μM using the HAMS
assay. In this case, less than 7 pmol of protein was needed
per compound screened.

Comparison to Alternative Testing Methods

One major benefit of the described method is its consistent
ability to identify only the strongest inhibitors, substantially
eliminating false positive interactions. Other MS-based screen-
ing methods have not yet been capable of identifying only the
strongest inhibitor present. With this in mind, we asked the
question: Did we just get lucky and test a bunch of compounds
that would not show up as false positives in other assays either?
To answer the question, the library of 352 compounds was used
to determine how many false positives would have been iden-
tified as carbonic anhydrase binders in the ASMS method, a
state-of-the-art screening approach.

To screen the compounds using the ASMS method, the 352
potential binders (used in Figure 5) were incubated with CA;
the non-binders were removed, and the protein was washed
using stringent conditions, as described in the Experimental
section. The protein was deactivated, and released compounds
were analyzed using LC-MS, following the procedure de-
scribed in Reference [9]. Using this approach, one could still
detect the presence of the strong inhibitor. However, in addition
to this compound, 30 other non-inhibiting compounds were
also detected. (See Supplemental Table 1.) This experiment
emphasizes the advantage of the newly described protocol over
existing methods. Even though the protein was washed thor-
oughly prior to releasing the bound compounds, almost 10% of
the ligands were detected as potential binders. Thus, the tradi-
tional high throughput screening approach may leave the in-
vestigators with numerous compounds for further investiga-
tion, when in fact only one of themwould be desirable to detect
in this case, the known inhibitor with Ki in the pM range.

Even though the ASMS method suffers from a large number
of false positives, it is perhaps best described as complementary
to the HAMS method, instead of inferior to it, when all metrics
are considered. The ASMS method’s two key advantages are its
rapid throughput and simple data analysis. The throughput of the
HAMS method is about 5000 compounds per day, whereas the

Figure 5. TIC of the (a) control and (b) binding experiments
(with 120 μg of CA), including selected ion chromatograms of
two known CA inhibitors, ethoxzolamide (red), and sulpiride
(blue), overlaid. Ethoxzolamide was not detected in the binding
experiment because it is a strong binder. Every other com-
pound detected in the control experiment (a) was also detected
in the binding experiment (b), including the weak binder. This
experiment shows that zero false positives were detected and
that the assay is selective for the strongest binder, when more
than one binder is present
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ASMSmethod can process more than twice as many compounds
in the same timeframe. Additionally, the ASMS method, which
relies on detecting inhibitors based on the presence of their MS
signal, has a simpler data analysis workflow compared toHAMS,
which relies on disappearance of the analyte’s signal. Therefore,
these twomethods are quite complementary. Amethod that could
deliver the speed and simplicity of ASMS, along with the com-
plete absence of false positives, like HAMS, would be a remark-
able advancement in the field.

Investigation of the Undetected Compounds

In all the large screening assays we conducted, ~88% of com-
pounds were observed for both the control and binding experi-
ments. In other words, ~12% of the compoundswere not detected
in the control experiment and, therefore, not assayable. Theywere
not false positives or false negatives. They were simply not
testable compounds. If these compounds were not detectable
due to the assay conditions or due to matrix effects, that would
represent a potential weakness that would need to be considered
prior to selecting this assay for a large screen. Therefore, we
examined the reasons behind their absence in the data sets.

The undetectable compounds from the carbonic anhydrase
screen were tested individually, to determine if they were unde-
tected due to poor ionization efficiency, or due to the assay, or due
to matrix effects. Each compound was prepared individually and
subjected to direct infusion experiments, but none of the com-
pounds were detected in the positive ion mode during these
experiments, indicating that all the compounds that possibly can
be observed using positive mode ESI were successfully detected
in the carbonic anhydrase screen. The undetected compounds also
were individually tested in negative ion mode, and only 17 were
detected. These compounds could potentially be detected if the
LC-MS analyses were to be repeated in negative ion mode;
however, the value of that experiment would have to be balanced
against the analysis time required to perform it. In sum, 7% of the
compounds did not ionize at all by ESI. Those compounds were,
therefore, not detected in the screen. Of the remaining 93% that
were ionizable by ESI, 312 out of 329 were detected in one
chromatographic run, using only positive ion mode, with no
gradient optimization performed. Overall, these experiments dem-
onstrate that the number of detectable compounds is not limited by
the assay conditions ormatrix effects; rather, it is directly related to
the ability of the compounds to ionize by ESI-MS. Every MS-
based assay suffers from the fact that it cannot detect compounds
that do not ionize. The HAMS assay is unique in that it can
identify these compounds as Buntestable,^ and they are not mis-
takenly characterized as false positives or false negatives.

Conclusion
Inhibitors were quickly identified for three different proteins by
comparing the mass spectra of the library molecules before and
after incubation with immobilized protein. In every experiment
conducted, all the compounds that were observed in the control
experiment were also observed in the binding experiments,

except the known inhibitors. This observation indicates that the
method described herein is unprecedented for MS-based assays
in that the false positive detection rates are exceedingly low,
approaching zero. This method was used to selectively detect
inhibitors that have Ki values of 50 pM (with pepsin), 700 pM
(with carbonic anhydrase), and the minimum amount of protein
needed for these assays, 0.5 and 6 pmol per compound, respec-
tively, was used for screening. These results indicate that one can
control the affinity of the ligands detected by controlling the
amount of protein used in the assay, a feature that has not been
demonstrated by other MS-based screening assays. By using
magnetic beads for protein immobilization, inhibitors with Ki’s
in the micromolar range could also be assayed, using just 7 pmol
of protein per compound screened. Finally, the method compares
very favorably with the state-of-the-art MS-based assay (ASMS)
[9], where the false-positive identification rate was nearly 10% for
the ligands assayed herein.
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