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Abstract
Background and Objective Without a specific antiviral treatment or vaccine, severe acute respiratory syndrome coronavirus 
2 (SARS-CoV-2) has caused a global pandemic, affecting over 200 countries worldwide. A better understanding of B- and 
T-cell immunity is critical to the diagnosis, treatment and prevention of coronavirus disease 2019 (COVID-19).
Methods A cohort of 129 patients with COVID-19 and 20 suspected cases were enrolled in this study, and a lateral flow 
immunochromatographic assay (LFIA) and a magnetic chemiluminescence enzyme immunoassay (MCLIA) were evaluated 
for SARS-CoV-2 IgM/IgG detection. Additionally, 127 patients with COVID-19 were selected for the detection of IgM and 
IgG antibodies to SARS-CoV-2 to evaluate B-cell immunity, and peripheral blood lymphocyte subsets were quantified in 
95 patients with COVID-19 to evaluate T-cell immunity.
Results The sensitivity and specificity of LFIA-IgM/IgG and MCLIA-IgM/IgG assays for detecting SARS-CoV infection 
were > 90%, comparable with reverse transcription polymerase chain reaction detection. IgM antibody levels peaked on 
day 13 and began to fall on day 21, while IgG antibody levels peaked on day 17 and were maintained until tracking ended. 
Lymphocyte and subset enumeration suggested that lymphocytopenia occurred in patients with COVID-19.
Conclusions LFIA-IgM/IgG and MCLIA-IgM/IgG assays can indicate SARS-CoV-2 infection, which elicits an antibody 
response. Lymphocytopenia occurs in patients with COVID-19, which possibly weakens the T-cell response.

Key Points 

Lateral flow immunochromatographic assay-IgM/IgG 
and magnetic chemiluminescence enzyme immunoassay-
IgM/IgG assays can indicate SARS-CoV-2 infection, 
which elicits an antibody response.

Lymphocytopenia occurs in patients with COVID-19, 
which possibly weakens the T-cell response.

1 Introduction

According to the World Health Organization report on 24 
April, 2020, 2,591,015 coronavirus disease 2019 (COVID-
19) cases were confirmed with 178,686 deaths globally. The 
novel severe acute respiratory coronavirus 2 (SARS-CoV-2) 
is the causative agent of the COVID-19 pandemic, and a lack 
of approved vaccines or specific treatments to SARS-CoV-2 
leaves patients dependent on their own immune responses 
[1].

The SARS-CoV-2 single-stand RNA genome is ~ 29.8 kb 
in length and encodes ~ 28 proteins (four structural proteins, 
eight accessory proteins and 15 non-structural proteins) [1]. 
High infectivity, similar syndromes and considerable mortal-
ity make laboratory diagnosis particularly important. Fur-
thermore, laboratory diagnosis is critical to SARS-CoV-2 
patient management, contact tracing and epidemiological 
studies. Timely diagnosis of suspected COVID-19 cases 
could reduce and interrupt the transmission of COVID-
19 from person to person. Nucleic acid amplification tests 
(NAT) and serological testing are two main laboratory test-
ing methods [2–4].
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IgM antibodies elicited immediately after coronavirus 
infection indicate a current or new infection, while IgG anti-
bodies produced subsequently indicate recovery or a prior 
infection [5, 6]. Therefore, antibody detection could indicate 
the occurrence of infection and disease progress. Liu et al. [7] 
demonstrated that an IgM/IgG assay for antibody detection 
was superior to real-time reverse transcription polymerase 
chain reaction (RT-PCR) for NAT, which is the gold stand-
ard for SARS-CoV-2 detection [8], and it also exhibited a 
lower false-negative rate [9, 10]. One of the main reasons for 
the high false-positive rate of RT-PCR assays is the differ-
ence between the main virus colonisation site (lower respira-
tory tract) and typical sampling sites (upper respiratory tract) 
[9]. Unlike RT-PCR assays, antibody assays do not require 
sophisticated instruments, laboratory conditions or tedious 
experimental procedures. For example, the lateral flow immu-
nochromatographic assay (LFIA) can be completed within 15 
minutes without specialised equipment or professionals. IgM 
and IgG antibodies appear earlier in severe patients than in 
non-severe patients, and their titres are significantly higher, 
indicating that a strong antibody response is associated with 
delayed viral clearance and disease severity [11]. The anti-
body level can be measured by a magnetic chemiluminescence 
enzyme immunoassay (MCLIA) to guide treatment during 
disease progression. The humoural immunity of patients can 
be evaluated by serological detection, as exemplified by quan-
titative detection of IgG and IgM [12], which provide essential 
complementary methods to NAT for pathogenic diagnosis.

Cell-mediated immunity of patients can be evaluated by 
quantitative monitoring of lymphocytes and their subsets 
(e.g., T cells, CD4 + T cells and CD8 + T cells), which are 
the primary effector cells [13]. Lymophocyte enumeration 
represents immune status on a daily clinical routine [14]. 
T cells coordinate multiple aspects of adaptive immunity 
to pathogens throughout life [15]. Naive T cells that play 
a central role in cell-mediated immunity fall into two large 
classes, including CD4 + and CD8 + T cells [16]. CD4 + T 
cells differentiate into several subsets of effector T cells (T 
helper-1, T helper-2, T helper-17, regulatory T cells) that 
orchestrate different immune functions. CD8 + T cells are 
critical for mediating clearance following many acute viral 
infections in the lung [17]. Immunocytes also play a critical 
role in determining the outcomes of virus infection [18]. 
Therefore, changes in the relative abundance of immuno-
cytes can serve as indicators for cell-mediated immunity. 
Large numbers of subsets of lymphocytes can be simultane-
ously measured by multi-parametric flow cytometry, which 
is a sensitive, specific and cost-effective method of counting 
lymphocyte subsets [13]. Peripheral blood lymphocyte pop-
ulations and subpopulations enumerated by flow cytometry 
indicate the immunological and pathological status [19, 20].

B-cell responses mediate humoural immunity, while 
T-cell responses regulate immune response and directly lead 

to cellular immunity [15]. In the present study, we prelimi-
narily evaluated humoural and cellular immunity in response 
to SARS-CoV-2 infection based on IgG/IgM antibody detec-
tion and lymphocyte subset enumeration, respectively.

2  Materials and Methods

2.1  Participants

A cohort of 129 patients with COVID-19 and 20 suspected 
cases were enrolled in this study. Patients with COVID-19 
confirmed by an RT-PCR assay were hospitalised in Tian-
jin Haihe Hospital (Tianjin, China). Among them, 64 were 
men and 65 were women, aged 44.19 years (95% confidence 
interval [CI] 41.63–46.75; range 8–91 years). The suspected 
cases with a negative RT-PCR assay did not have previous 
virus contact but similar symptoms.

Additionally, 127 patients (63 men and 64 women) aged 
48.51 years (95% CI 45.56–51.46; range 8–91 years) of this 
cohort were selected for detection of IgM and IgG antibod-
ies against SARS-CoV-2 to evaluate B-cell immunity. Of 
127 patients, 54 were sampled at 0–7 days from the onset 
of illness, 36 at 8–15 days, and 37 at 16–38 days. Further-
more, 95 patients (56 men and 39 women) aged 40.23 years 
(95% CI 36.14–44.32; range 8–91 years) of this cohort were 
included in a retrospective study to enumerate lymphocytes 
and their subsets to evaluate T-cell immunity. The study was 
approved by the Ethics Commission of Tianjin Haihe Hos-
pital (2020HHQX-001-2020HHQX-004). Informed consent 
was obtained from all individual participants.

2.2  Detection of IgG and IgM Antibodies Against 
SARS‑CoV‑2

Two serological assays, LFIA and MCLIA, were supplied 
by Beier Bioengineering Co. Ltd (Beijing, China) to quali-
tatively and/or quantitatively measure IgG and IgM antibod-
ies against SARS-CoV-2. Serum samples were inactivated 
at 56 °C for 30 min for antibody detection. Tandem anti-
genic determinants from nucleoprotein and spike proteins 
of SARS-CoV-2 were employed as diagnostic antigens in 
both assays.

The 2019-New Coronavirus IgM/IgG Rapid Test Cassette 
for LFIA (Beier, Beijing, China) was applied to qualitatively 
detect IgM and IgG following the manufacturer’s instruc-
tions. Briefly, serum/plasma diluted in a sample diluent was 
placed in a specimen well and the results were recorded within 
15 min. With the control illuminated, the appearance of an 
M line indicated an IgM-positive result, a G line indicated 
an IgG-positive result, and both lines indicated positivity for 
both IgM and IgG.
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The 2019-New Coronavirus IgM/IgG Test for MCLIA 
(Beier, Beijing, China) was used to detect quantitatively detect 
IgM and IgG antibodies according to the manual. Briefly, cali-
bration and quality control were performed, diluted serum/
plasma samples were loaded onto the machine and the results 
were auto-calculated by the machine. Samples whose results 
were below 5 AU/mL were considered negative, those above 
8 AU/mL were positive and those in the range of 5–8 AU/mL 
were potentially positive.

2.3  Peripheral Blood Lymphocyte Subset 
Enumeration and Reference Range 
Determination

Flow cytometry (FCM) was applied to enumerate peripheral 
blood mononuclear cell subsets in 95 patients with COVID-
19, and a re-examination of peripheral blood mononuclear cell 
subsets was performed in 11 patients after clinical therapy. 
Peripheral blood mononuclear cells prepared from antico-
agulant venous blood [21] and related reagents were loaded 
onto a DxFLEX FCM instrument (Beckman Coulter, Fuller-
ton, CA, USA). The following nine indicators were measured 
according to the manufacturer’s instructions: lymphocyte 
percentage (reference range [RR] 27.9–37.3%, lympho-
cytes [1752–2708]), T-cell percentage (62.6–76.8%), T cells 
(1185–1901), CD4 + T-cell percentage (30–46%), CD4 + T 
cells (561–1137), CD8 + T-cell percentage (19.2–33.6%), 
CD8 + T cells (404–754) and CD4 +/CD8 + (1.4–2.0).

2.4  Statistical Analysis

Measurement and enumeration results are expressed as 
mean ± standard deviation (SD) and compared with the 
Mann–Whitney U test. Categorical variables are expressed as per-
centages and compared by chi-squared test or Fisher’s exact test. 
The Shapiro–Wilkes test and Levene’s test were used to assess 
normality and variance homogeneity. The independent-group 
Student’s t test and the Bonferroni test were utilised to compare 
the mean value of every group. A p value < 0.05 was considered 
to indicate a statistically significant difference. Statistical analyses 
were performed using SPSS (version 26.0; Chicago, IL, USA) 
and GraphPad Prism (version 8.0; San Diego, CA, USA).

3  Results

3.1  Evaluation of Two Serodiagnostic Methods

3.1.1  Lateral Flow Immunochromatographic Assay‑IgM/
IgG Assay

Of 127 patients confirmed positive for COVID-19 by RT-
PCR, 94.48% were positive by the LFIA-IgM assay, with 

a diagnostic consistency of 95.24% (95% CI 91.8–98.7; 
Table 1). Moreover, all the 20 suspected cases were negative 
by the LFIA-IgM assay (Table 1). The sensitivity and speci-
ficity of the LFIA-IgM assay were 94.48% (90.5–98.5%) and 
100%, respectively. There was no statistically significant dif-
ference between RT-PCR and LFIA-IgM assays (p > 0.05), 
with a Kappa value of 0.823 (0.752–0.946), indicating excel-
lent consistency between the two diagnostic methods.

Of 127 patients confirmed positive for COVID-19 by 
RT-PCR, 121 (95.28%) were positive by the LFIA-IgG 
assay, with a diagnostic consistency of 95.92% (95% CI 
92.7–99.2; Table 1). Moreover, all the 20 suspected cases 
were negative by the LFIA-IgG assay (Table 1). The sen-
sitivity and specificity of the LFIA-IgG assay were 95.28% 
(95% CI 91.5–99.0) and 100%, respectively. There was no 
statistically significant difference between RT-PCR and 
LFIA-IgG assays (p > 0.05), with a Kappa value of 0.846 
(0.715–0.960), suggesting excellent consistency between the 
two diagnostic methods.

3.1.2  Magnetic Chemiluminescence Enzyme 
Immunoassay‑IgM/IgG Assay

Of 127 patients confirmed positive for COVID-19 by RT-
PCR, 117 were confirmed positive by the MCLIA-IgM 
assay, with a diagnostic consistency of 93.20% (95% CI 
89.1–97.3; Table 2). Moreover, all the 20 suspected cases 
were negative by the MCLIA-IgM assay (Table 2). The 
sensitivity and specificity of the MCLIA-IgM assay were 
92.13% (87.4–96.9%) and 100%, respectively. There was 
no statistically significant difference between RT-PCR and 
MCLIA-IgM assays (p > 0.05), with a Kappa value of 0.761 
(0.609–0.878), implying excellent consistency between the 
two diagnostic methods.

Of 127 patients confirmed positive for COVID-19 by RT-
PCR, 90.55% were positive by the MCLIA-IgG assay, with 
a diagnostic consistency of 91.84% (87.4–96.3%; Table 2). 
Moreover, all the 20 suspected cases were negative by the 

Table 1  Comparison between lateral flow immunochromatographic 
assay (LFIA)-IgM/IgG and reverse transcription polymerase chain 
reaction (RT-PCR) assays

RT-PCR Total

Positive Negative

LFIA-IgM
 Positive 120 0 120
 Negative 7 20 27

LFIA-IgG
 Positive 121 0 121
 Negative 6 20 26
 Total 127 20 147
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MCLIA-IgG assay (Table 2). The sensitivity and specific-
ity of the MCLIA-IgG assay were 90.55% (85.4–95.7%) 
and 100%, respectively. There was no statistically signifi-
cant difference between RT-qPCR and MCLIA -IgG assays 
(p > 0.05), with a Kappa value of 0.723 (0.548–0.864), 
reflecting moderate consistency between the two diagnostic 
methods.

3.2  Antibody Response Profiles of 127 Patients 
with COVID‑19

The concentration of IgM/IgG in patients with COVID-19 
was measured by the MCLIA-IgM/IgG assay. The 290 tests 
included 175 replicated tests on 50 patients at different time 
points from the onset of illness. Among the replicated tests, 
4.0% (2/50), 26.0% (13/50), 26.0% (13/50), 28.0% (14/50) 
and 16.0% (8/50) of patients were tested two, three, four, five 
and six times, respectively.

The concentration of IgM and IgG was 67.96 ± 42.82 
AU/mL and 58.67 ± 44.90 AU/mL, respectively, with-
out significant differences in age (< 18 years, 18–59 years 
and > 59 years; p > 0.05) and sex distribution (p > 0.05). 
According to the time from the onset of illness, all tests 
were divided into three groups (0–7  days, 8–15  days 
and > 15 days). For IgM, there were statistically significant 
differences among the three groups (0–7 days = 40.09 ± 36.28 
AU / m L ;  8 – 1 5   d ay s  =  1 0 8 . 4 5  ±  2 2 . 0 1  AU /
mL; > 15  days = 72.84 ± 33.61 AU/mL; p < 0.05). 
There were also statistically significant differences 
among the three groups based solely on the repeti-
tion tests from 50 patients (0–7  days = 39.60 ± 36.34 
AU / m L ;  8 – 1 5   d ay s  =  1 0 6 . 6 1  ±  2 4 . 9 1  AU /
mL; > 15 days = 73.25 ± 33.32 AU/mL; p < 0.05). Further-
more, IgM antibody levels peaked on day 13 and began to 
decline on day 21, indicating a rise and fall with disease 
progression (Fig. 1a).

For IgG, there were statistically significant differ-
ences among the three groups (0–7 days = 13.05 ± 10.53 

AU / m L ;  8 – 1 5   d a y s  =  6 0 . 3 2  ±  2 6 . 0 0  AU /
mL; > 15 days = 111.30 ± 22.41 AU/mL). Again, there were 
also statistically significant differences among the three 
groups based solely on the repetition tests from 50 patients 
(0–7 days = 13.07 ± 10.61 AU/mL; 8–15 days = 61.24 ± 26.21 
AU/mL; > 15  days = 111.76 ± 22.64 AU/mL; p < 0.05). 
Moreover, IgG antibody levels peaked on day 17 then pla-
teaued thereafter (Fig. 1b).

3.3  Lymphocyte and Lymphocyte Subset 
Enumeration

Ninety-five patients with COVID-19 were subjected to 
T-cell response analysis, involving 106 tests with 12 repli-
cated tests from ten patients (Table 3). Among the replicated 
tests, nine patients underwent two repetitions and one patient 
had four repetitions. In terms of disease severity, eight cases 
were mild (7.50%), 72 were common (67.9%), 12 were 
severe (11.3%) and three were critical (2.80%) among the 
95 patients with COVID-19. Mantel–Haenszel chi-squared 
tests revealed a linear relationship between age and disease 
severity (χ2 = 10.770, p < 0.05), with a Pearson’s r value of 
0.340 (p < 0.05), suggesting that disease severity increased 
with age.

The lymphocyte percentage in 67.0% (71/106) of patients 
was below the RR (Fig. 2a). However, the more serious the 
condition, the greater the proportion of patients below the 
RR (p < 0.05), not considering mild cases. Lymphocyte 
enumeration was above the RR in only 17.9% of patients 
(Fig. 2a). Likewise, there were statistically significant dif-
ferences between patients with mild (2208.84 ± 1130.17) 
and common (1952.28 ± 953.16) disease severity, and 
between patients with severe (1250.42 ± 1150.30) and criti-
cal (397.38 ± 219.90) disease severity (p < 0.05) [Fig. 3a].

The T-cell percentage was normal in 53.8% of 
patients (Fig.  2a), and there were no statistically sig-
nificant differences in the proportion of patients with 
differences in disease severity (mild = 68.16% ± 7.84%, 
common = 71.57% ± 9.15%, severe = 66.12% ± 9.88%, criti-
cal = 60.03% ± 4.96%; p > 0.05) (Fig. 3b). As the condition 
worsened, the percentage of patients within the normal ref-
erence range (NRR) decreased (p < 0.05). T-cell enumera-
tion in 47.2% of patients was below the NRR, with 30.2% 
in the NRR (Fig. 2a). As the condition worsened, the per-
centage of patients below the NRR increased (p < 0.05). 
Similarly, there were statistically significant differences 
between patients with mild (1554.59 ± 928.43) and common 
(1408.38 ± 721.05) disease severity, and between patients 
with severe (864.11 ± 807.83) and critical (244.85 ± 149.35) 
disease severity (p < 0.01) (Fig. 3a).

The CD4 + T-cell percentage in 64.2% (68/106) of 
patients was normal, with 28.3% above the NRR (Fig. 2b). 
As the condition worsened, the percentage of patients below 

Table 2  Comparison between magnetic chemiluminescence enzyme 
immunoassay (MCLIA)-IgM/IgG and reverse transcription polymer-
ase chain reaction (RT-PCR) assays

RT-PCR Total

Positive Negative

MCLIA-IgM
 Positive 117 0 117
 Negative 10 20 30

MCLIA-IgG
 Positive 115 0 115
 Negative 12 20 36
 Total 127 20 147
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Fig. 1  Profiles of antibody responses in 127 patients with COVID-19. a IgM; b IgG; and c frequencies
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the NRR increased (p < 0.05). CD4 + T-cell enumeration in 
43.3% of patients was normal, with 36.8% below the RR 
(Fig. 2b). As the condition worsened, the percentage of 
patients above the NRR decreased (p < 0.05). There were sta-
tistically significant differences between patients with mild 
(976.05 ± 622.08) and common (801.42 ± 400.83) disease 
severity, and between patients with severe (528.42 ± 470.17) 
and critical (135.28 ± 78.22) disease severity (p < 0.01) 
(Fig. 3a).

The CD8 + T-cell percentage in 78.3% of patients was 
normal, with 15.1% below the NRR (Fig. 2b). CD8 + T-cell 
enumeration in 48.1% of patients was below the NRR, and 
above the NRR in 21.7% (Fig. 2b). As the condition wors-
ened, the percentage of patients above the NRR decreased 
(p < 0.01). Moreover, there were statistically significant dif-
ferences between patients with common (514.03 ± 316.50) 
and critical (91.93 ± 57.52) disease severity (p < 0.01) 
(Fig. 3a).

The CD4 +/CD8 + ratio in 34.9% of patients was below 
the NRR, and above the NRR in 23.6% of patients (Fig. 2b). 
Regarding the 12 replicated tests from ten patients, every 
indicator was markedly increased with disease progression 
(p < 0.05).

4  Discussion

The ongoing COVID-19 pandemic response requires the 
development of diagnostics, therapeutics and vaccines. In 
the present study, we analysed antibody levels, lympho-
cytes, and lymphocyte subsets in patients with COVID-19 

to preliminarily evaluate humoural and cellular immunity. 
The results could provide guidance for clinical diagnostics, 
specific treatments and vaccine development.

Simple and reliable diagnostic methods are being devel-
oped, but NAT based on RT-PCR remains the gold stand-
ard for laboratory diagnosis of SARS-CoV-2. Regardless 
of the advantages and disadvantages of RT-PCR, the sam-
pling method alone greatly reduces the representativeness of 
samples, which are mostly upper respiratory tract samples 
(mainly throat swabs) [22]. Furthermore, NAT results from 
recovering patients can be negative. Serodiagnosis effec-
tively avoids this problem. Herein, we demonstrated that the 
sensitivity and specificity of LFIA-IgM/IgG and MCLIA-
IgM/IgG assays were > 90%, with excellent consistency with 
RT-PCR (Tables 1, 2), suggesting that these two serodiag-
nostic assays could rapidly indicate SARS-CoV-2 infection.

SARS-CoV-2 infection involves innate immune response 
and T- and B-cell immunity and an anti-viral neutralising 
antibody response [23]. An understanding of humoural and 

Table 3  Lymphocytes and subsets enumeration in 95 patients with 
COVID-19

SD standard deviation
a Indicates the proportion of patients below, within and above the ref-
erence range

Indicators Mean ± SD Proportiona

Lymphocytes
 Count (× 106/L) 1848.66 ± 1024.83 56:31:19
 % 21.98 ± 10.42 71:28:7

T cells
 Count (× 106/L) 1319.71 ± 768.41 50:32:24
 % 70.10 ± 9.04 22:57:27

CD4 + T cells
 Count (× 106/L) 758.38 ± 433.85 39:46:21
 % 40.83 ± 8.79 8:68:30

CD8 + T cells
 Count (× 106/L) 476.04 ± 317.01 51:32:23
 % 24.89 ± 5.31 16:83:7
 CD4 +/CD8 + 1.74 ± 0.62 37:43:25

Fig. 2  Frequencies of lymphocytes and lymphocyte subset enumera-
tion according to reference ranges. a Enumeration and percentage of 
lymphocytes and T cells and b CD4/CD8 ratio, enumeration and per-
centage of CD4 + and CD8 + T cells. 1 = below the reference range; 
2 = within the reference range; 3 = above the reference range
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cellular immunity is helpful for clinical diagnosis and treat-
ment. Fluctuation in antibody responses and levels could 
also provide reference values for clinical treatment, as it 
reflects the immune responses of patients to SARS-CoV-2. 
Herein, IgM antibody levels peaked on day 13 and began 
to decline on day 21, while IgG antibody levels peaked 
on day 17 and were maintained until the ending of track-
ing (Fig. 1). Most patients elicited an antibody response 
to SARS-CoV-2. Similar to the conclusion by Azkur et al. 
[23], an increase in virus-specific IgM in the acute phase 
followed by an increase in virus-specific IgG at later phases 
has been observed in the course of COVID-19 (Fig. 1). Pro-
filing of anti-SARS-CoV-2 antibodies may be useful for 

diagnosis and in epidemiological analysis. Based on knowl-
edge of antibody fluctuation, doctors could quickly judge the 
immune response to SARS-CoV-2, which is the main driver 
of virus elimination [23].

Lymphocyte enumeration could preliminarily reflect 
cellular immunity. Herein, we found that most patients 
displayed numbers below the RR (Fig. 2), suggesting that 
lymphocytopenia occurred during SARS-CoV-2 infec-
tion. SARS-CoV-2 can infect human T-cell lines [23], 
which is a reason for lymphocytopenia. Low lymphocyte 
count occurred frequently during systemic inflammatory 
response [24]. Lymphopenia as an early predictor of high 
disease severity in patients with COVID-19 was thought to 

Fig. 3  Enumeration and 
percentage of lymphocytes and 
subsets in patients with COVID-
19 of different disease statuses. 
a Enumeration of lymphocytes 
and subsets, and CD4/CD8 ratio 
and b percentage of lympho-
cytes and subsets
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cause a defect in antiviral and immune regulatory immu-
nity [23]. The reduction in lymphocyte and subset enu-
meration was significant, especially in the critical patients 
of our study (Fig. 3).

Based on nine indicators, the infection provoked strong 
antibody responses but weakened the ability of cellular 
immunity to eliminate virus-infected cells. This is unfor-
tunate because strong antibody responses and weak cel-
lular immunity hamper the fight against SARS-CoV-2. 
Antibody-dependent enhancement could increase viral 
infection owing to the production of related antibodies 
[25], and weaker cellular immunity may be insufficient 
to kill all infected cells. Indeed, anti-SARS-CoV spike 
protein antibodies are responsible for infecting immune 
cells [26, 27]. Current clinical evidence suggests that anti-
body-dependent enhancement of SARS-CoV-2 may occur, 
which hinders the ability to manage inflammation in the 
lungs and elsewhere [25].

Because of the COVID-19 pandemic, we did not choose 
cases depending on certain control factors (e.g. age, sex) 
and sample at the exact time point but included all hospi-
talised cases and sampled near the exact time point. Addi-
tionally, the effect of heat inactivation on antibody detec-
tion has been a concern for a long time. Hu et al. suggested 
that heat inactivation interfered with the immunoanalysis 
of antibodies [28], while Xue et al. also demonstrated that 
there was no significant effect on the results of immuno-
chromatography (LFIA) and chemiluminescence (MCLIA) 
after heat inactivation [29]. For the sake of biosafety, the 
sera were inactivated at 56 °C for 30 min before antibody 
detection in the study.

5  Conclusions

Understanding humoural and cellular immune responses 
is of great significance for the prevention and treatment of 
SARS-CoV-2 infection. Monitoring the immune response 
to SARS-CoV-2 may provide an early warning for poten-
tial risks associated with vaccine immunisation and rein-
fection. LFIA-IgM/IgG and MCLIA-IgM/IgG assays can 
indicate SARS-CoV-2 infection, which elicits an anti-
body response. Lymphocytopenia occurs in patients with 
COVID-19, which possibly weakens the T-cell response.
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