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ABSTRACT

Introduction: The use of concurrent aerosol
delivery during high-flow nasal therapy (HFNT)
may be exploited to facilitate delivery of a
variety of prescribed medications for inhalation.
The study assessed the effect of tidal volume,
breath rate, and inspiratory:expiratory (I:E) ratio
on the quantity of aerosol captured at the level
of the trachea during simulated HFNT.
Methods: Testing was completed according to a
factorial statistical design of experiments (DOE)
approach. Tracheal dose was characterized with
a vibrating mesh nebulizer (Aerogen Solo,
Aerogen Ltd) using simulated adult, small child,
and infant HFNT models. Furthermore, aerosol
delivery was evaluated across a range of adult
patient profiles with clinically representative
test setups.
Results: Aerosol delivery increased with a large
tidal volume, a rapid breath rate, and a long
inspiratory time. Tidal volume, breath rate, and
I:E ratio each had a significant effect on tracheal

dose across simulated adult, small child, and
infant breathing.
Conclusion: The main trends that were identi-
fied in the statistical DOE predicted aerosol
delivery across adult patient breathing profiles,
in terms of tidal volume, breath rate, and I:E
ratio. Therefore, patients with distressed
breathing profiles may be expected to receive a
larger aerosol dose than those with normal
breathing rates.
Funding: Aerogen Limited.

Keywords: Aerosol; Breathing profile; High-
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INTRODUCTION

High-flow nasal therapy (HFNT) is a means of
delivering heated humidified air to patient air-
ways that allows for higher flows than conven-
tional low-flow therapy [1]. HFNT provides
instantaneous flow rates that equal or exceed
inspiratory flow and reduces the inspiratory
resistance associated with the nasopharynx [2].
Humidification during HFNT is essential for
proper function of the epithelial lining and is an
accepted standard of care [3]. Delivering aero-
solized medications to the lungs via a nasal
cannula interface is particularly advantageous
for medications with long delivery times, fre-
quent dosing regimens, or those that require
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continuous nebulization [4, 5]. The mounting
clinical evidence in combination with its ease of
use and patient tolerability has resulted in
increasing adoption of HFNT, with particular
interest in concurrent aerosol delivery during
HFNT [6–10]. This includes bronchodilators and
mucolytics in chronic and acute episodes of
respiratory illness [11]. In vitro studies indicate
that aerosols can be efficiently delivered during
HFNT [12, 13].

Several factors have been shown to influence
the amount of aerosol exiting the cannula dur-
ing HFNT. These include the rate of gas deliv-
ered, size of the nasal prongs, humidification,
size of the aerosol droplets, and the type and
position of aerosol generator [12–17]. Previously
our group reported a systematic approach to
determine the conditions required to yield an
optimal emitted dose, thus becoming available
for inhalation during HFNT [20]. The findings
in that study clearly indicate that in order to
optimize the amount of aerosol exiting the
nasal cannula interface during HFNT, it is nec-
essary for gas flow to be low and the input
droplet size to be small, while the nebulizer
should be positioned immediately after the
humidification chamber [18].

Efficient aerosol delivery to the lungs during
HFNT is challenging due to the high velocity
gas flows utilized, which may promote prefer-
ential aerosol deposition in the nasal passages
given the turbulent gas flow in the nose and
rhino-pharynx. Furthermore, the nasal passages
present a challenge for the aerosols to navigate
before reaching the lungs [19–21]. Numerous
patient factors may affect the quantity of aero-
sol available for inhalation during HFNT but to
date, few studies have attempted to investigate
the effects of breathing pattern on aerosol
delivery during this increasingly used patient
intervention. Reminiac et al. compared two
simulated breathing patterns: quiet breathing
and distressed breathing. The respirable mass of
drug was significantly higher during simulated
respiratory distress compared to simulation of
quiet breathing [21]. Dailey et al. [22] showed
that with a distressed breathing pattern, aerosol
delivery to a filter distal to the cannula was
greater at 30 and 50 l/min than with a quiet
breathing pattern. Furthermore, breath

simulation has been shown previously to be an
accurate in vitro tool for estimating in vivo
aerosol delivery [23, 24].

A systematic approach to determine the
effects of breathing pattern on the amount of
aerosol that could potentially reach the lung
during simulated HFNT has not yet been repor-
ted. Theobjective of this studywas to address this
gap in the literature and determine the effects of
tidal volume, breath rate, and I:E ratio on the
mass of drug captured at the level of the trachea
during simulatedHFNT. Inaddition, and inorder
to apply these conditions to more physiologi-
cally relevant patient scenarios, aerosol delivery
was assessed across a range of patient profiles
with clinically representative test conditions.

METHODS

Anatomical Models

A previously described airway model of the
adult nose–throat region (nasal cavity, pharynx
and larynx) based on the nasal cavity of a
healthy non-smoking 53-year-old male (weight
73 kg, 173 cm) was used as the adult model
[25–27]. A model of a small child nose–throat
region (nasal cavity, pharynx and larynx) with a
volume of * 22.3 cm3 is based on a scan of a
5-year-old female, and was used as the small
child model [28]. A Sophia anatomical infant
nose–throat (SAINT) model based on a scan of a
9-month-old child was used as the infant
model, as previously described [29, 30].

HFNT Circuit and Interfaces

The OptiflowTM system (Airvo 2, Fisher and
Paykel Healthcare, Auckland, New Zealand) was
used. An adult breathing circuit (P/N:
900PT552) was used with an adult nasal can-
nula (P/N: OPT ? 944). A pediatric breathing
circuit (P/N: 900PT531) was used with a pedi-
atric nasal cannula (P/N: OPT 318) and an
infant nasal cannula (P/N: OPT316). The Airvo 2
system features a humidifier with an integrated
flow source and was used in conjunction with a
nebulizer adapter. The nebulizer adapter was
positioned at the humidification chamber.

44 Pulm Ther (2019) 5:43–54



Nebulizer

Experiments were performed using the Aerogen
Solo, vibrating mesh nebulizer (Aerogen Ltd,
Galway, Ireland). The nebulizer performance
characteristics, measured using laser diffraction
(Spraytec, Malvern Instruments, Malvern, Uni-
ted Kingdom) as previously described [31], are
outlined in terms of average droplet size
(3.22 ± 0.02 lm volumetric median diameter)
and aerosol output rate (0.27 ± 0.02 ml/min).

Design of Experiments

Testing was completed according to a factorial
statistical design of experiments (DOE)
approach (Minitab 17 Statistical Software,
2010). Experimental runs were created to fit a
linear model or a quadratic model, depending
on the data generated, in order to establish the
conditions necessary to maximize the tracheal
dose with adult, small child, and infant
breathing patterns. The DOE approach auto-
matically randomized the order in which
experimental runs were completed. Thus, the
sample number for each experimental run is
dictated by the DOE. Testing was performed in
accordance with a DOE for adult, small child,
and infant breathing patterns. Inputs included
tidal volume, breath rate, and I:E ratio. Gas

flows used were as follows: 10 l/min for simu-
lated adult HFNT, 5 l/min for simulated small
child HFNT, and 2 l/min for simulated infant
HFNT. The input droplet size remained con-
stant for the purposes of the DOE.

Tracheal Dose

Nasal cannulas were positioned in the nose of
anatomically relevant nose–throat models, in
accordance with manufacturers’ instructions
(Fig. 1). The nose–throat models were con-
nected to a breathing simulator (Ingmar ASL
5000, Ingmar Medical, Pittsburgh, PA, USA) via
a collecting filter (RespirGard II 303, Baxter,
Ireland). Tracheal dose was determined by
quantifying the mass of drug captured on a filter
positioned distal to the trachea. The humidifier
was powered on and allowed to come to tem-
perature (37 �C) and a 1-ml dose of albuterol
sulfate (2 mg/ml) (GlaxoSmithKline Ltd,
Dublin, Ireland) was nebulized. Albuterol was
used as it is a commonly nebulized formulation
used in the characterization of aerosol drug-
delivery systems, and is specified for use as a
tracer aerosol in the international standard ISO
27427:2013 [32]. At the end of each dose
administration, the drug captured on a filter
was eluted using 10 ml of deionized water. The
mass of drug was quantified by means of UV

Fig. 1 Illustration of test arrangement employed. High-
flow nasal cannulas were positioned on adult, pediatric,
and infant head models, which were connected to a

breathing simulator via an absolute filter. The nebulizer
was positioned at the humidification chamber
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spectrophotometry at a wavelength of 276 nm
and interpolation on a standard curve of albu-
terol sulfate concentrations (200 to 3.125 lg/
ml). Results for tracheal dose were expressed as
the percentage of the nominal dose placed in
the nebulizer’s medication cup.

Breathing Profiles

Aerosol delivery was evaluated and compared
across a range of adult breathing profiles: nor-
mal, distressed, asthma, cystic fibrosis (CF) and
acute respiratory distress syndrome (ARDS).
Breathing parameters were selected for each
patient type based on previously reported
studies [23, 33–38] and are outlined in Table 1.
It is important to state that airway diseases of
this nature have a profound variability
depending on severity and acuity of illness.
Therefore, the breathing profiles listed should
not be considered an absolute, rather an esti-
mate based on parameters independently
reported in the literature to date.

Testing was completed at 50 l/min, in order
to simulate a clinically representative set-up.
Fifty liters per min is a gas flow that is com-
monly utilized for HFNT in the hospital setting
and has been employed in large multi-center
trials designed to assess the clinical utility of
HFNT [39]. In order to compare this study with
results reported in the literature, research com-
pleted by Reminiac et al. and Dailey et al. were
replicated.

Statistical Data Analysis

Following the completion of testing according
to the statistical DOE approach, a bar graph of
standardized effects was generated. If factors in
the linear model or the quadratic model
reached a 0.10 level of significance, it was con-
cluded that there was a significant relationship
between these factors and tracheal dose. Stu-
dent’s t tests were performed to determine sig-
nificant differences in tracheal dose between
various adult patient profiles. P values of\0.05
were considered statistically significant (Mini-
tab 17 Statistical Software, 2010).

Compliance with Ethics Guidelines

This article does not contain any studies with
human participants or animals performed by
any of the authors.

RESULTS

Adult Tracheal Dose

The values of tracheal dose (%) during simu-
lated HFNT using an adult nose–throat model
are outlined in terms of mean ± standard
deviation (Table 2). A bar graph of standardized
effects was generated by the DOE model (Fig. 2).
Tidal volume, breath rate, and I:E ratio were at
the 0.10 level of significance, indicating that all
three factors had a significant effect on tracheal
dose. I:E ratio had the greatest effect on tracheal
dose, followed by breath rate, and then tidal
volume. Under the test conditions used, the
optimal settings to maximize tracheal dose were

Table 1 Breathing parameters used for each adult patient
profile

Patient type Tidal
volume
(ml)

Breath rate
(BPM)

I:E
ratio

Normal 500 15 1:2

Distressed 750 30 1:1

Asthma 290 22 1:2.5

CF 429 22 1:2.5

ARDS 475 25 1:2

Reminiac et al. [21]

(normal)

500 15 1:1

Reminiac et al. [21]

(distressed)

750 30 1:1

Dailey et al. [22]

(normal)

500 16 1:2

Dailey et al. [22]

(distressed)

750 30 1:1

Reminiac et al. [21]

(normal infant)

25 40 1:3
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as follows; tidal volume 600 ml, breath rate
19.1, and I:E ratio 1:1.15. The graph also high-
lights the effect when settings of two factors are
changed together. The main area of focus in this
study was to establish how changes to a single
factor affect the mean of tracheal dose.

Small Child Tracheal Dose

The values of tracheal dose (%) during simu-
lated HFNT using a nose–throat model of a
small child are outlined in terms of mean ± s-
tandard deviation (Table 3). A bar graph of
standardized effects was generated by the DOE
model (Fig. 2). Tidal volume, breaths per min-
ute, and I:E ratio were at the 0.10 level of sig-
nificance, indicating that all three factors had a
significant effect on tracheal dose. Tidal volume
had the greatest effect on tracheal dose, fol-
lowed by I:E ratio and then breath rate. The
optimal settings to maximize tracheal dose are

as follows; tidal volume 250 ml, breath rate
40 BPM, and I:E ratio 1:1.

Infant Tracheal Dose

The values of tracheal dose (%) during simu-
lated HFNT using an infant nose–throat model
are outlined in terms of mean ± standard
deviation (Table 4). A bar graph of standardized
effects was generated by the DOE model (Fig. 2).
Tidal volume, breath rate, and I:E ratio were at
the 0.10 level of significance, indicating that all
three factors had a significant effect on tracheal
dose. Based on the results presented, tidal vol-
ume had the greatest effect on tracheal dose,
followed by I:E ratio, and then breath rate.

Effect of Breathing Profiles on Tracheal
Dose

Aerosol delivery was assessed across a range of
adult breathing profiles (normal, distressed,
asthma, CF, ARDS). Results of tracheal dose
deposition (%) for each breathing profile during
simulated HFNT at a gas flow of 50 l/min are
shown in Table 5 and Fig. 3. All testing carried
n = 3. Student’s t tests were performed to
determine significance in tracheal dose between
each patient type. Tracheal deposition was sig-
nificantly greater during simulated distressed
breathing, in comparison with normal (P value
= 0.035), Asthma (P value = 0.0009), CF (P value
= 0.0025) and ARDS (P value = 0.0016). To
compare the results reported in this study to
those in the literature, studies completed by
Reminiac et al. [21], Dailey et al. [22], and
Reminiac et al. [29] were replicated. Results
shown in our study were similar to those
reported in existing studies in the literature, and
are listed in Table 6.

DISCUSSION

This study details a systematic approach to
evaluate the effects of breathing pattern on the
amount of aerosol that could potentially reach
the lung during simulated HFNT. The design of
experiments approach provided a robust model,

Table 2 Tracheal dose [mean ± standard deviation (%)]
for testing completed according to the DOE using adult
breathing settings

Breath
rate
(BPM)

Tidal
volume
(ml)

I:E
ratio

Sample
number
(n)

Tracheal
dose (%)

5 300 1:3 n = 4 11.40 ± 0.57

1:1 n = 4 12.89 ± 1.18

450 1:1.5 n = 1 18.68

600 1:3 n = 4 17.61 ± 0.68

1:1 n = 4 19.50 ± 1.07

15 450 1:3 n = 1 20.59

1:1.5 n = 17 28.24 ± 1.77

600 1:1.5 n = 1 30.07

25 300 1:3 n = 4 9.56 ± 0.12

1:1 n = 4 29.28 ± 2.44

450 1:1.5 n = 1 25.22

600 1:3 n = 4 18.75 ± 1.50

1:1 n = 4 28.95 ± 1.97
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thus generating usable and representative data
without committing to exhaustive testing.
Anatomically relevant nose–throat models were
utilized to represent airways of adults, small
children, and infants, respectively. Aerosol
delivery efficiency increased with a large tidal
volume, a fast breath rate, and a long inspira-
tory time. Tidal volume, breath rate, and I:E
ratio had a significant effect on tracheal dose
across each simulated patient population. In
addition, aerosol delivery was assessed in a
range of patient profiles with clinically repre-
sentative test setups. The main trends that were
identified in the aforementioned statistical DOE
predicted aerosol delivery across patient
breathing profiles, in terms of tidal volume,
breath rate, and I:E ratio. To the best of our
knowledge, this is the first study to evaluate

aerosol delivery across a comprehensive range
of patient profiles during simulated HFNT.

Influence of Tidal Volume on Tracheal
Dose

Increasing tidal volume was associated with a
greater tracheal dose across adult, small child,
and infant breathing patterns (Tables 2, 3, 4).
This is consistent with several existing studies in
the literature for both HFNT and other modes of
respiratory drug delivery. Bhasyham et al. [12]
showed that aerosol output dose increased from
18.6% with a tidal volume of 150 ml to 25.4%
with a tidal volume of 300 ml during simulated
HFNT. El Taoum et al. [40] evaluated the deliv-
ery of aerosols via the nasal route with face
masks in a 7-month and a 5-year-old head

Fig. 2 Effects of tidal volume (a), breath rate (b), and I:E
ratio (c) on tracheal dose during simulated adult (i), small
child (ii), and infant (iii) breathing. Blue bars in the graph
show the factors that had a significant effect on the

tracheal dose (at the 0.1 level of significance). Gray bars
represent non-significant terms that were removed from
the model
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model. A higher tidal volume resulted in a
greater lung dose for jet nebulizers and vibrat-
ing mesh nebulizers. MacLoughlin et al. [41]
showed that variation in tidal volume was the
most important determinant for aerosol deliv-
ery to non-human primates. It is noteworthy
that tidal volume was the parameter with the
least effect during an adult breathing pattern,
but had the greatest effect in small child and
infant breathing. This may be due to the dif-
ferences in dead space across the head models
utilized, with tidal volume having a greater
influence when models with a lower dead
space/smaller airway geometry were employed.

Influence of Breath Rate on Tracheal Dose

A faster breath rate was associated with a greater
tracheal deposition across all breathing pat-
terns, with the exception of simulated infant
breathing. This is similar to the findings of
Reminiac et al. [21]; the respirable mass of drug
was significantly higher during simulated res-
piratory distress. Dailey et al. [22] showed that
with a distressed breathing pattern, aerosol
delivery was greater at 30 and 50 l/min than
with a quiet breathing pattern. This may be due
to the increased minute volume (increased tidal
volume and breath rate) seen across the dis-
tressed pattern, leading to greater aerosol
delivery efficiency. In both of these studies, it is
difficult to determine the effects of breath rate
independently, as tidal volume was altered
simultaneously with the breath rate. Here,
enabled by the design of the statistical DOE

Table 3 Tracheal dose [mean ± standard deviation (%)]
for testing completed according to the DOE using small
child breathing settings

Breath
rate
(BPM)

Tidal
volume
(ml)

I:E
ratio

Sample
number
(n)

Tracheal
dose (%)

20 50 1:3 n = 4 5.60 ± 0.34

1:1 n = 4 6.83 ± 0.27

150 1:1.5 n = 1 14.78

250 1:3 n = 4 12.62 ± 0.48

1:1 n = 4 16.40 ± 0.45

30 150 1:3 n = 1 8.46

1:1.5 n = 17 13.84 ± 0.42

250 1:1.5 n = 1 16.32

40 50 1:3 n = 4 6.21 ± 0.24

1:1 n = 4 10.64 ± 0.48

150 1:1.5 n = 1 15.37

25 1:3 n = 4 9.94 ± 0.76

1:1 n = 4 22.85 ± 0.63

Table 4 Tracheal dose [mean ± standard deviation (%)]
for testing completed according to the DOE using infant
breathing settings

Breath
rate
(BPM)

Tidal
volume
(ml)

I:E
ratio

Sample
number
(n)

Tracheal
dose (%)

30 5 1:3 n = 4 4.15 ± 0.88

1:1 n = 4 3.45 ± 0.89

50 1:3 n = 4 13.54 ± 0.60

1:1 n = 4 13.91 ± 2.10

45 27.5 1:1.5 n = 15 9.35 ± 1.03

60 5 1:3 n = 4 2.46 ± 1.17

1:1 n = 4 4.94 ± 0.94

50 1:3 n = 4 12.13 ± 0.80

1:1 n = 4 12.98 ± 1.35

Table 5 Tracheal dose [mean ± standard deviation (%)]
for each adult breathing profile

Breathing profile Tracheal dose (%)

Normal 5.32 ± 0.79

Distressed 9.88 ± 1.00

Asthma 3.73 ± 0.66

CF 5.32 ± 0.59

ARDS 5.29 ± 0.27
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Table 6 Results of tracheal dose for a normal and distressed adult breathing pattern (left) in comparison with results
obtained in previous studies (right)

Normal Distressed Normal
Reminiac et al. [21]

Distressed
Reminiac et al. [21]

30 l/min 9.63 15.02 6.70 10.30

45 l/min 6.20 9.88 3.50 6.70

60 l/min 4.58 7.65 3.00 5.10

Normal Distressed Normal

Dailey et al. [22]

Distressed

Dailey et al. [22]

10 l/min 19.90 21.76 26.70 13.00

30 l/min 12.08 15.02 11.60 33.00

50 l/min 4.61 11.64 3.50 25.00

Normal infant Normal infant
Reminiac et al. [21]

2 l/min 2.08 0.52

4 l/min 4.36 3.29

8 l/min 5.27 4.15

Fig. 3 Illustration tracheal dose [mean ± standard deviation (%)] for each adult breathing profile. P values are included to
show significance
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model and the number of test runs completed
across each breath rate, authors were enabled to
compare breath rate independently while tidal
volume and I:E ratio remained constant. For
spontaneously breathing adult, small child, and
infant breathing patterns, breath rate had a
significant effect on aerosol delivery.

Influence of I:E Ratio on Tracheal Dose

A longer inspiratory phase was associated with a
greater inhaled dose across all breathing pat-
terns (Tables 2, 3, 4). The optimal I:E ratio was
1:1.15 for simulated adult breathing, 1:1 for
simulated small child breathing, and 1:1 for
simulated infant breathing. This finding is
consistent with that of Bauer et al. who noted a
greater inhaled dose with longer inspiratory
times in simulated COPD breathing in vitro,
while using a jet nebulizer. The authors con-
cluded that longer inspiratory times during
nebulized drug administration in patients with
COPD may lead to increases in the emitted and
delivered amount of drug [42]. This may be due
to a longer inspiratory time facilitating an
increase in aerosol delivery, while losses are
minimized with a rapid expiratory phase.

Effect of Breathing Profiles on Tracheal
Dose

Tracheal dose was assessed in a range of adult
patient profiles across clinically representative
test setups. Main trends that were identified in
the aforementioned statistical DOE predicted
aerosol delivery across patient types, essentially
validating the DOE model. Aerosol delivery was
significantly greater for simulated distressed
breathing in comparison to normal adult,
asthma, CF, and ARDS (Fig. 3). The distressed
breathing profile had the highest tidal volume,
the longest inspiratory time, and the fastest
breath rate. This finding is similar to that of
Bauer et al. who noted a greater inhaled dose
with longer inspiratory times in simulated
COPD breathing in vitro while using a jet neb-
ulizer [42].

A similar trend was observed when we repe-
ated the study of Reminiac et al. [21]. A

distressed breathing pattern was associated with
a greater tracheal dose compared to normal
quiet breathing and tracheal dose increased
with decreasing gas flow. The tracheal deposi-
tion rates that we reported are slightly higher
than those noted by Reminiac and colleagues.
We hypothesize that these differences are
explained by the head models used. We per-
formed testing on an airway model of the adult
nose–throat region (nasal cavity, pharynx, and
larynx), while Reminiac et al. [21] utilized a
thermoplastic polymer nasal cast model. These
models may have varying airway geometries. El
Taoum et al. [40] showed that the choice of
head model significantly affects lung dose.

In relation to the study completed by Dailey
et al., we found similar results at 30 l/min and
50 l/min. However, deposition rates reports by
Dailey et al. are much higher for distressed
breathing. This is most likely due to the fact
that no head model was utilized, rather the drug
was captured directly on a filter that was posi-
tioned distal to the nasal cannula and therefore
did not account for deposition losses within the
nasal passages of a head model.

In order to replicate the study of Reminiac
et al. [29], aerosol delivery was assessed in the
same head model: a 9-month-old head model
(SAINT). Our results were similar to the findings
of that study, where a decrease in aerosol
delivery was concurrent with an increasing gas
flow.

Study Limitations

It is noteworthy that there were some parame-
ters utilized in the DOE that are not realistic
breath settings, for example a breath rate of 5
BPM during simulated adult breathing. Param-
eters of this nature were employed to provide a
broad range for generation of the most appro-
priate model. Therefore, these were utilized to
show trends in aerosol delivery across specific
breathing parameters. Subsequent testing
detailed tracheal deposition during physiologi-
cally relevant breathing profiles with clinically
representative test setups.

This article documents aerosol deposition on
a filter at the level of the trachea, not the lower
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respiratory tract. Usmani and colleagues previ-
ously measured regional lung deposition of
albuterol in asthmatic subjects, and highlighted
the importance of regional targeting for bron-
chodilator effect [21]. It is vital to emphasize
that the difference between tracheal and lower
respiratory tract deposition will undoubtedly
affect clinical outcomes. However, the intent of
this study was to predict the main effects in so
far as they could be controlled in a bench
model.

CONCLUSIONS

Our findings indicate that a greater tracheal
dose was associated with a large tidal volume, a
rapid breath rate, and a long inspiratory time.
Tidal volume, breath rate, and I:E ratio all had a
significant effect on tracheal dose. The main
trends that were identified in the statistical DOE
predicted aerosol delivery across patient
breathing profiles. Furthermore, this is the first
study to compare aerosol delivery across a range
of breathing profiles during simulated HFNT.
This article will be of considerable benefit in
increasing the understanding of aerosol delivery
during HFNT, an increasingly adopted thera-
peutic intervention.
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