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Abstract

Background: Nasal septum perforations (NSP) have many uncomfortable symptoms
for the patient and a highly negative impact on quality of life. NSPs are closed using
patient-specific implants or surgery. Implants are created either under anesthesia using
silicone impressions or using 3D models from CT data. Disadvantages for patient safety
are the increased risk of morbidity or radiation exposure.
Materials and methods: In the context of otorhinolaryngologic surgery, we present a
gentle approach to treating NSP with a new image-based, contactless, and radiation-
free measurement method using a 3D endoscope. The method relies on image
information only and makes use of real-time capable computer vision algorithms to
compute 3D information. This endoscopic method can be repeated as often as desired
in the clinical course and has already proven its accuracy and robustness for robotic-
assisted surgery (RAS) and surgical microscopy. We expand our method for nasal
surgery, as there are additional spatial and stereoperspective challenges.
Results: After measuring 3 relevant parameters (NSP extension: axial, coronal, and NSP
circumference) of 6 patients and comparing the results of 2 stereoendoscopes with
CT data, it was shown that the image-based measurements can achieve comparable
accuracies to CT data. One patient could be only partially evaluated because the NSP
was larger than the endoscopic field of view.
Conclusion: Based on the very good measurements, we outline a therapeutic
procedure which should enable the production of patient-specific NSP implants based
on endoscopic data only.
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In ENT surgery and especially in rhinol-
ogy, it is of great importance that the
nasal cavity and its ventilation system
are free of disturbances and are func-
tional at the same time. A disturbance
of the airflow represents amajor impair-
ment of the patient’s quality of life. This
is especially true for the clinical picture
of nasal septum perforation (NSP).

In NSP, breathing is impaired by the con-
tinuity defect in the cartilaginous or bony
portion of the nasal septum, lacking the

mucoperichondrial or mucoperiosteal lin-
ing. In . Fig. 1a, the anatomical details of
a wet specimen are shown in cross-section
with an overview of the location of the
nasal septum, while a perforation under
endoscopic view is shown in . Fig. 1b.

Nasal septum perforation can lead to
multiple and uncomfortable symptoms,
such as restricted breathing, nosebleeds,
dry or reflexively overly moist nose, and
sleep disturbances. Therefore, closure of
the septum is indicated to restore con-
stant nasal airflow. Currently, there are
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Fig. 18 Illustration of nasal septum anatomy. aWet preparation—cross section.b Endoscopic view
of nasal septumperforation

two strategies for the treatment of NSP
symptoms: (1) the use of nurturing sprays
and ointments to relieve symptoms, and
(2) causal surgical or nonsurgical closure
of the perforation. The perforation can
be temporarily closed with nasal septal
implants that can be inserted or perma-
nently surgically closed with autologous
tissue. Implants are fabricated using ana-
log and digital models. The models are
generated either from silicone impressions
under general or local anesthesia or from
computed tomography (CT) data. How-
ever, both methods have an impact on
patient safety as they increase the risk of
morbidity or breach radiation hygiene.

Objectives

This work addresses the nonsurgical treat-
ment of NSP with temporary occlusion.
For this purpose, we present a new im-
age-based, non-contact andnon-radiation
measurement method using a stereo en-
doscope. We compare the three-dimen-
sional (3D) endoscope measurement re-
sultswithgold standardCTdata. The result
of this workwill contribute to the extent to
which endoscopic/image-based measure-
ment methods can replace/complement
established therapeutic approaches to re-
duce patient risk in the future.

Clinical description of NSP

The cross-layer defect of the nasal septum
(. Fig. 1b) alters the velocity and volume
flow in the nasal cavity. These factors are
knowntobecritical fornasal functionssuch
as olfaction, filtration, heating, andhumid-

ification of inhaled air [10, 26]. Posterior
and smaller perforations tend to cause
fewer symptoms due to the continued hu-
midifying effect of the nasal mucosa and
turbinates [2, 23]. Theprevalenceofanasal
septal defect ranges from 0.9% to 2.1%
in the population and can be as high as
25%after septoplasty [7, 13, 15, 24]. There
is no known association between septal
defect and factors such as age, gender, or
geographic location. The causes of NSP
are diverse, and various etiologies such
as traumatic perforation, occupational ex-
posure, personal habits, substance abuse,
topical or systemic medication, and cer-
tain autoimmune diseases are known [4,
8, 16, 25, 28, 32].

Standard treatment of NSP

In principle, a nasal septal defect should
be closed surgically if its size allows this
[20, 21]. A restoration by means of an
industrially manufactured or individually
adapted button is always a compromise
solution. Nonsurgical NSP therapy by tem-
porary closure is performed with implants,
so-called nasal septal buttons. These im-
plants can be manufactured in one piece
as well as in two pieces with magnets
(. Fig. 2c,g). A 3D model is generated
from the CT data using computer-aided
design (CAD) software (. Fig. 2a). A physi-
calmodel is thenproduced fromthevirtual
datausingcomputer-aidedmanufacturing
(CAM) in a 3Dprinter (. Fig. 2b). Using this
printed model, the two-piece septal but-
ton with magnets is fabricated (. Fig. 2c).
The finished two-piece septal buttonmust
be stress-free and flush with the model

(. Fig. 2d). Analog impressions (. Fig. 2e)
provide another option for representing
an NSP. A plaster model is fabricated
from these impressions (. Fig. 2f). Due
to the size limitation of the perforation to
be molded with silicone of approx. 3 cm2,
a one-piece implant is usually fabricated
for the NSP (. Fig. 2g). A septal button
in the analog plaster model is shown in
. Fig. 2h; here, likewise, the margins must
be stress-free and flush. Industrially fabri-
cated implants are almost obsolete due to
their poor fit and the associated crust for-
mation. This can lead to an enlargement
of the perforation under the cofactors of
local infection, manipulation by the pa-
tient or physician during cleaning, and
mucosal necrosis due to inadequate care.
In addition, inaccurately fitting buttons
can lead to pressure points and mucosal
necrosis and may result in enlargement
of the perforation. The septal button is
inserted through the nostril into the cor-
responding NSP after decongestion of the
mucosa with the application of a topical
local anesthetic. Two-piece septal buttons
are connected to each other through the
septal defect using magnets or push but-
tons. In general, implants are used when
surgery is contraindicated for patients. In
addition, therapy should begin as early as
possible, since increasingperforationcom-
plicates individual treatment and leads to
worsening of symptoms.

However, all methods have disadvan-
tages from the patient’s point of view: pre-
fabricated implantsarenotpatient-specific
and have a poor fit, which can lead to
crust formation. Silicone impressions are
limited in size as they have reduced sta-
bility for very large defects due to lack of
bearing surfaces/anchor points, they re-
quire anesthesia, and can lead to injury
(increased risk of morbidity). By compari-
son, CT data contravene radiation hygiene.
Each procedure independently requires an
anatomical survey of the usually noncir-
cular perforation. Typical perforations can
range from a few submillimeters to sev-
eral centimeters. When sizing, it is also
important to measure the vertical as well
as the horizontal length of the perforation
(. Fig. 3). In particular, the vertical perfo-
ration height plays a key role in the success
of therapy because it has a direct impact
on the tension between the floor of the
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Fig. 29Manufacturing
process for nasal septal
buttons. a–d Computed
tomography scans,e–h sili-
cone impression

Fig. 39 Computed to-
mography scan: determi-
nationof nasal septumper-
foration expansion in hor-
izontal and vertical direc-
tion

Fig. 48 Corresponding feature points in left (a) and right (b) stereo viewof nasal septumperforation
for right nasal cavity

nose and the bridge of the nose [4, 9]. In
addition, subsequent surgical treatment is
not excluded. Several techniques with dif-
ferent success rates have been described
for surgical treatments. They are based on
twobasic principles: (1) theuseofmucosal
flaps and (2) the insertion of an interposi-
tional element between the two mucosal
surfaces [6, 14, 20–23]. However, consid-

eration must always be made regarding
the particular therapeutic method, as pa-
tients with high-grade septal deviations in
particular may suffer from active bleeding.
Here, we see a relative contraindication to
immediate treatment in theacutebleeding
situation. Furthermore, in patients with an
active local infection or when drugs are
to be applied intranasally, the advantages

and disadvantages of the respective treat-
ment must be critically reconsidered [4,
12, 17].

Endoscopic 3D measurement in
surgery

Image-based radiation-free 3D measure-
menttechniqueshavealreadybeenusedin
other surgical disciplines where intraoper-
ative support is of great interest, including
robotic surgery, 3D laparoscopy, or surgical
microscopy [1, 3, 11, 19, 30]. The main dif-
ferences fornasal surgeryareasmallerfield
of view and strong perspective variations
due to more extreme stereoscopic view-
ing angles compared to visceral surgery
and surgical microscopy. Considering all
therapeutic, technical, and surgical condi-
tions, there is therefore a high demand for
the development of a non-contact and ra-
diation-free measurement method for the
creation of patient-specific anatomical 3D
implants while increasing patient safety
and implant quality.
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Table 1 Overview of the study group
No Sex Age NSP duration

(months)
Reason for NSP

1 Male 36 J 38 Drug abuse

2 Male 56 J 480 Late sequelae/complicationseptoplasty

3 Female 35 J 52 Granulomatosis with polyangiitis/Wegener’s granu-
lomatosis

4 Female 52 J 84 Late sequelae/complicationseptorhinoplasty

5 Male 81 J 264 Trauma

6 Male 33 J 26 Late sequelae/complicationseptoplasty

Methodology

We use a stereo endoscope to capture the
nasal septal defect in order to calculate
a3Ddigital anatomicalmodel. For thispur-
pose, wedetermine corresponding feature
points that describe the same anatomi-
cal landmarks for both stereo views (see
. Fig. 4). From this, the so-called stereop-
arallax or binocular disparity can be cal-
culated. In this manner we can perform
image-based measurements using trian-
gulation with known camera properties
(including focal length) to reconstruct rel-
evant 3D information from the endoscopic
image data.

Study group

Our method was evaluated with the
agreement of six patients of different sex,
age, and with varying causes of NSP (see
. Table 1). The study group comprised
three young adults (33–36 years old),
two middle-aged individuals (52–56 years
old), and one older adult (81 years old)
with different etiologies and duration of
septal defect since the initial diagnosis.

Imaging and analysis

The stereoscopic images were acquired
with two different stereo endoscopes. The
first endoscope is from the company XION
MEDICAL GmbH, Berlin, Germany, andwas
specifically designed for ENT procedures.
The second endoscope is a 3D laparoscope
from Schölly Fiberoptic GmbH, Denzlin-
gen, Germany. Data from patients no. 2,
3, and 5 were acquired with the ENT endo-
scope (4mm diameter, 0° optics, 80° aper-
ture angle, 60 frames per second [fps], no
zoom capability, focus changeable), while
data from patients no. 1, 4, and 6 were

acquired with the 3D laparoscope (10mm,
0° optics, 72° aperture angle, 25 fps, no
zoom capability, focus not changeable).
Both endoscopic systems have an image
resolution of 1920× 1080 pixel per stereo
channel. Our method is divided into sev-
eral steps and relies on real-time image-
processing algorithms [29]. First, the 3D
endoscope must be calibrated since the
measurement applications and stereo im-
age processing are tightly coupled. Cal-
ibration of an optical image processing
system is an offline pre-processing step
that calculates the optical camera param-
eters such as focal length, stereo base, and
lens distortions. The calibration data are
valid only for a fixed setting of zoom and
focus. If the magnification or the focus
level is changed, this will influence the
measurement accuracy. For this purpose,
we use a device-independent calibration
using a checkerboard-like reference body
[18, 31]. Furthermore, the calibration pro-
cedureusedherediffers fromknownmeth-
ods byusingamodel-based approachwith
gradient descent and image registration
for correlation with the reference plane
[5]. The complete 3D reconstruction and
measurementchainconsists of three steps:
(1) stereo rectification, (2) stereoparallax/
disparity estimation, and (3) metric survey
of the scene. The stereo image is rectified
by detecting robust feature points ([33];
. Fig. 4) to derive a homography matrix
that guarantees that the stereo images are
free of vertical disparities. Then, disparity
estimation [27] is performed using the cor-
rected image pairs. The subpixel accurate
disparityestimationconsiders temporal–s-
patial dependencies between correspon-
dence points to be determined. In this
process, the correspondences are deter-
mined locally. The iterative and indepen-
dent distribution of the correspondences

guarantees that theentire scene is globally
updatedwhilemaintaining temporal–spa-
tial consistency. After a short initialization
phase of 20 stereo image pairs, we obtain
a complete representation of the scene as
a disparity map. Finally, we reconstruct
the NSP anatomy to scale from the com-
puted disparity maps and the predeter-
mined camera calibration data. On the
reconstructed endoscopy data, we then
measurethehorizontal andverticaldimen-
sions using point-to-point measurements
as well as the perimeter of the perforation
directly in the image. The perimeter is cal-
culatedbyaccumulatingmultiplepoint-to-
point measurements. For the comparison,
there was no registration of the measure-
ment points to the CT data. But at the
same time, the comparisonmeasurements
between endoscopy images and CT data
were performed on the same anatomical
sites.

Results

The perforations of all six patients were
imaged with one of the endoscopes de-
scribed. The existing perforations are
shown in . Fig. 5 with selected measure-
ment points. . Table 2 gives an overview
of the image-based measurement results
and compares them with the existing
CT measurements. The slice thickness
of the CT data is 0.5mm for patient 1
and 0.625mm for all the rest. The corre-
sponding DICOM data were analyzed with
the ImFusion Suite software (ImFusion
GmbH, Munich, Germany). For all patients
except patient 1, the axial and coronal
axes as well as the extent of perforation
were determined. The relative deviations
were within the required measurement
accuracy of 5%. The mean of all absolute
differences is 0.28mmwith a standard de-
viation (SD) of 0.146mm for the axial axis
and 0.16mm with an SD of 0.09mm for
the coronal axis, and 0.904mmwith an SD
of 0.769mm for the circumference. For all
measurements performed, the absolute
errors were less than 0.5mm and thus can
provide comparable measurements to CT
data. There are no significant differences
between the two endoscopic systems in
terms of accuracy and measurement un-
certainty. The measurement accuracy in
this case is determined by the parameters
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Fig. 58Overviewof thenasal septumperforationsof thestudygroup from.Table 1andvisualizationof theaxial andcoro-
nalmeasurementpoints.Thecorrespondingmeasurement resultsare shownin.Table 2. aPatient1,bpatient2, cpatient3,
d patient 4, e patient 5, f patient 6

Fig. 68Overviewofpatient anatomieswithnasal septumperforations as textured3Dpoint clouds.a
Patient 1,b patient 2, c patient 3, d patient 4, e patient 5, f patient 6

of the stereo system: focal length, stereo
base, image resolution, pixel size, as well
as the most distant point included in
the measurement. Patient no. 1 requires
further explanation (. Fig. 5a), as the pro-
posed method did not allow a meaningful
axial measurement to be acquired and
therefore no determination of the circum-
ference. There are two main reasons for
this. First, it was not possible to record
the perforation extent with a single image
because the endoscopic field of view was
exceeded in the axial dimension due to
the extreme size of the perforation of
4.50 cm.

Furthermore, importantareascouldnot
becalculatedduetostereoscopicocclusion
causedbyanacute viewingangle. Second,
image quality was negatively affected by
camera motion blur and by condensation
on the endoscope optics due to breath-
ing. Motion blur occurs on both lenses,
while condensation can also occur on only
one lens. In both cases, the image qual-
ity decreases sharply and it is no longer
possible to find reliable correspondences
fromwhich to calculate the required depth
information.

In addition to the purely image-based
relevant surveyparameters, the associated

3D point clouds (see . Fig. 6) were also
fully computed to enable targeted 3Dvisu-
alization forquantitativeassessmentof the
anatomy. The image-based 3D reconstruc-
tion method used here has already been
evaluated in robotic-assisted surgery on
3D reference anatomies of porcine cadav-
ers. It is real-time capable and provides
very accurate measurement results with
very low error rates in the target/actual
comparison to the known reference vari-
able [1]. Thus, the results obtained here
confirm the general performance of the
3D reconstructionmethod for another sur-
gical domain, with additional challenges
for the algorithms resulting from the com-
plex nasal anatomy as well as the difficult
stereo-perspectives viewing angles.

Discussion and outlook

We have presented a new image-based
approach for measuring key anatomy pa-
rameters in NSP using a 3Dendoscope and
compared it with CT data. Our method
shows accurate and precise measurement
results with small relative deviations in the
submillimeter range for determining the
true-to-scale dimension of the NSP in the
horizontal and vertical directions, as well
as determining the perforation circum-
ference. With the image-based method,
the mucosal defect can be precisely de-
tected, but in contrast to the CT-based
method, there is no optical detection of
the cartilage defect, which can be sig-
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Table 2 Evaluation and comparison ofmeasurement results for stereo endoscope and computed tomography (CT) data
Stereo-endoscopic measurement (mm) CT measurement (mm) Relative measurement deviation (%)

No. Axial Coronal Circumference SD Axial Coronal Circumference Voxel size Axial Coronal Circumference

1 – 18.8 – 0.3 45.0 19.1 12.30 0.6 – 1.57 –

2 9.60 7.30 27.96 0.2 9.20 7.40 27.30 0.6 4.35 1.35 2.42

3 15.5 11.8 44.39 0.2 15.3 11.5 44.70 0.6 1.31 2.61 0.69

4 11.3 15.1 43.50 0.2 11.1 15.0 42.30 0.6 1.80 0.67 2.84

5 7.40 5.60 20.20 0.4 7.50 5.40 20.30 0.6 1.33 3.70 0.49

6 24.4 9.9 63.05 0.7 24.9 10.0 60.80 0.6 2.01 1.00 3.70

nificantly larger than the mucosal defect.
Currently, the measurements are still per-
formed with a 2D image. Graphical CT
measurements continue to have the ad-
vantage that present septal deviations as
well as individually adapted buttons can
be better recorded or integrated. This also
applies to the recording of the thickness of
the septum at the anterior and posterior
perforation margin. Furthermore, it is al-
ready possible to generate high-resolution
3D point clouds, which allow for a quanti-
tative as well as qualitative assessment of
the patient’s anatomy by surgeons and, in
addition, allow one to capture the afore-
mentioned challenges in comparisonwith
CT measurements.

The next steps will be to investigate the
practical feasibility of this approach, which
is gentle for the patient, in order to replace
the two current nonsurgical methods (CT
scan, silicone impression) for thetreatment
of NSP. Among other things, the proce-
dure needs to be extended so that the
crucial NSP parameters can be measured
for all perforation sizes. This is especially
true for nasal septal defects larger than
approximately 3 cm2, where the surgical
scene cannot be capturedwith a single im-
age. The treatment of large septal defects
can be approached promisingly with the
evidence provided here of highly accurate
measurement results from single images.
For this purpose, the measurements and
the surface reconstruction for both nos-
trils will be registered and fused to each
other with so-called 3D mosaic and SLAM
(simultaneous localization and mapping)
methods to form a global 3D model, so
that this can be used for 3D printing of
the implant and easily integrated into the
existing workflows.

Practical conclusion

4 Intraoperative image-based measure-
ment procedures with three-dimensional
endoscopes achieve comparable mea-
surement values to computed tomogra-
phy (CT) data while avoiding radiation
exposure and can be repeated as often as
required in the clinical course.

4 Endoscopes are inexpensive sensors com-
pared to CT devices with the possibility
to specifically extend their functionality
by additional artificial intelligence algo-
rithms.

4 Three-dimensional reconstruction from
endoscopic image data forms the basis for
future augmented reality applications in
all surgical disciplines.

4 Three-dimensional reconstruction meth-
ods form the general basis for patient-
specific implant solutions in ENT surgery.
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