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Spike vs nucleocapsid SARS-CoV-2 antigen detection: application
in nasopharyngeal swab specimens
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Abstract
Public health experts emphasize the need for quick, point-of-care SARS-CoV-2 detection as an effective strategy for controlling
virus spread. To this end, many “antigen” detection devices were developed and commercialized. These devices are mostly based
on detecting SARS-CoV-2’s nucleocapsid protein. Recently, alerts issued by both the FDA and the CDC raised concerns
regarding the devices’ tendency to exhibit false positive results. In this work, we developed a novel alternative spike-based
antigen assay, comprising four high-affinity, specific monoclonal antibodies, directed against different epitopes on the spike’s S1
subunit. The assay’s performance was evaluated for COVID-19 detection from nasopharyngeal swabs, compared to an in-house
nucleocapsid-based assay, composed of novel antibodies directed against the nucleocapsid. Detection of COVID-19 was carried
out in a cohort of 284 qRT-PCR positive and negative nasopharyngeal swab samples. The time resolved fluorescence (TRF)
ELISA spike assay displayed very high specificity (99%) accompanied with a somewhat lower sensitivity (66% for Ct < 25),
compared to the nucleocapsid ELISA assay which was more sensitive (85% for Ct < 25) while less specific (87% specificity).
Despite being outperformed by qRT-PCR, we suggest that there is room for such tests in the clinical setting, as cheap and rapid
pre-screening tools. Our results further suggest that when applying antigen detection, one must consider its intended application
(sensitivity vs specificity), taking into consideration that the nucleocapsid might not be the optimal target. In this regard, we
propose that a combination of both antigens might contribute to the validity of the results.
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Introduction

In December 2019, a novel zoonotic coronavirus (SARS-
CoV-2), identified initially in Wuhan, China, led to the pan-
demic known as COVID-19 [1]. While some affected individ-
uals are asymptomatic, others exhibit mild symptoms such as

fever and cough with some deteriorating to pneumonia, severe
acute respiratory syndrome, and death [2, 3]. According to
recent updates (February 2021), the estimated death toll for
this worldwide pandemic is about 2M people with over 100M
verified cases (https://www.worldometers.info/coronavirus/).

With FDA-approved vaccines emerging only recently
(Pfizer and Moderna RNA-based and Oxford-AstraZeneca
viral-based vaccines, December 2020), the primary tools for
limiting the spread of the disease and driving down the basic
reproduction number (R0) are diagnosis, surveillance, and
quarantine [4]. The gold standard for COVID-19 diagnosis
is nucleotide-based testing (qRT-PCR) of viral RNA in naso-
pharyngeal swabs, collected from the upper respiratory tracts
of suspected individuals. This test is sensitive and specific, but
is both expensive and time consuming. The gap between the
ability to perform qRT-PCR in a timely manner and the need
to apply rapid containment of infected individuals is a major
limitation, preventing fully effective curtailing of infection
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chains, a key factor in disease control. There is therefore a
critical demand for alternative, rapid diagnostic tests which
are cheap and easy to perform and can serve for high-
throughput routine screening and/or triage of infected individ-
uals at the doctor’s office (point-of-care) or in the community.
Accordingly, many antigen diagnostic kits were developed,
some of which were emergency approved by the FDA and
are now commercially available for use for SARS-CoV-2 de-
tection [5].

Most of the FDA-approved commercial antigen kits (12
out of 13) target the nucleocapsid (NC). This protein, enclosed
within the viral lipid membrane, is one of four structural pro-
teins encoded by the SARS-CoV-2 positive-sense RNA viral
genome. On November 3, 2020, the CDC issued a lab alert,
expressing concerns regarding a potential for false positive
results when implementing antigen tests for rapid detection
of COVID-19, especially in the community [6]. A similar
warning was issued by the FDA [7]. While this might be an
inherent limitation of antibody-based tests, it could possibly
be mitigated by targeting a different antigen. One such poten-
tial target is the spike protein (S). This protein is part of SARS-
CoV-2 outer membrane [8] and is responsible for the crown-
like protrusions that are a characteristic of coronaviruses.
There are several publications demonstrating SARS-CoV-2
detection via its spike protein [9–17]. However, most only
demonstrate detection of the spike protein itself or implement
virus-like particles [9–15, 17]. Only one work [16], applying a
highly sensitive field-effect transistor-based biosensor,
showed direct SARS-CoV-2 detection from swab specimens
of three hospitalized patients. None of the abovementioned
assays addresses the issue of sensitivity and specificity in a
large cohort of nasopharyngeal swabs.

In this work, we wanted to assess the potential use of the
spike protein as a target for SARS-CoV-2 detection from na-
sopharyngeal swabs. To this end, we implemented our recent-
ly developed monoclonal anti-spike antibodies [18, 19] in an
in-house antibody-based test for SARS-CoV-2 detection via
its spike protein. For comparison, we developed an additional
in-house test, targeting the nucleocapsid. The sensitivity and
specificity of both tests were evaluated for detection of
COVID-19 in a large cohort of nasopharyngeal swabs of both
symptomatic and asymptomatic qRT-PCR positive and nega-
tive individuals.

Materials and methods

Antigens and antibodies Nucleocapsid - SARS-CoV-2 nucle-
ocapsid phosphoprotein’s sequence (GenBank accession:
YP_009724397.2) was codon-optimized for Escherichia coli
expression, then synthesized and cloned (EcoRI,NotI) in pET-
28a(+) expression vector, by Twist Bioscience (Twist
Bioscience, USA). The Tobacco Etch Virus (TEV) Protease

consensus sequence was added downstream to the 6xHis-tag
coding sequence in the NC C-terminus. The resulting plasmid
DNA was maintained in a T7 Expressing lysY Competent
E. coli strain (New England Biolabs, France) and the trans-
formed bacteria were cultured in terrific broth (100 μg/ml
ampicillin, 250 rpm, 37 °C). For protein expression, an over-
night culture was adjusted to 0.1 optical density (at OD
600 nm) in the same medium, induced (0.1 mM IPTG at 1
OD 600), and incubated overnight at 15 °C. Cell pellet was
harvested and lysed using Bugbuster® Master Mix lysis buff-
er (Merck Millipore, USA) according to the manufacturer’s
protocol. Urea 8 Mwas added to the pellet and the NC protein
was purified using HIS-Select® Nickel affinity gel (Sigma-
Aldrich, USA) according to the manufacturer’s instructions.

Spike - A stabilized soluble version of the SARS-CoV-2
spike protein was designed by inclusion of proline substitu-
tions at positions 986 and 987, and disruptive replacement of
the furin cleavage site RRAR (residues at position 682–685)
with GSAS, as reported [20]. The SARS-CoV-2 spike glyco-
protein (s2p) and S1 subunits were generated as previously
described [18].

SARS-CoV-2 virus was cultivated as described in [21] on
VERO E6 cells. SARS-CoV-2 (GISAID accession
EPI_ISL_406862) was provided by Bundeswehr Institute of
Microbiology,Munich, Germany. Handling and working with
SARS-CoV-2 virus were conducted in a BSL3 facility in ac-
cordance with the biosafety guidelines of the Israel Institute
for Biological Research (IIBR).

Antibodies: Polyclonal anti NC protein antibodies were
prepared by immunizing rabbits with 100 μg of purified pro-
tein in incomplete Freund’s adjuvant by subcutaneous injec-
tion. The vaccination regime included a prime and two boost
doses, given in 4-week intervals. Serumwas collected 10 days
post the second boost. Monoclonal anti-SARS-CoV-2
Receptor-Binding-Domain (RBD), N-Terminal-Domain
(NTD), and NC antibodies were isolated from a phage-
display library, constructed from COVID-19 patients showing
substantial illness and panned against plate adhered spike and
nucleocapsid as previously described [18, 19, 22]. Antibodies
were expressed and purified as described [18].

Antibody labelingBiotinylation of IgG purified antibody frac-
tions was carried out using sulfo-NHS-SS-biotin
[ s u l f o succ in im idy l - 2 - ( b i o t i n am ido ) e t hy l - 1 , 3 -
dithiopropionate; Pierce 21331] according to the manufac-
turer’s instructions. A calculated average number of 4 biotin
molecules per antibody was determined by the HABA ([2-(4-
hydroxyazobenzene] benzoic acid) method (Pierce 28050).

Biolayer interferometry for affinity measurements and epi-
tope binding Binding studies were carried out using the
Octet system (ForteBio, USA, Version 8.1, 2015) that mea-
sures biolayer interferometry (BLI) as previously described
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[18]. All steps were performed at 30 °C with shaking at
1500 rpm in a black 96-well plate containing 200 μl solution
per well. For affinity measurements, streptavidin-coated bio-
sensors were loaded with biotinylated antibodies (5 μg/ml) to
reach 1-nm wavelength shift followed by a wash. The sensors
were then reacted for 300 s with increasing concentrations of
RBD/NTD (association phase) and then transferred to buffer-
containing wells for another 600 s (dissociation phase).
Binding and dissociation were measured as changes over time
in light interference after subtraction of parallel measurements
from unloaded biosensors. Sensorgrams were fitted with a 1:1
binding model using the Octet data analysis software 8.1
(Fortebio, USA, 2015), and the presented values are an aver-
age of several repeated measurements (at least two repeats).
For binning experiments of antibody pairs, antibody-loaded
sensors were incubated with a fixed S1 concentration
(200 nM), washed and incubated with the non-labeled anti-
body counterpart. For concomitant binding, antibodies were
consecutively loaded on the pre-existing antibody-antigen
complex, with no regeneration step.

Assay development The developed assay was a 3-step sand-
wich ELISA, based on time-resolved fluorescence (TRF)
using europium lanthanides. Lanthanide molecules are
characterized by a long half-life and a large stock shift, thus
enabling better differentiating between background and sig-
nal, resulting in higher signal-to-noise ratios. A 50 μl solu-
tion of the capture antibodies (in 50 mM Na2CO3, pH 9.6)
was added to the microplate wells (MaxiSorp. 442404,
Thermo Fisher Scientific Inc., Waltham, MA, USA) and
incubated at 4 °C O.N. The plates were then washed
(3xPBS + 0.05% Tween20 (Tween®20, P1379, Sigma-
Aldrich Corp. St. Louis, MO, USA)) and blocked (100 μl/
well, with PBS containing 2%BSA (A5611, Sigma-Aldrich
Corp. St. Louis, MO, USA) and 0.05% Tween20). After 1 h
of incubation at 37 °C, the plates were washed (3xPBS +
0.05% Tween 20) and stored at − 20 °C or used directly.
Samples (proteins or virus) were diluted in PBS or nasopha-
ryngeal swabs buffer (Universal Transport Medium –UTM,
COPAN Diagnostics, Murrieta, CA, USA), and loaded on
the plates. Nasopharyngeal swab samples were added to the
plate following addition of NP-40 (127087-87-0, Sigma-
Aldrich Corp., St. Louis, MO, USA) (to a final concentra-
tion of 0.1%) and centrifugation (2 min, 15,000 rpm, 4 °C).
After 30 min of incubation, the plates were washed and
biotinylated reporter antibodies were loaded for additional
30 min. After an additional wash step, streptavidin-
europium diluted 1:1000 was loaded for 20 min. After a
final wash, enhancement solution (1244-105, Delfia®,
PerkinElmer, Waltham, MA, USA) was added and the
resulting signal was measured using a microplate reader
(excitation 340 nm, emission 612 nm). Total analysis time
is 90 min.

Clinical samples Nasopharyngeal swab specimens were col-
lected as part of routine nursing home sampling in Israel (ten-
ants and staff) and from the emergency department of SHEBA
Medical Centre (SMC, Ramat Gan, Israel). qRT-PCR testing
of samples collected from SMCwas carried out in SMCwhile
the nursing home samples were tested in-house. Samples from
SMC were accompanied with clinical details regarding
symptomology, as well as time elapsed since symptom onset.
A total of the 46 positive and 23 negative qPCR samples were
obtained from the emergency department and a total of 100
positive and 115 negative qPCR samples were acquired from
the nursing homes. Samples were analyzed by the in-house
developed antigen tests (not all samples were analyzed by
both tests due to insufficient sample volume). The study was
approved by the SMC institutional review board committee
(approval number – 7769-20-SMC).

Signal analysis TRF signals were calculated as signal-to-noise
(S/N) ratios between the fluorescence values of antigen con-
taining samples (“S” for signal)—or PBS/swab buffer con-
taining samples (“N” for noise). To determine the limit of
detection (LOD) for each test, the average background fluo-
rescence was calculated as the mean of at least six “noise”
replicates (PBS/swab buffer). The LODwas defined as 3 stan-
dard deviations (SD) above the average background with a
coefficient of variation (CV) < 20%. These values were used
to calculate the signal-to-noise ratio that was used as a cutoff
value (S/N ratios ≥1.7) and was considered to be the LOD
threshold in accordance with ICH guidelines for validation
of analytical procedures [23]. This calculation enabled the
normalization of multiple experiments. According to the same
guidelines, the limit of quantification (LOQ) was considered
as 5 standard deviations (SD) above the average background
with a coefficient of variation (CV) < 20%. These values were
used to calculate the signal-to-noise ratio that was used as a
cutoff LOQ value (S/N ratios ≥2.2). According to the deter-
mined LOD threshold, sensitivity was defined as the propor-
tion of the PCR positive samples that tested positive in the
ELISA tests (positive samples vs false negative samples),
while specificity was defined as the proportion of PCR nega-
tive samples that tested negative in the ELISA tests (negative
samples vs false positive samples), using contingency tables
(GraphPad Prism 6).

Results

Development of a TRF ELISA test for detection of SARS-CoV-2
spike protein We recently isolated and characterized a panel
of anti-spike human monoclonal antibodies from phage-
display libraries generated from sera of COVID-19 patients,
as described in detail elsewhere [18, 19]. The resulting anti-
bodies were found to target a total of seven discreet epitopes,
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four on the RBD and three on the NTD of SARS-CoV-2 spike
protein. In order to establish a sensitive diagnostic assay, an-
tibodies with the highest affinity, targeting four distinct epi-
topes, were evaluated for SARS-CoV-2 detection in a TRF
ELISA-based format. The antibodies for these epitopes were
shown to bind simultaneously to the spike protein with no
apparent structural hindrance as determined using BioLayer
interferometry (BLI, Fig. 1a). Three of the antibodies (BL6,
MD29, and MD65) recognize the RBD region of the spike
protein, while the additional antibody (BL11) recognizes the
NTD region (represented schematically in Fig. 1b). The affin-
ities of the incorporated antibodies (determined using
BioLayer interferometry) range from 0.4 to 2.5 nM (Fig. 1c
and [18]). In the final format of the S-assay, described sche-
matically in Fig. 2d, the anti-NTD antibody (BL11) and one of
the anti-RBD antibodies (BL6) are incorporated as capture
antibodies and the two remaining anti-RBD antibodies
(MD29 and MD65) as reporter antibodies.

We next wanted to assess the assay’s sensitivity and spec-
ificity. To this end, recombinant spike and nucleocapsid pro-
teins were both diluted (in PBS) and analyzed by the devel-
oped assay. Results, presented as S/N values vs antigen con-
centration (Fig. 2a and b, blue line), indicate that the assay
recognizes the recombinant spike protein with no cross-
reactivity with the nucleocapsid. The assay enables detection
of 1 ng/ml (S/N > 1.7, dotted line, Fig. 2a) of the spike protein
and its dynamic range spans three orders of magnitude.

Development of a TRF ELISA test for detection of SARS-CoV-2
nucleocapsid protein In order to compare the sensitivity and
specificity of SARS-CoV-2 detection via its spike to that
based on the nucleocapsid, an additional in-house assay was
developed. The nucleocapsid assay (NC-assay) is based on
both polyclonal and monoclonal antibodies. The polyclonal
antibodies, generated from a hyperimmune rabbit immunized
with SARS-CoV-2 nucleocapsid, are implemented as capture
antibodies. A novel monoclonal antibody (KD = 0.7 nM, k-

on = 5.6 × 105 1/Ms; koff = 3.8 × 10−4 1/s), isolated from the
same COVID-19 patient’s sera phage-display library, is ap-
plied as the reporter antibody. The NC-assay’s specificity and
sensitivity were analyzed as described for the S-assay. Results
(Fig. 2a and b, red line) indicate that this assay specifically
recognizes its intended target (nucleocapsid) with no detect-
able activity on the reciprocal antigen (spike). Similar to the S-
assay, this assay also demonstrates a wide dynamic range
(three orders of magnitude) and enables detection of 1 ng/ml
of the recombinant nucleocapsid.

Detection of cultured SARS-CoV-2 In the previous sections, we
described the development of two in-house assays,
implementing novel anti SARS-CoV-2 monoclonal antibod-
ies, enabling specific detection of their recombinant intended
targets. We next applied both assays for SARS-CoV-2 detec-
tion using serial dilutions of propagated viral culture superna-
tants (Fig. 2c). The assays facilitate detection (S/N > 1.7) of
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1 × 104 pfu/ml and 8 × 103 pfu/ml SARS-CoV-2 and quanti-
fication (S/N > 2.2) from 9 × 103 and 2 × 104 pfu/ml, for the S-
assay and NC-assay, respectively. These results are equivalent
to nasopharyngeal swab samples with cycle threshold (Ct)
values of 25 and lower, according to a qRT-PCR test applied
routinely for COVID-19 detection [24], indicating that both
have the potential to be used for COVID-19 diagnosis.

Detection of SARS-CoV-2 from nasopharyngeal swab speci-
mens Finally, we wanted to verify that the tests can be used
for SARS-CoV-2 detection in nasopharyngeal swab speci-
mens. To this end, we tested a total of 146 qRT-PCR positive
and 138 qRT-PCR negative swab samples. qRT-PCR ana-
lyzed swab samples were stored at 4 °C (for up to a month),
processed, and tested in concert by both tests (not all samples
were analyzed by both tests due to insufficient sample vol-
ume). The criteria for performance assessment were sensitiv-
ity, specificity, and accuracy. In this respect, qRT-PCR results
were used to determine “true positive” (meaning COVID-19
patient) or “true negative” (meaning healthy or non-COVID-
19 patient) status for each sample. Evaluation was based on
crude S/N ratios that were determined for each assay. A plot of
S/N values vs Ct for both assays is presented (Fig. 3). In this
plot, Ct values above 41 represent negative qRT-PCR sam-
ples. S/N values were than translated to “positive” and “neg-
ative” results based on the calculated cutoff value (as detailed
in “Materials and methods”), resulting in contingency tables
that were analyzed with GraphPad Prism 6 (Table 1). The
analysis is presented separately for all the samples, including
the full spectra of Ct values (“all Ct,” Table 1 left panel) and

for samples with high viral loads (“Ct < 25,” Table 1 right
panel). Results (Table 1 and Fig. 3) indicate that both assays
are suitable for COVID-19 diagnosis from nasopharyngeal
swabs. As indicated (Table 1), the S-assay demonstrates
higher specificity (99.1%) compared to that of the NC-assay
(87.0%). These results are in accordance with CDC’s lab alert,
cautioning against false positive results when implementing
antigen-based detection (which is mostly nucleocapsid-
based). Alas, the higher specificity of the S-assay is coupled
with lower sensitivity: 49.3% vs 63.4% for the S-assay and the
NC-assay respectively (Table 1, left panel). The sensitivity of
both assays improves when analyzing high viral load (Ct < 25)
samples (Table 1, right panel) to 65.7% and 84.5% for the S
assay and NC assay, respectively. The high sensitivity/low
specificity vs low sensitivity/high specificity of both tests is
clearly demonstrated by the shift in the positive results
“cloud” of the NC assay towards detection at higher Ct values
(sector: 25 < Ct < 40, S/N > 1.7, Fig. 3a and b), while demon-
strating a higher rate of false positive results for negative sam-
ples (sector Ct > 40, S/N > 1.7, Fig. 3a and b).

We wanted to determine whether the difference in sensitiv-
ity between the tests is statistically significant (Fig. 4a). A
Kruskal-Wallis multiple comparison test indicated that while
the difference between Ct values of detected (positive, P) vs
undetected (false negative, FN) within each test is statistically
significant (p values <0.001), the difference between tests is
not statistically significant. This observation suggests that
based on the relatively small number of samples analyzed in
this study, the sensitivity of both tests is similar and a larger
sample size is needed to determine a clear distinction. An
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attempt to improve the NC assay specificity by elevating the
cutoff value (Fig. 3b, gray area) further lowers the difference
between the assay’s sensitivity as this change is accompanied
by a decline in assay’s sensitivity.

One of the main research questions examined in this study
was whether assay performance depends on the scanned popu-
lation, i.e., whether there is a difference in between SARS-
CoV-2 recognition in swab specimens originating from symp-
tomatic vs asymptomatic people. This question is valid for both
qPCR-positive and negative samples. To test a possible corre-
lation, we re-evaluated the results in accordance with sample
origin. Samples were collected either from routine screening of
nursing homes (personnel and residents) or from the emergency
department (ED) of a local hospital. While both positive and
negative ED samples were mostly of symptomatic individuals

(the samples were accompanied with information regarding the
presence of symptoms and the time since symptom onset), the
nursing home samples had no additional information besides
their qRT-PCR results. The assumption that nursing home sam-
ples include positive samples from asymptomatic or recuperat-
ing patients (several days after symptom onset and no longer
infective) is reasonable. It is also logical to assume that most
qRT-PCR negative samples originating from routine screening
were probably collected from healthy individuals.

A total of 100 qRT-PCR positive and 115 qRT-PCR nega-
tive nursing homes samples and 46 qRT-PCR positive and 19
qRT-PCR negative ED samples were analyzed. The ED qRT-
PCR positive population presented a Ct mean of 24.1, median
of 24.5, and a range of 12.2–40.7. The nursing home samples
presented a lower Ct mean of 21.3, median of 20.9 and a range
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Table 1 Clinical performance of
TRF ELISA tests All Ct Ct<25

Ct mean 22.2 19.2

Ct median 21.3 19.0

Range 12.2–40.7 12.2–23.9

S-assay Sensitivity 49.3% [40.9–57.7] (n =146) 65.7% [55.8–74.7] (n =105)

Specificity 99.1% [95.2–99.9] (n=114) 99.1% [95.2–99.9] (n =114)

PPV 98.6% [92.6–99.9] 98.6% [92.6–99.9]

NPV 60.4% [53.0–67.5] 75.8% [68.1–82.5]

Accuracy 71.1% 83.1%

NC-assay Sensitivity 63.4% [52.8–73.2] (n =93) 84.5% [72.6–92.6] (n =58)

Specificity 87.0% [79.2–92.7] (n=108) 87.0% [79.2–92.7] (n =108)

PPV 80.8% [69.9–89.1] 77.8% [65.5–87.3]

NPV 73.4% [64.9–80.8] 91.2% [84.1–95.9]

Accuracy 76.1% 86.1%

Statistical parameters were calculated with GraphPad Prism 6. In brackets, 95% confidence intervals. In paren-
theses, population size. In bold: sensitivity, specificity and accuracy of the TRF-ELISA tests

PPV, positive predictive value; NPV, negative predictive values

3506 Barlev-Gross M. et al.



of 12.8–34. A comparison of Ct values among positive (P) and
false negative (FN) results from the emergency department
(ED) and nursing homes (homes) was performed for both the
S- and NC-assays (Fig. 4b and c). Analysis was performed for
high viral loads (Ct values<25) which are believed to indicate
viable contagious virus [25, 26]. A statistically significant dif-
ference (p < 0.001) was observed between Ct values of PCR-
positive samples detected (P) vs un-detected (FN) using the S-
assay, regardless of the tested population (ED vs homes) (Fig.
4b) (Kruskal-Wallis test performed using GraphPad Prism 6).
No (ns) or insignificant (p < 0.05) differences were observed for
the same populations using the NC-assay (Fig. 4c). However,
as opposed to the NC test, a statistically significant difference
(p < 0.05) was also observed for the S-assay, between the
means of the Ct values of detected (P) samples collected from
the emergency department (P ED) to those collected from nurs-
ing homes (P homes) (Fig. 4b). This difference might result
from an actual variance between the Ct values presented by
symptomatic vs asymptomatic COVID-19 patients. This obser-
vation is not supported by the literature [25, 27] and cannot be
deduced from such a small sample size (n = 23). Another ex-
planation for the difference might arise from the test itself.

According to several publications, the viral loads in the upper
respiratory tract peak around symptom onset and persist for
10 days in mild-to-moderate disease, with qRT-PCR Ct values
strongly correlating with cultivable virus [25, 27]. Since no
information regarding days from symptom onset accompanied
the nursing home samples, the presence of residual RNA (indi-
cated by the qRT-PCR test) does not necessarily point to the
presence of viable virus which in turn is accurately not detected
by the assay [26]. One can surmise that despite the statistical
difference, assay performance is similar for both the ER and
nursing home samples and depends solely on the assay’s LOD.

Discussion

In this work, we present a side-by-side comparison of two in-
house ELISA-based assays for detection of SARS-CoV-2
from a large cohort of nasopharyngeal swabs targeting its
spike or nucleocapsid antigens. The assays may be easily ap-
plied in clinical laboratories. Moreover, the antibodies can be
implemented in commercial point-of-care (POC) technolo-
gies, some of which demonstrate very high sensitivities [11,
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14, 16]. POC tests could be beneficial for two distinct possible
scenarios (Fig. 5). The first (Fig. 5a) would be as a frontline
screening methodology of symptomatic patients (for example
at EDs). In this setup, a very specific test would be needed, as
the implication of a positive antigen result would be the
hospitalization/quarantine of the subject in a corona ward.
The sensitivity of this assay is not as crucial since a negative
test result of a symptomatic individual would require a follow-
up PCR test (with appropriate preventive measures taken in
the meanwhile). The second scenario (Fig. 5b) would be for
routine screening of healthy/asymptomatic populations (for
example in schools). In this case, the test ought to be as sen-
sitive as possible even at the price of a lower specificity, as
only positive individuals would be PCR tested. A positive
result in this case probably indicates a high viral load, marking
this person as one who is likely to spread the disease [28, 29].
This individual would then be quarantined at home until the
arrival of his PCR results, thus lowering the risk of disease
spread. While a negative result in this setup does not neces-
sarily indicate a healthy individual, it might hint at a lower
viral load, which is possibly less likely to cause disease
spread. The viral load is liable to either increase with disease
progression, enabling detection during the next routine scan or
decrease further, as part of the natural resolution of infection.

In the context of the suggested scenarios presented in Fig. 5, it
is important to note that in our hands the sensitivity of each test

seemed to correlate directlywith the viral load regardless ofwheth-
er the sample originated from a symptomatic or an asymptomatic
individual in accordance with the literature [25, 27]. However, for
both applications, antigen tests are suitable up to 5–10 days after
disease onset while viral loads are high and the test actually indi-
cates the presence of the virus and not residual RNA.

The antigen of choice in most commercial assays, i.e., the
nucleocapsid, indeed demonstrated higher sensitivity than that
observed with the spike-based assay (Fig. 3 and Table 1). This
higher sensitivity might have been predicted in advance, given
that according to the literature, only around 100 spike trimers
are present on each virion, resulting in an estimated total of
300 monomers, while around 1000 copies of the nucleocapsid
are expressed in each virion [30]. Non-specific reactions how-
ever are harder to predict given that sequence homology is not
the only indicator for possible interactions. In this regard, se-
rological studies indicate that cross-reaction of pre-existing
antibodies in SARS-CoV-2 negative individuals with the
spike protein of endemic and seasonal corona viruses is low
and is predominantly directed against S2 [31, 32]. This might
indicate that our S-assay, composed of a combination of anti
RBD and NTD antibodies, will exhibit high specificity. The
fact that the spike assay is composed of four different high-
affinity monoclonal antibodies can enhance specificity while
still maintaining the ability to recognize emerging mutants
[33]. In another serological study [34], the authors examined

Symptomatic

Rapid COVID-19

Antigen test

Positive
Quarantine/

hospitalization 

Negative

PCR COVID-19

Positive

Negative

Not COVID-19

Healthy/asymptomatic

Rapid COVID-19
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PCR COVID-19

Quarantine

negative
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Routine scans
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a b

Fig. 5 Logic flowchart for possible applications of immune-detection tests. a For screening of symptomatic patients. b For routine screening of healthy/
asymptomatic individuals
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cross-reactions of SARS-CoV-2 nucleocapsid with other
coronaviruses in an attempt to assess its utility for seropreva-
lence studies. The authors found that anti-SARS-CoV-2-
nucleocapsid IgG also recognized N229E nucleocapsid and
IgG directed against HKU1 nucleocapsid recognized SARS-
CoV-2 nucleocapsid. Cross-reactivity was stronger with
alpha—rather than beta—coronaviruses despite having less
sequence identity, reiterating the importance of conformation-
al recognition. Other coronaviruses notwithstanding,
unpredicted interactions with bacteria or viruses present in
healthy or symptomatic individuals might cause non-specific
interactions (as is indeed the case for some of the commercial
nucleocapsid-based antigen tests). It seems that only sampling
of a large population of healthy or corona-like symptomatic
individuals will provide quality data regarding true assay
specificity (in addition to cross-reactivity studies with known
viruses, bacteria, and fungus, as was performed by some man-
ufacturers, for example CORIS BioCencept with COVID-19
Ag Respi-Strip). Our observations indicate that the spike-
based test was significantly more specific than the
nucleocapsid-based test (Table 1).

The evaluated parameters of sensitivity and specificity de-
pend solely on the cutoff values for positive vs negative results
for each test. As indicated in Fig. 3, the gray zone, delimited
by the dashed and dotted lines, represents the decline in sen-
sitivity resulting from elevating the cutoff value in order to
improve assay specificity.We applied receiver operating char-
acteristic (ROC) analysis and multinomial logistic regression
in an attempt to define an optimal LOD for both tests. While
the S-assay displays 100% specificity when applying a S/N
ratio > 2, for the NC-assay, in order to achieve 98% specific-
ity, assay cutoff should be above S/N > 7 (resulting in an in-
crease in the assay’s LOD to 4 × 105 pfu/ml). Application of
different antibodies might improve assay’s specificity.

Another important issue when considering which antigen is
more suitable for SARS-CoV-2 detection is the genetic vari-
ability and mutation rate of both antigens. During the evolution
and global spread of the pandemic, this topic was addressed by
several labs [35–37], describing several viral mutants that are
now circulating all over the world [33]. It is logical to assume
that escape mutants are more likely to manifest in the spike
protein (especially for mutants arising due to excessive use of
plasma from recuperating individuals for treatment of COVID-
19 patients); however, researches discovered mutations in both
genes [35–37]. The nucleocapsid, as well as open reading
frames 3a and 8, is implicated as having roles in virulence,
transmission, and pathogenicity [38] and is therefore as likely
to undergo mutations as the spike protein despite not being
presented on the virus surface. We therefore propose that for
SARS-CoV-2 detection, both antigens will be used simulta-
neously or consecutively as was also suggested by others
[39]. The combination of both antigens on the same device
might strengthen the reliability of the observed result.
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