
Vol.:(0123456789)1 3

European Archives of Oto-Rhino-Laryngology (2022) 279:2109–2115 
https://doi.org/10.1007/s00405-021-07008-9

HEAD AND NECK

A novel electrosurgical divider: performance in a self‑controlled 
tonsillectomy study

Gerold Besser1  · Stefan Grasl1  · Elias L. Meyer2 · Julia Schnoell1  · Tina J. Bartosik1  · Faris F. Brkic1  · 
Gregor Heiduschka1 

Received: 2 May 2021 / Accepted: 19 July 2021 / Published online: 2 August 2021 
© The Author(s) 2021, corrected publication 2021

Abstract
Purpose Tonsillectomies are among the most common surgeries in otorhinolaryngology. A novel electrosurgical temperature-
controlled instrument (device) promises rapid tonsillectomies and might reduce postoperative pain, but comparative studies 
to assess performance are warranted.
Methods This randomized self-controlled clinical trial was conducted from October 2019 to October 2020 at the Depart-
ment of Otorhinolaryngology, Head and Neck Surgery of the Medical University of Vienna. Forty-eight patients underwent a 
tonsillectomy with the device on one side and using cold-steel with localized bipolar cauterization on the other side (control). 
Main outcomes were the time for tonsil removal (per side) and the time to stop bleeding (per side). Secondary measurements 
were postoperative pain, assessed once on day 0 and five times on days 1, 3, 5, 7, and 10. Postoperative bleeding episodes 
and consequences were recorded.
Results Device tonsillectomies were performed significantly faster than controls; the mean surgical time difference was 209 s 
(p < 0.001, 95% CI 129; 288). Intraoperative blood loss was significantly lower on the device side (all p < 0.05). Postopera-
tive measurements of pain and bleeding were similar for both sides. Two return-to-theatre secondary bleeding events were 
recorded for the control side.
Conclusion The novel electrosurgical temperature-controlled divider reduced the tonsillectomy surgical time and intraopera-
tive blood loss, with no apparent negative effects on postoperative pain or bleeding, compared to a cold-steel tonsillectomy 
with localized bipolar cauterization. In time-restricted settings, the device could be beneficial, particularly after familiariza-
tion with device handling.
Trial registration ClinicalTrials.gov Identifier: NCT03793816.
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Introduction

Tonsillectomies are among the most commonly performed 
otolaryngologic procedures and typically recommended 
when well documented, adequately treated sore throats 
occur at rates of 7 or more in 1 year, 5 or more per year for 

2 consecutive years, or 3 or more per year for 3 consecutive 
years [1, 2].

Popular tonsillectomy techniques include a cold-steel 
dissection, combined with knot-tying or localized bipolar 
cauterization. Additionally, power surgical instruments 
are available. Frequent evaluations of surgical techniques 
are paramount for improving safety, patient care, and cost-
effectiveness [3]. The most common morbidity is substan-
tial postoperative pain, particularly in adults. Furthermore, 
the risk of secondary haemorrhage is well documented [4]. 
Temperature-controlled surgical instruments may cause 
less postoperative pain than conventional instruments, but 
reports on postoperative bleeding are inconsistent [5, 6].

The LigaSure™ is a bipolar device which measures tissue 
impedance to adjust the energy output. For tonsillectomies, 
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favourable results have been suggested regarding postop-
erative pain [5, 7]. Lately, a similar device specifically for 
tonsillectomies with pistol-like grip and a long shaft (for 
narrow approaches) was released. It is indicated to seal ves-
sels up to 3 mm in diameter, in contrast to the LigaSure™ 
sealing up to 7 mm. Both are powered by an energy platform 
which continuously measures impedance of clamped tissue 
and adjusts energy levels in real time. It automatically stops 
the energy delivery when the seal is complete (i.e., temper-
ature-controlled). A pilot study on the novel device showed 
promising results in terms of surgical time [8]. However, 
the design and incomplete follow-up on postoperative pain 
impeded a proper interpretation of the associated morbidity.

This study tested the hypothesis that the tonsillectomy 
device would provide faster surgical times compared to the 
cold-steel technique with localized cauterization. To assess 
postoperative pain comprehensively, we planned a self-con-
trolled, patient-blinded clinical trial.

Materials and methods

Ethical statement and registration

The study (registered at ClinicalTrials.gov Identi-
fier: NCT03793816) was approved by the local Ethics Com-
mittee (EK No. 1399/2018) and conducted according to the 
guidelines of the Declaration of Helsinki on Biomedical 
Research Involving Human Subjects. All subjects provided 
written informed consent.

Study design and participants

This study was a single-centre, randomized, self-controlled 
trial (RCT). The Consolidated Standards of Reporting Tri-
als reporting guideline was followed. Each patient served as 
his/her own control [9]. Patients aged 14 years or older, with 
chronically recurrent tonsillitis and a planned tonsillectomy 
were eligible. Exclusion criteria: a history of abscesses in 
the tonsillar region (i.e., quinsy), a coagulation disorder, 
suspicion of an untreated malignancy, and planned removal 
of only one tonsil. Figure 1 depicts the study flow diagram.

Procedures, randomization, and blinding

For electrosurgical removal of one randomised tonsil, we 
used the BiZact™ Open Sealer/Divider (Medtronic/Covi-
dien IIc, Mansfield, MA, USA), a single-use device (here, 
referred to as “device”), connected to a Valleylab™ FT10 
Energy Platform. It creates a seal by applying radiofrequency 
energy to tissue interposed between the jaws. A cutting blade 
is then surgeon-activated. We performed an incision of the 

palatal arch, located the cranial pole of the tonsil, dissected 
along the tonsil capsule, and detached the tonsil.

The contralateral tonsil was removed with a cold-steel 
technique (i.e., scissors and/or Freer raspatories), with local-
ized bipolar forceps for cauterization, and compression with 
cotton balls (here, referred to as the “CSB” or the control 
side). The analgesic regime included non-steroidal anti-
inflammatory drugs, and occasionally, tramadol.

Block randomization (block size of 12) was applied to 
determine the side to begin with (first side, left/right) and 
the technique to begin with (the device or the CSB). Patients 
were blinded to the sidedness, and un-blinding was planned 
with a follow-up phone call (see below).

Outcomes

The main outcome measurement was the time from the first 
incision to tonsil placement on the instrument table. Sur-
geon handedness was recorded, and experience was classi-
fied, based on the number of tonsillectomies performed prior 
to trial participation (less than 10 times, between 10 and 
20 times, between 20 and 30 times, and more than 30 times).

Secondary intraoperative outcomes were the time 
required to stop bleeding, and blood loss, measured as the 
suction fluid volume including flush water and the number 
and weight of cotton balls used (scale, KERN & SOHN 
GmbH, Balingen, Germany).

Postoperative outcomes were paper–pencil ratings of 
pain on a visual analogue scale (VAS) of 100 mm for each 
side. Pain was evaluated once after awakening from surgery 
(day 0) and 5 times per day (at waking up, during breakfast, 
before lunch, during dinner, and before falling asleep) on 
days 1, 3, 5, 7, and 10. Patients re-visited the clinic once to 
return pain scales, discuss histological findings, and undergo 
a wound healing assessment. Wound healing was rated on a 
VAS of 100 mm for the right and left tonsillar fossae (from 
0 mm =“no coatings/inflammation”, to 100 mm =“massive 
coating/inflammation”).

Bleeding events were categorized as follows: type I: 
no intervention required; type II: bleeding controlled with 
local measures; type III: bleeding controlled in the operat-
ing room; i.e., a return-to-theatre (RTT) event; IV: external 
carotid artery ligation required; and V: death [10].

Approximately 2 months later, a follow-up phone call was 
planned. Patients were interviewed with yes/no questions on 
residual pain and side differences.

Statistical analysis

The sample size calculation was based on previous experi-
ence with the device and the average time for performing a 
CSB. A sample size of 42 was calculated to have 80% power 
for detecting a difference of 2 min between mean times, 
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assuming a standard deviation of 4.5 min, when evaluated 
with a paired t test and a 0.05 two-sided significance level. 
To provide for potential dropouts, 48 patients were included 
in this study.

To assess the primary objective, we performed a linear 
mixed model regression with the surgical time as a depend-
ent variable, the surgical device (device vs. CSB) and 
sequence (first or second tonsil) as fixed effects, a random 
intercept for each patient and each surgeon. Also, the effects 
of other variables on the surgical time were evaluated. In all 
cases, we used the same mixed model, but we added each 
variable of interest as a further fixed effect to the model. For 
the secondary objectives, the dependent variable was the 
time to stop bleeding.

In regard to pain difference, for each time point, the mean 
difference in pain between the control and device sides was 
computed, with the 95% confidence interval (95% CI).

p values < 0.05 were considered statistically signifi-
cant. These p values and corresponding 95% CIs were for 

descriptive purposes only; hence, no multiplicity correc-
tions were applied. All analyses and data visualizations 
were performed with R version 3.6.3 (R Foundation for 
Statistical Computing, Vienna, Austria).

Results

Between Oct 1, 2019, and Oct 23, 2020, 63 patients 
(14 years of age and older) were scheduled for a bilateral 
tonsillectomy. Fifteen patients were excluded, because 
they did not fulfil the eligibility criteria or were not willing 
to participate. As intended, 48 subjects (37 females, mean 
age 24.3 ± 6.7 years, range 16–40 years) were included. 
Baseline patient characteristics and surgical parameters 
are shown in Table 1. No adverse device-related events or 
serious adverse events were reported.

Fig. 1  Study flowchart shows 
the patient selection process, 
tonsil randomization (left/
right) procedure, and follow-up 
assessments
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Intraoperative findings

Device tonsillectomies required significantly less time than 
controls. The mean time difference was 209  s (95% CI 
129; 288; p < 0.001). Previous experience was significantly 
associated with shorter surgical times (p = 0.015). Figure 2 
shows the surgical time required for each technique, grouped 
by surgical experience. In 15 patients, the device side was 

completed more than 5 min faster than the CSB side. Addi-
tionally, significantly less time was required to stop bleeding 
on the device side than on the control side (estimated differ-
ence = 105 s, 95% CI 57; 153; p < 0.001). When we included 
the time to stop bleeding in the absolute surgical time per 
side, the device side was completed more than 5 min faster 
in 22 cases, and 10 min faster in 9 cases, compared to the 
control side. For both 5 and 10 min, these magnitudes were 
never observed for the control side. For included under-
aged patients (n = 8), the mean time difference was 346 s, 
for adults 170 s (n = 40).

With each use of the device by the same surgeon, the 
mean surgical time was significantly reduced (estimated 
reduction per use = 36 s, 95% CI 3; 69; p = 0.035), which 
reflected a significant learning effect.

Intraoperative blood loss was significantly lower on the 
device side. The suction fluid volume difference was esti-
mated at 89 ml (95% CI 36; 142; p = 0.002), and the cotton 
ball weight difference was estimated at 4.1 mg (95% CI 2.2; 
6.0; p < 0.001).

Postoperative pain ratings

Out of 48 patients, 47 (97.9%) returned the paper–pen-
cil VAS ratings on pain for each pharynx side. The mean 

Table 1  Patient demographics and intraoperative parameters for the 
two tonsillectomy approaches

Values are the mean ± standard deviation
a In 24 cases of the device side, suction volume was not measurable 
accurately; most surgeons recorded these volumes as “below the first 
mark of 50 ml”

Parameters n = 48, Age 24.3 ± 6.7 years, (37 
females (77%))

BiZact™, n = 48 Control, n = 48

Surgical time (s) 307.5 ± 162.4 516.1 ± 300.8
Stop bleeding time (s) 72.4 ± 151.7 177.0 ± 189.4
Suction volume including 

flush water (ml)
43.1 ± 44.5a 132.2 ± 193.4

Cotton balls, number 1.6 ± 0.8 2.5 ± 1.5
Cotton balls, weight (mg) 2.7 ± 2.6 6.8 ± 7.2

Fig. 2  Tonsillectomy surgical times (s) for the BiZact device side (Device) and for the control cold-steel side (CSB), grouped by surgeon experi-
ence (e.g., less than 10 tonsillectomies in their careers, etc.)
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differences in pain are depicted in Fig. 3. At most time points 
(21/26, 80.8%), pain was greater on the control side, how-
ever, these differences were minimal. For all time points, the 
absolute mean pain difference was below 10 mm (i.e., no 
left–right pain differences more than 10 mm), and at most 
time points (21/26, 80.8%), the mean pain difference was 
below 5 mm on the VAS. With only one exception (fourth 
measurement on day 10), all 95% CIs included the value 0, 
which indicated no significant differences in pain between 
the two surgical approaches. These pain findings were seen 
also in the underage group and adult group alone likewise.

Bleeding

We did not observe any primary bleeding events (i.e., within 
24 h after surgery). Secondary bleeding (i.e., more than 24 h 
after surgery) occurred at a mean of 5.6 ± 1.7 days after sur-
gery. Among these, in 4 patients (n = 2 device side, n = 2 
control side), a type I bleeding was recorded. In addition, 
one patient reported a minor bleeding event that occurred at 
home, but the side was not specified. In another 6 patients 
(n = 4 device side, n = 2 control side), a type II bleeding 
was recorded. In one patient (control side), a type III (RTT) 
bleeding was recorded. Additionally, in 4 patients, a second 

bleeding event was recorded: 3 were a type II bleeding (n = 2 
device side, n = 1 control side), and one was a type III (RTT) 
bleeding (control side).

Wound healing and follow‑up

Wound healing was rated in 27 cases at a mean of 
16.0 ± 17.6 days after surgery with no significant differences 
between the 2 techniques (p > 0.05). Twenty-nine patients 
were reached at a mean of 83.9 ± 21.0 days after surgery for 
follow-up. One patient reported residual pain. Nine patients 
reported that swallowing felt different on the two sides; it 
was less comfortable on the device side in 3 cases and the 
control side in 6 cases.

Discussion

Clinicians must be aware of potentially delicate conse-
quences following tonsillectomies, such as severe pain or 
even life-threatening bleeding. The latest indication criteria 
should be followed, because evidence remains sparse on 
the benefits of tonsillectomies in adults [3, 11]. Of note, a 
recent study (> 1 million patients) showed that a paediatric 

Fig. 3  Mean postoperative pain differences between cold-steel (con-
trol) and BiZact device sides. Pain was assessed once on day 0, and 
5  times per day on several postoperative days (total 26  time points). 
Symbols indicate the mean difference between pain ratings on the 

control and device sides (i.e., VAS of device pain–VAS of control 
pain), and whiskers indicate the 95% confidence intervals. Negative 
values indicate greater pain on the control side, and positive values 
indicate greater pain on the device side. VAS: visual analogue scale
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tonsillectomy could increase the likelihood of later devel-
oping respiratory, infectious, and allergic diseases [12]. 
Those data are currently unavailable for adults, but in the 
meantime, well thought-through studies on tonsillectomy 
techniques are valuable. Surgeries that target paired organs 
on both sides of the body provide the potential for self-con-
trolled trails. With regard to side-dependent pain assess-
ments, this approach elegantly facilitated a blinded strategy, 
which has only been applied in few tonsillectomy studies to 
date [13, 14].

In this RCT, we found that a novel electrosurgical divider 
could reduce the tonsillectomy operating time, compared to 
the cold-steel tonsillectomy with bipolar localized cauteriza-
tion. Our results suggested that it could potentially save up 
to 20 min of the time required for both sided tonsil removal 
and bleeding control. In selective health care settings, this 
might improve the cost-effectiveness of the device. Our data 
show this can particularly be the case when the device is in 
the hands of surgeons with fewer tonsillectomies performed 
in their career. In addition, intraoperative blood loss was 
significantly lower on the device side, which could be rel-
evant in paediatric populations (due to less total blood vol-
ume). However, postoperative measurements, such as pain 
and bleeding, were rather similar for the device and control 
sides.

Pain is an important issue in adult tonsillectomies (as 
opposed to paediatric tonsillectomies) and associated with 
cost-intensive analgesic consumption and potential read-
missions [11]. A potential explanation could be that adults 
tend to have more scar tissues, due to previous infections, 
and consequently, they require more “invasive” surgical 
techniques with “hot” cauterization [13]. Previous studies 
found that postoperative pain was reduced when temper-
ature-controlled instruments were used [6]. An internal 
report conducted at Medtronic stated that the device gener-
ated less external heat compared to a monopolar electro-
surgical device (79.6 ± 2.4 °C versus 123.9 ± 10.0 °C) [15]. 
Based on this and findings with a similar technique [5, 7], 
we expected to observe less postoperative pain on the device 
side. Of note, we only observed a slight trend for less pain 
on the device side, starting on day 3 (Fig. 3). This might be 
explained by the control technique: localized electrocautery 
might have produced less thermal tissue damage, and hence 
less pain, compared to broader electro-cauterization. There-
fore, our control technique might have precluded a clear dif-
ference in pain. Further studies are warranted to compare the 
device to “fully hot” techniques, such as monopolar devices 
and continuous electrocautery. Also, comparative studies 
including plasma coblation are warranted which has been 
shown to be superior to electrocautery in terms of postop-
erative pain [16].

Overall, we encountered high rates of secondary bleeding 
episodes: an initial event occurred in 25% (12/48 patients), 

and a second event occurred in 8.3% (4/48 patients). These 
events were nearly equally distributed between the device 
and control sides. Various considerations should be high-
lighted in this context. First, previous studies have reported 
variable rates of secondary bleeding; moreover, actual 
bleeding rates can be much higher than recorded [4, 17, 18]. 
Second, after reports of fatal bleeding episodes in children 
in Austria in 2007, the local professional ear, nose, and throat 
(ENT) community has become highly sensitized and alert 
[19]. Patients are repeatedly advised to revisit the hospi-
tal immediately when bleeding occurs at home, even minor 
bleeding. Frequently, patients revisit with only blood stains 
in their sputum and are typically readmitted every time. With 
this in mind, it might be more meaningful to pay attention to 
type III bleeding events, in terms of RTT events. In the pre-
sent study, 2 type III events (4.2%) occurred on the control 
side (none on the device side). This percentage was lower 
than the rates reported in two larger studies, which showed 
5.6% and 9.2% RTT events [4, 20]. Currently, the use of this 
device has increased in the ENT community, which will gen-
erate larger data sets. Therefore, in future, we may be able to 
gain more profound insight on secondary bleeding events.

This study had some limitations. Although this trial was 
not impacted by financial support or personal interests [21, 
22], the novelty of the device at our clinic may have influ-
enced surgeon enthusiasm. The challenge of performing 
two techniques in one patient could have encouraged the 
surgeons to operate faster than usual. However, this argu-
ment should not be over-interpreted as the procedure quickly 
became routine. Another limitation was that the fluids used 
to flush the suction system were not recorded and only the 
marks on the canister were used to estimate blood loss. In 
half of the cases, the device produced very little blood, 
and the investigators either recorded it as “below the first 
benchmark” (i.e., less than 50 ml) or “not measurable”. Con-
sequently, fewer actual values were available for analysis. 
Finally, larger sample sizes in future studies on the device 
are needed to comprehensively evaluate postoperative pain 
and bleeding events.

Conclusion

This self-controlled randomized clinical trial showed that the 
novel temperature-controlled electrosurgical divider could 
reduce tonsillectomy operative times and intraoperative 
blood loss, with no apparent negative effects on postopera-
tive pain or bleeding, compared to a cold-steel tonsillectomy 
with localized bipolar cauterization. In time-restricted set-
tings, the device might provide a benefit once surgeons have 
become accustomed to handling the device.



2115European Archives of Oto-Rhino-Laryngology (2022) 279:2109–2115 

1 3

Funding Open access funding provided by Medical University of 
Vienna. The study concept and protocol were conceived by the authors, 
prior to applying for funding. Funding was granted, after a review 
process, through the “Medtronic external research program”. Fund-
ing included registration fees, device support, and external English 
proof-reading costs. Medtronic was not involved in the study concep-
tion, data acquisition, analysis, or interpretation of the results in this 
investigator-initiated trial.

Declarations 

Conflict of interest The authors declare that they have no conflict of 
interest.

Ethical approval The protocol was approved by the local ethics com-
mittee (EK No. 1399/2018).

Informed consent All participants provided their written informed 
consent.

Research involving human participants The study was conducted 
according to the guidelines of the Declaration of Helsinki on Biomedi-
cal Research Involving Human Subjects.

Open Access This article is licensed under a Creative Commons Attri-
bution 4.0 International License, which permits use, sharing, adapta-
tion, distribution and reproduction in any medium or format, as long 
as you give appropriate credit to the original author(s) and the source, 
provide a link to the Creative Commons licence, and indicate if changes 
were made. The images or other third party material in this article are 
included in the article’s Creative Commons licence, unless indicated 
otherwise in a credit line to the material. If material is not included in 
the article’s Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will 
need to obtain permission directly from the copyright holder. To view a 
copy of this licence, visit http:// creat iveco mmons. org/ licen ses/ by/4. 0/.

References

 1. Crowson MG, Ryan MA, Rocke DJ, Raynor EM, Puscas L (2017) 
Variation in tonsillectomy rates by health care system type. Int J 
Pediatr Otorhinolaryngol 94:40–44

 2. Scottish Intercollegiate Guidelines Network. Management of sore 
throat and indications for tonsillectomy: A national clinical guide-
line (2010). https:// www. sign. ac. uk/ our- guide lines/ manag ement- 
of- sore- throat- and- indic ations- for- tonsi llect omy/. Accessed 18 Jan 
2021

 3. Mandavia R, Schilder AGM, Dimitriadis PA, Mossialos E (2017) 
Addressing the challenges in tonsillectomy research to inform 
health care policy: a review. JAMA Otolaryngol Head Neck Surg 
143(9):943–947

 4. Sarny S, Ossimitz G, Habermann W, Stammberger H (2011) Hem-
orrhage following tonsil surgery: a multicenter prospective study. 
Laryngoscope 121(12):2553–2560

 5. Lachanas VA, Hajiioannou JK, Karatzias GT, Filios D, Koutsias S, 
Mourgelas C (2007) Comparison of LigaSure vessel sealing sys-
tem, harmonic scalpel, and cold knife tonsillectomy. Otolaryngol 
Head Neck Surg 137(3):385–389

 6. Lee Y-C, Hsin L-J, Lin W-N, Fang T-J, Tsai Y-T, Luo C-M (2020) 
Adolescents and Adults undergoing temperature-controlled surgi-
cal instruments vs electrocautery in tonsillectomy: a systematic 
review and meta-analysis of randomized clinical trials. JAMA 
Otolaryngol Head Neck Surg 146(4):339–346

 7. Lachanas VA, Prokopakis EP, Bourolias CA et al (2005) Ligasure 
versus cold knife tonsillectomy. Laryngoscope 115(9):1591–1594

 8. Krishnan G, Stepan L, Du C et al (2019) Tonsillectomy using the 
BiZact: a pilot study in 186 children and adults. Clin Otolaryngol 
44(3):392–396

 9. Louis TA, Lavori PW, Bailar JC, Polansky M (1984) Crossover 
and self-controlled designs in clinical research. N Engl J Med 
310(1):24–31

 10. Walner DL, Karas A (2013) Standardization of reporting post-ton-
sillectomy bleeding. Ann Otol Rhinol Laryngol 122(4):277–282

 11. Burton MJ, Glasziou PP, Chong LY, Venekamp RP (2014) Tonsil-
lectomy or adenotonsillectomy versus non-surgical treatment for 
chronic/recurrent acute tonsillitis. Cochrane Database Syst Rev. 
https:// doi. org/ 10. 1002/ 14651 858. CD001 802. pub3

 12. Byars SG, Stearns SC, Boomsma JJ (2018) Association of long-
term risk of respiratory, allergic, and infectious diseases with 
removal of adenoids and tonsils in childhood. JAMA Otolaryngol 
Head Neck Surg 144(7):594–603

 13. Clenney T, Schroeder A, Bondy P, Zizak V, Mitchell A 
(2011) Postoperative pain after adult tonsillectomy with Plas-
maKnife compared to monopolar electrocautery. Laryngoscope 
121(7):1416–1421

 14. Izny Hafiz Z, Rosdan S, Mohd Khairi MD (2014) Coblation tonsil-
lectomy versus dissection tonsillectomy: a comparison of intra-
operative time, intraoperative blood loss and post-operative pain. 
Med J Malaysia 69(2):74–78

 15. Medtronic internal test report (2017) #RE00011247, Benchtop 
testing comparing the  BiZactTM Tonsillectomy device with the 
E1551X  ValleylabTM Hex-locking blade electrode. March 23

 16. Noordzij JP, Affleck BD (2006) Coblation versus unipolar elec-
trocautery tonsillectomy: a prospective, randomized, single-blind 
study in adult patients. Laryngoscope 116(8):1303–1309

 17. Krishna P, Lee D (2001) Post-tonsillectomy bleeding: a meta-
analysis. Laryngoscope 111(8):1358–1361

 18. Doshi J, Damadora M, Gregory S, Anari S (2008) Post-tonsillec-
tomy morbidity statistics: are they underestimated? J Laryngol 
Otol 122(4):374–377

 19. Arnoldner C, Grasl MC, Thurnher D et al (2008) Surgical revision 
of hemorrhage in 8388 patients after cold-steel adenotonsillecto-
mies. Wien Klin Wochenschr 120(11–12):336–342

 20. Grasl S, Janik S, Vyskocil E, Kadletz L, Grasl MC, Erovic BM 
(2019) Preoperative plasma fibrinogen as a predictive factor for 
post-tonsillectomy haemorrhage. Clin Otolaryngol 44(6):935–941

 21. Bekelman JE, Li Y, Gross CP (2003) Scope and impact of finan-
cial conflicts of interest in biomedical research: a systematic 
review. JAMA 289(4):454–465

 22. Levinsky NG (2002) Nonfinancial conflicts of interest in research. 
N Engl J Med 347(10):759–761

Publisher’s Note Springer Nature remains neutral with regard to 
jurisdictional claims in published maps and institutional affiliations.

http://creativecommons.org/licenses/by/4.0/
https://www.sign.ac.uk/our-guidelines/management-of-sore-throat-and-indications-for-tonsillectomy/
https://www.sign.ac.uk/our-guidelines/management-of-sore-throat-and-indications-for-tonsillectomy/
https://doi.org/10.1002/14651858.CD001802.pub3

	A novel electrosurgical divider: performance in a self-controlled tonsillectomy study
	Abstract
	Purpose 
	Methods 
	Results 
	Conclusion 
	Trial registration 

	Introduction
	Materials and methods
	Ethical statement and registration
	Study design and participants
	Procedures, randomization, and blinding
	Outcomes
	Statistical analysis

	Results
	Intraoperative findings
	Postoperative pain ratings
	Bleeding
	Wound healing and follow-up

	Discussion
	Conclusion
	References




