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Abstract
Sexual assault samples often contain mixtures of cells coming from at least two donors. Ideally, one would need to separate 
the cells into two cellular fractions: one consisting of the alleged aggressor’s spermatozoa (the sperm fraction) and the other 
containing the victim’s epithelial cells (the non-sperm fraction). This separation increases the probability of obtaining the 
alleged offender’s autosomal DNA profile. However, spermatozoa are often collected along with an excess of biological 
material originating from the victim, and with unfavorable male:female biological material ratios, the absence of separation 
could result in the PCR amplification of the victim’s DNA profile only. Several approaches are available to enrich/purify the 
spermatozoa present on sexual assault samples. In this paper, we compare a new method, the MACSprep™ Forensic Sperm 
MicroBead Kit (MACSprep, based on microbeads conjugated with antibodies bound to spermatozoa and their retention within 
a magnetic column) with the Erase Sperm Isolation Kit (Erase, a standard differential lysis separation procedure combined 
with a specific removal of free DNA) routinely used in our lab. The performance of both kits was tested using sets of vaginal 
and buccal swabs loaded with different dilutions of sperm, or azoospermic semen, representing a total of 120 independent 
samples. For the samples containing undiluted sperm, an average recovery of 58% was observed for the MACSprep’s sperm 
fractions and 43% for Erase’s. Significantly better recovery of azoospermic semen was observed in MACSprep’s non-sperm 
fractions (~ 85%) compared to Erase (~ 28%). Erase performed significantly better than MACSprep in terms of recovery for 
diluted sperm samples (1:10 to 1:800 sperm dilutions) in the presence of vaginal cells, while the purities of the achieved 
sperm fractions were in favor of MACSprep for the highest sperm dilutions tested. Similar trends were observed with buccal 
swabs loaded with 1:200 sperm dilutions. Increased sperm dilutions on vaginal swabs resulted in higher variability in the 
male material recovered, whatever the separation method used. Both methods were easy to perform and resulted in male 
DNA extracts ready to use in less than 2 h. Both kits showed their specificities in terms of recovery efficiency and purity 
of the sperm fractions. Ideally, additional experiments should be performed in different laboratories, using workflow and 
chemistries different than ours, to better define the peculiarities observed with MACSprep for high dilutions. Improving the 
recovery of MACSprep for diluted samples, in addition to its better purity observed in the experiments performed, could 
make it a method of choice for laboratory workflow, despite MACSprep’s current price per sample being about twice the 
price of Erase’s.
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Introduction

Sexual assault samples are particularly challenging to 
analyze because they often contain spermatozoa among a 
larger proportion of cells originating from the victim (who 
could be either a woman or a man) than from the offender, 
in a generally unfavorable ratio for a direct spermatozoa-
derived STR amplification. The gender of the victim has no 
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importance as long as the only sperm found on the samples 
originates from the alleged offender. When large quantities 
of the victim’s cells (epithelial cells, macrophages, lympho-
cytes, neutrophils…) are present on such samples, a direct 
lysis most often results in the preferential autosomal ampli-
fication of the victim’s DNA (the major female or male con-
tributor) and thus masks the alleged offender’s DNA profile. 
This typically occurs when the minor contributor represents 
less than 5% to 10% of the total amount of DNA extracted 
from such a sample. This limit has been reported in other 
studies [1–4] and is also the lower detection limit observed 
in our laboratory (internal validation studies), when using 
NGM SElect amplification.

In absence of biological material separation, when the 
alleged aggressor is a male and the victim is a female, the 
analysis of Y chromosome-specific STRs (Y-STRs) may 
give access to a part of the male contributor’s genetic infor-
mation [5–8]. Y-STRs are male-specific STRs and therefore 
their amplification should not be affected by the presence 
of female DNA [9, 10], although some alleles have been 
reported to be more difficult to call with extremely unbal-
anced mixture samples, such as 1:32,000 (male:female) 
(Promega, PowerPlex Y23 product sheet). However, the 
discrimination of individual with Y-STRs is much less 
efficient than with autosomal STRs, as all the males from 
a given paternal lineage share the same inherited Y-STR 
haplotype (unless a mutation has occurred). Y-STR profiles 
can be used locally or can be submitted to Y-STR national 
databases, wherever available, for comparison with Y-STR 
profiles of known individuals, or possibly to provide links 
between cases. Rapidly mutating Y-STRs (RM-YSTR) 
amplification offers a chance to differentiate related males 
[11–16], as they amplify another set of Y-STRs known to 
have a higher mutation rate  (10−2 and higher).

Another approach to differentiate a minor contributor in 
unbalanced mixture samples, in the absence of biological 
material separation, lies in the use of DIP-STR markers 
[17–20]. DIP (deletion-insertion polymorphism)-STR are 
sequences found in the human genome where DIP poly-
morphisms (long or short, depending on the polymor-
phism present) and STRs are close to one another and 
can be amplified together using DIP-specific primers. 
When the minor contributor’s DNA possesses a private 
DIP allele, the corresponding DIP-STR haplotype can 
be accessed even in severely unbalanced mixtures (up to 
1:1000), and this independently of the gender of the major/
minor contributors.

Although quite elegant, both RM-YSTRs and DIP-STRs 
approaches do require reference material from all the con-
tributors possibly at the source of the DNA being analyzed 
to allow direct comparisons. Another possible limitation of 
either Y-STRs, RM-YSTRs, or DIP-STRs-amplifications 

of rape samples, in the absence of separated spermatozoa 
fraction, is the impossibility to give information on the 
biological material at the origin of the observed profile. 
Indeed, the amplified (Y-, RM-Y-, or DIP-) STR markers 
observed may come from any types of male cells present 
in the mixture and not only spermatozoa. In a difficult 
scenario (i.e., presence of several male fluids (semen, 
blood, skin cells, and/or saliva)), it could be impossible to 
determine whether the Y-STR profile observed originates 
from spermatozoa, or from any other male cells present in 
the sample. For the cases where the analysis of the sperm 
fractions results in single source male DNA profiles, it 
seems reasonable to conclude that these profiles origi-
nated indeed from sperm. In other multiple contributors’ 
admixed samples, attributing an observed profile to a given 
biological fluid may be impossible to achieve.

To circumvent these issues, a separation of the sper-
matozoa from other cell types needs to be done prior to 
cell lysis and DNA amplification. This separation results 
in two distinct fractions, one containing the spermatozoa 
originating from the alleged offender (the sperm fraction), 
and the other, the non-spermatozoa biological material 
originating mainly from the victim (the non-sperm frac-
tion). Several approaches, for the separation of sperma-
tozoa from other cell types, have been developed over 
the years to process sexual assault samples (differential 
lysis [21–24], sieve-based filtration [25, 26], laser micro-
dissection [27–32], micro-fluidic devices [33, 34], flow 
cytometry [35–37], acoustic trapping device [38], capil-
lary zone electrophoresis [39], DEP-array sorting [40–43], 
antibody-based separation [44–47]). They can result in the 
autosomal STR profiles of the alleged offenders. These 
profiles can then be submitted to national, or international, 
DNA databases and be compared with the DNA profiles 
of known individuals and/or possibly to provide links 
between cases.

The processing of samples using the above methods 
within a forensic framework might be hampered by the fol-
lowing drawbacks:

• The separation devices may only be at a prototype stage 
and not yet available on the market (i.e., micro-fluidic 
devices).

• Contamination issues with degraded material and cell-
free DNA present in the original sample may impair the 
quality of the obtained profiles (i.e., sieve-based separa-
tion, flow cytometry).

• An automated approach may not be available (e.g., dif-
ferential lysis, laser micro-dissection).

• The equipment may be expensive, require a dedicated 
operator, and/or have low throughput (laser micro-dissec-
tion, flow cytometry, and DEP-array are such examples).
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Erase Sperm Isolation Kit (PTC laboratories, Columbia, MO, 
USA) is a commercial method, based on differential lysis, rou-
tinely used in our laboratory. It relies on a two-step lysis proce-
dure, first lysing all the non-spermatozoa cells, then increasing 
the lysis strength with the addition of DTT, to break the disulfide 
bounds found on the spermatozoa’s head and release their DNA 
(Erase Sperm Isolation Kit manual). A centrifugation step takes 
place, following the first lysis, to pellet down the spermatozoa and 
remove the supernatant (containing the non-spermatozoa cells 
free DNA). The spermatozoa pellet is subsequently treated with 
a deoxyribonuclease in order to digest the remaining free DNA 
originating from the lysed non-spermatozoa cells. This procedure 
normally ensures that only spermatozoa-derived DNA is found 
in the sperm fraction extract after the second lysis. Despite the 
deoxyribonuclease step prior to spermatozoa’s lysis, some chal-
lenging situations may occur when the amount of the victim’s 
cells are much more abundant than the alleged aggressor’s sper-
matozoa, leaving significant quantities of non-lysed free-DNA 
from the victim’s cells in the supernatant, on top of the low 
numbers of pelleted spermatozoa. When such sperm fractions 
are amplified, the remaining victim’s free DNA still present may 
mask, or compete with, the amplification of the alleged offender’s 
DNA, resulting in difficult to interpret DNA profiles or, in some 
extremely unbalanced samples, resulting in the amplification of 
the victim’s DNA only.

The MACSprep Forensic Sperm MicroBead Kit (Milte-
nyi Biotec, Bergisch Gladbach, Germany, Europe) separation 
technique specifically retains spermatozoa within a magnetic 
column following the recognition and binding of spermatozoa 
by specific antibodies coupled to magnetic beads (MACSprep 
Forensic Sperm MicroBead Kit manual). While retained within 
the column, the spermatozoa can be washed, thus removing non-
spermatozoa cells and possible free DNA originating from the 
victim’s lysed cells. This should result, once the spermatozoa 
have been flushed out of the column (as the sperm fraction) and 
lysed, in DNA profiles originating from spermatozoa only.

The expected purity achievable with the MACSprep’s sepa-
rated samples, and its apparent ease of use, led us to compare 
this separation method with our current separation method 
(Erase). Both separation kits were compared in terms of recov-
ered material and purity of the sperm fractions, specificity, 
the ease of use, and hands-on time needed per sample, to seek 
the possible advantages of one of those two methods over the 
other.

Material and methods

Swab preparation

4N6 FLOQSwabs Genetics (Copan, Brescia, Italy) were 
loaded with 20 µl of undiluted sperm or 20 µl of 1:200 
PBS-diluted sperm from a voluntary donor, or 20 µl of 

azoospermic semen from a voluntary donor. For each 
condition, six swabs were prepared in parallel. Once the 
(diluted) sperm, or azoospermic semen, was deposited on 
the swabs, they were left to dry overnight at room tempera-
ture before being returned in their protective case, and kept 
at room temperature until used.

Two voluntary informed participants took vaginal swabs 
(4N6 FLOQSwabs Genetics, Copan) over a period of 
10 days. Samples were collected with at least 2 h intervals 
in between two successive collections, with a maximum of 
6 samplings per day. A total of 78 samples were collected. 
After collection, the swabs were left open to dry overnight 
and then returned to their protective cases and kept at room 
temperature. Once all the samples were available, a fresh 
sperm sample was obtained from a voluntary participant, 
and a sample of frozen azoospermic semen from a vasecto-
mized volunteer was thawed before being used. Serial dilu-
tions of the sperm sample with PBS were made (1:10, 1:100, 
1:200. 1:400, 1:800, and 1:1600) before 20 µl of each dilu-
tions were deposited on two sets of three randomly chosen 
vaginal swabs. Twenty microliters of undiluted sperm was 
also deposited on two sets of three randomly chosen vagi-
nal swabs. Twenty microliters of azoospermic semen was 
directly deposited, without dilution, on two other sets of 
three randomly chosen vaginal swabs. Once the sperm, or 
azoospermic semen, was added, the swabs were left to dry 
overnight, before being returned to their protective cases, and 
stored at − 20 °C, in order to follow the analytical flow of real 
sexual assault samples within our laboratory (the samples 
are kept frozen until they are analyzed, in order to prevent 
DNA degradation). All samples were then analyzed within 
14 days. In order to evaluate the recovery efficiency, 20 µl ali-
quots of each of the different sperm dilutions used, as well as 
20 µl aliquots of azoospermic semen, were kept in Eppendorf 
tubes, extracted, quantified, as described below, and further 
compared with the quantified male material recovered from 
each of the vaginal swabs.

Twelve mock samples were also voluntarily prepared 
using buccal swabs, provided by a single informed female 
donor (different from the vaginal swab donors) by rubbing 
the inside of each cheek with 4N6 FLOQSwabs Genetics for 
at least 10 s on each side. Those swabs were subsequently 
loaded with 20 µl of a 1:200 PBS-diluted solution of sperm 
in triplicates for both MACSprep and Erase separation kits. 
Once loaded with sperm, the swabs were left to dry at room 
temperature overnight before being returned in their protec-
tive cases and stored at − 20 °C until they were analyzed.

Spermatozoa separation

For each experiment, the spermatozoa separations were 
carried out while following the procedures described in the 
respective Erase and MACSprep provided manuals.
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For both separation methods, the cell-containing swabs’ 
heads were initially cut in 4–5 pieces before being trans-
ferred into spin baskets for the first lysis/recovery steps. 
This was done to increase the mechanical shear forces dur-
ing the thermomixer initial incubation step, and resulted in 
increased material being released from the swabs (internal 
studies, data not shown).

For Erase processed samples, 400  µl of extraction 
buffer and 7 µl of the provided proteinase K were added 
to the swab’s head pieces in a 1.5 ml Eppendorf tube, 
vortexed for 20 s, and incubated for 60 min at 56 °C on 
an Eppendorf comfort thermomixer at 550 rpm. A rapid 
spin down was performed before the content of the Eppen-
dorf tube was transferred into a DNA IQ spin basket (Pro-
mega, Madison, WI, USA) on a new Eppendorf tube and 
centrifuged for 5 min at 20,000 g on a 5417R Eppendorf 
centrifuge. A total of 350 µl of the supernatant was then 
transferred to a new Eppendorf tube and kept as the “non-
sperm fraction.” Ten microliters of the provided solutions 
1 and 2 were added to the 50 µl remaining on top of the 
spermatozoa pellet before it was resuspended by pipet-
ting up and down a few times, and left to incubate under 
agitation (550 rpm) for 15 min at 37 °C on an Eppendorf 
thermomixer. Ten microliters of the provided solution 3 
was eventually added to the cell suspension, before it was 
briefly vortexed and incubated for an additional 15 min 
under agitation (550 rpm) at 56 °C on an Eppendorf ther-
momixer. This resulted in the lysis of the spermatozoa and 
was kept as the “sperm fraction.”

For MACSprep, 600 µl of freshly prepared solution 1 was 
added onto the swab head pieces in a 1.5 ml Eppendorf tube 
(A), vortexed for 10 s, and incubated for 30 min at 25 °C on 
an Eppendorf comfort thermomixer at 800 rpm. The sample 
was then vortexed for 10 s and a rapid spin down was per-
formed before the swab head pieces and the solution 1 were 
transferred into a DNA IQ spin basket (Promega) onto a 
new 1.5 ml Eppendorf tube (B). One hundred microliters of 
solution 1 was used to rinse the first Eppendorf tube (A) and 
was transferred into the spin basket containing the swab head 
pieces. The Eppendorf tube (B) was then centrifuged, along 
with the spin basket, for 5 min at 16,000 g. The spin basket 
containing the swab head pieces was further discarded. The 
supernatant was kept in a new Eppendorf tube as the “non-
sperm fraction.” The sperm pellet was suspended in 60 µl 
of freshly prepared solution 2, well mixed with 40 µl of 
anti-spermatozoa microbead-coupled antibodies and incu-
bated for 15 min at 25 °C without agitation. MS columns 
were prepared by running 2 × 500 µl of MACSprep Forensic 
Buffer through them, while standing on a MACS Separator 
Magnet, before new Eppendorf tubes were placed under the 
columns and the cell suspensions containing the antibody-
bound spermatozoa were loaded into them. Particular care 
was taken when loading the stained spermatozoa containing 

cell solution, in order to deposit it directly on top of the vis-
ible magnetic beads in the column, and avoid spattering on 
the column wall. Each of the Eppendorf tubes used for the 
spermatozoa’s staining (B) was washed once with 400 µl of 
MACSprep Forensic Buffer, which was then also transferred 
into the corresponding MS column. Unlabeled cells present 
in the cell suspension were collected in the flow-through. 
MS columns were washed twice with 500 µl of MACSprep 
Forensic Buffer before they were removed from the MACS 
Separator and placed onto new Eppendorf tubes (C). Five 
hundred microliters of MACSprep Forensic Buffer was then 
added into the column and the content was flushed out of the 
column by pushing down the provided plunger. This resulted 
in the “sperm fraction.”

Samples extraction and purification

DNA from the different sperm and non-sperm fractions, col-
lected with either Erase or MACSprep kits, were extracted 
and purified using the QIAamp DNA Mini Kit (Qiagen) in 
the presence of DTT and 20 µl of the provided proteinase 
K. Briefly, 200 µl of AL buffer and 10 µl of DTT solution 
(7.7 mg DTT (AppliChem, DTT BioChemica, A1101) in 
50 µl H2O) were added to 200 µl of the different fractions 
(20 µl of the provided proteinase K was also added to the 
MACSprep fractions) before being incubated for 45 min at 
56 °C on an Eppendorf comfort thermomixer at 450 rpm. 
This was followed by a rapid spin down and the addition of 
200 µl of 96% EtOH to each sample. The solution was then 
transferred onto a QIASpin column placed onto a collection 
tube. A first centrifugation at 6800 g for 1 min was per-
formed before the collection tube was exchanged for a new 
one and 500 µl of the provided AW1 solution was added 
into the column. Another 1 min centrifugation at 6800 g 
was done before the collection tube was changed again and 
500 µl of the provided AW2 solution was added into the 
column. A third centrifugation at 20,000 g was done for 
3 min before the collection tube was emptied and a new 
20,000 g centrifugation was done for an additional 1 min. 
Finally, the column was placed onto a new 1.5 ml Eppen-
dorf tube and 60 µl of the provided AE elution buffer was 
added, incubated for 1 min at RT °C, and centrifuged for 
1 min at 6800 g.

Samples quantification

Two microliters of each extracted DNA from the differ-
ent fractions was quantified with the Quantifiler™ Trio kit 
(Thermo Fisher, Applied Biosystems, Waltham, MA, USA), 
using an ABI 7500 Real-Time PCR system and the HID 
Real-Time analysis software V1.3 following standard pro-
cedures but in half reaction volumes.
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The quantification of one negative and two positive con-
trols were done with each run of quantification to ensure 
that it performed as expected and that no problem took place 
during the process.

STR amplification of sperm fractions

Sperm fractions were further amplified using the NGM 
SElect kit (Applied Biosystems), using a DNA extract target 
between 0.5 and 1 ng, or 10 µl of the DNA extract if its con-
centration was 0.05 ng/µl or less. The amplification of one 
negative and one positive control was done along to ensure 
that no problems occurred during the process.

DNA profiles were obtained by running 1  µl of the 
amplification products, mixed with 9.5 µl of formamide and 
0.5 µl of GS 600 LIZ, on an ABI3500xL Genetic Analyzer 
(Applied Biosystems). Data were further analyzed using the 
GeneMapperID-X V1.5 software (Applied Biosystems). 
Only alleles with a signal intensity above 75 rfu were con-
sidered, with a global cut-off value of 5% for all the allele 
size ranges.

Statistical analysis

The mean amounts of male DNA quantities, or the mean 
male DNA recoveries, obtained during the different experi-
mental setups with the two separation methods (MACSprep 
and Erase) were compared using pairwise t-test, with the 
analysis ToolPak in Excel 2016. A significance level of 
p < 0.05 was used for all tests.

Results

Material recovery

In order to compare both separation kits’ efficiency in 
regards of spermatozoa separation, swabs were loaded with 
either 20 µl of undiluted sperm, or 20 µl of undiluted azoo-
spermic semen in the absence of vaginal cells. Triplicates of 
20 µl of each seminal liquid used were extracted and quan-
tified as references. Triplicates of each swab, loaded with 
either undiluted sperm or undiluted azoospermic semen, 
were then processed with MACSprep and Erase Kits in 
parallel. The resulting sperm and non-sperm fractions were 
extracted and quantified. Compared to the references, similar 
recovery efficiencies were observed for both MACSprep and 
Erase when processing undiluted sperm samples (Fig. 1A) 
Fifty to fifty-two percent of the loaded material was found 
in the MACSprep sperm fractions (SF), and 4–43% in the 
corresponding Erase sperm fractions. The 4% recovery 
observed for one of the Erase sperm fraction was an outlier 
and a laboratory error cannot be excluded.

To ensure the spermatozoa specificity of both separa-
tion kits, the same experiment was repeated using 20 µl of 
azoospermic semen, with no expected material in the sperm 
fraction this time. Indeed, all material ended up in the non-
sperm fractions (NSF) for the two techniques. MACSprep’s 
NSF resulted in 81–86% recovery of the loaded material, 
whereas Erase’s NSF contained between 19 and 34% of the 
loaded material (Fig. 1B). The difference between both kits 
was significant (p < 0.05).

The MACSprep’s flow-through fractions (FT), from the 
magnetic columns, were kept and their male material were 
quantified in order to check if part of the difference between 
the expected material found in the sperm fractions and the 
reference samples could be explained by material wrongly 
directed in these fractions during the separation process. As 
shown in Fig. 1A and B, the flow-through fractions collected 
during the MACSprep separations (mostly a wash step) were 
devoid of male material for both undiluted sperm and undi-
luted azoospermic semen.

Purity and reproducibility of the sperm fractions

The purer the separated fractions, the more allelic infor-
mation from the obtained DNA profile can be trusted and 
the lesser the risk to wrongly assign a given allele to one 
contributor. To compare how both kits performed regard-
ing purity and reproducibility, eight sets containing each 
three randomly chosen vaginal swabs were loaded with 20 µl 
of 1:10 PBS-diluted sperm and another eight sets of three 
randomly chosen vaginal swabs were loaded with 20 µl of 
1:200 PBS-diluted sperm. Four technicians processed one 
set of each sperm dilutions with Erase and one set of each 
sperm dilutions with MACSprep. The total DNA and male-
only DNA were quantified for each of the sperm fractions 
obtained and the male DNA/total DNA ratio was calculated 
for each sperm fraction. The closer this ratio is to 1, the 
purer the fractions are (i.e., contain male-only biological 
material).

As shown in Fig. 2, MACSprep resulted generally in 
higher, or equivalent, levels of purity of the resulting sperm 
fractions compared to those observed with Erase. In gen-
eral, 1:10 diluted sperm samples showed purer sperm frac-
tions than 1:200 diluted sperm samples for both kits. MAC-
Sprep showed purer sperm fractions than Erase for half of 
the 1:200 diluted sperm samples. Variability was observed 
between technicians for both kits. 1:10 PBS-diluted samples 
processed with Erase produced more reproducible results, 
with a range of purity between 52 and 69% achieved by 
the different technicians, but this apparent reproducibility 
disappeared with the 1:200 PBS-diluted samples. MAC-
Sprep ranged from 54 to 96% purity of the sperm fractions 
for the 1:10 diluted samples and was in general higher than 
what was observed for Erase. A lot of variability was also 
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observed for the MACSprep 1:200 diluted samples, but with 
a purity slightly higher than what was obtained for the cor-
responding Erase samples.

As expected, to obtain male-only material in the sperm 
fractions became more difficult with higher sperm dilu-
tions loaded on the vaginal swabs. While the two methods 

Fig. 1  A Male material recov-
ered from sperm-loaded swabs 
using either MACSprep or 
Erase separation kits. Twenty 
microliters of undiluted sperm 
was loaded on swabs and 
recovered using either one of 
the separation kits. The material 
in the different fractions (sperm 
fraction (SF), non-sperm frac-
tion (NSF), and flow-through 
(FT)) was quantified and com-
pared to references (20 µl of the 
same sperm solution in Eppen-
dorf, lysed and quantified). A, 
B, and C stand for triplicate. (B) 
Male material recovered from 
azoospermic semen-loaded 
swabs using either MACSprep 
or Erase separation kits. Twenty 
microliters of azoospermic 
semen was loaded on swabs 
and recovered using either 
one of the separation kits. 
The material in the different 
fractions (sperm fraction (SF), 
non-sperm fraction (NSF), and 
flow-through (FT)) was quanti-
fied and compared to references 
(20 µl of the same azoospermic 
semen solution in Eppendorf, 
lysed and quantified). A, B, and 
C stand for triplicate. Asterisk 
indicates a significant differ-
ence in quantities of recovered 
material between both methods 
(p < 0.05)

Fig. 2  Purity of the different 
sperm fractions. Vaginal swabs, 
loaded with either 20 µl of 1:10 
PBS-diluted sperm or 20 µl of 
1:200 PBS-diluted sperm, were 
processed with both separation 
kits in triplicates. Human and 
male materials were quantified 
for each sample. The purity 
of the sperm fraction was 
calculated as the male DNA 
contribution to the total human 
DNA quantified. The closer to 
100%, the purer the fraction is, 
regarding male material. Error 
bars are from the triplicate 
processed for each kit by each 
technician
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showed similar purity of the sperm fractions for the swabs 
loaded with 20 µl of 1:200 diluted sperm for two of the 
technicians (Fig. 2, technicians #2 and #3, and Supplemen-
tary Table S1), a 10 times higher purity was observed with 
MACSprep for the other two (Fig. 2, technicians #1 and #4, 
and Supplementary Table S1) for the same sperm dilution. 
The increased variability observed for the samples with low 
amounts of spermatozoa shows a part of the difficulties to 
master the separation techniques, even for trained techni-
cians, for such samples.

Influence of biological mixtures on recovery

The ability of both separation kits to successfully separate 
spermatozoa was subsequently tested using swabs loaded 
with different types of biological mixtures. Vaginal swabs, 
buccal swabs, and new, unused swabs were all loaded with 
20 µl of 1:200 PBS-diluted sperm. This dilution was chosen 
as it produced a lot of variability in the previous experi-
ments (Fig. 2). Triplicates of each biological mixture were 
processed using both kits.

Erase resulted in significantly (p < 0.05) higher recov-
ery rates (50%, 40%, and 25% respectively) compared to 
MACSprep (less than 10% for all sets of triplicate) for 
both vaginal and buccal swabs, as well as for the new 
swabs loaded with diluted sperm only, compared to refer-
ences (Fig. 3). Swabs loaded with PBS-diluted sperm only 
released more material with Erase than with MACSprep, 
which was unexpected, considering the male recovery 
similarity for both kits observed for swabs loaded with 
undiluted sperm only (Fig. 1A). Surprisingly, an efficient 

male material recovery was more difficult to achieve with 
buccal swabs compared to vaginal swabs. Both MAC-
Sprep and Erase resulted in a decrease of male material 
recovery for buccal swabs compared to vaginal swabs, 
while the same amount of diluted sperm was loaded on 
both types of swabs. The male DNA found within the 
Erase’s and MACSprep’s buccal swabs’ non-sperm frac-
tions may originate from male epithelial cells, leukocytes, 
and immature sperm cells, or spermatozoa with a com-
promised membrane present in sperm. The exact reason 
why similar male biological material seems to be absent 
from the vaginal swabs’ non-sperm fractions is unclear 
and would require yet unknown experimental designs to 
try to answer it.

Despite a lower recovery of input male material in 
the sperm fractions obtained with MACSprep, the purity 
achieved was higher for MACSprep than what was observed 
with Erase, independently of the cell types (vaginal or buc-
cal) present on the swabs loaded with 1:200 PBS-diluted 
sperm (Fig. 4). Both kits resulted in purer sperm fractions 
when the original cell mixture consisted of buccal cells 
mixed with diluted sperm, rather than vaginal cells mixed 
with similar amount of diluted sperm.

Sensitivity of the kits

Both kits were further compared with vaginal swabs loaded 
with 20 µl of sperm with increasing PBS dilutions (1:10, 
1:100, 1:200, 1:400, 1:800, and 1:1600) in duplicates. The 
male material in the sperm fractions was quantified and 
compared to the expected amount from the corresponding 

Fig. 3  Influence of biological mixture on male material recovery. 
Vaginal swabs, buccal swabs, and new, unused swabs were loaded 
with 20  µl of 1:200 PBS-diluted sperm. Triplicates of each condi-
tions were separated using both MACSprep and Erase in parallel. 
The recovered material was then compared to references (20 µl of the 

same sperm dilution in an Eppendorf, directly lysed and quantified). 
Based on the results shown in Fig. 1A, MACSprep flow-through was 
not quantified. Asterisks indicate significant difference in male mate-
rial recoveries in the sperm fractions (p < 0.05)
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references. Erase performed significantly better (p < 0.05), 
in terms of recovery, than MACSprep for all the dilutions 
tested, except the 1:1600 dilution (Fig. 5). On average, the 
male material recovery rate, compared to the loaded refer-
ence materials, ranged between 50 and 80% for Erase (except 
a drop to 30% for the highest dilution tested (1:1600)) and 
from 5 to 10% for MACSprep.

The material found in all sperm fractions was quanti-
fied for both male and total DNA. A lot of variability was 
observed between similar sperm dilutions processed with 
the two different kits. The purity of the resulting male frac-
tions varied from less than 10% to almost 100% throughout 
the different fractions with no clear trends towards one kit 
or the other. MACSprep did perform better for the 1:400 
and 1:1600 dilutions, compared to Erase. Both kits behaved 
poorly for the 1:800 dilution (Fig. 6). As expected from 
the purity observed for the 1:400 sperm dilutions (Fig. 6), 
NGM SElect amplification resulted in full single male pro-
file from the MACSprep’s sperm fractions. A partial single 

male contributor was also obtained for one of the sample at 
1:1600 sperm dilution with MACSprep, while no quantifi-
able DNA was detected in the corresponding Erase samples 
(Supplementary Table S2).

Discussion

In this study, we tested the new MACSprep™ Forensic 
Sperm MicroBead Kit and compared it with the Erase 
Sperm Isolation Kit, routinely used in our laboratory, for 
their respective abilities to separate spermatozoa from other 
cell types present on mock sexual assault samples. Both kits 
are commercially available, with easy to follow instructions. 
Hands-on time was similar, whichever kit was used, and 
amplification-ready DNA extracts were available with both 
methods in less than 2 h.

DNA recovery is known to be influenced by the swab type 
as well as the extraction method used [48]. An additional 

Fig. 4  Purity of the sperm frac-
tions in the presence of vaginal 
or buccal cells. The purity 
of each of the sperm fraction 
was calculated for each of the 
vaginal or buccal swabs loaded 
with 20 µl of 1:200 PBS-diluted 
sperm. Error bars are from trip-
licate processed for each kit

Fig. 5  Sensitivity of the kits. 
Both separation kits were tested 
on vaginal samples loaded with 
20 µl of increasing dilutions 
of sperm (1:10, 1:100, 1:200, 
1:400. 1:800, and 1:1600) in 
duplicates. The male material in 
the sperm fractions was quanti-
fied and compared to references. 
Asterisks indicate significant 
differences in male materiel 
recovery (p < 0.05)
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loss of material present on a swab is also known to occur 
when separation takes place prior to DNA extraction, and 
such losses of male material have been reported during the 
analysis of sexual assault samples [1]. This was observed for 
both kits, where an average of 58% of the undiluted sperm 
loaded on the swabs was recovered in the absence of vaginal 
cells with MACSprep and an average of 43% with Erase 
(Fig. 1A). Material was lost during the separation process for 
both kits and the quantification of the different supernatants 
for both separation processes did not point to where this loss 
of material may have occurred. It may originate from cells 
that did not detach from the swabs, from free DNA adhering 
to one or more substrate(s) during the separation process, or 
from yet other unknown phenomena. This would require the 
design of specifically dedicated experiments to answer this 
particular question.

Interestingly, when the swabs were loaded with undi-
luted azoospermic semen, 85% of the loaded material was 
recovered on average with MACSprep, while only 28% on 
average were recovered with Erase (Fig. 1B). The differ-
ence between sperm and azoospermic semen being primar-
ily the presence of spermatozoa in the ejaculate, it may be 
possible that the spermatozoa do adhere more to the swabs 
than the other cell types present in azoospermic semen. 
This could result in the lower recovery observed for the 
sperm-loaded MACSprep samples (~ 58%) compared to the 
azoospermic semen samples (~ 85%). Staining the swabs, 
after the initial recovery step, with DNA-specific probes 
(i.e., DAPI or PI) or using picroindigocarmine along with 
nuclear fast red, and screening for the presence of cells 
and/or nucleus still attached to the swabs with a micro-
scope (equipped with UV source if DAPI/PI are used) may 
be a possibility to challenge this hypothesis. For Erase, 
the difference of recovery observed between the sperm 
and azoospermic semen (43% and 28% respectively) may 
come from a yet unknown different origin, as the absence 

of spermatozoa did not result in an increased recovery of 
male material. The lysis strength of the kits’ respective 
buffers used at the beginning of the recovery procedure 
may also result in a more efficient lysis of the cells other 
than spermatozoa during the first spermatozoa’ separation 
step, explaining why azoospermic semen behave differently 
than sperm with the two kits.

As stated above, the recovery efficiencies were in similar 
ranges for both kits in the presence of undiluted sperm, but 
were much higher for Erase (from 29 to 78%) with all PBS-
diluted sperm samples compared to MACSprep (from 3 to 
9%, Fig. 5). The sudden decrease in recovery observed with 
MACSprep, once sperm was diluted, may in part be linked 
to the dilution process itself, affecting somehow the recog-
nition of the spermatozoa by the spermatozoa-specific anti-
body. This would need to be tested in future experimental 
designs in order to better understand it and try to increase 
the corresponding recovery rates of these samples.

Despite lower recovery (Fig. 5), the purity of the sperm 
fractions was similar between Erase and MACSprep for vag-
inal swabs loaded with 1:10 sperm dilution (Fig. 2). This 
purity was higher (up to 10 times), although variable, for 
MACSprep compared to Erase for half of the vaginal swabs 
loaded with 1:200 sperm dilution (Fig. 2 and Fig. 4) as well 
as for buccal swabs loaded with 1:200 diluted sperm (Fig. 4). 
The purer male-only sperm fractions, obtained with MAC-
Sprep, were most likely linked to the column wash step done 
to remove possible non-spermatozoa material and cell-free 
DNA from the spermatozoa. Both techniques resulted in a 
lot of variability for the purity of the sperm fractions when 
processing samples loaded with lower numbers of spermato-
zoa (using higher sperm dilutions, Fig. 6). This may in part 
be explained by the fact that the number of female cells on 
those swabs, as well as the amounts of vaginal secretions, 
was not controlled, from one swab to the other, and may 
have had an unexpected effect on the efficiency of the male 

Fig. 6  Purity of the sperm 
fractions with increasing sperm 
dilutions. Vaginal swabs loaded 
with 20 µl of the indicated 
sperm dilutions were separated 
using both kits in duplicates 
(A and B). The resulting sperm 
fractions were extracted and 
quantified. The purity of the 
sperm fractions is shown for 
each sample
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material recovery with both techniques. Preparing similar 
and homogeneous mock vaginal samples is a challenge in 
itself which was out of the scope of this study.

Buccal swabs were used, along vaginal swabs, to test the 
influence of the cell mixtures on the spermatozoa’ separa-
tion with the two kits. Despite the fact that buccal swabs 
may not be part of typical sexual assault swabs collected, it 
was also interesting to challenge them with both MACSprep 
and Erase as, in some particular cases, samples following a 
forced fellatio may be part of the sexual assault kits trans-
ferred for analyses. Purer sperm fractions were obtained, 
post-separation with both kits, for buccal swabs loaded with 
PBS-diluted sperm, compared to vaginal swabs loaded with 
the same amount of the same PBS-diluted sperm. This may 
in part be explained by the sample preparation. Sperm dilu-
tions were loaded on buccal swabs right after they were col-
lected while they had no yet had time to dry. For vaginal 
swabs, on the other hand, as the samples were collected over 
a long period of time, they were stored dry until they were 
all available and subsequently loaded with the same sperm 
dilutions at the same time. The difference between these two 
types of samples may have resulted in a multi-layer kind of 
cell deposition for the vaginal swabs, compared to a more 
homogeneous cell mixture for the buccal swabs. The remain-
ing absorption capacities associated with these two types of 
swabs may have been different when sperm dilutions were 
deposited onto them. Spermatozoa loaded onto a dried layer 
of vaginal cells may have been easier to recover than those 
more homogeneously mixed with buccal cells. Also, one 
cannot rule out a possible role of the cellular composition 
and the surrounding non-cell compounds found in those two 
types of samples, which may interact differently with sper-
matozoa (approximately 10 times more female material was 
present on the buccal swabs compared to the vaginal ones 
used in this study).

Separation of spermatozoa with antibody-based sper-
matozoa is an active field of research as was shown by 
different publications using several different antibodies 
(anti-PH-20 [44], SP-10, NUH-2, HS-21 [45], MOSPD3 
[46]) on fresh mixtures of epithelial cells and spermato-
zoa. Magnetic separation was also recently proposed as a 
way to isolate spermatozoa from heterogeneous samples 
using SLeX-conjugated magnetic beads [47] using cul-
tured vaginal cells, or buccal cells, mixed with diluted 
sperm, but showed carryover of non-spermatozoa cells 
within the corresponding sperm positive fractions. None 
of these approaches is currently commercially available 
and is either not tested on dried swabs [44], or showed sig-
nificant decrease in efficiency when samples were vortexed 
[45] or when swabs were kept for more than 10 days before 
being processed [46]. Erase, routinely used in our labora-
tory, and MACSprep were successful in separating sper-
matozoa from dried swabs (as those used in the present 

paper). Routine flow in the laboratory for sexual assault 
with Erase involves vortexing steps. Vortexing samples 
did not show a negative impact on MACSprep samples, 
as it resulted in recovery efficiencies comparable to those 
observed with Erase for samples loaded with undiluted 
sperm. More than a year old samples are routinely ana-
lyzed within our laboratory with Erase and result in very 
good quality profiles. A few several-month-old samples 
were processed with MACSprep in our laboratory, and in 
collaboration with other laboratories, and produced full 
male STR profile in the sperm fractions (these few real 
case samples were analyzed with the agreement of the 
Swiss ethical committee, as long as no profiles were dis-
closed and the samples remained anonymous).

MACSprep and Erase, both being commercially available 
products, can hardly compete with home-made differential 
lysis solutions regarding the cost per sample. The price per 
separation is about twice for MACSprep compared to Erase 
(Supplementary Table S3).

With both kits’ actual formats, Erase is more interesting 
than MACSprep in regard to recovery efficiency for 
samples with low amounts of spermatozoa in the presence 
of large numbers of epithelial cells. This is different if the 
purity of the sperm fractions is considered. If the current 
recovery achieved for highly diluted sperm samples could 
be increased with MACSprep, the higher purity obtained 
and its already available automation system would make 
it a method of choice, or at least worth considering, to 
process large numbers of sexual assault samples and/or 
reduce backlogs.

Further tests are planned in order to better understand some 
of the results observed within our laboratory. An additional 
inter-laboratory study would help to determine whether some 
of the unexpected results observed within this study are spe-
cific to our laboratory workflow or to the kits used.

Supplementary Information The online version contains supplemen-
tary material available at https:// doi. org/ 10. 1007/ s00414- 022- 02861-7.

Acknowledgements The authors would like to thank the voluntary 
donors for the material used within this study. They would also like to 
thank the following 12 laboratories for their precious help in prelimi-
nary studies during the early tests of Miltenyi’s  MACSprepTM Forensic 
Sperm MicroBead Kit:

Institut für Rechtsmedizin—Aarau—Forensische Genetik 
(Switzerland)

Institut für Rechtsmedizin—Basel—Forensische Genetik 
(Switzerland)

Institut für Rechtsmedizin—Bern—Abt. Forensische Molekular-
biologie (Switzerland)

Institut für Rechtsmedizin—St. Gallen (Switzerland)
Institut für Rechtsmedizin – Zürich (Switzerland)
Laboratorio di Diagnostica Molecolare – Gentilino (Switzerland)
Laboratoire de sciences judiciaires et de médecine légale – Montréal 

(Canada)
Laboratoire des empreintes génétiques – Lyon (France)
Institut génétique de Nantes Atlantique (France)

276 International Journal of Legal Medicine (2023) 137:267–278

https://doi.org/10.1007/s00414-022-02861-7


1 3

Azur Génétique—Laboratoire d’identification Génétique – Nice 
(France)

DNAlogy – Athene (Greece)
Service d’identification génétique du Laboratoire National de Santé 

– Dudelange (Luxembourg)
Finally, the authors would also like to thank Marie-Christine 

Ruchet, Dr. Stefania Puttini, Dr. Catalina Mariana Luca, Annalisa 
Grini, Prisca Blandin, and Laure Prontera-Leuenberger for their tech-
nical help and inputs to this project.

Funding Open access funding provided by University of Lausanne 
No grant or funding from agencies in the public, commercial, or not-
for-profit sectors were requested for this study. Discounts for some of 
the reagents were obtained from Miltenyi Biotec, Bergisch Gladbach, 
Germany.

Declarations 

All samples used in this study were provided by informed donors, who 
voluntarily participated in the experimental protocol described and 
agreed to the publication of the results. The approval from the Swiss 
ethical committee was not required for the abovementioned study as it 
represents a validation study rather than a research project, and as such 
does not require ethical approval regarding local laws. Moreover, no 
individual information regarding health, genetic information, or donor-
specific data was considered during this experimental setup. No further 
analyses, than those cited in the present paper, were performed using 
the DNA extracts obtained from the different experiments described. 
The presented results cannot identify the different donors.

Competing interests A patent (WO2015189208A1, EP2955521A1) 
for the magnetic separation is held by Frédéric Grosjean and Vincent 
Castella (current assignee: Centre Hospitalier Universitaire Vaudois 
(CHUV)). Milteniy Biotec has a patent license contract for the produc-
tion and distribution of the commercial product (MACSprep™ Foren-
sic Sperm MicroBead Kit, human).

Open Access This article is licensed under a Creative Commons Attri-
bution 4.0 International License, which permits use, sharing, adapta-
tion, distribution and reproduction in any medium or format, as long 
as you give appropriate credit to the original author(s) and the source, 
provide a link to the Creative Commons licence, and indicate if changes 
were made. The images or other third party material in this article are 
included in the article's Creative Commons licence, unless indicated 
otherwise in a credit line to the material. If material is not included in 
the article's Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will 
need to obtain permission directly from the copyright holder. To view a 
copy of this licence, visit http:// creat iveco mmons. org/ licen ses/ by/4. 0/.

References

 1. Vuichard S, Borer U, Bottinelli M et al (2011) Differential DNA 
extraction of challenging simulated sexual-assault samples: a 
Swiss collaborative study. Investig Genet 2:11. https:// doi. org/ 
10. 1186/ 2041- 2223-2- 11

 2. Green RL, Lagace RE, Oldroyd NJ, Hennessy LK, Mulero JJ 
(2013) Developmental validation of the AmpFlSTR(R) NGM 
SElect PCR Amplification Kit: a next-generation STR multiplex 
with the SE33 locus. Forensic Sci Int Genet 7:41–51. https:// doi. 
org/ 10. 1016/j. fsigen. 2012. 05. 012

 3. Fregeau CJ, Bowen KL, Leclair B, Trudel I, Bishop L, Fourney 
RM (2003) AmpFlSTR profiler Plus short tandem repeat DNA 
analysis of casework samples, mixture samples, and nonhuman 
DNA samples amplified under reduced PCR volume conditions 
(25 microL). J Forensic Sci 48:1014–1034

 4. Kumar N, Maitray A, Gupta R, Sharma D, Sk S (2018) Impor-
tance of Y- STR profiling in sexual assault cases with mixed 
DNA profile. Int J Biochem Mol Biol 3(1):42–45. https:// doi. 
org/ 10. 15406/ ijmboa. 2018. 03. 00048

 5. Roewer L (2009) Y chromosome STR typing in crime case-
work. Forensic Sci Med Pathol 5:77–84. https:// doi. org/ 10. 
1007/ s12024- 009- 9089-5

 6. Purps J, Siegert S, Willuweit S et al (2014) A global analysis of 
Y-chromosomal haplotype diversity for 23 STR loci. Forensic Sci 
Int Genet 12:12–23. https:// doi. org/ 10. 1016/j. fsigen. 2014. 04. 008

 7. Roewer L (2019) Y‐chromosome short tandem repeats in foren-
sics—sexing, profiling, and matching male DNA. WIREs Forensic 
Science 1:e1336. https:// doi. org/ 10. 1002/ wfs2. 1336

 8. Cerri N, Ricci U, Sani I, Verzeletti A, De Ferrari F (2003) Mixed 
stains from sexual assault cases: autosomal or Y-chromosome 
short tandem repeats? Croat Med J 44:289–292

 9. Prinz M (2003) Advantages and disadvantages of Y-short tandem 
repeat testing in forensic casework. Forensic Sci Rev 15:191–198

 10. Jain T, Shrivastava P (2016) PowerPlex Y23 system: a fast, sensi-
tive and reliable Y-STR multiplex system for forensic and popula-
tion genetic purpose. J Mol Biomark Diagn 7:3. https:// doi. org/ 
10. 4172/ 2155- 9929. 10002 81

 11. Adnan A, Ralf A, Rakha A, Kousouri N, Kayser M (2016) 
Improving empirical evidence on differentiating closely related 
men with RM Y-STRs: a comprehensive pedigree study from 
Pakistan. Forensic Sci Int Genet 25:45–51. https:// doi. org/ 10. 
1016/j. fsigen. 2016. 07. 005

 12. Alghafri R, Goodwin W, Ralf A, Kayser M, Hadi S (2015) A novel 
multiplex assay for simultaneously analysing 13 rapidly mutat-
ing Y-STRs. Forensic Sci Int Genet 17:91–98. https:// doi. org/ 10. 
1016/j. fsigen. 2015. 04. 004

 13. Ballantyne KN, Goedbloed M, Fang R et al (2010) Mutability of 
Y-chromosomal microsatellites: rates, characteristics, molecular 
bases, and forensic implications. Am J Hum Genet 87:341–353. 
https:// doi. org/ 10. 1016/j. ajhg. 2010. 08. 006

 14. Ralf A, Lubach D, Kousouri N et al (2020) Identification and 
characterization of novel rapidly mutating Y-chromosomal short 
tandem repeat markers. Hum Mutat 41:1680–1696. https:// doi. 
org/ 10. 1002/ humu. 24068

 15. Ralf A, Zandstra D, Weiler N, van Ijcken WFJ, Sijen T, Kayser 
M (2021) RMplex: An efficient method for analyzing 30 Y-STRs 
with high mutation rates. Forensic Sci Int Genet 55:102595. 
https:// doi. org/ 10. 1016/j. fsigen. 2021. 102595

 16. Ballantyne KN, Ralf A, Aboukhalid R et al (2014) Toward male 
individualization with rapidly mutating y-chromosomal short tan-
dem repeats. Hum Mutat 35:1021–1032. https:// doi. org/ 10. 1002/ 
humu. 22599

 17. Castella V, Gervaix J, Hall D (2013) DIP-STR: highly sensitive 
markers for the analysis of unbalanced genomic mixtures. Hum 
Mutat 34:644–654. https:// doi. org/ 10. 1002/ humu. 22280

 18. Oldoni F, Castella V, Hall D (2015) A novel set of DIP-STR mark-
ers for improved analysis of challenging DNA mixtures. Forensic 
Sci Int Genet 19:156–164. https:// doi. org/ 10. 1016/j. fsigen. 2015. 
07. 012

 19. Oldoni F, Castella V, Grosjean F, Hall D (2017) Sensitive DIP-
STR markers for the analysis of unbalanced mixtures from “touch” 
DNA samples. Forensic Sci Int Genet 28:111–117. https:// doi. org/ 
10. 1016/j. fsigen. 2017. 02. 004

 20. Cereda G, Biedermann A, Hall D, Taroni F (2014) An investi-
gation of the potential of DIP-STR markers for DNA mixture 

277International Journal of Legal Medicine (2023) 137:267–278

http://creativecommons.org/licenses/by/4.0/
https://doi.org/10.1186/2041-2223-2-11
https://doi.org/10.1186/2041-2223-2-11
https://doi.org/10.1016/j.fsigen.2012.05.012
https://doi.org/10.1016/j.fsigen.2012.05.012
https://doi.org/10.15406/ijmboa.2018.03.00048
https://doi.org/10.15406/ijmboa.2018.03.00048
https://doi.org/10.1007/s12024-009-9089-5
https://doi.org/10.1007/s12024-009-9089-5
https://doi.org/10.1016/j.fsigen.2014.04.008
https://doi.org/10.1002/wfs2.1336
https://doi.org/10.4172/2155-9929.1000281
https://doi.org/10.4172/2155-9929.1000281
https://doi.org/10.1016/j.fsigen.2016.07.005
https://doi.org/10.1016/j.fsigen.2016.07.005
https://doi.org/10.1016/j.fsigen.2015.04.004
https://doi.org/10.1016/j.fsigen.2015.04.004
https://doi.org/10.1016/j.ajhg.2010.08.006
https://doi.org/10.1002/humu.24068
https://doi.org/10.1002/humu.24068
https://doi.org/10.1016/j.fsigen.2021.102595
https://doi.org/10.1002/humu.22599
https://doi.org/10.1002/humu.22599
https://doi.org/10.1002/humu.22280
https://doi.org/10.1016/j.fsigen.2015.07.012
https://doi.org/10.1016/j.fsigen.2015.07.012
https://doi.org/10.1016/j.fsigen.2017.02.004
https://doi.org/10.1016/j.fsigen.2017.02.004


1 3

analyses. Forensic Sci Int Genet 11:229–240. https:// doi. org/ 10. 
1016/j. fsigen. 2014. 04. 001

 21. Garvin AM, Bottinelli M, Gola M, Conti A, Soldati G (2009) 
DNA preparation from sexual assault cases by selective degra-
dation of contaminating DNA from the victim. J Forensic Sci 
54:1297–1303. https:// doi. org/ 10. 1111/j. 1556- 4029. 2009. 01180.x

 22. Garvin AM, Fischer A, Schnee-Griese J et al (2012) Isolating 
DNA from sexual assault cases: a comparison of standard methods 
with a nuclease-based approach. Investig Genet 3:25. https:// doi. 
org/ 10. 1186/ 2041- 2223-3- 25

 23. Voorhees JC, Ferrance JP, Landers JP (2006) Enhanced elution 
of sperm from cotton swabs via enzymatic digestion for rape kit 
analysis. J Forensic Sci 51:574–579. https:// doi. org/ 10. 1111/j. 
1556- 4029. 2006. 00112.x

 24. Yoshida K, Sekiguchi K, Mizuno N et al (1995) The modified 
method of two-step differential extraction of sperm and vagi-
nal epithelial cell DNA from vaginal fluid mixed with semen. 
Forensic Sci Int 72:25–33. https:// doi. org/ 10. 1016/ 0379- 0738(94) 
01668-u

 25. Garvin AM (2003) Filtration based DNA preparation for sexual 
assault cases. J Forensic Sci 48:1084–1087

 26. Chen J, Kobilinsky L, Wolosin D, Shaler R, Baum H (1998) A 
physical method for separating spermatozoa from epithelial cells 
in sexual assault evidence. J Forensic Sci 43:114–118

 27. Murray C, McAlister C, Elliott K (2007) Identification and isola-
tion of male cells using fluorescence in situ hybridisation and 
laser microdissection, for use in the investigation of sexual assault. 
Forensic Sci Int Genet 1:247–252. https:// doi. org/ 10. 1016/j. fsi-
gen. 2007. 05. 003

 28. Sanders CT, Sanchez N, Ballantyne J, Peterson DA (2006) Laser 
microdissection separation of pure spermatozoa from epithelial 
cells for short tandem repeat analysis. J Forensic Sci 51:748–757. 
https:// doi. org/ 10. 1111/j. 1556- 4029. 2006. 00180.x

 29. Anslinger K, Bayer B, Mack B, Eisenmenger W (2007) Sex-spe-
cific fluorescent labelling of cells for laser microdissection and 
DNA profiling. Int J Legal Med 121:54–56. https:// doi. org/ 10. 
1007/ s00414- 005- 0065-7

 30. Li CX, Han JP, Ren WY, Ji AQ, Xu XL, Hu L (2011) DNA pro-
filing of spermatozoa by laser capture microdissection and low 
volume-PCR. PLoS ONE 6:e22316. https:// doi. org/ 10. 1371/ journ 
al. pone. 00223 16

 31. Elliott K, Hill DS, Lambert C, Burroughes TR, Gill P (2003) Use 
of laser microdissection greatly improves the recovery of DNA 
from sperm on microscope slides. Forensic Sci Int 137:28–36

 32. Meredith M, Bright JA, Cockerton S, Vintiner S (2012) Develop-
ment of a one-tube extraction and amplification method for DNA 
analysis of sperm and epithelial cells recovered from forensic sam-
ples by laser microdissection. Forensic Sci Int Genet 6:91–96. 
https:// doi. org/ 10. 1016/j. fsigen. 2011. 02. 007

 33. Horsman KM, Barker SL, Ferrance JP, Forrest KA, Koen KA, 
Landers JP (2005) Separation of sperm and epithelial cells in a 
microfabricated device: potential application to forensic analysis 
of sexual assault evidence. Anal Chem 77:742–749. https:// doi. 
org/ 10. 1021/ ac048 6239

 34. Horsman KM, Bienvenue JM, Blasier KR, Landers JP (2007) 
Forensic DNA analysis on microfluidic devices: a review. J Foren-
sic Sci 52:784–799. https:// doi. org/ 10. 1111/j. 1556- 4029. 2007. 
00468.x

 35. Di Nunno N, Melato M, Vimercati A et al (2003) DNA identifica-
tion of sperm cells collected and sorted by flow cytometry. Am J 
Forensic Med Pathol 24:254–270. https:// doi. org/ 10. 1097/ 01. paf. 
00000 70224. 58005. ac

 36. Schoell WM, Klintschar M, Mirhashemi R, Pertl B (1999) Sepa-
ration of sperm and vaginal cells with flow cytometry for DNA 
typing after sexual assault. Obstet Gynecol 94:623–627

 37. Schoell WM, Klintschar M, Mirhashemi R et al (1999) Separation 
of sperm and vaginal cells based on ploidy, MHC class I-, CD45-, 
and cytokeratin expression for enhancement of DNA typing after 
sexual assault. Cytometry 36:319–323

 38. Norris JV, Evander M, Horsman-Hall KM, Nilsson J, Laurell T, 
Landers JP (2009) Acoustic differential extraction for forensic 
analysis of sexual assault evidence. Anal Chem 81:6089–6095. 
https:// doi. org/ 10. 1021/ ac900 439b

 39. Wright SN, Huge BJ, Dovichi NJ (2020) Capillary zone electro-
phoresis separation and collection of spermatozoa for the foren-
sic analysis of sexual assault evidence. Electrophoresis 41:1344–
1353. https:// doi. org/ 10. 1002/ elps. 20190 0455

 40. Williamson VR, Laris TM, Romano R, Marciano MA (2018) 
Enhanced DNA mixture deconvolution of sexual offense samples 
using the DEPArray system. Forensic Sci Int Genet 34:265–276. 
https:// doi. org/ 10. 1016/j. fsigen. 2018. 03. 001

 41. Anslinger K, Graw M, Bayer B (2018) Deconvolution of blood-
blood mixtures using DEPArrayTM separated single cell STR 
profiling. Rechtsmedizin 29:30–40. https:// doi. org/ 10. 1007/ 
s00194- 018- 0291-1

 42. Fontana F, Rapone C, Bregola G et al (2017) Isolation and genetic 
analysis of pure cells from forensic biological mixtures: the pre-
cision of a digital approach. Forensic Sci Int Genet 29:225–241. 
https:// doi. org/ 10. 1016/j. fsigen. 2017. 04. 023

 43. Watkins DRL, Myers D, Xavier HE, Marciano MA (2021) Revis-
iting single cell analysis in forensic science. Sci Rep 11:7054. 
https:// doi. org/ 10. 1038/ s41598- 021- 86271-6

 44. Zhao XC, Wang L, Sun J, Jiang BW, Zhang EL, Ye J (2016) Isolat-
ing sperm from cell mixtures using magnetic beads coupled with 
an anti-PH-20 antibody for forensic DNA analysis. PLoS ONE 
11:e0159401. https:// doi. org/ 10. 1371/ journ al. pone. 01594 01

 45. Marshall P (2002) Optimisation of spermatozoa capture during the 
differential extraction process for STR typing with the potential 
for automation. University of North Texas Health Science Center 
at Fort Worth. Master of Science (Forensic Genetics) 1–60

 46. Li XB, Wang QS, Feng Y et al (2014) Magnetic bead-based sepa-
ration of sperm from buccal epithelial cells using a monoclonal 
antibody against MOSPD3. Int J Legal Med 128:905–911. https:// 
doi. org/ 10. 1007/ s00414- 014- 0983-3

 47. Inci F, Karaaslan MG, Gupta R et al (2021) Bio-inspired mag-
netic beads for isolation of sperm from heterogenous samples in 
forensic applications. Forensic Sci Int Genet 52:102451. https:// 
doi. org/ 10. 1016/j. fsigen. 2020. 102451

 48. Brownlow RJ, Dagnall KE, Ames CE (2012) A comparison of 
DNA collection and retrieval from two swab types (cotton and 
nylon flocked swab) when processed using three QIAGEN extrac-
tion methods. J Forensic Sci 57:713–717. https:// doi. org/ 10. 
1111/j. 1556- 4029. 2011. 02022.x

Publisher's note Springer Nature remains neutral with regard to 
jurisdictional claims in published maps and institutional affiliations.

278 International Journal of Legal Medicine (2023) 137:267–278

https://doi.org/10.1016/j.fsigen.2014.04.001
https://doi.org/10.1016/j.fsigen.2014.04.001
https://doi.org/10.1111/j.1556-4029.2009.01180.x
https://doi.org/10.1186/2041-2223-3-25
https://doi.org/10.1186/2041-2223-3-25
https://doi.org/10.1111/j.1556-4029.2006.00112.x
https://doi.org/10.1111/j.1556-4029.2006.00112.x
https://doi.org/10.1016/0379-0738(94)01668-u
https://doi.org/10.1016/0379-0738(94)01668-u
https://doi.org/10.1016/j.fsigen.2007.05.003
https://doi.org/10.1016/j.fsigen.2007.05.003
https://doi.org/10.1111/j.1556-4029.2006.00180.x
https://doi.org/10.1007/s00414-005-0065-7
https://doi.org/10.1007/s00414-005-0065-7
https://doi.org/10.1371/journal.pone.0022316
https://doi.org/10.1371/journal.pone.0022316
https://doi.org/10.1016/j.fsigen.2011.02.007
https://doi.org/10.1021/ac0486239
https://doi.org/10.1021/ac0486239
https://doi.org/10.1111/j.1556-4029.2007.00468.x
https://doi.org/10.1111/j.1556-4029.2007.00468.x
https://doi.org/10.1097/01.paf.0000070224.58005.ac
https://doi.org/10.1097/01.paf.0000070224.58005.ac
https://doi.org/10.1021/ac900439b
https://doi.org/10.1002/elps.201900455
https://doi.org/10.1016/j.fsigen.2018.03.001
https://doi.org/10.1007/s00194-018-0291-1
https://doi.org/10.1007/s00194-018-0291-1
https://doi.org/10.1016/j.fsigen.2017.04.023
https://doi.org/10.1038/s41598-021-86271-6
https://doi.org/10.1371/journal.pone.0159401
https://doi.org/10.1007/s00414-014-0983-3
https://doi.org/10.1007/s00414-014-0983-3
https://doi.org/10.1016/j.fsigen.2020.102451
https://doi.org/10.1016/j.fsigen.2020.102451
https://doi.org/10.1111/j.1556-4029.2011.02022.x
https://doi.org/10.1111/j.1556-4029.2011.02022.x

	Comparison between MACSprep™ forensic sperm microbead kit and Erase Sperm Isolation kit for the enrichment of sperm fractions recovered from sexual assault samples
	Abstract
	Introduction
	Material and methods
	Swab preparation
	Spermatozoa separation
	Samples extraction and purification
	Samples quantification
	STR amplification of sperm fractions
	Statistical analysis

	Results
	Material recovery
	Purity and reproducibility of the sperm fractions
	Influence of biological mixtures on recovery
	Sensitivity of the kits

	Discussion
	Acknowledgements 
	References


