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Multicenter validation of cancer gene panel-based next-generation
sequencing for translational research and molecular diagnostics
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Abstract
The simultaneous detection of multiple somaticmutations in the context ofmolecular diagnostics of cancer is frequently performed
by means of amplicon-based targeted next-generation sequencing (NGS). However, only few studies are available comparing
multicenter testing of different NGS platforms and gene panels. Therefore, seven partner sites of the German Cancer Consortium
(DKTK) performed a multicenter interlaboratory trial for targeted NGS using the same formalin-fixed, paraffin-embedded (FFPE)
specimen of molecularly pre-characterized tumors (n = 15; each n = 5 cases of Breast, Lung, and Colon carcinoma) and a colorectal
cancer cell line DNA dilution series. Detailed information regarding pre-characterized mutations was not disclosed to the partners.
Commercially available and custom-designed cancer gene panels were used for library preparation and subsequent sequencing on
several devices of two NGS different platforms. For every case, centrally extracted DNA and FFPE tissue sections for local
processing were delivered to each partner site to be sequenced with the commercial gene panel and local bioinformatics. For
cancer-specific panel-based sequencing, only centrally extracted DNAwas analyzed at seven sequencing sites. Subsequently, local
data were compiled and bioinformatics was performed centrally. We were able to demonstrate that all pre-characterized mutations
were re-identified correctly, irrespective of NGS platform or gene panel used. However, locally processed FFPE tissue sections
disclosed that the DNA extraction method can affect the detection of mutations with a trend in favor of magnetic bead-based DNA
extraction methods. In conclusion, targeted NGS is a very robust method for simultaneous detection of various mutations in FFPE
tissue specimens if certain pre-analytical conditions are carefully considered.
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Introduction

Whole genome sequencing (WGS) or whole exome sequenc-
ing (WES) are excellent tools for the comprehensive and ex-
plorative detection of genetic alterations in tumor DNA ex-
tracted from cancer cells and tissues [10]. However, these
techniques produce overwhelming amounts of data that re-
quire extensive bioinformatics analyses [5]. Moreover, for
proper interpretation of disease-associated somatic variations
in the tumor DNA, sequencing of constitutive germline spec-
imen from the same patient is essential [8]. In addition, high
variability in mutation call rates and limited concordance
among analysis pipelines have been reported in a comparative
analysis ofWGS data within the International Cancer Genome
Consortium [1]. Therefore, also in terms of high costs and
long processing times, WGS or WES are currently not widely
used for timely molecular routine diagnostics of cancer tissues
and associated therapeutic stratification of tumor patients. For
the diagnostic detection of cancer-associated somatic alter-
ations relevant for therapeutic decisions, targeted amplicon-
based Next-Generation Sequencing (NGS) of cancer gene
panels has evolved as a promising approach [19]. For this
method, short genomic regions are captured or PCR-
amplified at the initial part of library preparation, and subse-
quently subjected to NGS. The amount of data created and
bioinformatics are limited, while sequencing depth can be
very high, thus allowing for sensitive detection of even
subclonal mutations [18, 29].

The two main NGS platforms available at the time of our
multicenter study for targeted parallel sequencing were the Ion
Torrent Personal Genome Machine (PGM™) from Thermo
Fisher Scientific [9, 22] and the MiSeq™ desktop sequencer
from Illumina [23]. There is only limited data to address the
question whether NGS performed independently on both plat-
forms provide the same results across different laboratories [7,
16]. Since gene panel NGS is becoming more and more pop-
ular in molecular diagnostics of cancer and many clinical trials
are carried out in a multicenter setting, the assessment of
interlaboratory reliability of this method is of uttermost
importance.

Therefore, we performed a multicenter trial within the
German Cancer Consortium (DKTK) to evaluate the compa-
rability of different pre-analytic workflows and both sequenc-
ing platforms for diagnostic targeted NGS.

Our joint data sets from different sequencing sites and
cross-validation clearly identify targeted NGS as a valuable
and valid approach independent of the NGS library prepara-
tion and the sequencing platform (PGM™ or MiSeq™) used.

However, local processing of FFPE sections involving micro-
dissection of selected tumor areas and different DNA extrac-
tion protocols demonstrated—particularly in case of low
DNA quality—that allelic frequencies may vary or that muta-
tions remain undetectable in a few cases. Thus, targeted NGS
can be applied reliably in multicenter studies, assuming care-
ful selection and validation of the DNA extraction method
used.

Material and methods

Case selection and tissue preparation

A total of seven laboratories contributed to this multicenter
trial, including six pathology laboratories and one neuropa-
thology laboratory (Berlin (B), Dresden (DD), Freiburg
(FR), Heidelberg (HD), Munich (M), Tuebingen (TUE), and
Düsseldorf (D)). M provided lung cancer samples but did not
perform sequencing analyses. PGM analyses were performed
in B, HD, and D; MiSeq™-based analyses were carried out in
DD, FR, and TUE and in addition to PGM™-based sequencing
in B. For the generation of NGS data, centrally extracted DNA
as well as unstained FFPE sections for local processing of 15
cancer cases (five Breast, five Lung, and five Colorectal carci-
nomas) were distributed to each partner site. Selection of cases
was based on mutations previously ascertained by conven-
tional sequencing analyses including mutations in KRAS de-
tected in each of the five Colon cancer samples. In Breast
cancer samples #1, #3, #4, and #5, PIK3CA mutations and a
PTENmutation in Breast cancer sample #2 were pre-analyzed.
Mutations in EGFR were ascertained previously in all five
Lung cancer samples. Furthermore, the histopathology of each
FFPE cancer specimen was reviewed by expert pathologists to
confirm diagnosis and determine the tumor cell content.

For local processing, FFPE tissue sections provided were
reviewed by pathologists at the respective partner site and
tumor areas were indicated for microdissection. DNA was
extracted from microdissected tumor areas using either
Maxwell® Rapid Sample Concentrator (RSC) Instrument
and the Maxwell® 16 FFPE plus LEV DNA Purification Kit
(Promega GmbH, Mannheim, Germany), High Pure FFPE
DNA Isolation Kit (Roche Diagnostics, Mannheim,
Germany), or QIAamp DNA FFPE Tissue Kit (QIAGEN,
Hilden, Germany). DNA was quantified by Qubit dsDNA
HS assay kit (QIAGEN), the NanoDrop instrument (Thermo
Fisher Scientific, Dreieich, Germany), or the TaqMan®
RNase P Detection Reagents Kit (Thermo Fisher Scientific).
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DNA yield and sequencing results may therefore also in part
vary between sites due to the tumor areas selected for down-
stream processing and analysis as well as regarding the thresh-
olds of the DNA quantification protocols.

Sensitivity testing

To exemplarily test for sensitivity, DNA extracted from FFPE
tonsillar tissue was mixed with different proportions of DNA
(50, 10, 3, and 1%) derived from formalin-fixed and paraffin-
embedded cells of the Colon cancer cell line LoVo (CCL-229,
obtained from ATCC) which was processed according to the
same protocols as used for the cancer tissue samples. This cell
line carries mutations in the genes for KRAS (G13D), and
FBXW7 (R387C), and a polymorphism in CKIT (M541L).
In addition, a gene amplification is present in the chromosom-
al region where KRAS is located [3]. Centrally extracted DNA
was distributed to the participating sequencing partner sites.

Study design—library preparation and sequencing

Commercial cancer gene panel, Ion AmpliSeq™ Cancer
Hotspot Panel v2 CHPv2 [28] (Thermo Fisher Scientific),
consisting of 207 amplicons covering hotspot mutations of
50 genes, and TruSeq® Amplicon Cancer Panel (TSACP,
Illumina) [12, 24], consisting of 212 amplicons of 48 genes,

were employed at three PGM and two MiSeq benchtop se-
quencing platforms. Commercial cancer gene panels were ap-
plied to analyze centrally extracted DNA from 15 pre-
characterized tumor samples as well as site-specific/locally
isolated DNA from the very same FFPE tumor specimens
(exception being site c) that have been distributed.
Bioinformatics was initially performed at each sequencing site
individually (left part of Fig. 1b).

In addition, tumor entity-specific, custom-designed gene
panels (Lung/NSCLC cancer and Breast cancer panels) and
a commercially available Bcommunity panel^ (Colon/Lung
cancer panel, (CL2), Thermo Fisher Scientific) were applied
at seven partner sites for sequencing the centrally isolated and
distributed DNA of 15 tumor samples. The custom-designed
Lung and Breast cancer panels cover 22.78 kb/22.46 kb and
consist of 139/136 primer pairs, respectively. Both custom
panels were designed by V. Endris (HD) [13] and
manufactured as single primer pools by Thermo Fisher
Scientific. Tumor entity-specific panels were used for library
preparation and subsequent sequencing at three PGM se-
quencing sites. To allow sequencing of tumor entity-specific
panel-based libraries on MiSeq benchtop sequencers, libraries
were prepared centrally using NEXTflex™ Rapid DNA-Seq
Kit in combination with NEXTflex®Barcode-Kit (HIS/BIOO
Scientific Corporation, Austin, TX, USA) and distributed to
four MiSeq™ sites, i.e., two additional sites were

Fig. 1 Multicenter study design for targeted NGS. a A commercial gene
panel (Cancer Hotspot panel 2, CHPv2, Thermo Fisher Scientific) was
applied to DNA from the LoVo cell line at four distinct dilutions at three
PGM™ sequencing sites (a, b, and c) to demonstrate exemplarily
sensitivity. Bioinformatics was performed locally. b Genomic DNA
from 15 molecularly pre-characterized tumor samples (five breast, five
lung, and five colon cancer cases) was analyzed with commercially avail-
able and custom-designed cancer gene panels on PGM™ and MiSeq™
benchtop sequencers at seven sequencing sites (a, b, c, d, e, f, and g).

FFPE tissue sections of the very same tumor samples were delivered to
the sites a, b, d, and e for local microdissection, DNA Isolation, QC/
quantification, and commercial panel sequencing. Partner site c did not
receive tissue sections for local DNA extraction and applied only central-
ly extracted DNA to commercial (c*) and cancer-specific gene panel
sequencing (c). Bioinformatics of commercial cancer panel-based data
was performed individually whereas cancer-specific panel-based data
were collected centrally and compiled
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implemented. Therefore, tumor entity-specific panel-based se-
quencing was performed at seven different laboratories from
the same library samples, whereas bioinformatics was per-
formed at a single partner site employing BCLC-Genomics
Workbench^, Version 1.5.2 (Qiagen).

Specification of amplicon gene panels

TruSeq® amplicon cancer panel (TSACP)

The commercially available TSACP (Illumina) is able to de-
tect mutational hotspots of 48 cancer-related genes, consisting
of 212 pairs of primers designed to bind at the flanking geno-
mic regions of interest covering 35 kb. Two hundred fifty
nanograms of input gDNA were used for preparation of
PCR-free libraries. Sequencing was performed using
MiSeq™ benchtop sequencer according to the manufacturer’s
instructions.

Ion AmpliSeq™ cancer hotspot panel v2 (CHPv2)

The CHPv2 is provided by Thermo Fisher Scientific as a
single primer pool which covers hotspots and targeted regions
of 50 cancer genes consisting of ~ 2800 COSMIC mutations.
The CHPv2 consists of 207 primer pairs enabling a multiplex
PCR approach to target genomic areas of interest, spanning
31 kb in total. Ten nanograms gDNAwas applied for library
preparation. Sequencing was performed using the PGM™
benchtop sequencer according to the manufacturer’s
instructions.

Ion AmpliSeq™ Colon Lung cancer panel v2 (CL2)

The CL2 is a gene panel designed for the analysis of 22 genes
relevant for Colon and Lung cancer. It is available as a single
primer pool from Thermo Fisher Scientific. The CL2 was
developed by the members of the OncoNetwork Consortium
in cooperation with Thermo Fisher Scientific and consists of
92 primer pairs [27]. Library preparation and sequencing
using the Ion Torrent PGM™ platformwas performed accord-
ing to the manufacturer’s instructions.

Custom panels for Breast cancer (IAD35185) and Lung cancer
(IAD34679)

Both custom panels were designed by V. Endris and
manufactured as single primer pools by Thermo Fisher
Scientific. The custom Breast and Lung cancer panels cover
22.46 and 22.78 kb, and consist of 136 [13] and 139 primer
pairs, respectively. Library preparation and sequencing using
the Ion Torrent PGM™ platform was performed according to
the manufacturer’s instructions.

HISS/BIOO-adapter ligation

In order to make Thermo Fisher Scientific amplicon panels
compatible for the Illumina technology, NEXTflex™ Rapid
DNA-Seq Kit in combination with NEXTflex® Barcode-Kit
(HIS/BIOO Scientific Corporation, Austin, TX, USA) [15]
was applied according to the manufacturer’s instructions.
Proper adapter ligation was confirmed by Bioanalyzer High
Sensitivity DNA Assay (Agilent, Santa Clara, CA, USA),
based on the different length of successfully ligated
amplicons.

Data analysis

PGM™ data were analyzed by the Torrent Suite Software
(v4.0 or higher, Thermo Fisher Scientific). After alignment
to the hg19 human reference genome, the Variant Caller
(Thermo Fisher Scientific) was applied to filter polymor-
phic variants using the CHPv2.20131001-bed-file, Colon-
and Lung- (ColonLungV2.20140523.designed), or custom-
made Breast or Lung cancer hotspot bed files (Breast
Cancer Panel, IAD35185, Lung Cancer Panel, IAD34679,
Thermo Fisher Scientific). Nucleotide variations with less
than 5% allelic variant frequency were masked, except for
the sensitivity testing in order to display low frequency var-
iants (Fig. 2). All detected variants were manually reviewed
by the use of the Integrative Genomics Viewer (IGV V.2.1,
Broad Institute, Cambridge, MA, USA) [6, 21, 26].
Illumina-based data evaluation, annotation, prediction of
significance of variants, and read depths across all
posi t ions/coverage was conducted by the use of

Fig. 2 Sensitivity and reproducibility. Four DNA dilutions of the cell line
LoVo were prepared, ranging from 50, 10, 3, to 1% on the background of
un-mutated human tonsil DNA. Cancer Hotspot Panel v2 (CHPv2,
Thermo Fisher Scientific) was applied at three PGM sequencing sites
(a, b, c). LoVo shows variants of KRAS (G13D and genomic gene
amplification), CKIT (M541L), and FBXW7 (R505C). Detected allelic
frequencies (%) are illustrated
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VariantStudio v2.2 (Illumina). Bioinformatics of commer-
cial cancer panel-based data was performed individually.
Bioinformatics of cancer-specific panel-based data was ex-
ecuted centrally by the use of BCLC-GenomicsWorkbench^
Version 1.5.2 (Qiagen).

Results

Design for multicenter testing

This multicenter interlaboratory trial for amplicon-based
gene panel NGS of 15 molecularly pre-characterized cancer
tissue samples and DNA extracts from Breast, Lung, and
Colon cancer cases (five cases, each) and four different
dilutions of DNA from the Colon cancer cell line LoVo
was carried out by seven DKTK partner sites as described
above (Fig. 1 and Material and Methods). Two different
NGS platforms and several cancer gene panels (commer-
cially available and custom designed) were included to an-
alyze centrally extracted DNA as well as locally processed
tissue samples of the same cases.

Sensitivity and reproducibility

Dilutions (50, 10, 3, and 1%) of DNA extracted from FFPE
cell line blocks of the colon cancer cell line LoVo in DNA
derived from a FFPE tonsil were used to exemplarily deter-
mine the sensitivity and reproducibility of the commercially
available amplicon panel CHPv2. DNA-aliquots of the four
dilutions were provided for NGS to the three PGM sites. All
three participants detected the expected mutations, i.e., KRAS
(G13D), and FBXW7 (R505C) and polymorphism CKIT
(M541L), present in LoVo cells at each dilution. Results of
the three PGM™ sequencing sites for the listed variant fre-
quencies are depicted in Fig. 2 and supplementary Table 1.
Data reflect the expected allelic frequencies with good con-
cordance. Of note, we discovered a KRAS gene amplification
(four copies) in LoVo by SNP array analysis (data not shown).
This explains allelic frequency twofold higher than expected
(Fig. 2, supplementary Table 1). The coverage of all se-
quenced targets always reached > 1000× at all sites for each
sample.

Commercial cancer gene panel-based NGS analysis
of the cancer tissue samples

Commercial cancer panel-based NGS was analyzed initially
locally, i.e., individual bioinformatics pipelines were applied.
Results from centrally extracted DNAs were most homoge-
neous, irrespective of the partner site, NGS technology
(PGM™ or MiSeq™), and bioinformatics pipeline involved.
DNA analysis of locally processed tissue sections provided

less homogeneous results, especially between different NGS
platforms. Sequencing only with centrally provided DNAwas
performed at site c for all cases, at site e for ColonCa#3,
ColonCa#4, and ColonCa#5 and at site e for BreastCa#4.

All pre-characterized mutations were detected in the
Colon cancer (Fig. 3a), Breast cancer (Fig. 3b), and Lung
cancer (Fig. 3c) samples at each sequencing site whenever
centrally extracted DNA was used for NGS. Exact variant
frequencies for all cancer entities, both types of DNA (cen-
trally and locally extracted) and all sequencing sites are
listed in supplementary Table 2. The methods used for local
DNA extraction represent a considerable variety, which is
a l so ref l ec ted in the amount of ex t rac ted DNA
(supplementary Table 5). Since centrally extracted DNA
enabled the detection of all pre-characterized mutations
and since all other variables remained consistent in the
NGS experiments (Fig. 3a–c), we identified local process-
ing including DNA extraction as the most critical factor for
comparable NGS data.

Whereas centrally extracted DNA enabled highly consis-
tent detection of all variants irrespective of the NGS method
applied, the use of locally processed and extracted DNA from
the Colon cancer samples prevented the detection of some
variants in two samples: ColonCa#1, KRAS mutation
(G13D) at sequencing site d, and ColonCa#2, KRASmutation
(G12V) at sequencing site e.

Detected allelic frequencies of pre-characterized variants
by the different NGS sequencing sites are listed in supplemen-
tary Table 2. Variants undetectable in locally extracted DNA
of breast cancer samples were PTEN mutation (YQ/*) of
BreastCa#2 at sequencing site e and PIK3CA mutation
(E545K) in BreastCa#3 at sequencing site d (Fig. 3b).

Commercial CHPv2- and TSACP-based NGS of locally
extracted Lung cancer DNA samples revealed that for
LungCa#4, EGFR deletion (T698fs) was not detected at se-
quencing site e, and EGFR deletion (L694_T698del) of
LungCa#5 was not identified at sequencing site b (Fig. 3c,
supplementary Table 2).

Cancer-specific panel-based NGS of cancer samples

Disease-specific amplicon panels specifically designed for
variants frequently present in Colon cancer (Fig. 4a), Breast
cancer (Fig. 4b), and Lung cancer patients (Fig. 4c) were
additionally applied at all 15 cases. For this task, only cen-
trally extracted DNA samples were sequenced at three
PGM™ and four MiSeq™ platforms. Since all disease-
specific gene panels were designed for IonTorrent technol-
ogy, library preparation was performed at PGM™ sites (a, b,
c) according to the manufacturer’s instructions. In order to
render amplicon panel compatible to MiSeq™ analysis (d,
e, f, g), NEXTflex™ Rapid DNA-Seq Kit in combination
with NEXTflex® Barcode-Kit was carried out centrally
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according to the manufacturer’s instructions and these li-
braries were distributed to MiSeq™ sites for sequencing.
Bioinformatics of cancer-specific gene panel-based analy-
sis was not performed locally, like commercial cancer gene
panel-based NGS, but centrally via BCLC-Genomics
Workbench^ and achieved a very high degree of uniformity
of results, i.e., all pre-characterized variants in the colon
(Fig. 4a), breast (Fig. 4b), and Lung cancer samples
(Fig. 4c) were detected at each sequencing site. The perfor-
mance of cancer-specific panels was equally good with Ion
Torrent PGM™ and MiSeq™ sequencing machines.

Additional mutations

In addition to the confirmation of pre-characterized mutations
(Figs. 3 and 4), additional variants were consistently detect-
able by commercial amplicon panel-based NGS, including
variants in TP53, APC, ATM , PIK3CA, and JAK3.
Frequencies for all additionally detected variants at all se-
quencing sites using the commercial cancer panels are listed
in supplementary Table 4.

Discussion

This study addresses an intensively discussed but still open
question regarding the comparability of different NGS plat-
forms and gene panels for the detection of clinically relevant
mutations performed across different centers. To clarify the
feasibility of this multicenter concept, seven molecular pathol-
ogy laboratories of the German Cancer Consortium (DKTK)
joined forces and employed different gene panels and two
NGS platforms (3 × PGM™; 4 × MiSeq™) for a multicenter
trial of 15 pre-characterized cancer cases and an exemplary
series of a cell line DNA dilution. The results obtained were
highly comparable if certain preconditions were considered.

Next-generation sequencing (NGS) is not a one single ap-
proach, but reflects a very broad range of applications ranging
from the sequencing of a limited number of small amplicons
with high coverage to whole genome sequencing [14].
However, even within each application, there are many differ-
ent technical and methodological variants. Concerning the use
of targeted amplicon-based NGS for the detection of muta-
tions in cancer samples, major variables are tumor cell

Fig. 3 Analysis of 15 FFPE cancer samples with commercial cancer
panels. Centrally as well as locally extracted DNA of molecularly pre-
characterized cancer samples was sequenced by commercial cancer
panels (CHPv2 and TSACP) at five different sequencing sites.
Mutations ascertained by conventional Sanger or pyro-sequencing and
reproduced by NGS are listed in supplementary Table 2. a Analysis of

five Colon cancer samples. b Analysis of five Breast cancer samples. c
Analysis of five Lung cancer samples, (#1–#5, respectively). Variant
allelic frequencies, detected at different partner sites, are illustrated by
bars as indicated. Samples not analyzed are indicated by BX^; variants
not detected are indicated by open circles B○.^ WTwild type; a, b, and c
PGM™ sequencing sites; d and e MiSeq™ sequencing sites
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content, DNA quality, individual gene panels, and last but not
least the NGS platform used. In our multicenter trial, we cov-
ered all of these aspects.

To identify the most critical steps for amplicon-based NGS
and to establish guidelines along with standardized procedures
[4], we provided not only centrally extracted DNA, but also
tissue sections for local processing, including DNA extraction.
While the use of centrally extracted DNA resulted in very ho-
mogeneous NGS data across various gene panels and NGS
platforms, data generated with locally selected tumor areas and
extracted DNA are more variable. Differences in the microdis-
section, performed for enrichment of tumor cells, appears to be
of minor impact since allelic frequencies of somatic mutations
detected demonstrated a narrow range across different laborato-
ries. Since all other variables kept constant, the type of DNA
extraction appears to be one of the major sources of variability.
However, careful re-inspection of the various DNA extraction
methods used at the partner sites revealed no clear-cut prefer-
ence and there is only tendency in favor of magnetic bead-based
technology that was also applied for central DNA extraction.

To address potential additional effects by different gene
panels to allelic frequencies of the detected somatic mutations,
we investigated the same cancer samples employing various
gene panels with overlapping genes in our multicenter setting.
To this end, we employed commercial cancer gene panels as
well as customized panels for specific cancer types. Despite
the fact of using these different gene panels, the overall per-
formance for the overlapping gene regions was very similar.
As depicted in Fig. 4, analyses of the same batch of centrally
extracted and distributed DNA samples using tumor-specific
gene panels at seven different sequencing sites revealed ho-
mogeneous results (supplementary Table 3).

Another topic of frequent discussion arises from the ques-
tion which of the two leading benchtop sequencing instru-
ments (Ion Torrent PGM™ [9, 22] and Illumina MiSeq™)
[23] might be better suited for targeted NGS, especially if
DNA is derived from FFPE tissue specimens. This question
was also covered by our multicenter trial by processing and
sequencing the same molecularly pre-characterized 15 cancer
cases using both types of instruments at the participating NGS

Fig. 4 Disease-specific gene panel-based analysis of FFPE cancer sam-
ples. Centrally extracted DNA of molecularly pre-characterized cancer
samples was sequenced using cancer-specific, custom-designed cancer
panel at seven sequencing sites. The same cases as depicted in Fig. 3
are used. a Colon/Lung Ca panel-based analysis of five Colon cancer
samples. b Custom-designed Breast cancer panel-based analysis of five
Breast cancer samples. c Custom-designed Lung Cancer panel-based

analysis of five Lung cancer samples (#1–#5, respectively). Mutations
ascertained by conventional Sanger or pyro-sequencing and reproduced
by NGS are listed in supplementary Table 2. Detected variant allelic
frequencies of KRAS (Colon Ca), PIK3CA/PTEN (Breast Ca), and
EGFR mutations (Lung Ca) are illustrated by bars in corresponding
colors/patterns (a, b, and c represent PGM; d, e, f, and g represent
MiSeq sequencing sites). WTwild type
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centers. Irrespective of instrument-specific differences, pre-
characterized mutations were identified reliably on both
NGS platforms at all partner sites when centrally extracted
DNA was analyzed. This holds also true for additionally de-
tected variants of certain genes such as APC, MET, TP53,
PIK3CA, and others not previously characterized by conven-
tional sequencing technologies in our case series.

Precision medicine, i.e., stratification of patients for targeted
treatment on the basis of specific molecular alterations detected
in the tumor tissue, is of rapidly growing importance in daily
clinical practice [17]. Due to the increasing demand for the
related diagnostic NGS tests, the comparability, reproducibility,
and reliability of diagnostic findings is of fundamental rele-
vance for targeted treatment and translational research especial-
ly in a multicenter situation or for diagnostic data from various
sites. Therefore, interlaboratory trials comparing the entire
workflow for targeted NGS including tissue processing (micro-
dissection), DNA extraction, DNA quantification [25], different
gene panels [11], and different NGS platforms [20] on the basis
of identical pre-characterized routine tissue specimens at differ-
ent sequencing sites with different NGS machines of the same
and different vendors are important and should be established
as a regular measure of external quality assessment [2].

In conclusion, our results of the DKTK multicenter com-
parison of targeted NGS indicate that this approach is in gen-
eral a robust and reproducible technique that generates reliable
sequencing data within a short period of time. The data gen-
erated across different NGS sites using different gene panels
and different NGS platforms are very similar. However, the
choice of DNA extraction method and poor quality of DNA
might impact the reliable identification of mutations. To over-
come this potential obstacle, careful validation of the DNA
extraction procedure is strongly recommended not only for
multicenter activities but also to ensure reliable diagnostic
information locally. In conclusion, targeted NGS can be ap-
plied by qualified laboratories for clinical studies and routine
diagnostics employing validated gene panels and appropriate
DNA extraction methods to establish and maintain a reliable
workflow from tissue sample to NGS data with diagnostic and
therapeutic consequence.
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