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Abstract
Successful containment strategies for the SARS-CoV-2 pandemic will depend on reliable diagnostic assays. Point-of-care 
antigen tests (POCT) may provide an alternative to time-consuming PCR tests to rapidly screen for acute infections on site. 
Here, we evaluated two SARS-CoV-2 antigen tests: the STANDARD™ F COVID-19 Ag FIA (FIA) and the SARS-CoV-2 
Rapid Antigen Test (RAT). For diagnostic assessment, we used a large set of PCR-positive and PCR-negative respiratory 
swabs from asymptomatic and symptomatic patients and health care workers in the setting of two University Hospitals in 
Munich, Germany, i.e. emergency rooms, patient care units or employee test centers. For FIA, overall clinical sensitivity 
and specificity were 45.4% (n = 381) and 97.8% (n = 360), respectively, and for RAT, 50.3% (n = 445) and 97.7% (n = 386), 
respectively. For primary diagnosis of asymptomatic and symptomatic individuals, diagnostic sensitivities were 60.9% 
(FIA) (n = 189) and 64.5% (RAT) (n = 256). This questions these tests’ utility for the reliable detection of acute SARS-CoV-
2-infected individuals, in particular in high-risk settings. We support the proposal that convincing high-quality outcome data 
on the impact of false-negative and false-positive antigen test results need to be obtained in a POCT setting. Moreover, the 
efficacy of alternative testing strategies to complement PCR assays must be evaluated by independent laboratories, prior to 
widespread implementation in national and international test strategies.
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Introduction

Strategies to control the SARS-CoV-2 pandemic depend on 
readily available and reliable diagnostic assays to detect the 
virus in respiratory material. Soon after the first full-length 
SARS-CoV-2 genome sequence was made publicly avail-
able various RT-PCR assays were introduced [1–6]. While 
the overall performance of these assays is variable [5], the 
quantitative and sensitive detection of the SARS-CoV-2 
genome by laboratory-based RT-PCR assays has undoubt-
edly facilitated clinical management, surveillance, contact 
management and disease control. However, the lack of pro-
fessional laboratory staff to operate complex PCR platforms, 
shortages in equipment and reagents as well as the long turn-
around times until test results are available, illustrate prob-
lems in a “PCR-only”-based testing strategy.

Options for additional, non-PCR-based point-of-care test-
ing (POCT) are receiving increasing attention and are being 
widely implemented in national test strategies. In principle, 
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such assays are supposed to provide rapid and reliable infor-
mation on the SARS-CoV-2 infection status, e.g. in emer-
gency departments or other health care facility settings. First 
published reports have stated sensitivities of SARS-CoV-2 
antigen tests of 75.6% to 87.5% [7, 8].

The aim of the current study was to assess the clinical and 
diagnostic sensitivity and specificity of two frequently used 
rapid diagnostic point-of-care tests, which detect the nucle-
ocapsid protein of SARS-CoV-2, namely the STANDARD™ 
F COVID-19 Ag FIA (FIA) [9] and the SARS-CoV-2 Rapid 
Antigen Test (RAT) [10], using a panel of PCR-positive and 
PCR-negative respiratory samples collected at two Univer-
sity Hospitals in Munich, Germany.

Materials and methods

Respiratory swabs

In the period March 4 to October 19, 2020, respiratory swabs 
(nasopharygeal or oropharyngeal) were collected by health 
care professionals from individuals with respiratory symp-
toms, who were seen in the emergency room or on clinical 
units of the LMU Klinikum (site 1), the second-largest Uni-
versity Hospital in Germany, using either the collection and 
transport systems eSwab™ (Copan Diagnostics, Murrieta, 
California, USA), ImproViral™ (Improve Medical, Guang-
zhou, Republic of China), dry swabs inserted into sterile 
0.9% NaCl, or the original manufacturers’ swabs inserted 
into the extraction buffers provided, and analyzed by RT-
PCR for SARS-CoV-2 RNA. Original respiratory swabs 
and transport media were either kept at room temperature 
for 1–2 h (“fresh”), stored at 4 °C for 0–7 days, or stored at 
− 20 °C until SARS-CoV-2 antigen testing was performed. 
At site 1, a total of 381 SARS-CoV-2-PCR-positive and 386 
PCR-negative respiratory samples were analyzed.

At the University Hospital rechts der Isar of the Technical 
University of Munich (TUM), (site 2) nasopharygeal swabs 
were collected in the period November 13 to December 8, 
2020 by health care professionals from symptomatic and 
asymptomatic individuals, who were seen in patient care 
units or the employee test center, using REST™ combi 
swabs (Nobel Bioscience, Sinbaek-gil, Republic of Korea) 
containing 2 ml universal transport medium (UTM). RT-
PCR and antigen testing (RAT) were performed at the Insti-
tute of Virology on the day of submission of freshly obtained 
swabs. A total of 66 SARS-CoV-2-PCR-positive respiratory 
samples were analyzed.

SARS‑CoV‑2 antigen tests

The SARS-CoV-2 Rapid Antigen Test (RAT) from Roche 
Diagnostics is a rapid chromatographic immunoassay 

intended for the qualitative, visual detection of the nucle-
ocapsid of SARS-CoV-2 present in human nasopharynx 
[10]. Besides the extraction buffer provided, the manufac-
turer recommends the use of three specific virus transport 
media (VTMs) [10]. The manufacturer proposes it as a 
screening test in POCT settings for both symptomatic and 
asymptomatic individuals and states in the product sheet a 
test sensitivity of 96.52% and a test specificity of 99.68% 
based on results from studies conducted in Israel and Brazil 
referred to in the product sheet [10].

The SD Biosensor Standard F COVID-19 Ag FIA (FIA) 
is a fluorescent immunoassay for the rapid detection of 
SARS-CoV-2 nucleoprotein in nasopharyngeal as well as 
throat swabs using the STANDARD F200 Analyzer for read-
out [9]. The manufacturer recommends the use of eight spe-
cific VTMs [9]. The manufacturer states a sensitivity of 94% 
and specificity of 97% and its primary use as a screening 
test to aid in the early diagnosis of SARS-CoV-2 infection 
in patients with clinical symptoms.

Both tests were performed by laboratory personnel 
according to manufacturer’s instructions [9, 10], unless 
stated otherwise. Specifically, test device and specimen were 
all at room temperature; equal volumes of liquid transport 
medium and antigen tests’ extraction buffer were mixed by 
vortexing or pipetting. 120 µl of this solution, corresponding 
to three to four drops, was applied onto the test device result-
ing in a complete wetting of the nitrocellulose membrane in 
the result’s window and subsequent visual appearance either 
of the control line (RAT) or disappearance of the check band 
when reading the setting “VTM—Group 1” (FIA). Testing 
was performed under a class 2 biosafety cabinet at room 
temperature and test devices were protected from evapora-
tion during the incubation period. All controls integrated in 
the tests and quality controls for kit storage and calibration 
were regular. For FIA, a cutoff index (COI) ≥ 1 was inter-
preted as positive, for RAT every visible (even if very faint 
or not uniform) test line was interpreted as positive after 15 
or 30 min. For FIA, the incubation was performed in a dark 
chamber and reading was performed after 30 min.

Quantitative viral load determination

The following PCR assays were used for quantification in 
the accredited routine diagnostics laboratory of the Max von 
Pettenkofer Institute (site 1): the nucleocapsid (N1) reac-
tion (Center for Disease Control (CDC) protocol [1], the 
envelope amplification (Charité protocol [2, 6]), the nucle-
ocapsid amplification (Seegene Allplex 2019-nCoV Assay), 
the Roche Cobas SARS-CoV-2 nucleocapsid reaction or the 
Xpert Xpress SARS-CoV-2 run on the GeneXpert System. 
Copy number estimates were calculated as previously sug-
gested based on the following formula [11]: Eamp

(Intercept−Ct) . 
The exponential amplification efficiency (Eamp) and intercept 



67Medical Microbiology and Immunology (2021) 210:65–72 

1 3

(intercept) were derived from standard curves that were gen-
erated in multiple diluted replicates using either a plasmid 
containing the nucleocapsid gene [2019-nCoV-N-Positive-
Control from IDT, a clinical sample with copy numbers 
based on digital droplet PCR results (site 1), as described 
previously [5], or an in-house N gene plasmid (site 2)].

At site 2, PCR assays used in the accredited routine 
diagnostics laboratory of the Institute of Virology (TUM) 
were the Real Accurate Quadruplex SARS CoV-2 PCR Kit, 
detecting the N gene and RdRp gene and including an inhibi-
tory control (Pathofinder, Maastricht, Netherlands) run on a 
Taqman 7500 (Thermo Fisher Scientific, Waltham, USA), 
and the Xpert Xpress SARS-CoV-2 run on the GeneXpert 
System.

In general, the calculations for quantification do not take 
into account variability between separate PCR runs, different 
PCR chemicals or different nucleic acid extraction methods. 
However, since these variabilities apply to all study groups, 
they do not affect the interpretation of the results in this 
study.

Results

Specificity of SARS‑CoV‑2 antigen tests for clinical 
samples is ~ 97.7%

To determine the specificity of both SARS-CoV-2 antigen 
tests, swabs taken from either the nasopharynx (n = 182), 
oropharynx (n = 53) or unrecorded sampling site in the upper 
respiratory tract (n = 76) derived from hospitalized adults 
or children at site 1 and that had been tested negative for 
SARS-CoV-2 RNA by RT-PCR (5), were evaluated. Both 
antigen tests showed a comparable specificity, 97.78% for 
FIA and 97.67% for RAT, with no apparent dependence on 
patients’ age (adults versus children) (Table 1) or sampling 
site (data not shown). We did not address a potential cross-
reactivity with antigens from seasonal endemic beta- or 
alpha-coronaviruses underlying the false-positive results.

The overall diagnostic sensitivity in both SARS‑CoV‑2 
antigen tests is ~ 50%

Analyzing the panel of up to 445 SARS-CoV-2 RT-PCR-
positive respiratory swabs from both sites, the FIA and 
the RAT were reactive for 45.41% (173/381) and 50.34% 
(224/445), respectively. For RAT, reading was performed 
after 15 min and after 30 min with no differences being 
observed for any of the specimen (data not shown). For 
site 1, these reactivities were plotted relative to either the 
Ct/Cp values (Fig. 1a) or the viral RNA copy numbers per 
mL (Fig. 1b) determined by SARS-CoV-2 RT-PCR in the 
original sample on the day of laboratory submission. Of 

note, both analyses are presented as complementary infor-
mation since viral loads are largely independent of the PCR 
assay system used, yet Ct/Cp values are common practice 
in the literature since not all laboratories use standards for 
quantification.

This analysis revealed marked differences between the 
antigen-positive and -negative groups of specimen: the 
medians [lower and upper quartile] of Ct/Cp values for 
antigen-positive samples were 23.8 (20.9–27.0) for FIA and 
23.8 (20.8–26.4) for RAT, while values for antigen-negative 
samples were 33.8 (30.4–36.0) for FIA and 34.0 (31.0–36.0) 
for RAT (Fig. 1a), respectively.

The diagnostic sensitivity for primary diagnosis 
of COVID‑19 based on SARS‑CoV‑2 antigen tests 
ranges between 61.6% and 72.7%

Sub-analysis of respiratory samples taken from patients at 
“primary diagnosis” of COVID-19 in the LMU Klinikum 
(site 1) showed reactivity for 60.85% (115/189) for FIA 
(Table 2) and 61.58% (117/190) for RAT (Fig. 1c, d). A 
patient’s positive SARS-CoV-2 RNA detection result was 
classified as “primary diagnosis” when no other SARS-
CoV-2 positivity had been reported prior to admission or 
during hospitalization. In this group, the median (lower 
and upper quartile) of SARS-CoV-2 RNA copies per mL 
in transport media of respiratory swabs for the antigen-test 
reactive group was 12.664.551 (1.121.832; 80.752.157). Of 
note, the distribution of Ct/Cp values in SARS-CoV-2 RT-
PCR analyses in this important subset ranged from 14 to 40 
following a near Gaussian distribution with a median Ct/Cp 
value of 27.0 (Fig. 2).

At the Klinikum rechts der Isar (site 2), 66 PCR-positive 
respiratory samples taken from symptomatic or asympto-
matic individuals at primary diagnosis of COVID-19 showed 

Table 1  Determination of assay specificity for two commercially 
available SARS-CoV-2 antigen tests in SARS-CoV-2 PCR-negative 
respiratory swabs from adults and children (< 18 years) (site 1)

Binomial confidence intervals were computed using the Wilson score 
interval

Assay Sample 
description

Specificity 
(%)

95% CI (%) False 
positive/
Total

STAND-
ARD F 
COVID-
19 Ag 
FIA

Adults 98.00 95.71–99.08 6/300
Children 96.67 88.64–99.08 2/60
Total 97.78 95.68–98.87 8/360

SARS-
CoV-2 
Rapid Ag 
Test

Adults 97.55 95.23–98.75 8/326
Children 98.33 91.15–99.92 1/60
Total 97.67 95.63–98.77 9/386
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Fig. 1  Detection of SARS-CoV-2 in 381 PCR-positive respiratory 
swabs from site 1 using either the STANDARD™ F COVID-19 Ag 
FIA or the SARS-CoV-2 Rapid Antigen Test. Respiratory swabs 
were analyzed and scored “positive” or “negative” according to the 
manufacturers’ instructions and plotted relative to either the respec-
tive sample’s Ct/Cp value (a) or the corresponding SARS-CoV-2 

RNA copy number per mL (b) determined in in RT-PCR assays. Sub-
analysis of swabs taken at primary diagnosis of COVID-19 (c, d) or 
swabs taken at follow-up testing during hospitalization (e, f). Each 
symbol represents one sample. Center lines show the medians and the 
box limits are quartiles 1 and 3, and whiskers show maximum and 
minimum values
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reactivity for 72.73% (48/66) for RAT (Fig. 3). Here, the 
median (lower and upper quartile) of SARS-CoV-2 RNA 
copies per mL for the antigen-test reactive group was 
4.545.000 (1.228.750-21.773.400).

Additional samples were analyzed that had been taken 
from COVID-19 patients at site 1 at “follow-up” during hos-
pitalization, i.e. at variable time points after onset of symp-
toms or first PCR-positive result (Table 2; Fig. 1e, f). Here, 
the sensitivity dropped to 30.21% for FIA and to 31.21% for 
RAT with median Ct/Cp values of the samples that scored 
negative of 34.1 (31.2–36.1) (FIA) and 34.2 (31.8–36.3) 
(RAT), respectively. Many COVID-19 patients with Ct/Cp 
values > 30 in respiratory specimen upon admission to the 
hospital developed higher viral loads with lower Ct/Cp val-
ues on subsequent days (data not shown).

Next, we addressed a potential influence of the sam-
pling site for the quantitative PCR or antigen test analyses. 
Nasopharyngeal and oropharyngeal swabs had comparable 
SARS-CoV-2 viral loads (Fig. 4a). Sampling in the oro-
pharynx, however, had a slight, but statistically significant 
negative effect on the reactivity of both antigen tests (FIA: 
p = 0.029; RAT: p = 0.039; Fisher’s exact test) (Fig. 4b). Of 

note, oropharyngeal swabs are commonly used in clinical 
practice and explicitly stated as a viable alternative for FIA, 
but not for RAT.

To rule out that the additional analysis of respiratory 
samples at site 1 that had been frozen at − 20 °C or stored 
at 4 °C may have negatively affected antigen reactivity, a 
comparative analysis with “fresh” [i.e. stored for 1–2 h at 
room temperature in the manufacturers’ extraction buffers 
or VTM, analogous to site 2 analyses (Fig. 3)] samples was 
performed. We used the former specimen to speed up the 
evaluation process and quickly run through a large sample 
set. The storage temperature of respiratory samples, either 
(i) “fresh”, (ii) for up to 7 days at 4 °C, or (iii) for up to 
7 months at − 20 °C, did not significantly affect the antigen-
positive rate for RAT with a trend towards an even lower rate 
for (i), the condition suggested by the manufacturers [storage 
group (i): 25.0%; (ii) 46.3%, (iii); 47.6%] (Fig. 5). For FIA, 

Table 2  Determination of assay 
sensitivity for two commercially 
available SARS-CoV-2 antigen 
tests in SARS-CoV-2 PCR-
positive respiratory swabs taken 
at primary diagnosis (sites 1 
and 2) or follow-up during 
hospitalization (site 1)

Binomial confidence intervals were computed using the Wilson score interval

Assay Sample description Sensitivity (%) 95% CI (%) Positive/Total

STANDARD F 
COVID-19 Ag 
FIA

Primary diagnosis 60.85 53.74–67.52 115/189
Follow-up 30.21 24.15–37.04 58/192
Total 45.41 40.48–50.43 173/381

SARS-CoV-2 
Rapid Ag Test

Primary diagnosis 64.45 58.42–70.06 165/256
Follow-up 31.21 25.04–38.14 59/189
Total 50.34 45.71–54.96 224/445
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Fig. 2  Distribution of Ct/Cp values in SARS-CoV-2 RT-PCR reac-
tions from respiratory samples taken at primary COVID-19 diagno-
sis at site 1. Each bar indicates the number of respiratory samples ± 1 
Ct/Cp value around the Ct/Cp value given on the x-axis. The red line 
depicts the median of these 193 specimen
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Fig. 3  Detection of SARS-CoV-2 in 66 freshly collected, PCR-pos-
itive respiratory swabs obtained at the Klinikum rechts der Isar (site 
2) and analyzed at the Institute of Virology (TUM) using the SARS-
CoV-2 Rapid Antigen Test (RAT). Respiratory swabs were analyzed 
and scored “positive” or “negative” according to the manufacturer’s 
instructions and plotted relative to either the respective sample’s viral 
load
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storage group (i) had 12.5% reactive samples only and thus 
a significantly lower rate (p = 0.013, Fisher’s exact test) than 
seen for group (ii) (40%) and for group (iii) (47.9%). Col-
lectively, the additional use of stored respiratory samples in 
this assay validation did not negatively affect the sensitivity 
of either the FIA or the RAT SARS-CoV-2 antigen test.

Discussion

Based on our results from asymptomatic and symptomatic 
individuals with COVID-19 seen in two major University 
Medical Centers in Germany, the sensitivity of the SARS-
CoV-2 antigen tests evaluated was markedly lower than 
reported by the manufacturers. These tests’ performance for 
both sensitivity and specificity was inferior to the current 
gold standard RT-PCR and thus cannot be used interchange-
ably with this method to diagnose and follow COVID-19 
patients or monitor early SARS-CoV-2 infection in health 
care workers, or for entry screening of patients in hospital 
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p = 0.029; RAT: p = 0.039; Fisher’s exact test) indicated by the asterix
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or nursing home settings, as it is currently common practice 
in many countries.

Swab sampling in the oropharynx, rather than the naso-
pharynx, had a slight negative effect on the reactivity of both 
antigen tests, although the former sampling site has been 
explicitly validated for FIA according to the manufacturer. 
The fluorescent readout for the FIA as opposed to the visual 
readout for the RAT did not enhance diagnostic sensitivity 
(Table 2).

These antigen tests’ specificities of less than 98% may 
create an additional issue for their overall acceptance in the 
general population. Even the specificity of PCR results has 
recently been questioned, in particular in social media, sup-
porting the view that independently validated performances 
of any SARS-CoV-2 test systems and the transparent com-
munication of the respective results is important for contin-
ued trust into the medical and laboratory sector during this 
pandemic.

Swabs with high viral loads are frequently detected by 
both SARS-CoV-2 antigen tests. However, general claims 
that reactivity in an antigen test reliably identifies the group 
of “truly” infectious individuals or individuals with super-
spreader potential under normal human interaction condi-
tions are not substantiated by published scientific literature. 
Examples of an apparent super-spreader with Ct values 
of ≥ 27 [12] or cultivation of SARS-CoV-2 from specimen 
with Ct values ≥ 35 [13] have been reported. Moreover, 
recent studies estimate that around 1,000 virus particles 
may be sufficient for infection of a new host [14, 15], while 
the sensitivity of SARS-CoV-2 antigen tests ranges about 
1.000-fold higher. Especially early-stage infections in our 
study among hospital staff at site 2 with viral loads of  105 
genome equivalents per mL were not detected by the POCT.

Of particular note, pre-analytical issues can negatively 
impact the diagnostic accuracy and affect less sensitive 
tests more severely [16]. To name a few of these potentially 
relevant pre-analytical factors: the timing of the swab rela-
tive to the onset of symptoms, the swabbing practices and 
test procedures, in particular when POCT is not performed 
by trained health care professionals. In the current study, 
swabs were taken exclusively by health care professionals 
and experienced laboratory staff conducted the assays, which 
positively affected the accuracy of the results. An application 
of these POCTs by individuals outside of the health care and 
laboratory sector would likely increase the risk of incorrect 
test results.

In addition to these caveats, it is important to consider, 
that diagnostic single-point measurements do not allow a 
reliable assessment of the ascending or descending disease 
state or potentially relevant clinical infectivity on the day of 
sampling or subsequent days in critical settings.

Similar to observations for influenza [17], the posi-
tive predictive value of antigen tests in a population with 

a frequency of acutely SARS-CoV-2-infected individuals 
of, for example, about 0.1% for Germany in mid-November 
2020, is very low, i.e. ~ 2% (data derived from Tables 1,  2). 
Prior to RT-PCR confirmation, false-positive results may 
trigger inappropriate quarantine and contact tracing meas-
ures and may cause emotional distress, in particular among 
the elderly. While the negative predictive value of results is 
high (~ 99.95%), in our cohort, about 40% of SARS-CoV-
2-infected and potentially infectious individuals would have 
been provided with a false-negative result, which may have 
negatively affected their own and other people’s adherence 
to essential protective measures. Most likely, these patients 
would have been admitted to non-COVID-19 wards and 
health care workers would have continued to work. In par-
ticular in high-risk settings, such as hospitals or elderly care 
facilities, the introduction of unrecognized SARS-CoV-2 
may have serious adverse consequences.

Despite the advantages of rapid POCT at relatively low 
cost, SARS-CoV-2 antigen tests should be carried out by 
trained personnel and their widespread utility seems com-
promised by limited sensitivity and suboptimal specificity. In 
line with a recent editorial [18] and a comment by the Robert 
Koch Institute on Germany’s national testing strategy [19], 
we believe it is premature to advocate the widespread use 
of antigen-based testing in national and international strate-
gies, as adverse consequences may outweigh benefits. We 
support the proposal that any new test strategy which is con-
sidered to complement current RT-PCR-centered approaches 
convincing high-quality outcome data, both on diagnostic 
accuracy and psychological impact of test results in specific 
environments, will be required prior to their widespread 
implementation.
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