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Abstract
Diagnostic tests for direct pathogen detection have been instrumental to contain the severe acute respiratory syndrome 
coronavirus type 2 (SARS-CoV-2) pandemic. Automated, quantitative, laboratory-based nucleocapsid antigen (Ag) tests 
for SARS-CoV-2 have been launched alongside nucleic acid-based test systems and point-of-care (POC) lateral-flow Ag 
tests. Here, we evaluated four commercial Ag tests on automated platforms for the detection of different sublineages of the 
SARS-CoV-2 Omicron variant of concern (VoC) (B.1.1.529) in comparison with “non-Omicron” VoCs. A total of 203 Omi-
cron PCR-positive respiratory swabs (53 BA.1, 48 BA.2, 23 BQ.1, 39 XBB.1.5 and 40 other subvariants) from the period 
February to March 2022 and from March 2023 were examined. In addition, tissue culture-expanded clinical isolates of Delta 
(B.1.617.2), Omicron-BA.1, -BF.7, -BN.1 and -BQ.1 were studied. These results were compared to previously reported data 
from 107 clinical “non-Omicron” samples from the end of the second pandemic wave (February to March 2021) as well as 
cell culture-derived samples of wildtype (wt) EU-1 (B.1.177), Alpha VoC (B.1.1.7) and Beta VoC (B.1.351)). All four com-
mercial Ag tests were able to detect at least 90.9% of Omicron-containing samples with high viral loads (Ct < 25). The rates 
of true-positive test results for BA.1/BA.2-positive samples with intermediate viral loads (Ct 25–30) ranged between 6.7% 
and 100.0%, while they dropped to 0 to 15.4% for samples with low Ct values (> 30). This heterogeneity was reflected also by 
the tests’ 50%-limit of detection (LoD50) values ranging from 44,444 to 1,866,900 Geq/ml. Respiratory samples containing 
Omicron-BQ.1/XBB.1.5 or other Omicron subvariants that emerged in 2023 were detected with enormous heterogeneity 
(0 to 100%) for the intermediate and low viral load ranges with LoD50 values between 23,019 and 1,152,048 Geq/ml. In 
contrast, detection of “non-Omicron” samples was more sensitive, scoring positive in 35 to 100% for the intermediate and 
1.3 to 32.9% of cases for the low viral loads, respectively, corresponding to LoD50 values ranging from 6181 to 749,792 
Geq/ml. All four assays detected cell culture-expanded VoCs Alpha, Beta, Delta and Omicron subvariants carrying up to six 
amino acid mutations in the nucleocapsid protein with sensitivities comparable to the non-VoC EU-1. Overall, automated 
quantitative SARS-CoV-2 Ag assays are not more sensitive than standard rapid antigen tests used in POC settings and show 
a high heterogeneity in performance for VoC recognition. The best of these automated Ag tests may have the potential to 
complement nucleic acid-based assays for SARS-CoV-2 diagnostics in settings not primarily focused on the protection of 
vulnerable groups. In light of the constant emergence of new Omicron subvariants and recombinants, most recently the 
XBB lineage, these tests’ performance must be regularly re-evaluated, especially when new VoCs carry mutations in the 
nucleocapsid protein or immunological and clinical parameters change.

Keywords SARS-CoV-2 · Variant of concern · Omicron · BA.1 · BA.2 · BA.5 · BQ.1 · XBB.1.5 · Sublineage · Automated 
antigen tests · Nucleocapsid protein · Diagnostic test · Sensitivity · Specificity

Introduction

The detection and quantification of SARS-CoV-2 RNA by 
nucleic acid–amplification testing (NAT, e.g., RT-PCR) 
represent the methodological gold standard in diagnostic Edited by Matthias J. Reddehase.
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laboratories. To add to the repertoire of quality-controlled, 
laboratory-based SARS-CoV-2 testing from respiratory 
material, automated, quantitative SARS-CoV-2 antigen (Ag) 
assays were introduced in late 2020. While a considerably 
lower sensitivity and variable specificity of nucleocapsid 
Ag-based detection systems has been documented [1–5], 
both lateral flow RATs, primarily used in a POC setting, 
and automated Ag assays may contribute to a clinical and 
outbreak management, especially during periods of high 
incidence [6–10].

Evidence is accumulating that SARS-CoV-2 variants of 
concern (VoCs), which have been constantly evolving during 
the COVID-19 pandemic, underlie an increasing variability 
in the recognition by nucleocapsid-based detection systems 
[11–17]. Although several studies have investigated the sen-
sitivity of automated Ag tests as a function of Ct values, 
there is little data on the influence of variants or especially 
Omicron-VoC subvariants [5, 18–23]. Thus, previous valida-
tions may not be predictive for the performance of RATs or 
automated Ag assays for detecting individuals infected with 
emerging VoCs [11, 12, 21, 24]. Conceivably, for hospitals, 
elderly homes or schools, automated quantitative SARS-
CoV-2 Ag assays may provide a useful alternative to PCR 
testing, facilitating a medium-throughput screening at lower 
costs of larger cohorts of patients, employees or students in 
a relatively short period of time. Especially for the setting of 
hospitals and elderly homes it is critical though to use assays 
validated to perform at high sensitivity and ideally also high 
specificity to protect vulnerable individuals. We and others 
have recently evaluated automated SARS-CoV-2 Ag tests 
for the detection of SARS-CoV-2, including different VoCs 
[1, 6–10, 17, 21, 25–37]. Their specificities ranged between 
92.6 and 100% [1, 6–10, 17, 21, 25–37] with those perform-
ing at levels > 97% fulfilling the WHO ‘s specificity criterion 
for these types of diagnostic assays [38]. Sensitivities of 
automated SARS-CoV-2 Ag assays were reported to vary 
drastically between test systems, ranging between 17.8% and 
98.8% [1, 6–10, 17, 21, 25–37].

Ever since its appearance in November 2021 [39] the 
Omicron (B.1.1.529) VoC and its subvariants have domi-
nated the COVID-19 pandemic. Recently, however, a num-
ber of additional Omicron-BA.2 subvariants (BN.1, BJ.1, 
BA.2.75), BA.5 subvariants (BF.7, BQ.1.1) and XBB recom-
binants have been emerging [40]. The Omicron subvariants 
BA.1, BA.2, BA.4 and BA.5 are characterized by many more 
mutations in the spike protein compared to previous VoCs, 
but also unique mutations in the nucleocapsid protein [41, 
42] (Table 1). These mutations have in part been associ-
ated with enhanced viral infectivity and more pronounced 
humoral escape [43–45]. In light of novel nucleocapsid 
mutations that may affect the binding of diagnostic test anti-
bodies, or recently proposed changes in anti-SARS-CoV-2 
immunity in the general population, or potentially altered 

ratios of nucleocapsid protein to viral RNA on the respira-
tory mucosa [24, 46], it is pertinent to regularly re-evaluate 
Ag-based tests for performance characteristics, in particular 
their sensitivity to detect emerging VoCs.

Here, we re-evaluated four commercial automated Ag 
tests, i.e., CLEIA from Fujirebio Inc., CLIA from DiaSorin 
S.p.A., ELISA from Euroimmun Medizinische Labordiag-
nostika AG and the ECLIA assay from Roche Diagnostics 
GmbH, for their performance in samples containing vari-
ous Omicron subvariants. Recently, we reported a variable 
detection of Omicron-BA.1 and -BA.2 by five different 
SARS-CoV-2 RATs [47], indicating that the identification of 
individuals infected with these subvariants based on nucle-
ocapsid detection may pose a particular challenge. In the 
current report, results from four automated Ag tests were 
compared to these assays’ performance for the detection of 
“non-Omicron” SARS-CoV-2-containing samples from our 
previous study [32]. Besides respiratory samples, we also 
evaluated cell culture-expanded clinical isolates of VoCs 
Delta and several Omicron subvariants to directly address 
potential performance issues based on antibody binding to 
nucleocapsid proteins carrying several mutations.

Materials and methods

Respiratory swabs

In the periods February 22nd to March 3rd 2022 and March 
1st to March 15th 2023, swabs from the upper respiratory 
tract were collected by healthcare professionals and sent to 
Labor Becker MVZ GbR in Munich, Germany, a diagnos-
tic laboratory that receives samples from regional hospi-
tals, COVID-19 testing centers, nursing homes, and family 
practices. SARS-CoV-2 RNA was detected by real-time RT-
qPCR and identified as Omicron-BA.1, -BA.2 or -BA.5 by 
typing PCR and included in the study’s Omicron cohort. The 
differentiation of the subgroups in the second study phase 
in 2023 was subsequently carried out via whole-genome 
sequencing. All samples with a measurable crossing point/
cycle threshold (Cp/Ct) value quantified by quantitative 
RT-PCR under accredited conditions less than 24 h after 
specimen collection were considered “SARS-CoV-2-posi-
tive”. All samples from the first study period were randomly 
included in the study, depending on the availability of a suf-
ficient sample volume. During the second testing period, 
approximately the same number of samples with compa-
rable virus loads were selected to facilitate comparability 
of results. No information about vaccination status of indi-
viduals, previous infections, presenting symptoms or clinical 
course was available. For this study, flocked swabs Sigma-
Transwab® with 1 or 2 ml Amies Transport Medium were 
collected. Patient specimens in liquid transport medium with 
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the potential for denaturation were excluded from the study. 
Original respiratory swabs and transport media were stored 
at 2–8 °C for up to 24 h, until samples were inactivated 
and SARS-CoV-2 Ag testing was performed. A total of 203 
PCR-positive (BA.1: 53, BA.2: 48; BQ.1: 23; XBB.1.5: 39, 
other Omicron subtypes: 40) respiratory samples were ana-
lyzed within the Omicron cohort. The "non-Omicron" cohort 
served as an informative reference consisting of historical 
data from 107 SARS-CoV-2-PCR-positive and 303 PCR-
negative respiratory samples collected by the same proto-
col during the period February 1st to March 1st, 2021 at 
the LMU Klinikum and three teaching hospitals of LMU 
Munich and analyzed at the Max von Pettenkofer Institute 
[32] (Table 1).

Automated SARS‑CoV‑2 antigen tests

All tests were performed according to the manufacturer's 
instructions. The automated Ag tests used in the current 
study are identical to those from our previous evaluation 
[32]. Despite the prospective study design, not all manu-
facturer's recommendations regarding swab kit/transport 
media and sample storage conditions could be followed. The 
Lumipulse G SARS-CoV-2 Ag ("CLEIA") from Fujirebio 
Inc (Tokyo, Japan) is a chemiluminescence enzyme immu-
noassay for the quantitative measurement of SARS-CoV-2 
Ag in samples based on CLEIA technology [48], a specific 
two-step immunoassay on the LUMIPULSE G system [49]. 
As recommended by the manufacturer, inactivated samples 
were centrifuged at 2,000 × g for 5 min prior to testing in 
this study. In our previous characterization study, this assay 
showed the lowest limit of detection and a wide dynamic 
range [32]. In this study, in contrast to our previous study, 
the swab samples were stored for up to 30 days at -20 °C 
prior to inactivation, which is in line with recommenda-
tions by the manufacturer. The LIAISON® SARS-CoV-2 
Ag ("CLIA") assay from DiaSorin S.p.A. (Saluggia, Italy) 
utilizes a direct, two-step sandwich chemiluminescence 
immunoassay (CLIA) for the quantitative determination 
of SARS-CoV-2 in nasal swabs or nasopharyngeal swabs 
[50]. The manufacturer announced at the beginning of the 
Omicron wave that the LIAISON® SARS-CoV-2-Ag assay 
uses polyclonal antibodies and is, therefore, less prone to 
performance loss due to mutations in the nucleocapsid pro-
tein. In the package leaflet, the manufacturer states that in-
house testing with recombinant Omicron nucleocapsid Ag 
and ten nasopharyngeal swabs proves that Omicron is rec-
ognized with unchanged sensitivity [50]. The manufacturer 
specifies in the package insert that nasopharyngeal swabs 
in VTM/UTM should only be stored for 12 h at 2–8 °C 
prior to transferring the sample into the inactivation buffer, 
which could not be fulfilled in this study (see above) [50]. 
The Elecsys SARS-CoV-2 Antigen ("ECLIA") assay from 

Roche Diagnostics GmbH (Mannheim, Germany) uses an 
antibody sandwich principle (anti-SARS-CoV-2 monoclonal 
antibodies (mouse and rabbit)) in an electrochemilumines-
cence immunoassay (ECLIA) to detect SARS-CoV-2 nucle-
ocapsid protein in nasopharyngeal and oropharyngeal swab 
specimens [51]. The manufacturer states on its homepage 
that this assay reliably detects all currently circulating vari-
ants including Omicron [52]. The SARS-CoV-2 Ag ELISA 
("ELISA") from Euroimmun Medizinische Labordiagnos-
tika AG (Lübeck, Germany) is a semi-quantitative enzyme-
linked immunosorbent assay (ELISA) for the in vitro detec-
tion of SARS-CoV-2 nucleocapsid from nasopharyngeal 
swabs [53]. The manufacturer states, that based on initial 
analyses of the available sequences of Omicron, the detec-
tion of nucleocapsid is not affected [54]. Shortly after com-
pletion of the experimental phase of our study, this test was 
withdrawn from the market by the manufacturer.

Quantitative viral load determination

Prior to testing the Omicron swab specimens for the pres-
ence of nucleocapsid protein, the amount of SARS-CoV-2 
RNA present was determined in the accredited routine 
diagnostic laboratories of the Max von Pettenkofer Institute 
using the Roche Cobas SARS-CoV-2 E-Gen reaction on a 
Cobas 6800 system. Details on the reference "Non-Omicron" 
cohort and the evaluation of SARS-CoV-2 PCR-negative 
samples in these automated assays have been reported [32] 
and are summarized in Table 1. Viral load conversion was 
performed using an in-house standard curve as previously 
described [24]. This quantification was performed not later 
than 24 h after collection of the swab. In general, the calcu-
lations for quantification do not consider variability between 
separate quantitative RT-PCR runs. However, since this 
variability applies to all study groups, they do not affect the 
interpretation of the results in this study. The initial PCR 
screening of the Omicron sample cohort was performed by 
the Labor Becker MVZ GbR using the „Munich Extraction 
Protocol “ [55].

SARS‑CoV‑2 genotyping

For the Omicron cohort, PCR screening was performed 
using the “Munich Extraction Protocol” [55], followed 
by variant-specific PCR analyses (modified version of the 
COVID-19 direct RT-PCR kit (FRIZ Biochem GmbH, 
Neuried, Germany) to identify samples with BA.1, BA.2, 
or BA.5. These investigations were performed under routine 
diagnostic laboratory conditions at Labor Becker MVZ GbR 
on freshly collected samples. Typing and characterization 
of the “non-Omicron” sample cohort was performed using 
next-generation sequencing as reported [32].
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Analysis of SARS‑CoV‑2 BA.2 and BA.5 sublineages 
by whole‑genome sequencing

During the second study phase in March 2023, due to the 
large number of variants that have emerged in the mean-
time, the variants initially assigned as BA.2 or BA.5 by 
means of variant-specific PCR were further analyzed using 
whole-genome sequencing and afterwards subdivided into 
subgroups as described above. According to the sequencing 
protocol v4.1 of the ARTIC network nCoV-2019, amplicon 
pools covering the SARS-CoV-2 genome were generated. 
These were analyzed using the Artic bioinformatics proto-
col, the principle of which has already been described in 
previous publications [56, 57]. The consensus sequences 
and associated sample metadata have been uploaded to the 
GISAID repository.

Propagation of SARS‑CoV‑2 from primary patient 
material

Clinical isolates of Delta, Omicron-BA.1, -BF.7, -BN.1 
and -BQ.1 from respiratory material were propagated on 
Vero-E6 cells (Table 1) and characterized as reported [24]. 
Expanded stocks of wt EU-1, Alpha, Beta, Delta and Omi-
cron subvariants were analyzed by whole genome sequenc-
ing (B.1.177: GISAID EPI ISL: 466,888; B.1.1.7; GISAID 
EPI ISL: 2,094,739; B.1.351; GISAID EPI ISL: 1,752,394; 
B.1.617.2: GISAID 3233464; B.1.1.529: GISAID 7808190; 
BQ.1: GISAID EPI ISL 15812431; BF.7: GISAID EPI ISL 
15825638; BN.1: GISAID EPI ISL 16909949) and RNA 
copies per mL were determined as the mean from techni-
cal triplicates using an in-house PCR calibrated with refer-
ence material with a defined copy number distributed by 
INSTAND e.V.

Statistical analyses

Statistical analysis was performed in R version 4.1.2, using 
the pROC package to perform receiver operator character-
istic curve (ROC curve) analysis [58]. Binomial confidence 
intervals for sensitivities and specificities were computed 
using the Wilson score interval. To further analyze analytical 
sensitivities, we used logistic regression, with viral loads as 
independent and test outcomes as the dependent variable, 
yielding detection probabilities for each viral load level.

Results

We previously reported an acceptable specificity of the 
four automated Ag tests for SARS-CoV-2 evaluated in the 
current study, ranging between 97.0 and 99.7% [32]. Here, 
we tested the analytical sensitivity of these automated Ag 

test systems to detect different dominant Omicron subvari-
ants, specifically BA.1, BA.2, BQ.1 and XBB.1.5 as well 
as other minor subvariants. We included 203 SARS-CoV-2 
PCR-positive nasopharyngeal swabs, of which 53 were 
classified as BA.1, 48 as BA.2, 23 as BQ.1, 39 as XBB.1.5 
and 40 as other minor subvariants, respectively, and com-
pared those to the 107 “non-Omicron” SARS-CoV-2 swabs, 
results for which were reported recently [32]. In contrast to 
the initial “non-Omicron” data set with a viral load range of 
83 to 1,548,572,803 Geq/ml (median: 6,045 Geq/ml), the 
swabs taken from patients with these Omicron subvariants 
showed considerably higher viral loads ranging from 3,361 
to 1,824,858,018 Geq/ml for the Omicron subvariants from 
2022 (median: 373,560 Geq/ml) and 3,129 to 832,225,970 
Geq/ml for the Omicron subvariants from 2023 (median: 
762,693 Geq/ml) (Fig. 1).

Diagnostic sensitivity of automated antigen tests 
for Omicron subvariants

We then compared the diagnostic sensitivity (Table 2) using 
the Ct/Cp value ranges of respiratory swabs for stratification, 
and analytical performance (Fig. 2) of the four automated 
SARS-CoV-2 Ag tests. To determine the analytical perfor-
mance, we used the cutoffs for “positive” and “negative” 
scoring according to the manufacturers’ recommendations 
(CLEIA ≥ 1.34; CLIA ≥ 200; ELISA ≥ 0.60; ECLIA ≥ 1.00; 
grey dashed lines).

When stratifying the binary (“positive”, “negative”) test 
results according to the samples’ Ct/Cp value ranges, all four 
automated SARS-CoV-2 Ag tests were able to score true-
positive results for at least 91.7% of Omicron-containing 
samples in 2022 with high viral loads (Ct < 25) (Table 2). 
The rates of true-positive results with intermediate viral 
loads (Ct 25–30) varied between 6.7% and 100.0%, while 
they decreased to 0 to 15.4% for samples with low Ct val-
ues (Ct > 30). For the Omicron subvariants in 2023, at least 
90.9% of the samples were scored positive for high viral 
loads (Ct < 25), while those values varied markedly between 
0 and 100% for both intermediate and low viral loads. Here, 
detection of BQ.1 by ELISA was worst among these cat-
egories. In contrast, the diagnostic detection of the “non-
Omicron” samples was more sensitive for CLEIA, CLIA 
and ELISA, scoring positive in 35 to 100% (Ct 25–30) and 
1.3 to 32.9% (Ct > 30) of cases, respectively (Table 2). Inter-
estingly, Omicron-positive samples collected in 2023 for 
CLEIA and ECLIA were detected more readily compared 
to the Omicron samples collected in 2022 as well as the 
anecdotal cohort. It is of note that diagnostic sensitivities for 
BA.1, BA.2 and BQ.1 detection were comparable, although 
a trend towards a reduction in performance for the latter VoC 
was noted, while samples containing XBB.1.5 were superior 
in this respect. For the subsequent experiments and analyses, 
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data for the Omicron subvariants from specimen sampled in 
2022 and 2023 were combined, respectively, and compared 
to the “non-Omicron” samples. Most notably though, the 
diagnostic sensitivities of the four automated Ag test systems 
differed substantially among each other, in agreement with 
our previous report [32].

Receiver operator characteristic analysis 
and evaluation of different cutoff values 
for Omicron sublineages

We next evaluated receiver operator characteristic (ROC) 
curves of the four automated Ag tests, comparing their 
performance between Omicron 2022/2023- and “non-
Omicron”-containing respiratory samples. CLEIA was best 
for the “non-Omicron” specimens with a calculated area 
under the curve (AUC) of 0.873 [32]. Using the Omicron 
2022 (red) and 2023 (blue) samples for ROC evaluation, the 
AUC for CLEIA were even better, i.e., 0.986 (Fig. 3A). In 
comparison, the AUC for CLIA remained rather low with 

0.565 for the 2022 samples while improving to 0.891 for the 
2023 samples; for comparison, the “non-Omicron” AUC was 
0.516 [32] (Fig. 3B). Interestingly, ELISA and ECLIA also 
showed high AUCs with 0.804 and 0.810 for the 2022 sam-
ples and 0.993 and 0.990 for the 2023 samples, respectively 
(“non-Omicron” ELISA: 0.650, “non-Omicron” ECLIA: 
0.670 [32]) (Fig. 3C, D).

Based on the ROC analyses, we re-evaluated the cutoff 
values with our Omicron data set. We calculated the spe-
cificities and sensitivities, setting the WHO’s minimal cri-
teria of > 80% sensitivity and > 97% specificity, respectively 
(Tables 3, 4). To reach a specificity of 97%, the sensitivity 
of CLEIA had to be lowered to 82.2% for the 2022 samples, 
while it was 91.0% for the 2023 samples (Table 3). Thus, 
CLEIA was always able to fulfill the WHO ‘s minimal cri-
terion for sensitivity > 80% under conditions of acceptable 
specificity (Table 4). For the Omicron samples in 2022, 
CLIA’s sensitivity would stay rather unaffected compared 
to the optimal cutoff setting within the non-Omicron cohort 
upon adjustment of the specificity to 97% (41.6%, Table 3). 
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Fig. 1  SARS-CoV-2 viral load distribution of respiratory samples 
included in the study. A Shown is the log10 viral load (Geq/ml) of 
203 SARS-CoV-2-positive (101 Omicron 2022; red and 102 Omicron 
2023; blue) versus 107 SARS-CoV-2-positive (“non-Omicron”; black 
[32]) patient samples, sorted by ascending magnitude from left to 
right. Each dot indicates one patient and the sample’s ID is indicated. 
B and C Depicted is the histogram of the viral load distribution by 
categorization of samples into defined log10 viral load value ranges. 

Each bar indicates the number of samples in the respective viral load 
range; B for Omicron 2022 samples (red), C for Omicron 2023 sam-
ples (blue). D The horizontal line in the box plots shows the median 
of the samples shown in A, bound between upper and lower quar-
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*p < 0.05, ****p < 0.000005 by Wilcoxon rank sum test with continu-
ity correction and by two-sample Kolmogorov–Smirnov test
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On the contrary, specificity would be only 10.9% when 
increasing sensitivity to 80% (Table 4). For the Omicron 
samples in 2023, sensitivity improved to 68.6% for a speci-
ficity of 97%. To reach a sensitivity of 80%, the specific-
ity for the Omicron samples in 2023 had to be markedly 
lowered to 71.3%. For ELISA, an increase in specificity to 

97% with the Omicron samples in 2022 would thus not have 
a major impact on the sensitivity compared to the optimal 
non-Omicron-cutoff setting (52.6%, Table 3). Aiming for 
a sensitivity of 80% would, however, lower the specificity 
to 49.4% (Table 4). The Omicron samples from 2023 were 
superior in that respect: aiming for a specificity of 97%, the 
sensitivity was 94.3% and for a sensitivity of 80%, the speci-
ficity was 99.7%, respectively, fulfilling thereby the WHO’s 
minimal criteria. Compared to the optimal non-Omicron-
cutoff setting, the sensitivity of ECLIA for the Omicron sam-
ples in 2022 would only be marginally reduced to 55.0% if 
a specificity of 97% should be achieved (Table 3). Aiming 
for a sensitivity of 80% would decrease the specificity to 
an unacceptable level of 49.5% (Table 4). Here, again, the 
Omicron samples in 2023 fulfilled the WHO’s minimal cri-
teria: To reach a specificity of 97%, the optimal sensitivity 
was 91.1%, while the optimal specificity was 99.3% when 
setting the sensitivity to 80%.

Analytical sensitivity of automated antigen tests 
for Omicron sublineages

Next, we calculated the 50% and 95% limits of detection 
(LoDs) based on a logistic regression model as reported 
recently [59]. The virus concentrations at which 50% 
(LoD50) and 95% (LoD95) detection rates were obtained 
for CLEIA with the Omicron samples in 2022 corresponded 
to 44,444 Geq/ml and 154,621 Geq/ml, while the ones for 
the Omicron samples in 2023 were 29,951 and 227,484 Geq/
ml, respectively (“non-Omicron”: LoD50—6,181 Geq/ml, 
LoD95—422,689 Geq/ml [32]; Fig. 4A). The LoD50 and 
LoD95 of CLIA were 42-fold higher compared to CLEIA, 
respectively, and equaled 1,866,900 and 6,433,679 Geq/
ml for the Omicron samples in 2022 (“non-Omicron”: 
LoD50—473,279 Geq/ml, LoD95—11,452,782 Geq/
ml [32]; Fig. 4B). For the Omicron samples in 2023, the 
differences for LoD50 and LoD95 were comparable with 
38-fold and 87-fold, respectively, which corresponded to 
1,152,048 and 19,824,213 Geq/ml. ELISA yielded LoD50 
and LoD95 with 1,069,098 and 1,742,957 Geq/ml for the 
Omicron samples in 2022, which were 24-fold and 11-fold 
higher compared to CLEIA, respectively (“non-Omicron”: 
LoD50—749,792 Geq/ml, LoD95—25,711,669 Geq/ml 
[32]; Fig. 4C). Those for the Omicron samples in 2023 were 
in a similar range with 27-fold and 61-fold higher values 
compared to CLEIA, respectively, corresponding to 794,733 
and 13,895,613 Geq/ml. ECLIA was only sixfold and nine-
fold inferior to CLEIA for the Omicron samples in 2022 and 
resulted in 281,582 and 1,380,738 Geq/ml for LoD50 and 
LoD95, respectively (“non-Omicron”: LoD50—69,002 Geq/
ml, LoD95—2,654,696 Geq/ml [32]; Fig. 4D). For the Omi-
cron samples in 2023, LoD50 and LoD95 were comparable 
to CLEIA with 23,019 (LoD50) and 276,728 (LoD95) Geq/

Table 2  Comparative evaluation of the diagnostic sensitivity of four 
automated SARS-CoV-2 Ag tests stratified for Ct/Cp value ranges for 
“non-Omicron”* and Omicron-containing respiratory samples

The Omicron-containing samples are further subdivided into the 
2022 (BA.1 and BA.2) and 2023 (XBB.1.5, BQ.1, other) study 
cohorts
* [32]

Assay align better 
below

Ct < 25 (%) Ct 25–30 (%) Ct > 30 (%)

CLEIA
    Non-Omicron* 100.0 (n = 11) 100.0 (n = 20) 32.9 (n = 76)
    Omicron 2022 100.0 (n = 24) 96.6 (n = 58) 10.5 (n = 19)
    BA.1 100.0 (n = 12) 100.0 (n = 28) 15.4 (n = 13)
    BA.2 100.0 (n = 12) 93.3 (n = 30) 0.0 (n = 6)
    Omicron 2023 100.0 (n = 38) 100.0 (n = 52) 100.0 (n = 12)
    BQ.1 100.0 (n = 11) 100.0 (n = 11) 100.0 (n = 1)
    XBB.1.5 100.0 (n = 13) 100.0 (n = 20) 100.0 (n = 6)
    Other 100.0 (n = 14) 100.0 (n = 21) 100.0 (n = 5)
CLIA
    Non-Omicron* 100.0 (n = 11) 45.0 (n = 20) 1.3 (n = 76)
    Omicron 2022 91.7 (n = 24) 6.9 (n = 58) 0.0 (n = 19)
    BA.1 91.7 (n = 12) 7.1 (n = 28) 0.0 (n = 13)
    BA.2 91.7 (n = 12) 6.7 (n = 30) 0.0 (n = 6)
    Omicron 2023 97.4 (n = 38) 21.2 (n = 52) 8.3 (n = 12)
    BQ.1 100.0 (n = 11) 9.1 (n = 11) 0.0 (n = 1)
    XBB.1.5 92.3 (n = 13) 25.0 (n = 20) 0.0 (n = 6)
    Other 100.0 (n = 14) 23.8 (n = 21) 20.0 (n = 5)
ELISA
    Non-Omicron* 100.0 (n = 11) 35.0 (n = 20) 1.3 (n = 76)
    Omicron 2022 100.0 (n = 24) 12.1 (n = 58) 0.0 (n = 19)
    BA.1 100.0 (n = 12) 14.3 (n = 28) 0.0 (n = 13)
    BA.2 100.0 (n = 12) 10.0 (n = 30) 0.0 (n = 6)
    Omicron 2023 94.7 (n = 38) 23.1 (n = 52) 8.3 (n = 12)
    BQ.1 90.9 (n = 11) 0.0 (n = 11) 0.0 (n = 1)
    XBB.1.5 92.3 (n = 13) 35.0 (n = 20) 0.0 (n = 6)
    Other 100.0 (n = 14) 23.8 (n = 21) 20.0 (n = 5)
ECLIA
    Non-Omicron* 100.0 (n = 11) 35.0 (n = 19) 10.7 (n = 75)
    Omicron 2022 100.0 (n = 24) 50.9 (n = 57) 5.3 (n = 19)
    BA.1 100.0 (n = 12) 57.1 (n = 28) 7.7 (n = 13)
    BA.2 100.0 (n = 12) 44.8 (n = 29) 0.0 (n = 6)
    Omicron 2023 100.0 (n = 38) 92.2 (n = 52) 41.7 (n = 12)
 BQ.1 100.0 (n = 11) 90.9 (n = 11) 0.0 (n = 1)

    XBB.1.5 100.0 (n = 13) 89.5 (n = 20) 66.7 (n = 6)
    Other 100.0 (n = 14) 95.2 (n = 21) 20.0 (n = 5)
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ml. It is of note that no statistically significant difference 
between the three cohorts, “non-Omicron”, Omicron-2022 
as well as Omicron 2023, could be detected for all four auto-
mated Ag tests.

Focusing on the individual Omicron sublineages from 
2022 and 2023, the LoD analyses revealed that CLEIA 
was up to sevenfold (LoD50) and up to twofold (LoD95) 
inferior regarding the detection of BQ.1-positive samples 
compared to the other subvariants. In contrast, ELISA was 
up to sixfold (LoD50) and ECLIA up to 36-fold (LoD50) 
superior in scoring XBB.1.5-positive samples positive, 

Fig. 2  Analytical sensitivity 
of PCR-positive SARS-CoV-2 
patient samples for quantita-
tive SARS-CoV-2 Ag tests. A 
CLEIA from Fujirebio, B CLIA 
from Diasorin, C ELISA from 
Euroimmun and D ECLIA from 
Roche Diagnostics. Omicron 
2022 samples are shown in red, 
Omicron 2023 samples in blue 
and data for “non-Omicron” 
samples retrieved from our pre-
vious study [32] are shown in 
black. The log10 of quantified 
samples were plotted against 
the log10 of the calculated viral 
loads. The grey dashed line 
indicates the cutoffs recom-
mended by the manufacturers
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respectively (Fig. 5; Table 5). However, it must be stated 
that for these lineage subgroups the sample numbers were 
very small limiting the conclusions to be drawn.

Reevaluation of the measurement kinetics 
of the automated antigen tests for PCR‑negative 
samples

It is striking that for the Omicron samples from 2023 the 
ECLIA achieved a significantly higher sensitivity than in the 
previous cohorts. We, therefore, compared the measurement 
behavior of the ECLIA with the ELISA and CLIA, as they 
showed similar test kinetics (Fig. 2). The CLEIA had an 
extremely broad dynamic measurement range that continued 
much further below the cutoff than the CLIA, ELISA, and 
ECLIA. Therefore, CLEIA was excluded from the following 
analysis. To obtain further information on characteristics of 
ECLIA, the measurement results of the 303 PCR-negative 
samples from the non-Omicron cohort were re-analyzed 
[32]. Using the manufacturer's recommended cutoffs, the 
mean relative deviation from the cutoff for the ECLIA meas-
ured values was -22.59%, which is only 1.91 times the stand-
ard deviation. For CLIA and ELISA, the mean deviations 

Table 3  Cut-off-dependent calculation of extrapolated sensitivities 
using the WHO minimal criteria with specificity fixed at 97.0%

Non-Omi-
cron

Omicron 
2022

Omicron 2023

Assay Specificity 
(%)

Sensitivity 
(%)

Sensitivity 
(%)

Sensitivity (%)

CLEIA 97.0 52.3 82.2 91.0
CLIA 97.0 29.0 41.6 68.6
ELISA 97.0 29.9 52.6 94.3
ECLIA 97.0 32.4 55.0 91.1

Table 4  Cut-off-dependent calculation of extrapolated specificities 
using the WHO minimal criteria with sensitivity fixed at 80.0%

Non-Omi-
cron

Omicron 
2022

Omicron 2023

Assay Sensitivity 
(%)

Specificity 
(%)

Specificity 
(%)

Specificity 
(%)

CLEIA 80.0 85.0 97.4 98.3
CLIA 80.0 11.6 10.9 71.3
ELISA 80.0 28.8 49.4 99.7
ECLIA 80.0 30.0 49.5 99.3
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Fig. 4  Limit of detection analyses of PCR-positive SARS-CoV-2 
patient samples for quantitative SARS-CoV-2 Ag tests: A CLEIA, 
B CLIA, C ELISA, and D ECLIA. Omicron 2022 data set is shown 
in red, Omicron 2023 in blue and data for “non-Omicron” samples 
retrieved from [32] are shown in black. The log10 viral load of quan-
tified samples on the x-axis was plotted against a positive (+ 1) or 

negative (0) test outcome on the y-axis. For readability of the figure, 
slight normal jitter was added to the y-values. Red/grey/blue curves 
show logistic regressions of the viral load on the test outcome; verti-
cal dashed lines indicate log viral loads at which 50% (LoD50) and 
95% (LoD95), respectively, of the samples are expected positive 
based on the regression results
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Fig. 5  Limit of detection analyses of PCR-positive SARS-CoV-2 
patient samples for quantitative SARS-CoV-2 Ag tests: A CLEIA, 
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vided in BA.1 and BA.2) is shown in red and Omicron 2023 (sub-
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curves show logistic regressions of the viral load on the test outcome; 
vertical dashed lines indicate log viral loads at which 50% (LoD50) 
and 95% (LoD95), respectively, of the samples are expected positive 
based on the regression results

Table 5  Summary of non-
synonymous amino acid 
substitutions with a prevalence 
of > 75% in the nucleocapsid 
protein of the SARS-CoV-2 
VoCs examined in this study 
in publicly available VoC 
sequences compared with the 
original Wuhan-hu-1 sequence. 
Source: https:// outbr eak. info/ 
situa tion- repor ts

del: deletion

Amino acid position P13 DEL30/32 DEL31/33 S33 D63 E136 R203 G204 G215 D377 S413

Delta (B.1.617.2) G M C Y
Omicron-BA.1.1 L del K R
Omicron-BA.2 L del K R R
Omicron-BN.1 L del K R R
Omicron-XBB.1 L del K R R
Omicron-BA.5 L del K R R
Omicron-BQ.1 L del D K R R
Omicron-BF.7 L del F K R R

https://outbreak.info/situation-reports
https://outbreak.info/situation-reports
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from the cutoff were significantly higher at -53.98% (8.25-
fold standard deviation) and −56.88% (4.28-fold standard 
deviation), respectively.

Comparable detection of tissue culture‑expanded 
VoCs by quantitative, automated SARS‑CoV‑2 
antigen tests

In our final approach to characterize the performance of the 
four automated Ag tests, we extended our analyses to tis-
sue culture-expanded Delta, Omicron-BA.1, -BF.7, -BN.1, 
and -BQ.1 clinical isolates (Fig. 6A-D). While all of these 
expanded VoCs could be detected by these four tests, their 
performance differed widely: for CLEIA, the investigated 
VoCs scored positive with concentrations ranging between 
135,000 Geq/ml (wt and BN.1) to 2,170,000 Geq/ml (Delta 
and BF.7). Both for CLIA and ELISA, higher concentra-
tions between 2,170,000 Geq/ml (BF.7) and 34,645,828 
Geq/ml (Delta) were necessary, similar to observations made 
for patient swab specimens. When analyzing the ECLIA, 
we noticed that the values at low concentrations fluctu-
ated around the manufacturer’s cutoff, especially true for 
wt, Alpha, Beta and BN.1. Of note, in diluted and inacti-
vated mock cell culture samples, positive signals around the 
cutoff were also measured, similar to the measurements of 
the VoCs (data not shown). This indicates that the ECLIA 
records non-specific, low positive signals with this type 
of culture medium. For the ECLIA, samples were scored 

positive with concentrations ranging from 135,000 Geq/ml 
(BQ.1, BN1, BF.7) to 8,660,000 Geq/ml (Delta).

Discussion

This study greatly expands our previous investigation [32] 
on the evaluation of four automated quantitative SARS-
CoV-2 Ag tests, which detect the nucleocapsid protein and 
are used in the European market for the quantitative detec-
tion of SARS-CoV-2 variants in a diagnostic laboratory set-
ting. Our main observation is a pronounced heterogeneity 
of these test systems examined for the detection of SARS-
CoV-2 VoCs.

The Omicron-positive specimens tested in the current 
study differed from the historical “non-Omicron” specimens 
[32] by having significantly higher viral loads on average 
(Fig. 1C). This may either be due to facilities and test cent-
ers, from which the samples were obtained (submission to 
Max von Pettenkofer Institute exclusively from either clini-
cal units of hospitals (first study) [32] or submissions to 
Labor Becker MVZ GbR from multiple sources, current 
study, see also Methods) or to generally higher viral loads in 
Omicron-infected individuals, as reported by others [60–62]. 
Consequently, we compared the three cohorts considering 
this altered distribution of viral loads by Ct/Cp-based strati-
fication of results or by logistic regression modeling as well 
as calculation of diagnostic sensitivities.

Fig. 6  Evaluation of VoCs iso-
lated in cell culture experiments 
using the (semi-)quantitative 
SARS-CoV-2 Ag tests: A 
CLEIA, B CLIA, C ELISA and 
D ECLIA. The measured nucle-
ocapsid protein results were 
plotted against the calculated 
SARS-CoV-2 RNA loads. The 
grey dashed line indicates the 
cutoffs recommended by the 
manufacturers
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The heterogeneity of the diagnostic sensitivities of the 
four automated Ag tests for Omicron-positive samples in 
this study was in the same order of performance as for the 
previously reported “non-Omicron” samples [32], although 
the true-positive rates were lower for the Omicron samples. 
An exception are the measurements of the Omicron samples 
from 2023 using ECLIA, which will be discussed below. In 
addition, the differences in sensitivity between the assays 
changed when a cutoff was used that set specificity at 97%, 
the minimum criteria recommended by the WHO for RATs 
(Tables 3, 4). Comparison of these analyses confirmed the 
recommendation of many manufacturers who encourage 
performing laboratories to evaluate the most appropriate 
cutoffs. The ROC analyses presented for Omicron-positive 
specimen were based on specificity data obtained in previous 
measurements [32]. Due to the underrepresentation of low 
viral load samples, the curves for the Omicron-containing 
specimen shifted upward. The effect was even more pro-
nounced in the Omicron cohort from 2023 than in the one 
from 2022. This resulted in a very high AUC of 0.993 for 
ELISA for Omicron samples from 2023 (Fig. 3). However, it 
was not equally pronounced for all automated Ag assays, and 
the overall shape of the ROC curve for CLIA, for example, 
was still parallel to the diagram's diagonal. The compari-
son of the regression analyses and the examination of the 
LoD values in both specimen groups showed differences 
between the Omicron-containing samples from 2022 and 
2023, compared to “non-Omicron”-containing samples that 
did, however, not reach statistical significance. This result 
appears to be independent of the mean viral load of the two 
cohorts, as the detection limit of the nucleocapsid-based 
assays was significantly higher than that of the screening 
PCR used for sample identification. For Omicron-positive 
samples, the calculated LoD50 values of the four auto-
mated Ag tests ranged from 44,444 to 1,866,900 Geq/ml 
for Omicron (2022) and from 23,019 and 1,152,048 Geq/ml 
for Omicron (2023), while the values for “non-Omicron” 
samples were lower, ranging from 6181 to 749,792 Geq/
ml. Due to the high confidence intervals, these differences 
were not significant. We conclude that the analytical sen-
sitivity of automated Ag test underlies a considerable test 
system-dependent variability and a trend for a reduced abil-
ity of these assays to detect Omicron-containing respiratory 
samples is observed in regression analyses. Although the 
analyzed subgroups of different Omicron sublineages from 
2022 and 2023 were small, and therefore, statistical evalua-
tions were of limited value, no trend of reduced sensitivity 
in automated Ag testing can be identified. Moreover, we 
confirm [32] that the analytical sensitivity of these quanti-
tative automated Ag test is not generally superior to RATs 
used in a POC or at home setting [24, 47, 63]: In a compara-
tive study on VoC detection by nine RATs we demonstrated 
an impaired recognition of respiratory samples containing 

Omicron-BA.1 compared to Delta in seven out of nine tests 
[24] and these differences reached statistical significance for 
four of these RATs. In another recent study examining five 
different RATs for their performance in detecting Omicron-
BA.1 and BA.2 [47], we also demonstrated that at high viral 
loads these RATs achieved higher sensitivities for Omicron-
BA.1 than for BA.2, although this trend did not reach sta-
tistical significance. One reason for the somewhat less pro-
nounced VoC dependence in performance of automated Ag 
assays might be differences in the extraction or inactivation 
buffers used: RATs are believed to operate with rather mild 
detergents and thus virus particles or aggregates contained 
in the swab specimen may not be completely inactivated or 
disaggregated [64, 65]. This is because there is a potential 
danger of harming layperson users outside of a diagnostic 
laboratory by chemicals contained in the kits. We specu-
late that the overall accessibility of the nucleocapsid protein 
present in a clinical specimen during RAT testing could be 
lower compared to laboratory-based assays. In addition, first 
clinical studies evaluating VoC-dependent performance of 
RATs in a POC setting [46] support the hypothesis that not 
only the amount of nucleocapsid protein present in the swab, 
but also pre-existing (partial) immunity may have an influ-
ence on the sensitivity of Ag testing. The exact composi-
tion of extraction buffers is typically not disclosed by the 
manufacturers; however, their handling by trained laboratory 
personnel with personal protective equipment may allow the 
use of buffers with stronger denaturing or disaggregating 
conditions.

A limitation of our study is that despite the prospective 
study design not all manufacturer's recommendations regard-
ing swab kit/transport media and sample storage conditions 
could be followed. According to available manufacturer 
information, two of the automated Ag tests investigated here 
are not based exclusively on one detecting monoclonal anti-
body, but on polyclonal anti-nucleocapsid antibodies (CLIA) 
or a mixture of different monoclonal antibodies against dif-
ferent epitopes of the nucleocapsid protein (CLEIA). Usu-
ally, RATs only use a single monoclonal antibody for detec-
tion. An advantage in sensitivity of CLEIA and CLIA by this 
multi-epitope approach was, however, not apparent in our 
study. Conceptually, these multi-target Ag detection assays 
may be less prone to underperformance upon emergence of 
new point mutations in the nucleocapsid protein of SARS-
CoV-2. In general, newly emerging VoCs should be continu-
ously evaluated to determine whether they have an impact 
on the sensitivity of RATs and automated Ag tests. Ideally, 
a transfer of information from manufacturers to diagnostic 
laboratories and regulatory health authorities is desirable 
when antibodies used in test devices may bind to regions in 
the nucleocapsid protein of SARS-CoV-2 expected to impact 
the performance of Ag tests for detecting new and future 
VoCs.
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During the second study phase 2023, the sensitivity of 
ECLIA was higher at low viral loads compared to Omicron 
samples from 2022 and “non-Omicron” samples. On closer 
inspection of the measurement kinetics, the diagram of 
Fig. 2D showed a trend of the respective readings towards 
an asymptote close above the cutoff of 1.0. We can only 
speculate about the reason for this discrepancy, but tend to 
view the measurements collected for the ECLIA in 2023 
with caution and not overestimating them for the follow-
ing reason: Our analysis of test kinetics for PCR-negative 
samples below the cutoff demonstrated distinct differences 
between the four tests investigated. The CLEIA stands out 
from the other tests with only about half of the 303 PCR-
negative samples lying on the lower asymptote/lower limit 
of the measurement range (0.01 mg/ml; data not shown). 
The other three tests, including the ECLIA, did not show 
such a dynamic in this measurement range. Analysis of the 
mean deviation of the measured values of the PCR-nega-
tive specimens from the cutoff clearly demonstrated that 
the lower asymptote of the measuring range for ECLIA 
was only slightly below the cutoff with less than two stand-
ard deviations. For CLIA and ELISA, at least four standard 
deviations of the measured values of PCR-negative sam-
ples from the cutoff have been established by the manu-
facturers for unambiguous differentiation. The small dif-
ference in the measured values of low-positive specimens, 
which lie at the lower asymptote of the ECLIA, from the 
cutoff is so small that we cannot exclude the possibility of 
shifts in the results of low-positive specimens above the 
cutoff in different series of measurements. According to 
the manufacturer, no changes were made to the commer-
cial assay between 2022 and 2023. A further confounding 
factor could be batch-dependent fluctuations. Due to the 
limited amount of material, it was unfortunately not pos-
sible to repeat measurements to explore this. When using 
cell culture media-derived VoC samples in this study, the 
ECLIA was susceptible to interference from the medium 
used resulting in low false-positive measurements. How-
ever, since the VTM used for the 2023 Omicron samples 
was not changed according to the supplying laboratory, in 
contrast to the 2022 samples, it is unlikely that an interfer-
ing transport medium is the cause of the observed differ-
ences in the evaluation of the patient samples.

In the current phase of the pandemic, different Omi-
cron sublineages or recombinants co-evolve regionally. 
Originating from previously dominating variants, subvari-
ants derived from Omicron-BA.2 (BN.1, BA.2.75), BA.2 
recombinants (XBB) or BA.5 subvariants (BQ.1, BF.7) 
have emerged. Besides additional adaptions in the spike 
protein, some of these have also acquired mutations in 
the nucleocapsid protein (e.g., BF.7: Del30/32, S33F, or 
BQ.1: E136Q [66]) (Table 5). A broad understanding of 
the complex interplay between molecular changes caused 

by mutations, interference with the host immune system 
and the impact of the latter on disease progression, virus 
production and release onto the respiratory mucosa is 
essential for the continued use of Ag-based diagnostic 
methods with appropriate reliability. We strongly believe 
that both RATs and automated Ag tests should be carefully 
re-evaluated by independent laboratories when new VoCs 
emerge or immunological and clinical parameters in the 
population change.

Funding Open Access funding enabled and organized by Projekt 
DEAL. This work was supported by the Free State of Bavaria through 
research initiatives Bay-VOC (M.M., A.G., S.K., H.B., U.P., O.T.K.) 
and FOR-COVID (M.M., U.P., O.T.K.).

Data availability The datasets generated and analyzed during the cur-
rent study are available upon request.

Declarations 

Conflicts of interest The authors declare that they have no conflict of 
interest.

Ethics approval For sensitivity testing, ethical approval was not 
required, because all patient samples used were residual samples. Sam-
ples were identified in the laboratory and assigned a number without 
reference to patient or clinical details. The data of the specificity testing 
were obtained from anonymized results of a previous study in which 
assays from residual material were used for this purpose. Therefore, 
the results from anonymized testing did not impact on clinical care and 
did not require an ethics statement.

Open Access  This article is licensed under a Creative Commons Attri-
bution 4.0 International License, which permits use, sharing, adapta-
tion, distribution and reproduction in any medium or format, as long 
as you give appropriate credit to the original author(s) and the source, 
provide a link to the Creative Commons licence, and indicate if changes 
were made. The images or other third party material in this article are 
included in the article's Creative Commons licence, unless indicated 
otherwise in a credit line to the material. If material is not included in 
the article's Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will 
need to obtain permission directly from the copyright holder. To view a 
copy of this licence, visit http:// creat iveco mmons. org/ licen ses/ by/4. 0/.

References

 1. Favresse J, Gillot C, Oliveira M, Cadrobbi J, Elsen M, Eucher C 
et al (2021) Head-to-head comparison of rapid and automated 
antigen detection tests for the diagnosis of SARS-CoV-2 infection. 
J Clin Med. https:// doi. org/ 10. 3390/ jcm10 020265

 2. Brümmer LE, Katzenschlager S, McGrath S, Schmitz S, Gaed-
dert M, Erdmann C et al (2022) Accuracy of rapid point-of-care 
antigen-based diagnostics for SARS-CoV-2: An updated system-
atic review and meta-analysis with meta-regression analyzing 
influencing factors. PLoS Med 19(5):e1004011

 3. Dinnes J, Sharma P, Berhane S, van Wyk SS, Nyaaba N, 
Domen J et  al (2022) Rapid, point-of-care antigen tests for 

http://creativecommons.org/licenses/by/4.0/
https://doi.org/10.3390/jcm10020265


320 Medical Microbiology and Immunology (2023) 212:307–322

1 3

diagnosis of SARS-CoV-2 infection. Cochrane Database Syst Rev 
7(7):Cd013705

 4. Parikh A, Cooper L, Frogel D, Le Benger K, Cooper CK, Parvu V 
(2022) Large-scale SARS-CoV-2 antigen testing with real-world 
specimens. Front Public Health 10:836328

 5. Petonnet D, Marot S, Leroy I, Cohier J, Ramahefasolo C, Mansaly 
S et al (2022) Comparison of rapid and automated antigen detec-
tion tests for the diagnosis of SARS-CoV-2 infection. Diagnostics 
(Basel) 12(1):104

 6. Hirotsu Y, Maejima M, Shibusawa M, Nagakubo Y, Hosaka K, 
Amemiya K et al (2020) Comparison of automated SARS-CoV-2 
antigen test for COVID-19 infection with quantitative RT-PCR 
using 313 nasopharyngeal swabs, including from seven serially 
followed patients. Int J Infect Dis 99:397–402

 7. Gili A, Paggi R, Russo C, Cenci E, Pietrella D, Graziani A et al 
(2021) Evaluation of Lumipulse® G SARS-CoV-2 antigen assay 
automated test for detecting SARS-CoV-2 nucleocapsid protein 
(NP) in nasopharyngeal swabs for community and population 
screening. Int J Infect Dis 105:391–396

 8. Matsuzaki N, Orihara Y, Kodana M, Kitagawa Y, Matsuoka M, 
Kawamura R et  al (2021) Evaluation of a chemiluminescent 
enzyme immunoassay-based high-throughput SARS-CoV-2 anti-
gen assay for the diagnosis of COVID-19: The VITROS® SARS-
CoV-2 Antigen Test. J Med Virol 93(12):6778–6781. https:// doi. 
org/ 10. 1002/ jmv. 27153

 9. Fourati S, Soulier A, Gourgeon A, Khouider S, Langlois C, Gal-
bin A et al (2022) Performance of a high-throughput, automated 
enzyme immunoassay for the detection of SARS-CoV-2 antigen, 
including in viral “variants of concern”: implications for clinical 
use. J Clin Virol :Off Publ Pan Am Soc Clin Virol 146:105048

 10. Salvagno GL, Pighi L, De Nitto S, Lippi G (2022) Clinical per-
formance of the Roche Elecsys SARS-CoV-2 antigen fully auto-
mated electrochemiluminescence immunoassay. Pract Lab Med 
29:e00265

 11. Bayart JL, Degosserie J, Favresse J, Gillot C, Didembourg M, 
Djokoto HP et al (2022) Analytical sensitivity of six SARS-CoV-2 
rapid antigen tests for Omicron versus delta variant. Viruses 
14:654

 12. Bekliz M, Adea K, Puhach O, Perez-Rodriguez F, Marques Mel-
ancia S, Baggio S et al (2022) Analytical sensitivity of eight dif-
ferent SARS-CoV-2 antigen-detecting rapid tests for Omicron-
BA.1 variant. Microbiol Spectr 10(4):e0085322

 13. Cocherie T, Bastide M, Sakhi S, Zafilaza K, Flandre P, Leducq V 
et al (2022) Decreased sensitivity of rapid antigen test is associ-
ated with a lower viral load of Omicron than delta SARS-CoV-2 
variant. Microbiol Spectr 10:e0192222

 14. Raïch-Regué D, Muñoz-Basagoiti J, Perez-Zsolt D, Noguera-
Julian M, Pradenas E, Riveira-Muñoz E et al (2022) Performance 
of SARS-CoV-2 antigen-detecting rapid diagnostic tests for Omi-
cron and other variants of concern. Front Microbiol 13:810576

 15. Salcedo N, Nandu N, Boucau J, Herrera BB (2022) detection of 
SARS-CoV-2 Omicron, delta, alpha and gamma variants using a 
rapid antigen test. medRxiv.:2022.01.27.22269299.https:// doi. org/ 
10. 1101/ 2022. 01. 27. 22269 299.

 16. Soni A, Herbert C, Filippaios A, Broach J, Colubri A, Fahey 
N, et al (2022) Comparison of rapid antigen tests' performance 
between delta (B.1.61.7; AY.X) and Omicron (B.1.1.529; BA1) 
variants of SARS-CoV-2: secondary analysis from a serial home 
self-testing study. medRxiv.. Epub 2022/03/10. doi: https:// doi. 
org/ 10. 1101/ 2022. 02. 27. 22271 090.

 17. Uster S, Topalli Z, Sasse T, Suter-Riniker F, Barbani MT (2022) 
Evaluation of the DiaSorin LIAISON SARS-CoV-2 antigen assay 
on nasopharyngeal swabs in two different SARS-CoV-2 pandemic 
waves in Switzerland: the impact of the Omicron variant on its 
performance. J Clin Virol Plus 2(3):100095

 18. Altawalah H, Alfouzan W, Al-Fadalah T, Ezzikouri S (2021) 
Diagnostic performance of automated SARS-CoV-2 antigen assay 
in nasal swab during COVID-19 vaccination campaign. Diagnos-
tics 11(11):2110

 19. Hartard C, Berger S, Josse T, Schvoerer E, Jeulin H (2021) Per-
formance evaluation of an automated SARS-CoV-2 Ag test for the 
diagnosis of COVID-19 infection on nasopharyngeal swabs. Clin 
Chem Lab Med (CCLM) 59(12):2003–2009. https:// doi. org/ 10. 
1515/ cclm- 2021- 0569

 20. Koskinen JM, Antikainen P, Hotakainen K, Haveri A, Ikonen 
N, Savolainen-Kopra C et al (2021) Clinical validation of auto-
mated and rapid mariPOC SARS-CoV-2 antigen test. Sci Rep 
11(1):20363. https:// doi. org/ 10. 1038/ s41598- 021- 99886-6

 21. Krutova M, Brajerova M, Kepka Z, Briksi A, Hubacek P, Drevinek 
P (2022) The evaluation of an automated mariPOC SARS-CoV-2 
antigen test compared to RT-qPCR SARS-CoV-2 assay and com-
parison of its sensitivity in Delta- and Omicron-variant samples. 
Influenza Other Respir Viruses 16(6):1033–1039. https:// doi. org/ 
10. 1111/ irv. 13048

 22. Arici N, Kansak N, Şentürk T, Baydili K, Aksaray S (2023) Com-
parison of performance of LIAISON SARS-CoV-2 antigen assay 
with RT-PCR during the Omicron wave. Acta Microbiol Immunol 
Hung 70(1):1–6

 23. Leineweber TD, Ghathian K, Lisby JG, Friis-Hansen L, Afzal S, 
Ellermann-Eriksen S et al (2023) Evaluation of four laboratory-
based high-throughput SARS-CoV-2 automated antigen tests 
compared to RT-PCR on nasal and oropharyngeal samples. J Clin 
Virol 164:105472

 24. Osterman A, Badell I, Basara E, Stern M, Kriesel F, Eletreby M 
et al (2022) Impaired detection of Omicron by SARS-CoV-2 rapid 
antigen tests. Med Microbiol Immunol 211(2–3):105–117

 25. Amendola A, Sberna G, Lalle E, Colavita F, Castilletti C, Mench-
inelli G et al (2021) saliva is a valid alternative to nasopharyngeal 
swab in chemiluminescence-based assay for detection of SARS-
CoV-2 antigen. J Clin Med. https:// doi. org/ 10. 3390/ jcm10 071471

 26. Aoki K, Nagasawa T, Ishii Y, Yagi S, Okuma S, Kashiwagi K 
et al (2021) Clinical validation of quantitative SARS-CoV-2 
antigen assays to estimate SARS-CoV-2 viral loads in naso-
pharyngeal swabs. J Infect Chemother 27(4):613–616

 27. Asai N, Sakanashi D, Ohashi W, Nakamura A, Kawamoto Y, 
Miyazaki N et al (2021) Efficacy and validity of automated 
quantitative chemiluminescent enzyme immunoassay for SARS-
CoV-2 antigen test from saliva specimen in the diagnosis of 
COVID-19. J Infect Chemother 27(7):1039–1042

 28. Hirotsu Y, Maejima M, Shibusawa M, Amemiya K, Nagakubo 
Y, Hosaka K et al (2021) Prospective study of 1308 nasopharyn-
geal swabs from 1033 patients using the LUMIPULSE SARS-
CoV-2 antigen test: comparison with RT-qPCR. Int J Infect Dis 
105:7–14

 29. Häuser F, Sprinzl MF, Dreis KJ, Renzaho A, Youhanen S, Kremer 
WM et al (2021) Evaluation of a laboratory-based high-throughput 
SARS-CoV-2 antigen assay for non-COVID-19 patient screening 
at hospital admission. Med Microbiol Immunol 210(2–3):165–171

 30. Lefever S, Indevuyst C, Cuypers L, Dewaele K, Yin N, Cotton 
F et al (2021) Comparison of the quantitative diasorin liaison 
antigen test to reverse transcription-PCR for the diagnosis of 
COVID-19 in symptomatic and asymptomatic outpatients. J Clin 
Microbiol 59(7):e0037421

 31. Menchinelli G, Bordi L, Liotti FM, Palucci I, Capobianchi MR, 
Sberna G et al (2021) Lumipulse G SARS-CoV-2 Ag assay evalu-
ation using clinical samples from different testing groups. Clin 
Chem Lab Med 59(8):1468–1476

 32. Osterman A, Iglhaut M, Lehner A, Späth P, Stern M, Autenrieth 
H et al (2021) Comparison of four commercial, automated antigen 
tests to detect SARS-CoV-2 variants of concern. Med Microbiol 
Immunol 210(5–6):263–275

https://doi.org/10.1002/jmv.27153
https://doi.org/10.1002/jmv.27153
https://doi.org/10.1101/2022.01.27.22269299
https://doi.org/10.1101/2022.01.27.22269299
https://doi.org/10.1101/2022.02.27.22271090
https://doi.org/10.1101/2022.02.27.22271090
https://doi.org/10.1515/cclm-2021-0569
https://doi.org/10.1515/cclm-2021-0569
https://doi.org/10.1038/s41598-021-99886-6
https://doi.org/10.1111/irv.13048
https://doi.org/10.1111/irv.13048
https://doi.org/10.3390/jcm10071471


321Medical Microbiology and Immunology (2023) 212:307–322 

1 3

 33. Yin N, Debuysschere C, Decroly M, Bouazza FZ, Collot V, Martin 
C et al (2021) SARS-CoV-2 diagnostic tests: algorithm and field 
evaluation from the near patient testing to the automated diagnos-
tic platform. Front Med (Lausanne) 8:650581

 34. Yokota I, Shane PY, Okada K, Unoki Y, Yang Y, Iwasaki S et al 
(2021) A novel strategy for SARS-CoV-2 mass screening with 
quantitative antigen testing of saliva: a diagnostic accuracy study. 
Lancet Microbe. https:// doi. org/ 10. 1016/ S2666- 5247(21) 00092-6

 35. Fernández-Rivas G, Barallat J, Gonzalez V, Martinez S, Bordoy 
AE, Jimenez L et al (2022) Analytical performance of quantitative 
DiaSorin Liaison SARS-COV-2 antigen test for the asymptomatic 
population. Front Public Health. https:// doi. org/ 10. 3389/ fpubh. 
2021. 788581

 36. Lau CS, Phua SK, Hoo SP, Jiang B, Aw TC (2022) Evaluation 
and validation of the Roche Elecsys SARS-CoV-2 antigen electro-
chemiluminescent immunoassay in a southeast asian region. Vac-
cines (Basel) 10(2):198

 37. Lippi G, Henry BM, Adeli K, Plebani M (2022) Fujirebio Lumi-
pulse SARS-CoV-2 antigen immunoassay: pooled analysis of 
diagnostic accuracy. Diagnosis 9(2):149–156. https:// doi. org/ 10. 
1515/ dx- 2022- 0021

 38. World Health Organization (2020) Antigen-detection in the diag-
nosis of SARS-CoV-2 infection using rapid immunoassays. Avail-
able from: https:// www. who. int/ publi catio ns/i/ item/ antig en- detec 
tion- in- the- diagn osis- of- sars- cov- 2infe ction- using- rapid- immun 
oassa ys2020 [accessed 07/25/2022].

 39. World Health Organization (2022) Classification of Omicron 
(B.1.1.529): SARS-CoV-2 Variant of Concern. Available from: 
https:// www. who. int/ news/ item/ 26- 11- 2021- class ifica tion- of- 
omicr on- (b.1. 1. 529)- sars- cov-2- varia nt- of- conce rn2022 [accessed 
07/25/2022].

 40. Centers for Disease Control and Prevention (2022) COVID Data 
Tracker. Available from: https:// covid. cdc. gov/ covid- data- track 
er/# varia nt- summa ry. [accessed 11/21/2022]

 41. COVID-19 lineages. PANGO-designation (2022) Available from: 
[https:// github. com/ cov- linea ges/ pango- desig nation/ issues/ 343. 
[accessed 07/25/2022]

 42. O’Toole A, Hill V, Pybus OG, Watts A, Bogoch II, Khan K et al 
(2021) Tracking the international spread of SARS-CoV-2 lineages 
B.1.1.7 and B.1.351/501Y-V2 with grinch. Wellcome Open Res 
6:121

 43. Syed AM, Ciling A, Khalid MM, Sreekumar B, Chen PY, Kumar 
GR, et al (2022) Omicron mutations enhance infectivity and 
reduce antibody neutralization of SARS-CoV-2 virus-like par-
ticles. medRxiv. Epub 2022/01/05. doi: https:// doi. org/ 10. 1101/ 
2021. 12. 20. 21268 048.

 44. Thakur V, Ratho RK (2022) OMICRON (B.1.1.529): a new 
SARS-CoV-2 variant of concern mounting worldwide fear. J Med 
Virol 94(5):1821–1824

 45. Vogt A-CS, Augusto G, Martina B, Chang X, Nasrallah G, Speiser 
DE et al (2022) Increased receptor affinity and reduced recogni-
tion by specific antibodies contribute to immune escape of SARS-
CoV-2 variant Omicron. Vaccines 10(5):743

 46. Meiners L, Horn J, Mühlemann B, Schmidt M.L., Walper, F., 
Menzel P, Schwarzer R, Rose R, et al (2022) SARS-CoV-2 Rapid 
Antigen Test Sensitivity and Viral Load in Freshly Symptomatic 
Hospital Employees, December 2020 to February 2022. Avail-
able at SSRN: https:// ssrn. com/ abstr act= 40994 25 or http://dx.doi.
org/https:// doi. org/ 10. 2139/ ssrn. 40994 25

 47. Osterman A, Badell I, Dächert C, Schneider N, Kaufmann AY, 
Öztan GN et al (2022) Variable detection of Omicron-BA.1 and 
–BA.2 by SARS-CoV-2 rapid antigen tests. Med Microbiol Immu-
nol 1–11:13

 48. Nishizono I, Iida S, Suzuki N, Kawada H, Murakami H, Ashi-
hara Y et  al (1991) Rapid and sensitive chemiluminescent 

enzyme immunoassay for measuring tumor markers. Clin Chem 
37(9):1639–1644

 49. Fujirebio Inc (2022) Lumipulse G SARS-CoV-2 Ag, Package 
Insert. Available from: https:// www.e- label ing. eu/ FRI [cited 
10/14/2022].

 50. DiaSorin S.p.A (2022) LIAISON®SARS-CoV-2 Ag instructions 
for use. Available from: http:// assay info. diaso rin. com/ [accessed 
2022 07/21].

 51. Roche Diagnostics GmbH (2022) ElecsysT SARS-CoV-2 Antigen 
- Immunoassay für den qualitativen Nachweis des SARS-CoV-
2-Nukleokapsid-Antigens (in German). Available from: https:// 
assets. cwp. roche. com/f/ 94122/x/ 14a1b 18cac/ elecs ys- sars- cov-2- 
antig en- tests infor matio nen. pdf [accessed 07/21/2022].

 52. .46.Roche Diagnostics GmbH (2022) Elecsys® SARS-CoV-2 
Antigen Test. Available from: https:// www. roche. de/ diagn ostik- 
produ kte/ produ ktkat alog/ tests- param eter/ elecs ys- sars- cov-2- antig 
en/ [accessed 07/21/2022].

 53. Euroimmun Medizinische Labordiagnostika AG (2021) SARS-
CoV-2 Antigen ELISA Instructions for use. Available from: 
https:// produ cts. euroi mmun. de/ Produ ctPor tal/ login/#/ login 
[accessed 2021 11/02].

 54. Euroimmun Medizinische Labordiagnostika AG (2022) Häufig 
gestellte Fragen zu SARS-CoV-2 und der COVID-19-Diagnostik 
(in German). Available from: https:// www. coron avirus- diagn ostik. 
de/ faq. html# c17998. [accessed 2022 07/21].

 55. Durner J, Burggraf S, Czibere L, Fleige T, Madejska A, Watts DC 
et al (2020) Fast and simple high-throughput testing of COVID 
19. Dent Mater 36(5):e141–e142

 56. Muenchhoff M, Graf A, Krebs S, Quartucci C, Hasmann S, Hell-
muth JC et al (2021) Genomic epidemiology reveals multiple 
introductions of SARS-CoV-2 followed by community and noso-
comial spread, Germany, February to May 2020. Euro Surveill 
26(43):2002066

 57. Weinberger T, Steffen J, Osterman A, Mueller TT, Muenchhoff 
M, Wratil PR et al (2021) Prospective Longitudinal Serosurvey 
of Health Care Workers in the First Wave of the SARS-CoV-2 
Pandemic in a Quaternary Care Hospital in Munich, Germany. 
Clin Infect Dis. https:// doi. org/ 10. 1093/ cid/ ciaa1 935

 58. Robin X, Turck N, Hainard A, Tiberti N, Lisacek F, Sanchez J-C 
et al (2011) pROC: an open-source package for R and S+ to ana-
lyze and compare ROC curves. BMC Bioinform 12(1):77. https:// 
doi. org/ 10. 1186/ 1471- 2105- 12- 77

 59. Corman VM, Haage VC, Bleicker T, Schmidt ML, Mühlemann 
B, Zuchowski M et al (2021) Comparison of seven commercial 
SARS-CoV-2 rapid point-of-care antigen tests: a single-centre 
laboratory evaluation study. Lancet Microbe 2(7):e311–e319

 60. Lentini A, Pereira A, Winqvist O, Reinius B (2022) Monitoring 
of the SARS-CoV-2 Omicron BA.1/BA.2 lineage transition in the 
Swedish population reveals increased viral RNA levels in BA.2 
cases. Med (N Y) 3(9):636–643

 61. Mastrorosa I, Cozzi-Lepri A, Colavita F, Lalle E, Mazzotta V, 
Cimaglia C et al (2022) SARS-CoV-2 nasopharyngeal viral load 
in individuals infected with BA.2, compared to Alpha, Gamma, 
Delta and BA.1 variants: a single-center comparative analysis. J 
Clin Virol 157:105299

 62. Selvavinayagam ST, Yong YK, Joseph N, Hemashree K, Tan HY, 
Zhang Y et al (2022) Low SARS-CoV-2 viral load among vac-
cinated individuals infected with Delta B.1.617.2 and Omicron 
BA.1.1.529 but not with Omicron BA.1.1 and BA.2 variants. Front 
Public Health 10:1018399

 63. Osterman A, Baldauf HM, Eletreby M, Wettengel JM, Afridi 
SQ, Fuchs T et al (2021) Evaluation of two rapid antigen tests to 
detect SARS-CoV-2 in a hospital setting. Med Microbiol Immunol 
210(1):65–72

https://doi.org/10.1016/S2666-5247(21)00092-6
https://doi.org/10.3389/fpubh.2021.788581
https://doi.org/10.3389/fpubh.2021.788581
https://doi.org/10.1515/dx-2022-0021
https://doi.org/10.1515/dx-2022-0021
https://www.who.int/publications/i/item/antigen-detection-in-the-diagnosis-of-sars-cov-2infection-using-rapid-immunoassays2020
https://www.who.int/publications/i/item/antigen-detection-in-the-diagnosis-of-sars-cov-2infection-using-rapid-immunoassays2020
https://www.who.int/publications/i/item/antigen-detection-in-the-diagnosis-of-sars-cov-2infection-using-rapid-immunoassays2020
https://www.who.int/news/item/26-11-2021-classification-of-omicron-(b.1.1.529)-sars-cov-2-variant-of-concern2022
https://www.who.int/news/item/26-11-2021-classification-of-omicron-(b.1.1.529)-sars-cov-2-variant-of-concern2022
https://covid.cdc.gov/covid-data-tracker/#variant-summary
https://covid.cdc.gov/covid-data-tracker/#variant-summary
https://github.com/cov-lineages/pango-designation/issues/343
https://doi.org/10.1101/2021.12.20.21268048
https://doi.org/10.1101/2021.12.20.21268048
https://ssrn.com/abstract=4099425
https://doi.org/10.2139/ssrn.4099425
https://www.e-labeling.eu/FRI
http://assayinfo.diasorin.com/
https://assets.cwp.roche.com/f/94122/x/14a1b18cac/elecsys-sars-cov-2-antigen-testsinformationen.pdf
https://assets.cwp.roche.com/f/94122/x/14a1b18cac/elecsys-sars-cov-2-antigen-testsinformationen.pdf
https://assets.cwp.roche.com/f/94122/x/14a1b18cac/elecsys-sars-cov-2-antigen-testsinformationen.pdf
https://www.roche.de/diagnostik-produkte/produktkatalog/tests-parameter/elecsys-sars-cov-2-antigen/
https://www.roche.de/diagnostik-produkte/produktkatalog/tests-parameter/elecsys-sars-cov-2-antigen/
https://www.roche.de/diagnostik-produkte/produktkatalog/tests-parameter/elecsys-sars-cov-2-antigen/
https://products.euroimmun.de/ProductPortal/login/#/login
https://www.coronavirus-diagnostik.de/faq.html#c17998
https://www.coronavirus-diagnostik.de/faq.html#c17998
https://doi.org/10.1093/cid/ciaa1935
https://doi.org/10.1186/1471-2105-12-77
https://doi.org/10.1186/1471-2105-12-77


322 Medical Microbiology and Immunology (2023) 212:307–322

1 3

 64. Conzelmann C, Weil T, Olari LR, Gilg A, Rauch L, Albers DPJ 
et al (2022) Virucidal activity of SARS-CoV-2 rapid antigen 
extraction buffers. J Clin Virol 147:105062

 65. Davies K, Arnold U, Buczkowski H, Burton C, Welch SR, Green 
N et al (2021) Virucidal efficacy of guanidine-free inactivants and 
rapid test buffers against SARS-CoV-2. Sci Rep 11(1):23379

 66. Gangavarapu K, Latif AA, Mullen JL, Alkuzweny M, Hufbauer 
E, Tsueng G, et al (2022) Outbreak.info genomic reports: scalable 
and dynamic surveillance of SARS-CoV-2 variants and mutations. 

medRxiv.:2022.01.27.22269965. https:// doi. org/ 10. 1101/ 2022. 01. 
27. 22269 965.

Publisher's Note Springer Nature remains neutral with regard to 
jurisdictional claims in published maps and institutional affiliations.

Authors and Affiliations

Andreas Osterman1 · Franziska Krenn1 · Maximilian Iglhaut1 · Irina Badell1 · Andreas Lehner1 · 
Patricia M. Späth1 · Marcel Stern1 · Hanna Both1 · Sabine Bender1 · Maximilian Muenchhoff1,2,3 · Alexander Graf4 · 
Stefan Krebs4 · Helmut Blum4 · Timo Grimmer5 · Jürgen Durner6,7 · Ludwig Czibere6 · Christopher Dächert1 · 
Natascha Grzimek‑Koschewa1,2 · Ulrike Protzer2,8 · Lars Kaderali9 · Hanna‑Mari Baldauf1 · Oliver T. Keppler1,2,3 

 * Hanna-Mari Baldauf 
 baldauf@mvp.lmu.de

 * Oliver T. Keppler 
 keppler@mvp.lmu.de

1 Max von Pettenkofer Institute and Gene Center, Virology, 
National Reference Center for Retroviruses, LMU München, 
Munich, Germany

2 German Center for Infection Research (DZIF), Partner Site, 
Munich, Germany

3 COVID-19 Registry of the LMU Munich (CORKUM), 
University Hospital, LMU München, Munich, Germany

4 Laboratory for Functional Genome Analysis, Gene Center, 
LMU München, Munich, Germany

5 Department of Psychiatry and Psychotherapy, Klinikum 
Rechts der Isar, School of Medicine, Technical University 
of Munich, Munich, Germany

6 Labor Becker MVZ GbR, Munich, Germany
7 Department of Conservative Dentistry and Periodontology, 

University Hospital, LMU München, Munich, Germany
8 Institute of Virology, Technical University 

of Munich/Helmholtz Zentrum München, Munich, Germany
9 Institute of Bioinformatics, University Medicine Greifswald, 

Greifswald, Germany

https://doi.org/10.1101/2022.01.27.22269965
https://doi.org/10.1101/2022.01.27.22269965
http://orcid.org/0000-0002-1384-8946

	Automated antigen assays display a high heterogeneity for the detection of SARS-CoV-2 variants of concern, including several Omicron sublineages
	Abstract
	Introduction
	Materials and methods
	Respiratory swabs
	Automated SARS-CoV-2 antigen tests
	Quantitative viral load determination
	SARS-CoV-2 genotyping
	Analysis of SARS-CoV-2 BA.2 and BA.5 sublineages by whole-genome sequencing
	Propagation of SARS-CoV-2 from primary patient material
	Statistical analyses

	Results
	Diagnostic sensitivity of automated antigen tests for Omicron subvariants
	Receiver operator characteristic analysis and evaluation of different cutoff values for Omicron sublineages
	Analytical sensitivity of automated antigen tests for Omicron sublineages
	Reevaluation of the measurement kinetics of the automated antigen tests for PCR-negative samples
	Comparable detection of tissue culture-expanded VoCs by quantitative, automated SARS-CoV-2 antigen tests

	Discussion
	References




