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Abstract
Purpose Multiple solutions for navigation-guided pedicle screw placement are available. However, the efficiency with regard 
to clinical and resource implications has not yet been analyzed.
The present study’s aim was to analyze whether an operating room sliding gantry CT (ORCT)-based approach for spinal 
instrumentation is more efficient than a mobile cone-beam CT (CBCT)-based approach.
Methods This cohort study included a random sample of 853 patients who underwent spinal instrumentation using ORCT-
based or CBCT-based pedicle screw placement due to tumor, degenerative, trauma, infection, or deformity disorders between 
November 2015 and January 2020.
Results More screws had to be revised intraoperatively in the CBCT group due to insufficient placement (ORCT: 98, 2.8% vs. 
CBCT: 128, 4.0%; p = 0.0081). The mean time of patients inside the OR (Interval 5 Entry–Exit) was significantly shorter for 
the ORCT group (ORCT: mean, [95% CI] 256.0, [247.8, 264.3] min, CBCT: 283.0, [274.4, 291.5] min; p < 0.0001) based on 
shorter times for Interval 2 Positioning—Incision (ORCT: 18.8, [18.1, 19.9] min, CBCT: 33.6, [32.2, 35.5] min; p < 0.0001) 
and Interval 4 Suture—Exit (ORCT: 24.3, [23.6, 26.1] min, CBCT: 29.3, [27.5, 30.7] min; p < 0.0001).
Conclusions The choice of imaging technology for navigated pedicle screw placement has significant impact on standard 
spine procedures even in a high-volume spine center with daily routine in such devices. Particularly with regard to the dura-
tion of surgeries, the shorter time needed for preparation and de-positioning in the ORCT group made the main difference, 
while the accuracy was even higher for the ORCT.
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Introduction

Several imaging modalities are available for the navigation 
in spinal fusion surgery. Meanwhile, the technique of navi-
gated pedicle screw placement has become a clinical stand-
ard in all involved fields [1–7]. Multiple studies including 
systematic reviews and meta-analyses have shown a signifi-
cantly lower risk of pedicle screw malpositioning as well 
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as a higher accuracy and safety for the navigation-based 
insertion than for free-hand technique or 2D fluoroscopy 
[6, 8–12]. The intraoperative acquisition of CT images uses 
two different types of beams: standard CT scanners with 
fan-shaped X-ray beams have to be separated from mobile 
cone-beam CT (CBCT). Hence, multiple imaging solutions 
especially for mobile CBCT-based approaches but also for 
mobile CT scanners have been developed which mainly dif-
fer regarding the field of view (FOV), imaging quality par-
ticularly of soft tissue, their compatibility with navigation 
platforms, and not at least the acquisition and running costs. 
Recently, a review on assistive active and passive technolo-
gies comprehensively summarized current tools for spine 
surgery. Obviously, the authors recommended the acquisi-
tion of devices with a maximum compatibility and universal 
registration mechanisms. Moreover, CBCT was described 
as the technique required for speed, operating efficiency, 
and mobility. In contrast, mobile CT scanners were recom-
mended for the imaging of long constructs, patients with a 
high body-mass-index, and cervicothoracic fusion [13]. In 
addition to these mobile CT scanner solutions, permanently 
in the operating room (OR)-installed CT scanners (ORCT) 
meanwhile using a sliding gantry exist [7, 14, 15]. Although 
the solution of an ORCT has recently been described as a 
scarcely used technique in neurosurgery [16], it offers the 
potential to be efficient for navigated spinal instrumentation 
alone in a high-volume neurosurgical university center.

The aim of the present study was to analyze the efficiency 
of an ORCT-based as compared to a mobile CBCT-based 
approach for spinal instrumentation in a single high-volume 
neurosurgical center with regard to clinical and resource 
implications.

Methods

Ethics

The study was approved by the local ethics board (registra-
tion number: 159/16S). The study was performed in accord-
ance with the Declaration of Helsinki.

Patients

We retrospectively analyzed all patients who underwent 
ORCT-based or CBCT-based pedicle screw placement for 
spinal instrumentation at our department between 11/2015 
and 01/2020 independent from the indication. The CBCT-
based device and navigation (O-arm; Medtronic Stealth, 
Medtronic, Minneapolis, Minnesota, USA) was available 
during the entire study period from November 2015 until 
January 2020, while the ORCT (Brilliance CT Big Bore, 
Philips, Amsterdam, Netherlands) combined with Curve 

Navigation (Brainlab, AG Munich, Germany) was avail-
able from March 2018. During the period with both sys-
tems being available, surgeries with navigated pedicle screw 
placement were scheduled for the use of ORCT or CBCT 
depending on the departments’ organizational concerns. 
Patients who underwent non-navigated or navigated pedi-
cle screw placement with other devices were not included 
in the present analysis.

Intraoperative procedures and imaging 
technologies

Intraoperative procedures

All surgeries were performed by a team of seven neurosur-
geons who did only change by one person over the course of 
the study period. All preparing procedures by anesthesiolo-
gists were performed in a separate room, hence, the position-
ing of the patient could start directly after entering the OR. 
Patients of the present cohort underwent navigated pedicle 
screw placement by an open midline approach or percutane-
ous pedicle screw implantation depending on the additional 
need of decompression or length of construct. The reference 
array was attached to a spinous process. As a next step, the 
navigation scan was performed by the according imaging 
system. During image acquisition, surgeons and nurses were 
outside the OR. After the automatic transfer of the naviga-
tion data set to the navigation software, image quality and 
compliance with anatomical structures were reviewed. Then, 
the screw entry point and the trajectory were planned with a 
navigated drill guide. After drilling with a battery-powered 
drill, a blunt K-wire was inserted via the drill guide. Finally, 
cannulated pedicle screws were passed over the K-wire. 
After placement of all pedicle screws as indicated, a second 
navigation scan was performed for the review of pedicle 
screw accuracy by the responsible surgeon.

Mobile cone‑beam CT

For CBCT-based navigated pedicle screw placement, we 
used the O-arm II (Medtronic, Minneapolis, Minnesota, 
USA). After positioning and sterile draping of the patient, 
the gantry (inner width 96.5 cm) was draped and placed over 
the patient and the radiolucent operating table. This was 
done from lateral by opening the gantry. After closing the 
gantry and positioning of the navigation system (Medtronic 
Stealth™ S7, Medtronic, Minneapolis, Minnesota, USA), 
a.p. and lateral X-rays were taken for the optimal positioning 
of the gantry. The position was saved, and the gantry was 
then transferred to parking position. Preparation and attach-
ment of the reference array as well as navigation and con-
trol scans were performed as described above. After the last 
control scan, decompression if indicated, and skin closure, 
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the gantry was opened for the removal of the device and the 
de-positioning of the patient.

OR‑based sliding gantry CT

For ORCT-based surgeries a Brilliance CT Big Bore 
(Philips, Amsterdam, Netherlands) with an inner diameter 
of 85 cm combined with a ceiling-mounted curve naviga-
tion (Brainlab, Munich, Germany) was installed in a newly 
built OR as a floor-based sliding gantry. The sliding gantry 
enables a total mobility of 4.5 m. Patients who underwent 
navigated pedicle screw placement using the ORCT-based 
approach were similarly positioned and draped as for CBCT. 
Yet the patient and not the gantry are draped for scanning. 
The skin incision was planned based on palpation of ana-
tomical structures or C-arm a.p. and lateral X-rays in spe-
cific cases. After attaching the reference array and reference 
matrix as well as an additional sterile draping of the patient, 
the CT scanner was brought from the parking position over 
the patient to the end of the sliding gantry in order to review 
the position of the patient inside the gantry. Then, the nav-
igation and control scans were started and reviewed by a 
certified radiological CT technician. Finally, the CT scan-
ner was moved to the parking position and surgical proce-
dures were continued after removal of the additional sterile 
draping.

Data analysis

In order to compare the two imaging technologies, data on 
baseline characteristics, surgical details and the course of 
surgery, accuracy of screw placement and revision rates were 
collected for all patients who underwent ORCT- or CBCT-
based pedicle screw placement during the analyzed period. 
The latter was rated according to Gertzbein–Robbins clas-
sification (Grade A = breach distance 0 mm, B =  < 2 mm, 
C =  < 4 mm, D =  < 6 mm, E =  > 6 mm) [17]. Finally, screw 
placement was separated into sufficient (= clinically ok and 
solid implantation + strong construct + no neurological 
compression suspected, usually Gertzbein–Robbins grade 
A + B + C) and insufficient. Based on this separation, indi-
cations for revision of screws were made intraoperatively. 
Furthermore, we analyzed data on intra- and postoperative 
complication rates, further surgeries, and inpatient stay for 
both groups. For the analysis of the efficiency with regard 
to clinical (duration of surgery) and economical (utilization 
of the OR) aspects, we defined different intervals in order 
to differentiate between time required for the surgery per se 
and time required for operations which are also associated 
with the navigation technology:

• Interval 1 Entry—Positioning: Entry of the anesthetized 
patient into the OR until the completion of patient posi-
tioning

• Interval 2 Positioning—Incision: After the completion of 
patient positioning until skin incision and start of surgery

• Interval 3 Incision—Suture: Skin incision and start of 
surgery until skin closure and end of surgery

• Interval 4 Suture—Exit: After completed skin closure 
until the exit of the awake patient from the OR

• Interval 5 Entry—Exit: Time the patient spent inside the 
OR; according to the sum of intervals 1–4.

All statistical analyses were performed using Graph-
Pad Prism software (GraphPad Prism 8, San Diego, CA, 
USA). The results of the two groups were compared using 
independent t tests and Fisher’s exact or Chi-square test. A 
p-value of less than 0.05 was considered significant. Initially, 
Gaussian distribution was tested for all measures.

Results

This cohort study included a random sample of 853 patients. 
The inclusion of this random sample was based on the avail-
ability of devices and the scheduling due to organizational 
concerns. Apart from age, baseline characteristics, duration 
of inpatient stay, and complication rates did not differ signif-
icantly between the two groups (Table 1–3). Patients in the 
ORCT group underwent more often cervical pedicle screw 
placement (18.5% vs. 7.0%; p < 0.0001) than patients in the 
CBCT group (Table 1). Table 1 gives a detailed overview 
on baseline characteristics and pathologies which indicated 
spinal instrumentation.

The median and total number of navigated screws the 
median and total number of instrumented levels did not 
differ significantly. The number of patients who addition-
ally underwent decompression did not differ between the 
groups but the number of decompressed levels per surgery 
was significantly higher in the CBCT group (ORCT: median 
1, range 0–8 vs. CBCT: 2, 0–8 p = 0.0275). Supplemental 
Digital Content Table 1 summarizes details on numbers of 
screws, used systems, additional 360° instrumentation, and 
decompression.

Intra- and postoperative complications did not dif-
fer between groups. Although accuracy of screw place-
ment according to Gertzbein–Robbins classification did 
not differ between groups, more screws had to be revised 
intraoperatively in the CBCT group (ORCT: 98, 2.8% vs. 
CBCT: 128, 4.0%; p = 0.0081) based on the intraoperative 
rating of insufficient screw placement (sufficient = clini-
cally ok and solid implantation + strong construct + no 
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neurological compression suspected [Gertzbein–Robbins 
grade A + B + C]). Important to note that there was no case 
in this consecutive series which had to be taken back to the 

OR due to required replacement of any pedicle screws. Fig-
ures 1 and 2 show illustrative cases of navigation and control 
scans for instrumentation of vertebra C7 (Fig. 1) and L4 

Table 1  Baseline characteristics

The table shows baseline characteristics for the whole cohort as well as for the comparison between operating room (OR)-based sliding gantry 
CT (ORCT) and mobile cone-beam CT (CBCT) pedicle screw placements

Total ORCT CBCT p-value

Period Nov 2015–Jan 2020 Mar 2018–Jan 2020 Nov 2015–Jan 2020
Months 51 23 51
Patients (n, %) 853 (100) 439 (51.5) 414 (48.5)
Male (n, %) 492 (57.7) 260 (59.2) 232 (56.0) 0.3676
Female (n, %) 361 (42.3) 179 (40.8) 182 (44.0)
Age (mean ± standard deviation) 67.1 (14.2) 68.1 (13.8) 66.0 (14.5) 0.0297
Pathology (n, %) Cancer 289 (33.9) 155 (35.2) 134 (32.4) 0.2534

Degenerative 266 (31.2) 134 (30.5) 132 (31.9)
Trauma 163 (19.1) 84 (19.1) 79 (19.1)
Infection 131 (15.4) 62 (14.1) 69 (16.7)
Deformity 4 (0.5) 4 (0.9) 0 (0)

Cervical + Cervicothoracic (n, %) 110 (12.9) 81 (18.5) 29 (7.1)  < 0.0001
Thoracic—Lumbar—Sacral—Pelvic (n, %) 743 (87.1) 358 (81.5) 385 (92.9)

Table 2  Intra- and postoperative 
complications

The table shows details on intra- and postoperative complications as well as revision rates based on the 
accuracy of screw placement and the duration of hospitalization between operating room intraoperative 
computed tomography (ORCT)-based and cone-beam intraoperative computed tomography (CBCT)-based 
pedicle screw placements. Indication for revision was made in case of insufficient screw placement (Suf-
ficient = clinically ok and solid implantation + strong construct + no neurological compression suspected 
(Gertzbein–Robbins grade A + B + C), Insufficient = indication for revision of the screw, Technical = delay 
due to any problem with technical equipment, Medical = complications related to the intraoperative status 
of the patient, e.g., blood pressure, respiration)

Total ORCT CBCT p-value

Revised screws
(n, %)

Total 226 (3.4) 98 (2.8) 128 (4.0) 0.0081
Cases 143 (16.8) 66 (15.0) 77 (18.6) 0.17

Revised screws—multiple (n, %) Total 21 (9.3) 12 (12.2) 9 (7.0) 0.3567
Cases 18 (12.6) 10 (15.2) 8 (10.4) 0.6173

Intraoperative complications
(n, %)

None 806 (94.5) 412 (93.8) 394 (95.2) 0.1957
Technical 18 (2.1) 13 (3.0) 5 (1.2)
Medical 29 (3.4) 14 (3.2) 15 (3.6)

Postoperative complications
(n, %)

Total 160 (18.8) 80 (18.2) 80 (19.3) 0.5721
Surgery 36 (4.2) 15 (4.8) 21 (4.8)
Lung 27 (3.2) 13 (3.2) 14 (3.2)
Died 22 (2.6) 10 (2.7) 12 (2.8)
Wound 21 (2.5) 12 (2.1) 9 (2.1)
Vigilance 19 (2.2) 8 (2.5) 11 (2.5)
Medical 19 (2.2) 13 (1.4) 6 (1.4)
Heart 13 (1.5) 8 (1.1) 5 (1.2)
Vascular 3 (0.4) 1 (0.5) 2 (0.5)

Postoperative hospitalization (days) Median 15 14 15 0.2174
[95% CI] [17.3, 19.2] [16.5, 19.1] [17.3, 20.1]
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Table 3  Intervals

The table shows details on intervals the patients have spent inside the operating room (OR) for OR-based 
sliding gantry CT (ORCT) and mobile cone-beam CT (CBCT) pedicle screw placements (Interval 1 
Entry—Positioning: Entry of the anesthetized patient into the OR until the completion of patient position-
ing, Interval 2 Positioning—Incision: After the completion of patient positioning until skin incision and 
start of surgery, Interval 3 Incision—Suture: Skin incision and start of surgery until skin closure and end of 
surgery, Interval 4 Suture—Exit: After completed skin closure until the exit of the awake patient from the 
OR, Interval 5 Entry—Exit: Time the patient spend inside the OR; according to the sum of intervals 1–4)

Total ORCT CBCT p-value

Interval 1
Entry—Positioning (min)

Mean 20.3 19.8 20.8 0.3375
[95% CI] [19.3, 21.3] [18.4, 21.3] [19.3, 22.2]

Interval 2
Positioning—Incision (min)

Mean 26.1 18.8 33.6  < 0.0001
[95% CI] [25.2, 27.3] [18.1, 19.9] [32.2, 35.5]

Interval 3
Incision—Suture (min)

Mean 199.6 196.1 203.3 0.1363
[95% CI] [191.7, 205.0] [188.8, 203.4] [195.3, 211.3]

Interval 4
Suture—Exit (min)

Mean 26.7 24.3 29.3  < 0.0001
[95% CI] [25.9, 28.0] [23.6, 26.1] [27.5, 30.7]

Interval 5
Entry—Exit (min)

Mean 269.2 256.0 283.0  < 0.0001
[95% CI] [263.2, 275.2] [247.8, 264.3] [274.4, 291.5]

Fig. 1  Pedicle screw placement in vertebra C7 The figure shows two 
different illustrative cases of navigation and control scans for instru-
mentation of vertebra C7 using operating room (OR)-based sliding 

gantry CT (ORCT, A-D) and mobile cone-beam CT (CBCT, E–H). 
Panels show intraoperative sagittal and axial slices before (A, B, E, 
F) and after (C, D, G, H) rigid pedicle screw instrumentation

(Fig. 2) using ORCT or CBCT. Table 2 shows overall data 
regarding intra- and postoperative complications, accuracy 
of screw placement according to Gertzbein–Robbins clas-
sification, revisions, and the duration of inpatient stay.

The mean time of patients inside the OR (Interval 5 
Entry—Exit) was significantly shorter for the ORCT group 
(ORCT: mean, [95% CI] 256.0, [247.8, 264.3] min, CBCT: 
283.0, [274.4, 291.5] min; p < 0.0001) based on shorter 
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times for Interval 2 Positioning—Incision (ORCT: 18.8, 
[18.1, 19.9] min, CBCT: 33.6, [32.2, 35.5] min; p < 0.0001) 
and Interval 4 Suture—Exit (ORCT: 24.3, [23.6, 26.1] min, 
CBCT: 29.3, [27.5, 30.7] min; p < 0.0001). Figure 3 and 
Table 3 show means and 95% CI for Interval 1–5. Fig-
ure 4 and Table 4 show single durations for Interval 1–5 of 

patients who underwent cervicothoracic or thoracolumbar 
instrumentation.

Discussion

Efficiency of OR‑based sliding gantry CT

The present study’s analysis shows that the ORCT-based 
navigated placement of pedicle screws is more efficient 
than the CBCT-based with regard to duration of OR use 
and thereby resource implications (Table 3 and Table 4). 
The analysis of this very homogenous cohort as shown by 
baseline characteristics and surgical details (Table 1 and 2) 
proves the effect of an optimized OR equipped with a per-
manently installed ioCT with sliding gantry on standard 
spine surgery procedures in a high-volume tertiary care 
center. The significant difference of the patients’ pres-
ence in the OR (Interval 5 Entry—Exit) was significantly 
shorter for the ORCT group mainly base on the signifi-
cantly shorter duration needed for preparing the positioned 
patient for the ioCT-based imaging and to a lesser extent 
on shorter times needed for the de-positioning of the 
patient (Fig. 3). As the detailed illustration for all intervals 
and the analysis of durations per level shows, durations of 
the CBCT group are more heterogeneously distributed in 
comparison with the ORCT group (Fig. 4 and Table 4). 
With regard to the validity of the present data, surgical 
procedures as recorded by Interval 3 Incision—Suture did 

Fig. 2  Pedicle screw placement in vertebra L4 The figure shows two 
different illustrative cases of navigation and control scans for instru-
mentation of vertebra L4 using operating room (OR)-based sliding 

gantry CT (ORCT, A-D) and mobile cone-beam CT (CBCT, E–H). 
Panels show intraoperative sagittal and axial slices before (A, B, E, 
F) and after (C, D, G, H) rigid pedicle screw instrumentation

Fig. 3  Intervals The figure shows means with 95% CI durations for 
Interval 1 Entry—Positioning (entry of the anesthetized patient into 
the operating room (OR) until the completion of patient positioning), 
Interval 2 Positioning—Incision (after the completion of patient posi-
tioning until skin incision and start of surgery), Interval 3 Incision—
Suture (skin incision and start of surgery until skin closure and end of 
surgery), Interval 4 Suture—Exit (after completed skin closure until 
the exit of the awake patient from the OR), and Interval 5 Entry—
Exit (time the patient spent inside the OR; according to the sum of 
intervals 1—4) for OR-based sliding gantry CT (ORCT) and mobile 
cone-beam CT (CBCT) pedicle screw placements (ns = not signifi-
cant, **** = p < 0.0001)
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not affect these differences. Of course, the time needed for 
imaging-based preparations in the CBCT group is included 
in Interval 2 Positioning—Incision, while preparations for 
ioCT imaging in the ORCT group count among Interval 3 
Incision—Suture due to performing CT scout images for 
scan and radiation dose planning. The still missing differ-
ence for Interval 3 Incision—Suture should preliminary be 
reasoned by the higher number of scans which had to be 
performed for a higher number of levels in CBCT cases as 
compared to ORCT cases which can be done with one scan 
prior and one scan after all screws were placed. Addition-
ally, it might also be reasoned by the higher number of 
levels decompressed in patients of the CBCT group. How-
ever, the number of cases which underwent decompres-
sion did not differ between groups, hence, the impact of 
this time-consuming intraoperative procedure included in 
Interval 3 Incision—Suture has less impact on the overall 
results (Table 2 and Table 4). Furthermore, the familiarity 
of handling the devices and particularly the preparation as 
well as de-positioning should have affected Interval 2 Posi-
tioning—Incision and Interval 4 Suture—Exit. However, 
we included patients to the two groups from the beginning 
of their availability at our department, respectively. Hence, 
the learning curves for the handling and preparation are 
included for both devices.

While the results could also be shown after the separation 
into instrumentations of cervicothoracic or thoracolumbar 
levels, we additionally found shorter durations for Interval 
1 Entry—Positioning and Interval 3 Incision—Suture for 
the cervicothoracic subgroup. Furthermore, the analysis 
per level did not show significant differences (Table 4 and 
Fig. 4). This might be reasoned by the higher percentage of 
cervicothoracic cases in the ORCT group (Table 1).

At our department, we standardly perform at least two 
intraoperative scans for navigation and control of pedicle 
screws. This offers the possibility for an immediate intraop-
erative revision of screws based on a navigational intraop-
erative scan. It has to be mentioned that centers exist which 
only perform a navigation scan without a standard control 
scan. Of course, this is reasonable from a practical point of 
view. However, regarding the radiation exposure of patients 
and the surgical team, an earlier randomized controlled trial 
could show that the cumulative radiation dose of the pro-
cedure as performed in the present study is acceptable and 
even lower as compared to 2D-fluoroscopy-guided free-hand 
instrumentations [18].

Clinically, screws had to be revised less frequently in the 
ORCT group as compared to the CBCT group, while the 
accuracy of screw placement according to Gertzbein–Rob-
bins classification showed no significant differences between 
the two groups (Table 3). Based on the results of the present 
study and personal experience, higher revision rates in the 
CBCT group are reasoned by an inferior visualization as 

compared to an ORCT-based spinal instrumentation (Fig. 1 
and 2). Moreover, the revision of misplaced screws seems to 
be faster by the help of CBCT decreasing the threshold for 
revision in uncertain cases. Due to the retrospective charac-
ter of the present study, this assumption cannot be supported 
by hard numbers though.

Apart from these comparisons of ORCT and CBCT 
focusing the durations of perioperative intervals, imaging 
quality, and accuracy of instrumentation, the two devices 
still have advantages and disadvantages. The CBCT device 
enables to perform the intraoperative imaging without 
dependence on radiologists and technical assistants as it 
is necessary for the ORCT device. This fact might be time-
consuming and error-prone in case of not well-attuned 
teams. Otherwise, the ORCT device offers the opportu-
nity to image multiple levels as defined by the surgeon. 
In contrast, the imaging of the CBCT device is limited 
to several vertebrae. This might be negligible in case of 
standard instrumentations including up to 5 levels but is a 
factor for longer constructs.

ioCT‑based pedicle screw placement

Former publications have already shown a significantly 
lower risk of pedicle screw malpositioning as well as a 
higher accuracy and safety for the intraoperative CT (ioCT)-
navigated insertion than for free-hand technique or 2D fluor-
oscopy [6, 8–12]. Several studies have investigated the use 
of mobile ioCT scanners [1, 19–22] In contrast to publi-
cations on CBCT-based pedicle screw placement, reports 
on the use of permanently installed ORCTs are scarce [7, 
14–16]. While the accuracy of pedicle screw placement 
and revision rates of the present study are comparable to 
earlier publications on navigated pedicle screws, the dif-
ferences of durations are difficult to compare since meas-
urements, subgroups, and the complexity of surgeries vary 
across publications. With a special regard to instrumenta-
tion of the cervical spine and cervicothoracic junction, the 
present study’s results show one of the largest cohorts with 
CT-navigated cervical pedicle screws [23–26]. The present 
subanalysis showed less differences for the comparison of 
the ORCT and CBCT group. Apart from that we could prove 
the results of an earlier large cohort study showing now the 
safety of CT-navigated instrumentation of this region [26]. 
In the present cohort, patients in the ORCT group under-
went more often cervical pedicle screw placement (18.5% 
vs. 7.0%; p < 0.0001) than patients in the CBCT group due 
to the possibility of region matching (Brainlab AG, Munich, 
Germany; Table 1).

Our analysis also revealed that intraoperative screw 
evaluation does not take the Gertzbein–Robbins clas-
sification into account when it comes to the decision 
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of intraoperative screw revision. That is because this 
decision requires other parameters such as haptic 
bone quality, screw firmness and anatomical difficul-
ties during placement into direct account. As a result, 

the Gertzbein–Robbins classification was not used to 
describe the results since it was not used for intraopera-
tive decision making at all. Important to note that there 
was no case in this consecutive series which had to be 
taken back to the OR due to required replacement of any 
pedicle screws.

Limitations

The retrospective character of the present analysis might 
be a major limitation of our study. Hence, the analysis had 
to be limited to the presented parameters. For example, the 
learning curve for the two devices was not considered in 
the analysis. However, these data and especially the main 
results are based on digitally documented reports and are 
thereby highly reliable.

Fig. 4  Single durations per level The figure shows single durations 
per level for Interval 1 Entry—Positioning (entry of the anesthetized 
patient into the operating room (OR) until the completion of patient 
positioning), Interval 2 Positioning—Incision (after the completion of 
patient positioning until skin incision and start of surgery), Interval 3 
Incision—Suture (skin incision and start of surgery until skin closure 
and end of surgery), Interval 4 Suture—Exit (after completed skin 
closure until the exit of the awake patient from the OR), and Interval 
5 Entry—Exit (time the patient spent inside the OR; according to the 
sum of intervals 1–4) for OR-based sliding gantry CT (ORCT, dark 
gray) and mobile cone-beam CT (CBCT, light gray) pedicle screw 
placements. The figure separates durations per level for cervicotho-
racic (A–E) and thoracolumbar (F–J) instrumentations (ns  not signifi-
cant, *p < 0.05, *** p < 0.001, **** p < 0.0001

◂

Table 4  Cervicothoracic and thoracolumbar intervals

The table shows details on intervals the patients have spent within the operating room (Interval 1 Entry—Positioning: Entry of the anesthetized 
patient into the operating room until the completion of patient positioning, Interval 2 Positioning—Incision: After the completion of patient 
positioning until skin incision and start of surgery, Interval 3 Incision—Suture: Skin incision and start of surgery until skin closure and end of 
surgery, Interval 4 Suture—Exit: After completed skin closure until the exit of the awake patient from the operating room, Interval 5 Entry—Exit: 
Time the patient spend within the operating room; according to the sum of intervals 1–4). Durations are shown as overall and per level as well as 
for cervicothoracic and thoracolumbar instrumentation

Overall Per level

ORCT CBCT p value ORCT CBCT p value

Cervicothoracic
Interval 1
Entry—Positioning (min)

Mean 23.9 27.9 0.0197 8.4 6.9 0.8027
[95% CI] [20.2, 27.7] [23.3, 32.5] [6.5, 10.2] [5.0, 8.8]

Interval 2
Positioning—Incision (min)

Mean 19.3 38.0 0.0005 7.0 7.6 0.2504
[95% CI] [17.4, 21.2] [26.4, 49.4] [5.7, 8.3] [5.4, 9.8]

Interval 3
Incision—Suture (min)

Mean 210.2 256.2 0.0084 69.3 64.4 0.0796
[95% CI] [191.4, 228.9] [219.2, 293.2] [59.2, 79.4] [38.0, 90.8]

Interval 4
Suture—Exit (min)

Mean 26.2 29.6 0.3536 9.4 9.1 0.1892
[95% CI] [23.2, 29.3] [23.5, 35.8] [7.6, 11.2] [5.4, 12.9]

Interval 5
Entry—Exit (min)

Mean 277.9 336.5 0.0006 89.2 94.4 0.3471
[95% CI] [255.5, 300.3] [303.8, 369.2] [77.0, 101.3] [59.1, 129.8]

Thoracolumbar
Interval 1
Entry—Positioning (min)

Mean 19.0 20.3 0.2475 7.3 7.7 0.5720
[95% CI] [17.4, 20.5] [18.8, 21.8] [6.5, 8.1] [6.8, 8.6]

Interval 2
Positioning—Incision (min)

Mean 18.7 33.4  < 0.0001 7.5 12.3  < 0.0001
[95% CI] [17.7, 19.7] [31.8, 34.9] [6.8, 8.2] [11.4, 13.3]

Interval 3
Incision—Suture (min)

Mean 192.9 199.3 0.1881 71.9 69.8 0.5157
[95% CI] [185.0, 200.8] [191.2, 207.4] [66.6, 77.3] [65.1, 74.5]

Interval 4
Suture—Exit (min)

Mean 23.9 29.3  < 0.0001 9.0 11.1 0.0004
[95% CI] [22.6, 25.2] [27.4, 31.2] [8.1, 9.9] [9.9, 12.3]

Interval 5
Entry—Exit (min)

Mean 251.3 278.8  < 0.0001 94.3 100.0 0.0117
[95% CI] [242.6, 260.0] [270.1, 287.6] [87.4, 101.2] [93.3, 106.6]
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Conclusion

The present results show that the choice of imaging tech-
nology for navigated pedicle screw placement has signifi-
cant impact on standard spine procedures even in a high-
volume spine center with daily usage of such technology. 
Particularly, the duration of surgeries, the shorter time 
needed for preparation and de-positioning in the ORCT 
group made the main difference, while the accuracy was 
even higher.
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