
1 3

DOI 10.1007/s00776-014-0681-5
J Orthop Sci (2015) 20:239–249

REVIEW ARTICLE

Three‑dimensional motion analysis and its application in total 
knee arthroplasty: what we know, and what we should analyze

Yoshio Koga 

Received: 26 August 2014 / Accepted: 28 November 2014 / Published online: 22 January 2015 
© The Japanese Orthopaedic Association 2015

our belief is that restoring more normal kinematics will lead to 
better patient satisfaction [2].

This paper will detail the author’s biomechanics studies 
and clinical results using three-dimensional (3D) motion 
analysis and will suggest the direction for future research.

3D motion analysis, methods and parameter evaluation

Roentgen stereophotogrammetric analysis (RSA) has been 
used to determine 3D motion paths of knees after total 
knee arthroplasty (TKA). This system allows determination 
of motions in 6 degrees of freedom (6DOF) as suggested 
by Grood [3]. Although this provides excellent quantita-
tive descriptions, some issues are not easily understood. 
To understand total knee motion, femoral roll-back (FRB) 
and screw-home motion (SHM –– a typical normal motion 
in which the tibia rotates externally during knee extension 
with the amount, direction and pivot center being targets 
of analysis) need to be determined. Studies using RSA 
determined that after TKA, SHM and FRB were similar 
but diminished [4]. RSA is a quasi-dynamic method in 
which motion must be stopped to obtain images: thus the 
effects of uninterrupted motion cannot be captured. With an 
electric goniometer or magnetic tracker, two-dimensional 
(2D)–3D image registration of motion capture systems can 
provide uninterrupted motion.

3D knee motion analysis by 6DOF goniometer

The electric 6DOF goniometer was attached to the patient’s 
thigh with a strap. The goniometer is calibrated by bipla-
nar X-ray to an anatomic coordinate system with the knee 
in full extension, thus defining the motion to the anatomy 
of the knee (Fig. 1). Using this method, SHM was clearly 

Abstract 
Introduction This paper will review three-dimensional 
(3D) motion analysis studies done in my laboratory to pre-
sent an overview of what we have found.
Materials and methods We have looked at parameters 
such as roll-back, rotation, the pivot center of rotation etc. 
using a 2D–3D registration technique by evaluating knees 
before and after implantation of a total knee arthroplasty.
Conclusion This technique allows comparison of pre-
operative motion to that after total knee surgery. We have 
found the phenomenon of “reverse screw-home” to be a 
common motion pattern in osteoarthritis and it is often pre-
sent after implantation of a total knee prosthesis.

Introduction

The Total Condylar Prosthesis is a semi-constrained total 
knee that, after many designs were attempted, primarily in 
the United States, was accepted as the preferable design at the 
end of the 1970s. Problems such as infection, loosening, poly-
ethylene wear (possibly because of malposition of implant 
components) were gradually solved with techniques such as 
computer navigation. Studies demonstrating 90 % survival 
after 20 years have indicated [1] that position is not as depend-
ent on post-operative position as previously thought. Clinical 
research has focused more recently on patient satisfaction and 
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detected as external rotation of the tibia near full exten-
sion, and the amount of this motion was diminished with 
osteoarthritis (OA). Using gait analysis, a lateral thrust 
(also known as varus thrust) was detected at the early phase 
of stance and double knee action was diminished, more so 
with progression of OA (Fig. 2). At early stance phase in 
severe OA in preoperative patients before TKA, the motion 
was mainly external rotation which was a reverse of SHM 
during knee flexion but the rate of external rotation was 
decreased, resulting in no rotation proportional to the area 
of cartilage destruction determined from the tibia resected 
at the TKA surgery [5] (Fig. 3). We reported motion analy-
sis after TKA and showed: (1) diminished double knee 
action in gait, (2) anterior translation during knee flexion 
observed in posterior cruciate ligament (PCL) sacrific-
ing prosthesis, and (3) SHM was small and some showed 
reverse SHM. Further, the amount of rotation either SHM 
or reverse SHM at terminal extension was different based 
on the type of prosthesis used in the TKA [6]. SHM is an 
average of 10.6° external rotation, and was determined with 
acceptable accuracy [7].

Clinical results and motion analysis of high tibial osteot-
omy were compared before and after osteotomy [8]. Preop-
eratively, most of the patients showed lateral thrust, which 

disappeared in most patients after osteotomy. Consequently, 
a few patients showed SHM, but after osteotomy none 
showed SHM and some patients tended to have reverse 
SHM. Therefore, we concluded that the thrust is mainly 
related to change of the weight-bearing axis, but rotation 
seemed to be more related to joint congruity which was not 
changed by osteotomy, and this was aggravated by time.

marker

Fig. 1  3D motion analysis system with 6DOF electric goniometer — the data transformed by biplanar X–ray method

Fig. 2  Results of 3D motion 
analysis of OA knee. a Screw-
home motion clearly detected 
in normal subjects. b Using gait 
analysis of OA patients, lateral 
thrust was detected as an acute 
adduction with decreased dou-
ble knee flexion. c Screw-home 
motion was diminished by the 
progression of OA
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tibial articular surfaces of TKA patients, preoperatively
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A long-term follow-up study of resection interposition 
arthroplasty was carried out. Typical progression of radio-
graphic images of a case in which the knee was fused at 
age 6 is presented. Resection interposition arthroplasty 
was performed at 14 years of age. Twenty-six years after 
the interposition arthroplasty she maintained 90° range of 
knee motion without pain (Fig. 4). Radiographic image 
findings can be summarized as: (1) concavity of tibial joint 
surface has been osteotomized to be flat, (2) low patella 
(i.e., patella infera), and (3) enlargement of posterior part 
of condyle (Fig. 5). The joint surface evolution, without the 
cruciate ligaments, seemed to be created by mono-centric 
motion. Rotational change can be detected by the trajectory 
of a helical axis. The helical axis of TKA is more similar to 
that of resection arthroplasty than a normal knee. This sug-
gests that the rotation of the knee joint is more related to 
the geometry of the joint surface (Fig. 6).

The main factors related to motion after TKA are joint 
geometry, osteotomy level and soft tissue tension. For 
monitoring soft tissue tension, gap measuring is widely 

accepted. Instead of measuring the flexion gap between 90° 
flexion and full extension, an intraoperative motion analy-
sis was attempted.

Intraoperative analysis of the trial components estimated 
by contact area via 6DOF photometric system

We have established a system to measure knee joint motion 
intraoperatively using LEDs rigidly mounted to the femo-
ral and tibial trial components. The 3D positions of the 
LEDs were detected by linear CCD cameras (Fig. 7). By 
combining surface models of the trial components and the 
kinematic data from the LEDs, the inter-surface relation-
ship of the components during passive knee motion was 
obtained. Inter-surface proximity was evaluated by the 
distance between every point of the tibial surface and the 
closest point of the opposing femoral surface to estimate 
the contact point (ECP). The trajectory of ECPs for cases 
using the Genesis II prosthesis, (Smith & Nephew Ortho-
pedics, Memphis, TN) presented two patterns, straight FRB 
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Fig. 4  40-year-old female, a succession of X-rays showing resection-interposition arthroplasty, performed at 14 years of age, to her fused knee 
suffering from tuberculosis arthritis

Fig. 5  Typical X-ray find-
ings of resection arthroplasty. 
a Concavity of tibial joint 
surface, b low-placed patella, c 
enlargement of posterior part of 
condyle, d circular remodeling

at F/UJust after plasty
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Fig. 6  Trajectory of helical 
axis. Rotational change detected 
by helical axis: screw-home 
motion of normal subject is 
quite different from reverse 
SHM of severe OA patient. 
Helical axis of TKA is similar 
to resection arthroplasty

Helical axis Coordinates system
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θ: Rotation angle of H.A.
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Fig. 7  Photometric system of measurement. The position of all LEDs were detected in three-dimensions by two sets of three linear CCD cam-
eras

Fig. 8  Trajectory of helical axis 
photometric system of measure-
ment. Two types of motion: 
straight roll-back and paradoxi-
cal roll-back presenting anterior 
translation during flexion
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and paradoxical roll-back, that is anterior translation during 
flexion (Fig. 8). The joint line (femoral distal and posterior 
osteotomy and tibial osteotomy) for the cases with these 
intraoperative measurements was assessed by lateral X-ray. 
Levels of osteotomy for the cases with the straight FRB 
were lower on the femoral side and higher on the tibial side 
compared with those with the paradoxical translation [9]. 
We concluded that decreased tension in the retained PCL 
was related to paradoxical translation. Further, in order to 
evaluate knee motion after TKA, the assessment of compo-
nent position is essential.

3D leg alignment assessment and its application to TKA

A system of 3D leg alignment assessment using biplanar 
X-ray of the entire lower extremity with the subjects in 
a standing position was developed. The accuracy of this 
system had been improved by incorporating a camera 
calibration procedure and 3D image-fitting of the bone 
model created from a CT scan [10]. An automatic con-
struction of an anatomical coordinate system based on a 
CT bone model was developed [11]. The femoral coordi-
nate system was created by the contour tracking obtaining 
the outlines of both posterior condyles and femoral head, 
approximated as spheres. As for the tibial side, contour 
tracking to obtain the largest outline approximated an 
ellipse. For assessing the position of components, auto-
mated image registration was also developed [12]. After 

digitization of several bony landmarks such as the epicon-
dylar axis, posterior condylar line on the femoral side, and 
Akagi’s line on the tibial side, an anatomical assessment 
including mechanical axis, femoral or tibial torsion etc. 
are automatically presented. Assessment of the position of 
components can be calculated by any organized coordi-
nates system by transformation, while retaining the data 
of individual anatomical variance. Positions and sizes of 
components can be planned by fitting the 3D model of 
a component to the bone model image, by assessing the 
position using an anatomical coordinate system. Post-
operative biplanar X-ray is taken in the same manner. The 
same anatomical coordinates system is established by 
image fitting of the preoperative bone model. By automat-
ically matching the image of the component model, 3D 
position assessment can also quantitatively calculate the 
joint level (Fig. 9) [13]. For the femur, the distal joint line 
is defined by the coordinate Z-axis of the most distal point 
of the medial and lateral condyles and components. And 
the posterior joint line is defined by the coordinate Y-axis 
of the most posterior points of the medial and lateral con-
dyles. For the tibial side, the joint level can be defined by 
the coordinate Z-axis of the medial and lateral sides. 

3D knee motion analysis by fluoroscopy with a 2D–3D 
image of the tibial component, using the insert match-
ing procedure starts with the knee in full extension. Then, 
matching proceeds to the femoral component using 3D 
relative positions between both components obtained from 

Fig. 9  Three-dimensional assessment of position. a Postoperative biplanar X-ray, b anatomical coordinates system by image fitting of preopera-
tive bone model, c automatic image matching of 3D model of component to be used
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post-operative assessment, which has been chosen as the 
reference position for improvement of accuracy. The pro-
cedure is repeated for the complete series of X-ray views. 
Both ECP and femur motion can be determined by the 
change of skeletal references such as epicondyle axis or 
geometric center axis.

The 2D–3D image matching procedure of TKA kinematics 
analysis

The study of the kinematics of the human knee in vivo 
using a 2D–3D registration technique is now an impor-
tant and fully accepted method [14, 15]. Numerous stud-
ies have been reported regarding motion based on specifics 
of design such as condylar offset, using parameters such 
as the amount and direction of rotation, FRB, postopera-
tive range of motion and the condylar lift-off phenomenon. 
After TKA, FRB is similar to the normal knee when using 
a PS-type design, but in some CR designs a different pat-
tern of paradoxical anterior translation has been seen. A 
“medial pivot” motion like the normal pattern has been 
seen, but usually decreased in amount, and in some studies 
a reverse axial rotation was seen. The reduced rotation may 
be related to the high constraint of the design, increased 
tension of the PCL, or perhaps both [16–18].

PS designs achieve more flexion than CR designs, and 
this may be related to the amount of FRB. Posterior con-
dylar offset (PCO) is also considered to be an important 
factor [19]. Banks [20] demonstrated a relationship sug-
gesting that 1 mm of posterior offset gives 1.4° of increased 
flexion, based on data from a multicenter study. Ishii [21] 
reported that the joint line level set by our method on either 
the medial or the lateral side had no effect on postopera-
tive flexion, with or without the PCL. Many factors, such as 
preoperative flexion, rehabilitation, surgical technique etc. 
are related to the ultimate flexion angle, but preoperative 
range is the strongest predictor.

Gejo [22] compared preoperative ROM to postoperative 
ROM by monitoring intraoperative tension in the patellar 
tendon with a strain gauge. Patellar tendon tension was 
related to preoperative flexion angle and an inter-operative 
tight flexion gap and postoperative flexion gain.

Clinical evidence of a compression fracture of the pos-
terior condyle as a complication of quadriceps-plasty for 
contracted knee demonstrates this relationship. Manual 
flexion force applied after release of intra-capsular adhe-
sion and quadriceps muscle in some cases showed the tibia 
translating minimally posteriorly with the femur remaining 
on the tibial joint surface with a hinge-like motion leading 
to a compression fracture of the posterior condyle. These 
suggested that the amount of FRB and tight quadriceps ten-
sion are related to limited motion (Fig. 10). 

A cam-post mechanism has been developed to model 
FRB. Some investigators have evaluated the contact posi-
tion of the cam-post mechanism [23, 24]. The contact area 
moves on the tibial post and can be concentrated on the 
anterior part in full extension or at the base in deep flexion. 
The timing during the motion cycle of this engagement dif-
fers based on the cam-post design. These findings suggest 
that high stresses could result in failure of the post.

There is also concern that the condylar lift-off phenom-
enon, presenting as a tilting between components, could 
lead to polyethylene failure by cracking. A high rate of lift-
off has been reported during gait analysis, with over 90 % 
demonstrating this motion at heel strike, and 70 % of CR 
types and 80 % of PS types in deep flexion [25]. This lift-
off is thought to be related to the rotation position of com-
ponents, and this rate of lift-off is decreased when rotation 
of the femoral component is aligned to the TEA [26].

Our 3D motion analysis allows us to observe any sec-
tion of the knee components as a slice view on a computer 
display. The femoral component sometimes showed tilt in 
the frontal view in flexion. We have seen in this slice view 
that the femoral component contacts the polyethylene insert 

Fig. 10  Compression fracture 
of posterior condyle. During a 
quadriceps plasty for contracted 
knee, a compression fracture of 
the posterior condyle took place 
because there was no femoral 
rollback. The depression site 
seemed to be gradually remod-
eled by regained motion

preop. (0/30 just after op. postop. 2 years 0/120
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medially but is not in contact with the insert laterally, seem-
ingly demonstrating lift-off. However, observation of the 
same motion in the sagittal plane shows the femoral compo-
nent contacting the deepest part of the concave tibial insert 
and, on the medial side, there is contact with the anterior 
higher part of the insert. Even if the tibial insert has a con-
vex form, rotation of femoral component creates this effect 
(Fig. 11). So, the tilting does not always mean lift-off but 
should be recognized as abnormal motion in some cases.

Motion analysis of TKA kinematics by 2D–3D image 
matching or motion capture has limitations, such as the 
selection of subjects, level of satisfaction of patients and 
procedures done by many surgeons, often with limited 
information about preoperative function and postopera-
tive position of prosthetic components. Joint geometry of 
the posterior condyle, as an essential element of kinematic 
data, means a combination of the shape of the femoral 
component combined with its position on the femur. These 
combined parameters effect to joint gap, balance and align-
ment, thus causing the motion change and motion analysis 

between components cannot explain the relationship of 
these factors.

Evaluation of in vivo dynamic kinematics by trajectory 
of trans-epicondylar axis (TEA)

OA patients with an Advance® Medial Pivot Knee system 
(Wright Medical Technology, Memphis, TN), which has 
a single spherical radius of the femoral component, were 
examined by a 3D alignment study. The size and position 
of implant installation for surgery were selected by 3D pre-
operative planning. After planning, a simulation of IM rod 
insertion into a bone model was performed to determine 
an entrance point and angles of osteotomy relative to the 
rod. During surgery, a special cutting jig was used to con-
nect to the IM rod at an angle determined by the simulation 
(Fig. 12). 3D alignment and motion analysis were com-
pleted postoperatively.

The TEA was utilized as a parameter for TKA kin-
ematics [27]. Relative motion of the femur compared to 

Fig. 11  “Lifting” of femoral 
component. Using a slice view 
at the posterior condyle, it can 
be seen that the femoral compo-
nent contacts the polyethylene 
insert medially but apart from 
the insert, there was lateral lift-
off. Even if the tibial insert has 
a convex form, internal rotation 
of the femoral component cre-
ates this inclination

Fig. 12  Operative procedure. 
Simulation of IM rod insertion: 
an entrance point for the IM rod 
and angles of osteotomy plane 
to the rod to set the special cut-
ting jig are determined
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the tibia was described and quantified as the movement of 
the TEA projected onto the axial (X–Y) plane of the tibial 
coordinate system. Motion was evaluated by determining 
the antero-posterior (A-P) translations of medial and lat-
eral ends of the TEA of all projected TEAs on the tibial 
axial plane (Fig. 13). The vertical translation of the TEA 
to the medial and lateral sagittal planes of the midline of 
the tibial joint surface was calculated. Paradoxical motion 
and poor A-P translation (<5 mm) on the lateral side were 
defined as abnormal. Maximum vertical translation more 
than 5 mm was defined as abnormal (Fig. 14). All cases 
demonstrated the medial pivot pattern. There was no rela-
tionship between component position with normal and 
abnormal motion because there were no outliers using the 
simulation technique. However, in assessing the 3D joint 
line there was no case with normal motion pattern in cases 
in which the PCO decreased or increased more than 2 mm. 
Paradoxical motion seemed to be related to decrease of 
PCO on both the medial and lateral sides. Decrease of 
PCO on the medial side was related to maximum verti-
cal translation. In cases with decreased PCO on both 

medial and lateral sides there was decreased amount of 
FRB, explained by the very large flexion gap that created 
instability during mid to deep flexion. Decreased medial 
PCO with an increase in the maximum vertical translation 
seemed to be caused by a discrepancy of motion center 
and TEA where collateral ligaments attached. In this cir-
cumstance clinically, a desirable balance in total range of 
motion would not be expected (Fig. 15). This shows an 
inherent limitation of TKA; that is component geometry 
does not fully cover the anatomical variability of patients. 
From this study of the relation of motion to the position 
of components, we suggest that, to avoid condylar lift-
off, assure that the rotation of the femoral component is 
aligned with the TEA.

Abnormal motion and condylar lift-off may adversely 
affect the longevity of TKA. From kinematic data, simula-
tion of contact stresses has been attempted by many inves-
tigators. Still, there is no clear target of motion for TKA. 
We believe that the preferable motion of a TKA should 
be determined in part by the motion of the knee before 
implantation.

Fig. 13  Trans-epicondylar 
axis as a parameter of motion 
analysis. Relative motion of the 
femur compared to the tibia: 
described and quantified as the 
movement of the TEA projected 
onto the axial (X–Y) plane of the 
tibial coordinate system

Fig. 14  Vertical translation of 
the TEA at medial and lateral 
sagittal plane of midline of 
tibial joint surface
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OA knee motion analysis—considering the target of TKA 
kinematics

We have conducted an epidemiological study for over 
30 years to detect the incidence and risk factors of OA 
knees [28]. Medial OA has been shown to be signifi-
cantly related to varus deformity, flexion contracture of 
the knee, limitation of hip internal rotation indicating a 
shift in the center of hip rotation externally, and a toe-out 
gait pattern. These postural changes suggest that varus 
knee deformity results from alteration in the linkage of 
the entire lower extremity. It is clear that the kinematic 
changes in the OA knee, such as thrust, toe-out gait and 
decrease of double knee, are a succession of cascade 

effects, categorized by the progression of OA X-ray 
grades.

It is important to recognize the mechanism of SHM. 
By evaluating the movement of trajectory of the TEA pro-
jected onto the tibial axial plane it is clear that in the nor-
mal subject there is a medial pivot in the SHM. The amount 
of SHM is decreased and shifted posteriorly in ACL defi-
ciency and SHM is reversed in patients with OA (Fig. 16).

There is no explanation for the pathological mechanism 
of reverse SHM reported in the literature. The suggested 
mechanism of SHM is (1) osseous factor: the femoral ana-
tomical axis is shifted laterally about 6° from the axis of the 
knee joint, internally rotated about 20° toward the hip and 
externally rotated about 25° toward the ankle; (2) geometry 

Fig. 15  Maximum vertical translation and motion. a TEA close to component axis, b discrepancy between motion center and TEA

ca

Med. Lat.

Max. ext.

b

Fig. 16  Movement of the TEA projected onto tibial axial, a normal subject, b ACL-deficient knee, c OA patient
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of joint surface: about 30° internal rotation of a front part 
of medial condyle; and (3) soft tissue tension: the passive 
tension of ACL and lateral pull from quadriceps attach-
ment. In theory, the plane of motion of the hip, knee and 
ankle should be aligned in the frontal plane: through SHM 
the motion plane of knee, ankle and hip joint are regulated 
to be aligned in the frontal aspect [29]. With progression 
of OA, the hip and ankle tend to rotate externally as shown 
in our epidemiological study. To be properly aligned to the 
motion plane in the frontal aspect, the knee should rotate 
internally because the knee joint has freedom of rotation to 
correct the motion plane (Fig. 17).

Summary — suggestions for future knee kinematic study

Motion analysis methods will improve and provide much 
more information about the knee. Each patient has a unique 
preoperative knee function and motion. TKAs, as they exist 
today, provide a new joint surface and good alignment, but 
the soft tissue is not optimized for joint kinematics, as evi-
denced by the considerable difference from normal of the 
patho-mechanism of reverse SHM. Determining motion 
by the trajectory of the TEA, not by components, provides 
better information. Future researchers should evaluate not 
only 3D knee motion but also the mechanisms that cause 
the motion.
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