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ABSTRACT

Most contemporary cochlear implants (CIs) stimulate
the auditory nerve with trains of amplitude-modulated,
symmetric biphasic pulses. Although both polarities of
a pulse can depolarize the nerve fibers and generate
action potentials, it remains unknown which of the two
(positive or negative) phases has the stronger effect.
Understanding the effects of pulse polarity will help to
optimize the stimulation protocols and to deliver the
most relevant information to the implant listeners.
Animal experiments have shown that cathodic (nega-
tive) current flows are more effective than anodic
(positive) ones in eliciting neural responses, and this
finding has motivated the development of novel
speech-processing algorithms. In this study, we show
electrophysiologically and psychophysically that the
human auditory system exhibits the opposite pattern,
being more sensitive to anodic stimulation. We mea-
sured electrically evoked compound action potentials
in CI listeners for phase-separated pulses, allowing us
to tease out the responses to each of the two opposite-
polarity phases. At an equal stimulus level, the anodic
phase yielded the larger response. Furthermore, a
measure of psychophysical masking patterns revealed
that this polarity difference was still present at higher
levels of the auditory system and was therefore not
solely due to antidromic propagation of the neural
response. This finding may relate to a particular
orientation of the nerve fibers relative to the electrode
or to a substantial degeneration and demyelination of

the peripheral processes. Potential applications to
improve CI speech-processing strategies are discussed.
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INTRODUCTION

Polarity sensitivity of auditory nerve fibers has been
extensively studied in animal and computationalmodels
using both monophasic and biphasic stimuli. Responses
to monophasic cathodic pulses show, in general, lower
thresholds and longer latencies than anodic responses
(Miller et al. 1998, 1999a, 2004). Similarly, the most
effective phase of sinusoidal stimuli was shown to be
the cathodic phase in single-fiber recordings from the
cat (Hartmann et al. 1984). However, polarity sensitiv-
ity may also depend on the electrode position relative
to the fibers and on the nerve morphology (Ranck
1975; McIntyre and Grill 1999; Rubinstein 1993; Rattay
1999; Rattay et al. 2001a). If so, then, the findings
obtained in the vast majority of animal experiments
may not apply to human cochlear implant (CI)
listeners (Miller et al. 1998).

In human CI stimulation, charge-balanced stimuli
are required to prevent damaging electrochemical
reactions (Brummer and Turner 1977). Consequently,
the effect of absolute polarity, which is usually studied
using monophasic pulses, remains largely unknown in
humans. Asymmetric pulses, where the second phase
is lower in amplitude and longer in duration than the
first, have provided a way to study polarity sensitivity in
CI users. In such pulses, the contribution of the short,
high-amplitude phase is increased at the expense of

Correspondence to: Olivier Macherey & MRC Cognition and Brain
Sciences Unit & 15 Chaucer Road, Cambridge CB2 7EF, UK.
Telephone: +44 (0)1223 355294; fax: +44 (0)1223 359062; email:
olivier.macherey@mrc-cbu.cam.ac.uk

JARO 9: 241–251 (2008)
DOI: 10.1007/s10162-008-0112-4

241

JARO
Journal of the Association for Research in Otolaryngology



the long, low-amplitude one while maintaining the
charge-balancing requirement. We recently showed
that inverting the polarity of an asymmetric pulse
stimulus yielded differences in most comfortable
levels (MCLs) of CI users, giving lower MCLs when
the short, high-amplitude phase was anodic than
when it was cathodic (Macherey et al. 2006). Because
short pulses require less charge to evoke the same
loudness as longer ones (at least for phase durations
less than approximately 500 μs; Moon et al. 1993;
Macherey et al. 2006), it is possible that loudness was
determined primarily by the higher-amplitude phase
of our asymmetric pulses. This result, then, suggests
that the human auditory nerve might be more
sensitive to anodic stimulation—the opposite to what
one expects from animal measures of auditory-nerve
activity (Hartmann et al. 1984; Miller et al. 1998,
1999a, 2004). The following series of experiments
directly test this hypothesis in eight CI users, using both
electrophysiological and psychophysical measures. The
experimental design relies on the characteristics of the
auditory nerve fibers which, after a stimulation pulse,
undergo a period of absolute refractoriness, lasting
approximately 400 μs, followed by a progressive recov-
ery (Stypulkowski and van den Honert 1984; Miller et
al. 2001; Morsnowski et al. 2006). Experiment 1
provides an insight into the morphology of anodic
and cathodic phase responses. Experiments 2 and 3
measure the masking effectiveness of each individual
polarity phase using electrophysiological and psycho-
physical masking, respectively.

GENERAL METHODS

Subjects

Eight users of the CII or HiRes 90k CIs, manufactured
by Advanced Bionics, participated in this series of
electrophysiological (experiment 1 and 2) and psycho-
physical (experiment 3) experiments. The subjects’
biographical data are shown in Table 1. Testing was
approved by the Cambridge and Leuven Local

Research Ethics Committees and informed consent
was obtained from all subjects.

Electrically evoked compound action potential
recordings and psychophysical testing

Most contemporary CI systems allow the direct record-
ing of the auditory nerve response, known as the
electrically evoked compound action potential (ECAP).
This is a noninvasive technique that consists of record-
ing the intracochlear potential evolution after a stimu-
lation pulse. To minimize electrical artifacts, we used
the “masker–probe paradigm” (Brown et al. 1990),
which relies on the fact that the neural response to a
“probe” pulse is reduced by an immediately preceding
“masker.” By presenting the probe and masker either
alone or in combination, it is possible to derive the
neural response to the probe with the artifact “sub-
tracted out” (cf. Fig. 1). In experiments 1 and 2,
ECAPs were measured using several combinations of
masker and probe. In all cases, masker and probe were
presented in monopolar mode, on an electrode
located in the middle of the array (electrode 9) with
reference to the case (extracochlear) electrode of the
implant. The responses were recorded using electrode
7 (approximately 2 mm apical to electrode 9) with
reference to the ring ground electrode for S5 and the
case electrode for all other subjects and were averaged
over 128 sweeps. In experiment 3, psychophysical
masking patterns were measured using the APEX
experimental platform and the BEDCS software (cf.
Macherey et al. 2006; Laneau et al. 2005). Masker and
probe were also presented in monopolar mode, the
masker on electrode 9 and the probe on an adjacent
electrode (8 or 10).

TABLE 1

Biographical data of the subjects, including age, duration
of deafness (DD) and duration of CI use (CI), in years

and etiology

Subject Age (years) DD (years) CI (years) Etiology

S1 55 4 4 Genetic
S2 51 1 3 Meningitis
S3 70 G2 3 Unknown sudden
S4 31 2 7 Unknown progressive
S5 66 96 1 Unknown progressive
S6 60 3 2 Unknown progressive
S7 61 18 3 Unknown
S8 52 1 4 Meningitis

FIG. 1. Description of the masker–probe paradigm for artifact
cancellation (Brown et al. 1990). Four traces are recorded: masker
alone (1), masker and probe (2), probe alone (3), and zero
stimulation (4) to correct for any DC offset. This method is based
on the assumption that the nerve fibers are in their absolute refractory
state when the probe is presented after the masker (2). The subtraction
(1) + (3) −(2) −(4) therefore yields the probe neural response with the
artifact removed.
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EXPERIMENTS

Experiment 1: ECAP responses to anodic
and cathodic phases

Rationale and methods. In experiment 1, we recorded
ECAPs from seven subjects (S1–S7). The masker was a

cathodic-first, symmetric biphasic pulse with a 32-μs
phase duration presented at a comfortable level,
determined subjectively for each subject before test-
ing. The probes were either anodic-first (Fig. 2A) or
cathodic-first (Fig. 2B) asymmetric waveforms with a
phase separation of 2.9 ms. The first (short) phase of
the pulse was 32-μs long, and the second (long) phase
was eight times longer and lower in amplitude. The
2.9-ms phase separation present in the probe allowed
us to measure the neural response to the first phase
independently of the second. The two probes had the
same level (between most comfortable and comfort-
ably loud) and were each presented 500 μs after the
end of the masker. Additionally, to differentiate
neural responses from imperfectly cancelled stimula-
tion artifacts, we recorded, in four of the subjects (S3–
S6), the responses to several probe levels, spanning
the entire electrical dynamic range.

Results. An example of a level series is shown in the
top panels of Figure 2C (anodic phase) and D
(cathodic phase) for S5. The first narrow, short-latency
peak observed for both anodic-first and cathodic-first
probes almost certainly reflects a residual artifact
because, for most subjects (with the exception of S2
and S6), its polarity is dependent on the probe polarity
(positive and negative for anodic-first and cathodic-first
probes, respectively), and its latency is similar for the
two probes. For all subjects, the response to the anodic
phase shows a biphasic shape with a first-negative peak
N1 followed by a less robust positive peak P2. Only one
(S4) of the seven subjects showed a measurable
response to the cathodic phase, and only at the highest
level of the dynamic range. For this subject, the latency
of the response was longer for the cathodic-first
(420 μs) than for the anodic-first (270 μs) probe,
consistent with reports of animal auditory excitation
(Miller et al. 1998, 1999a, 2004). Most of these animal
data were, however, obtained using a recording
electrode located at the nerve trunk, whereas our data
reflect intracochlear recordings. The position of the
recording electrode may have an important influence
on the response latencies, and we will further consider

RFIG. 2. ECAP responses to anodic and cathodic phases. A Masker
(thick line) and probe (thin line) used to measure the anodic phase
response. B Masker and probe used to measure the cathodic-phase
response. C and D ECAPs evoked by the first phases of anodic-first
(C) and cathodic-first (D) phase-separated asymmetric probes. The
time reference corresponds to the onset of the probe. The second
phase is not displayed as it occurs 2.9 ms after the first one. The top
panels show an example of a level series obtained with subject S5.
The different curves correspond to probe levels ranging from a soft
(320 μA) to a comfortably loud level (576 μA) by steps of 64 μA, with
the size of the fluctuations increasing monotonically with increasing
current level. The other panels show the responses to the highest
probe levels for all the other subjects. The N1 peak of the anodic
response occurs, on average, 290 μs after the onset of the probe.
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this parameter in “Discussion.” For now, it is worth
noting that the major discrepancy with common
animal data was that the amplitude of the response
was, in our case, always greater for the anodic phase.

Experiment 2: masking effectiveness of anodic
and cathodic phases—ECAP measures

Rationale and methods. The reliability of the masker–
probe paradigm strongly depends on the effectiveness
of the masker, as the neural response obtained
represents the subtraction of the masked response
from the unmasked one. Instead of reflecting different
neural responses, the anodic/cathodic amplitude
difference obtained in experiment 1 may relate to the
fact that the biphasic masker did not effectively mask
the cathodic phase. This would be expected if, for
example, the excitation sites for the biphasic masker
and the cathodic probe were the central axon and the
peripheral process, respectively. The peripheral pro-
cess may, in such a case, not be driven in its refractory
state by the masker, and the masker–probe paradigm
would consequently subtract out the neural response.
We performed, in experiment 2, another set of ECAP
measures in six subjects (S1–S6) to verify that the
anodic phase was also a more effective masker than the
cathodic phase. Unlike the previous experiment, we
introduced a 2.9-ms phase separation in the symmetric
biphasic masker and assumed that the probe would be
mainly masked by the masker’s second phase
(denoted as the masking phase). We recorded the
responses to anodic-first and cathodic-first symmetric
biphasic probes with no phase separation in the two
conditions, “anodic masking” (Fig. 3A) and “cathodic
masking” (Fig. 3B) phase, and also in a third “biphasic
masking” (Fig. 3C) condition. This last condition,
where the masker was a cathodic-first, symmetric
biphasic pulse with no phase separation, was per-
formed for two reasons. First, because this protocol is
routinely used in clinics, the morphology of the
resulting ECAP response is well documented. It usually

consists of an N1–P2 complex (Brown et al. 1990),
similar to the response obtained in experiment 1 for
the anodic phase. Second, it allowed us to compare
the latencies of the probes’ responses. If the anodic
phase is the most excitatory phase of a biphasic pulse,
we would expect the response to show a longer latency
when the anodic phase is the second phase of the
probe than when it is the first.

Results. For all masking conditions, a large uncan-
celled artifact was present at the probe onsets. Figure 4
shows examples of these artifacts obtained with S5 using
biphasic cathodic-first (A) and anodic-first (B) probes
in the anodic masking condition. The size of this
artifact did not depend on the probe level and was still
present at subthreshold levels (thick lines of Fig. 4). For
means of clarity and because this uncancelled artifact
was clearly distinct from the neural response, subse-
quent figures will only show the neural response part
of the recordings. Note that an advantage of the
present approach is that it compares the effects of
different maskers, whereas the artifact occurred near
the onset of the probe.

Figure 5A shows the anodic-first (thick line) and
cathodic-first (thin line) probe responses in the
biphasic masking condition for S1. The response
latency of the N1 peak was shorter for the anodic-first
probe, consistent with the neural activation being
elicited primarily by the anodic phase. All subjects
demonstrated this trend with a latency difference
ranging from 0 to 80 μs (Fig. 5B), opposite to results
obtained in the guinea pig (Klop et al. 2004). A t test
performed on the data from the six subjects revealed
that this difference was significant (df=5, p=0.011).
Apart from this latency difference, the responses to
anodic-first and cathodic-first probes had similar
amplitudes. To further improve artifact cancellation,
the two responses were averaged for data analysis.

An example of the averaged responses of S1 is
illustrated in Figure 5 for anodic masking (C), cathodic
masking (D), and biphasic masking (E). For the six
subjects tested, the amplitude of the response (differ-

FIG. 4. Examples of uncancelled artifacts obtained in experiment 2
for S5. ECAP responses to cathodic-first (A) and anodic-first (B)
biphasic probes in the anodic-masking condition at subthreshold
(thick line) and suprathreshold (thin line) levels.

FIG. 3. Combinations of maskers (thick lines) and probes (thin
lines) used in experiment 2. A Anodic masking condition. B Cathodic
masking condition. C Biphasic masking condition. For each masking
condition, two different symmetric biphasic probes were used: an
anodic-first and a cathodic-first.
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ence between N1 and P2) was greater when the
masking phase was anodic than when it was cathodic
(Fig. 5F). This confirmed the previous finding that the
anodic phase is more effective in driving auditory
nerve fibers in their refractory state. Furthermore, the
probe responses in the anodic masking and biphasic
masking conditions were strikingly similar, suggesting
that the anodic phase is the effective phase of a
symmetric biphasic pulse. This last observation also
argues strongly against the responses being influenced
by an uncancelled masker artifact. Note that, although
the anodic and cathodic maskers had the same level,
and differed only in their leading polarity, the level of

the biphasic masker was presented, on average, 2.4 dB
higher to have a loudness similar to that of the other
twomaskers. This increase in level reflects the influence
of phase separation on loudness reported in previous
publications (McKay and Henshall 2003; Carlyon et al.
2005; van Wieringen et al. 2005; Macherey et al. 2006).
For S2 and S6, the amplitude is negative in the
cathodic masking case because the subjects exhibited
an inverted response (with a positive peak). This may
mean that the cathodic phase acts as a facilitator and
not as a masker for these specific subjects, possibly
because of residual potential summation (Miller et al.
1997; De Balthasar et al. 2003).

FIG. 5. Masking effectiveness of anodic and cathodic phases. A Example of ECAP recordings obtained with subject S1 for an anodic-first (thick
line) and a cathodic-first (thin line) biphasic probe in the biphasic masking condition. The response latency is shorter for the anodic-first probe. B
Latency of the cathodic-first probe response vs. latency of the anodic-first probe response. For each subject, the two probes were presented at an
identical level (comfortably loud) and also at the same level as the biphasic masker. C, D, and E Example of ECAPs evoked by a symmetric
biphasic probe with no phase separation in the three masker conditions: anodic masking (C), cathodic masking (D), and biphasic masking (E) for
subject S1. Each trace corresponds to the average of the anodic-first and cathodic-first biphasic probe responses. In the cathodic masking
condition, the neural response was sometimes not clearly measurable. In D, for example, there is no excursion of the trace in the negative portion
of the graph. Nevertheless, the recording still shows a voltage increase in the same region where the probe neural response occurs. The amplitude
of the probe response was, in this case, assumed to be the magnitude of this increase. F Summary of ECAP amplitudes obtained in the anodic-
masking (black bars), cathodic-masking (white bars), and biphasic-masking (gray bars) conditions.

FIG. 5. Masking effectiveness of anodic and cathodic phases. A
Example of ECAP recordings obtained with subject S1 for an anodic-
first (thick line) and a cathodic-first (thin line) biphasic probe in the
biphasic masking condition. The response latency is shorter for the
anodic-first probe. B Latency of the cathodic-first probe response vs.
latency of the anodic-first probe response. For each subject, the two
probes were presented at an identical level (comfortably loud) and also
at the same level as the biphasic masker. C, D, and E Example of ECAPs
evoked by a symmetric biphasic probe with no phase separation in the
three masker conditions: anodic masking (C), cathodic masking (D), and

biphasic masking (E) for subject S1. Each trace corresponds to the
average of the anodic-first and cathodic-first biphasic probe responses. In
the cathodic masking condition, the neural response was sometimes not
clearly measurable. In D, for example, there is no excursion of the trace
in the negative portion of the graph. Nevertheless, the recording still
shows a voltage increase in the same region where the probe neural
response occurs. The amplitude of the probe response was, in this case,
assumed to be the magnitude of this increase. F Summary of ECAP
amplitudes obtained in the anodic-masking (black bars), cathodic-
masking (white bars), and biphasic-masking (gray bars) conditions.

MACHEREY ET AL.: Polarity Sensitivity in Cochlear Implants 245



Experiment 3: masking effectiveness of anodic
and cathodic phases—psychophysical measures

Rationale and methods. Because ECAPs in CIs can only
be measured intracochlearly and not directly on the
nerve trunk, the recordings potentially contain the
neural response traveling not only toward the central
auditory system (orthodromically) but also in the
opposite direction, toward the fibers’ periphery
(antidromically; Miller et al. 2004). It is possible that
this phenomenon occurred and that the larger ECAP
amplitude of the anodic response obtained in exper-
iment 1 did not reflect a larger response propagating
toward the central auditory system (Cartee et al.
2005). Although the results of experiment 2 argue
against this hypothesis, a perhaps more direct way to
tease out this effect is to perform psychophysical
measures, which require perceptual judgments from
the subjects, thereby reflecting neural responses
propagating centrally. The aim of experiment 3 was
to compare the masking effectiveness of each polarity
phase psychophysically and also to measure the most
effective phase of an asymmetric pulse: Is it the short,
high-amplitude or the long, low-amplitude one? We
used two asymmetric pulse–train stimuli (anodic- and
cathodic-first) with a 6.4-ms phase separation as
maskers of a biphasic pulse–train probe presented
1 ms either after the first or after the second phase of
the masker (Fig. 6A). Contrary to experiments 1 and 2
where we were constrained by the limited duration of
the recording window, we used a longer phase
separation to minimize refractory effects of one phase
of the masker over the other. The masker was a 76-
pulse per second pulse train, either anodic-first
(conditions 1a and b) or cathodic-first (conditions
2a and b) with a short phase of 22 μs and a long phase
eight times longer and lower in amplitude. Masker
and probe had a total duration of 400 ms and were
temporally interleaved, the masker being presented
on electrode 9 and the probe on electrode 8, or, in an
additional set of measures, on electrode 10. Four
subjects (S1–S3 and S8) were asked to detect the
anodic-first biphasic probe in the presence of one of
the two maskers, in a three-interval, two-alternative
forced-choice task where only one interval contained
the probe. Feedback was provided and the level of the
probe was adaptively varied in a two-down, one-up
adaptive procedure that stopped after eight reversals.
For subjects S1–S3, the step size was 32 μA for the first
two and 4 μA for the last six reversals. For subject S8,
the phase duration of the biphasic probe had to be
increased to 43 μs to be able to reach a comfortably
loud level, and the step sizes were 64 and 8 μA,
respectively, for the first two and the last six reversals.
Each estimate was the average value of the last six
reversals. We also performed the same four measures

with the polarity of the probe reversed (cathodic-first
instead of anodic-first). We did this because, in a
previous study (Macherey et al. 2006), we reported
the presence of a low-amplitude current flow between
the two phases of stimuli with relatively long phase
separations (similar to the separation used here). The
polarity of this current flow is opposite to the polarity
of the preceding stimulus phase and is due to the
passive discharge of the implant’s DC-blocking capaci-
tors. This current may influence the detection of the
probe by predepolarizing or prehyperpolarizing the
neural membrane after each phase. The results
obtained in this condition were similar to the ones

FIG. 6. Psychophysical masking patterns. A Description of the four
experimental conditions. Anodic-first asymmetric masker (thick line)
with a phase separation of 6.4 ms followed by a biphasic probe
presented 1 ms after the end of the short, high-amplitude phase (1a)
or 1 ms after the end of the long, low-amplitude phase (1b) of the
masker. Conditions 2a and 2b are identical to 1a and 1b except that
the masker is reversed in polarity. B Difference between masked and
unmasked threshold for the four conditions (1a, 1b, 2a, and 2b) and
the four subjects (S1–S3 and S8) for a probe on electrode 8. The
probe dynamic ranges were 6.5, 4.2, 3.9, and 11.1 dB for S1, S2, S3,
and S11, respectively. C Same as B with the probe on electrode 10.
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obtained with the initial stimulus polarity and will
therefore not be shown here.

Results. The four CI subjects (S1–S3, S8) were first
asked to balance in loudness the two opposite-polarity
maskers at their MCL following a procedure described
in Macherey et al. (2006). On average, the level of the
cathodic masker was adjusted 1.6-dB higher than the
anodic one, consistent with the anodic-first pulse
being more effective than the cathodic-first one. These
levels were used in the following part of the experi-
ment where the subjects had to detect the presence of
the biphasic probe in each of the four conditions and
also in the unmasked case. Figure 6B shows the
threshold shifts (difference between masked and
unmasked thresholds) obtained with the probe on
electrode 8. For an anodic masker, the short, high-
amplitude (anodic) phase produced more masking
than the long, low-amplitude (cathodic) phase for all
subjects (conditions 1a vs. 1b). No clear pattern was,
however, obtained in the case of a cathodic masker (2a
vs. 2b), showing across-subject variability. More inter-
estingly, although presented at a lower level, the short,
high-amplitude anodic phase (1a) was a more effective
masker than the short, high-amplitude cathodic phase
(2a). Similar results were obtained with the probe on
electrode 10 (Fig. 6C). These observations were
corroborated by a two-way repeated measures ANOVA
performed on the mean data of all subjects. The
treatment factors were the probe channel (8 or 10)
and the probe condition. First, there was a significant
effect of the probe condition (F(3,9)=5.01, p=0.026)
but no effect of the probe channel (F(1,3)=0.52, p=
0.52) or of the interaction factor (F(2.91,8.73)=0.22,
p=0.88). Second, pairwise comparisons revealed that
the short, high-amplitude anodic phase was a better
masker than the long, low-amplitude cathodic phase
(1a91b, p=0.037) and also than the short, high-
amplitude cathodic phase (1a92a, p=0.008). No
significant difference was, however, found between
the short cathodic and the long anodic phases (p9
0.4). These results demonstrate that the larger ECAP
response previously measured for anodic stimulation
was not solely caused by antidromic propagation and
strengthens the finding that auditory nerve fibers are
more sensitive to anodic stimuli.

DISCUSSION

Main findings

We have reported the results of three electrophysiolog-
ical and psychophysical masking experiments designed
to compare the responses of the human auditory nerve
to anodic and cathodic current flows. In experiment 1,
the anodic phase produced the usual N1-P2 ECAP
morphology for all subjects, whereas the cathodic phase

showed nomeasurable response except for one subject.
This observation led us to conclude that the anodic
phase was more effective than the cathodic phase.
There are, however, at least three alternative explan-
ations for this trend.

First, the cathodic phase response of experiment 1
may have had a shorter latency than the anodic phase
response and may have consequently been mixed
within the uncancelled stimulus artifact. Although this
hypothesis is not supported by animal data, usually
showing longer latencies for cathodic stimuli (Miller et
al. 1998, 1999a, 2004), a potentially important con-
founding variable is the location of the recording
electrode. Most animal ECAP data are recorded using
an electrode positioned on the nerve trunk. Conse-
quently, the shorter the response latency, the more
central the excitation site is. This may, however, not be
the case for intracochlear recordings where the
recording and the stimulating electrodes are close to
each other (Miller et al. 2004). Here, we used a
recording electrode 2 mm apical to the stimulating
one, similar to what is used clinically, and this choice
may have affected the morphology and the latency of
the ECAP responses. We note that our second
experiment controlled for any possible effects of
response latency to the probe by studying the effects
of masker polarity for a fixed probe and by showing
that, although the leading polarity of a biphasic probe
did affect the response latency, it was always the case
that responses were larger with an anodic than with a
cathodic masker.

Second, as previously stated, the response to the
anodic phase obtained in experiment 1 may not only
represent the neural response traveling toward the
central auditory system. As the recording electrode is
located at the periphery of the nerve fibers, the
recorded response possibly contains the antidromic
response of the fibers. Although this is possible, this
would necessarily imply that the nerve fibers still have
remaining peripheral processes to allow the propaga-
tion of antidromic spikes. In such a case, this phenom-
enon may not occur in subjects with a long duration of
deafness and presumably a poor peripheral processes’
survival. Furthermore, the psychophysical report of
experiment 3 demonstrates that the orthodromic
response (propagating centrally) is also larger for the
anodic than for the cathodic phase. Antidromic prop-
agation cannot therefore be the only account for our
finding.

Third, the cathodic phase may excite a different
subpopulation of nerve fibers than a biphasic pulse
with no phase separation. In such a case, the masker-
probe paradigm that we used in Experiments 1 and 2
would not be effective in the measure of the cathodic
phase response, i.e., if the masker does not effectively
mask the probe, the subtraction method would not
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allow the neural response to appear. Although the
present data cannot rule out this possibility, it is worth
noting that the masker-probe paradigm was successful-
ly used in the measure of the anodic phase response.
This would mean that a biphasic pulse (whether
anodic- or cathodic-first) with no phase separation
excites the same subpopulation as a single anodic
phase but a different subpopulation than a single
cathodic phase. Consequently, this would not change
the conclusion that the anodic phase is the most
“effective” phase of a biphasic pulse and that the
ECAPs recorded clinically most likely represent the
response to the anodic phase of biphasic pulses.

Although the observation of a higher sensitivity to
anodic current flows is surprising, some animal data
have already shown such a result. Miller et al. (1998)
recorded ECAPs to monophasic anodic and cathodic
pulses from the cat and the guinea pig. They observed
lower cathodic thresholds for cats but lower anodic
thresholds for guinea pigs. The reason for this species’
discrepancy was, however, unclear, and the authors
proposed that it may relate to differences in anatomy
or in electrode size and position. Other stimulus
parameters have shown to affect human and animal
subjects in different ways (Shepherd and Javel 1999;
Carlyon et al. 2005), and several factors may underlie
those species’ differences, including differences in
anatomy, neural properties, neural survival, and elec-
trode geometry (reviewed by Miller et al. 1999b).

Factors affecting polarity sensitivity

The simplest model of extracellular stimulation that
can account for a lower cathodic threshold is the
activating function of Rattay (1989). This model
describes the spatial pattern of polarization of an
infinite, homogeneous fiber subjected to an extracel-
lular electrical current. A cathodic stimulus produces
a large depolarization of the fiber proximal to the
electrode and a smaller hyperpolarization at both
sides of the depolarized region, whereas an anodic
stimulus produces the exact opposite pattern of
polarization. This model is, however, too restrictive
in the case of auditory nerve fibers, which are made of
several excitable elements (peripheral process, unmy-
elinated cell body, and central axon) that presumably
have different biophysical properties and, hence,
different activation thresholds. Moreover, auditory
nerve fibers are curved, and the spatial pattern of
polarization produced by an electrical pulse may show
multiple regions of depolarization and hyperpolariza-
tion (Rattay 1999; Rattay et al. 2001a). There are at
least three factors that may influence polarity sensitiv-
ity: the electrode position, the nerve parameters, and
the stimulus current level. They are discussed in the
following paragraphs.

Ranck (1975) reviewed the different mechanisms of
electrical excitation of the central nervous system and
showed that the electrode position relative to the fiber
had a crucial effect on its sensitivity to polarity. He
reported that myelinated fibers were more easily
excited by cathodic stimuli when the electrode was
placed over the central axon. However, for an
electrode located near the cell body, on the opposite
side from the central axon, the lowest threshold was
often obtained with an anodic stimulus. Rattay (1999)
and McIntyre and Grill (1999) found similar place-
dependent polarity effects on their modeled central
neurons. In another modeling study, Rubinstein
(1993) focused on the excitation process near the
axon termination. He also demonstrated the extreme
dependence of polarity sensitivity on the exact elec-
trode position. As a CI electrode presumably excites a
large number of nerve fibers with different orienta-
tions and locations, it is possible that each fiber is
excited differently by anodic and cathodic phases
(Rattay et al. 2001b). The present study was restricted
to electrodes mid-way along the electrode array.
Subsequent studies should explore other electrode
positions and other electrode designs.

Computational models have provided a simple way
to investigate the influence of neural parameters. In
two different modeling studies, Rattay et al. (1999,
2001a) suggested that intact human auditory nerve
fibers would be more sensitive (showing lower excita-
tion thresholds) to cathodic stimuli, whereas fibers
with degenerated or demyelinated peripheral process-
es would be more sensitive to anodic stimuli. First, they
predicted that, for intact fibers, the depolarization
magnitude would be maximal at the level of the
peripheral process and would be larger for a cathodic
than for an anodic pulse. Second, for fibers without
peripheral processes, their model showed that the only
site that could be depolarized by a cathodic pulse was
the cell body, whereas an anodic pulse could depolar-
ize the central axon. Given that the cell body was
modeled using a channel density ten times smaller
than for the central axon, it had a much higher
threshold than the central axon, thereby leading to a
lower anodic threshold. A similar effect occurred in
the case of demyelination of the peripheral process
because unmyelinated fibers need much stronger
currents to be excited than myelinated ones. Given
that peripheral processes in deafened ears are be-
lieved to be somewhat degenerated (Fayad and
Linthicum 2006) and that this degeneration is often
accompanied by demyelination, the predictions of
Rattay et al. (1999, 2001a) give a plausible explanation
for the higher sensitivity to anodic stimulus currents
observed in implanted subjects. This would therefore
imply that the excitation site is at the level of the
central axon, which is consistent with a report of van
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denHonert and Stypulkowski (1984) on the responses of
cats’ fibers with and without peripheral processes and
cell bodies. They found the responses of the degener-
ated fibers to closely resemble those of the normal fibers
stimulated at high current levels. Although the exact
location of the excitation site is still a matter of debate
and probably depends on the electrode configuration
and on the stimulus current level, Miller et al. (1999a)
demonstrated that cats’ fibers were almost always
excited at the level of their central axon with monopolar
stimulation. The response latencies obtained in exper-
iment 1 for anodic stimulation (290 μs on average) also
argue for a stimulation at the level of the central axon,
given that they are similar to the latencies commonly
observed in human CI subjects for symmetric biphasic
waveforms but also comparable to those measured
intracochlearly in cats for anodic pulses (Brown et al.
1990; Miller et al. 2004). Given that the main morpho-
logical discrepancies between humans and cats are the
length of the peripheral processes (longer in humans)
and the size and degree of myelination of the spiral
ganglion cells (larger and unmyelinated in humans;
Liberman and Oliver 1984; Spoendlin and Schrott
1989; Rattay et al. 2001a), we would expect significant
ECAP latency differences if the auditory nerve fibers
were excited at their peripheral process or cell body
sites but not if they were excited at the level of their
central axon. To test whether neural degeneration and
demyelination are the causes of our finding, additional
psychophysical measures may be performed. Specifi-
cally, in ears with substantial degeneration, the dom-
inance of the anodic phase should be enhanced, the
effect of phase separation on threshold should be
reduced (Prado-Guitierrez et al. 2006), and the slopes
of the strength-duration functions should be shallower
(Miller et al. 1995).

Finally, we reported in a previous study (Macherey et
al. 2006) a comparison of thresholds and MCLs for
anodic- and cathodic-first asymmetric pulses. Although
we did find lower MCLs for anodic-first pulses—
consistent with the present results—we did not
observe any difference at threshold. It is possible that
the higher sensitivity to anodic stimuli is specific to
suprathreshold levels. One hypothesis proposed by
Macherey et al. (2006) was that cathodic-first asym-
metric pulses may produce a cathodal block at high
levels. This seems, however, unlikely given that cath-
odal blocking should occur at very high levels above
threshold (approximately eight times higher; Ranck
1975). This would correspond to a current level 18-dB
higher than threshold, therefore exceeding the com-
mon dynamic range values of CI users (for example,
the probe dynamic ranges of experiment 3 ranged
from about 4 to 11 dB). Another possibility is that the
cluster of fibers recruited at threshold is equally
sensitive to anodic and cathodic phases or that,

alternatively, approximately the same number of fibers
is excited by an anodic and by a cathodic phase. At
higher levels, more spatially remote fibers may be
recruited, and it is possible that a majority of these
fibers are more sensitive to anodic stimulation. Inter-
estingly, in their spatial modeling study of the human
cochlea, Rattay et al. (2001b) predicted that the nerve
fibers close to the stimulating electrode would dem-
onstrate lower cathodic than anodic thresholds but
that fibers more spatially remote would in some cases
exhibit the opposite trend. However, we note that in
experiment 3, the greater masking effectiveness of the
anodic phase was observed for probes presented to
electrodes adjacent to that used for the masker.

Applications to CIs

Our results have implications not only for theories of
electrical stimulation of the human auditory nerve but
also for the development of future CIs. Asymmetric
pulses may be used in a CI speech processing strategy
for two reasons: to reduce power consumption or to
increase spatial selectivity.

First, we previously suggested that asymmetric pulses
presented in monopolar mode would achieve some
worthwhile power savings (Macherey et al. 2006). If
such pulses were implemented in a speech processing
strategy, then, the results of experiment 3 suggest that
the short, high-amplitude phase of the pulses should
be anodic relative to the active electrode. In this case,
the effect of the long, low-amplitude phase on neural
excitation should be kept minimal.

Second, for so-called longitudinal bipolar stimula-
tion, where each intracochlear electrode is stimulated
with reference to another nearby intracochlear elec-
trode, the pattern of excitation along the cochlea can
sometimes show a bimodal shape with peaks of
excitation near the two stimulating electrodes (Kral et
al. 1998; Chatterjee et al. 2006). Frijns et al. (1996)
suggested that this bimodality may be reduced by the
use of asymmetric pulses. Their computational model
showed that the nerve fibers proximal to the electrode
for which the short, high-amplitude phase is cathodic
would be more effectively excited than the fibers
proximal to the other electrode. Our results suggest
that a similar reduced bimodality and enhanced
spatial selectivity may be obtained in CIs, but, crucially,
with more excitation near the electrode presenting the
short, anodic phase. Note that, in the present work, we
used asymmetric pulses with relatively long phase
separations, which are unlikely to be useful in
multichannel CIs because they would require an
extremely low repetition rate. However, we would
expect this enhanced spatial selectivity to also hold
for bipolar asymmetric stimuli with a shorter or no
phase separation, which may be more appropriate
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candidates for implementation in a CI speech process-
ing strategy.
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