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Abstract
Purpose: Hyperspectral imaging (HSI) is a noninvasive spectroscopy technique for determining superficial tissue oxygena-
tion. The HyperView™ system is a hand-held camera that enables perfusion image acquisition. The evaluation of superficial 
tissue oxygenation is warranted in the evaluation of patients with peripheral arterial disease. The aim was to determine the 
reliability of repeated HSI measurements. Methods: In this prospective cohort study, HSI was performed on 50 healthy vol-
unteers with a mean age of 26.4 ± 2.5 years, at the lower extremity. Two independent observers performed HSI during two 
subsequent measurement sessions. Short term test–retest reliability and intra- and inter-observer reliability were determined, 
and generalizability and decision studies were performed. Transcutaneous oxygen pressure (TcPo2) measurements were also 
performed. Results: The short term test–retest reliability was good for the HSI values determined at the lower extremity, 
ranging from 0.72 to 0.90. Intra- and inter-observer reliability determined at different days were poor to moderate for both 
HSI (0.24 to 0.71 and 0.30 to 0.58, respectively) and TcPo2 (0.54 and 0.56, and 0.51 and 0.31, respectively). Reliability 
can be increased to >0.75 by averaging two measurements on different days. Conclusion: This study showed good short 
term test–retest reliability for HSI measurements, however low intra- and inter-observer reliability was observed for tissue 
oxygenation measurements with both HSI and TcPo2 performed at separate days in young healthy volunteers. Reliability of 
HSI can be improved when determined as a mean of two measurements taken on different days.

Keywords Tissue perfusion · Hyperspectral imaging · Transcutaneous oxygen pressure · Reproducibility of Results · Lower 
extremity · Tissue oxygenation

1 Introduction

Diagnostic techniques to determine perfusion and oxygena-
tion in the lower extremities can potentially improve clinical 
decision making in patients with chronic limb threatening 
ischemia (CLTI) or patients with diabetic foot ulcers [1]. 
Early assessment of impaired tissue perfusion and/or oxy-
genation can be used for timely treatment to solve symptoms 
such as (rest) pain and non-healing foot ulcers. The cur-
rent diagnostic techniques for detecting peripheral arterial 
occlusive disease (PAOD) focus mainly on detecting the 
presence of stenosis or occlusion in the large arteries but 
are not able to accurately determine tissue perfusion or oxy-
genation of the microvasculature. Adequate assessment of 
tissue perfusion and/or oxygenation at this level is essential 
for more accurate diagnosis, guidance during endovascular 
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revascularization, and determination of sustained tissue per-
fusion increase during follow-up [1, 2].

Several techniques are currently available to determine 
tissue perfusion in the lower extremity. Transcutaneous oxy-
gen pressure (TcPo2) measurement is the most commonly 
used technique for tissue perfusion [1, 3–8]. Unfortunately, 
this technique is time consuming, operator dependent, and 
the level of high-quality evidence remains low [2, 9, 10].

Hyperspectral imaging (HSI) is an emerging technique to 
evaluate localized superficial tissue oxygenation by meas-
uring the concentrations of oxyhemoglobin (OxyHb) and 
deoxyhemoglobin (DeoxyHb). Visible light reflectance 
spectroscopy is used to determine these concentrations, 
which are presented in a color-coded image. The clinical 
use of this technique has been previously investigated in 
patients with cervical cancer and skin cancer as well as in 
an application for lower extremity perfusion measurements 
[11]. Previous studies determined superficial tissue oxygena-
tion with HSI in patients with PAOD and diabetes mellitus 
(DM) and showed an association with severity of disease and 
wound healing [12–15]. Chin et al. showed that lower values 
of DeoxyHb were associated with peripheral arterial disease, 
and that DeoxyHb values correlated with ABI [16]. Con-
trary, an inverse relation have been described between HSI 
values and time to healing for foot ulcers [17]. Moreover, a 
correlation between ABI and HSI values was not observed 
in another study [18]. These results are, however, based on 
a small number of heterogeneous studies, and reliability and 
validity assessments of the measurements have not yet been 
performed.

HSI can be performed with commercially available 
devices that are floor-mounted systems consisting of a cam-
era on a large workstation. Recently, HyperMed Inc. (Mem-
phis, TN, USA) introduced a new HSI device called the 
HyperView™ system to determine the tissue oxygenation 
in the superficial layers of the skin. This system is a hand-
held camera that enables measurement of regional tissue 
oxygenation at every desired location of the lower extremity. 
However, the operator dependency and measurement varia-
tion for the HyperView™ system are unknown.

This study investigated the reliability of the HyperView™ 
system for tissue oxygenation measurements of the lower 
extremity in healthy volunteers. HSI values were determined 
at different measurement locations at the lower extremity 
using a standardized measurement protocol. TcPo2 measure-
ments were also performed as well as local skin temperature 
measurements. We have evaluated the short term test–retest 
reliability of HSI in addition to the intra- and inter-observer 
reliability of both HSI and TcPo2 measurements.

To incorporate several sources of variance in reliability 
assessment, a generalizability study was performed. The 
purpose of a generalizability study is to estimate variance 
components associated with the number of evaluations and 

observers. These variance components were then used for a 
decision study. This was performed to identify the optimal 
number of evaluations or observers in order to maximize 
reliability.

2  Materials and methods

This single-center prospective cohort study included 50 
healthy volunteers who were recruited among visitors and 
employees of the University Medical Center Groningen 
(UMCG). The study was conducted from June 2019 until 
November 2019. Inclusion criteria were palpable arterial 
pulses of the dorsalis pedis artery and posterior tibial artery 
and age > 18 years. The exclusion criteria were presence 
of previous or current PAOD, complaints of claudication, 
DM, neurologic diseases, any cardiovascular or pulmonary 
disease, recent trauma, and peripheral edema of the lower 
extremity. Demographics of the participants were recorded, 
including, sex, height, weight, age, and smoking status.

The Institutional Review Board reviewed the study 
(METc 2019/00,102) and determined the study does not 
fall under the scope of the Dutch Act on Medical Scientific 
Research Involving Human Beings (WMO). The study pro-
tocol was approved by the UMCG Central Ethics Review 
Board for non-WMO studies (register number: number 
#20,190,010). Study procedures were performed accord-
ing to European privacy guidelines and according to the 
guidelines of the Declaration of Helsinki. Written informed 
consent was obtained from all participants. For privacy, all 
data were stored and analyzed after pseudo-anonymization.

2.1  Measurement procedures

HSI was performed with the HyperView™ system to meas-
ure oxygenation of the superficial layers of the skin with a 
penetration depth of 1 mm to 2 mm. The measurements were 
performed according to a predefined measurement protocol 
designed to minimize possible variation in measurement 
conditions and performance [12]. For each measurement, 
participants were lying in semi-Fowler’s position, with 30° 
elevation of the bed, at least 5 min before imaging. The 
legs and feet were fixed in a foot rest, supported by pillows 
to ensure a comfortable position without pressure points 
without risk of movement between measurements. The 
 HyperView™ camera was fixed on a tripod perpendicular 
to the skin to ensure stable and constant camera placement. 
Measurements were performed in the same room where 
room lighting was held constant during all measurements, 
and the ambient room temperature was maintained at 20 °C 
to 22 °C. Blood pressure was measured at the end of each 
measurement session.
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Participants underwent HSI during four different meas-
urement sessions at different days. To determine short term 
test–retest reliability, two consecutive images were taken 
during each session at every measurement location. To deter-
mine intra- and inter-observer reliability, the measurement 
sessions were performed by two independent observers. The 
measurements of the first two sessions were performed by 
the first observer, and the measurements of the third and 
fourth session were performed by the second observer. HSI 
was performed at both legs at the plantar side of the forefoot 
and at the lateral side of the calf muscle. The location at the 
lateral side of the calf was marked at 5 cm distally from the 
fibular head. Local skin temperature was recorded with an 
infrared thermography camera (FLIR Systems, Wilsonville, 
OR, USA).

The TcPo2 measurements were performed once during 
each session at the lateral side of the calf muscle of both 
legs, at the same location where HSI was performed. Per-
forming TcPo2 at the plantar side of the foot was not fea-
sible because of skin thickness and because of impossible 
probe attachment on the plantar side when the foot was in 
supine position. The TcPo2 measurements were performed 
with the Precisé 8001 (Medicap Homecare GmbH, Ulrich-
stein, Germany), a photo-optic measurement system. The 
marked location at the lateral side of the calf muscle was 
shaved before the session. The skin was disinfected, and the 
adhesive ring was applied with a drop of contact fluid. The 
TcPo2 sensor was attached, heated to the standard of 44 °C, 
and measurements were performed for at least 8 min until 
the oxygen partial pressure reached equilibrium [19].

2.2  Hyperspectral image analysis

Levels of OxyHb and DeoxyHb and oxygen saturation were 
determined from the images using the software provided by 
HyperMed Inc. (version 1.2.2.) on the HyperView™ system. 
Regions of interest (ROI) with a diameter of 16 mm were 
manually placed at the caput of the third metatarsal at the 
plantar side of the foot and 5 cm distally from the fibular 
head at the lateral side of the calf, respectively, on the cam-
era for every image.

2.3  Statistical analysis

Data were collected in an online database using REDCap 
(Vanderbilt University, Nashville, TN, USA). Statistical 
analyses were performed with SPSS 23 software (IBM Corp, 
Armonk, NY, USA). Descriptive statistics are presented as 
mean ± standard deviation for normally distributed data or 
as medians with 25th and 75th percentiles otherwise. Dif-
ferences between the measurement locations were calcu-
lated with a paired t test for normally distributed data or the 
Wilcoxon signed rank test otherwise. A Pearson correlation 

test was performed in one measurement session to deter-
mine the possible correlation between the TcPo2 and HSI 
values measured at the right and left calf. The short term 
test–retest reliability between consecutive images was deter-
mined using intraclass correlation coefficients (ICCs) and 
their 95% confidence intervals (CIs) based on an absolute 
agreement, two-way mixed model.

Intra-observer reliability was determined using ICCs 
based on a consistency, two-way random model. Inter-
observer reliability was determined with an ICC based on 
an absolute agreement, two-way random model. ICC values 
of less than 0.5 indicated poor reliability, values between 
0.5 and 0.75 indicated moderate reliability, values between 
0.75 and 0.9 were considered good reliability, and val-
ues greater than 0.9 reflected excellent reliability [20]. A 
flowchart of study procedures and reliability assessment 
is shown in Fig. 1. Measurement error was determined for 
short term test–retest, intra- and inter-observer reliability 
with the standard error of measurement (SEM), limits of 
agreement, smallest detectable change, and Bland–Altman 
plots [21, 22]. The limits of agreement were calculated with 
the mean difference between two measurements ± 1.96⋅SD 
of the mean difference. The smallest detectable change was 
calculated as 1.96⋅√2⋅SEM.

A generalizability study was performed to determine 
intra- and inter-observer reliability considering measurement 
sessions (on different days) and observers as independent 
sources of variation [21]. In the generalizability and decision 
study we theoretically added different numbers of observ-
ers and evaluations as a strategy to determine improvement 
of reliability. Generalizability (G) coefficients for consist-
ency, based on a two-facet fully crossed design, were calcu-
lated with variance components obtained through analysis 
of variance (restricted maximum likelihood). A decision 
study was performed to determine the most efficient strategy 
to increase reliability. Two possible strategies are averag-
ing multiple measurements on different days by the same 
observer or averaging the measurements from different 
observers on different days. Therefore, in the decision study, 
G coefficients for intra-observer and inter-observer reliabil-
ity based on consistency were determined when averaging 
the variance of observers and measurements sessions [23].

3  Results

Of the 50 healthy volunteers, 29 were men, the mean age 
was 26.4 ± 2.5  years, the mean systolic blood pressure 
was 121 ± 11 mmHg, the mean diastolic blood pressure 
was 75 ± 7 mmHg, and the median body mass index was 
22 (20.5–23.5) kg/m2. Two of the healthy volunteers were 
smokers. The median duration of one measurement session 
was 41.0 (39.0–43.0) minutes. The oxygenation values, 
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TcPo2 measurements, and local skin temperature, and dif-
ferences between measurement locations are presented in 
Table 1.

Nearly all tissue oxygenation measurements were sig-
nificantly different between the locations on the feet and 
calves and between the right and left feet or calves. Only 

Fig. 1  A flowchart of study procedures demonstrating the measure-
ments used for the test–retest reliability and intra- and inter-observer 
reliability, respectively. During the measurement session, two con-
secutive images at each location were taken according to the stand-
ardized measurement protocol. The two consecutive images from 
one measurement session were used to determine test–retest reliabil-
ity. The first image from measurement session 1 and 2 were used to 

determine intra-observer reliability. The first image from measure-
ment session 1and 3 were used to determine inter-observer reliabil-
ity. The same measurement sessions were used to determine the intra- 
and inter-observer reliability of TcPo2 measurements. * 2 images per 
measurement location; plantar side right foot, right calf, plantar side 
left foot, left calf. ** TcPo2 of the left and right calf

Table 1  Hyperspectral imaging values, TcPo2 and local skin temperature of 50 healthy volunteers at different locations of the lower leg

HSI values are the mean from the first image from one measurement session of 50 participants. Values are reported as mean ± standard devia-
tion. a.u. arbitrary units, TcPo2 transcutaneous oxygen pressure. *Statistically significant difference between foot and calf within the ipsilateral 
leg P < .001

Right foot Left foot Right vs. Left foot 
(p value)

Right calf Left calf Right vs. Left 
calf (p value)

OxyHb (a.u.) 85.0 ± 25.9* 78.2 ± 23.7* .003 38.9 ± 10.5* 42.9 ± 12.1* .001
DeoxyHb (a.u.) 64.9 ± 14.3* 71.3 ± 15.4*  <.001 42.2 ± 11.6* 40.7 ± 11.2* .205
Oxygen saturation (%) 55.8 ± 10.9* 51.6 ± 10.8  <.001 48.2 ± 10.7* 51.2 ± 10.4 .008
TcPo2 (mm Hg) … … 66.7 ± 13.5 61.1 ± 11.3  <.001
Skin temperature (°C) 27.6 ± 2.7* 27.7 ± 2.8* .879 32.7 ± 0.8* 32.4 ± 0.9*  <.001
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skin temperature was not different between the right and left 
feet, DeoxyHb was not significantly different between the 
right and left calves, and oxygen saturation was not different 
between the left feet and calves.

OxyHb correlated significantly with TcPo2 at the 
right calf (R = −0.279, p < 0.05), but not at the left calf 
(R = −0.214, p = 0.140). DeoxyHb and oxygen saturation 
did not correlate with TcPo2 measurements.

3.1  Short term test–retest reliability

The short term test–retest reliability for the HSI values is 
shown in Table 2. The ICCs (95% CI) for the oxygenation 
values ranged from 0.72 (0.56–0.83) to 0.90 (0.83–0.94), 
which indicated good reliability. The DeoxyHb value 
showed the highest reliability for every measurement loca-
tion according to small measurement error and high ICC. 
The OxyHb value at the plantar side of the right and left 
feet showed the highest measurement errors of 9.6 and 
10.1, respectively. Measurement error seemed smaller for 
oxygenation levels measured at the calves compared to the 
feet. Bland–Altman plots of short term test–retest agreement 
showed lower agreement for OxyHb measurements at the 
feet (Fig. S1). There was no systematic error for OxyHb and 
for DeoxyHb measured at the feet, and only a small error for 
DeoxyHb at the right calves (Fig. S1).

3.2  Intra‑observer reliability

The intra-observer reliability at different days for the 
HSI values and TcPo2 measurements is shown in Table 3. 
The ICCs for the oxygenation values ranged from 0.24 
(−0.04–0.49) to 0.71(0.54–0.82), indicating poor to mod-
erate reliability. The DeoxyHb value showed the highest 
reliability, with ICCs ranging from 0.57 (0.34–0.73) to 
0.71 (0.54–0.82), indicating moderate reliability. The 
OxyHb values showed the highest measurement error 
(21.2 and 17.3, respectively) and the lowest ICC (0.24 
(−0.04–0.49) and 0.41 (0.16–0.62), respectively) at the 
right and left plantar side of the feet. Overall measure-
ment error seemed smaller at the calves compared with 
the feet. Bland–Altman plots of intra-observer agreement 
showed low agreement for OxyHb measurements at the 
feet (Fig. S2). The plots showed no systematic error for 
OxyHb at the feet and calves, and there was a small error 
for DeoxyHb measured at the right and left feet and left 
calf (Fig. S2). ICCs of TcPo2 measurements at the right 
and left leg were 0.54 (0.49–0.59) and 0.56 (0.52–0.60), 
respectively, indicating moderate reliability. Bland–Alt-
man plots of agreement for TcPo2 measurements showed 
no systematic error (Fig. S3).

Table 2  Short term test–retest 
reliability and measurement 
error of two consecutive 
hyperspectral images taken at 
one measurement session

Values are determined with the two subsequent images from one measurement session for 50 participants. 
SEMagree standard error of measurement for absolute agreement, LoA limits of agreement, ICCagree Intra-
class correlation for absolute agreement, 95% CI 95% Confidence intervals for the ICC, SDC smallest 
detectable change

Location OxyHb (a.u.) DeoxyHb (a.u.) Oxygen saturation (%)

Right foot SEMagree 10.1 4.9 4.3
LoA (−28.3 to 28.4) (− 4.0 to 13.7) (−12.2 to 12.0)
SDC 28.1 13.7 11.6
ICCagree 0.85 0.89 0.84
95% CI (0.75–0.91) (0.82–0.94) (0.73–0.91)

Right calf SEMagree 3.5 3.7 3.8
LoA (−9.8 to 10.0) (−11.5 to 8.4) (− 9.5 to 11.3)
SDC 9.8 10.3 10.5
ICCagree 0.89 0.90 0.88
95% CI (0.81–0.94) (0.83–0.94) (0.80–0.93)

Left foot SEMagree 9.6 6.0 5.2
LoA (−28.0 to 25.2) (−13.9 to 18.4) (−15.6 to 12.7)
SDC 26.5 16.6 14.3
ICCagree 0.82 0.84 0.75
95% CI (0.71–0.89) (0.74–0.91) (0.61–0.85)

Left calf SEMagree 5.3 4.3 5.3
LoA (−13.4 to 15.7) (−13.0 to 10.6) (− 12.8 to 16.0)
SDC 14.6 11.9 14.6
ICCagree 0.82 0.84 0.72
95% CI (0.70–0.89) (0.73–0.91) (0.56–0.83)
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3.3  Inter‑observer reliability

The inter-observer reliability at different days for the HSI 
values and TcPo2 measurements is shown in Table 4. The 
ICCs ranged from 0.30 (0.03–0.53) to 0.58 (0.36–0.74), 
indicating poor to moderate reliability. The OxyHb value 
measured at the plantar side of right and left the feet showed 
the highest measurement error (15.9 and 18.0, respectively). 
The OxyHb and DeoxyHb values appear to have a higher 
measurement error at the feet compared to the calves. The 
Bland–Altman plot of inter-observer reliability showed low 
agreement of OxyHb measurements at the feet (Fig. S4). 
The plots showed a systematic error for DeoxyHb measured 
at the right and left feet and the left calf (Fig. S4). ICCs 
of TcPo2 measurements at the right and left leg were 0.52 
(0.47–0.58) and 0.31 (0.21–0.45), respectively, indicating 
poor and moderate reliability. Bland–Altman plots of agree-
ment for TcPo2 measurements showed no systematic error 
(Fig. S3).

3.4  Generalizability and decision study

Generalizability coefficients of intra-observer reliability 
based on consistency for measurements on different days 
are shown in Table 5. The intra-observer generalizability 

coefficients of HSI (marked with *) ranged from 0.35 to 
0.69 when all measurements of all participants performed 
by the same observer were compared, indicating poor to 
moderate reliability. In a situation where two repeated 
measurements were performed by one observer on dif-
ferent days, a G coefficient of 0.46 to 0.71 was achieved 
for OxyHb and >0.75 for DeoxyHb, indicating moderate 
to good agreement. When the repeated measurements 
were increased to four by one observer, the G coefficient 
increased from 0.52 to 0.83 for OxyHb and >0.85 for 
DeoxyHb.

Generalizability coefficients based on inter-observer 
reliability for measurements on different days are shown 
in Table 6. The inter-observer generalizability coefficients 
of HSI (marked with *) ranged from 0.27 to 0.59 when 
all measurements of all participants performed by differ-
ent observers were compared, indicating poor to moderate 
reliability. In a situation where we increased the repeated 
measures or observers to two, the reliability of the meas-
urements increased, and precision was again better for 
DeoxyHb than for OxyHb or oxygen saturation. When 
two observers performed two measurements, better over-
all precision was reached, with OxyHb from 0.52 to 0.83 
and DeoxyHb from 0.71 to 0.83.

Table 3  Intra-observer 
reliability and measurement 
error for HSI at two different 
measurement sessions 
performed by one observer 
together with TcPo2 
measurements from these 
sessions

Values are determined with the first image from the first session with the first image from the second ses-
sion for 50 participants. SEMcons standard error of measurement for consistency, LoA limits of agreement, 
ICCcons Intraclass correlation for consistency, 95% CI 95% Confidence intervals for the ICC, TcPo2 transcu-
taneous oxygen pressure, SDC smallest detectable change

Location OxyHb (a.u.) DeoxyHb (a.u.) Oxygen saturation (%) TcPo2 (mm Hg)

Right foot SEMcons 21.2 8.7 8.6
LoA (−59.5 to 57.9) (−29.3 to 19.4) (−22.1 to 25.5)
SDC 58.7 24.3 23.8
ICCcons 0.24 0.71 0.33
95% CI (−0.04–0.49) (0.54–0.82) (0.06–0.56)

Right calf SEMcons 6.1 6.9 6.9 9.1
LoA (−19.0 to 14.9) (−20.3 to 18.1) (−19.7 to 18.8) (−25.0 to 25.7)
SDC 16.9 19.2 19.2 25.1
ICCcons 0.62 0.59 0.57 0.54
95% CI (0.42–0.77) (0.38–0.75) (0.34–0.73) (0.49–0.59)

Left foot SEMcons 17.3 10.0 7.8
LoA (−50.3 to 45.7) (−33.6 to 21.8) (−20.0 to 23.1)
SDC 48.0 27.7 21.6
ICCcons 0.41 0.59 0.37
95% CI (0.16–0.62) (0.37–0.74) (0.11–0.59)

Left calf SEMcons 7.4 8.2 8.8 6.9
LoA (−19.2 to 21.6) (−26.0 to 19.2) (−21.7 to 27.2) (− 19.2 to 19.8)
SDC 20.4 22.6 24.5 19.2
ICCcons 0.46 0.57 0.44 0.56
95% CI (0.20–0.65) (0.34–0.73) (0.18–0.64) (0.52–0.60)



719Journal of Clinical Monitoring and Computing (2022) 36:713–723 

1 3

4  Discussion

The portable HyperView™ system is a hand-held and user-
friendly HSI system that can be used to quantify superficial 
tissue oxygenation of the feet and calf with good short term 
test–retest reliability. Intra- and inter-observer reliability 
of HSI was poor to moderate and for TcPo2 measurements 
alike. Reliability of HSI could be improved when determined 
as a mean of two measurements taken on different days. The 
OxyHb, DeoxyHb, and oxygenation values were comparable 
with a previous study of HSI in healthy volunteers [21, 24]. 
OxyHb and DeoxyHb values were significantly higher at the 
plantar side of the foot compared with the calf, which can 
potentially be explained by differences in texture of skin, 
color, thickness, and lack of hair follicles. Also, the perfu-
sion of the plantar side of the foot is supplied by the largest 
number of angiosomes [25]. Skin temperature can also influ-
ence the superficial tissue oxygenation. The skin tempera-
ture was lower at the plantar side of the foot with a greater 
dispersion compared with the calf measurements. Local skin 
temperature and therefore oxygenation values may thus be 
more variable at the feet.

Reliability and validity data of the HyperView™ system 
are a prerequisite before it can be implemented into clinical 
practice. The short term test–retest results in our study show 

high degree of agreement and low measurement error in 
superficial tissue oxygenation values between two consecu-
tive images taken 2 min apart. These measurements were 
performed following a predefined standardized measurement 
protocol [12]. Clinical measurements without such a strict 
protocol may vary more. The short term test–retest reliabil-
ity was similar to previous findings in a study with patients 
with PAOD, where HSI was performed with a non-hand-
held device from the same manufacturer [26]. The DeoxyHb 
value showed lower SEMs and higher ICCs compared with 
OxyHb for both feet and calves. This is in line with the intra- 
and inter-observer reliability found in HSI measurements in 
patients with PAOD [26].

This is the first study to investigate the reliability of tissue 
oxygenation measurements on different days. The observed 
reliability is not significantly different for the right and left 
side of the calf and the foot. The observed differences in skin 
oxygenation are likely due to chance, as structural differ-
ences between the right and left sides are not expected. For 
measurements performed at different days, there was a low 
intra- and inter-observer reliability. Neville et al. performed 
repeated HSI in healthy volunteers 8 h apart, although reli-
ability was not determined, and they showed no statistically 
significant differences between the measurements [24]. The 
intra- and inter-observer reliability for TcPo2 measurements 

Table 4  Inter-observer 
reliability and measurement 
error for HSI at two different 
measurement sessions 
performed by two observers 
together with TcPo2 
measurements from these 
sessions

Values are determined with the first image from measurement session #1 performed by observer #1 and the 
first image from measurement session #3 performed by observer #2 for 50 participants. SEMagree standard 
error of measurement for agreement, LoA limits of agreement, ICCagree Intra Class Correlation for absolute 
agreement, 95% CI 95% Confidence intervals for the ICC, TcPo2 transcutaneous oxygen pressure, SDC 
smallest detectable change

Location OxyHb (a.u.) DeoxyHb (a.u.) Oxygen saturation (%) TcPo2 (mm Hg)

Right foot SEMagree 15.9 12.0 8.1
LoA (−39.2 to 48.3) (−37.1 to 16.7) (−14.2 to 25.5)
SDC 44.2 33.3 22.6
ICCagree 0.58 0.43 0.45
95% CI (0.36–0.74) (0.07–0.67) (0.16–0.66)

Right calf SEMagree 8.0 9.0 9.1 9.7
LoA (−22.3 to 22.4) (−26.4 to 23.8) (–24.7 to 26.4) (–24.6 to 29.1)
SDC 22.1 25.0 25.3 26.8
ICCagree 0.33 0.32 0.26 0.52
95% CI (0.05–0.55) (0.05–0.55) (–0.30 to 0.50) (0.47–0.58)

Left foot SEMagree 18.0 11.1 8.3
LoA (–46.8 to 53.4) (–34.5 to 16.5) (–17.1 to 26.2)
SDC 50.0 30.8 23.2
ICCagree 0.30 0.48 0.30
95% CI (0.03–0.53) (0.13–0.70) (0.05–0.53)

Left calf SEMagree 6.9 7.6 8.5 10.0
LoA (–15.8 to 21.4) (–23.8 to 13.4) (−16.6 to 26.7) (−23.5 to 31.3)
SDC 19.2 21.1 23.6 27.6
ICCagree 0.46 0.57 0.42 0.31
95% CI (0.22–0.65) 0.28–0.75) (0.15–0.62) (0.21–0.45)
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on different days was poor to moderate and similar to the 
HSI measurements at the calf. We therefore hypothesize 
that superficial tissue oxygenation values vary significantly 
in healthy volunteers on different days, explaining the low 
reliability of both the HSI and TcPo2 measurements. The 
reason for the low reliability and agreement might be caused 
by measurement error or by a high variability in superfi-
cial tissue oxygenation caused by many possible sources of 
variation. To better assess the reliability taking into account 
different days and observers as sources of variation in this 
study design of repeated measurement sessions, the gener-
alizability study showed moderate intra-observer reliability 
for DeoxyHb at every location. These values are higher than 
the previously determined ICCs, but were obtained in a more 
realistic manner by taking into account the variance caused 
by observers and measurement sessions.

What needs to be considered is that variations in 
measurements can partly be explained by variable fac-
tors such as physical activity, stress, smoking, caffeine 
intake, difference in environmental temperature before 
and during measurements, vasoconstriction, skin color 
changes, and skin temperature. All of these factors can 
be different between participants, which is shown in the 

large standard deviation of HSI values determined at one 
moment (Table 2) and can be different within the partici-
pants, which results in a low reliability score at different 
measurement moments (Tables 4 and 5). These sources 
of variation are difficult to standardize during measure-
ments. However, these sources of variation will also be 
present when performing measurements in patients with 
PAOD. A possible solution to interpret the results of HSI 
can therefore be to average measurements on different days 
and observing trends during consecutive measurements at 
different days.

The G coefficients obtained from the decision study sug-
gest that the reliability of the measurements is increased by 
averaging multiple measurements obtained over different 
days. Two repeated measurements are sufficient to obtain 
overall good reliability for DeoxyHb, but four to six meas-
urements are required to obtain reliable measurements of 
OxyHb. Averaging values from multiple measurements and 
observing general trends rather than using a strict cutoff on 
a single measurement should be considered to accurately 
determine lower extremity perfusion. For clinical implemen-
tation, monitoring of superficial tissue oxygenation should 
be performed with an average of at least two measurements.

Table 5  Intra-observer 
reliability based on 
generalizability and decision 
studies of HSI measurements

HSI hyperspectral imaging, nm alternative number of measurements, no alternative number of observers. 
*generalizability coefficients determined with all measurements performed by the same observer. Coeffi-
cients in bold exceed 0.75, indicating good reliability. OxyHb Oxyhemoglobin, DeoxyHb deoxyhemoglobin

OxyHb DeoxyHb Oxygen saturation

Right foot
nm↓no→ 1 2 4 6 1 2 4 6 1 2 4 6
1 0.40* 0.52 0.62 0.67 0.65* 0.75 0.83 0.87 0.38* 0.43 0.49 0.51
2 0.57 0.68 0.77 0.80 0.79 0.86 0.91 0.93 0.55 0.61 0.65 0.68
4 0.73 0.81 0.87 0.89 0.88 0.92 0.95 0.96 0.71 0.75 0.79 0.81
6 0.80 0.87 0.91 0.92 0.92 0.95 0.97 0.98 0.79 0.82 0.85 0.86
Left foot
nm↓no→ 1 2 4 6 1 2 4 6 1 2 4 6
1 0.40* 0.49 0.58 0.63 0.60* 0.72 0.82 0.85 0.35* 0.43 0.51 0.55
2 0.57 0.66 0.74 0.77 0.75 0.84 0.90 0.92 0.52 0.60 0.67 0.71
4 0.73 0.79 0.85 0.87 0.85 0.91 0.95 0.96 0.68 0.75 0.80 0.83
6 0.80 0.85 0.89 0.91 0.90 0.94 0.96 0.97 0.77 0.82 0.86 0.88
Right calf
nm↓no→ 1 2 4 6 1 2 4 6 1 2 4 6
1 0.37* 0.54 0.70 0.78 0.65* 0.76 0.85 0.89 0.65* 0.76 0.85 0.89
2 0.46 0.63 0.77 0.83 0.79 0.86 0.92 0.94 0.79 0.86 0.92 0.94
4 0.52 0.68 0.81 0.87 0.88 0.93 0.96 0.97 0.88 0.93 0.96 0.97
6 0.55 0.71 0.83 0.88 0.92 0.95 0.97 0.98 0.92 0.95 0.97 0.98
Left calf
nm↓no→ 1 2 4 6 1 2 4 6 1 2 4 6
1 0.55* 0.71 0.83 0.88 0.69* 0.80 0.89 0.92 0.57* 0.71 0.82 0.87
2 0.71 0.83 0.91 0.94 0.82 0.89 0.94 0.96 0.73 0.83 0.90 0.93
4 0.83 0.91 0.95 0.97 0.90 0.94 0.97 0.98 0.84 0.91 0.95 0.97
6 0.88 0.94 0.97 0.98 0.93 0.96 0.98 0.99 0.89 0.94 0.97 0.98
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TcPo2 measurements were also performed to determine 
tissue perfusion [8]. The mean TcPo2 values exceeded the 
minimal 50 mm Hg, which is considered normal in healthy 
subjects [7]. The ICC of TcPo2 measured at different days 
was low, underlining the large variation in normal tissue 
perfusion in healthy participants on different days. The low 
reliability can also be a result of measurement error of the 
TcPo2 measurements, however a short term test–retest reli-
ability was not performed for these measurements. This ren-
ders it uncertain whether the low reliability arises mainly 
from the variation in superficial tissue oxygenation, as it 
does in HSI measurements. The reliability of TcPo2 at differ-
ent days has been studied to limited extent. De Graaff et al. 
showed similar moderate reliability and high measurement 
error [27]. However, one other previous study measuring 
TcPo2 during exercise on different days showed good reli-
ability [28]. The use of a provocation test, such as exercise 
or cuff occlusion, may lead to a better reliability of measure-
ments for HSI as well.

The lack of a provocation test to induce changes in lower 
limb perfusion is one of the limitations in this study. Another 
limitation is the lack of test–retest reliability for the TcPo2 

measurements as only one TcPo2 measurement has been per-
formed. Previous studies however showed good test–retest 
reliability for TcPo2 [27]. Besides this, participants had 
only 5 min of rest before measurements, which might not be 
enough to attain resting state perfusion for every participant 
depending on their level of physical activity before the study, 
this may have introduced a variation between participants. 
Another limitation of the study is that the time intervals 
between measurement sessions could not be standardized 
because of availability of the research rooms, the research 
physicians and the volunteers. Moreover, this study is lim-
ited to HSI measurements in healthy volunteers, and cannot 
be extrapolated to patients. The variability of superficial 
tissue oxygenation might differ between healthy tissue and 
tissue from patients suffering PAOD or DM. The low reli-
ability coefficients in this study cannot directly be translated 
to a patient group. Notwithstanding a large variation in HSI 
values, these may be significantly lower in patients groups 
as has been shown in studies using other HSI devices [12]. It 
should be taken into consideration that this study used opti-
mal measurement conditions, the lack of which could result 
in lower reliability in clinical practice.

Table 6  Inter-observer 
reliability based on 
generalizability and decision 
studies of HSI measurements

HSI hyperspectral imaging, nm alternative number of measurements, no alternative number of observers. 
*Generalizability coefficients determined with all measurements performed by different observers. Coef-
ficients in bold exceed 0.75, indicating good reliability. OxyHb Oxyhemoglobin, DeoxyHb Deoxyhemo-
globin

OxyHb DeoxyHb Oxygen saturation

Right foot
nm↓no→ 1 2 4 6 1 2 4 6 1 2 4 6
1 0.42* 0.59 0.74 0.81 0.53* 0.69 0.82 0.87 0.36* 0.52 0.69 0.77
2 0.54 0.70 0.82 0.87 0.62 0.77 0.87 0.91 0.41 0.58 0.73 0.81
4 0.64 0.78 0.88 0.92 0.69 0.82 0.90 0.93 0.46 0.63 0.77 0.84
6 0.70 0.82 0.90 0.93 0.72 0.83 0.91 0.94 0.48 0.65 0.79 0.85
Left foot
nm↓no→ 1 2 4 6 1 2 4 6 1 2 4 6
1 0.27* 0.43 0.60 0.69 0.59* 0.74 0.85 0.89 0.31* 0.48 0.65 0.73
2 0.35 0.52 0.68 0.76 0.71 0.83 0.91 0.94 0.39 0.56 0.72 0.79
4 0.42 0.59 0.74 0.81 0.80 0.89 0.94 0.96 0.46 0.63 0.77 0.84
6 0.45 0.62 0.77 0.83 0.84 0.91 0.95 0.97 0.50 0.66 0.80 0.86
Right calf
nm↓no→ 1 2 4 6 1 2 4 6 1 2 4 6
1 0.48* 0.65 0.79 0.85 0.45* 0.62 0.77 0.83 0.39* 0.56 0.72 0.79
2 0.65 0.79 0.88 0.92 0.55 0.71 0.83 0.88 0.48 0.65 0.79 0.85
4 0.79 0.88 0.94 0.96 0.61 0.76 0.86 0.90 0.54 0.70 0.82 0.88
6 0.85 0.92 0.96 0.97 0.64 0.78 0.87 0.91 0.56 0.72 0.84 0.89
Left calf
nm↓no→ 1 2 4 6 1 2 4 6 1 2 4 6
1 0.55* 0.71 0.83 0.88 0.59* 0.74 0.85 0.90 0.48* 0.65 0.79 0.85
2 0.71 0.83 0.91 0.94 0.70 0.82 0.90 0.93 0.61 0.76 0.86 0.90
4 0.83 0.91 0.95 0.97 0.77 0.87 0.93 0.95 0.70 0.83 0.90 0.93
6 0.88 0.94 0.97 0.98 0.80 0.89 0.94 0.96 0.74 0.85 0.92 0.95
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In future research dedicated to HSI measurements with 
the  HyperView™ system, the validity of measurements 
should be determined in patients with PAOD and DM. 
This should be compared with TcPo2 measurements as 
well as with conventional diagnostics like ankle brachial 
indices and Doppler ultrasound. In addition, it is important 
to investigate whether HSI can differentiate tissue oxy-
genation between the respective angiosomes in the lower 
extremity of patients.

5  Conclusions

To conclude, this study showed good short term test–retest 
reliability, but low intra- and inter-observer reliability for 
superficial tissue oxygenation measurements with both 
HSI and TcPo2 performed on separate days in healthy vol-
unteers. The use of the average of two measurements taken 
on different days would be a possible solution to increase 
the reliability of HSI. The current results may not be rep-
resentative for patients with impaired tissue perfusion. 
Reliability and validity should thus also be determined in 
PAOD and DM patients before HSI can be implemented 
in clinical practice.
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