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Abstract
To address the problem of lack of clinical evidence for airway devices introduced to the market, the Difficult Airway Society 
(UK) developed an approach (termed ADEPT; Airway Device Evaluation Project Team) to standardise the model for device 
evaluation. Under this framework we assessed the LMA Protector, a second generation laryngeal mask airway. A total of 
111 sequential adult patients were recruited and the LMA Protector inserted after induction of general anaesthesia. Effective 
insertion was confirmed by resistance to further distal movement, manual ventilation, and listening for gas leakage at the 
mouth. The breathing circuit was connected to the airway channel and airway patency confirmed with manual test ventilation 
at 20 cm  H20 (water) pressure for 3 s. Data was collected in relation to the time for placement, intraoperative performance 
and postoperative performance of the airway device. Additionally, investigators rated the ease of insertion and adequacy 
of lung ventilation on a 5-point scale. The median (interquartile range [range]) time taken to insertion of the device was 31 
(26–40[14–780]) s with the ability to ventilate after device insertion 100 (95% CI 96.7- 100)%. Secondary endpoints included 
one or more manoeuvres 60.3 (95% CI 50.6—69.5)% cases requiring to assist insertion; a median ease of insertion score of 
4 (2–5[3–5]), and a median adequacy of ventilation score of 5 (5–5[4–5]). However, the first time insertion rate failure was 
9.9% (95% CI 5.1—17.0%). There were no episodes of patient harm recorded, particularly desaturation. The LMA Protector 
appears suitable for clinical use, but an accompanying article discusses our reflections on the ADEPT approach to studying 
airway devices from a strategic perspective.
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1 Introduction

Following the introduction of the Laryngeal Mask Airway 
(LMA) Classic™ (LMA™ North America, Inc., San Diego, 
CA, USA) in 1989 [1], the use of laryngeal mask airway 
devices in elective and emergency airway management has 
become widespread in clinical practice and is used in more 
than half of general anaesthetic operations in the UK [2, 3]. 

Although the original device is still in use, there have been 
several changes to the design which has led to the devel-
opment ‘second generation’ supraglottic airway devices 
(SADs). These devices aim to overcome the reported com-
plications associated with SAD use, including the risk of 
aspiration, potentially difficult placement, poor seal and sore 
throat postoperatively. Notably, though, these complications 
are argued to arise after blind insertion and alternative meth-
ods have been proposed [4]. The classification of SADs by 
‘generation’ is discussed elsewhere [5–7].

This proliferation of SADs, coupled with a recognised 
lack of clinical evidence supporting use of the new devises 
before they were brought to market led the Difficult Airway 
Society (DAS) to develop guidance (termed ADEPT after 
the Airway Device Project Evaluation Team) as a framework 
under which clinical studies could be facilitated [8]. It was 
under this framework (described further in an accompanying 
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article [9]) that we undertook a prospective observational 
cohort study of the LMA® Protector™ to investigate its 
clinical performance characteristics.

The LMA® Protector™ (Teleflex Medical, Co. West-
meath, Ireland) can be characterised by a taxonomy 
described elsewhere [10]. It is a single use device that incor-
porates a number of improvements which aim to reduce the 
already low complication rate associated with SAD use. The 
device is an evolution of previous second generation SADs 
developed by Teleflex which are in everyday use around the 
world (LMA® SupremeTM, LMA® ProsealTM, LMA® 
GuardianTM) which all have a good record of safety and 
effectiveness [11–15]. These evolutions include: (a) dual 
gastric channels which continue distally and enter a chamber 
located behind the cuff. The chamber further narrows distally 
into an orifice located at the end of the cuff to communicate 
distally with the upper oesophageal sphincter. A suction tube 
may be attached to the male drainage port around the laryn-
geal region or a well lubricated gastric tube may be passed 
through the female drainage port to the stomach (Fig. 1); 
(b) the airway tube and cuff are 100% silicone, phthalate 
free and designed to conform to the airway anatomy. Sili-
cone cuffs have been shown to reduce risk of sore throat 
and achieve higher seal pressures compared with PVC cuffs. 
An integrated cuff pressure indicator for single-use airway 

management devices that enables continuous cuff pressure 
monitoring at a glance and facilitates easy, accurate adjust-
ment when necessary; a bite block; a fixation system which 
prevents proximal displacement during use ensuring that the 
distal end seals around the upper oesophageal sphincter.

2  Methods

This multicentre, international study took place in Great 
Britain and Ireland over five hospital sites. Ethics approval 
was granted by local ethics boards to undertake a prospec-
tive observational cohort study of the LMA® Protector™ 
in line with DAS ADEPT guidelines for device evaluation 
[8]. The study was conducted at St. James’s Hospital, Dublin 
(two hospitals) and Oxford University Hospitals NHS Foun-
dation Trust between 2019–2021 (three hospitals) and there 
were no changes to methods after study commencement. 
The study was prospectively registered with clinicaltrials.
gov (ClinicalTrials.gov Identifier: NCT03664700).

In order to ensure uniformity of insertion technique, 
participating anaesthetists were provided with didactic and 
practical instruction on the placement and correct use of 
the LMA® Protector™. A variety of manikin heads were 
used to afford anaesthetists the opportunity to practice 

Fig. 1  LMA® Protector™ (figure provided by courtesy of Teleflex Medical, Co. Westmeath, Ireland)
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insertion of the LMA® Protector™ and to practice place-
ment of a nasogastric (NG) tube via its gastric port. Only 
the study investigators enrolled patients and placed the 
device during the study.

We enrolled male and female patients aged 18 years 
and older undergoing operation under general anaesthesia 
with a supraglottic airway device. Included patients were: 
adults > 18 yrs having a general anaesthetic; participants 
willing and able to give informed consent for participa-
tion in the study; ASA 1—3 category patients; patients 
clinically deemed suitable for a SAD insertion as based 
on patient and operation factors. Exclusion criteria were if 
patients refused consent; age < 18 years; patients requiring 
intubation for the operation such as risk of regurgitation; 
ASA 4 and above; predicted difficult tracheal intubation.

After signed informed consent, and arrival in the 
anaesthetic room standard monitors including periph-
eral capillary oxygen saturation (SpO2), electrocardi-
ography, non-invasive blood pressure and capnogra-
phy, were applied. Intravenous access was obtained and 
patients were positioned supine with their head placed on 
a pillow, with neck flexed and head extended, consistent 
with current practice for LMA insertion. Premedication 
(0.03 mg  kg−1 midazolam, 1–2 μg  kg−1 fentanyl) was per-
mitted. Oxygen was administered via a face mask at 6–10 
L/min for 3 min before general anaesthesia was induced 
using 2–3 mg  kg−1 IV propofol. If neuromuscular blockade 
was administered the drug and dose was recorded and is 
presented in the results below, The LMA® Protector™ 
was inserted once an adequate depth of anaesthesia was 
achieved, using loss of verbal communication and eyelash 
reflex as a guide. General anaesthesia was maintained with 
sevoflurane in air/O2.

Insertion of the LMA followed a standardized procedure 
similar to the technique described for the LMA®Classic™ 
Airway [16]. The convex surface was lubricated with water-
based gel before grasping the integral bite block and advanc-
ing it behind the tongue. Next, the LMA was guided from 
the hard to the soft palate, down the posterior pharyngeal 
wall, and into the hypopharynx where resistance is felt. 
Here it was seated with the airway channel cuffed around 
the laryngeal opening and the posterior part of the device 
with the distal gastric port directed at the upper oesophageal 
entrance. Effective insertion of the device was confirmed 
by resistance to further distal movement, manual ventila-
tion resulting in effective chest wall movement, observing 
movement of the reservoir bag in response to spontaneous 
ventilation, and listening for gas leakage at the mouth [17, 
18]. The breathing circuit was connected to the airway chan-
nel and airway patency confirmed with manual test ventila-
tion at 20 cm  H20 (water) pressure for 3 s effected by use 
of the adjustable pressure-limiting valve on the anaesthetic 
machine.

Data was collected in relation to the placement, intra-
operative performance and postoperative performance of 
the airway device. The schedule of observations is supplied 
in Table 1. The named investigators who have significant 
experience with research data collection, recorded primary 
and secondary outcome data as outlined above. Additionally, 
investigators rated the ease of insertion and adequacy of lung 
ventilation on a 5-point scale.

The sample size was estimated as that which would be 
likely to yield at least one failure of insertion. Applying the 
analysis of binomial confidence intervals for observational 
studies, and assuming a first-time insertion failure rate of 
5%, we estimated a sample size of 110 patients would be 
required to observe at least one first-time failure of inser-
tion [19]. The final number of patients enrolled was there-
fore 111. The threshold of 5% does not indicate a clinically 
acceptable limit, but a likely rate based on preliminary expe-
rience of performance.

Data was analysed by GraphPad Prism version 8 (Graph-
Pad, Salt Lake City, UT, USA). Data was recorded in Excel 
(Microsoft™) and imported into Prism v8 for analysis. All 
data was stored according to EU Directive 2019 on General 
Data Protection Regulations. Mean and standard deviation 
was used to describe normally distributed continuous vari-
ables; median and interquartile ranges (IQR) were used for 
non-normally distributed continuous variables. Categorical 
variables were expressed as number and percentage.

3  Results

In total, 112 patients were enrolled from September 2019 
to March 2021. One patient declined to participate in the 
post-operative questionnaire and so they were removed from 
the study and their results were not analysed. Table 2 out-
lines patient characteristics and Table 3 the type of surgery. 
Table 4 summarises the main results.

Insertion of the LMA® Protector™ was successful in 100 
patients on first attempt (90.1%; in fact a failure rate twice 
as high as initially predicted), in 10 patients (9%) on sec-
ond attempt and on the third attempt in one patient (0.9%). 
Complete failure to place the device did not occur in any 
patient. The median (IQR [range]) time taken to insertion of 
the device was 31 s (26–40[14–780)]. Airway manipulations 
were undertaken to place the device in 67 cases, 60.3(95% 
CI 50.6–69.5)% with neck extension (67.5%) and jaw thrust 
(74.8%) being the most commonly used manipulations.

The mean ease of insertion was rated by investigators 
as a median ease of insertion score 4 (2–5(3–5]), and a 
median adequacy of ventilation score of 5 [5–5[4, 5]). 
The LMA protector™ was found to provide a good seal 
with mean oropharyngeal leak pressure of 37  mmHg 
[(30–40[10–70] (IQR [range]). Overall, the LMA 
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protector™ was able to maintain good seal and adequate 
ventilation in 110 patients 99 (95% CI 97.3–100)%; in one 
case the seal was deemed inadequate and so bag mask 
ventilation was instead performed successfully for the 
short duration of the case. For these purposes, a good seal 
was regarded to be no audible leak and adequate tidal vol-
umes (> 7 ml/kg, stable SpO2, square capnograph trace). 

The median volume of air to achieve intra-cuff pressure 
of 60 cmH2O was 14 [12–15[0–40]) ml. The supraster-
nal notch test (tapping the suprasternal notch and observ-
ing simultaneous movement of a drop of lubricant at the 
proximal end of the drain tube) was positive in 96 patients, 
86.4 (95% CI 80.12–92.84)%. Attempt at placement of a 
nasogastric tube was undertaken in 36 patients, 32(95% 

Table 1  Study Sequence

1. LMA protector (appropriate size) handed to anaesthetist
 (a) Time starts after confirmation of adequate of anaesthesia post-induction
 (b) LMA protector inserted
 (c) LMA protector cuff inflated to top of green line (60cmH2O) on pilot cuff—note volume in cuff
 (d) Anaesthetist allowed up to 3 insertions to secure what they clinically regard as best fit according to existing guidance [15]
 (e)1st capnography trace obtained: time to insertion noted
 If the anaesthetist not satisfied after × 3 attempts in total then time stops and data collection ends, and an alternative device, at the discretion of 

the anaesthetist, is used and noted
After successful placement:
 (f) Measure leak pressure: set flow at 6L/min, increase APL valve pressure until audible leak starts; note at what level leak occurs
 (g) Confirm correct placement of LMA Protector: perform suprasternal notch test and note result
 (h) Pass nasogastric tube through gastric port, if clinically indicated

2. For ease of LMA insertion, score on 11-point numerical rating scale (0—very difficult to 10—very easy)
 (a) Ease of insertion
 (b) Quality of seal
 (c) Protection from aspiration

3. Note type of anaesthetic used (e.g. volatile [which agent], TIVA and all drugs used)
4. During surgery note
 (a) Loss of adequate airway ± Need to change airway
 (b) Regurgitation
 (c) Laryngeal spasm

5. Upon removal of device note
 (a) Evidence of blood
 (b) Evidence of aspiration
 (c) Laryngeal spasm

6. Post operatively patient satisfaction measured
 (a) Sore throat
 (b) Pain on swallowing
 (c) Oropharyngeal numbness
 (d) Jaw pain
 (e) Pain on speaking

Primary outcome measures
 1. First go insertion success rate
 2. First go successful ventilation rate
 3. Percentage of complication free insertions

Secondary outcome measures
 1. Time to first square capnography waveform
 2. Lowest oxygen saturation level
 3. Interventions needed to ensure airway patency
 4. Quality of ventilation
 (a) The quality of ventilation will depend on whether there was visible chest movement, tidal volume > 7 ml/kg, stable  SpO2 and square cap-

nography trace
 5. Complication occurrence during insertion of device, during anaesthesia, and on device removal
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CI 23.7–41.1)% of cases and was possible on first attempt 
in all such cases.

Major complications were noted in one case where hic-
coughing occurred immediately post induction followed by 
laryngospasm with desaturation to 91% for less than one 
minute. This resolved after the administration of 20 mg 
propofol and the case continued with the LMA Protector™, 
the patient was comfortable in recovery and no adverse 
sequelae were present. Minor complications were detected in 
39 cases (35 (95% CI 26.2—40.0%); five of these cases (4.5 
(95% CI 0.6–8%)) occurred immediately following device 
insertion (three cases of hiccoughing which spontaneously 
resolved and two cases of poor seal where the device was 
changed for a larger size. One complication occurred during 
the maintenance phase whereby the device required reposi-
tioning. Post-operative patient survey revealed that compli-
cations occurred in 55 cases (49.5(95% CI 40.2–58.8)%). 
Mucosal injury as evidenced by blood stains on the LMA 
Protector™ was documented in 19 patients (17(95% CI 
10.1–24.1)%). Delayed patient reported complications 
included mild post-operative sore throat in 37 (33(95%CI 
21.2–38.2)%), mild pain on swallowing in 12 (10.8(95% CI 
5.0–16.5)%), mild post-operative dysphonia in 3 (2.7(95% 
CI 0.3–5.7)%), mild mouth pain in 1 (0.9(95% CI 0.8–2.6%), 
mild jaw pain in 1 (0.9(95% CI 0.8–2.6)%) and mild numb-
ness of tongue in 1 (0.9(95% CI 0.8–2.6)%). No patient 
reported any moderate or severe post-operative complica-
tions. The degree of post-operative sore throat, dysphagia 
and dysphonia were described to be mild in nature and lasted 
for less than 24 h.

4  Discussion

The main finding of this study is that the LMA Protector 
shows acceptable performance characteristics for clini-
cal use, but success in different outcome domains need 
to be balanced in settling a niche for its use. Notably, the 
median insertion time was comparable to other devices like 
the Ambu®AuraGain™ and the LMA Supreme™ Second 
Seal™ [20], and ease of insertion and adequacy of ventila-
tion via the device were both rated highly by investigators. 
However, the 10% failure rate on initial insertion exceeded 
our preliminary expectation of 5%, and also a suggested 
upper limit of 2.5% for supraglottic airway devices [19]. 
Recently Zaballos et al. reported an even higher first time 
failure rate of 16% in a larger trial of 280 patients [21].

Ours is not the first reported trial of the LMA Protector. 
Sng et al.’s description in 2017 [22] was in fact contempo-
raneous with the planning of our own trial, and the delays 
we then encountered are described in the accompanying 
article [9], and since then there exist over a dozen reports, 
including description of its use in different patient positions, 
emergency and elective settings, and for facilitating use of 
fibrescopy [13, 23, 24]. However, whereas most of these are 

Table 2  Baseline characteristics of patients recruited (n = 111)

Median (IQR [range]) or n, 
proportion (%)

Age (years) 68 (42–78[18–84])
Body weight (kg) 77 (66–83[36–107])
BMI (kg/m2) 25.5 (23.4–27.7[14.2–33.5])
Gender (male) 53, 47.8%
ASA class ASA 1 47, 42.3%

ASA 2 56, 50%
ASA 3 8, 7.2%

Table 3  Details of Surgery

NMB neuromuscular blockade, I + D incision and drainage, EUA 
examination under anaesthetic, TURP transurethral prostatectomy, 
TURBT transurethral resection of bladder tumour, THR total hip 
replacement, DHS dynamic hip screw

Number, proportion (%); or Median 
(IQR[range])

Use of NMB 3 (2.7%)
Duration of Surgery 

(median (IQR[range])
80 (50-95 [20-180]) mins

Surgical Procedure; n,% General Surgery 39, 35.1%
• Mastectomy 18, 16.2%
• EUA Perineal Abscess 6, 5.4%
• I+D abscess 5, 4.5%
• Inguinal Hernia repair 4, 3.6%
• Fistulectomy 3, 2.7%
• Microductectomy 1, 0.9%
• Evacuation of breast haematoma 1, 

0.9%
• Pilonidal Sinus 1, 0.9%
Orthopaedic; 30, 27%
• Fusion of forefoot or ankle 8, 7.2%
• THR/DHS 7, 6.3%
• Removal of metal 6, 5.4%
• Total Knee Replacement 3, 2.7%
• External Fixation Ankle 2, 1.8%
• Rotator Cuff Repair 2, 1.8%
• ORIF elbow or radius 2, 1.8%
Urology; 25, 22.5%
• Ureteroscopy (+/− stent) 16, 14.4%
• TURP/ TURBT 4, 3.6%
• Cystoscopy 3, 2.7%
• Repair of hydrocele 1, 0.9%
• Bladder botox 1, 0.9%
Plastic Surgery; 10, 9%
• Plastic surgery of hand or forearm 6, 

5.4%
• EUA and botox 4, 3.6%
Gynaecology; 7, 6.3%
• Hysteroscopy 7, 6.3%
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individual case series or relatively small (but albeit appropri-
ately statistically powered) randomised trials, ours is argu-
ably the first study of a diverse patient cohort in real world 
settings. Our patient population was heterogenous in terms 
of gender, BMI, weight operative procedure and duration 
of surgery, which is more representative of standard prac-
tice than previous studies which focused on specific patient 
cohorts.

Perhaps for this reason, the number of complica-
tions noted in our study is higher than previous studies 
of the same device. This is unlikely to be due to misuse 
as all investigators were well experienced. Rather, it is a 
reflection of our study design which encouraged patient 
self-reporting of complications and which included a 
heterogenous case mix. Thus, our queries were framed 
as leading questions (e.g. ‘Do you have a sore throat?’), 
which may have prompted a higher positive response rate. 

Furthermore, this question was posed early on admission 
to the postoperative recovery unit, whereas other studies 
waited much longer to record this outcome, e.g. 18–24 h 
after operation [21–24]. Nevertheless our reported minor 
complication rate is not prohibitive to use of the device. 
The presence of blood on supraglottic airway devices 
upon removal is common [21–24]. Most studies report 
the occurrence of visible bloodstaining ranging between 
0 and 50% [21–25]. The wide range in these figures may 
be attributed to slight differences in device size, material 
or shape and also due to differences in device insertion 
techniques affecting minor trauma to the oropharyngeal 
mucosa. Our data shows that traces of visible bloodstain-
ing occurred in 19 (17%) of cases which is well within the 
normal range for similar SADs [26].

The advantages of a multi-centre design are always bal-
anced against the heterogeneity of insertion techniques and 

Table 4  Main results

PACU  Post anaesthesia care unit, NGT Nasogastric tube. There were no moderate or severe post-operative complications. There were no post-
operative cases of vomiting, lip or tongue swelling, hearing changes, or ear pain. Ease of insertion score is out of 5. A good seal was regarded to 
be no audible leak and adequate tidal volumes (> 7 ml/kg, stable SpO2, square capnograph trace). Values are IQR(range)mean] or n, %

Number, proportion %; or Median (IQR [range])

Insertion of LMA® protector™ 1st attempt n, 91.9%
2nd attempt n, 7.2%
3rd attempt n, 0.9%

Time to insertion of LMA® Protector™ 31 (26–40[14–780]s
Airway manipulations 1 or more airway manipulation required n, 60.3%

 Jaw thrust n, 74.8%
 Neck extension n, 67.5%
 Chin lift n, 6%
 Reposition device n, 4.5%

Ease of insertion rated by investigators 4 (2–5 [1–5])
Adequacy of ventilation rated by investigators 5 (5–5 [1–5])
Oropharyngeal leak pressure (mm Hg) 37 (30–40 [10–70])
Volume of air to achieve intra-cuff pressure of 60  cmH2O (ml) 14 (12–15 [10–40])
Ability to maintain good seal and adequate ventilation 110, 99.1%
Suprasternal notch test positive 96; 86.4%
NGT placement attempted 36; 32.4%
Major complications (desaturation to 91%) 1; 0.9%
Minor complications 39, 35%

 6, 5.4% immediately following device insertion
 1, 0.9% during maintenance of anaesthesia
 32, 28.8% upon extubation

Post-operative patient survey in PACU and at 24 h  Mucosal injury 19, 17.1%
 Mild post-operative sore throat 37, 33%
 Mild pain on swallowing 12, 10.8%
 Mild post-operative dysphonia 7, 6.3%
 Mild mouth pain 3, 2.7%
 Mild jaw pain 3, 2.7%
 Mild numbness of tongue 1, 0.9%
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experience of anaesthetist participants. Although registered 
as a clinical trial, it was a single-arm observational study 
that, if registered as an audit might have been expedited to 
completion. This delay became important as guidelines for 
airway management during the pandemic changed regularly 
and for a significant period the number of SADs used in our 
trial departments was reduced both due to a reduction in 
overall theatre workload and due to an increase in the use 
of tracheal tubes due to concerns regarding possible aero-
solization of SARS-CoV-2 virus with the use of SADs [27, 
28]. Our protocol permitted the use of neuromuscular block-
ade and active lung ventilation but in the event, only three 
such cases were included: the results are unchanged if these 
are excluded. Finally, our study was appropriately sized to 
describe performance characteristics, but it is important to 
appreciate that complications or adverse events with zero 
incidence still have an upper 95% CI of 3.3%, so we cannot 
exclude the possibility that these events not seen could still 
arise with a frequency of 3 in 100 [19]. However, we think 
that remains within acceptable performance limits.

Author contributions All authors contributed to the study conception 
and design, material preparation, data collection and analysis. The first 
draft of the manuscript was written by Ellen O’Sullivan and all authors 
commented on previous versions of the manuscript. All authors read 
and approved the final manuscript.

Funding This study was suppoted by DAS UK.

Declarations 

Conflict of interest JJP is co-Chair of the Safe Anaesthesia Liaison 
Group, SALG. E O’S and VA are members of DAS Committee. This 
study was funded by a grant from DAS, awarded via the National In-
stitute of Academic Anaesthesia. The authors thank Teleflex for the 
training support offered. No other competing interests declared.

Open Access This article is licensed under a Creative Commons Attri-
bution 4.0 International License, which permits use, sharing, adapta-
tion, distribution and reproduction in any medium or format, as long 
as you give appropriate credit to the original author(s) and the source, 
provide a link to the Creative Commons licence, and indicate if changes 
were made. The images or other third party material in this article are 
included in the article's Creative Commons licence, unless indicated 
otherwise in a credit line to the material. If material is not included in 
the article's Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will 
need to obtain permission directly from the copyright holder. To view a 
copy of this licence, visit http:// creat iveco mmons. org/ licen ses/ by/4. 0/.

References

 1. van Zundert TC, Brimacombe JR, Ferson DZ, Bacon DR, Wilkin-
son DJ. Archie brain: celebrating 30 years of development in 
laryngeal mask airways. Anaesthesia. 2012;67:1375–85.

 2. Woodall NM, Cook TM. National census of airway management 
techniques used for anaesthesia in the UK: first phase of the fourth 
national audit project at the royal college of anaesthetists. Br J 
Anaesth. 2011;106:266–71.

 3. Sury MR, Palmer JH, Cook TM, Pandit JJ. The state of UK anaes-
thesia: a survey of national health service activity in 2013. Br J 
Anaesth. 2014;113:575–84.

 4. Van Zundert AA, Kumar CM, Van Zundert TC. Malpositioning of 
supraglottic airway devices: preventive and corrective strategies. 
Br J Anaesth. 2016;116:579–82.

 5. Cook TM. Third generation supraglottic airway devices: an 
undefined concept and misused term Time for an updated clas-
sification of supraglottic airway devices. British J Anaesth. 
2015;115: 633–4. https:// doi. org/ 10. 1093/ bja/ aev309.

 6. Miller DM. Third generation supraglottic airways: is a new clas-
sification needed? Br J Anaesth. 2015;115:634.

 7. Van Zundert AAJ, Kumar CM, Van Zundert TCRV, Gatt SP, 
Pandit JJ. The case for a 3rd generation supraglottic airway 
device facilitating direct vision placement. J Clin Monit Com-
put. 2021;35:217–24.

 8. Pandit JJ, Popat MT, Cook TM, Wilkes AR, Groom P, Cooke H, 
Kapila A, O’Sullivan E. The difficult airway society ‘ADEPT’ 
guidance on selecting airway devices: the basis of a strategy for 
equipment evaluation. Anaesthesia. 2011;66:726–37.

 9. Athanassoglou V, O'Sullivan E, Pandit JJ. New guidelines for 
research in airway device evaluation: time for an updatedap-
proach (ADEPT-2) to the Difficult Airway Society’s ‘ADEPT’ 
strategy? J Clin Monit Comput 2022 (In press).

 10. Van Zundert AA, Skinner MW, Van Zundert TC, Luney SR, 
Pandit JJ. Value of knowing physical characteristics of the air-
way device before using it. Br J Anaesth. 2016;117:12–6.

 11. Jagannathan N, Sohn LE, Sawardekar A, Gordone J, Langen KE, 
Anderson K. A randomized comparison of the LMA Supreme 
and LMA ProSeal in children. Anaesthesia. 2012;67:632–9.

 12. Martin DP, Bhalla T, Thung A, Tobias JD. Clinical evaluation 
of a novel LMA with a color-coded pressure gauge. Int J Pediatr 
Otorhinolaryngol. 2013;77:76–8.

 13. Wong DT, Tam AD, Mehta V, Raveendran R, Riad W, Chung 
FF. New supraglottic airway with built-in pressure indicator 
decreases postoperative pharyngolaryngeal symptoms: a rand-
omized controlled trial. Can J Anaesth. 2013;60:1197–203.

 14. William A, Chambers NA, Erb TO, Ungern-Sternberg BS. Inci-
dence of sore throat in children following use of flexible laryn-
geal mask airways—impact of an introducer device. Pediatric 
Anesth. 2010;20(9):839–43.

 15. Chang JE, Kim H, Lee JM. A prospective, randomized compari-
son of the LMA-protector™ and i-gel™ in paralyzed, anesthe-
tized patients. BMC Anesthesiol. 2019;19:118.

 16. McGhee TD, McAteer EJ, Thomas A, Abu-Saad MA, Bushman 
JA. The laryngeal mask airway development and preliminary 
trials of a new type of airway. Anaesthesia. 1985;40:356–61.

 17. Van Zundert AA, Fonck K, Al-Shaikh B, Mortier E. Compari-
son of the LMA-classic with the new disposable soft seal laryn-
geal mask in spontaneously breathing adult patients. Anesthe-
siology. 2003;99:1066–71.

 18. Van Zundert AAJ, Gatt SP, Kumar CM, Van Zundert TCRV, 
Pandit JJ. ‘Failed supraglottic airway’: an algorithm for sub-
optimally placed supraglottic airway devices based on vide-
olaryngoscopy. Br J Anaesth. 2017;118:645–9.

 19. Pandit JJ. If it hasn’t failed, does it work? on ‘the worst we can 
expect’ from observational trial results, with reference to airway 
management devices. Anaesthesia. 2012;67:578–83.

 20. Shariffuddin II, Teoh WH, Tang E, Hashim N, Loh PS. 
Ambu® AuraGain™ versus LMA Supreme™ Second Seal™: 
a randomised controlled trial comparing oropharyngeal leak 

http://creativecommons.org/licenses/by/4.0/
https://doi.org/10.1093/bja/aev309


524 Journal of Clinical Monitoring and Computing (2023) 37:517–524

1 3

pressures and gastric drain functionality in spontaneously 
breathing patients. Anaesth Intensive Care. 2017;45:244–50.

 21. Zaballos M, Zaballos J, López S, Fernández-Dïez AI, Lluch-
Oltra A, Mexedo C, López A. The LMA Protector in anaesthe-
tised, non-paralysed patients: a multicentre prospective obser-
vational study. Anaesthesia. 2019;74:333–9.

 22. Sng BL, Ithnin FB, Mathur D, Lew E, Han NR, Sia AT. A pre-
liminary assessment of the LMA protector™ in non-paralysed 
patients. BMC Anesthesiol. 2017;20:17–26.

 23. Shariffuddin II, Chaw SH, Ng LW, et al. Clinical performance 
of the LMA Protector™ airway in moderately obese patients. 
BMC Anesthesiol. 2020;20:184.

 24. Eckardt F, Engel J, Mann ST, Müller M, Zajonz T, Koerner CM, 
Sander M, Mann V. LMA protector™ airway: first experience 
with a new second generation laryngeal mask. Minerva Anest-
esiol. 2019;85:45–52.

 25. Ueshima H, Otake H. Emergency insertion of the LMA pro-
tector airway in patients in the lateral position. J Clin Anesth. 
2018;44:116.

 26. Parker MR, Day CJ. Visible and occult blood contamination of 
laryngeal mask airways and tracheal tubes used in adult anaesthe-
sia. Anaesthesia. 2000;55:388–90.

 27. Kakodkar PS, Sivia DS, Pandit JJ. Safety of aerosol-generating 
procedures in COVID-19 negative patients: binomial prob-
ability modelling of intubateCOVID registry data. Anaesthesia. 
2020;75:1415–9.

 28. Cook TM, El-Boghdadly K, McGuire B, McNarry AF, Patel 
A, Higgs A. Consensus guidelines for managing the airway in 
patients with COVID-19: guidelines from the difficult airway 
society, the association of anaesthetists the intensive care society, 
the faculty of intensive care medicine and the royal college of 
anaesthetists. Anaesthesia. 2020;75:785–99.

Publisher's Note Springer Nature remains neutral with regard to 
jurisdictional claims in published maps and institutional affiliations.


	Assessing a novel second generation laryngeal mask airway using the ‘ADEPT’ approach: results from the LMA® Protector™ observational study
	Abstract
	1 Introduction
	2 Methods
	3 Results
	4 Discussion
	References




