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Abstract
Purpose In the last decade, there has been a great effort to bring mixed reality (MR) into the operating room to assist
surgeons intraoperatively. However, progress towards this goal is still at an early stage. The aim of this paper is to propose a
MR visualisation platform which projects multiple imaging modalities to assist intraoperative surgical guidance.
Methodology In this work, a MR visualisation platform has been developed for the Microsoft HoloLens. The platform
contains three visualisation components, namely a 3D organ model, volumetric data, and tissue morphology captured with
intraoperative imagingmodalities. Furthermore, a set of novel interactive functionalities havebeendesigned including scrolling
through volumetric data and adjustment of the virtual objects’ transparency. A pilot user study has been conducted to evaluate
the usability of the proposed platform in the operating room. The participants were allowed to interact with the visualisation
components and test the different functionalities. Each surgeon answered a questionnaire on the usability of the platform and
provided their feedback and suggestions.
Results The analysis of the surgeons’ scores showed that the 3Dmodel is the most popular MR visualisation component and
neurosurgery is the most relevant speciality for this platform. The majority of the surgeons found the proposed visualisation
platform intuitive and would use it in their operating rooms for intraoperative surgical guidance. Our platform has several
promising potential clinical applications, including vascular neurosurgery.
Conclusion The presented pilot study verified the potential of the proposed visualisation platform and its usability in the
operating room. Our future work will focus on enhancing the platform by incorporating the surgeons’ suggestions and
conducting extensive evaluation on a large group of surgeons.

Keywords Image-guided surgery ·HoloLens ·Mixed reality ·Augmented reality ·Computer-assisted surgery ·Head-mounted
display

Introduction

Mixed reality (MR) is emerging as a vital tool in surgery
as it enables the surgeon to visualise subsurface anatomical
structures in 3D. This is because MR “mixes” virtual and
real objects, thus allowing, for example, a surgeon to see a
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virtual tumour inside a real patient’s body. Besides the virtual
3D objects, MR enables a surgeon to consult a patient’s data
through virtual 2D screens. Those virtual screens can dis-
play data collected before surgery (preoperatively) or during
surgery (intraoperatively). The multimodal data presented
on the virtual screens come from medical imaging modali-
ties such as magnetic resonance imaging (MRI), ultrasound
(US), probe-based confocal laser endomicroscopy (pCLE),
and computed tomography (CT) scanners.

MR is expected to become a crucial tool for guiding a sur-
geon intraoperatively. The virtual objects, showing a patient’s
data, can be consulted by a surgeon for decision-making
and can also be moved around the operating room using
mid-air hand gestures. Therefore, MR allows a surgeon to
consult data when and where needed [1], making it a valu-
able tool for surgery. Another advantage is that using MR
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glasses, also known as head-mounted displays (HMDs), a
surgeon can consult a patient’s data without touching real
physical objects, such as a computer mouse, and therefore
keeps his/her gloves sterile. Since the release of Microsoft’s
(Redmond, WA, USA) HoloLens HMD, in 2016, there has
been a great effort to bring mixed reality (MR) into surgery
[1–11]. However, we are still on an early stage to achieve the
goal of bringing MR into a standard operating room to assist
surgeons intraoperatively.

Although the interest to bring MR into surgery is increas-
ing, little attention has been paid to get feedback from
surgeons participating in MR experiments. A previous work
has surveyed plastic surgeons on their experience using
Google Glass (Google Inc., Mountain View CA, USA) in
a operating room [12]. That study has assessed the comfort
level, ease of use, and image quality of Google Glass. How-
ever, Google has removed this device from the consumers
market, and therefore, it can no longer be used for surgery.

A previous study suggested the use of Moverio BT-
200 (Seiko Epson Corporation, Suwa, Japan) for guiding a
surgery to remove a brain tumour [2]. Their study used an
external optical tracking system with markers both on the
HMD and next to the patient’s head. However, the advan-
tage of using the HoloLens over other HMDs is that it is a
self-contained computer that automatically tracks its position
relative to the surrounding environment. Therefore, there is
no need to use external cameras and markers. Additionally,
since the HoloLens keeps track of its position, the virtual
objects remain in a stable place even when a surgeon moves
around the operating room.

Using theHoloLens, previous researchhasmainly focused
on projecting a virtual 3D model into a patient’s body
[8–10,13] or just above it to avoid obstructing a surgeon’s
line of sight [1]. The standard approach is to (1) obtain
preoperative data from a patient using, for example, a CT
scanner, (2) reconstruct a 3D model by segmenting the dif-
ferent slices of that CT scan using open-source software,
such as 3DSlicer1 or OsiriX,2 (3) simplify that 3D model to
contain only structures of interest for the specific surgery,
and (iv) during surgery, align that simplified 3D model with
the patient’s body, usually through manual registration. At
this point, a surgeon can perform surgery while visualising a
virtual 3D object. However, besides 3D virtual objects, few
studies [9] have used MR to display surgical data through
virtual 2D screens, which can also display crucial data to the
surgeon and from multiple imaging modalities. Also, as the
main focus of previous studies was to project a 3D model
into a patient’s body, the interactions between a surgeon and
the virtual world have been restricted to moving, scaling, or
rotating the virtual objects.

1 https://www.slicer.org/.
2 https://www.osirix-viewer.com/.

In the present paper, we propose a MR visualisation
platform to assist in intraoperative surgical guidance by pro-
jecting multiple imaging modalities simultaneously using
both 2D screens and 3Dvirtual objects.More specifically, the
platform includes a (1) 3D virtual organ model, (2) preopera-
tiveMRI patient data, and (3) images from two intraoperative
imaging techniques: pCLE and iUS. Our platform extends
state of the art by incorporating the following contributions:

– Two novel functionalities have been introduced to allow
the surgeon to customise and interact with virtual objects,
namely scrolling through volumetric data and trans-
parency adjustment of the objects. To the best of our
knowledge, none of the existing MR visualisation plat-
forms includes these functionalities;

– A novel method has been developed to enable the
communication of data froman external device (e.g. com-
puter, imaging device) to the HoloLens for intraoperative
data visualisation.

A pilot study has been conducted to evaluate the visuali-
sation components and the novel functionalities and demon-
strate the feasibility of using our platform for intraoperative
surgical guidance. The surgeons interacted with the visu-
alisation components and then answered a questionnaire
which focuses on assessing the usability of the visualisa-
tion platform for guiding surgeons intraoperatively rather
than assessing a specific device. We present the analysis of
the surgeons’ scores and their suggestions for improving our
platform. Finally, we discuss possible MR clinical applica-
tions of our platform for surgical guidance.

Methodology

The platform proposed in this paper aims at providing sur-
geons with MR visualisation intraoperatively by integrating
information from multiple imaging modalities. The MR
scene consists of three visualisation components, namely a
3D organ model, an object with volumetric imaging data,
and a component to visualise tissue characteristics captured
using multiple intraoperative imaging probes. In this work,
the volumetric data component is used to illustrate preopera-
tive MRI/CT data, while the intraoperative data presented
in the last component include probe-based confocal laser
endomicroscopy (pCLE) and intraoperative ultrasound (iUS)
images. An example of theMR visualisation scene as viewed
from the HoloLens is presented in Fig. 1. To allow the sur-
geon to interact with each of the above virtual objects, the
following functionalities have been developed:

– Selection of 3D anatomical structures;
– Selection of 2D slices from volumetric data;
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– Repositioning of virtual objects with “Drag & Drop”;
– Scale and orientation adjustment of virtual objects;
– Scrolling through 3D volumetric data;
– Transparency adjustment of virtual objects.

To the best of our knowledge, the last two functionalities
are novel, and our MR visualisation platform is the first to
include them.

Organ structure visualisation component

In our platform, a component for the visualisation of a 3D
organ model has been created to display important anatomi-
cal and pathological structures selected by the surgeon such
as tumours and the vasculature, segmented preoperatively, as
shown in Fig. 1. The surgeon can walk around the operating
room and observe the 3D model from different perspectives
to obtain a better understanding of the pathology and its posi-
tion in relation to important anatomical structures within the
patient’s body. This component uses the followingMR func-
tionalities:

– Selection of 3D anatomical structures;
– Repositioning of virtual objects with “Drag & Drop”;
– Scale and orientation adjustment of virtual objects.

The repositioning, scaling, and rotation of the virtual
object are achieved by using two default scripts of the
HoloToolkit, namely the “BoundingBoxRig” and “Hand-
Draggable” [16]. More specifically, applying the “Hand-
Draggable” script to a virtual object allows the surgeon
to grab it and move it around following their hand move-
ment. Upon release, the virtual object will then remain at the
selected location. The “BoundingBoxRig” script provides
the surgeon with a menu bar below the virtual object. Select-
ing “adjust” on the menu will make a bounding box appear
around the virtual object with blue cubes and spheres around
it, as seen in question 8 of our questionnaire (Fig. 2). The blue
cubes, in the corners of the bounding box, allow the surgeon
to scale the virtual object, and the blue spheres, at the edges,
allow the surgeon to rotate the object.

Volumetric data visualisation component

Another visualisation component in the proposed platform
includes volumetric imaging data and has been built to allow
the surgeon to access and visualise preoperative data, as
shown in Fig. 1. This component uses the followingMR func-
tionalities:

– Scrolling through 3D volumetric data;
– Selection of 2D slices from volumetric data.

Using this visualisation component, the surgeon can scroll
through 2D slices of volumetric data using a scrolling bar.
A set of consecutive 2D slices from the 3D data around the
selected organ level is presented to the surgeon inside a grey
canvas (Fig. 1). The surgeon can select from the canvas a 2D
slice of interest which gets enlarged to enable closer visu-
alisation for decision-making. “Air-Tapping” on a 2D slice
enlarges the selected slice and displays it in a bigger screen
next to the canvas. The selected 2D slice on the canvas is high-
lighted with a green frame around it to indicate which sample
is currently displayed in the big screen. “Air-Tapping” and
then keeping the fingers pinched together and moving the
hand up or down allow the surgeon to change the images
displayed on the canvas and move up/down the data volume.

To enable a more precise interaction of the surgeon with
the volumetric data, a scrolling bar has been placed on the
left of the corresponding visualisation component, as shown
in Fig. 1. More specifically, up and down buttons have been
included allowing the surgeon to scroll through the 2D slices
shown on the big screen, one by one. Between these buttons,
a red horizontal bar is used to indicate the position of the
selected slice within the 3D volume. This red bar can be
used to help the surgeon localise the position of the selected
slice relative to the patient’s organ. To facilitate the slice
localisation even further, a depiction of the scanned organ
has been added on the surface of the scrolling bar. Scrolling
through volumetric data is particularly important in complex
operations where the surgeon needs to constantly consult the
preoperative data to estimate the location of an underlying
disease with respect to critical anatomical structures or for
patients with significant anatomical variations.

Fig. 1 Prototype of the scene
with the three MR components.
These components include a 3D
organ model (a), a volumetric
imaging data component (b),
and a component to visualise
intraoperative data (c). Here, the
volumetric data show the MRI
data of a brain glioblastoma
[14], and the 3D model was
adopted from [15]
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Intraoperative data visualisation component

The proposed platform also includes a component for the
visualisation of multimodal imaging data captured intraop-
eratively to facilitate tissue characterisation. As illustrated
in Fig. 1, two virtual screens display tissue morphology
obtained by scanning the tissue intraoperatively using pCLE
and iUS imaging probes. In the scene, the buttons “1” and “2”
allow the surgeon to make the corresponding virtual object
appear or hide. To allow the HoloLens to receive intraop-
eratively data from external devices and display them on
the screens, a novel server–client platform has been devel-
oped using Unity networking (UNet), the native networking
project of Unity, based on the User Datagram Protocol
(UDP). Our communication platform enables the transfer-
ring of data between any external device (e.g. computer,
imaging device) and the HoloLens for intraoperative data
visualisation. This allows any image processing technique to
be applied to the data by processing it in an external com-
puter and transferring the processed data to the HoloLens.
This component uses the following MR functionalities:

– Repositioning of virtual objects with “Drag & Drop”;
– Scale and orientation adjustment of virtual objects;
– Transparency adjustment of virtual objects.

The surgeon can manipulate the virtual objects by adjust-
ing their position and their transparency in the MR scene.
The virtual object transparency can be increased or decreased
using the up or down arrows, respectively, at the ends of a
horizontal grey bar located below the “1” and “2” buttons
(Fig. 1). The transparency is adjusted by changing the alpha
value within the colour components of the virtual object.
The alpha value ranges from 0.0 (totally transparent) to 1.0
(non-transparent). When the platform is initialised, the alpha
parameter is equal to 1.0, but its value can change using
the arrows with a step equal to 0.2. To give the surgeon
an indication of the current alpha value, a black vertical
line is used on the horizontal grey bar, as shown in Fig. 1.
Being at the left end, the bar indicates alpha value 0.0 and
being at the opposite end indicates a value of 1.0. The trans-
parency adjustment is a clinically important functionality as
it allows the surgeon to make the virtual objects fade or even
completely disappear to create an unobstructed view of the
surgical scene.

Implementation details

In this work, Unity3D (Unity Technologies, San Francisco,
CA, USA) version 2018.4.7f LTS was used as a game engine
and Visual Studio 2017 as programming environment. In

addition, the HoloToolkit 2017.4.23 has been used with the
HoloLens (1st Gen). The proposed MR platform has been
used to visualise both brain and liver data. However, its ver-
satile nature makes it suitable for the visualisation of any
organ and for any surgical procedure. For the pilot study, we
used a 3D model of a liver, adopted from GrabCAD4, con-
verted to an object file (.obj) and then added to the scene in
Unity. The volumetric data component was populated with
MRI data froma patientwith a liver hepatocellular carcinoma
[14]. Since this paper aims to assess the different components
and functionalities of the proposed visualisation platform, the
choice of the organ does not affect the validation.

Pilot study design

To evaluate the usability of the proposedMRplatform, a pilot
user study has been conducted. In total, nine surgeons partic-
ipated in the study having different skill levels and different
specialty backgrounds, including neurosurgery, colorectal,
and bariatric surgery. The platformwas presented to each sur-
geon, and the functionalities were explained in detail. Each
surgeon was then allowed ten minutes to interact with the
visualisation components and explore the different function-
alities. At the end of the study, the surgeons answered the
questionnaire shown in Fig. 2.

The aim of the questionnaire is to allow the participants
to give their feedback and assess the usability of the pro-
posed visualisation platform. The questionnaire consists of
three parts, namely (a) mixed reality component assessment,
(b) mixed reality functionality assessment, and (c) overall
assessment of the visualisation platform. Most of the ques-
tions are scored in a 5-point Likert scale.

In the first part of the questionnaire, the surgeons had
to score each of the three MR visualisation components
described in Sect. 2, depending on their efficiency and use-
fulness. The second part of the questionnaire focused on the
MR functionalities. In the last part of the questionnaire, the
surgeons evaluated the usability of the proposed visualisation
platform in the operating room. More specifically, the aim of
question 12 is to investigate whether the surgeons would use
our platform intraoperatively for surgical guidance. In ques-
tion 14, the surgeons were asked to select all the specialties
where our visualisation platform could be use, allowing mul-
tiple options to be ticked. Additionally, this question includes
a “Other:” field, to enable the participants to suggest special-
ities which are not listed in the questionnaire. All the scores
were analysed, and the results are presented in the following
section.

3 https://github.com/microsoft/MixedRealityToolkit-Unity.
4 https://grabcad.com/library/liver-3.
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Fig. 2 Questionnaire to assess
the a MR components, b
functionalities, and c overall
assessment of our visual
platform

Experimental results

Analysis of the questionnaire answers

In this section, we present the analysis of the collected
answers we obtained. Table 1 presents both the individual
and average scores for the questions where each surgeon

had to rank from “1” to “5” the MR components in ques-
tions 1–3, the MR functionalities in questions 4–9, and the
overall system in questions 10, 11, 12, 13, and 15. In the
scoring scale, “1” corresponds to “I did not like it” and “5”
to “I liked it”. From the scores, it can be observed that the
surgeons’ favourite MR component is the 3D organ model,
scoring a total of 4.0, followed by the preoperative volumetric
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data visualisation, scoring 3.8, and, finally, the intraoperative
data, scoring 3.7. The most popular MR functionalities were
the “Selection of 3D anatomical structures” and the “Repo-
sitioning of virtual objects with Drag & Drop”, both scoring
an average of 4.1, followed by the “Resize & rotate”, scoring
3.9. From the results, we can also conclude that the major-
ity of the surgeons found the platform intuitive and would
use this platform for intraoperative surgical guidance. Also,
observing the individual scores overall, it can be seen that
the majority of the surgeons showed great enthusiasm for
our platform.

The usefulness of the proposed platform to different med-
ical specialties is investigated in question 14: “Choose from
the list below the specialities where you think this plat-
form could be used”. As shown in Fig. 3, eight out of the
nine surgeons (89%) selected neurosurgery as the medical
specialty which could be benefited the most from our plat-
form. The second most suitable specialty is liver surgery,
scoring 59%. Finally, “Vascular Surgery in Urology” and
“Endovascular/interventional radiology” were added by the
participants in the “Other:” field. In this study, our aim was
to ensure we had feedback from a representative source of
surgical practitioners with expertise in specialities relevant
to our application. The variation in scores in this pilot study
did highlight the validity of our approach that the application
had varying applicability in different settings.

Compared to the visualisation options currently available
in the operating theatre, our platform presents several advan-
tages. It enables the surgeon to consult multimodal patient
data intraoperatively for decision-making. Furthermore, the
surgeon fully controls the data being displayed at each stage
of the procedure while remaining sterile. Hence, the surgeon
can manipulate the data independently, without relying on
other staff of the operating theatre. In this paper, we are not
trying to solve a specific clinical problem. Instead, this is
an early phased demonstration of the feasibility of using
our visualisation platform for intraoperative surgical guid-
ance. In addition, independently of a surgeon’s speciality the
decision-making during surgery depends on data visualisa-
tion. Accordingly, we do not assess the physical comfort,
fatigue, or overall usability of the used HMD (HoloLens).

Suggestions from the participants

In the feedback provided by the participants after they com-
pleted the study, several suggestions were made to further
improve the proposed MR visualisation platform.

Regarding the visualisation components, one suggestion
was to enhance the volumetric data visualisation by including
all three anatomical planes (axial, coronal, and sagittal) and
enabling the surgeon to scroll through each of them individu-
ally. They also suggested that it would be useful to integrate
other data such as patient observations/vital signs, patient

notes, and the possibility to zoom in and zoom out of the
imaging data displayed.

In terms of the interaction with the different visualisation
components, the incorporation of visual or auditory feedback
was suggested to verify that the “Air-Tap” command has been
accepted and an object has been selected. A functionality to
allow the surgeon to make each of the visualisation com-
ponents hide or appear as well as bring all the visualisation
components into the surgeon’s direct line of vision was also
recommended.

Other possible clinical applications of the proposed plat-
form include vascular neurosurgery. For instance, it could
be used to facilitate the localisation of an aneurysm in
relation to the surrounding structures. The proposed plat-
form could enable real-time localisation of a lesion (e.g.
an aneurysm) in 3D relative to the surrounding important
anatomical structures. The participants also indicated that
the proposed platform could be useful for surgical planning,
biopsy taking during stereotactic/image-guided procedures,
anatomy training, and visualisation of microscopic images.
It could also be integrated with a neuronavigation system,
like the StealthStation.5 Our MR platform could also guide a
neurosurgeon through the placement of an external ventric-
ular drain (EVD) treatment of a patient with hydrocephalus.
Mixed reality could guide a neurosurgeon through the place-
ment of the EVD in real time and potentially improve a
neurosurgeon’ perception of where the targeted ventricle is
located, thus facilitating the overall procedure and decreasing
the risk of misplacement. This systemwould be able to assist
in avoiding damaging certain structures (i.e. blood vessels or
grey matter), thus limiting collateral damage associated with
the procedure, which is the crux of neurosurgery. Preliminary
results were recently reported on the feasibility and accuracy
of a hologram-guided EVD insertion technique [11].

Overall, this platform demonstrates the potential of har-
nessing the increased application of MR-based diagnostics
and those of other modalities (pCLE and Ultrasound) in an
integrated fashion to the wider field of precision surgery. Par-
ticularly, this work allows areas where preoperative data was
informatically vital for decisions but “difficult to access” in
all but a handful of high resource settings such as hybrid
operating theatres. This technology is designed to offer the
benefits of a hybrid theatre in visual information to every
theatre space by offering the information directly to the
surgeon. Specific examples include cardiac surgery where
cardiac MRI images can offer surgeons the ability to recon-
struct and modify valve disorders and repair and reconstruct
mitral, tricuspid, and aortic valveswhile knowing the specific
areas ofmyocardial risk and functionality. Spinal surgery and
vertebral surgery can be enhanced by a better intraoperative
appreciation of herniated discs and nerve roots. Knowledge

5 https://www.medtronic.com/.
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Table 1 Questionnaire scores given by the surgeons

Question Individual scores (per surgeon) Av.

1 2 3 4 5 6 7 8 9 score

1. 3D organ model 3 4 4 5 2 5 3 5 5 4.0

2. Preop. MRI 5 4 2 4 1 4 4 5 5 3.8

3. Intraop. pCLE/iUS 5 4 1 4 3 5 3 3 5 3.7

4. 3D structures selection 3 4 5 5 2 5 3 5 5 4.1

5. Scrolling MRI data 5 4 2 4 2 3 4 4 3 3.4

6. Select MRI slice 5 4 1 4 4 3 3 4 2 3.3

7. Drag & Drop 5 4 3 5 3 5 4 5 3 4.1

8. Resize & rotate 5 4 2 4 3 5 4 4 4 3.9

9. Transparency adjust. 5 4 4 4 3 5 3 3 3 3.8

10. Intuitive 5 4 4 4 2 4 3 4 3 3.7

11. Manipulation 5 4 4 4 3 4 4 4 3 3.9

12. Would use the platf. 5 4 1 3 2 5 4 3 5 3.6

13. Would distract me 5 4 4 2 4 2 3 3 3 3.3

15. Overall satisfaction 4 4 2 4 3 4 3 3 3 3.3

Av. score 4.6 4 2.8 4.0 2.6 4.2 3.4 3.9 3.7

The highest scores are highlighted in bold. Note that this table does not include the answers to question 14

Fig. 3 Specialties suitable for
the proposed MR visualisation
platform. According to the
answers to question 14, eight out
of the nine surgeons (89%) agree
that this visual platform would
be very useful in neurosurgery

of exact spinal imaging anatomy will guide laminar and ver-
tebral process screw placement and operative axes. Specific
cancers that are traditionally difficult to locate and are the
source of multiple operative breaks to reassess images can be
minimised by offering direct intraoperative tumour location,
for example, neoplastic lesions in the pancreas such as cystic
neoplasms or intraductal papillary mucinous neoplasms can
be readily identified and managed.

This technology may prove particularly strong in the next
generation of robotics that have smaller footprint and may
be hand-held flexible access biomimicry-based approaches
that replace the more traditional “whole theatre” robots.
For example, the MRI of a prostate in augmented reality
form in a large classical da Vinci system may be offered
with much smaller theatre-space requirements by a sur-
geon operating using a hand-held robot with the same
fidelity of augmented reality through their glasses at much
smaller space. Furthermore, this approach can also help
assess lesions that are metabolically active, where PET or
other functional metabolic scans can be uploaded to guide

the removal of endocrine or metabolic tumours while also
offering the ability to support micro-surgical decisions to
minimise unnecessary tissue removal.

Continuing platform development

After the completion of the pilot study, taking the suggestions
of the participants into consideration, we further improved
our proposed visualisation platform by incorporating to it
some of the surgeons’ recommendations. In particular, we
added auditory feedback to the “Air-Taps” to let the surgeons
know whether a command has been accepted. We also made
the images on the canvas appear larger and with a higher
resolution.

Limitations of the study

There are several limitations to this pilot study. The num-
ber of surgeons who tested our platform is small, and the
results may be biased towards neurosurgery since four of the
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participants (44%) are neurosurgeons. Future studies will
be conducted with a larger number of participants, from a
wider spectrum of specialities, for a more in-depth valida-
tion of the platform which will allow us to perform statistical
analysis. Nevertheless, the suggestions from the surgeons
are extremely valuable and expected to contribute to future
research.

Conclusions

Mixed reality is expected to become a standard visualisation
tool in the operating room since it allows access to important
patient data and, therefore, can facilitate surgical planning
and decision-making. In this paper, we developed a suc-
cessful visualisation platform which integrates multimodal
imaging data for intraoperative surgical guidance. Three
visualisation components have been built, and a set of novel
interactive functionalities have been introduced including
scrolling through volumetric data and adjusting the virtual
objects’ transparency to avoid obstructing the surgeons’ view
of the operating site. A pilot study has also been conducted
to evaluate the usability of our platform. According to the
participant’s scores and feedback, it can be concluded that
neurosurgery is the medical speciality most suitable for our
visualisation platform and that the 3D organ structure model
is the surgeons’ favourite component. The majority of the
participants found the platform intuitive and would use it in
their operating room.

Funding The authors are grateful for the support from the NIHR
Imperial BRC (Biomedical Research Centre) and the Royal Society
(UF140290).

Compliance with ethical standards

Conflict of interest João Cartucho, David Shapira, Hutan Ashrafian,
and Stamatia Giannarou declare that they have no conflict of interest to
disclose.

Ethical approval All human and animal studies have been approved and
performed in accordance with ethical standards.

Informed consent This article does not contain patient data.

Open Access This article is licensed under a Creative Commons
Attribution 4.0 International License, which permits use, sharing, adap-
tation, distribution and reproduction in any medium or format, as
long as you give appropriate credit to the original author(s) and the
source, provide a link to the Creative Commons licence, and indi-
cate if changes were made. The images or other third party material
in this article are included in the article’s Creative Commons licence,
unless indicated otherwise in a credit line to the material. If material
is not included in the article’s Creative Commons licence and your
intended use is not permitted by statutory regulation or exceeds the
permitted use, youwill need to obtain permission directly from the copy-
right holder. To view a copy of this licence, visit http://creativecomm
ons.org/licenses/by/4.0/.

References

1. Sauer IM, QueisnerM, Tang P,Moosburner S, Hoepfner O, Horner
R, Lohmann R, Pratschke J (2017) Mixed reality in visceral
surgery: development of a suitable workflow and evaluation of
intraoperative use-cases. Ann Surg 266(5):706–712

2. Maruyama K, Watanabe E, Kin T, Saito K, Kumakiri A, Noguchi
A, Nagane M, Shiokawa Y (2018) Smart glasses for neurosurgical
navigation by augmented reality. Oper Neurosurg 15(5):551–556

3. Bova FJ, Rajon DA, Friedman WA, Murad GJ, Hoh DJ, Jacob
RP, Lampotang S, Lizdas DE, Lombard G, Lister JR (2013)
Mixed-reality simulation for neurosurgical procedures. Neuro-
surgery 73(suppl1):S138–S145

4. Hu H-Z, Feng X-B, Shao Z-W, Xie M, Xu S, Wu X-H, Ye Z-W
(2019) Application and prospect of mixed reality technology in
medical field. Curr Med Sci 39(1):1–6

5. Kersten-Oertel M, Jannin P, Collins DL (2013) The state of the
art of visualization in mixed reality image guided surgery. Comput
Med Imaging Graph 37(2):98–112

6. van den Berg NS, Engelen T, Brouwer OR, Mathéron HM, Valdés-
Olmos RA, Nieweg OE, van Leeuwen FW (2016) A pilot study of
spect/ct-based mixed-reality navigation towards the sentinel node
in patients with melanoma or merkel cell carcinoma of a lower
extremity. Nuclear Med Commun 37(8):812–817

7. TepperOM,RudyHL, LefkowitzA,WeimerKA,Marks SM, Stern
CS, Garfein ES (2017) Mixed reality with hololens: where virtual
realitymeets augmented reality in the operating room. Plast Recon-
str Surg 140(5):1066–1070

8. Gregory TM, Gregory J, Sledge J, Allard R, Mir O (2018) Surgery
guided by mixed reality: presentation of a proof of concept. Acta
Orthop 89(5):480–483

9. Incekara F, Smits M, Dirven C, Vincent A (2018) Clinical feasi-
bility of a wearable mixed-reality device in neurosurgery. World
Neurosurg 118:e422–e427

10. Pratt P, Ives M, Lawton G, Simmons J, Radev N, Spyropoulou L,
Amiras D (2018) Through the hololens’ looking glass: augmented
reality for extremity reconstruction surgery using 3d vascular mod-
els with perforating vessels. Eur Radiol Exp 2(1):2

11. Li Y, Chen X, Wang N, Zhang W, Li D, Zhang L, Qu X, Cheng
W, Xu Y, Chen W, Yang Q (2018) A wearable mixed-reality holo-
graphic computer for guiding external ventricular drain insertion
at the bedside. J Neurosurg 1:1–8

12. Sinkin JC, Rahman OF, Nahabedian MY (2016) Google glass in
the operating room: the plastic surgeon perspective. Plast Reconstr
Surg 138(1):298–302

13. Bergonzi L, Colombo G, Redaelli D, Lorusso M (2019) An aug-
mented reality approach to visualize biomedical images. Comput-
Aided Des Appl 16(6):1195–1208

14. Clark K, Vendt B, Smith K, Freymann J, Kirby J, Koppel P, Moore
S, Phillips S, Maffitt D, Pringle M, Tarbox L, Prior F (2013) The
cancer imaging archive (tcia): Maintaining and operating a public
information repository. J Digital Imaging 26:1045–1057

15. James M, Ellison M (2019) Treatment of vascular demen-
tia, Retrieved 1 Nov 2019, from https://www.brightfocus.org/
alzheimers/article/treatment-vascular-dementia

16. Nischita (2019) Move, resize and rotate objects in your hololens
apps. Retrieved 10Aug 2019, from https://codeholo.com/2018/05/
06/move-resize-and-rotate-objects-in-your-hololens-apps/

Publisher’s Note Springer Nature remains neutral with regard to juris-
dictional claims in published maps and institutional affiliations.

123

http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
https://www.brightfocus.org/alzheimers/article/treatment-vascular-dementia
https://www.brightfocus.org/alzheimers/article/treatment-vascular-dementia
https://codeholo.com/2018/05/06/move-resize-and-rotate-objects-in-your-hololens-apps/
https://codeholo.com/2018/05/06/move-resize-and-rotate-objects-in-your-hololens-apps/

	Multimodal mixed reality visualisation for intraoperative surgical guidance
	Abstract
	Introduction
	Methodology
	Organ structure visualisation component
	Volumetric data visualisation component
	Intraoperative data visualisation component
	Implementation details

	Pilot study design
	Experimental results
	Analysis of the questionnaire answers
	Suggestions from the participants
	Continuing platform development
	Limitations of the study

	Conclusions
	References




