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Abstract
A novel coronavirus (severe acute respiratory syndrome coronavirus 2) causes a cluster of pneumonia cases in Wuhan, China. 
It spread rapidly and globally. CT imaging is helpful for the evaluation of the novel coronavirus disease 2019 (COVID-19) 
pneumonia. Infection control inside the CT suites is also important to prevent hospital-related transmission of COVID-19. 
We present our experience with infection control protocol for COVID-19 inside the CT suites.
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A novel coronavirus, severe acute respiratory syndrome 
coronavirus 2 (SARS-CoV-2), was identified as the etiol-
ogy for a cluster of pneumonia cases in Wuhan, a city in the 
Hubei Province of China [1]. It spread rapidly throughout 
China, resulting in a nation-wide epidemic; moreover, there 
were reports of sporadic cases globally. Previously published 
reports describe the imaging features of patients with the 
novel coronavirus disease 2019 (COVID-19) pneumonia 
[2, 3]. These reports have highlighted the clinical impor-
tance of chest computed tomography (CT) for the detection 
and management of patients infected with SARS-CoV-2. 
On the other hand, the infection control in the CT suite 
is also critically important because high rate of presumed 

hospital-related transmission of COVID-19 (41.3%) was 
reported [1, 4]. Radiologists should not only be aware of the 
CT features of patients with COVID-19 pneumonia but they 
must also be well informed of the infection control protocols 
to be followed inside the CT suite to prevent the spread of 
infection. Herein, we present our experience with infection 
control protocol for COVID-19 inside the CT suite.

Personal protective equipment (PPE)

Two radiologic technologists (RTs) are desirable for the 
CT scanning of patients for the assessment of COVID-19 
pneumonia. One RT uses PPE to set up the patient on the 
CT imaging table, while the other RT operates the CT con-
sole. The PPE includes eye protection (goggles), a filtering 
facepiece respirator (N95), a surgical cap, gloves, a fluid-
resistant gown, and shoe covers (Fig. 1).

Protocol for chest CT imaging at CT suite

In principle, CT examinations for patients suspected of or 
confirmed with SARS-CoV-2 infection are performed last 
in the daily CT schedule. The schematic of our CT suite 
is shown in Fig. 2. The CT examination is performed as 
follows (Fig. 3): (1) RT-1 with PPE is on stand-by; (2) the 
patient and the attending medical doctor (MD) arrive inside 
the CT scanner room; (3) RT-1 and MD set up the patient 
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on the CT imaging table; (4) RT-1 and MD remove and 
discard their contaminated PPE (RT-1 and MD) inside the 
CT suite and perform hand hygiene; (5) RT-1 and MD leave 
the CT scanner room; (6) RT-2 performs non-contrast chest 
CT scanning, while RT-1 and MD put on new PPE out-
side the CT scanner room; (7) after the CT scanning, RT-1 
and MD transfer the patient from the CT imaging table; (8) 
the patient and MD leave the CT scanner room; (9) the CT 
scanner and console rooms are sanitized. After leaving the 
CT suite, the high-frequency contact surfaces (i.e., operat-
ing consoles, switches, handles, and door knobs) are wiped 
with a cloth soaked with alcohol-based disinfectants. The 
CT suite is tightly closed for 1 h to thoroughly ventilate and 
exchange the room air. 

We use a 64-detector CT (SOMATOM definition AS+, 
Siemens) with the following scanning parameters: collima-
tion, 128 × 0.6 mm; gantry rotation speed, 0.5 s; X-ray tube 
voltage, 120 kV with automatic tube current modulation. 
The CT images are reconstructed with a slice thickness of 
2 mm and increment of 2 mm. Coronal and sagittal multi-
planar reconstruction images are also acquired.
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Fig. 1  Personal protective equipment (a radiologic technologist)

Fig. 2  Schematic of CT suite in the setting of the patient infected 
with SARS-CoV-2. CT computed tomography, SARS-CoV-2 severe 
acute respiratory syndrome coronavirus 2

Fig. 3  Process and staff 
distribution in the CT scan-
ner and console rooms during 
CT examination of the patient 
infected with SARS-CoV-2. 
RT radiologic technologist, P 
patient, MD medical doctor, CT 
computed tomography, SARS-
CoV-2 severe acute respiratory 
syndrome coronavirus 2
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