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Abstract. Due to the technical advances of mass
spectrometers, particularly increased scanning
speed and higher MS/MS resolution, the use of
data-independent acquisition mass spectrometry
(DIA-MS) became more popular, which enables
high reproducibility in both proteomic identifica-
tion and quantification. The current DIA-MS
methods normally cover a wide mass range, with
the aim to target and identify as many peptides
and proteins as possible and therefore frequently

generate MS/MS spectra of high complexity. In this report, we assessed the performance and benefits of using
small windows with, e.g., 5-m/z width across the peptide elution time. We further devised a new DIA method
named RTwinDIA that schedules the small isolation windows in different retention time blocks, taking advantage
of the fact that larger peptides are normally eluting later in reversed phase chromatography. We assessed the
direct proteomic identification by using shotgun database searching tools such asMaxQuant and pFind, and also
Spectronaut with an external comprehensive spectral library of human proteins. We conclude that algorithms like
pFind have potential in directly analyzing DIA data acquired with small windows, and that the instrumental time
and DIA cycle time, if prioritized to be spent on small windows rather than on covering a broad mass range by
large windows, will improve the direct proteome coverage for new biological samples and increase the quanti-
tative precision. These results further provide perspectives for the future convergence between DDA and DIA on
faster MS analyzers.
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Introduction

The last decade has witnessed significant technological
development in mass spectrometry (MS). MS-based pro-

teomics has been widely applied to detect and quantify proteins
at large scale [1]. In particular, due to the recent advances of
fast scanning and high-resolution MS analyzers such as those
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in Q-TOF or orbitrap type machines, it is possible to scan the
entire, primarily populated m/z range for peptide mixtures in a
short cycle time (i.e., < 3–5 s) with large, sequential mass-to-
charge (i.e., m/z) windows. This way, high-resolution MS2
spectra can be acquired multiple times during each peptide’s
elution peak along the liquid chromatography (LC) gradient.
Those methods operate via Bdata-independent acquisition^
(DIA) [2, 3] and can particularly benefit from the high resolu-
tion of fragment ions recorded with sufficient data points,
enabling both precise identification and quantification of indi-
vidual proteins [4]. Compared to the traditional data-dependent
acquisition (DDA, often referred to as shotgun proteomics) in
which peptide fragmentation in the mass spectrometers is guid-
ed by the real-time intensity of peptide precursor ions, DIA-MS
can record the full MS2 features that are above the detection
limit of the mass spectrometer and thus provides consistent
sensitivity and high reproducibility for multi-sample
measurements.

One example of the newly emerging DIA-MS strategies
is the sequential window acquisition of all theoretical mass
spectra (SWATH-MS) [5]. In its initial implementation, 32
windows of 25 m/z width covering 400–1200 m/z range
were used on a SCIEX TripleTOF with a cycle time of ~
3.3 s [5]. Later, this window schema was refined to 64
variable windows with half of the scan time per MS/MS,
so that the total cycle time is kept the same and sufficient
data points per LC peak can be maintained [6]. On orbitrap
platforms, the DIA cycle time setting is further associated
to the desired MS2 resolution. Recent publications have
reported methods using 19- and 24-variable windows im-
plemented on Q-Exactive and Q-Exactive HF at a resolu-
tion of 30,000 [7, 8], and 70 windows on Q-Exactive HF-X
with fixed width of 9 m/z at a resolution of 15,000 [9].
Alternative isolation strategies, such as multiplexed MS/
MS (MSX) [10] and Bstepping isolation^ [11], have been
proposed for single-shot DIA, which efficiently increase
the DIA selectivity by distributing interferences between
scans. However, they require an additional de-multiplexing
step and do not increase the interscan dynamic range [12].
To summarize, due to the limit of scanning speed of the
mass spectrometers, the current DIA methods still have to
use de facto rather large isolation windows, resulting in
multiplexed MS2 spectra that cannot be directly analyzed
by, e.g., shotgun database searching engines [13].

In this study, we therefore aim to gauge the benefits and
trade-offs of using the factual, much smaller windows
(e.g., 5 m/z) for DIA measurement. We focused on
single-shot measurement with the same instrument and
the same acquisition time, as well as on the direct proteo-
mic identification. Under these assumptions, somewhat
surprisingly, we found the smaller windows rather than
the large m/z windows result in better proteome coverage
in DIA workflows. In particular, we report a novel DIA
method by distributing different sets of small acquisition
windows across the LC retention time (RT) ranges, namely
RT windowed DIA (RTwinDIA).

Methods
Material and Reagents

Hela standard peptides were purchased from Thermo Fisher
(Pierce™, part no. 88328). Light L-Arginine-HCl (purity >
98%, part no. 88427) and L-Lysine-2HCl (purity > 98.5%, part
no. 88429) were purchased from Thermo Scientific. Heavy L-
Arg in ine -HCl (13C6, 15N4, pur i ty > 98%, par t
noCCN250P1), and L-Lysine-2HCl (13C6, 15N2, purity >
98%, part no. CCN1800P1) were purchased from Cortecnet.
The human plasma sample (part no. P9523) was purchased
from Sigma. RPMI medium 1640 was purchased from Life
Technologies (part no. 11875093).

SILAC Sample Preparation

Ovarian cancer cell A2780 (part no. 93112519-1VL) was
purchased from Sigma and cultured in RPMI 1640 media
in 10% fetal bovine serum. For SILAC experiment, the
SILAC RPMI 1640 media lacking L-Arginine, L-Lysine
(Thermo Scientific, part no. 88365) was supplemented
with either light or heavy isotopically labeled lysine
and arginine and 10% dialyzed fetal bovine serum (Ther-
mo Fisher, part no. 26400044) as previously described
[14].

The cell line was cultured for eight passages with spiked
heavy lysine and arginine in SILAC media to reach > 99%
labeling (checked by mass spectrometry). Heavy and light
SILAC cells were collected with three times washing with
precooled PBS. The snap-frozen cell pellets were stored in −
80 °C for proteomics analysis.

Protein Extraction and Digestion

Cell pellets were suspended in 10 M urea lysis buffer and
complete protease inhibitor cocktail (Roche), ultrasonically
lysed by sonication at 4 °C for 2 min using a VialTweeter
device (Hielscher-Ultrasound Technology) [14], and then cen-
trifuged at 18,000×g for 1 h to remove the insoluble material.
The supernatant protein mixtures were reduced by 10 mM tris-
(2-carboxyethyl)-phosphine (TECP) for 1 h at 37 °C and
20 mM iodoacetamide (IAA) in dark for 45 min at room
temperature. All the samples were future diluted by 1:6 (v/v)
with 100 mM NH4HCO3 and digested with sequencing grade
porcine trypsin (Promega) at a protease/protein ratio of 1:20
overnight at 37 °C. After digestion, the peptide mixture was
acidified with formic acid and then desalted with a C18 column
(MarocoSpin Columns, NEST Group INC). The amount of the
purified peptides was determined using Nanodrop One (Ther-
mo Scientific). The A2780 light and heavy peptides were
mixed 1:1 as the A280LH mixture for LC-MS run. The pur-
chased human plasma was also dissolved in 10 M urea lysis
buffer and complete protease inhibitor cocktail for reduction
and alkylation with TECP and IAA, followed by the identical
protocol for digestion as described above.
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DIA Data Acquisition on Orbitrap Lumos

Peptide elution was performed on EASY-nLC 1200 systems
(Thermo Scientific, San Jose, CA) using a self-packed analyt-
ical PicoFrit column (New Objective, Woburn, MA, USA)
(75 μm× 50 cm length) using C18 material of ReproSil-Pur
120A C18-Q 1.9 μm (Dr. Maisch GmbH, Ammerbuch, Ger-
many). Peptide separation was conducted by a 1- or 2-h gradi-
ent with buffer B (80% acetonitrile containing 0.1% formic
acid) from 5 to 37% with flow rate 300 nl/min at 60 °C with
column oven (PRSO-V1, Sonation GmbH, Biberach, Germa-
ny). Buffer A was composed of 0.1% formic acid in water.

The Orbitrap Fusion Lumos Tribrid mass spectrometer (Ther-
mo Scientific) instrument coupled to a nanoelectrospray ion
source (NanoFlex, Thermo Scientific) was calibrated using Tune
(version 3.0) instrument control software. Spray voltage was set
to 2000 V and heating capillary at 275 °C. The mass window
settings for BroadDIA, NarrowDIA, and RTwinDIA method are
described in Figure 1, with the exception of the NarrowDIAmass
range in plasma samples (Table S1). All the DIA-MS methods
consisted of one MS1 scan and 40 MS2 scans of isolated win-
dows. The MS1 scan range is 350–1650 m/z and the MS1
resolution is 120,000 at m/z 200. The MS1 full scan AGC target
value was set to be 2.0E5 and the maximum injection time was

100ms. TheMS2 resolution was set to 30,000 atm/z 200 and the
normalized HCD collision energy was 28%. TheMS2 AGCwas
set to be 5.0E5 and the maximum injection time was 50 ms. The
default peptide charge state was set to 2. Both MS1 and MS2
spectra were recorded in profile mode.

One microgram of peptides was injected per each MS runs.
For technical injections of eachMS analysis, two replicates were
injected separately in batch blocks (rather than in an adjacent
manner). For each biological sample, we have experimental
replicates of different LC length (1 h and 2 h) with different
methods (DDA, NarrowDIA, RTwinDIA, BroadDIA).

DDA Data Acquisition on Orbitrap Lumos

For DDA-based proteomics, the MS1 singal was recorded by
the Orbitrap detector at a resolution of 120,000. The scan range
setting was from 350 to 1650 m/z with the RF lens 40%. The
AGC value was 5.5E5 and the maximum injection time was
40 ms for MS1. For MS2, the top speed (cycle time 3 s) was
used, which means that the maximum dependent scans were
performed in each cycle time with desired resolution, AGC,
and etc. HCD collision energy was 28%. The dynamic exclu-
sion parameters were set to ensure that already sequenced
precursors were excluded once from reselection for 30 s. The
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Figure 1. The DDA and three DIA methods with their distinctive ion isolation schema. All the three DIA methods, i.e., BroadDIA,
NarrowDIA, and RTwinDIA, use 40 sequential isolationwindows and have the samedesiredMS2 resolution. BroadDIA covers awide
range of 360–1160m/zwith a fix windowwidth of 20m/z. NarrowDIA covers a 200-m/z range of the most precursor ion density, e.g.,
440–64 0m/z depending on the sample measured. RTwinDIA uniquely schedules three ranges of 200-m/z in different retention time
periods
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isolation window was 1.2 m/z and the MS2 resolution was
15,000 for DDA. The AGC value and the maximum injection
time were set to 5e4 and 35 ms, respectively. All the data were
collected with 1-h and 2-h gradient as described above.

MS Data Analysis

MaxQuant All the shotgun and DIA raw data was directly
analyzed by MaxQuant [15] and searched against the human
canonical UniProtKB/Swiss-Prot database (downloaded Feb-
ruary 2018, 20,258 entries). Oxidation at methionine was set as
variable modification, whereas carbamidomethylation at cyste-
ine was set as a fixed modification. Up to two missed cleavages
were allowed. The mixed A2780LH sample was searched
following standard SILAC setting. Other parameters are kept
as default in MaxQuant. Both peptide and protein level were
controlled at 1% FDR [16]. The match between run function
was disabled and the second peptide search function was
enabled (as default).

pFind All MS/MS data were analyzed using pFind 3.1.5 in
this study, in which the Open-pFind workflow was adopted
[17]. Open-pFind consists of two search steps—one open and
one restricted. First, a sequence tag-based strategy is used to
match spectra to a much larger set of possible peptide se-
quences in the open search, and no modifications are specified
initially. After this step, a restricted search is then performed
where several key parameters, including modification types
and protein sequence entries, are automatically set by semi-
supervised machine learning based on the open search results.
Finally, the results from both open search and restricted search
are merged together and reranked based on a new semi-
supervised machine learning model. A standard desktop com-
puter (8-core Intel i7-4910MQ CPU @ 2.90 GHz and 32 GB
RAM)was used, with a total of six parallel threads. All datasets
were searched against the human database from human canon-
ical UniProtKB/Swiss-Prot database [18] (released in 2018-12)
consisting of 20,408 protein sequences. The target-decoy ap-
proach was used in the database search, and decoy proteins
were generated by reversing the target protein sequences. Both
mass tolerances of precursor ions and fragment ions were set as
± 20 ppm. In the procedure of precursor ion extraction of the
datasets from DIA mode, the maximum number of precursor
ions for each spectrum was not limited, while the correspond-
ing number was set as 6 for the datasets from DDA mode. For
the PSMs results from Open-pFind, the FDR was controlled to
be less than 1% at the peptide level, and then, protein groups
were inferred and the FDR at the protein level was also con-
trolled to be less than 1% based on the target-decoy strategy.

Spectronaut All the DIA data were also analyzed by
Spectronaut (Biognosys AG, Switzerland, version
12.0.20491.17.26268) [7, 8]. The spectra library was built with
the published external library, referred to as BPan-Human
Library^ [19], which has mass spectrometric assays for more

than 10,000 human proteins. The optimized non-linear reten-
tion time calibration was used and handled by Spectronaut
using iRT space [20]. Both peptide precursor and protein
FDR were controlled at 1% [16, 21]. As for quantification,
interference correction function was enabled, and top 3 peptide
precursors were summed for protein quantification. All the
other parameters in Spectronaut are kept as default unless
mentioned. For SILAC data analysis, the Pan-Human library
was labeled using the BGenerate Labeled Library^ option
(Lys8, Arg10) in the Library perspective in Spectronaut. C-
terminal peptides were removed from the library. This function
ensures a complete labeling of the resulting library to always
contain both label-free and labeled version of all arginine and
lysine containing peptide precursors and fragment ions. DIA
data analysis was performed using the BLabeled^ workflow
keeping the default Biognosys Factory Settings. For the anal-
ysis, both b- and y-ions were kept for optimal peptide identifi-
cation. For H/L ratio calculation, fragment ion intensities were
exported for each light and heavy counterparts of a peptide
precursor. The exported results were filtered to remove b-ions
prior to further analysis. The H/L ratios were then calculated for
all peptide precursor ions.

Figures were made on R Studio (version 1.1.453) and
GraphPad Prism (version 8.0.2). The Venn diagrams were
generated by Venny 2.1 (http://bioinfogp.cnb.csic.es/tools/
venny/). Mann-Whitney test was performed by GraphPad to
calculate p value.

Data Availability

All the mass spectrometry proteomics data have been
deposited to the ProteomeXchange Consortium via the
PRIDE [22] partner repository with the dataset identifier
PXD013477.

Results and Discussion
Configuring DIA Methods for Comparison

To set up the comparison between large and small windows,
we configured three DIA methods on an Orbitrap Fusion
Lumos instrument (Figure 1). The first method uses 40 se-
quential windows of 20 m/z width each and covers a broad
mass range of 360–1160 m/z across the whole LC gradient
(hereafter, BBroadDIA^), a setting similar to the original
SWATH-MS [5]. The second method (hereaf ter ,
BNarrowDIA^) uses 40 windows of 5 m/z only and covers a
narrow range of 200 m/z where the density of identified MS/
MS scans is the highest (e.g., 440–640 m/z for a cell lysate
sample (Figure S1)). To embrace the fact that peptides of
larger m/z are generally eluting at a later retention time (RT)
(Figure S2), we devised the third RT windowed DIA method
(hereafter, BRTwinDIA^). In the present implementation of
RTwinDIA, the first set of 40 windows (5 m/z each) covering
400–600m/zwas scheduled in the 0–50% RT period, followed
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by the second 40-window set (600–800 m/z) during 50–75%
RT and the third set (800–1000 m/z) during 75–100% RT.
This means, e.g., in a 2-h RTwinDIA, 400–600 m/z, 600–
800 m/z, and 800–1000 m/z are, respectively, scanned during
0–60, 60–90, and 90–120 min in a single shot. Please refer to
Table S1 for the exportable window settings in each DIA
methods. We further included a routine DDA method with
1.2-m/z isolation for MS/MS sequencing of those highest
precursor ions detected in every 3 s (i.e., the cycle time
directed DDA mode in Lumos, hereafter, BDDA^ [23]). All
the four MS methods (Figure 1) were performed using
quadrupole-based isolation, HCD collision, a similar cycle
time, and the Bhigh-high^ mode in orbitrap analyzer (see
BMethods^). We assessed the performance of these methods
with 1- or 2-h injection of the peptides derived from three
biological samples including (a) a commercial HeLa cell di-
gest, (b) a SILAC lysate of human A2780 cells (heavy to light,
1:1), and (c) a human-plasma standard, each in two replicates.
All three DIA methods generated nearly identical numbers of
MS/MS scans (e.g., about 86,000 in 2-h run of HeLa samples),
suggesting that the same cycle time was achieved. Further
analysis suggested that for ~ 70% of all the cycles, all the three
DIA-MS methods finish the data acquisition in 3.2 s, and >
99% of all the cycles are below 4.2 s (Figure S3). This
translates to an average of > 5–7 data points in our LC-MS
settings in all DIA methods used, which was previously
deemed to be sufficient [8, 24]. Taken together, our experi-
mental design enabled a simple and fair comparison between
large and small windows and between DIA and DDA.

Assessing Protein Identification Performance
of Data Analysis Algorithms

To test if a conventional DDA search engine could be directly
used to identify peptides in 5 m/z window DIA, we applied
MaxQuant [15] to all data sets generated (without Bmatching
between runs^, but with BSecond peptide identification^ in
MaxQuant to allow up to two peptides identified per MS/MS
spectrum) (Figure 2a, b) [15]. As expected, MaxQuant gener-
ated decent results for all DDA runs. Taking HeLa digest as an
example, 37,661 peptides (4259 proteins) were identified in 2-
h measurements and 16,548 peptides (2572 proteins) in 1-h
(averaged numbers from two replicates are shown hereafter
unless specified) (Table S2). The LC separation and dynamic
exclusion worked well in DDA, because merely 7.62 (1-h) and
9.37% (2-h) peaks were repeatedly sequenced. However, only
14,242, 13,308, and 15,159 peptides were identified from 2-h
BroadDIA, NarrowDIA, and RTwinDIA, fewer peptides than
identified within a 1-h DDA run.More than 80% of peaks were
repeatedly sequenced in all DIAs. Interestingly, there are ~
3000 proteins identified across all 2-h DIAs, with RTwinDIA
performing the best (n = 3307 proteins, representing a 7.55%
increase from NarrowDIA and a 18.9% increase from
BroadDIA). Similar results were obtained from SILAC pep-
tides, despite the fact that the identification numbers and their
differences were lower due to the increased sample complexity

of SILAC labeling (Figure 2a, b). The identifications by
MaxQuant were in general low in all plasma DIA runs (about
150 proteins and 1000 peptides), resulting in difficult compar-
ison (Figure S4). It should be stressed that MaxQuant was not
designed to directly perform the peptide and protein identifica-
tion for DIA data. It was previously demonstrated that even for
a DDA with 2 m/z isolation window, the majority of the MS/
MS spectra can be assigned tomultiple peptides [25], providing
a potential explanation for our MaxQuant results.

As stated above, although MaxQuant provided a slightly
better identification in RTwinDIA, it is inefficient in analyzing
DIA data of 5-m/z windows. An emerging software, pFind
(Open-pFind workflow) [17], was shown to significantly in-
crease the MS/MS spectra identification rate by allowing the
possibilities of, e.g., open modifications and mixed spectra
analysis [17]. We herein applied pFind to our data set
(Figure 2c, d). Particularly, the maximum number of precursor
ions for each spectrum was set to be not limited for DIA in
pFind, whereas the corresponding number was set to 6 for
DDA. We first found that, in DDA of HeLa samples, pFind
reported 1.512 times the peptide numbers as reported by
MaxQuant. Intriguingly, in HeLa DIA datasets, this ratio in-
creased to 2.082, 2.060, and 2.079 times, for BroadDIA,
NarrowDIA, and RTwinDIA respectively (Table S2). We fur-
ther found that pFind facilitates identification in complex sam-
ples more significantly. For example, in SILAC samples, the
peptide identification ratio between pFind and MaxQuant is
2.239 in 2-h BroadDIA data (2.498 for 1 h), 2.768 in 2-h
NarrowDIA (3.242 for 1 h), and 2.805 for 2-h RTwinDIA
(3.196 for 1 h). Impressively, in plasma samples, pFind report-
ed 2.758 times the peptide identifications of MaxQuant for
DDA runs (similar for both 1-h and 2-h injections), and 2.95
times for BroadDIA, and even 3.101 and 3.293 times for
NarrowDIA and RTwinDIA. These results highlight the sub-
stantially improved ability of pFind in handling complex MS/
MS spectra from complex samples and its potential usage in
analyzing DIA datasets. In SILAC and plasma samples, pFind
identification numbers are larger in datasets generated with
5-m/z windows than 20-m/z windows, suggesting that pFind
still has its limitation in handling DIA data of large windows,
especially when analyzing proteomes of high complexity (e.g.,
SILAC) or high dynamic range (e.g., plasma).

Next, we applied the widely used DIA software,
Spectronaut [7, 8], and a classic peptide-centric data extraction
strategy [5] (based on mass spectrometric assays for 10,000
human proteins referred to as BPan-Human Library^ [19]), to
further understand the impact of DIA window-size on prote-
ome coverage (Figure 2e, f). Herein, only DIA runs were
analyzed. Different than MaxQuant or pFind, Spectronaut
using the BPan-Human Library^ identified muchmore peptides
in BroadDIA (n = 44,912) than in NarrowDIA (n = 35,316) and
RTwinDIA (n = 36,260) for the 2-h HeLa dataset (Table S2).
This is expected, because BroadDIA essentially covered a
much larger m/z range, where the human peptides were exten-
sively sequenced and included in the BPan-Human Library^
[19]. Somewhat surprisingly, at the protein level, NarrowDIA
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and RTwinDIA actually yielded 5805 and 5707 protein iden-
tifications (protein level FDR 1%, controlled by Spectronaut),
about 25%more than BroadDIA (4709 proteins). This suggests
that the higher resolution provided by NarrowDIA and
RTwinDIA on the ion-dense region of the m/z vs. RT space
resulted in identification of additional peptide species coming
from different proteins. Even when we exclude those proteins
identified with only one unique peptide, 5-m/z windows still
identified 10.6% more proteins than broad windows. This
effect is more extreme for 1-h runs and for SILAC samples:
e.g., the 1-h NarrowDIA and RTwinDIA increased the protein
identification numbers by 114.8% as compared to BroadDIA
(and by 78.5% for proteins with ≥ 2 peptides, Figure 3a and
Figure S5) and by 170.4% and 112.1% as compared to DDA
analysis using MaxQuant and pFind searches (Figure S6).
Altogether, these results suggest that, when an external com-
prehensive library is used, the narrow windowed DIA can
provide higher proteome coverage than BroadDIA under the
same machine and cycle time.

Analyzing the High Protein Level Coverage
in RTwinDIA Result

Because RTwinDIA schedules three 200-m/zwindows by three
different RTwindows, we asked howmany peptide and protein
identifications would have beenmissed if the entire RT range is
analyzed with the same resolution. Thus, we acquired an addi-
tional data set of three 2-h measurements on the HeLa prote-
ome using 40 5-m/z windows across the entire RT. Each of the
three measurements continuously covered the mass range of

400–600 m/z, 600–800 m/z, and 800–1000 m/z. We found that
400–600 m/z, 600–800 m/z, and 800–1000 m/z, respectively,
identified very different peptide sequences according to pFind
and Spectronaut results (Figure 4) because the combined result
of the three measurements yielded much more peptides than
each of them. Intriguingly, although the combined result
exceeded RTwinDIA by 68% more peptide identifications
(e.g., 60,918 vs. 36,260 in Spectroaut result, Figure 4b),
RTwinDIA only had a minimal compromise at the protein
level: RTwinDIA yielded 5707 proteins, which is only 3.3%
fewer than the 5903 proteins identified by three 200-m/z runs
combined (Figure 4a). This is likely because that most of the
additional peptides are derived from the same set of proteins
that are relatively more abundant than others in the sample. The
identical result can be obtained by pFind. Considering only
one-third of the machine time used, RTwinDIA is indeed time-
efficient in covering more proteins.

The acquisition window setting for DIA has been often
optimized to have variable sizes recently [6], i.e., smaller
windows are used for m/z region of higher precursor ion
density and intensity, and vice versa. We thus used a DIA of
40 variable windowed schema (VariableDIA) we recently pub-
lished [24] to analyze the HeLa proteome in a 2-h measure-
ment. As shown in Figure S7, according to Spectronaut,
VariableDIA generated better results than BroadDIA at both
protein and peptide levels by 7.20% and 8.60% of number
increase, respectively (i.e., optimized variable window setting
is indeed useful), but still had lower protein coverage than
NarrowDIA and RTwinDIA. Interestingly, pFind generated
the least peptide and protein identification numbers for variable
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windows compared to all the other MS methods, likely due to
the fact that some windows have to be much larger 20 m/z in
the variable setting that further complicated MS2 spectra.

Labeling and Label-Free Based Quantification
Benefits for DIAs Using Small Windows

Besides the direct protein identification gain demonstrated
above, we further assessed the quantification performance of
DIAwhen smallm/zwindows are used. Interestingly, we found

that the smaller windows essentially increased the selectivity of
DIA and the signal-to-noise ratio for the same peptide space
targeted (Figure S8). Accordingly, we observed a 5–7% in-
crease in the quantitative precision in regard to the heavy-to-
light SILAC ratios, when all the MS2 level y-ions were sum-
marized (Figure 3b and Figure S5). DIA has a great potential in
dealing with complex samples such as proteomes labeled by
SILAC. Previously, we have applied DIA in pulse-chase
SILAC (pSILAC) experiments to quantify the protein specific
turnover rate, for understanding post-transcriptional regula-
tions in complicated biological systems such as human aneu-
ploidy [14] and cell line heterogeneity [26]. The increased
quantitative precision in SILAC data by using small DIA
windows therefore has immediate implication for similar stud-
ies in the future.

As for label-free quantification, we first performed correla-
tion analysis between replicates for different DIA methods. We
found that all the three DIA methods achieved nice reproduc-
ibility (R = 0.947, 0.979, and 0.979 for BroadDIA,
NarrowDIA, and RTwinDIA) at the absolute scale
(Figure S9). To quickly estimate the relative quantification
performance for label-free experiment, we have compared the
light channel of A2780 SILACDIA data to the HeLaDIA data.
Such a comparison has the advantages to represent a biological
comparison between two human cell lines and essentially
covers a wide quantitative range depending on the difference
between two cell lines. As shown in Figure S10, all the three
DIA methods had a high and comparable accuracy for relative
label-free quantification between HeLa and A2780 cell prote-
ome (R = 0.8919, 0.9163, 0.9151, Figure S10a–c). In all DIA
methods, the effective ratio has a good linearity that goes
beyond 32:1 to 1:32. Interestingly, similar to SILAC data, we
could also observe that NarrowDIA and RTwinDIA have a
slight but significantly better quantitative precision than
BroadDIA (P < 0.0001, Figure S10d). Previously, it was re-
ported that there is a compromise between DIA window size
and the percentage of MS events reaching AGC level. In our
data, for example, about 45% and 17% of MS2 scans in HeLa
1-h and 2-h runs triggered AGC in our settings (see Table S3
for more), which seem to be able to provide decent and com-
parable quantification as shown above.

Taken together, our data suggests that all the three DIA
methods similarly achieved decent relative quantification re-
producibility, while DIAs of narrow windows (NarrowDIA
and RTwinDIA) achieved a slight and significantly higher
precision than BroadDIA, which is consistent for both labeling
and label-free experiments.

Considerations for the Application of RTwinDIA
and NarrowDIA for Proteomic Analysis

Herein, as a pilot study, we assessed both identification and
quantification with variable DIA method settings and algo-
rithms. The usage of small windows is not new inDIAmethods
[5, 6, 13]. One example is the PAcIFIC approach [3, 27].
Recently, small window DIA schemes have been used to
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generate DIA libraries [28]. Herein, we proposed a new meth-
od, RTwinDIA, which takes the advantage of the correlation
between peptide mass and elution RT, and uniquely schedules
different small windows across different retention time bins as
a direct DIA measurement. Considering the peptide distribu-
tion along RT and the practical LC analytical robustness, we
simply used only three blocks of m/z range vs. RT and did not
designmore sophisticated smaller blocks overlapping along the
RT in current version of method. The 200 m/z range was
selected based on the same number of windows (N = 40) and
a reasonably small size per window (5 m/z), so that the cycle
time is similar for all comparisons. Although RTwinDIA
achieved slightly better results than NarrowDIA in MaxQuant
and pFind analyses, it did not provide more peptide and protein
identifications than NarrowDIA in Spectronaut analysis. How-
ever, due to the different peptide sets targeted, RTwinDIA and
NarrowDIA indeed covered many different peptides (~ 45%
being different) and some proteins (~ 10% being different) (see
Venn diagrams in Figure S11).

Our results have implications on the potential usage of small
windowed DIA methods such as RTwinDIA. First, we found
that small windowed DIA methods improved the protein- level
coverage as compared to BroadDIA in both HeLa and A2780
SILAC data sets according to Spectronaut. Therefore, if the
experiment purpose is to quickly characterize protein-level
changes to as many proteins as possible in human cell samples
by directly using, e.g., human proteome sequence file or com-
bined assay libraries such as BPan-Human Library^,
NarrowDIA and RTwinDIA can be powerful. In such cases,
a sample-specific, comprehensive library is often not needed or
cannot be acquired when there are limits of sample amount or
machine time. Second, we found that RTwinDIA seems to
provide significant benefit over BroadDIA and even
NarrowDIA in 1-h measurement in MaxQuant, pFind, and
especially Spectronaut analysis. Also, RTwinDIA provided
more protein identifications than NarrowDIA for plasma

samples (Table S1) and increased quantification precision in
the complex SILAC samples. These results therefore support
the usage of NarrowDIA and RTwinDIA in short gradient (e.g.,
1 h) based protein identification tasks, especially for analyzing
high dynamic range, or multiplexed samples. Third, post-
translational modifications (PTM) of peptides may also com-
plicate the data matrix. Using pFind we have found that small
windowed methods have identified oxidation with higher fre-
quency than BroadDIA (e.g., 7.59% vs. 4.10% for 1-h
methods), but similar frequency of carbamidomethylation for
all three DIAs (Figure S12). Because we did not perform any
PTM enrichment, future experiments are needed to confirm the
advantage of small windowed DIA in tracking small modifi-
cations. Last but not the least, we suggest that RTwinDIA
could potentially extend its usability in the future. For example,
we are currently applying RTwinDIA on the separation system
provided by capillary zone electrophoresis (CZE) in which the
RT showed a much stronger correlation to peptide mass [29].

A critical element for broader application of RTwinDIA is
its robustness. We have checked the retention time variation in
our LC system during ~ 2 weeks of measurement. The real-
time deviation was less than ± 1 min for a 120-min measure-
ment and ± 0.5 min for a 60-min measurement (Figure S13).
Similar performance can be expected in current LC systems.
Considering that Spectronaut is using a non-linear regression
retention time calibration, that our implementation of
RTwinDIA has only three blocks, and that DIA analysis tools
such as Spectronaut will automatically discard most partial
peak groups shaped by the boundary region of RT windows
during scoring, the impact of LC stability might be minimal for
RTwinDIA results. For large-scale applications using long-
term measurement, retention time drift has to be recalibrated
regularly (to first injections), which is essentially similar to
scheduled SRM measurements [30]. Except for the RT varia-
tion between windows, RTwinDIA is still a DIA method,
which is known to have the particular advantage of
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reproducibility over DDA, and has been recently tested in
hundreds to thousands injections of different biological and
clinical samples [31, 32]. Also, RTwinDIA should be feasible
and easily transferable to other MS platforms if they provide
the fast scanning speed and the high resolution needed (such as
QE-HF and later Orbitrap series from Thermo Scientific, as
well as Q-TOF instruments from different vendors such as
SCIEX, Bruker, and etc.). To make RTwinDIA widely used,
the above considerations should be taken in real biological
applications.

We assessed three algorithms for DIA data analysis. The
MaxQuant software was not designed to analyze mixed MS2
spectrum and therefore will miss the identification for manyDIA
scans. The pFind software, although powerful for shotgun anal-
ysis and mixed spectrum identification, does not yet consider the
co-elution of peptide fragments along RT as peak groups and
does not assume the relative abundance of fragment ions for a
given peptide [33], and therefore in general still has less peptide
and protein identifications compared to Spectronaut. It is inter-
esting that pFind identified more plasma peptides than
Spectronaut, suggesting that this software handles complex
MS2 scans well. Another promising example is that, from those
1-h injections of HeLa and SILAC cell digests, pFind actually
identified more proteins in the 5-m/z DIA runs, as compared to
both 20-m/z DIAs and even DDA results (Figure 2c). These
results highlight that a small window like 5-m/z or similar sizes
would enable those shotgun database searching tools which can
handle mixed spectra analysis, such as pFind or DeMix [25], to
be directly applied in DIA-MS, providing immediate, alternative
data analysis options for DIA. Spectronaut identification results
could be missed if the corresponding peptides/proteins are not
included in reference library used. Therefore, extensive sample
specific libraries can be used in Spectronaut analysis to improve
the identification. Furthermore, it should be noted that both
MaxQuant and pFind still use MS1 intensity for quantification,
which may not be ideal for DIA-MS especially when the MS1
resolution is not sufficient [34]. Future developments may be
needed for traditional shotgun searching tools to incorporate
MS2 level quantitative features.

In this report, our assessment has certain limitations.We did
not yet analyze other MS parameter effects and other relevant
topics. For example, the MS2 resolution was set to be 30,000
for DIA, and 15,000 for DDA, based on our experience and
other publications [7, 8]. The lower MS2 resolution for DIA
will reduce the cycle time and change the noise levels in both
large and narrow windows [9]. The AGC setting and the
number of windows (or the use of windows with variable
widths) may also further impact the comparison results be-
tween DIA of different windows. Despite of these limitations,
the identification benefit of using smaller DIA windows may
largely remain due to the use of target-decoy strategy in all
algorithms such as pFind and Spectronaut for separating sig-
nals from noise. Also, our study here did not analyze a scenario
where an optimal, sample-specific spectral library was already
generated for the particular sample by, e.g., peptide fraction-
ation [13] or even discovery DIA runs of small windows [28].

Although using such optimal libraries may significantly in-
crease the identification in BroadDIA, they are less likely to
change the quantitative precision difference (Figure 3b), which
is determined by the method selectivity and noise levels. Last
but not the least, we also did not test other DIA algorithms yet
such as OpenSWATH [33] or Skyline [35], although they have
been demonstrated to provide similar identification and quan-
tification results in a previous benchmark study [36].

Finally, our study, together with previous studies such as
applications of PAcIFIC and gas-phase fractionation [3, 10, 27,
28, 37], provided insights about the future convergence be-
tween DDA andDIA analysis, and how proteome coverage can
be benefited from hypothetical future mass spectrometers with
increased scanning speed. If one could apply 5-m/z windows
for the whole ca. 800 m/z range using a cycle time of 2–3 s
(Figure 1), the DDA and DIA boundaries (both analytical
methods and algorithms) will eventually vanish. This means
that the MS analyzers would have to be 4–10 times faster than
the current solutions while other parameters, such as ion trans-
mission (related to AGC settings in Orbitrap-type platforms)
and MS2 resolution should not be compromised.

Conclusions
In conclusion, we proposed and assessed a new DIA executing
method, RTwinDIA, which uniquely schedules different small
windows of increasing mass along the peptide elution time.
These results support the direct usage of RTwinDIA and other
DIA methods of small windows in the short gradient (e.g., 1 h)
based protein identification tasks, especially for analyzing high
dynamic range, or multiplexed samples. Our results highlight-
ed advantages of performing DIA-MS using smaller windows,
such as the increased proteome coverage, the direct identifica-
tion by shotgun searching engines like pFind, higher signal-to-
noise ratio, and the increase of quantitative precision, providing
hints for future DIA method options.
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