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Abstract 

This paper reports the first demonstration of hydrogel conical tip attachment onto quartz tuning fork (QTF) by using 
an elastomeric tip mold that is soft-lithographically replicated from an electrochemically etched tungsten wire. The 
tungsten tip of 10–100 nm radius obtained by time-controlled electrochemical etching is replicated with h-polydi-
methylsiloxane (h-PDMS) to make negative conical tip molds large enough to be used for QTFs. By approaching a 
QTF to the negative h-PDMS tip mold filled with polyethylene glycol-diacrylate (PEGDA), a PEGDA tip is attached to 
the QTF without using an adhesive. Then, the PEGDA tip attached QTF is employed for shear force microscopy for 
calibration grating and atomic layers of hexagonal silicon carbide and also compared with a silicon tip attached QTF. 
Exclusively for the PEGDA tip attached QTF, we demonstrate that the imaging tip could be regenerated multiple times 
to address issues associated with tip wear. In a stark contrast with conventional QTF probes in attachment of electro-
chemically etched metallic wires or microfabricated AFM cantilevers, photocuring of liquid phase prepolymer within 
a tip mold demonstrated herein allows adhesive-free and exclusive attachment of the imaging tip onto a QTF. The 
relatively large PEGDA tip enables facile operation during approach and engagement. Moreover, the organic and inor-
ganic combination of imaging tip and resonating body offers regeneration of the imaging tip upon its degradation.
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Background
Although atomic force microscopy (AFM) probes have 
been typically made of silicon that is the second most 
abundant atom on earth, disposal of the whole probes is 
neither cost-effective nor environment-friendly consid-
ering the fabrication cost/time and hazardous chemicals 
used during fabrication. Therefore, it would be ideal if 
the worn or damaged imaging tip could be independently 
replaced. The recent study revealed that a PEGDA tip 
shows superior wear-resistance to silicon tip due to the 
extended attractive regime for the PEGDA tip, which 
makes the true noncontact mode imaging more favora-
ble [1]. In addition to the systematic wear comparison, it 
was shown that a worn or damaged PEGDA tip could be 
regenerated multiple times by chemically removing it and 

subsequently attaching a new PEGDA tip to a tipless sili-
con cantilever [2]. The multiple regeneration was guaran-
teed by the etch selectivity of silicon in piranha solution 
that exclusively removed the PEGDA tip.

However, tipless silicon cantilevers are still not cost-
effective to fabricate, and their resonance frequencies 
exhibit intrinsic uncertainty originating from non-uni-
form wafer thickness and spatiotemporal process vari-
ation during fabrication. On the other hand, QTFs 
typically used for timing references in wrist watches [3] 
are orders of magnitude cheaper than tipless silicon can-
tilevers and exhibit very uniform frequency characteris-
tics and high quality factors. Sizes of commercial QTFs 
are much larger than that of tipless silicon cantilevers 
to guarantee much easier manufacturing and handling. 
In addition, the QTFs are more robust than tipless sili-
con cantilevers and tend to survive even after physical 
impact by accident. Due to the aforementioned ben-
efits, it would be advantageous if the PEGDA tip can be 
attached and regenerated onto QTFs. While attaching a 
PEGDA tip to QTFs seems much easier than attaching 

Open Access

*Correspondence:  jungchullee@kaist.ac.kr 
3 Department of Mechanical Engineering, Korea Advanced Institute 
of Science and Technology, 291 Daehak-ro, Yuseong-gu, Daejeon 34141, 
Republic of Korea
Full list of author information is available at the end of the article

http://orcid.org/0000-0001-7880-8657
http://creativecommons.org/licenses/by/4.0/
http://crossmark.crossref.org/dialog/?doi=10.1186/s40486-018-0071-4&domain=pdf


Page 2 of 9Ko et al. Micro and Nano Syst Lett             (2018) 6:8 

a microfabricated silicon cantilever [4, 5] or an etched 
tungsten wire [6], the negative tip mold previously used 
for tipless silicon cantilevers [2] is too small for QTFs: it 
may prevent easy use of the probe for imaging after tip 
attachment. A simple and straightforward solution for 
this issue is to make a larger negative tip mold. However, 
it requires extended processing time as well as thicker 
wafers to make larger tip mold masters with silicon via 
potassium hydroxide (KOH) etching.

This paper reports the fabrication of relatively large 
negative elastomeric tip molds replicated from electro-
chemically etched tungsten wires for the first time. Using 
the large negative tip molds, sufficiently large but sharp 
PEGDA tips are fabricated and attached to QTFs by sin-
gle ultraviolet (UV) exposure without using an adhesive. 
PEGDA tip attached QTFs are successfully employed for 
imaging of calibration grating and silicon carbide mon-
olayers. In addition, the used PEGDA tip is removed by 
piranha solution and a new PEGDA tip is attached to 
demonstrate the modular AFM concept where the imag-
ing tip can be replaced and regenerated if necessary.

Experimental details
Electrochemical etching of tungsten wires
The first step for the negative tip mold fabrication is to 
make a sharp tungsten tip by time-controlled electro-
chemical etching of a tungsten wire. This process is 
traditionally used to make a sharp metallic tip for scan-
ning tunneling microscopy [7]. A ring electrode with the 
diameter of 3.5 cm is used to generate axisymmetric cur-
rent flow around the immersed tungsten wire thus helps 
the etched tungsten tip to have an axisymmetric conical 
shape. Since the tungsten tip becomes blunt if the cur-
rent flow is prolonged after the end of the etching pro-
cess, a high-speed voltage comparator is employed in 
the feedback circuit to timely shut off the bias voltage 
immediately after the voltage monitored goes below a 
pre-defined threshold [8]. Hence, we construct the cut-
off circuit as shown in Fig.  1a. When the voltage sud-
denly becomes lower than the threshold, the immersed 
segment of the tungsten wire drops off by its weight and 
it causes sudden drop in voltage. When the compara-
tor detects such event, the bias voltage is immediately 
powered off. Figure 1b, c show scanning electron micro-
graphs (SEM) of electrochemically etched tungsten wires 
of which diameters are 250 μm and resulting tip heights 
as a function of immersion depth and sodium hydroxide 
(NaOH) concentration. In general, the overall tungsten 
tip height increases as the immersion depth or NaOH 
concentration increases. Since an excessive immer-
sion depth turns out to adversely affect tip sharpness, 
the immersion depth was optimized to be ~ 2 mm in an 
effort to compromise between experimental costs for 

shallow immersion and etched tip quality. On the other 
hand, the lower NaOH concentration increases the over-
all electrochemical etching time while the higher NaOH 
concentration tends to increase tip radius. The optimal 
NaOH concentration was experimentally determined to 
be ~ 3 M in our electrochemical etching setup. Therefore, 
the immersion depth of 2 mm and NaOH concentration 
of 3  M are used hereafter. Figure  1d shows the moni-
tored voltage during the electrochemical etching process 
of a 250-μm diameter tungsten wire. In the beginning, 
there is a voltage spike due to an input surge current. 
After ~ 10 s, the voltage for monitoring the electrochemi-
cal etching process is normally obtained. As tungsten 
etching progresses, the voltage decreases monotonically 
with a constant rate as the cross-sectional area of tung-
sten wire decreases. At around 380  s, the comparator 
detects the monitored voltage lower than the threshold of 
1.4 V thus the etching process is terminated.

Tip mold fabrication and hydrogel tip attachment
Figure  2a shows the step-by-step process of the coni-
cal h-PDMS tip mold [9] preparation and the PEGDA 
tip attachment to a QTF. (i) First, the etched tung-
sten tip is inserted into the drilled acrylic plate and the 
space between the drilled hole and the tip is covered 
with epoxy. (ii) The tungsten tip and acrylic plate assem-
bly suppresses the meniscus of replicating h-PDMS not 
to exceed the size of the etched tip. Then, the tungsten 
tip-acrylic plate assembly along with 100  μL of silane 
(Trichlorosilane 98%, JSI Silicon) is placed in a vacuum 
chamber for 30 min, taken out of the vacuum chamber, 
and heated for 2  h at 60  °C. This heating process com-
pletes the formation of a silane monolayer [10] that helps 
demolding after the h-PDMS replication. (iii) Next, 
the silanized tungsten tip-acrylic plate is placed over 
h-PDMS prepolymer prepared by following a recipe in 
[11]. After heating 45 min at 90 °C, the h-PDMS is fully 
cured and then the silanized tungsten tip-acrylic plate is 
demolded from the cured h-PDMS. (iv) Then, PEGDA is 
prepared by mixing the PEGDA monomer with 1 wt% of 
photo-initiator (phenylbis (2,4,6-trimethylbenzoyl) phos-
phine oxide) and dispensed over the negative h-PDMS 
tip mold by using a pipette cut with a razor blade to make 
a sharp beveled end. (v) Optionally, the PEGDA filled tip 
mold can be bi-axially compressed to enhance the tip 
sharpness as well as the tip aspect ratio. (vi) After the 
QTF makes a hard contact with the PEGDA filled molds, 
UV is exposed to cure the PEGDA.

Figure  2b shows a 3D drawing of the tip attachment 
setup with the mold compression jig, where a CCD cam-
era monitors the attachment process from below. With 
this setup and the process aforementioned, the tip can 
be exclusively attached to QTFs at a desired position 
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without using an adhesive. Figures 2c, d compare a tung-
sten tip fabricated by electrochemical etching and a rep-
licated PEGDA tip pair of which radii are 26 and 29 nm, 
respectively. It should be noted that the sub-30 nm radius 
PEGDA tip is the best result to date. However, such a 
high-quality PEGDA tip is not routinely obtained due to 
uncertainties in the tip mold fabrication and compres-
sion processes. The average PEGDA tip radius is around 
250 nm with 10% variability. If necessary, plasma sharp-
ening [12] can be used to further reduce the tip radius. 
The optional bi-axial compression may also be necessary 
to achieve a tip radius smaller than 50 nm. The relation-
ship between PDMS mold compression and PEGDA 
tip sharpness enhancement was studied in the previous 
study, reporting the improvement of a tip radius by 10 
folds with the 15% increase of bi-axial compression [13]. 

Although the initial dimension of the tip mold and mold 
materials are different, the underlying physics is identi-
cal when applying the same strain, so we expect similar 
enhancement.

Dynamic characterization
While QTFs are electrically driven, QTF dynam-
ics is characterized optically (Fig.  3a) and electrically 
(Fig. 3b) by implementing a commercial laser Doppler 
vibrometer equipped with a custom QTF drive and 
lock-in detection circuit [14]. Figure  3a, b show the 
resonance spectrum change of a QTF before and after 
the PEGDA tip is attached. To precisely extract the 
resonance frequency and the quality factor, optically 
measured spectra are fitted with a simple harmonic 
oscillator model [15] and electrically measured are 

Fig. 1 Time controlled electrochemical etching of tungsten wire in sodium hydroxide (NaOH) solution. a Schematic for the electrochemical 
etching along with the feedback circuit composed of a high-speed voltage comparator. b Tip height as a function of the immersion depth and 
corresponding SEM images. c Tip height as a function of the NaOH concentration and corresponding SEM images. d Typical time-dependent 
voltage change monitored during the electrochemical etching



Page 4 of 9Ko et al. Micro and Nano Syst Lett             (2018) 6:8 

fitted with the Butterworth-van-dyke equivalent circuit 
model [16]. In our experiments, the in-plane anti-phase 
resonance of the QTFs is measured to be ~ 32.768 kHz 
after their package cans are manually removed. Consid-
ering the average volume (0.2 nL) of negative h-PDMS 
tip molds and density of PEGDA at 25  °C (1.11 g/mL), 

the average mass of attached PEGDA tips is estimated 
to be 0.21 µg. Since the tip attachment induces the fre-
quency shift of ~ 120  Hz, the mass responsivity is cal-
culated to be ~ 571.4  Hz/µg. The quality factor of the 
QTF is ~ 4000 as extracted from both optical and elec-
trical measurements, which remains almost unchanged 
regardless of tip attachment.

Fig. 2 Tip attachment process, setup, and results. a Process of making conical tip mold and attachment of hydrogel (PEGDA) tip onto quartz tuning 
fork. b 3D CAD drawing of the tip attachment setup with the mold compression jig. SEM images of c an electrochemically etched tungsten wire 
and d a PEGDA tip replicated from the etched tungsten wire and attached to quartz tuning fork
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Calibration grating imaging
In shear force microscopy (SFM), the QTF is mechani-
cally driven by a dithering piezo-actuator (PZT) at 
its in-plane anti-phase resonance, such that the tip’s 
motion is predominantly lateral [17]. This enables 
shear (or frictional) force interaction of the tip with 
the sample surface. Under the shear force, the piezo-
electric property of the QTF itself generates a current 
proportional to the deflection of the QTF prongs. Fig-
ure  3c represents operational schematic of the SFM, 
which utilizes a vertically aligned QTF with a PEGDA 
tip attached to the end of one of two prongs. Due to 
the high Q-factor of the QTF, the resonance fre-
quency shift ( �f  ) of the QTF probe is measured by 
a phase-locked loop (PLL) and used as the set point 
for the z-feedback control of the sample stage. While 

a PEGDA tip scans over a sample surface, surface 
topography can be precisely measured by monitoring 
the vertical displacement of the sample stage to main-
tain �f  at the set point. The QTF electrical signal is 
detected with two amplifiers  (A1: AD8626, Analog 
Devices) with the trans-impedance gain (Rf) of 1 × 108 
V/A, from which a differential signal is amplified  (A2: 
AD8228, Analog Devices) with a gain of 10. Therefore, 
the output of the SFM pre-amplifier is a voltage sig-
nal proportional to the QTF oscillation amplitude. The 
signal from the SFM pre-amplifier is demodulated by 
using a lock-in amplifier at the dithering piezo drive 
frequency, yielding the amplitude (A) and phase (Φ) 
of the QTF oscillation. After the resonance frequency 
and vibration amplitude are measured as a function of 
the tip-sample distance during approach and retract 

Fig. 3 Shear force microscopy (SFM) with the PEGDA tip attached quartz tuning fork. Amplitude spectra of QTFs before and after the PEGDA tip 
attachment by a optical and b electrical readouts. c Schematic and circuit diagram for SFM. d Dynamic mode topography and e a linescan of a 
calibration sample along the dashed line A–A′
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cycle, noncontact-mode shear force imaging is per-
formed on the calibration sample (~ 50 ± 10  nm thick 
vanadium rhombus array on a quartz substrate): see 
Fig. 3d. Figure 3e shows a line profile of the calibration 
sample along the white dashed line A–A′ in Fig. 3d.

Result and discussion
Comparison of commercial silicon tip and PEGDA tip
After imaging the calibration sample, a silicon carbide 
monolayer (6H-SiC) [18, 19] is imaged with a PEGDA tip. 
In addition, the imaging performance of the PEGDA tip 
is compared with that of a silicon tip. For the silicon tip 

Fig. 4 Comparative SFM study for hexagonal silicon carbide (6H-SiC) sample by using silicon or PEGDA tip attached quartz tuning forks with similar 
tip radii. SEM images of a a commercial silicon tip and b a PEGDA tip attached quartz tuning forks. Left and right images are taken at low and high 
magnification, respectively. QTF’s resonance frequency and amplitude shift for the approach and retract cycle over a 6H-SiC sample with c the 
silicon tip attached and d PEGDA tip attached QTFs. e Dynamic mode topography, f linescans along the black dotted lines, and g histograms of the 
transition slope for the 3rd step (between the 3rd and 4th atomic layers) of the 6H-SiC. The first and second rows are for the silicon tip attached and 
PEGDA tip attached QTFs, respectively
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probe, a commercial AFM cantilever (Bruker, FMV-A) 
having a tip radius of ~ 200 nm due to repeated uses was 
attached to a QTF using a small amount of UV curable 
epoxy (Bondic): see Fig. 4a. To make fair comparison, the 
PEGDA tip attached QTF of which radius is ~ 245  nm 
was selected as shown in Fig. 4b. Figure 4c, d show the 
z-spectroscopy of the oscillation amplitude and the reso-
nance frequency shift for the two QTF probes shown in 
Fig. 4a (silicon tip) and 4b (PEGDA tip), respectively, as 
the QTF approaches to and retracts from a 6H-SiC mon-
olayer sample. As the QTF probe approaches the sample, 
the oscillation amplitude decreases due to the increase 
of the damping while the QTF resonance frequency 
increases due to the increase of the stiffness associated 
with positive force gradient and repulsive tip-sample 
interaction. Therefore, the overall trends are similar for 
silicon tip attached and PEGDA tip attached QTFs. How-
ever, the PEGDA tip starts to interact with the underlying 
sample at larger tip-sample distance, as manifested by the 
changes of the oscillation amplitude and the resonance 
frequency of the QTF in Fig. 4d. Although the underlying 
physics of such an earlier recognition of the nearby sub-
strate is not yet exactly known, the PEGDA tip attached 
QTF at least seems more appropriate for true noncon-
tact mode imaging due to the wider attractive regime. 
Another observation is that the hysteresis between 
approach and retract cycle is more pronounced for the 
PEGDA tip attached QTF. However, it is not our main 
interest since the hysteresis plays no role during the SFM.

By setting a proper setpoint, topography of the 6H-SiC 
monolayer can be obtained along with amplitude and 
phase errors. Figure  4e shows a topographic image of 
the 6H-SiC monolayer sample where the setpoint, scan 
speed and scan area are 8 Hz, 0.5 µm/s and 1 µm × 1 µm, 
respectively. Quick side note here, shear force exert-
ing on the tip during the imaging can be estimated to 
be ~ 67 nN, which may be not sufficient to detach the tip 
from the QTF. During routine imaging with such a condi-
tion, we have not observed the detachment of hydrogel 
tips from QTFs.

Figure  4f shows line profiles extracted from the black 
dashed lines in Fig. 4e where each step is equal to half of 
the lattice constant of the silicon carbide (i.e., 7.5 Å). Fig-
ure  4g represents histograms of the transition slope for 
the 3rd step between the 3rd and 4th atomic layers of the 
6H-SiC where all 256 linescan data are used. Each histo-
gram is fitted to Gaussian to obtain average and stand-
ard deviation, yielding 8.57 ± 0.91 and 10.30 ± 1.77  nm/
µm for the silicon tip and the PEGDA tip, respectively. 
Although the PEGDA tip exhibits larger variation, its 
average slope is 1.2 times steeper than that for the sili-
con tip. The steeper transition with the PEGDA tip may 
be because the meniscus effect around the tip is more 

dominant for the silicon tip. In addition, the larger varia-
tion of the transition slope may be attributed to mechani-
cal deformation of the relatively soft PEGDA tip. From 
a practical point of view, the silicon tip attached QTF is 
more challenging to handle than the PEGDA tip attached 
QTF mainly due to the relatively small size of the imag-
ing tip. If a small tip attached QTF is slightly tilted dur-
ing engagement to a sample surface, other corners of 
the QTF would touch the sample prior to the attached 
tip and damage the sample surface or produce image 
artifacts.

Tip regeneration
To address wear and damage of the attached PEGDA 
tip, the same tip regeneration scheme for tipless silicon 
cantilevers [2] is adopted for QTFs. The piranha solution 
prepared by mixing sulfuric acid (96%) and hydrogen per-
oxide (30%) with 3:1 volume ratio is used at room tem-
perature to selectively remove the attached PEGDA tip 
presumably worn or damaged due to repeated uses. Dur-
ing the piranha process for about 20 min, inorganic QTFs 
remain intact [20]. After the PEGDA tip is completely 
removed, QTF surfaces are rinsed and cleaned with DI 
water for 10 min and then dried. Next, a new PEGDA tip 
is attached. Figure 5a shows the SEM images of the first 
tip attachment, the first tip removal, and the second tip 
attachment onto QTF, respectively. The tip radii of the 
original and regenerated tips are 224 and 255 nm, respec-
tively. This regeneration process can be repeated multiple 
times. To demonstrate this, different PEGDA tips were 
attached to and removed from the same QTF three times, 
and the QTF resonant spectra were recorded in each 
case. Figure 5b, c show the amplitude spectra and reso-
nance frequencies taken during the repeated regenera-
tion, respectively. Red-shifts of the resonance frequency 
after the tip attachment are due to the added mass of 
the PEGDA tip [14]. The frequency variation of the QTF 
with PEGDA tip attached (32,672 ± 6 Hz) is three times 
larger than that of the QTF with PEGDA tip removed 
(32,777 ± 2 Hz). The relatively small frequency variation 
after tip removal implies that piranha cleaning selectively 
removes the PEGDA tip without affecting the QTF. In 
contrast, the relatively large variation after tip attach-
ment is mostly attributed to the mass uncertainty of the 
attached PEGDA tip. The uncertainty of the attached tip 
mass is estimated to be 10.5 ng, which is about 5.7% of 
the average tip mass of 184 ng.

Conclusions
In this paper, we introduce an unconventional approach 
to fabricate hydrogel (PEGDA) tip attached QTFs for 
shear force atomic force microscopy. Using the h-PDMS 
tip mold replicated from an electrochemically etched 
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tungsten wire, a PEGDA tip can be spontaneously 
attached to QTFs upon UV exposure without using an 
adhesive. PEGDA tip attached QTFs are implemented to 
image calibration grating and atomic layers of hexagonal 
silicon carbide samples in an SFM platform, demonstrat-
ing the advantages of the PEGDA tip in noncontact shear 
force imaging over a silicon tip. The proposed tip attach-
ment method also offers repeated tip regeneration with-
out damaging the QTF when tip wear or damage is not 
tolerable for imaging. We believe that other AFM appli-
cations beyond topographic imaging can be explored 
with the PEGDA tip attached QTFs in near future.
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