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Abstract

Electrochemical experiments have an increasing demand for determining the concentration of biological and
environmental samples as simple, inexpensive, and rapid analytical methods. Most developments in
electroanalytical chemistry in recent years have originated from advances in sensor design, chemical modification,
and functionalization of electrodes for enhanced sensitivity and selectivity of electroanalysis. In this work, a novel
method for the fast monitoring of a thiol compound in flow injection systems has been developed. The fast Fourier
transform continuous cyclic voltammetry at carbon paste electrode in flowing solution system was used for the
determination of a thiol compound. The suggested technique demonstrated some advantages over other reported
methods. Picomolar detection limit that is fast enough for the determination of any thiol compound was achieved.
The linearization equation was current = 24.601x + 3.7068, with the correlation coefficients of 0.9812. The obtained
detection limit was calculated to be 14.80 × 10−14 mol thiocholine (thiol compound sample). This system offers the
necessary accuracy, sensitivity, and selectivity to assay a thiol compound in various sensors.
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Background
Most developments in electroanalytical chemistry in
recent years have originated from advances in sensor
design, chemical modification, and functionalization of
electrodes for enhanced sensitivity and selectivity of
electroanalysis. Organophosphorous (OP) compounds
are highly toxic that often causes respiratory paralysis
and death and can irreversibly inhibit acetylcholinester-
ase (AChE) which is essential for the central nervous
system. Therefore, the rapid, sensitive, selective, and reli-
able quantification of these compounds is highly essen-
tial at a lower cost. Chromatographical techniques have
been extensively used for the sensitive detection of OP
insecticides, but they require trained staff, complicated
sample pretreatments, and are often not suitable for field
conditions. In recent years, biosensors show remarkable
advances for the detection of toxic compounds based on
enzymatic reactions. A variety of enzymes such as organo-
phosphorous hydrolase, alkaline phosphatase, ascorbate
oxidase, tyrosinase, and acid phosphatase have been
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employed in the preparation of pesticide biosensors [1].
Based on the inhibition action of pesticides and insecticides
on cholinesterases, AChE and butyrylcholinesterase have
been widely used due to the stability and sensitivity of the
enzymes [2]. This method generally uses either single
enzyme [3] or bienzyme (AChE and choline oxidase) [4]
systems by monitoring the electrochemical oxidation of
thiocholine or p-aminophenol and hydrogen peroxide,
respectively. Some of the reports on immobilized AChE-
based single enzyme system apply voltages of +400
to +700 mV for the oxidation of thiocholine [5].
Traditional methods to detect thiocholine involve spec-

trophotometric techniques [6]. The Ellman reaction in-
volves the reaction of 5,5′-Dithiobis(2-nitrobenzoic acid)
and 5-thio-2-nitrobenzoate (DTNB) with thiocholine lib-
erated from its esters by enzymatic hydrolysis so the yel-
low 5-thio-2-nitro-benzoate product is measured
spectrophotometrically at 412 nm. The thiocholine
also generates a highly fluorescent product with 7-
diethylamino-3-(40-maleimidylphenyl)-4-methylcoumarin,
which is monitored by microfluorometric assay to detect
nanomoles of released thiocholine as thiol compound.
In AChE-based biosensors, acetylthiocholine is com-
monly used as a substrate. The thiocholine produced
r. This is an Open Access article distributed under the terms of the Creative
mmons.org/licenses/by/2.0), which permits unrestricted use, distribution, and
inal work is properly cited.
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Figure 1 Cyclic voltammograms at 10 V.S-1 of 0.1 M PBS (pH
7.4) at a) PBS, b) TCh injection to the FFTCCV system.

Figure 2 Diagram of the applied potential waveform.
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during the catalytic reaction can be monitored using spec-
trometric, amperometric, or potentiometric methods. The
enzyme activity is indirectly proportional to the pesticide
concentration.
AChE can be immobilized on electrode surface using a

variety of matrices such as cross-linked polymers, cross-
linked bovine serum albumin [7], chitosan and cellulose
[8], different support matrices such as nylon [9], con-
trolled pore glass [10], magnetic particles [11], or the
strong affinity linking with concanavalin A and metal
ions [12].
Carbon paste electrode (CPE) is a special kind of het-

erogeneous carbon electrode consisting of mixture pre-
pared from carbon powder and a suitable water-
immiscible or nonconducting binder [13,14]. CPEs are
widely applicable in both electrochemical studies and
electroanalysis, thanks to their advantages such as ease
and speed of preparation and of obtaining a new repro-
ducible surface, very low background current (compared
to solid graphite or noble metal electrodes), low cost,
large potential window, and simple surface renewal
process. The level of background currents cannot be
exactly defined; it strongly depends on the composition
of carbon paste as well as upon the type of measure-
ment. For instance, in stripping voltammetry, carbon
pastes containing Nujol or silicone oil exhibit back-
ground currents of about 10 to 500 nA. Whereas the
background of tricresyl phosphate-based CPE may ex-
ceed the level of microampere due to unique interac-
tions of the binder [15]. Besides the advantageous
properties and characteristics listed before, the feasibil-
ity of incorporation of different substances during the
paste preparation (which results in the so-called modi-
fied carbon paste electrode) allows the fabrication of
electrodes with desired composition and, hence, with
predetermined properties [16,17].
The modification of electrodes using redox modifiers
is an interesting field in analytical chemistry. Redox
modifiers are electroactive compounds that effectively
shuttle electrons between the analyte and the electrode.
One of the most important effects of any modifier is a
reduction of the overpotential required for electrochem-
ical reaction, which enhances the sensitivity and selectiv-
ity of the method. Carbon nanotubes (CNTs) are new
kinds of carbon nanostructure materials possessing
properties such as high electrical conductivity, high sur-
face area, chemical stability, and significant mechanical
strength. CNTs have demonstrated to be extremely use-
ful for the development of new electrode materials.
Their electrocatalytic properties have been widely dem-
onstrated in connection with several compounds of clin-
ical, biological, and environmental interest [18]. Also,
the application of chemically modified electrodes in elec-
troanalysis offers several advantages. They can lower the
overpotential, increase the reaction rate and sensitivity,
and improve selectivity [19].
Recently, stripping voltammetric methods were used in

the determination of heavy metal ions and some organic
compounds in flowing solutions with a parts-per-billion
sensitivity range. Indeed, application of such techniques
needs fast analyte accumulation and fast potential sweep-
ing, which is not appropriate for large electrodes [20].
Nonetheless, this study aims to present a novel method
for the rapid determination of thiocholine in ultratrace
amounts.
Stripping voltammetric techniques have the advan-

tages of being both rapid and economical in the deter-
mination of thiols in aqueous systems, with sensitivity
for trace amounts. In fact, because of the passage of an
analyte through the zone in front of the electrode in an
electrochemical flow cell, the application of such tech-
niques in flowing solutions requires fast accumulation of
the analyte and fast potential sweeping, which is not ap-
propriate in traditional voltammetry but is applicable in
fast Fourier transform (FFT) voltammetry.
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Figure 3 Cyclic voltammograms and Curves result (A) Cyclic voltammograms at carbon nanotube paste electrode recorded during a
flow injection experiment. The eluent was phosphate buffer (0.1 M and pH 7.4), the flow rate was 3mL/min, and the sweep rate was 10 V.s-1.
Each scan was preceded by 100 ms (at 1600 mV) and 200 ms (at 300 mV) conditioning, respectively. The injected solution (50 µL) contained 1
mM thiocholine. (B) Curves result from the subtraction of a CVs average (in the absence of the analyte) from test of the CVs in (A).
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In this work, the proposed biosensor based on the
immobilization of AChE on MWCNT-silicate sol compos-
ite showed high sensitivity for thiocholine which could be
employed for flow injection analysis of OPs. The objective
of this paper is the presentation of the Fourier transform
continuous cyclic voltammetry (FFTCCV) technique for
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Figure 4 Sweep rate effect on the carbon paste electrode
response to the injection of 1 mM thiocholine in phosphate
buffer (0.1 M and pH 7.4).
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the determination of thiocholine through a flow injection
system. The combination of biosensors with flow injection
analysis makes it possible to control all the stages of the
reagent additions, measure the enzyme activity, improve
the sample throughput, and achieve the completely auto-
mated determination.

Results and discussion
Electrochemical behavior of system
The cyclic voltammograms of 1.0 mM acetylthiocholine
(ATCh) are shown in Figure 1. Thiocoline (TCh) was
injected to the flow system and showed an oxidation
peak at +310 mV, while no detectable signals were ob-
served at phosphate buffer saline (PBS) solution contain
enzyme. In Figure 1A, it did not show any detectable re-
sponse in the absence of TCh. Obviously, the peak came
from the oxidation of thiocholine.
In this system, the stability of the background was the

most essential problem. This was mainly due to the
changes that occurred in the electrode surface during
the oxidation and reduction of the thiocholine in each
potential cycle. The best potential waveform, producing
a stable background and an unchanged electrode sur-
face, was the waveform displayed in Figure 2. Figure 3
presents an example of this waveform. Figure 3b shows
the cyclic voltammetry (CV) sequences recorded during
the flow analysis of 50 μL 1 mM thiocholine into the
eluent solution, containing phosphate buffer (0.1 M and
pH 7.4). The potential axis of this graph represents the
potential applied to the working electrode during each
sweep. The time axis represents the time passing between
the beginning of the flow injection experiment and the be-
ginning of a particular sweep. As can be observed, in the
absence of thiocholine, the shape of the CV curves is typ-
ical for phosphate buffer (0.1 M and pH 7.4).
Figure 3a,b illustrates the absolute current changes in

the CV curves, after the subtraction of background
current. As can be seen, this way of presentation of the
electrode response gives more details about the effect of
adsorbed ion on currents of the CV. The curves show
that current changes mainly take place at the potential
regions of the oxidation and reduction of thiocholine.
While the electrode-solution interface is exposed to
thiocholine, the oxidation of TCh will be occurring. For
the achievement of the detector maximum performance,
the effect of the experimental parameters (such as the
pH of the supporting electrolyte, and the sweep rate)
were examined and optimized.

Sweeping rate effect
An acetylthiocholine concentration of 750 μM was used
for the investigation of the sweeping rate effect. The de-
tector responses to the potential sweep rates were
recorded at different sweep rates in the range of 4 to 20
V s−1. The result was shown in Figure 4, where it is clear
that the detector exhibits the maximum sensitivity at the
sweep rate value of 10 V s−1. It should be mentioned that
the sweep rate effects influence the detection perform-
ance in two ways. The first influence concerns the speed
in data acquisition. The second influence concerns the
kinetic factors of the thiocholine redox behavior. Also,
the use of this detection method in conjunction with fast
separation techniques such as capillary electrophoresis
requires the employment of high sweep rates. From this
point of view, it is important to check how the sensitiv-
ity of the method is affected by the sweep rate. In fact,
to detect analyte on the electrode surface, high sweep
rates must be employed to sense the correct concentra-
tion zone without any influence on kinetic of electron
transferring. Nonetheless, the potential sweep rate is the
determining factor which defines the sensitivity of the
detection system, basically because of the kinetic factors
and the instrumental limitations. In line with the
resulting data for the examined thiocholine on the elec-
trode, the height of the electrode response is almost con-
stant within the experimental error for the sweep rates
of 4 to 20 V s−1.

Calibration curve and detection limit
Figure 5 presents the calibration graph for the thiocholine
monitoring in phosphate buffer (0.1 M and pH 7.4). The
experimental conditions were set at the optimum values
to obtain the lowest detection limits. It should be noted
that, similar to the classical stripping voltammetric
method, in the calculation method, the analyte response is
proportional to the redox current of TCh. The redox reac-
tion of TCh in different concentration makes different
currents.
The linearization equation was current = 24.601x +

3.7068, with the correlation coefficients of 0.9812 (Figure 5).
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Figure 5 Calibration curves obtained for thiocholine on the carbon nanotube paste electrode in phosphate buffer (0.1 M and pH 7.4).
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Measurements carried out for small analyte concentrations
allow the estimation of the detection limit CDL:

CDL ¼ 3Sb=m ð1Þ

where Sb is the standard deviation (2.43%) of the baseline
around the flow injection peak and m is the slope of cali-
bration curve [21]. To ensure the best S/N ratio, the mea-
surements were carried out at high sweep rates. The
obtained detection limit was calculated to be 2.96 × 10−9 M
and based on 50 μL of thiocholine injection 14.80 × 10−14

mol thiocholine. The detection limit of the proposed
method is about 100 times lower than that of the most sen-
sitive reported (3 × 10−7 M) method [22].

Conclusions
In this work, it is demonstrated that the concentration of
thiocholine in flowing solution can be measured indirectly
via monitoring the current changes at oxidation and reduc-
tion of the carbon nanotube paste electrode surface. In this
method, the S/N ratio is enhanced using the fast Fourier
transform of the analyte and signal integration. Also, for
improving the sensitivity, the method takes advantage of
the adsorption of the analyte on the electrode, and the in-
fluence of adsorbed possible impurity in the eluent was re-
moved by background subtraction. FFTCCV can be
considered as a new sensitive, accurate, and fast method for
the determination of drugs and some pesticides. However,
in order to obtain better sensitivity for a specific target, ex-
perimental parameters should be optimized. Finally, such
detection limit (in nanomolar level) makes the method suit-
able for bioanalysis. The obtained detection limit was
calculated to be 2.96 × 10−9 M and based on 50 μL of
thiocholine injection 14.80 × 10−14 mol thiocholine.

Methods
Reagents
Multiwall carbon nanotubes with 95% purity, length 1 to
10 μm, external diameter 37 nm, and wall no. 3 to15
were obtained from Research Institute of Petroleum
Industry, Iran. DTNB with 99% purity was supplied
from Merck Company, Darmstadt, Germany. Triton X-
100 was obtained from Sigma-Aldrich Chemicals Co.,
St. Louis, MO, USA. Acetylthiocholine chloride with
99% purity was purchased from Fluka, Dorset, Eng-
land, UK. Dimethylformamide was obtained from
Sigma. Acetylcholinesterase (EC: 3.1.1.7, type V-S: elec-
tric eel source, 500 U/0.5 mg) was purchased from
Sigma. Ceramic cylinders with average length 1.8 mm,
external diameter 1.9 mm, and internal diameter 1
mm were obtained from Tailor China Shop, Iran.
Phosphate buffers with various pH values were pre-
pared according to manual.

Flow injection setup part
In the flow system (Figure 6A), a peristaltic pump to
impel solutions was used. The various system elements
were connected with a silicon tube. The equipment for
flow injection analysis included a ten-roller peristaltic
pump (UltrateckLabs Co., Iran) and a four-way injection
valve (Supelco Rheodyne Model 5020, Sigma) with a
50-μL sample injection loop. The solutions were intro-
duced into the sample loop by means of a plastic syringe.
The electrochemical cell used in flow injection analysis is
shown in Figure 6B. The volume of the cell was 100 μL. In
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Figure 6 Schematic diagram of (A) flow-injection system; (B) the electrochemical cell.
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all experiments described in this paper, the flow rate of
eluent solution was 3 mL/min. Flow system feed was
phosphate buffered (0.1 M and pH 7.4).

Electrode preparation
For the preparation of the carbon nanotube paste elec-
trode, a sampler head tube (5 cm in length) with the
hole at one end (2 mm in diameter) was served for fill-
ing with carbon nanotube paste as the electrode body.
Electrical contact was provided by a copper piston
within the center of the tube. Carbon nanotube paste
was prepared by adding 4.5 g paraffin oil to 1.25 g car-
bon nanotube powder and mixed for 20 min until a uni-
formly wetted paste was obtained. The paste was then
packed into the hole of the electrode holder. For every
five to seven experiment runs, a small amount of carbon
nanotube paste was cut, and the electrode surface was
polished for 1 min using a fine paper. The electrode
was washed with water before being placed in the cell.
Additionally, an Ag(s)/ AgCl(s)/ KCl (aq, 1 M) refer-
ence electrode was used for all measurements, while

http://www.jnanochem.com/content/3/1/64
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the auxiliary electrode was made of a Pt wire (1 cm in
length and 0.5 mm in diameter, Figure 6B).

Standard solutions for flow injection analysis
A TCh (as thiol compound) standard stock solution was
prepared in the phosphate buffer (0.1 M and pH 7.4).
This solution was prepared by the enzymatic reaction of
the AChE and ATChCl solution for 30 min in the phos-
phate buffer. The final concentration of TCh was deter-
mined by spectrophotometry after reaction with DTNB,
as described by Ellman [23,24]. Standard solutions of
TCh and ATCh for studies were prepared by dilution of
their stock solution with 0.1 M phosphate buffer.

Data acquisition and processing
A setup of a PC PIII Pentium 300 MHz microcomputer,
equipped with a data acquisition board (PCL-818HG,
Advantech. Co., Milpitas, CA, USA), and a custom-
made potentiostat comprised the equipment needed for
the data acquisition and data processing. The corre-
sponding programs were developed in Delphi 6 program
environment. In Figure 2, the applied waveform poten-
tial diagram during the cyclic voltammetric measure-
ments is shown. The waveform potential consists of two
sections: first, the electrode conditioning and, second,
the measurements (the section of accumulation of ana-
lyte was eliminated in this work and was not applied by
instrument). The electrode conditioning starts with the
cleaning process, in which the electrode potential is held
at a positive potential, Ec1 (1,600 mV), at least for 100
ms. Then, for the reduction and desorption of any foul-
ing component on the surface, it is held at the Ec2 potential
(−400 mV) for 100 ms. Finally, the current measurements
are performed during potential ramp. Signal calculation in
this method is established based on the integration of net
current changes over the scanned potential range. It must
be noted that in this case, the current changes (result of
injected analyte) at the voltammograms can be caused by
redox processes of TCh, which take place at the electrode
surface. Indeed, in order to see the influence of the change
in the current of oxidation and reductions peaks of the
electrode surface, the scan rate must be in optimum which
is in correlation with redox kinetic and data acquisition.
The starting point for the electrochemical oxidation
process of the carbon nanotube paste electrode surface is
as follows:

2 thiocholine redð Þ→2thiocholine oxð Þ þ 2eþ 2Hþ

ð2Þ
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