
Moriarty et al. Virol J           (2021) 18:21  
https://doi.org/10.1186/s12985-020-01473-0

RESEARCH

Validation of multiplex PCR sequencing 
assay of SIV
Ryan V. Moriarty1, Nicolas Fesser1, Matthew S. Sutton1, Vanessa Venturi2, Miles P. Davenport2, Timothy Schlub3 
and Shelby L. O’Connor1* 

Abstract 

Background: The generation of accurate and reproducible viral sequence data is necessary to understand the 
diversity present in populations of RNA viruses isolated from clinical samples. While various sequencing methods are 
available, they often require high quality templates and high viral titer to ensure reliable data.

Methods: We modified a multiplex PCR and sequencing approach to characterize populations of simian immunode-
ficiency virus (SIV) isolated from nonhuman primates. We chose this approach with the aim of reducing the number 
of required input templates while maintaining fidelity and sensitivity. We conducted replicate sequencing experi-
ments using different numbers of quantified viral RNA (vRNA) or viral cDNA as input material. We performed assays 
with clonal SIVmac239 to detect false positives, and we mixed SIVmac239 and a variant with 24 point mutations 
(SIVmac239-24X) to measure variant detection sensitivity.

Results: We found that utilizing a starting material of quantified viral cDNA templates had a lower rate of false posi-
tives and increased reproducibility when compared to that of quantified vRNA templates. This study identifies the 
importance of rigorously validating deep sequencing methods and including replicate samples when using a new 
method to characterize low frequency variants in a population with a small number of templates.

Conclusions: Because the need to generate reproducible and accurate sequencing data from diverse viruses from 
low titer samples, we modified a multiplex PCR and sequencing approach to characterize SIV from populations 
from non-human primates. We found that increasing starting template numbers increased the reproducibility and 
decreased the number of false positives identified, and this was further seen when cDNA was used as a starting mate-
rial. Ultimately, we highlight the importance of vigorously validating methods to prevent overinterpretation of low 
frequency variants in a sample.
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Introduction
Characterizing the sequence diversity of RNA virus 
populations is an essential component of studying viral 
pathogenesis and transmission in individuals [1, 2]. This 
sequence data can be used to identify antiviral drug 
resistance mutations [3], understand how viruses evolve 

[4, 5], and track virus transmission during epidemics [6], 
such as the Ebola virus outbreak in West Africa in 2014, 
the Zika virus outbreak in Brazil in 2015 [7, 8], and the 
current SARS-CoV-2 outbreak [9, 10].

The accumulation of mutations in RNA viruses can 
impact their pathogenesis [11]. While many muta-
tions can be deleterious or neutral, some are benefi-
cial for virus proliferation, survival, or transmission [4, 
12]. Naturally elicited host immune responses that fail 
to eliminate replicating viruses select for variants that 
avoid immune detection [4]. Drug resistance mutations 
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can also accumulate when antiretroviral therapy does 
not fully suppress virus replication [13]. Accurate detec-
tion of these variants in RNA virus populations can help 
determine whether therapeutic interventions elimi-
nate or exacerbate mutations from the replicating virus 
population.

Sequencing RNA viruses requires the generation of 
viral cDNA, followed by amplification of either long 
(> 1000  bp) or short (< 400  bp) DNA segments. Long 
amplicons are used to study distantly linked nucleotides 
on the same virus templates using Pacific Biosciences 
(Brese et  al. 2018) or Oxford Nanopore instruments 
[14, 15], In contrast, Illumina technology can generate 
sequence data from shorter viral segments with higher 
throughput, better fidelity, and improved efficiency [16]. 
While each approach has advantages and disadvantages, 
the desire to acquire sequence data with newer assays 
often trumps taking the time to perform experiments 
required to validate their sensitivity and reproducibility.

Our goal was to implement a multiplex PCR approach, 
similar to those used for Ebola [17], ZIKV [8], and SARS-
CoV-2 [10], to improve the reproducibility and sensitiv-
ity of sequencing SIV derived from plasma with low virus 
titers or cell-associated vRNA isolated from different tis-
sues. SIV dynamics are frequently studied in nonhuman 
primates [18–20], but the samples collected from animals 
with interesting biological phenotypes often have a low 
virus titer. With an ongoing emphasis on understanding 
the dynamics of SIV replication in nonhuman primates 
[21], we aimed to determine if the multiplex method 
could be applied to SIV to improve the characteriza-
tion of virus populations with improved sensitivity and 
reproducibility.

We developed a multiplex PCR approach to amplify 
and sequence SIV. To validate this method, we sequenced 

different numbers of vRNA and viral cDNA templates 
of clonal SIVmac239, as well as variable ratios of two 
clonal SIV strains differing at 24 nucleotide positions. 
We found improved sensitivity and reproducibility of 
variant calling when normalizing to the number of viral 
cDNA templates added to the reaction when compared 
to the number of vRNA templates added to the reaction. 
By validating the SIV multiplex sequencing method here, 
we identify the strengths and limitations of this method, 
which are essential for defining the usability of any new 
technique.

Results
Design of a multiplex PCR assay for SIV
Candidate multiplex primers for SIV were designed 
in Primal Scheme, a tool developed by Quick et  al. [8]. 
Each primer set was tested individually and then pooled 
such that the amplicon products would not overlap with 
each other Fig. 1a, Table 1. The most 5′ primer binds just 
upstream of the start codon for gag, and has an identical 
sequence to the 3′ LTR, so it is not necessary to amplify 
the 5′ LTR as well. Primers generated by PrimalScheme 
are selected based on Primer3 software, as described in 
Quick et  al. [8]. Primer pools were tested to verify that 
individual primer pairs would generate amplicons span-
ning the entire viral genome when combined. Final 
primer pair concentrations, corresponding sequences, 
and positions relative to SIVmac239 (Accession: M33262) 
reference can be found in Table 1.

We first isolated vRNA from a stock of clonal SIV-
mac239. For Method 1, we quantified the vRNA stock 
and then diluted it to  106 vRNA templates per reaction. 
Serial dilutions of quantified vRNA were converted to 
viral cDNA by reverse-transcription. The multiplex PCR 
was performed on the viral cDNA. For Method 2, we 
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prepared total cDNA from  107 vRNA templates of each 
stock. We then quantified the viral cDNA with a qPCR 
reaction specific for gag. The quantified viral cDNA was 
diluted to  106 cDNA gag copies per reaction and the 

multiplex PCR was then performed. After multiplex 
PCR for either Method 1 or 2, 75 ng of each pool of PCR 
products were combined into a single tube to generate 
a 150  ng DNA pool containing all the generated PCR 

Table 1 Description of primers used in this assay, with primer set, pool, concentration, sequences of forward and reverse 
primers in the set, and location of primer relative to SIVmac239 (Accession: M33262)

Primer Set Pool Concentration 
(µM)

FWD sequence REV sequence Forward primer 
reference 
position

Reverse primer 
reference 
position

1 1 40 TCC TGA GTA CGG CTG AGT GAAG CCT TCT TTG TTC TCC AAC AGGCT 1115–1137 1475–1498

2 2 30 ATTAG G CTACG ACC CAA CG G AA AAT TTC CTC CTC TG CCG CTAGA 1363–1385 1711–1733

3 1 20 ACC TAG TGGTG G AAA CAG GAACA GTC CTT GTT GTG GAG CTG GTTG 1628–1651 1987–2009

4 2 20 CCA TCA AG CG G CTATG CAG ATT GCT GCA TCT GTC TGT TCT GCTC 1893–1915 2246–2268

5 1 40 TGG GGT TGC AAA AAT GTG TCAGA GCT TTC TTG GTC CCC TCT GTTG 2114–2137 2476–2498

6 2 20 GCC GGG ACA GAA GGC TAG ATTA TTTAG CAG ATC CAC AG CTG GGT 2376–2398 2720–2742

7 1 30 AAT TTC CCC ATG  G CTC AAG  TG C TCC TAT TCC TCC TAC TAT TTT TGG GGT 2644–2666 2963–2990

8 2 10 TG G ATA CAG  GGG CTG  ATG ATTCT CCA ACT GAC CAT CCT TTT CCA TCT TT 2881–2904 3249–3275

9 1 20 GTC GCC TTA AAG CCA GGA AAGG GAG GTA TGG AGA AAT ATG CAT CAC CT 3135–3157 3465–3491

10 2 10 TAGG AAT ACC ACA CCC TG CAGG CCC TGT CAT GTT CCA GGT CTGT 3382–3404 3708–3730

11 1 40 ACATG TG CTAG AAC CCT TCAG G A CAG TCC ACT G AAC TTC CTCTG TT 3602–3625 3996–4019

12 2 10 AGA GAG ACC TGG ACA GTG  AATG A TG TG CTA ATA GTC TCA CTC CAT 
TG G T

3852–3875 4213–4239

13 1 40 GAG TCA GGA CAA TCA GTG GTC TTA T ATC CTG CTT TCC CTT CTT TTG ACT G 4100–4125 4473–4498

14 2 10 TCT CAA CAC CAC CGC TAG TAAGA TAC CTT TGT GTG CTG GTA CCCA 4354–4377 4728–4750

15 1 15 CCT ACA G AAT CAG  AGA GCA GGCT ATTTG CCTG CCC ATG TATAG CC 4632–4655 4949–4971

16 2 15 CCCAG AAT AGT G GCC AGA CAGA CAAAG G TG TG CTC TAT CCCTG C 4869–4891 5202–5224

17 1 30 ATG GTG  CTA ACT TTG CTTCG CA GGT CCC TTC CAC AGT TGA TCTCT 5134–5156 5497–5520

18 2 30 AGGGG ATATG ACT CCA GCAG AA CCA TCC G ACC TTA AAATG GGGC 5357–5379 5742–5764

19 1 25 AG AGG TGG  ATAG CAG TTC CCAC CTT CTC CCG CTG TAAAG CAAG G 5609–5631 5959–5981

20 2 50 GGA CAG ATG TAA CAC CAA ACT ATG 
CA

TTC CCA AG ACC TTT G CCA AAC C 5885–5911 6229–6251

21 1 70 GGA GAA GAG ACA ATA GGA GAG GCC CAT CCC ATG GTT CCC TTT GTGG 6107–6131 6458–6480

22 2 10 TCC CCC TCCAG G ACTAG CATAA TG CTT CTA G AGG GCG G TATAG C 6385–6407 6704–6726

23 1 30 TCATG CAT TTC AG AGG CGG  ATG GCA TTC CTC CAA GCT GGT ACAC 6615–6637 6972–6994

24 2 10 TTGGG AAT CAG  CTG CTT ATC G C TGT CAA TCC CCA TCT ATC TGT CTC A 6870–6892 7231–7256

25 1 25 AG TCA CAG  AAC AGG  CAA TAG  
AGGA 

TCC CTT GTT CAC ATA CCA AAT CTG C 7102–7126 7451–7476

26 2 40 AG CTG TAA ATT CAA CAT GAC AG 
GGTT 

GTC CTA TTA TCC CTA CCA TGC CAG T 7358–7384 7749–7774

27 1 20 GGT GGT CTC TTC ATG CAC AAGG TGG GAT GTT TGA CAA TGG TCTGC 7633–7655 7955–7978

28 2 20 AAA GCA GGC ATG GTG TTG GTTT TGG AGT TAC ACG TGA GGT CTCC 7876–7898 8243–8265

29 1 20 CCAG AAG CCA AAG  GAA CAG  CAT TTG CGA GAA AAC CCA AGA ACCC 8113–8135 8471–8493

30 2 20 AG ATG TG AAG AG GTA CAC TACTG 
G T

CTA AAC GCA CAT CCC CAA GCAT 8389–8414 8700–8722

31 1 15 TAG G GTC ACT G CCA TCG  AG AAG TCC AAG AAG CAA GGT CAA ACCA 8632–8654 8921–8943

32 2 40 AGC TGG G ATG TGT TTG G CAATT GCC AAG TCA AGA GGC GTA TCAG 8879–8901 9206–9228

33 1 100 GGC AAA GAA AGA GAC GGT GGAG AAG AGA GTG AGC TCA AGC CCTT 9101–9123 9495–9517

34 2 40 CTG GAG ATC TGC G ACAG AGACT GTA ATA AAT CCC TTC CAG TCC CCC 9370–9392 9734–9758

35 1 40 TTG GTA G G G GTA TCA GTG AGGC CCA TGC TAG AAC CTC TCC CCAA 9621–9643 9971–9993

36 2 40 CAG ATG AGG CAC AGG AGG  ATG A ACA TCA AGA AAG TGG GCG TTCC 9880–9902 10,205–10,227

37 1 40 AGGG ACT TTC CAC AAG  GGG ATG TCG GTT TCC CAA AGC AGA AAGG 10,131–10,153 10,516–10,538
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amplicons. This amplicon library was then tagged using 
an Illumina TruSeq kit, and sequenced on an Illumina 
MiSeq.

Detection of false positives in clonal SIVmac239
We first sequenced clonal SIVmac239 to determine the 
frequency of false positives when using either Method 
1 or 2. We used serially diluted 100% SIVmac239 vRNA 
or viral cDNA for this part of the project. For each repli-
cate using Method 1, new cDNA was prepared and then 
multiplex PCR and sequencing were performed. These 
experiments were performed in triplicate. For each repli-
cate using Method 2, the same prepared cDNA was used 
for all of the multiplex PCR reactions. These experiments 
were performed in duplicate.

FASTQ sequences were examined using a modified 
version of a custom pipeline previously used to analyze 
multiplex PCR ZIKV sequences [22], and uploaded to 
a Docker container in order to ensure reproducibility. 
Using this tool, we randomly subsampled up to 2000 
reads per amplicon across each data set and mapped 
them to SIVmac239 (Accession: M33262), as described 
in the Materials and Methods. Amplification of each PCR 
product does not occur equally, so by subsampling up to 
2000 reads, we could attempt to informatically normal-
ize the depth of coverage, while not oversampling any 
one single amplicon. VarScan (https ://sourc eforg e.net/
proje cts/varsc an/) was then used to identify nucleotides 
present in the virus population that were different from 
the reference at a frequency of 1% or greater and had a 
depth of coverage of at least 1800 nucleotides, or 90% of 
our maximum subsampled depth. SNPeff [23]was used 
to annotate variants and their effect on each coding 
sequence. Any single nucleotide variant (SNV) present at 
a frequency of 1% or greater and with a depth of cover-
age of at least 1800 nucleotides was categorized as a false 
positive for our analysis. These thresholds are more con-
servative than the 3% cutoff and 400 × coverage required 
by Grubaugh et al. [24].

We began by assessing false positives present in 
sequences generated by Method 1. The average rate 
of false positives in a single replicate was related to the 
number of input templates, with samples containing  103 
input copies having a higher average rate of false positives 
at 1.13 × 10–2 false positives per nucleotide, and samples 
containing  106 input copies having a lower average rate of 
2.6 × 10–3 false positives per nucleotide Fig. 2a, left panel, 
closed circles, p < 0.0001, Tukey’s multiple comparisons 
test). We then determined whether the rate of false posi-
tives declined when considering two or more replicates. 
We found there was not a significant copy-dependent 
decrease in false positives when we used two replicates 
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Fig. 2 a Number of false positives detected per nucleotide with 
coverage of at least 1800 and a variant frequency of at least 1% in 
at least one replicate per input copy (closed circle) or at least two 
replicates per input copy (open circle) for our Method 1 (vRNA) (left) 
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between data sets by Kruskal–Wallis tests. b False positive variant 
frequency of variants identified in all input templates for Method 
1 data sets. c False positive variant frequency of variants identified 
in all input templates for Method 2 data sets. cDNA input template 
numbers denoted by colors. Lines represent mean and standard 
deviation for each variant’s replicate. All variants shown are present at 
a frequency of 1% or greater, have a nucleotide depth of at least 1800, 
and are detected in at least two samples

https://sourceforge.net/projects/varscan/
https://sourceforge.net/projects/varscan/


Page 5 of 13Moriarty et al. Virol J           (2021) 18:21  

compared to a single replicate Fig. 2a, left panel, open cir-
cles, p = 0.83, Tukey’s multiple comparisons test).

We investigated the individual nucleotide positions 
where we detected false positives in multiple replicates 
when using Method 1 Fig.  2b. We found 11 positions 
with false positives at all input copy numbers, with 4 
being insertions at nucleotide positions 1254, 1480, 5428, 
and 7396, and 9 being substitutions at nucleotide posi-
tions 6181, 6186, 6188, 6190, 6192, 6201, 6205, 6207, 
and 6713. We found the median false positive frequency 
did not depend on the number of input copies (p = 0.92, 
Kruskal–Wallis) Fig. 2b. Each of the insertions occurred 
in a poly-A region containing 6 consecutive adenines. 
Although the chemistry of Illumina sequencing does not 
lead to the same errors in homopolymers that are noto-
rious in other sequencing platforms [25], there can still 
be PCR-based errors in homopolymeric regions [26, 27]. 
All substitutions, aside from position 6713, were present 
within a stretch of 27 nucleotides that are adjacent to a 
primer binding site. These SNVs are contained within 
an overlap region between Amplicons 20 and 21. Nota-
bly, these variants were present in Amplicon 21, but not 
Amplicon 20, suggesting that Amplicon 21 may be more 
prone to the incorporation of PCR-based substitutions 
than Amplicon 20. While unfortunate, inaccuracies in 
variant reporting is not an uncommon phenomenon at 
the ends of amplicons and has been reported previously 
[28, 29]. We also observed that when using a different 
analysis pipeline that does not normalize coverage across 
the genome through subsampling, these variants were 
not reported in the vcf file, highlighting the importance 
of validating the analysis methods prior to calling vari-
ants as true variants. However, we felt that the benefit of 
standardizing variant calling with normalized coverage 
across the genome outweighed the complexity associated 
with variabilities related to relative oversampling of indi-
vidual amplicons.

We then used the same metrics to identify false posi-
tives using Method 2 Fig.  2c. Similar to Method 1, the 
average number of false positives per nucleotide in at 
least one replicate was related to the number of input 
templates, with  103 input cDNA templates having an 
average of 1.05 × 10–2 false positives per nucleotide 
and  106 input cDNA templates having an average of 
1.52 × 10–3 false positives per nucleotide Fig.  2a, right 
panel, closed circles, p < 0.001, Tukey’s multiple compari-
sons test). When only including false positives detected 
in at least two replicates, there was no difference in the 
rate of false positives between  103 and  106 cDNA tem-
plates Fig. 2a, right panel).

We identified 9 nucleotide positions with false positives 
in at least one replicate of all input template levels using 
Method 2 Fig.  2c. All of the false positives detected by 

Method 2 were also detected by Method 1. Since these 
false positives are present in nearly every sample and this 
is a clonal virus stock Fig. 2b, c, it is likely an artifact of 
the method rather than true variants, highlighting the 
importance of validating novel methods with virus stocks 
of known composition. Additionally, it is important to 
understand the effects of nucleotide sequence and primer 
binding sites on false positive detection, as primer slip-
page may be a confounding factor.

To help determine if the rate of false positives was 
related to coverage depth, we calculated the frequency of 
nucleotide sites that had sufficient coverage (a nucleotide 
depth of at least 1800) for our cDNA and vRNA data sets. 
There was no significant difference between the percent-
age of bases with at least 1800 × coverage using Method 
1 or 2 (Method 1 mean = 76.27% nucleotides over 1800, 
Method 2 mean = 75.03% nucleotides over 1800; p = 0.95, 
Mann–Whitney, data not shown), indicating that the 
differences in false positive frequency are more likely a 
result of starting template than coverage alone.

Detection of genome‑wide variants using multiplex SIV 
sequencing
We then examined the sensitivity and reproducibility of 
detecting individual SNVs in SIV by Methods 1 and 2. 
We used two stock viruses, SIVmac239 and SIVmac239-
24x, that differed at 24 nucleotides throughout the entire 
viral coding sequence Fig.  1b, Table  2. Viral RNA was 
isolated from these two stocks and quantified with a gag 
qPCR assay. We proceeded with Method 1 by mixing the 
two stocks of vRNA to a total number of  106 copies at the 
following SIVmac239 to SIVmac239-24 × ratios: 100:0, 
95:5, 90:10, 75:25, 50:50, and 0:100 Fig. 3a. Each mixture 
of vRNA was serially diluted to  105,  104, and  103 tem-
plates per 11 ul. We also tested Method 2 by first prepar-
ing viral cDNA from  107 vRNA templates of each of the 
two stocks, quantifying viral cDNA, and then mixing the 
cDNA templates to a total of  106 templates in the same 
ratios as the vRNA templates were mixed Fig.  3b. The 
same quantified vRNA or viral cDNA mixtures were used 
for the entire experiment.

The remaining multiplex PCR procedures were per-
formed for the different numbers of input templates 
and for each of the individual ratios. PCR products were 
tagged, and sequencing was performed on the Illumina 
MiSeq. FASTQ reads were mapped to SIVmac239 and 
the frequencies of each individual SNV relative to SIV-
mac239 were determined as described for the clonal SIV-
mac239 data.

We compared the observed to the expected variant 
frequencies for all 24 positions in the genome for both 
Methods 1 and 2. We generated a linear regression for 
each number of input templates Fig.  4ato determine if 
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the relationship between the expected and observed SNV 
frequency was the same. We did not find a significant dif-
ference when we compared the slopes for all four linear 
regression lines with either Method 1 (p = 0.069, Fig. 4aor 
Method 2 (p = 0.185, Fig.  4b. Notably, all of these data 
sets had an SNV present at position 9110 Fig.  4a, b, 
open circles) that was consistently detected inaccurately. 
While there did appear to be a slight increase in observed 
variant frequency when compared to expected variant 
frequency, site 9110 was a clear outlier in the data sets 
Fig. 4c.

To further understand how the number of templates 
and the type of quantified starting material affects the 
reproducibility of the detected SNV frequencies, we 
compared the observed frequencies of each of the 24 
individual SNVs across all the data sets. We found that 
when using Method 2, there was less variability in variant 

frequencies across the number of input templates when 
compared to using Method 1 Fig.  5a–f. This observa-
tion is consistent with data indicating that the process 
of reverse transcription is inefficient and variable [30], 
such that when  103 vRNA input templates are used in the 
assay, it is unlikely that there are actually  103 viral cDNA 
templates available for subsequent PCR. For both input 
types, it was not surprising that as the number of tem-
plates increased, the SNV frequencies tended to be more 
consistent and reproducible across the genome.

Detection of variants within biological samples
To ensure the that multiplex PCR can be used with bio-
logical samples, we sequenced vRNA isolated from 
plasma and a lymph node (LN) of an SIV+ cynomolgus 
macaque at the same time point. We diluted quantified 
vRNA to a starting number of  103,  104, and  105 input 
templates. Each sample was sequenced in triplicate. 
Again, we required a variant to be present at a frequency 
of 1% or greater and with a sample depth of 1800 to be 
considered a true variant. While we hoped to readily 
detect the same variants in sequences generated from all 
three numbers of input templates, we detected a substan-
tial amount of amplicon dropout for the samples starting 
with  103 vRNA templates. Still, we confidently obtained 
sufficient coverage over at least 80% of the genome from 
the  104 and  105 vRNA template data sets, and used these 
sets for further analysis.

We found 24 SNVs were present in at least 2 out of 3 
replicates in each data set Fig. 6. However, as a result of 
insufficient coverage in some of the replicates, none of 
the variants shown in Fig. 6 were present in all three rep-
licates of each data set. Notably, the frequencies of these 
24 SNVs were similar across samples. Similar to what was 
shown in Fig. 2b, there was considerable variation in the 
nucleotide region between 6181 and 6205. Ultimately, we 
show that variants are detectable consistently at a mini-
mum of  104 vRNA input templates, and that variants are 
similar between the LN and plasma in a given animal, 
which is consistent with prior reports [31, 32].

Discussion
The goal of this study was to adapt a multiplex PCR and 
sequencing approach [8]to sequence SIV from low qual-
ity starting material. This would include occasions where 
SIV is present at low titer or as partially degraded vRNA. 
Recognizing that different sequencing methods have 
their limitations, we set out to validate this approach in a 
series of assays described in this study.

We first sequenced clonal SIVmac239 to determine 
the false positive rate using both Methods 1 and 2. We 
found 4 nucleotide sites (1254, 2480, 5428, and 7396) in 
homopolymeric regions with consecutive adenines where 

Table 2 List of  SNVs in  SIVmac239-24x, with  their 
nucleotide position, reference nucleotide, variant 
nucleotide, and which amplicon each SNV is present in

Position SIVmac239 SIVmac239‑24x Amplicon

1316 T C 1

1481 A G 2

1510 G A 2

2467 C T 6

2723 A G 7

2850 C T 7

2860 G A 7

3721 C T 11

4260 G A 13

4945 C T 15

5815 C A 19

6199 A G 20

6199 A G 21

6639 T C 22

6639 T C 23

6923 T G 23

6923 T G 24

6925 T C 23

6925 T C 24

7058 G A 24

8390 G A 29

8750 A G 31

8850 A G 31

9110 A G 32

9176 A G 32

9181 C T 32

9642 C T 34

9934 C A 35

9934 C A 36
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false positive indels were detected. We predict that these 
insertions were introduced during the PCR step. We 
also found 8 individual false positives in the stock that 

were attributed to substitutions consistently present in 
the same 27-nucleotide region of Amplicon 21, but not 
in the adjacent Amplicon 20. We hypothesize that these 

SIVmac239 SIVmac239-24x

Dilute to 106 copies/reaction
Generate SIVmac239 and SIVmac239-24x vRNA mixes

Serially dilute to 105, 104, and 103 copies/reaction

Generate cDNA

Isolate viral RNA 
from stock harvest 

10uL10uL

PCR amplify by pool

Pool 1 Pool 2

Quantify dsDNA
Dilute to 3ng/uL 

75ng 75ng

150ng
TruSeq Library Preparation 

Library Quantification
Fragment Distrubution Analysis

Library Pooling 
Sequencing using  2x250 Miseq v2

Dilute to 106 copies/reaction
Generate SIVmac239 and SIVmac239-24x cDNA mixes

Serially dilute to 105, 104, and 103 copies/reaction

Generate cDNA

Quantify using qPCR

Quantify using qPCR

b - Method 2

c

a - Method 1

Fig. 3 Schematic of experimental design. a Method 1: viral RNA was isolated from original stock and quantified via qRT-PCR. SIVmac239 and 
SIVmac239-24 × were diluted to  106 copies/reaction and mixed at the following SIVmac239:SIVmac239-24 × ratios: 100:0, 95:5, 90:10, 75:25, 40:60, 
and 0:100. Serial dilutions were preformed to  105,  104, and  103 copies per reaction. Viral cDNA was generated from viral RNA mixes, with one 
cDNA reaction per vRNA mix. b Method 2: viral RNA was isolated and approximately  107 viral RNA copies were added to each cDNA synthesis 
reaction. Viral cDNA copies were quantified using qRT-PCR and each was diluted to  106 copies per reaction. SIVmac239:SIVmac239-24 × mixes 
were generated at the following ratios: 100:0, 95:5, 90:10, 75:25, 50:50, and 0:100. cDNA mixes were then serially diluted to  105,  104, and  103 copies 
per reaction. c cDNA was used for multiplex PCR. PCR products were then combined at equimolar ratios and library prepped according to TruSeq 
Library Preparation documentation (Illumina). Libraries were quantified, pooled, and sequenced using a 2 × 250 v2 MiSeq cartridge
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substitutions are specific to the generation of Amplicon 
21 and the analysis pipeline, rather than actually being 
real substitutions.

We also found that sequencing replicates reduced the 
detection of false positives, particularly when there are 
low numbers of input templates, consistent with pre-
vious results [24]. While we realize that there are not 
always enough resources available to sequence a sam-
ple in duplicate, our data highlights that caution should 
be taken when interpreting data from a single assay 
of a sample with low virus titer. Importantly, the pro-
cess of validating a method with a known clonal virus 
stock is key to distinguishing between false positives, 
sequencing error, and true variants. Without doing the 
validation assays in this study, it would be impossible 
to know the benefits and technical limitations of using 

the multiplex PCR approach to sequence virus isolated 
from animals infected with SIVmac239. Detecting these 
method-dependent systematic errors by characteriz-
ing false positives in a clonal stock is important so that 
investigators using this method can perform the assay 
with knowledge of which variants are real and which 
are technical artifacts.

By mixing SIVmac239 and SIVmac239-24x, we 
detected variants at a frequency of 5% with as few as 
1000 input copies. We opted for this conservative 
threshold because we already knew that there were 
some false positives detected when a threshold of 1% 
was used Fig.  2, and the most relevant variants accu-
mulate over time to a higher frequency. Thus, detec-
tion of variants at a frequency of < 5% was less critical 
for broad analyses of SIV population diversity. Future 
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studies that require more sensitive variant detection 
could address whether variants present between 1 and 
5% can be accurately detected.

For these mixing studies, we chose two viruses with 
variants scattered throughout the genome, with at least 

one variant present in each gene. This let us determine 
whether we could effectively detect variants throughout 
the genome and across a large number of PCR ampli-
cons generated by either Method 1 or 2. We were sur-
prised to find it difficult to interpret the SNV frequency 
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at position 9110. This site lies in a region dense with 
adenines and guanines which may contribute to some 
inconsistencies as a result of PCR slippage or misincor-
poration of nucleotides during PCR amplification [33]. 
In addition, the forward primer for Amplicon 33 is one 
nucleotide different from its complementary sequence 
in SIVmac239-24x due to the modified nucleotide 
9110 present in the SIVmac239-24 × sequence. While 
we did trim primers computationally, this would not 
prevent PCR error from occurring. As a result, some 
SIVmac239-24 × templates may not be amplified as effi-
ciently because of a single nucleotide difference, which 
may also lead to amplicon dropout and skewed results.

Throughout our study, we compared the results 
obtained using Methods 1 and 2, which used quantified 
vRNA and quantified viral cDNA, respectively. Reverse 
transcription is inefficient [30], so we wanted to deter-
mine if there were fewer false positives and more con-
sistent detection of SNVs when quantified cDNA was 
used as the starting material rather than vRNA. We 
found the observed SNV frequencies were more simi-
lar to expected frequencies when quantified cDNA was 
used as a starting template Fig. 4b and, not surprisingly, 
when increased numbers of vRNA or cDNA templates 
were used. Even though our quantification of viral 
cDNA was based only on the copies of gag, we found 
that using quantified viral cDNA as the input improved 
the reproducibility of variant detection when we mixed 
two clonal virus inocula at predefined ratios, even when 
using only  103 quantified templates. This observation 
further raises concerns that using quantified vRNA as 
starting material gives an overestimation of the number 

of vRNA templates that are actually converted to cDNA 
and amplified to yield the reported sequence data.

By testing this method with biological samples, we pro-
vide evidence for the use of SIV multiplex PCR in animal 
studies as a way to characterize viral populations in vivo. 
Unfortunately, we were unable to fully amplify the bio-
logical samples with the lowest input titer. This may 
be a consequence of host RNA or DNA that may have 
reduced the efficiency of primer binding. Nonetheless, 
we could still amplify from samples containing  104 input 
vRNA templates isolated from plasma or host cells. We 
detected variants with similar frequencies that passed 
our threshold in two of three replicates in each data set 
Fig.  6. The variants that were not present in all three 
replicates typically did not have enough coverage in all 
three replicates to pass our threshold, which is stringent 
compared to other similar analyses [24]. Importantly, we 
found the variant frequencies were similar between tis-
sues and plasma, consistent with previous reports [31, 
32], and that a biologically relevant amount of virus 
 (104 total vRNA input templates) is sufficient to provide 
reproducible variant detection across nearly all of the SIV 
genome.

Overall, we found that the multiplex PCR approach 
could be successfully used to generate genome wide 
sequences of SIV, but our results strongly imply that 
any new sequencing and analysis methods be validated 
before using them widely to characterize variant fre-
quency in a virus population. While it was possible to 
generate sequence data from  103 vRNA templates, the 
use of quantified cDNA was more consistent. Further, 
although this method could be used to successfully 
detect SNVs across the genome, we found there were 
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key features in the viral genome that affected the accu-
racy of the multiplex PCR approach. Thus, while the 
multiplex PCR method has many advantages for deep 
sequencing virus populations, validation experiments 
and visualization of the output alignments are essential 
for correct data reporting, as expected for any sequenc-
ing approach.

Conclusions
Our initial goal of this study was to generate a sequencing 
approach that was able to characterize viral population 
diversity with low input templates. Multiplex PCR has 
been used to accurately sequence other viruses, includ-
ing Zika [8], Dengue, and Chikungunya [34], at titers 
between  103 and  106 vRNA copies per mL, and most 
recently with SARS-CoV-2 [9, 10] and we were hoping 
this would extend to SIV. However, many publications 
fail to state the viral input titer when describing their 
sequencing methods. We learned that increasing num-
bers of input SIV templates and utilization of quantified 
cDNA as a starting material improved reproducibility of 
variant calling. Further, our data suggests that the multi-
plex PCR and sequencing approach may not be as sen-
sitive at low numbers of input templates for SIV, when 
compared to other using low numbers of templates for 
other viruses. We additionally were able to demonstrate 
that this model may be used with biological samples and 
at biologically relevant levels of circulating virus. Most 
importantly, our study demonstrates the need to validate 
new sequencing approaches because the same method 
may not be viable for sequencing all viruses with the 
same sensitivity and reproducibility. We now understand 
the limitations of the assay so that experiments can be 
designed to maximize the likelihood of success and mini-
mize the overinterpretation of data.

Methods
Primer design
Primers were designed using Primal Scheme, as previ-
ously described by [8]. FASTA files of SIVmac239 and 
three consensus sequences of virus populations isolated 
from animals infected with SIVmac239 were used as the 
foundation for the Primal Scheme tool. 37 primer pairs 
Table  1 were generated to span the entire SIV genome. 
The lengths of the resulting amplicons ranged from 285 
to 397  bp, with an average length of 351  bp. The num-
ber of overlapping nucleotides for each amplicon ranged 
from 40 to 149  bp, with an average length of 100  bp. 
Primer pairs were split into two pools to ensure that the 
amplicons generated within each pool would not over-
lap. Primer sequences, pools, and concentrations can be 

found in Table 1. Final concentration of Pool 1 was 35 µM 
and Pool 2 was 24 µM.

Isolation of vRNA for sequencing
SIVmac239 and SIVmac239-24 × vRNA were isolated 
from clonal virus stocks. Briefly, 1 ml of each virus stock 
was centrifuged at 13,000 rpm for 30 s to pellet any cells 
that were present. Plasma vRNA was obtained from an 
animal described in Ellis et  al. [35] #20499, and lymph 
node (LN) vRNA was isolated from a necropsy tissue 
homogenate by adding TriZol and conducting a standard 
phenol–chloroform RNA extraction. The supernatant of 
each sample was transferred to a 1.5 mL Eppendorf tube 
and spun at 13,000 rpm for 1 h at 4C to concentrate virus 
particles. After spinning the sample, we removed all the 
supernatant, except 200 µL of liquid, so as not to disturb 
the viral pellet. The vRNA was then extracted using the 
Qiagen MinElute vRNA extraction kit, according to man-
ufacturer’s protocols (Qiagen). Prior to elution, 25 µL of 
Buffer AVE was added directly to the MinElute Column 
membrane and incubated for 5 min.

Preparation of viral cDNAs
The vRNA isolated from the SIVmac239 and SIV-
mac239-24 × virus stocks were each diluted to  106 
copies/11ul in nuclease-free water. They were mixed at 
SIVmac239: SIVmac239-24 × ratios of 100:0, 95:5, 90:10, 
75:25, 50:50, and 0:100. These mixtures were diluted 
1:10 in nuclease-free water to generate vRNA template 
concentration dilution series of  106,  105,  104, and  103 
templates per 11uL. From each mixture, we used 11ul 
of vRNA and performed cDNA synthesis using Super-
Script IV Reverse Transcriptase (Invitrogen), according 
to manufacturer’s protocol. For experiments where quan-
tified viral cDNA was used as starting material, approxi-
mately  107 viral templates were used for cDNA synthesis 
using SuperScript IV Reverse Transcriptase (Invitrogen), 
according to manufacturer’s protocol. Viral cDNA and 
vRNA was then quantified using a gag qPCR assay as pre-
viously described [36].

Multiplex PCR reactions
Each tube of viral cDNA generated from the virus stocks 
or biological samples was split equally, such that 10uL 
of viral cDNA was PCR amplified with the two separate 
primer pools. Amplification was performed with the Q5 
polymerase and the following reaction conditions: 98 °C 
for 30 s, 35 cycles of 95 °C for 15 s and 65 °C for 5 min, 
and then cooled to 4  °C. Products were verified using a 
1% agarose gel and were quantified using the Qiagen 
High Sensitivity DNA kit (Thermo Fisher).
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Library preparation and sequencing
After the two amplicon pools were generated, 75  ng of 
each pool was mixed to generate a total of 150 ng DNA. 
This pool of PCR products was tagged with the Illumina 
TruSeq Nano HT kit, according to the manufacturer’s 
protocol (Illumina). Following tagging and purifying, the 
libraries were quantified using the Qiagen High Sensitiv-
ity DNA kit. The quality of each library was characterized 
with a High Sensitivity DNA kit (Agilent) on an Agilent 
Bioanalzyer. If unligated adapter dimers were detected at 
140 bp, an additional bead clean up step was performed. 
The average tagged library size was approximately 503 bp 
(range 491–512). Tagged libraries were pooled at equi-
molar concentrations and diluted so that the final con-
centration of DNA molecules per run was 10  pM. This 
diluted pool and 10 pM PhiX were denatured with 0.2 N 
sodium hydroxide for 5 min at room temperature. Dena-
tured PhiX was then added to the pool at a final fre-
quency of 10 percent. Each pool was loaded at 10  pM 
concentration onto a 500-cycle v2 MiSeq cartridge and 
sequenced.

Data analysis
FASTQ reads were demultiplexed and then processed 
using a modified pipeline from David O’Connor’s lab, 
called the Zequencer, with the initial scripts available at 
https ://bitbu cket.org/dhola b/ and referenced in Dud-
ley et  al. (2017. All scripts used, and their documenta-
tion, can be found on our github repository, https ://githu 
b.com/SLO-Lab/SIV_Multi plexP CR. Briefly, reads were 
trimmed, merged, and normalized using bbtools (https 
://jgi.doe.gov/data-and-tools /bbtoo ls/) and Seqtk (https 
://githu b.com/lh3/seqtk ). A FASTA file was generated 
that contained the nucleotide reference sequences for all 
37 amplicons, as they would exist in SIVmac239 (Acces-
sion: M33262). Up to 2000 merged reads that mapped 
at low sensitivity to each of the 37 reference amplicons 
were extracted from the data set. These reads were then 
aligned to SIVmac239 using NovoAlign (http://www.
novoc raft.com/produ cts/novoa lign/). A pileup file was 
generated from the BAM alignment. Variants with a fre-
quency of 1% or higher were called by VarScan (https 
://sourc eforg e.net/proje cts/varsc an/) and annotated by 
SNPeff y[23]. VCF files were processed and analyzed in 
R(v3.6.1). Variants with a sample depth less than 1800 
were discarded to reduce bias as a result of poor sam-
ple depth. Position 9609 codes for a stop codon in the 
nef protein in the M33262 Genbank reference for SIV-
mac239, but our stock virus is SIVmac239-nef-open, 
which has a T to G transversion at this position, convert-
ing the stop codon (TAA) to a glutamate (GAA) amino 
acid.
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