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Locally advanced rectal cancer: 3D
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Abstract

Background: Diffusion-weighted imaging (DWI) has shown great value in rectal cancer imaging. However,
traditional DWI with echo-planar imaging (DW-EPI) often suffers from geometrical distortions. We applied a three-
dimensional diffusion-prepared stimulated-echo turbo spin-echo sequence (DPsti-TSE), allowing geometrically
undistorted rectal DWI. We compared DPsti-TSE with DW-EPI for locally advanced rectal cancer DWI.

Methods: For 33 prior-to-treatment patients, DWI images of the rectum were acquired with DPsti-TSE and DW-EPI
at 3 T using b-values of 200 and 1000 s/mm2. Two radiologists conducted a blinded scoring of the images
considering nine aspects of image quality and anatomical quality. Tumour apparent diffusion coefficient (ADC) and
distortions were compared quantitatively.

Results: DPsti-TSE scored significantly better than DW-EPI in rectum distortion (p = 0.005) and signal pileup
(p = 0.001). DPsti-TSE had better tumour Dice similarity coefficient compared to DW-EPI (0.84 versus 0.80, p = 0.010).
Tumour ADC values were higher for DPsti-TSE compared to DW-EPI (1.47 versus 0.86 × 10-3 mm2/s, p < 0.001).
Radiologists scored DPsti-TSE significantly lower than DW-EPI on aspects of overall image quality (p = 0.001),
sharpness (p < 0.001), quality of fat suppression (p < 0.001), tumour visibility (p = 0.009), tumour conspicuity
(p = 0.010) and rectum wall visibility (p = 0.005).

Conclusions: DPsti-TSE provided geometrically less distorted rectal cancer diffusion-weighted images. However, the
image quality of DW-EPI over DPsti-TSE was referred on the basis of several image quality criteria. A significant bias
in tumour ADC values from DPsti-TSE was present. Further improvements of DPsti-TSE are needed until it can
replace DW-EPI.

Keywords: Diffusion magnetic resonance imaging, Echo-planar imaging, Magnetic resonance imaging, Neoplasm
staging, Rectal neoplasms

© The Author(s). 2019 Open Access This article is distributed under the terms of the Creative Commons Attribution 4.0
International License (http://creativecommons.org/licenses/by/4.0/), which permits unrestricted use, distribution, and
reproduction in any medium, provided you give appropriate credit to the original author(s) and the source, provide a link to
the Creative Commons license, and indicate if changes were made.

* Correspondence: q.zhang@amsterdamumc.nl
1Amsterdam UMC, Radiology and Nuclear Medicine, University of
Amsterdam, Room Z0-178, Meibergdreef 9, 1100 DD Amsterdam,
Netherlands
Full list of author information is available at the end of the article

European Radiology
Experimental

Zhang et al. European Radiology Experimental             (2020) 4:9 
https://doi.org/10.1186/s41747-019-0138-x

http://crossmark.crossref.org/dialog/?doi=10.1186/s41747-019-0138-x&domain=pdf
http://orcid.org/0000-0002-1777-8164
http://creativecommons.org/licenses/by/4.0/
mailto:q.zhang@amsterdamumc.nl


Key points

� Diffusion-weighted stimulated-echo turbo spin-echo
sequences (DPsti-TSE) provided geometrically less
distorted rectal cancer images compared with DW-
echo-planar imaging (DW-EPI).

� DPsti-TSE showed a potential for accurate rectal
tumour delineation, which is important for rectal
cancer radiotherapy planning.

� DPsti-TSE is a promising DWI technique for rectal
cancer staging, but further optimisation and
validation are still needed. Discrepancies in apparent
diffusion coefficient compared to DW-EPI also need
to be further investigated.

Background
Diffusion-weighted imaging (DWI) plays an important
role in rectal cancer imaging. As a noninvasive functional
magnetic resonance imaging (MRI) technique, DWI is
sensitive to extracellular water diffusion motion and dis-
criminates tissues with different cellularity [1]. It thereby
provides added value to conventional T2-weighted MRI in
rectal cancer detection [2] and improves the diagnostic ac-
curacy in the discrimination between fibrosis and residual
tumour after neoadjuvant chemotherapy and radiation
therapy [3, 4]. Rectal tumours typically show restricted dif-
fusion, which causes them to show distinctly high signal
compared to the suppressed background on DWI at high
b-values (> 800 s/mm2) [2, 5]. Additionally, the apparent
diffusion coefficient (ADC) estimated by DWI provides a
quantitative measurement, which could be an objective
biomarker for rectal cancer treatment response prediction
and evaluation [2, 6].
One of the challenges in rectal cancer DWI, however,

is image distortion caused by intra-rectal gas [7]. Most
frequently, a two-dimensional (2D) DWI single-shot
echo-planar imaging sequence (DW-EPI) is used, be-
cause of its short scan time and robustness to motion
[8]. However, EPI-based methods are sensitive to suscep-
tibility differences near the gas-filled rectum, which may
result in strong geometrical distortions [9]. These image
distortions can often lead to signal pileup and inaccurate
ADC estimations [7]. Another difficulty for conventional
rectal cancer DW-EPI is the low signal-to-noise ratio at
high b-values, which may cause ADC underestimation
and variation [7, 10].
To reduce the distortions in DW-EPI, the rectum may

be filled and/or distended with a susceptibility-matching
material [3], or the amount of intra-rectal gas may be re-
duced with a preparatory micro-enema [11]. However,
these preparatory steps are an extra-burden for the pa-
tient [6, 12]. The rectum distention could hamper cor-
rect assessment of the relation between the rectal
tumour and surrounding structures [13]. Fortunately,

the geometrical distortions can be mitigated with a non-
EPI-based readout. While non-EPI based DWI methods
have been applied in other anatomies [14–16], their
diagnostic value in rectal cancer DWI has not been in-
vestigated yet. In a recent paper [17], we introduced a
three-dimensional (3D) diffusion-prepared stimulated-
echo turbo-spin-echo sequence (DPsti-TSE), which en-
ables distortion-free DWI, and provided a preliminary
demonstration of the possibility of geometrically undis-
torted DWI of the healthy rectum.
In the present study, we have compared, qualitatively

and quantitatively, the image quality of 3D DPsti-TSE
and 2D DW-EPI for locally advanced rectal cancer.

Methods
Patient population
Thirty-three patients (24 males, 9 females) with lo-
cally advanced rectal cancer (≥ cT3cd and/or mesor-
ectal fascia positive [MRF+] and/or cN+) were
recruited in this prospective study, prior to treatment.
All patients were consecutively recruited within a 5-
month time period. No patient exclusion criteria were
applied. Their median age was 63 years (range 36–88
years). In locally advanced rectal cancer, the tumour
is commonly large and conspicuous, which makes its
delineation easy to perform even at low image reso-
lution. To date, both in research and clinics, DWI is
most often applied for assessing locally advanced rec-
tal cancer [13]. As such, we started off with this sub-
group as a proof of principle. All the patients
provided written informed consent. The consent form
and study procedures were reviewed and approved by
the institutional review board.

Scan protocol
Patients were scanned in a single institution on one of
two 3-T MRI scanners (Ingenia or Achieva, Philips, Best,
the Netherlands). Patients received no bowel preparation
or spasmolytic drugs before scanning. A posterior and
an anterior phase array coil with a total of 24 receive
channels was used. The anterior coil was supported by a
frame and hovered over the patient’s body to avoid de-
formation of the abdomen.
All subjects received a 3D DPsti-TSE and a 2D DW-

EPI scan of the rectum area. To compare their perform-
ance, both sequences were applied with identical voxel
size (2.3 × 2.3 × 3.0 mm3), scan orientation (axial) and
b-values (200 and 1000 s/mm2). For the DPsti-TSE se-
quence, diffusion gradients were applied in the [1, 1, 1]
direction in the scanner [x, y, z] coordinate frame. Diffu-
sion gradients were 1st-order gradient moment nulled to
reduce sensitivity to the physiological motion [17]. For
the DW-EPI sequence, diffusion gradients were applied
in three orthogonal directions with no gradient moment
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nulling. The total scan durations for DPsti-TSE and
DW-EPI were 6 min 55 s and 3 min 33 s, respectively. A
detailed overview of the scan parameters is reported in
Table 1. Pixel-wised ADC maps in the entire field of
view were calculated from the DW images, based on the
formula ADC ¼ lnðSb¼200

Sb¼800
Þ=ð800−200Þ , where Sb is the

image intensity. For anatomical reference, a T2-weighted
TSE scan without fat suppression was acquired with the
same field of view and orientation but with a higher
resolution of 0.7 × 0.7 × 3.0 mm3.
To reassure DPsti-TSE can generate correct ADC

values as we previously reported [17], we performed a
phantom scan with similar scanning parameter as above.
The phantom was measured at 0 °C with the 3 T Ingenia
scanner.

Qualitative evaluation
Image quality was independently evaluated by two radi-
ologist experts in pelvic MRI (D. M. J. L. and M. K.)
using the RadiAnt DICOM Viewer software (Medixant,
Poznan, Poland). Images were presented to the radiolo-
gists in two rounds.
In the first round, radiologists were blinded to the spe-

cific DWI method, and they received images from differ-
ent patients and DWI methods in a random order.
Images were scored for overall image quality and ana-
tomical detail, with reference to the T2-weighted images
for anatomical correlation. A total of nine aspects were
scored, six of them regarding image quality (quality of
fat suppression, image sharpness, presence of motion ar-
tefacts, rectum distortion, signal pileup and overall qual-
ity) and three of them regarding anatomical detail (rectal

wall visibility on b = 1000 s/mm2 images, tumour con-
spicuity on b = 1000 s/mm2 images and tumour conspi-
cuity on ADC maps). Scoring was performed on a 5-
point scale ranging from 0, indicating poor quality or
conspicuity (not diagnostic images), to 4, indicating ex-
cellent quality or conspicuity. More description for the
five scales is given in Table 2.
In the second scoring round, diffusion images for the

same patient acquired by the two different methods were
presented to the two radiologists side by side without la-
belling the method name. Radiologists were asked to in-
dicate strong, moderate or no preference to either of the
two images/methods.

Quantitative evaluation
To evaluate the tumour ADC values obtained with each
of the two diffusion sequences, the whole tumour vol-
ume was delineated by drawing region of interest (ROIs)
on the tumour-containing slices in DPsti-TSE and DW-
EPI images separately. To minimise the influence of the
T2-weighted images on ROI contours, the ROI drawing
was conducted in two steps. First, a circle was drawn
around the tumour in every slice using the T2-weighted
images as reference, to only roughly indicate the tumour
location. In the second step, the tumour ROI was delin-
eated within the circle using the DW images only. The
ROIs were then copied to corresponding ADC maps to
extract tumour ADC values.
To evaluate the image distortions, one rectal motion-

free slice location for each patient was chosen. Tumour
ROIs on T2-weighted images for the same locations
were delineated as a reference and compared with the
ROIs drawn on DPsti-TSE and DW-EPI images.

Table 1 Scan parameters

FOV
(AP × RL × FH)
(mm3)

Resolution
(AP × RL × FH)
(mm3)

SENSE Fat
suppression

Scan mode Echo train length TR / TEa

(ms)
Total scan
duration

DW-EPI 256 × 256 × 99 2.3 × 2.3 × 3 2 (RL) SPAIR Multislice 2D 55 5469 / 66 3 min 33 s

DPsti-TSE 256 × 264 × 99 2.3 × 2.3 × 3 2 × 1.4
(RL × FH)

SPAIR 3D 50 2500 / 18 6 min 55 s

T2W 200 × 281 × 126 0.7 × 0.7 × 3 none none Multislice 2D 30 5953 / 120 5 min 33 s

Profile order Half scan Diffusion mixing
time (ms)

M1 nulled
diffusion
gradient

b value (s/mm2) Diffusion
direction

Average

DW-EPI Linear 0.618 59 No 200, 1000 Orthogonal 4 (b = 200 s/mm2)

8 (b = 1000 s/mm2)

DPsti-TSE Low-high;
Turbo Z

0.8 × 0.9
(RL × FH)

62 Yes 200, 1000 [1, 1, 1] 2 (b = 200 s/mm2)

8 (b = 1000 s/mm2)

T2W Linear None -- -- -- -- 1

2D Two-dimensional, 3D Three-dimensional, DPsti-TSE Diffusion-prepared stimulated echo turbo spin-echo, DW-EPI Diffusion-weighted echo-planar imaging, FOV
Field of view, SENSE SENSitivity Encoding, SPAIR Spectral attenuated inversion recovery fat suppression, TE Echo time, TR Repeation time
aTE for DPsti-TSE does not include the diffusion mixing time. TE for DW-EPI measurement includes the diffusion mixing time
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Specifically, the tumour ROI Dice similarity coefficient
(DSC) for DPsti-TSE and DW-EPI was compared. DSC
was used to quantify the similarity between ROI from
DW images and the ROI from T2-weighted images [18].
DSC values were defined as the ratio between the over-
lapped area and the average area of two ROIs, where a
DSC value of 1 indicates perfect alignment of ROIs and
a value of 0 means no overlap of the two ROIs. The
DSC comparison is illustrated in Fig. 1. To assess the
ROI drawing reliability, all ROI delineations for tumour
distortion evaluation were repeated after 1 month.
Tumour delineation was performed by a research

assistant under the supervision of M.K. The quantita-
tive evaluation was performed by an in-house-built

software programmed in MATLAB (the MathWorks,
Natick, MA).

Statistical analysis
All statistical analyses were performed using the Statis-
tical Package for the Social Sciences (SPSS, version 24,
Inc., Chicago, IL, USA). The level of significance was set
to 0.05. For image quality evaluation, the consistency be-
tween both radiologists was determined by calculating
the intraclass correlation coefficient (ICC). According to
Landis and Koch’s guideline [19], ICC lower than 0.20
was considered poor, from 0.21 to 0.40 fair, from 0.41 to
0.60 moderate, from 0.61 to 0.80 good and higher than
0.80 excellent. Scores from both radiologists were then

Table 2 Description for DWI image quality scales

Scale Description

0 Image has no diagnosis valuea; tumour or rectal wall is undetectable.

1 Image quality is unacceptable or insufficienta; tumour or rectal wall is poorly visible.

2 Image has moderate qualitya; tumour or rectal wall is visible but not delineable.

3 Image has good qualitya; tumour or rectal wall is delineable but without details.

4 Image has excellent qualitya; tumour or rectal wall is delineable with details.
aSix aspects of the image quality are scored. They are fat-suppression, image sharpness, presence of motion artifacts, rectum distortion, signal pile-up and overall
quality

Fig. 1 Illustration of the DSC calculation. First, tumour ROIs for a rectal motion-free slice (b = 1000 s/mm2) were delineated using the two-step
drawing approach. DSC values were then calculated for DPsti-TSE ROI and DW-EPI ROI separately. The DSC value is the ratio of the overlapped
area to the mean area of two ROIs, from a DW image and the T2-weighted image, respectively. (DPsti-TSE diffusion-prepared stimulated echo
turbo spin-echo, DSC Dice similarity coefficient, DW-EPI diffusion-weighted echo-planar imaging, ROI region of interest)
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averaged, and a Wilcoxon signed-rank test was per-
formed to test whether there were significant differences
between DPsti-TSE and DW-EPI for each evaluated
parameter.
A paired t-test was performed to compare tumour

ADC values between the DPsti-TSE and DW-EPI
methods. For the quantitative tumour distortions evalu-
ation, the agreement of DSC values from two ROI delin-
eation repetitions was determined by the ICC value.
DSC values from two repetitions were averaged. A
paired t-test was performed to determine if DCS values
from both methods were significantly different. For both
ADC and DCS values, the Kolmogorov–Smirnov test
(significant level at 0.05) was performed for data normal-
ity check.

Results
Image quality evaluation
Radiologists’ scoring results are summarised in Fig. 2. The
bar plot shows the scores for the DPsti-TSE and DW-EPI
methods for the six image quality aspects and the three
anatomical detail aspects, as well as the ICC values for
two radiologists. Overall, DW-EPI obtained significantly
higher scores for tumour conspicuity on ADC maps (p =
0.01), tumour visibility on b = 1000 s/mm2 (p = 0.009)
and rectum wall visibility on b = 1000 s/mm2 (p = 0.005).
DW-EPI also scored significantly higher on overall image
quality (p = 0.001), image sharpness (p < 0.001) and qual-
ity of fat suppression (p < 0.001). The DPsti-TSE method

had significantly better performance in terms of signal
pileup (p = 0.001) and rectum distortion (p = 0.005). The
two methods did not differ significantly with respect to
presence of motion artefacts (p = 0.180). Score distribu-
tions for each parameter can be found in the supplemen-
tary material (Additional file 1: Figure S1).
When comparing the DPsti-TSE and DW-EPI images

side-by-side, DPsti-TSE was preferred by the radiologists
in 12 cases (3 cases with strong preference), whereas
DW-EPI was preferred in 17 cases (3 cases with strong
preference). In the remaining four cases, the radiologists
expressed no preference for either technique. The inter-
reader agreement for the preference scoring was moder-
ate (ICC = 0.51).
Representative DW images from DPsti-TSE and DW-

EPI with a T2-weighted anatomical reference are shown
in Fig. 3 for two patients. Intra-rectal gas was present in
both cases, which led to minor signal pileup in DW-EPI
images for patient 1 (red arrow) and severe tumour dis-
tortion in DW-EPI images for patient 2. In contrast, in
the DPsti-TSE images, no signal pileup or tumour dis-
tortion was observed. Overall, DW-EPI images appeared
sharper than DPsti-STE.

Quantitative evaluation
Of the 33 cases, 31 were included for the rectal tumour
volume ROI drawing. Two cases were excluded due to
unacceptable image quality for both diffusion methods.
In Fig. 4, the comparison for the rectal tumour mean

Fig. 2 The mean scores for DW-EPI and DPsti-TSE images, averaged over all patients and observers. For each parameter, the ICC value between
two observers is shown in parentheses. (DPsti-TSE diffusion-prepared stimulated echo turbo spin-echo, DW-EPI diffusion-weighted echo-planar
imaging, ICC intraclass correlation coefficient)
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ADC values was obtained by the DPsti-TSE and DW-
EPI methods. The mean ADC value from DPsti-TSE was
markedly and significantly higher than the values from
DW-EPI (1.47 ± 0.32 versus 0.86 ± 0.15 × 10−3 mm2/s, p
< 0.001). The Kolmogorov–Smirnov test did not reject
the data normality assumption for tumour mean ADC
values. The good agreement of the ADC values from
DPsti-TSE compared with DW-EPI in the phantom scan
is shown in Fig. 5.
For the tumour DSC comparison, 29 cases were in-

cluded, for which slice locations with no rectal motion
could be found. The comparison of rectal tumour DSC
values from DPsti-TSE and DW-EPI methods is shown
in Fig. 6. In 21 of the 29 cases, the DSC value for DPsti-
TSE was higher than that of DW-EPI. A paired t-test
showed that DSC values from DPsti-TSE (0.84 ± 0.06)
were significantly higher (p = 0.010) than those from
DW-EPI (0.80 ± 0.10). The repeated tumour ROI delin-
eation generated similar DSC values with excellent
agreement (ICC = 0.82). The Kolmogorov–Smirnov test
did not reject the data normality assumption for DSC
values. Tumour ROIs for all cases are shown in the sup-
plementary material (Additional file 1: Figure S2).

Discussion
This study investigated the feasibility of the DPsti-TSE
method in rectal tumour DWI. To the best of our know-
ledge, this is the first study to perform a within-patient
comparison of a TSE-based DWI method to a standard
DW-EPI method, both qualitatively and quantitatively.
DPsti-TSE demonstrated its ability for 3D distortion-free
rectal tumour DWI. Compared to DW-EPI, DPsti-TSE
results in a significant decrease in rectum distortion and
signal pileup. However, the method scored lower in
other image quality and anatomical detail aspects as
compared to standard DW-EPI. Moreover, DPsti-TSE
resulted in much higher tumour ADC values as com-
pared to DW-EPI.
Accurate geometrical information on the rectum and

tumour is of great importance for radiotherapy planning
[20, 21]. Previously, Burbach et al. [20] demonstrated
that rectal cancer diffusion-weighted images from TSE-
based sequences registered well with T2-weighted im-
ages, leading to improved inter-observer agreement of
tumour delineation. In contrast, registration of DW-EPI
to T2-weighted images was more challenging [20, 22].
Van Griethuysen et al. [11] recently demonstrated that

Fig. 3 Representative images for two locally advanced rectal cancer patients. Tumours are indicated by yellow arrows, which are hyperintense on
the b = 1000 s/mm2 images and hypointense on T2-weighted images. Intra-rectal gas led to minor signal pileup in DW-EPI images for patient 1
(red arrow) but more severe tumour distortion in DW-EPI images for patient 2. (DPsti-TSE diffusion-prepared stimulated echo turbo spin-echo,
DW-EPI diffusion-weighted echo-planar imaging)
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by using a preparatory micro-enema shortly before rectal
DW-EPI, both the incidence and severity of gas-induced
artefacts can be significantly reduced. However, to the
best of our knowledge, this procedure is not yet widely
adopted as a clinical routine [13]. In this study, without
bowel preparation, we found that DPsti-TSE suffered
less from tumour distortion in comparison with DW-
EPI. It is worth noting that the DW-EPI scanning proto-
col used in this study was optimised to reduce suscepti-
bility distortions by selecting a short EPI echo train
length enabled by means of parallel imaging, half scan
and REST slab fold-over suppression.

DPsti-TSE scored lower for image sharpness. This was
primarily caused by the long TSE echo train (50 echoes),
which generated strong T2-decay modulation across k-
space leading to image blurring [23, 24]. We used a long
TSE echo train to enhance the TSE readout efficiency for
the 3D acquisition and avoid long scan times. This blurring
is likely the cause why the DPsti-TSE scored lower on rec-
tum wall and tumour visibility. In future implementations,
the resolution of DPsti-TSE can be improved with shorter
TSE echo train length, in combination with advanced ac-
celeration techniques such as compressed sensing and re-
duced field of view to prevent long scan durations.

Fig. 5 Diffusion phantom measurement. a DWI images and ADC maps for the diffusion phantom obtained using DPsti-TSE and DW-EPI methods.
b The comparison of ADC mean values obtained from DPsti-TSE and DW-EPI for 13 tubes contained in the phantom. Identity line (45° line) was
plotted for reference. (ADC apparent diffusion coefficient, DPsti-TSE diffusion-prepared stimulated echo turbo spin-echo, DW-EPI diffusion-
weighted echo-planar imaging)

Fig. 4 Tumour ADC values for 31 patients obtained by DPsti-TSE and DW-EPI methods. The box plots show the 75th, 50th and 25th percentile of
ADC values for all 29 patients. For the same patients, ADC values from DPsti-TSE and DW-EPI are connected. The DPsti-TSE method generated
higher tumour ADC values than the DW-EPI method: (1.47 ± 0.32) × 10−3 mm2/s and (0.86 ± 0.15) × 10−3 mm2/s, respectively (p < 0.001). (ADC
apparent diffusion coefficient, DPsti-TSE diffusion-prepared stimulated echo turbo spin-echo, DW-EPI diffusion-weighted echo-planar imaging)
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DPsti-TSE is capable to achieve a much higher reso-
lution than DW-EPI with more shots at the expense of
longer scan time, as we demonstrated in an earlier study
[17]. Although the in-plane resolution of 2.3 × 2.3 mm2

was adequate in this study, higher resolution DPsti-TSE
images may be necessary in certain applications, such as
after chemoradiotherapy when the rectal tumour size
may be small and visualisation on DW-EPI becomes very
challenging [3, 25].
DPsti-TSE also scored lower on fat suppression per-

formance compared to DW-EPI. We believe this was
due to variations in the B0 shimming performance,
which is crucial for the spectral attenuated inversion re-
covery fat suppression technique [26, 27]. However, un-
like in DW-EPI images, the remaining fat signal in
DPsti-TSE images should not lead to problematic chem-
ical shift artefacts, as the TSE readout has a high band-
width for the phase encoding direction [28].
Rectal tumour ADC is considered a promising im-

aging biomarker for tumour diagnosis and treatment
evaluation [3, 29]. We found tumour ADC values from
DW-EPI in accordance with ADC values for rectal tu-
mours as reported in previous studies [7, 12, 25, 30].
However, tumour ADC values from the DPsti-TSE
method were much higher compared to the DW-EPI.
This was unexpected given the good ADC agreement in
the phantom scan. A possible explanation for the dis-
crepancy in ADC values may be found in physiological
motion during the in vivo scan. Motion leads to blur-
ring and signal voids by phase incoherence between
shots, which may cause ADC overestimation [1, 31].

We recently introduced a 3D navigator technique to
correct for phase incoherence between shots in 3D
DPsti-TSE [32]; however this was not yet applied in the
current study. Another important factor may be the dif-
ference in diffusion gradients between DPsti-TSE and
DW-EPI. DPsti-TSE contains M1 nulled diffusion gra-
dients in one direction, while DW-EPI applies non-M1
nulled gradients in three orthogonal directions. Due to
the M1 nulling, signal from blood in the tumour may
have been partially preserved at lower b-value leading
to a stronger decay of the signal at high b-value and
consequently a higher estimated ADC value. In DW-
EPI, the blood signal does not contribute for either b =
200 s/mm2 nor 1000 s/mm2 [33]. Finally, underestima-
tion of ADC values by DW-EPI due to low signal-to-
noise ratio could be another factor. The existence of a
significant noise contribution can be verified from the
surrounding muscle area in the b = 1000 s/mm2 DW-
EPI images (Fig. 3). Noise leads to overestimation of
signal at b = 1000 s/mm2, leading to lower ADC values
[10]. The true reason for the higher ADC values mea-
sured with DPsti-STE and how this affects the use of
ADC as tumour biomarker remain to be investigated.
Meanwhile, more extensive research will be required to
establish standardised ADC values for DPsti-TSE, their
reproducibility and appropriate cut-offs, before they
can be used as a potential biomarker.
This study has some limitations. First, tumour ADC

values were not correlated to clinical diagnosis or
histological tumour grading. Second, imaging was
done without any bowel preparation, such as rectal

Fig. 6 Comparison of tumour region-of-interest DSC values for DPsti-TSE and DW-EPI methods. The box plots show the 75th, 50th, and 25th
percentile of DSC values for all 29 patients. For the same patients, DSC values from DPsti-TSE and DW-EPI are connected. DSC values for DPsti-TSE
were significantly higher than DSC values from DW-EPI (p = 0.010). (DPsti-TSE diffusion-prepared stimulated echo turbo spin-echo, DSC Dice
similarity correlation coefficient, DW-EPI diffusion-weighted echo-planar imaging)
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filling or a preparatory micro-enema, to reduce the
amount of gas in the rectal lumen. The images were
therefore relatively prone to gas-induced susceptibility
artefacts. Although this may be considered a limita-
tion, it on the other hand provides a good opportun-
ity to study the potential beneficial effects of DPsti-
TSE to reduce these types of artefacts. Moreover, it
represents common clinical practice where rectal
DWI is still performed without bowel preparation in
the majority of centres [13]. Third, delineation of
tumour volume ROIs for the ADC quantification was
only done once. Therefore, repeatability of tumour
volume delineation was not assessed. In this respect,
automatic rectum tumour segmentation with satisfac-
tory robustness and accuracy can provide objective
analyses for both tumour ADC and DSC value com-
parisons. Fourth, the inter-reader ICC values for some
qualitative evaluation scoring aspects were low, which
weakened corresponding comparison statements such as
for signal pileup and fat suppression performances in
diffusion-weighted images. Fifth, although we perform
blinded comparisons in this study, radiologists reported
that they could still distinguish the two methods due to
obvious differences in the image appearance. They might
unintentionally preferred DW-EPI images as they were ac-
customed to this type of images from the clinical routine.
Finally, our cohort included only locally advanced rectal
cancer cases, which are typically relatively large and may
therefore be more conspicuous. Although this represents
the subgroup of rectal cancer in which DWI is to date
most commonly used, further research will also need to
include smaller tumours and restaging settings to assess
the general applicability DPsti-TSE in rectal cancer.
In conclusion, the DPsti-TSE method provided geo-

metrically less distorted rectal cancer diffusion images.
In comparison with a standard DW-EPI method, DPsti-
TSE demonstrated significantly less image distortion and
signal pileup. DPsti-TSE therefore may provide added
value for improving rectal tumour delineation. However,
it is currently limited by longer acquisition times, and its
diagnostic image quality was not favoured over DWI-
EPI by the radiologists in our study. Furthermore, a sig-
nificant bias in quantitative parameters may be present.
Further research and improvements to DPsti-TSE are
needed until it can replace DW-EPI.

Supplementary information
Supplementary information accompanies this paper at https://doi.org/10.
1186/s41747-019-0138-x.

Additional file 1: Figure S1. Score distributions for all evaluation
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