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Abstract. Assessment of anti-drug antibodies (ADAs) for neutralizing activity is
important for the clinical development of biopharmaceuticals. Two types of neutralizing
antibody (NAb) assays (competitive ligand-binding assay [CLBA] and cell-based assay
[CBA]) are commonly used to characterize neutralizing activities. To support the clinical
development of benralizumab, a humanized, anti–interleukin-5 receptor α, anti-eosinophil
monoclonal antibody, we developed and validated a CLBA and a CBA. The CLBA and
CBA were compared for sensitivity, drug tolerance, and precision to detect NAbs in serum
samples from clinical trials. The CLBA was more sensitive (27.1 and 37.5 ng/mL) than the
CBA (1.02 and 1.10 μg/mL) in detecting NAbs to benralizumab for the polyclonal and
monoclonal ADA controls, respectively. With the same polyclonal ADA control, the CLBA
detected 250 ng/mL of ADA in the presence of 100 ng/mL of benralizumab, whereas the
CBA detected 1.25 μg/mL of ADA in the presence of 780 ng/mL of benralizumab. In 195
ADA-positive samples from 5 studies, 63.59% (124/195) and 16.9% (33/195) were positive
for NAb as measured by the CLBA and the CBA, respectively. ADA titers were strongly
correlated (Pearson’s correlation coefficient r = 0.91; n = 195) with CLBA titers. Moreover,
the CLBA titer correlated with CBA percentage inhibition in the CBA-positive samples
(Spearman’s coefficient r = 0.50; n = 33). Our data demonstrated advantages of the CLBA in
various aspects and supported the choice of the CLBA as a NAb assay for the phase III
trials.
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INTRODUCTION

All biopharmaceuticals have the potential risk of eliciting
an immune response. Immunogenicity assessment has be-
come an essential element of safety and efficacy evaluations
in the clinical development of biopharmaceuticals. Charac-
terization of anti-drug antibodies (ADAs) for neutralizing
activity is a crucial component of these evaluations. Neutral-
izing antibodies (NAbs) may have the ability to abolish drug-
associated biologic activities (1) and cross-react with the
endogenous counterpart of the drug product (2), potentially
resulting in severe clinical consequences.

The aim of the NAb assay is to characterize the nature of
the ADA response in patients participating in clinical trials.
The corresponding NAb data, along with other clinical
information, are used to evaluate drug efficacy and patients’
safety profiles. The principle of NAb assay development is to

reflect the mechanism of action (MOA) of the respective
biopharmaceutical. Because of the specific MOAs of individ-
ual biopharmaceuticals, the formats of NAb assays are more
diverse than screening/confirmatory ADA assays, which
usually employ a bridging format. NAb assay formats are
commonly classified into two types: cell-based assays (CBAs)
and non–cell-based assays including competitive ligand-
binding assays (CLBAs). CLBAs are typically used to assess
the binding of the drug to its target (e.g., soluble ligand) (3).
For the evaluation of NAb activity, regulatory agencies
recommend a CBA as the preferred platform because the
cellular responses it exhibits more closely reflect the NAb’s
effect on the drug in vivo (4). However, this approach may
have its limitation when there are technical difficulties
associated with a CBA (5,6). It is generally recognized that
the CLBA displays advantages in sensitivity. Robustness and
ease of operation of a CLBA when compared with a CBA
make it an appealing substitute for CBA if strong and solid
justifications are provided (7).

There is a growing effort by pharmaceutical companies
and government agencies to compare the two NAb assay
formats. For assay characteristics, CLBAs are comparable or
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superior to bioassays for detecting NAb to four types of
therapeutic proteins (5). In a separate study, the two NAb
assays demonstrated a strong correlation in NAb titer from
clinical samples despite a weaker sensitivity observed with
CLBAs (8). Hu et al. found that CLBAs and CBAs behaved
comparably in detecting NAbs in clinical samples for two case
studies, although CLBAs were inferior to CBAs for a third
case (9). Thus, non–CBAs would be a viable option for
detecting NAbs for various biopharmaceuticals. The choice of
appropriate NAb format should be based primarily on the
drug’s MOA, immunogenicity risk assessment, and technical
feasibility.

Benralizumab is a humanized, afucosylated, anti–
interleukin-5 receptor α (IL-5Rα) monoclonal antibody
(mAb) with enhanced effector function. It potently induces
antibody-dependent cell-mediated cytotoxicity (ADCC) of
eosinophils and basophils rapidly, selectively depleting circu-
lating and tissue-resident eosinophils and basophils (10). To
support the clinical development of benralizumab for the
treatment of asthma and chronic obstructive pulmonary
disease, we developed NAb assays in both CLBA and CBA
formats. We report on the validation of the two assays for
benralizumab NAb assessment and compare their perfor-
mance for sensitivity, drug tolerance, robustness, and data
obtained from testing of a subset clinical samples.

MATERIALS AND METHODS

Materials

MedImmune LLC generated benralizumab and human
IL-5R and produced and purified goat anti-benralizumab
polyclonal antibody. Pooled normal human sera were pur-
chased from Bioreclamation (Hicksville, NY). Meso Scale
Discovery (MSD) plates and Sulfo-TAG™ Plus NHS Ester
were purchased from MSD (Gaithersburg, MD). Amicon®

Ultra Centrifugal Filter Units, UItra-50 membrane was
purchased from Millipore (Billerica, MA). Protein Assay Kit
was purchased from Pierce (Rockford, IL). MedImmune
LLC prepared biotinylated benralizumab and ruthenium-
labeled IL-5R.

MedImmune LLC generated the CTLL-2/IL-5Rα cell
line and NK92/NFAT-luciferase cell line. RPMI 1640 with
GlutaMax™, horse serum (heat-inactivated), human IL-5,
geneticin, and mercaptoethanol were purchased from
Invitrogen. Fetal bovine serum (heat-inactivated) was pur-
chased from HyClone. Steady-Glo® Luciferase Assay System
was purchased from Promega. Human IL-2 was purchased
from Henry Schein.

Selection of ADA-Positive Samples from Clinical Studies for
the Assessment of NAb Activity

We used both CLBA and CBA to test for NAbs in 195
ADA-positive samples from 5 studies: MI-CP166 (study 1,
NCT00659659) (11), MI-CP186 (study 2, NCT00768079) (12),
MI-CP197 (study 3, NCT00783289) (13), andMI-CP220 (studies
4 and 5, NCT01238861) (14). To assessNAb activity in bothNAb
assays, we chose all ADA-positive samples from studies 1 to 3,
regardless of drug concentrations. For comparative assessment
of the two NAbmethods, we chose samples from studies 4 and 5

primarily based on the validation data of drug tolerance and
availability of clinical samples.

Methods for Assessment of NAb to Benralizumab

CLBA Method

We evaluated serum samples for NAbs to benralizumab
using a semi-solution phase competitive CLBA that employed
biotinylated benralizumab for capture and sulfo-TAG–labeled
human IL-5R for detection. The assay assessed the ability of
the ADA to inhibit (neutralize) the interaction of
benralizumab with IL-5R. Test samples were incubated
overnight at room temperature (18–23 °C) in the presence of
biotinylated benralizumab at a final sample dilution of 1:10 for
binding of any ADAs present in the samples to the drug.
Following incubation, we transferred the mixture to a
streptavidin-coated MSD microtiter plate, to which biotinyl-
ated drug and any biotinylated drug-ADA complex would
bind. Following a wash step, we added sulfo-TAG–labeled
human recombinant IL-5R (ligand) for binding to
benralizumab. If NAbs were present in the samples, binding
of labeled IL-5R to benralizumab was blocked. Only NAbs
that bound to benralizumab in regions with recognition sites
for its antigen (IL-5R) would inhibit the interaction of the drug
with its target (IL-5R). After a final wash step and addition of
MSD read buffer, plates were read on an MSD Sector Imager.
The electrochemiluminescence (ECL) signal generated was
inversely proportional to the amount of NAbs present in the
samples. We classified samples as positive or negative for the
presence of NAbs to benralizumab relative to a cutoff ECL
value that we calculated for each plate by multiplying the mean
value of the negative control by a cutoff factor of 0.85 (15%
inhibition of signal). Samples that measured positive for NAbs
were subsequently titered to determine relative amounts of
NAb present. We determined titers by serially diluting samples
at a ratio of 1:2 with negative control matrix and reported the
titers as the reciprocal of the greatest dilution (over the 1:10
minimum required sample dilution [MRD]) that produced a
positive response.

CBA Method

Methods for quality control preparation, screening cutoff
determination, sensitivity, drug tolerance, selectivity, cell
culture, and assay procedures for the ADCC cell-based
NAb assay have been described in detail (15). In brief, the
validated CBA is an ADCC assay that consists of target cells
(a murine cytotoxic cell line CTLL-2 stably transfected with
human IL-5R) and an effector cell line (human NK92 cells).
This effector cell line is engineered to express CD16
(FcRIIIγ) and to contain a luciferase reporter gene driven
by the Nuclear Factor of Activated T (NFAT) promoter.
Benralizumab binds to human IL-5R on the target cell, and
the Fc region of the drug binds to the effector cell via CD16,
thereby inducing ADCC of the target cell. ADCC activity is
strongly correlated with activation of the luciferase reporter
gene. We measured the amount of luciferase generated by
using a Steady-Glo® Luciferase Assay System according to
manufacturer’s instructions. In the presence of NAbs in
serum samples, the ADCC is inhibited, causing the
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luciferase signal (relative luminescence unit [RLU] value) to
decrease. The luciferase signal generated was inversely
proportional to the amount of NAbs present in the samples.
We classified samples as positive or negative for the presence
of NAbs to benralizumab relative to a cutoff RLU value. We
calculated the cutoff RLU value for each plate by multiplying
the mean value of the negative control by a cutoff factor of
0.73 (27% inhibition of signal). We did not perform titer
determination for the samples that were positive for NAbs in
the CBA.

Assay Cutoffs

For cutoff determination in both NAb assays during
validation, we used the same set of serum samples obtained
from 80 men and women with asthma. Two operators
analyzed each sample in duplicate wells in four assays over
2 days. The data set consisting of 320 normalized responses
(signal to background values) was evaluated by statistical
methods for the determination of the cutoff factor with a 1%
false-positive rate (15).

ADA Assays

ADAs in clinical samples were analyzed using an ECL
solution phase bridging method that MedImmune developed
and validated. Samples at a final dilution of 1:50 overnight
were incubated at room temperature in a solution with
biotinylated benralizumab and sulfo-TAG– labeled
benralizumab. Bridged biotin drug:ADA:sulfo-TAG drug
complexes were subsequently captured onto streptavidin-
coated MSD plates and measured on the MSD Sector Imager.
Signal intensity was proportional to the amount of ADA
present in the samples.

Samples were classified as potentially positive for ADA
in the screening assay if the signal measured at or above the
cutoff for the plate. The cutoff value was calculated using a
cutoff factor (1.29) determined during validation from 200
measurements of serum samples from 50 patients with
asthma. In a confirmatory (specificity) assay, positive samples
were retested in both the absence and presence of excess
(100 μg/mL) benralizumab. Samples were confirmed as
positive for ADA if the percentage inhibition of response in
the presence of excess drug was greater than or equal to the
confirmatory cutoff (33.1%) established during validation to
provide a 1% false-positive rate. Endpoint titers were
measured in samples confirmed as positive and were reported
as the reciprocal of the greatest dilution (over the 1:50 MRD)
that measured positive in the assay.

Drug Tolerance Level Determination

A similar assay procedure for drug tolerance assessment
was employed for all three assays except the concentrations
of the polyclonal anti-benralizumab idiotype antibody and
benralizumab in neat serum. For the CLBA, the concentra-
tions of the polyclonal anti-benralizumab idiotype antibody
were 2.0, 1.5, 1.0, 0.75, 0.5, 0.25, 0.1, 0.05, 0.025, 0.0125, and
0 μg/mL; and the benralizumab concentrations were 1.0, 0.5,
0.25, 0.1, 0.05, 0.025, and 0 μg/mL. For the CBA, the
concentrations of the polyclonal anti-benralizumab idiotype

antibodies were 10, 5, 2.5, 1.25, 0.63, 0.31, and 0 μg/mL, and
the benralizumab concentrations were 12.5, 6.25, 3.13, 1.56,
0.78, 0.39, and 0 μg/mL (15). For the binding ADA assay, the
concentrations of the polyclonal anti-benralizumab idiotype
antibody were 4.0, 2.0, 1.0, 0.5, 0.25, and 0 μg/mL, and the
benralizumab concentrations were 500, 250, 100, 50, 25, and
0 μg/mL. Pre-incubations of the polyclonal anti-benralizumab
idiotype antibody with benralizumab were performed at room
temperature for 60 ± 5 min prior to analysis.

Statistical Methods

Correlations between ADA/CLBA titer and several
types of NAb results (titer and percentage inhibition) were
calculated. If both results were titers, a Pearson correlation
coefficient was used. If the correlation was between the ADA
titer and the NAb percentage inhibition, a Spearman’s rank
correlation coefficient was calculated. The scatterplots of
correlation between ADA titer/CLBA titer, ADA titer/
CLBA percentage inhibition, ADA titer/CBA percentage
inhibition, CLBA titer/CBA percentage inhibition, and
CLBA percentage inhibition/CBA percentage inhibition were
presented. For the plots, the ADA titer and CLBA titer were
transformed by using log (1 + titer). For the correlative
analysis between ADA titer and CLBA percentage inhibi-
tion, a three-parameter logistic regression with an upper limit
of 100% was used because there was a nonlinear logistic
trend when CLBA inhibition was close to 100%. For the rest
of the trend analyses, a linear regression was used to depict
the relationship between the two correlated variables. The
probability of being CLBA positive or CBA positive given
ADA titer values was evaluated using logistical regression.
All statistical analyses were performed using Statistical
Analysis Systems Version 9.3 (SAS Institute, Cary NC) and
R 3.0.1 (www.r-project.org).

RESULTS

We developed and validated two NAb assays in our
laboratory for the detection of anti-benralizumab NAbs in
human serum. Because benralizumab binds to the IL-5
receptor on cells, which prevents IL-5 binding to the receptor
and the subsequent signaling through this receptor and
induces ADCC in IL-5 receptor–expressing eosinophils and
basophils, the CLBA and CBA were designed to reflect the
MOA of benralizumab. Thus, the assays were designed to
assess the ability of the ADA to inhibit (neutralize) the
interaction of benralizumab with the IL-5 receptor. The
CLBA measures the reduction of benralizumab–IL-5R inter-
action caused by the presence of NAb. The CBA determines
the reduction of benralizumab-mediated ADCC activity
caused by the presence of NAb for the inhibition of the
binding of benralizumab to the IL-5R–bearing target cell. The
assay principles for the CLBA and CBA (15) are described in
detail in the BMethods^ section, and the assay formats are
provided in Fig. 1a, b, respectively.

Summary of Assay Parameters for the CLBA and CBA

Critical assay parameters are summarized in Table I. In
this study, we evaluated correlations between the two NAb
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assays, as well as the relationship between the NAb assays
and the binding ADA assay (Table I). Intra-assay precisions
were comparable for the CLBA and CBA (8.6 vs. 11.0%).
The CBA achieved an inter-assay variability of 24.6%, which
the authors believe is common for a CBA given its
complexity. Inter-assay variability of the CLBA (12.5%) was
much less than that of the CBA, suggesting that the CLBA is
more robust and less variable than the CBA.

To better compare assay sensitivity, we used the same
surrogate anti-benralizumab idiotype polyclonal and mono-
clonal ADA controls (Kd approximately 1 nM) across three
assays (Table I). The CLBA displayed comparable sensitivity
to the binding ADA assay. The estimated sensitivity of the
CLBA at the cutoff using the anti-benralizumab polyclonal
and monoclonal ADA controls was 27.1 and 37.5 ng/mL,
respectively (Table I). We determined the sensitivity of the
assay also by using a second lot of the polyclonal antibody
surrogate control (the same used in the binding ADA
assay), and this control yielded a similar sensitivity result of
41.7 ng/mL. Because of matrix interference, the MRD for the
CBA was 40, which was four times greater than that for the
CLBA (MRD of 10) (Table I). As a result, estimated
sensitivity of the CBA at the cutoffs using the polyclonal
and monoclonal ADA controls was 1.02 and 1.10 μg/mL,
respectively. Thus, the CLBA was far more sensitive (ap-
proximately 38-fold for the polyclonal ADA control and 29-
fold for the monoclonal ADA control) than the CBA.

Both NAb assays displayed limited drug tolerance. The
CLBA detected 250 ng/mL of polyclonal ADA control in the
presence of 100 ng/mL of benralizumab, whereas the CBA
detected 1.25 μg/mL of polyclonal ADA control in the

presence of 780 ng/mL of benralizumab (Table I). By
comparison, the ADA assay can detect 250 ng/mL of
polyclonal ADA control in the presence of 100 μg/mL
benralizumab (Table I). Additional drug tolerance for the
ADA assay was assessed in another laboratory and data
demonstrated that the polyclonal ADA levels of 62.5 and
250 ng/mL were reproducibly detectable in the presence of up
to 50 and 125 μg/mL of benralizumab, respectively, indicating
that the ADA assay was strongly drug-tolerant.

Comparison of the Abilities of the CLBA and CBA to Detect
NAbs in Clinical Samples

From 5 studies, we selected 195 samples that were
confirmed to be ADA positive to compare the abilities of
the CLBA and CBA to detect NAb in clinical samples.
CLBA was much more sensitive at detecting NAb than the
CBA, with the NAb activity against benralizumab detected
by CLBA consistently greater than by CBA across all five
studies (Fig. 2 and Table II). Of 195 samples, 124 (63.59%)
and 33 (16.92%) measured positive for NAb in the CLBA
and CBA, respectively (Table II).

To evaluate whether drug presence in serum samples
would interfere with NAb detection, we classified these 195
samples into 2 groups: no measurable benralizumab concen-
tration (n = 130) and measurable (n = 65) benralizumab
concentration (Table II). Of these 65 samples, detectable
concentrations of benralizumab ranged from 5.20 ng/mL up
to 5132.69 ng/mL, indicating that in some cases, NAb could
be detected in the presence of measurable amounts of
benralizumab, even when above the drug tolerance level

Fig. 1. Design of NAb assays. a Design of the ligand-binding–based NAb assay.
Biotinylated benralizumab and Sulfo-TAG–conjugated IL-5R form a complex that is
captured on streptavidin-coated MSD standard plates. The presence of ADA blocks
complex formation. The ECL signal generated by the ligand-IL-5R complex is detected by
an MSD SECTOR™ Imager and is inversely proportional to the amount of ADA present
in the samples. b Design of the ADCC-based reporter gene NAb assay. We incubated
CTLL-2/hIL-5R cells (a murine cytotoxic cell line CTLL-2 stably transfected with human
IL-5R) and NK92/NFAT cells expressing CD16 (FcRIIIγ) and containing a luciferase gene
reporter driven by NFAT-containing promoter, with diluted serum sample and
benralizumab. Benralizumab binds to human IL-5R on the target cell, and the Fc region
of the drug binds to the effector cell via CD16, thereby inducing ADCC of the target cell.
The ADCC activity is strongly correlated with activation of the luciferase reporter gene.
The presence of ADA blocks binding of benralizumab to IL-5R. ADA anti-drug antibody,
ADCC antibody-dependent cell-mediated cytotoxicity, ECL electrochemiluminescence,
IL-5R interleukin-5 receptor, MSD Meso Scale Discovery, NAb neutralizing antibody,
NFAT nuclear factor of activated T
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determined in NAb assay validation. For both assays
combined, the NAb incidence rate was greater in samples
with no measurable drug (103/130, 79.2%) than those with
measurable drug (28/65, 43.1%). Similarly, for CLBA alone,
the NAb incidence rate was greater in samples with no
measurable drug (99/130, 76.15%) compared with samples
with measurable drug (25/65, 38.46%). The NAb incidence by
the CBA was 28/130 (21.54%) for samples with no measur-
able drug and 5/65 (7.69%) for samples with measurable
drug. Thus, drug presence in samples interfered with NAb

detection in both NAb assays, with the CLBA displaying
relatively better drug tolerance than the CBA.

We used a logistical model approach to project the
probability of a sample measuring positive for NAb in the
CLBA and CBA in a broader spectrum of ADA titers
(Table III). Based on this model, ADA titers ≥ 400 had a
≥ 48% probability of being NAb positive in the CLBA
compared with > 6% for the CBA. To achieve a probability
of ≥ 47% that a sample will measure positive in the CBA, a
titer of ≥ 3200 was required (Table III). CLBA was more

Table I. Validation Summary of Binding ADA and NAb Assays

Parameters Binding ADA CLBA CBA

MRD 1:50 1:10 1:40
Cutoff S:B≥ 1.29 POS S:B≤ 0.85 POS

(≥ 15% inhibition)
S:B≤ 0.73 POS

(≥ 27% inhibition)
QCs NQC = NHS NQC = NHS NQC = NHS

LQC = 15 ng/mL LQC = 25 ng/mL LQC = 1.6 μg/mL
HQC = 1000 ng/mL HQC = 200 ng/mL HQC = 4 μg/mL

A & P
• Intra CV% 14.8% 8.6% 11.0%
• Inter CV% 18.1% 12.5% 24.6%
Specificity Pass; assay signal was

inhibited by the presence
of excessive drug

Pass; nonspecific IgG2b
did not generate
assay signal in 10
individual samples

Pass; nonspecific IgG2b
did not generate assay
signal in 10 individual
samples

Selectivity ND 10 of 10 samples positive
to 25 ng/mL spike

10 of 10 samples positive
to 2 μg/mL spike

Sensitivity
• Polyclonal ADA 5.7 ng/mL 27.1 ng/mL 1.02 μg/mL
• Monoclonal ADA 33 ng/mL 37.5 ng/mL 1.10 μg/mL
Drug tolerance 250 ng/mL of ADA

detectable in the
presence of 100 μg/mL
drug; ADA detectable
in the presence of 400×
excess of drug

250 ng/mL of NAb with
100 ng/mL drug; 2.5×
excess of NAb detectable
over drug

1.25 μg/mL of NAb with
0.78 μg/mL drug 1.6×
excess of NAb detectable
over drug

Stability 7 FT cycles; 20 h RT;
14 days 4 °C

7 FT cycles; 20 h RT;
14 days 4 °C

7 FT cycles; 20 h RT;
4 °C not recommended

We prepared QC samples by spiking the goat anti-benralizumab polyclonal positive control antibody into pooled human serum and analyzed
the samples across several assays in different days. S:B ratio is the RLU of each spiked sample/the RLU of the pooled normal serum (NQC)
ADA antidrug antibody, A & P accuracy and precision, CBA cell-based assay, CLBA competitive ligand-binding assay, FT freeze and thaw,
HQC high positive quality control, IgG2b immunoglobulin G2b, LQC low positive quality control, mAb monoclonal antibody, MRD minimum
required dilution, NAb neutralizing antibodies, ND not determined, NQC normal serum quality control, RLU relative luminescence unit, RT
room temperature, S:B ratio signal to noise ratio, QC quality control

Fig. 2. Comparison of NAb measured by the CLBA and the CBA in five studies. We analyzed a panel of a different number
of individual serum samples from each study in the CLBA (a) and CBA (b) assays according to the assay procedures. Each
value represents the S:B ratio. Samples below cutoff in each assay are defined NAb positive. CBA cell-based assay, CLBA
competitive ligand-binding assay, NAb neutralizing antibody, S:B signal to noise

The AAPS Journal (2018) 20: 49 Page 5 of 11 49



Ta
bl
e
II
.
C
om

pa
ri
so
n
of

N
A
b
M
ea
su
re
d
by

C
L
B
A

an
d
C
B
A

in
Se

ru
m

Sa
m
pl
es

w
it
h
or

W
it
ho

ut
M
ea

su
ra
bl
e
B
en

ra
liz
um

ab
C
on

ce
nt
ra
ti
on

s

St
ud

y
N
um

be
r
of

sa
m
pl
es

se
le
ct
ed

fo
r
N
A
b
as
sa
y
(A

D
A
+
)

N
A
b+

(%
)
by

C
L
B
A

in
ea

ch
st
ud

y
(n
/N

)
N
A
b+

(%
)
by

C
B
A

in
ea

ch
st
ud

y
(n
/N

)
Sa

m
pl
es

w
it
h

no
m
ea

su
ra
bl
e

be
nr
al
iz
um

ab
co
nc
en

tr
at
io
n

Sa
m
pl
es

w
it
h
m
ea
su
ra
bl
e
be

nr
al
iz
um

ab
co
nc
en

tr
at
io
n

n
C
L
B
A
+

C
B
A
+

C
L
B
A
+C

B
A
+

n
C
L
B
A
+

C
B
A
+

C
L
B
A
+
C
B
A
+

B
en
ra
liz
um

ab
co
nc
en

tr
at
io
n

(n
g/
m
L
)

1
9

44
.4
4
(4
/9
)

0
(0
/9
)

5a
0

0
0

4
4

0
0

7.
60
–3
25

.8
9

2
8

75
.0
0
(6
/8
)

50
.0
0
(4
/8
)

4a
2

3
1

4
4

1
1

5.
20
–3
5.
69

3
9

77
.7
8
(7
/9
)

44
.4
4
(4
/9
)

2
2

2
2

7
5

2
0

6.
20
–3
95

.3
8b
;

51
32
.6
9c

4
41

97
.5
6
(4
0/
41
)

17
.0
7
(7
/4
1)

41
40

7
7

0
0

0
0

0
5

12
8

52
.3
4
(6
7/
12
8)

14
.0
6
(1
8/
12

8)
78

a
55

16
14

50
12

2
1

6.
80
–1
67
5.
91

b ;
27
67
.5
3d

N
19

5
63

.5
9
(1
24
/1
95

)
16

.9
2
(3
3/
19

5)
13

0
99

28
24

65
25

5
2

N
A

N
A
b+

(%
)

1
0
3
e
/1
3
0

(7
9.
23
)

99
/1
30

(7
6.
15
)

28
/1
30

(2
1.
54
)

N
A

2
8
e
/6
5

(4
3.
08
)

25
/6
5

(3
8.
46
)

5/
65

(7
.6
9)

N
A

N
A

A
D
A

an
ti
-d
ru
g
an

ti
bo

dy
,C

B
A

ce
ll-
ba

se
d
as
sa
y,

C
L
B
A

co
m
pe

ti
ti
ve

lig
an

d-
bi
nd

in
g
as
sa
y,

N
A

no
t
ap

pl
ic
ab

le
,N

A
b
ne

ut
ra
liz
in
g
an

tib
od

y
a
St
ud

y
1:

4
of

5
sa
m
pl
es

w
er
e
pl
ac
eb

o;
st
ud

y
2:

2
of

4
sa
m
pl
es

w
er
e
pr
e-
do

se
;s
tu
dy

5:
2
of

78
sa
m
pl
es

w
er
e
pl
ac
eb

o
b
T
he

se
co
nd

-g
re
at
es
t
dr
ug

co
nc
en

tr
at
io
n
in

st
ud

ie
s
3
an

d
5

c
T
he

sa
m
pl
e
w
it
h
be

nr
al
iz
um

ab
51

32
.6
9
ng

/m
L
te
st
ed

po
si
ti
ve

in
C
B
A
,b

ut
ne

ga
ti
ve

in
th
e
C
L
B
A

d
T
he

sa
m
pl
e
w
it
h
be

nr
al
iz
um

ab
27

67
.5
3
ng

/m
L
te
st
ed

ne
ga

ti
ve

in
bo

th
as
sa
ys

e
Sa

m
pl
es

po
si
ti
ve

in
bo

th
C
L
B
A

an
d
C
B
A

w
er
e
co
un

te
d
on

ce

The AAPS Journal (2018) 20: 4949 Page 6 of 11



sensitive than the CBA in detecting NAb (Tables I and III
and Fig. 2).

Correlation of ADA Titer and NAb Responses Measured by
CLBA

The potential relationship between ADA titer responses
and NAb responses (CLBA titer and percentage inhibition)
was examined in the samples that measured positive for both
binding ADA and NAb. ADA titer and NAb titer responses

were strongly correlated (Pearson’s correlation coefficient,
r = 0.91, n = 195, Fig. 3a). ADA titer and the percentage
inhibition measured in the CLBA were directly related (Fig.
3b, Spearman’s coefficient r = 0.77, n = 195). A logistic regres-
sion was also fitted to estimate the relationship between
ADA titer and percentage inhibition because this model
provides a better fit than the linear regression. The percent-
age inhibition increased with ADA titer but became flat at
the greater ADA titers. The correlation coefficient of ADA
titer with percentage inhibition was smaller than with the

Table III. Probability of ADATiter Value Being Positive for NAb as Estimated from a Logistic Model

Binding ADA titer 50 100 200 400 800 1600 3200 6400 12,800 25,600 51,200
Predicted probability of CLBA+ (%) 42 43 45 48 55 67 85 98 100 100 100
Predicted probability of CBA+ (%) 4 5 5 6 9 17 47 95 100 100 100

ADA anti-drug antibody, CBA cell-based assay, CLBA competitive ligand-binding assay, NAb neutralizing antibody

Fig. 3. NAb CLBA titer and CLBA percentage inhibition correlation with
ADA titer in ADA-positive samples. a Correlation between ADA titer and
NAb CLBA titer. b Correlation between ADA titer and CLBA percentage
inhibition. Plot of log-transformed ADA titer and CLBA titer of ADA-positive
samples from five clinical studies (n = 195, some titer values overlap). NAb
percentage inhibition was calculated by (1− the mean ECL serum sample/the
mean ECL pooled normal human serum) × 100. ADA anti-drug antibody,
CLBA competitive ligand-binding assay, ECL electrochemiluminescence, NAb
neutralizing antibody
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CLBA titer because several samples had near-maximum
percentage inhibition.

Correlation of ADA Titer and NAb Responses Measured by
CBA

We examined the potential relationship between ADA
titer and NAb responses measured by CBA by using the
same set of 195 samples. Because samples positive for NAb in
the CBA were not titered, only percentage inhibition
measured in the CBA was compared with ADA titers.
ADA titers were less correlated with CBA percentage
inhibition (Fig. 4, Spearman’s coefficient r = 0.51, n = 195)
than with CLBA percentage inhibition (Spearman’s coeffi-
cient r = 0.77) or CLBA titers (Pearson’s correlation coeffi-
cient r = 0.91). ADA titer was more predictive of the CLBA
titers than the percentage inhibition of the CBA.

Correlation Between the NAb CLBA Responses and CBA
Percentage Inhibition in the CBA-Positive Clinical Samples

CLBA titer and percentage inhibition was moderately
correlated with CBA percentage inhibition in the CBA-
positive samples (Fig. 5a, b, Spearman’s coefficient r = 0.50
and r = 0.51, respectively; n = 33). The results indicate that
NAb detected by the CLBAwere representative of the ability
of the CBA to detect neutralizing activity.

DISCUSSION

To support the clinical trial program for benralizumab,
we developed and validated two NAb assays in CLBA and
CBA formats. We subsequently applied them to assess
neutralizing activities of benralizumab in patient samples
from five clinical studies. Validation data demonstrated that

CLBAwas far more sensitive (approximately 38-fold for the
polyclonal ADA control and 29-fold for the monoclonal
control) than the CBA. Of 195 ADA-positive samples that
we tested for NAb, 63.59% and 16.92% were positive for
NAb as measured by the CLBA and the CBA, respectively.
These results indicate that the CLBA is superior to the CBA
in detecting NAb activities in patient sera. Our study clearly
demonstrated that validation data were consistent with the
clinical observation of neutralizing ADAs in clinical sam-
ples tested, supporting the concept that CLBA is more
capable of detecting NAb in samples than the CBA. The
CLBA is a more suitable assay format than the CBA for
phase III trials.

Drug presence in samples can pose an additional
challenge with NAb assays. Moreover, drug interference with
an assay can potentially lead to a false negative for NAb
detection. Therefore, we conducted validation assays by
spiking samples with much lower drug concentrations for
NAb assays as opposed to the binding ADA assay. This
approach enabled us to determine drug tolerance of the two
assays and to compare the capabilities of assays to detect
NAbs. In general, validation data obtained from drug
tolerance can serve as primary guidance in selecting samples
from clinical trials for NAb testing. The validation data
revealed that the NAb assays displayed poor or little drug
tolerance relative to the binding ADA assay, in that NAbs
were detectable when they were 1.6- to 2.5-fold in excess over
drug for both NAb assays. Despite validation data indicating
that both NAb assays have limited drug tolerance, data from
clinical samples demonstrated that both assays were still
capable of detecting NAb activities in samples with measur-
able drug concentrations.

Notably, measured NAb incidence rates for the samples
with measurable benralizumab concentrations in both NAb
assays were much lower than those for samples with no

Fig. 4. Correlation between ADA titer and NAb CBA percentage inhibition of ADA-
positive samples. Values represent the values of percentage inhibition in the NAb CBA at
the corresponding measured ADA titer (log transformed; n = 195, some titer values
overlap). We calculated NAb percentage inhibition as (1 − the mean RLU serum sample/
the mean RLU pooled normal human serum spiked with benralizumab 35 ng/mL) × 100.
ADA anti-drug antibody, CBA cell-based assay, NAb neutralizing antibody, RLU relative
luminescence unit
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benralizumab concentrations. This finding indicates that NAb
may not have been detected in some ADA-positive samples
because of the presence of benralizumab. Moreover, the
presence of benralizumab leading to interference with
detecting NAb activities was more apparent in the CBA than
that in the CLBA. This interference could potentially account
for the lower incidence of NAb in the CBA, along with the
lower sensitivity of the CBA. Seven samples measured
positive for NAb only by CBA. Of these seven samples,
four (two each in study 2 and study 5) were from the placebo
or pre-dose group; one (with drug concentration of
5132.29 ng/mL in study 3) had a very low assay response
(close to assay cutoff); and two had measurable drug and an
inhibition response of 58.1% (395.38 ng/mL of benralizumab,
ADA titer 200 in study 3) and 48.9% (90.82 ng/mL of
benralizumab, ADA titer 50 in study 5), respectively. The
NAb positive results from the CBA that were negative in the
CLBA could be false positives, because four of the seven
samples were from baseline or the placebo group. However, a

mechanistic explanation for NAb-positive results from just
the CBA cannot be fully ruled out (e.g., NAbs directed
against the Fc region of benralizumab perhaps prevent
binding of benralizumab to CD16 [FcRIIIγ] and subsequent
activation of the effector cells). Nevertheless, most samples
that were positive in the CBAwere also positive in the CLBA.

During drug development, researchers have commonly
used a tiered approach to measure ADA. Although assay
platforms/formats and reagents used in the binding ADA and
NAb assays are deemed different, the results from the assays
are anticipated to be interrelated. To further compare the two
NAb methods, we assessed the correlation between the ADA
and NAb results as measured by the CLBA (titers and
percentage inhibitions) and the CBA (percentage inhibi-
tions). Our data demonstrated that ADA titer was strongly
correlated with NAb CLBA titers, while ADA titers were
less correlated with NAb CBA percentage inhibition versus
CLBA percentage inhibition. A strong correlation between
ADA titer and NAb CLBA titer indicates that ADA

Fig. 5. Correlation between NAb CLBA titer (a) and percentage inhibition
(b) and CBA percentage inhibition of CBA-positive samples. Values
represent percentage inhibition in the NAb CBA at the corresponding
measured CLBA titer (log transformed; n = 33, some titer values overlap) and
percentage inhibition. We calculated NAb percentage inhibition as (1 − the
mean RLU serum sample/the mean RLU pooled normal human serum spiked
with 35 ng/mL benralizumab) × 100. CBA cell-based assay, CLBA compet-
itive ligand-binding assay, NAb neutralizing antibody, RLU relative lumines-
cence unit
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response is against variable regions of benralizumab and,
more specifically, against the antigen-binding region (idio-
type). The ADA titer mimics the CLBA titer as an
assessment of the relative magnitude of the neutralizing
activity of the ADA. This concept was further supported by
the validation data, which the binding ADA and the CLBA
NAb assays exhibit comparable sensitivities. In addition, a
moderate correlation exists between the CLBA titer and
CBA percentage inhibition in the CBA-positive samples. This
finding indicates that the CLBA NAb assay can detect
neutralizing activity detected by the CBA. The commonality
of the results of CLBA titer and CBA percentage inhibition
further supports the concept that the neutralizing activity is
directed primarily against the antigen-binding region of
benralizumab rather than the Fc portion of the molecule,
given the format of the CLBA detects only NAbs against the
antigen-binding region.

For study 5 (n = 128), we evaluated the effect of
measured concentration of NAb to benralizumab on serum
drug concentration and blood eosinophil concentrations
(pharmacodynamics [PD] marker) in ADA-negative, ADA-
positive, and NAb-positive patients. The presence of NAb
reduced median benralizumab serum concentrations during
the drug steady-state period, but the effects lessened as the
dosage increased. Longitudinal data showed that the median
eosinophil concentration of the NAb-positive population was
greater than the corresponding median eosinophil concentra-
tion of the ADA-negative and ADA-positive (including both
NAb-negative and NAb-positive) populations (unpublished
data).

Unlike previous publications that either compared NAb
assay formats for assay characteristics or performed a
retrospective comparison of NAb methods using clinical
samples (5,8,9), this study took an integrated approach in
which we selected a subset of clinical samples from phase II
and applied them to the two validated NAb assays. We also
assessed the correlation between ADA/CLBA titers and PD
readout. Although this approach requires upfront commit-
ment in terms of resources on assay development/validation
and sample testing, this is a data-driven and logistically
efficient approach to selecting a NAb assay needed for
pivotal phase III clinical trials.

Limitations in validating a NAb assay include (1)
surrogate positive controls, because neither polyclonal anti-
bodies produced in animals nor mouse anti-drug mAbs used
in ADA assays are fully representative of a human ADA
response, and (2) limited drug tolerance, a characteristic of
most NAb assays. When one develops NAb assays that
demonstrate poor drug tolerance, it might be worth further
evaluating the assays’ feasibility. Conducting a comparative
assessment by testing a subset of clinical samples if available,
as in this study, may be a reliable approach for choosing an
assay format.

CONCLUSION

Data from assay validation and clinical sample testing
demonstrated that the CLBA is more sensitive in detecting
NAb activities and more drug-tolerant than the CBA.
Moreover, the data from clinical samples demonstrated that
the CLBA yielded more positive samples than the CBA. The

CLBA detects neutralizing activity in common with the CBA.
These results, along with the more precise nature of the
CLBA, support the choice of the CLBA over the CBA for
future clinical trials for benralizumab. The strong correlation
between ADA titer and NAb CLBA titer supports the
conclusion that a qualitative readout from the CLBA NAb
(positive/negative) is sufficient for the assessment of NAb in
future clinical trials.
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